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DataMaster Simulator Solution

---------------- - Lot#12-73-100  EtOHaq Conc: 0.098 i
] £2 Range: 0.093-0.103 1o o
[ For' g tace Label Here]
________________ _ Preparation Date: 04/27/2012  Expires: 04/27/2013 o o
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[ For RPC or Simulator Solution Change Place Label Here]
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DataMaster Simulator Solution
Lot #12-88-100  EtOHaq Conc: 0.098

[ For RF Range:0.093-0.103 ace E,ab % Pcé‘ei 7
-------------------- Preparation Date: 11/9/2012 Expires: 11/9/2013 S
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B th R d Hist e
rea ecor istory 03/207301
Test Test Agenc Overator Name Alcohol Alcohol Sim. Sim. Status Message
Date Time 9 y P vVal. 1 Val. 2 Conc. 1 Conc. 2 g
02/10/2013 00:55:19| stowe police department MICHAEL J DOUGHERTY 0.217 INCOMPLETE 0.094 0.094

02/18/2013 00:30:19| STOWE PD DAVID M KNIGHT 0.000 0.099
02/24/2013 02:32:25| STOWE PD JON K _ZYGMUNTOWICZ INCOMPLETE REFUSED 0.099
02/24/2013 02:58:55| STOWE PD JON K ZYGMUNTOWICZ 0.091 0.099
03/07/2013 00:14:58| STOWE PD CHRISTOPHER B ROGERS 0.113 0.108 0.099 0.099
03/10/2013 03:26:37] stowe pd DAVID M KNIGHT 0.149 0.097
03/12/2013 02:36:38]| stowe pd DAVID M KNIGHT 0.125 0.099
03/15/2013 17:42:41] stowe DAVID M KNIGHT REFUSED 0.099
03/15/2013 18:03:50] stowe DAVID M KNIGHT 0.063 0.098

DMT Serial Number #102706

Page 1 of 1

03/20/2013 7:04



Status Record History

Page 1
03/20/2013

Status Status
. Test Type Status Message
T 2 Time yp g
02/18/2u13 00:07:41 | RPC Record RF NOT DETECTED




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706

Location: Stowe PD

Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
RPC Date: 02/18/2013

Supervisor Name: DAVID M KNIGHT

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber

= 438.
Breath Tube = 46,
= 34

Digital Sim

SETTINGS
wmp Voltage
Joler Voltage
Bias Voltage
Chopper Freq

[ T}
Ul o

PUMP INFO

Flow Rate = 4.298 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.4307 0.4333

MIN (V) 0.4283 0.4321
FILTER INFO

Filter 1 0.433 Zero = true
Filter 2 1.113 Zero = true
Filter 3 1.095 Zero = true

CALIBRATION CHECK
Xg = 0.094 1.99%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot# =12-88-100
Range =0.093 -0.103
Average =0.099 g/210L
Std Dev = 0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 T 40.0
0.08 32.0
o o7 28.0
o 06 24.0
0.05 S )/ 70-0
0. 04 i F B oy
0.03 } 120
0.02 J 70
0.01 / — ’ ' ‘0
0.00 H ﬂ / A 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

e

Reviewed by

Date 02/18/2013

Date

DMT Serial Number #102706

Page 1 of 1

02/18/2013 12:21 AM




SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 10/19/2012
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot# =12-73-100
Range =0.093 - 0.103
Average =0.102 g/210L
Std Dev =0.0000

Simulator Temperature: 34.1°C

)

Performed by W ézéb

DMT Serial Number #102706

Date

Page 1 of 1

10/19/2012

10/19/2012 3:00 AM




Breath Record Hist 379013
1 ory 04/03/2013
Test Test Agenc Operator Name Alcohol Alcohol Sim. Sim. Status Message
Date Time g y P vVal. 1 vVal. 2 Conc. 1 Conc. 2 g
03/07/2013 00:14:58| STOWE PD CHRISTOPHER B ROGERS 0.113 0.108 0.099 0.099
03/10/2013 03:26:37| stowe pd DAVID M KNIGHT 0.149 0.097
03/12/2013 02:36:38| stowe pd DAVID M KNIGHT 0.125 0.099
03/15/2013 17:42:41] stowe DAVID M KNIGHT REFUSED 0.099
03/15/2013 18:03:50] stowe DAVID M KNIGHT 0.063 0.098
DMT Serial Number #102706

Page 1 of 1

04/03/2013 9:47 PM
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DataMaster Simulator Solution

Lot # 12-88-100 EtOHaq Conc: 0.098

Range: 0.093 - 0.103
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