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DataMaster DMT Monthly Update Check-list 

Department/Agency: _ _,,~,_/r'_) o_· _.,,J_<-__ _,_f--=''])=· ___ DM serial #: IO Z ? 0 6 

Su peNiso r:_--+/;t-'L..C_J-'.Ct 5"-'-"-~ f,__·+-• _,.,/)'-"-'"-'' I .'-CJ=---
Provided 

perators Logbook D 
Maintenance Logbook ff 
Breath Test History Report ~ 
Status History Report ~ 
Log On History Report w 
Calibration Report D 
Certification Report D 
Installation Report D 
Annual Preventative Maintenance D 
Routine Performance Check D 
Simulator Solution Change D 
Other Reports D 

List other report type and date: 

Appendix A 

Date: ?J- I I/. I L? 
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Breath Record History Page 1 
08/11/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message 
Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

01/01/2013 01:51 26 STOWE PD JON K ZYGMUNTOWICZ REFUSED Q.097 
01/01/2013 03:31 05 STOWE l?D DAVID M KNIGHT REFUSED 0.097 
01/06/2013 18:32 48 STOWE PD CHRIS B ROGERS 0.157 0.161 Q.096 0.097 
01/13/2013 01:42 00 STOWE PD KYLE WALKER 0.114 0.117 Q.097 0.096 
01/13/2013 19:53 45 stowe police dept MICHAEL DOUGHERTY Q.096 RESPONSE TIMEOUT 
02/10/2013 oo~ss 19 stowe police department MICHAEL J DOUGHERTY 0.217 INCOMPLETE 0.094 0.094 
02/18/2013 00:30 19 STOWE PD DAVID M KNIGHT 0.000 Q.099 
02/24/2013 02:32 25 STOWE PD JON K ZYGMUNTOWICZ INCOMPLETE REFUSED o.099 
02/24/2013 02:58 55 STOWE PD JON K ZYGMUNTOWICZ 0.091 Q.099 
03/07 /2013 00:14 58 STOWE PD CHRISTOPHER B ROGERS 0.113 0.108 Q.099 0.099 
03/10/2013 03:26 37 stowe pd DAVID M KNIGHT 0.149 Q.097 
03/12/2013 02:36 38 stowe pd DAVID M KNIGHT 0.125 Q.099 
03/15/2013 17:42 41 stowe DAVID M KNIGHT REFUSED 0.099 
03/15/2013 18:03 50 st owe DAVID M KNIGHT 0.063 0.098 
04/13/2013 02:21 50 STOWE PD JON K ZYGMUNTOWICZ 0.141 0.139 0.097 0.097 
05/11/2013 19:39 08 stowe Pd DAVID M KNIGHT 0.113 0.119 0.096 0.097 
06/02/2013 01:29 44 STOWE PD KYLE R WALKER REFUSED 0.096 
07 /10/2013 02:15 52 MIDDLESEX VSP CHRIS A BROWN 0.106 0.099 
07/15/2013 23:41 25 STOWE PD KYLE WALKER 0.249 0.100 
07/20/2013 03:25 34 STOWE PD KYLE WALKER 0.165 0.098 
07/21/2013 03:07 12 STOWE PD KYLE WALKER REFUSED o.099 
07/21/2013 03:27 36 STOWE PD KYLE WALKER 0.150 0.166 0.099 0.100 
07/23/2013 02:04 48 MIDDLESEX VSP CHRIS A BROWN 0.175 0.099 
07/23/2013 03:15 25 STOWE PD DAVID M KNIGHT 0.200 0.180 Q.098 0.098 

---
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Log On Record History Page 1 
08/11/2013 

Test Test Name 
Date Time 

DMT Serial Number #102706 Pagel of I 08/11/2013 8:39 PM 



Status Record History Page 1 
08/11/2013 

status Status Test Type Status Message 
Date Time 

01/13/2013 19:57:05 DUI Subject Record RESPONSE TIMEOUT 
02/18/2013 00:07:41 RPC Record RF NOT DETECTED 
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DATAMASTER DMT MAINTENANCE LOG. 

~Ah'~ -?'fl /02-"7o6 
Department/Agency DataMaster DMT Serial Number 

DATE TYPE OF SERVICE PERFORMED PERFORMED BY 
(Name and Title) . 

DataMaster Simulator Solution ~ly/A. 
11 1 

. -[-F;~-R ~~~~:,2~7~;~~~.103Et0Haq cone: o.098 'la-c~ -L~b~I- H~r~J I/ '~ 
/0 ·/1'JZ·-·-.. -.. _ .. _,,_ PreparationDate:04/27/2012 Expires: 04/27/2013 ___________ / _ 1 

---------------- ______ oP~NE~;·----- _________________________ l.~ __ 7_ _____ _ 

__ tflf?..C ___________________________________ . 

[For Rf 

---------------- ,_,,_,,_,,_,,_,,_,,_, .. ------------ i;I l()d4 
,_,,_,,_,,_,,_,,_,,_,,_,,_,,_,, -f ........ ----"""'"''' 

·- .. -.. -._ .. _ .. _ .. _ ... DataMaster Simulator Solution ._ .. _ .. _ .. _,,_ .. _ .. _ .. _ .. _ .. _,, 
[ For RPCLot# 13-03-100 EtOHaq cone: o.o9s ~e Label Here] 

·-------·-----·--------Range: 0.093- 0.103 -----------------··-----------'-

Preparation Date: 04/03/2013 Expires: 04/03/2014 

OPENED: 
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DataMaster DMT Monthly Update Check-list 

Department/Agency: -~e OM serial#: ;oz.706 

Supervisor: fe v I'/ lfv I j hf Date: lu I 6 ! IJ 

Provided None this month 

[,-Operators Logbook ~· D 
/ 

Maintenance Logbook [2<:1 D 
' Breath Test History Report gr D 

Status History Report ~ D 
Log On History Report RI D 
Calibration Report D D 
Certification Report D D 
Installation Report D D 
Annual Preventative Maintenance D D 
Routine Peliormance Check Qg D 
Simulator Solution Change D D 
Other Reports D D 

List other report type and date: 

' 

·-· - -- ··- .. -··- . - ··- --- - ~ 
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Breath Record History l?age 1 
10/06/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. Status Message Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

01/01/2013 01:51:26 STOWE PD JON K ZYGMUNTOWICZ REFUSED 0.097 
01/01/2013 03:31:05 STOWE PD DAVID M KNIGHT REFUSED 0.097 
01/06/2013 18:32:48 STOWE PD CHRIS B ROGERS Q.157 0.161 0.096 Q.097 
01/13/2013 01:42:00 STOWE PD KYLE WALKER 0.114 0.117 o. 097 0.096 
01/13/2013 19:53:45 stowe police dept MICHAEL DOUGHERTY 0.096 RESPONSE TIMEOUT 
02/10/2013 00:55:19 stowe police department MICHAEL J DOUGHERTY Q.217 INCOMPLETE 0.094 Q.094 
02/18/2013 00:30:19 STOWE PD DAVID M KNIGHT o.ooo 0.099 
02/24/2013 02:32:25 STOWE PD JON K ZYGMUNTOWICZ INCOMPLETE REFUSED 0.099 
02/24/2013 02:58:55 STOWE PD JON K ZYGMUNTOWICZ Q.091 0.099 
03/07/2013 00:14:58 STOWE PD CHRISTOPHER B ROGERS 0.113 0.108 0.099 0.099 
03/10/2013 03:26:37 stowe pd DAVID M KNIGHT 0.149 0.097 
03/12/2013 02:36:38 stowe pd DAVID M KNIGHT o.12s 0.099 
03/15/2013 17:42:41 st owe DAVID M KNIGHT REFUSED 0.099 
03/15/2013 18:03:50 st owe DAVID M KNIGHT 0.063 0.098 
04/13/2013 02:21:50 STOWE PD JON K ZYGMUNTOWICZ 0.141 0.139 0.097 o. 097 
05/11/2013 19:39:08 stowe pd DAVID M KNIGHT 0.113 0.119 0.096 0.097 
06/02/2013 01:29:44 STOWE PD KYLE R WALKER REFUSED 0. 096 
07/10/2013 02:15:52 MIDDLESEX VSP CHRIS A BROWN 0.106 0.099 
07/15/2013 23:41:25 STOWE PD KYLE WALKER Q.249 0.100 
07/20/2013 03:25:34 STOWE PD KYLE WALKER o.165 0.098 
07/21/2013 03:07:12 STOWE PD KYLE WALKER REFUSED 0.099 
07/21/2013 03:27:36 STOWE PD KYLE WALKER 0.150 0.166 0.099 0.100 
07/23/2013 02:04:48 MIDDLESEX VSP CHRIS A BROWN Q.175 0.099 
07/23/2013 03:15:25 STOWE PD DAVID M KNIGHT 0.200 0.180 0.098 0.098 
08/18/2013 03:55:07 STOWE PD KYLE WALKER o.155 0.098 o. 098 
08/19/2013 02:12:22 STOWE PD KYLE WALKER 0.137 0.152 0.098 o.099 
08/24/2013 01:50:47 STOWE PD CHRIS B ROGERS REFUSED o. 097 
09/07/2013 01:32:46 STOWE PD JON K ZYGMUNTOWICZ 0.233 0.098 
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Log On Record History Page 1 
10/06/2013 

Test Test Name 
Date Time 

DMT Senal Number #102706 Pagelofl 10/06/2013 10.51 PM 



Status Record History Page 1 
10/06/2013 

Status Status Test Type Status Message 
Date Time 

01/13/2013 19:57:05 DUI Subject Record RESPONSE TIMEOUT 
02/18/2013 00:07:41 RPC Record RF NOT DETECTED 

DMT Senal Number #102706 Page 1 ofl 10/06/2013 10:49 PM 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster DMT: 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPCDate: 
Supervisor Name: 

Diagnostic Results 

VERSIONS 
DMT: 1.01 
PIC: 2.05 
Modem: 2.4 
Questions: 2.1 

TEMPERATURES 

Sample Chamber 
Breath Tube 
Digital Sim 

SETTINGS 
Lamp Voltage 
Cooler Voltage 
Bias Voltage 
Chopper Freq 

PUMP INFO 

102706 
Stowe PD 
12/30/2011 
01/03/2012 
01/26/2012 
10/06/2013 
DAVID M KNIGHT 

48.8°C 
48.1°C 
34.0°C 

1.67 v 
1. 60 v 
80 v 
544 Hz 

Flow Rate = 4.311 L/M 

DETECTOR INFO 
PUMP ON 
MAX (V) 0. 5246 
MIN (V) 0. 5230 

FILTER INFO 
Filter 1 0.526 
Filter 2 1.203 
Filter 3 1.164 

CALIBRATION CHECK 
Xq = 0.094 2.47% 

OFF 
0.5270 
0.5256 

Zero = true 
Zero true 
Zero = true 

Routine Performance Check Passed 

Performed by 

Reviewed by 

DMT Serial Number #102706 

Accuracy and Precision Check 
Concentration = 0.098 g/210L 
Lot# = 13-03-100 
Range =0.093-0.103 
Average =0.101 g/210L 
Std Dev = 0.0000 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 
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DATE 

'' 15 i I) '0 
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DATAMASTER DMT MAINTENANCE LOG 

107..t-06 
Department/Agency · - DataMaster DMT Serial Number 

TYPE OF SERVICE PERFORMED 

DataMaster Simulator Solution 
-----------.. -----·--Lot# 13-03-100 EtOHaq Cone: 0.098 

[ For RP Range: 0.093- 0.103 
-----.. -··--·-------·Preparation Date: 04/03/2013 Expires: 04/03/2014 

OPENED: 

[ For RPG or Simulator Solutibn Change Place Label Here] 

PERFORMED BY 
(Name and Title) 

~ --- ------ - -- - --- ·-··-··-··-··-· -··-··-··-··- -··-··-··-··- ·-··-··-··-··-··-··-··-· -··-··-··-··-··-··-··-··-··-·-·--··-··---··-··-··-··-·· - -- - -- - ------ - - -- - - - - - -- --- --

. 

[ For RPG or Simulator Solution Change Place Label Here] 

[ For RPG or Simulator Solution Change Place Label Here] 

ALC 803 REV 03 08/2011 
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DataMaster DMT Monthly Update Check-list 

,,-__.... 
Department/Agency: :> 1uw'C ,,~j) 

Supervisor: Y4v 1 c/ ,i;1/ 'J Lf 

Operators Logbook 

Maintenance Logbook 

Breath Test History Report 

Status History Report 

Log On History Report 

Calibration Report 

Certification Report 

Installation Report 

Annual Preventative Maintenance 

Routine Performance Check 

Simulator Solution Change 

Other Reports 

List other report type and date: 

. 

Provided 

D 
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D 
D 
D 
D 
D 
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OM serial#: I 0 L Jo<f, 

Date: // /OZ-fJ3 

None this month 
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Breath Record History Page 1 
11/02/2013 

Test Test Agency Operator Name Alcohol Alcohol Sim. Sim. 
Date Time Val. 1 Val. 2 Cone. 1 Cone. 2 

Status Message 

01/01/2013 01:51:26 STOWE PD JON K ZYGMUNTOWICZ REFUSED Q.097 
01/01/2013 03:31:05 STOWE PD DAVID M KNIGHT REFUSED Q.097 
01/06/2013 18:32:48 STOWE PD CHRIS B ROGERS 0.157 0.161 Q.096 0.097 
01/13/2013 01:42:00 STOWE PD KYLE WALKER 0.114 0.117 Q.097 0.096 
01/13/2013 19:53:45 stowe police dept MICH.A.EL DOUGHERTY Q.096 RESPONSE TIMEOUT 
02/10/2013 00:55:19 stowe police department MICHAEL J DOUGHERTY 0.217 INCOMPLETE Q.094 0.094 
02/18/2013 00:30:19 STOWE PD DAVID M KNIGHT 0.000 Q.099 
02/24/2013 02:32:25 STOWE PD JON K ZYGMUNTOWICZ INCOMPLETE REFUSED Q.099 
02/24/2013 02:58:55 STOWE PD JON K ZYGMUNTOWICZ 0.091 0.099 
03/07/2013 00:14:58 STOWE PD CHRISTOPHER B ROGERS 0.113 0.108 0.099 0.099 
03/10/2013 03:26:37 stowe pd DAVID M KNIGHT 0.149 0.097 
03/12/2013 02:36:38 stowe pd DAVID M KNIGHT 0.125 0.099 
03/15/2013 17:42:41 st owe DAVID M KNIGHT REFUSED 0.099 
03/15/2013 18:03:50 st owe DAVID M KNIGHT 0.063 0.098 
04/13/2013 02:21:50 STOWE PD JON K ZYGMUNTOWICZ 0.141 0.139 0.097 0.097 
05/11/2013 19:39:08 stowe pd DAVID M KNIGHT 0.113 0.119 0.096 0. 097 
06/02/2013 01:29:44 STOWE PD KYLE R WALKER REFUSED 0.096 
07/10/2013 02:15:52 MIDDLESEX VSP CHRIS A BROWN 0.106 0.099 
07/15/2013 23:41:25 STOWE PD KYLE WALKER 0.249 0.100 
07/20/2013 03:25:34 STOWE PD KYLE WALKER 0.165 o.098 
07/21/2013 03:07:12 STOWE PD KYLE WALKER REFUSED 0.099 
07/21/2013 03:27:36 STOWE PD KYLE WALKER 0.150 0.166 0.099 0.100 
07/23/2013 02:04:48 MIDDLESEX VSP CHRIS A BROWN 0.175 0.099 
07/23/2013 03:15:25 STOWE PD DAVID M KNIGHT 0.200 0.180 0.098 0.098 
08/18/2013 03:55:07 STOWE PD KYLE WALKER 0.155 0.098 0.098 
08/19/2013 02:12:22 STOWE PD KYLE WALKER 0.137 0.152 0.098 0.099 
08/24/2013 01:50:47 STOWE PD CHRIS B ROGERS REFUSED 0.097 
09/07/2013 01:32:46 STOWE PD JON K ZYGMUNTOWICZ 0.233 0.098 
10/12/2013 21:00:19 stowe police MICHAEL J DOUGHERTY 0.100 RESPONSE Til1EOUT 
10/12/2013 22:13:21 stowe police dept MICHAEL J DOUGHERTY REFUSED 0.101 
10/19/2013 17:15:56 STOWE PD DAVID M KNIGHT 0.155 0.100 
10/26/2013 03:11:38 STOWE PD KYLE WALKER 0.155 0.163 0.100 0.100 
10/27/2013 00:54:55 STOWE PD KYLE WALKER 0.176 0.165 0.100 0.100 
10/30/2013 07:55:46 stowe pd BRUCE W EMERSON 0.014 Q.099 
10/31/2013 02:06:34 STOWE PD KYLE WALKER REFUSED Q.100 
10/31/2013 02:50:37 STOWE PD KYLE WALKER INTERFERENCE Interference Detected 
10/31/2013 02:53:38 STOWE PD KYLE WALKER 0.210 Q.099 
11/02/2013 04:43:42 STOWE PD CHRIS B ROGERS 0.085 0.085 Q.100 0.100 

DMT Serial Number #102706 Page 1 ofl 11/02/2013 7:03 PM 



Status Record History Page 1 
11/02/2013 

Status Status Test Type Status Message Date Time 

01/13/2013 19 57 05 DUI Subject Record RESPONSE TIMEOUT 
02/18/2013 00 07 41 RPC Record RF NOT DETECTED 
10/12/2013 21 03 37 DUI Subject Record RESPONSE TIME:oUT 
10/31/2013 02 52 13 DUI Subject Record Interference Detected 

I 

DMT Senal Number #102706 Page 1 of] 11/02/2013 7:05 PM 



Log On Record History Page 1 
11/02/2013 

Test Test Name 
Date Time 

DMT Senal Number #102706 Page 1 ofl 11/02/2013 7:08 PM 


