DataMaster DMT Monthly Update Check-list

DM serial #:

02706

(e
Department/Agency:_2 Zouwe. o

Date: 7 1 /97

Supervisor___is, )645,//\\%

Operators Logbook

Maintenance Logbook

Breath Test History Report
Status History Report

Log On History Report
Calibration Report

Certification Report

Installation Report

Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Change

Other Reports

List other report type and date:

Provided None this month
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Status Record History

Page 1
09/19/2014

Status Status
Date Time Test Type Status Message

02/10/2012 21:19:31 DUI Subject Record RESPONSE TIMEOUT
02/10/2012 21:34:38 DUI Subject Record RESPONSE TIMEOUT
02/10/2012 21:57:56 DUI Subject Record RESPONSE TIMEOUT
02/11/2012 00:34:22 DUI Subject Record RESPONSE TIMEOUT
02/11/2012 00:39:04 DUI Subject Record RESPONSE TIMEOUT
02/12/2012 01:47:30 DUI Subject Record RESPONSE TIMEOUT
02/19/2012 00:42:49 DUI Subject Record RESPONSE TIMEOUT
03/17/2012 23:01:30 DUI Subject Record RESPONSE TIMEOUT
03/25/2012 00:34:30 DUI Subject Record RESPONSE TIMEOUT
03/25/2012 00:57:16 DUI Subject Record RESPONSE TIMEOUT
04/01/2012 03:43:15 DUI Subject Record Simulator Out of Range
04/02/2012 01:00:33 DUI Subject Record Simulator Out of Range
06/16/2012 21:24:10 DUI Subject Record RESPONSE TIMEOUT
09/07/2012 03:59:23 DUI Subject Record RESPONSE TIMEOUT
10/19/2012 03:41:21 | RPC Record RF NOT DETECTED
01/13/2013 19:57:05 DUI Subject Record RESPONSE TIMEOUT
02/18/2013 00:07:41 RPC Record RF NOT DETECTED
10/12/2013 21:03:37 DUI Subject Record RESPONSE TIMEOUT
10/31/2013 02:52:13 DUI Subject Record Interference Detected
11/25/2013 15:35:36 DUI Subject Record RESPONSE TIMEOUT
12/07/2013 03:12:06 DUI Subject Record RESPONSE TIMEOUT
02/13/2014 01:25:44 DUI Subject Record RESPONSE TIMEOUT
03/02/2014 02:41:07 DUI Subject Record RESPONSE TIMEOUT
03/02/2014 02:47:55 DUI Subject Record RESPONSE TIMEOUT
03/14/2014 13:31:45 DUI Subject Record CALIBRATION CHECK ERROR
03/16/2014 03:45:46 DUI Subject Record CALIBRATION CHECK ERROR
04/13/2014 01:33:37 DUI Subject Record Simulator Out of Range
04/16/2014 03:01:36 DUI Subject Record RESPONSE TIMEOUT
05/03/2014 03:08:25 DUI Subject Record Simulator Out of Range
07/30/2014 00:25:49 DUI Subject Record RESPONSE TIMEOUT

N A 1 * 1 2T 1 1NN

Paoce 1 AF1

09/19/2014 10:49 PM




Log On Record History

Page 1
09/19/2014

Test

Test

Date Time Name
01/26/2012 09:05:06 Steven Harnois
03/22/2012 23:21:42 Supervisor
04/02/2012 02:10:29 Supervisor
05/11/2012 19:03:47 Supervisor
05/21/2012 14:48:31 Supervisor
05/21/2012 15:08:57 Supervisor
05/21/2012 16:44:32 Supervisor
05/21/2012 23:37:13 Supervisor
06/06/2012 01:42:12 Supervisor
06/06/2012 03:07:55 Supervisor
06/18/2012 09:49:27 Amanda Bolduc

~NAI T O " 12T 1 1NN

Paace 1 of1

09/19/2014 10:50 PM




ANNUAL PREVENTATIVE MAINTENANCE

ROBERT DRISCOLL

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
APM Date: 01/13/2014
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 47.5°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.67 V
Cooler Voltage = 1.60 V
Bias Voltage =80V
Chopper Freqg = 543 Hz

PUMP INFO
Flow Rate = 4.435 L/M

DETECTOR INFO

o of ot

rue

rue

PUMP ON OFF

MAX (V) 0.5514 0.5543
MIN (V) 0.5498 0.5522
FILTER INFO

Filter 1 0.553 Zero =
Filter 2 1.222 Zero =
Filter 3 1.181 Zero =
CALIBRRATION CHECK

Xg = 0.095 2.66%

APM PASSED

Performed by

Reviewed by

DMT Serial Number #102706

7
% e

Simulator Vapor Test

Concentration =0.098 g/210L
Lot# =13-03-100
Range =0.093-0.103
Simulator Vapor =0.095 g/210L
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 7 ; 7 40.0
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 16.0
0.03 12.0
0.02 / 8.0
0.01 \ 4.0
0.00 //\V/x ! ‘ 0.0
0 5 10 15 20 25 30

Date 01/13/2014
Date

09/19/2014 11:13 PM

Page 1 of 1



CALIBRATION REPORT

DataMaster DMT: 102706
Calibration Date: 12/30/2011

Calibrated by: STEVEN R MERRILL
Lot: 12-33-100

Ca = 0.100

CAL = 1.007636 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.003 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.092 0.050 <= Xg < 0.200
a2l = 1.215223 1.050 <= a2l < 1.300
a3l = 0.431855 0.300 <= a3l < 0.800
Performed by ‘%

DMT Serial Number #102706

Date

Page 1 of 1

12/30/2011

09/19/2014 11:29 PM




CALIBRATION REPORT

DataMaster DMT: 102706
Calibration Date: 03/18/2014
Calibrated by: ROBERT DRISCOLL

Lot: 13-22-100

Ca = 0.099

CAL = 0.983394 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
bz = 0.004 0.002 = b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xg = 0.095 0.050 <= Xg < 0.200
a2l = 1.213849 1.050 <= a2l < 1.300
a3l = 0.414371 0.300 <= a3l < 0.800
Performed by /;Ef;§§;¢’

DMT Serial Number #102706

Date

Page 1 of 1

03/18/2014

09/19/2014 11:30 PM



SOLUTION CHANGE

)/’h

\\ DataMaster DMT: 102706
Location: Stowe PD
Date: 04/14/2014
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =13-15-100
Range =0.094-0.104
Average =0.096 g/210L
Std Dev =0.0000

Simulator Temperature: 33.8°C

e

(v Performed by

DMT Serial Number #102706

Date

Page 1 of 1

04/14/2014

04/14/2014 7:39 PM




SOLUTION CHANGE

~~ DataMaster DMT: 102706
Location: Stowe PD
Date: 05/03/2014

Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =14-01-100
Range =0.094-0.104
Average =0.096 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

Q_, Performed by %f Date 05/03/2014

DMT Serial Number #102706 Page 1 of 1 05/03/2014 10:47 PM



SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 07/04/2014
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot# =14-02-100
Range =0.092-0.102
Average =0.096 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

(, Performed by L Zp Date 07/04/2014

DMT Serial Number #102706 Page 1 of 1 07/04/2014 1:54 AM
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SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD
Date: 09/11/2014
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot # =14-02-100
Range =0.092-0.102
Average =0.096 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

Q * Performed by =2

DMT Serial Number #102706

Date

Page 1 of 1

09/11/2014

09/11/2014 10:23 PM



SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 10/19/2012
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot# =12-73-100
Range =0.093-0.103
Average =0.102 g/210L
Std Dev -+ =0.0000

Simulator Temperature: 34.1°C

(“  Performed by =7 =D . Date 10/19/2012

DMT Serial Number #102706 Page 1 of 1 10/19/2012 3:00 AM



- SOLUTION CHANGE

DataMaster DMT: 102706

Location: Stowe PD

Date: 04/02/2012
Performed by: DAVID M KNIGHT

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot # =12-51-100
Range =0.095-0.105
Average =0.100 g/210L
Std Dev =0.0000

Simulator Temperature: 34.1°C

QI. Performed by ﬂ(/;?)

DMT Serial Number #102706

Date

Page 1 of 1

04/02/2012

04/02/2012 2:48 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  03/18/2014
Certification Date: 03/18/2014
Installation Date:  03/18/2014
RPC Date: 05/25/2014

Supervisor Name: DAVID M KNIGHT

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.2°C
Breath Tube = 48.1°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.72 V
Cooler Voltage = 1.72 V
Bias Voltage =80V
Chopper Freg = 544 Hz

PUMP INFO
Flow Rate = 4.433 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0427 0.0455
MIN (V) 0.0417 0.0443

FILTER INFO

Filter 1 0.045 Zero = true
Filter 2 0.798 Zero = true
Filter 3 0.748 Zero = true

CALIBRATION CHECK
Xg = 0.094 0.55%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.097 g/210L
Lot# =14-02-100
Range =0.092-0.102
Average =0.095 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 T T T 40.0
o.08-| — Hzerdsrzion L L
0.08 \ 32.0
0.07 \ ;8 0
0.06 ‘ 24.0
0.05 \ 20.0
o.oA4 o 16.0
0.03 , 12.0
0.02 ; 8.0
0.01 (L M \ 4.0
0.00 \ \ \ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

EXpEA

Performed by Date 05/25/2014
Reviewed by Date
DMT Serial Number #102706 Page 1 of 1

05/25/2014 10:41 PM




ROUTINE PERFORMANCE CHECK REPORT

&

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
RPC Date: 02/08/2014
Supervisor Name: DAVID M KNIGHT
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot# =13-15-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 Average =0.100 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 ) .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
~ Lamp Voltage = 1.67 V
Q Cooler Voltage = 1.60 V
Bias Voltage =80V 0.10 5 - - - . - 40.0
Chopper Freq = 544 Hz —_—
0.09 ];icohol(g/ZlOL) 36.0
PUMP INFO ow Rate(L/M)
Flow Rate = 4.458 L/M 0.08 32.0
DETECTOR INFO
PUMP  ON OFF 0.07 28.0
MAX (V) 0.5600 0.5628
MIN(V)  0.5589  0.5608 0.06 w240
FILTER INFO 0.05 20.0
Filter 1 0.562 Zero = true
Filter 2 1.228 Zero = true 0.04 16.0
Filter 3 1.187 Zero = true )
0.03 12.0
CALIBRATION CHECK :
Xq = 0.095 2.66% 0.02 8.0
0.01 )M\ \ \ 4.0
Routine Performance Check Passed 0.00 A ﬂ 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
=" Performed by == Date 02/08/2014
Reviewed by Date
DMT Serial Number #102706 Page 1 of 1 02/08/2014 4:58 AM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012 i, N
. - L RRS » H] pa
Installation Date:  01/26/2012 T Wy
RPC Date: 10/06/2013
Supervisor Name: DAVID M KNIGHT
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # =13-03-100
VERSIONS Range - =0.093-0.103
DMT: 1.01 Average =0.101 g/210L
PIC: 2.05 Std Dev =(0.0000
Modem: 2.4
Questions: 2.1 .
' RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C :
Breath Tube = 48.1°C Sample Acceptance Test
Dlgltal Sim = 34.0 °C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.60 V
Bias Voltage =80V 0.10 ; : ; 40.0
Chopper Freq = 544 Hz - - .
PUMP INFO ow Rate (L/M)
Flow Rate = 4.311 L/M 0.08 32.0
DETECTOR INFO ‘
PUMD oN OFF 0.07 28.0
MAX (V) 0.5246 0.5270
MIN(V)  0.5230 0.5256 0.06 24.0
FILTER INFO 0.05 A 20.0
Filter 1 0.526 Zero = true J\*M\
Filter 2 1.203 Zero = true 0.04 i : 16.0
Filter 3 1.164 Zero = true \\
0.03 12.0
CALIBRATION CHECK \
Xqg = 0.094 2.47% 0.02 6.0
0.01 \\ 4.0
Routine Performance Check Passed 0.00 0.0
0 10 20 30 40 50 60 70 80 90
Performed by T A Date 10/06/2013
Reviewed by Date
DMT Serial Number #102706 Page 1 of 1 10/06/2013 10:44 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706
Location:

Stowe PD

Calibration Date: ~ 12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012

RPC Date:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

un

SETTINGS
<7 Lamp Voltage
(\ Cooler Voltage
~ Bias Voltage
Chopper Freq

o nn
[any
(o))
o
<

PUMP INFO
Flow Rate = 4.465 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.4931 0.4957
MIN (V) 0.4921 0.4943

FILTER INFO

Filter 1 0.494 Zero
Filter 2 1.171 Zero
Filter 3 1.142 Zero

CALIBRATION CHECK
Xq = 0.095 2.66%

Routine Performance Check Passed

06/21/2013
Supervisor Name: KYLE WALKER

true
true
true

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot# =13-03-100
Range =0.093-0.103
Average =0.100 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed :
0.10 S 40.0
o.0sl{ == Berertg o
0.08 32.0
0.07 28.0
0.06 24.0
0.05 “\M 20.0
0.04 / j\‘ 16.0
0.03 12.0
0.02 8.0
0.01 A 0 4.0
0.00 H[ I \ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 &0

Q Performed by /- ‘///

Reviewed by

Date 06/21/2013

Date

DMT Serial Number #102706

Page 1 of 1

06/21/2013 1:32 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
RPC Date: 02/18/2013
Supervisor Name: DAVID M KNIGHT
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =12-88-100
VERSIONS Range =0.093 -0.103
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 46.4°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.60 V
Bias Voltage =80V 0.10 : : - - . 40.0
Chopper Freq = 542 Hz —
0. 09 Aicohol(g/ZlOL) 6.0
PUMP INFO Flow Rate(L/M)
Flow Rate = 4.298 L/M 0.08 32.0
DETECTOR INFO
UMD o OFF 0.07 28.0
MAX (V) 0.4307 0.4333
MIN(V)  0.4283 0.4321 0.06 /vv 24.0
FILTER INFO 0.05 20.0
Filter 1 0.433 Zero = true /
Filter 2 1.113 Zero = true 0.04 F 16.0
Filter 3 1.095 Zero = true
0.03 12.0
CATIBRATION CHECK
Xq = 0.094 1.99% 0.02 6.0
0.01 f\ !\ n 4.0
Routine Performance Check Passed 0.00 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by W Date 02/18/2013
Reviewed by Date
DMT Serial Number #102706 Page 1 of 1 02/18/2013 12:21 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

PUMP INFO
Flow Rate = 4.364

DETECTOR INFO
PUMP ON

MAX (V) 0.4226
MIN (V) 0.4215

FILTER INFO

Filter 1 0.425
Filter 2 1.104
Filter 3 1.086

CALIBRATION CHECK
Xq = 0.094 1.90

102706
Stowe PD
12/30/2011
01/03/2012
01/26/2012
02/17/2013
DAVID M KNIGHT
Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =12-88-100
Range =0.093-0.103
Average =0.099 g/210L
Std Dev = (.0000
RF Detection Test
Failed
49.0°C '
48.1°C
34.0°C
1.67 V
1.60 V
80 V —~.
543 Hz S

1\
L/ L pUvs

OFF |
0.4258 A \\\{
0.4246 A f .

true é .
true j ’ Q}
true : \f

Y \

Zerxro
zexo
Zero

%

Routine Performance Check Failed

~ Performed by

Reviewed by

W Date 02/17/2013

Date

DMT Serial Number #102706 Page 1 of 1

02/18/2013 12:08 AM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706

Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012

RPC Date: 02/17/2013
Supervisor Name: DAVID M KNIGHT

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =12-88-100

VERSIONS Range =0.093 -0.103

DMT: 1.01 Average =0.099 g/210L

PIC: 2.05 Std Dev =0.0000

Modem: 2.4

Questions: 2.1
RF Detection Test

TEMPERATURES Failed

Sample Chamber = 439.0°C

Breath Tube = 48.1°C

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =1.67V

Cooler Voltage = 1.60 V

Bias Voltage = 80 V

Chopper Freq = 543 Hz

PUMP INFO
Flow Rate = 4.364 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.422¢6 0.4258
MIN (V) 0.4215 0.424¢6

FILTER INFO

Filter 1 0.425 Zero = true
Filter 2 1.104 Zero = true
Filter 3 1.086 Zero = true

CALIBRATION CHECK
Xq = 0.094 1.90%

Routine Performance Check Failed

C‘" Performed by W Date

Reviewed by Date

DMT Serial Number #102706 Page 1 of 1

02/17/2013

02/18/2013 12:08 AM



(N

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102706

Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012

RPC Date: 10/19/2012
Supervisor Name: DAVID M KNIGHT

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot# =12-73-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1
RF Detection Test
Sample Chamber = 49.0°C
Breath Tube = 47.3°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.60 V
Bias Voltage = 80 V 0.10 — 7 40.0
Chopper Freq = 541 Hz - - ) ] - -
0.09 ——— Alcohol (g/210L) 36.0
PUMP INFO Flow Rate(L/M)
Flow Rate = 4.445 L/M 0.08 32.0
DETECTOR INFO
PUMP ON OFF 0.07 28.0
MAX (V) 0.3766 0.3797
MIN (V)  0.3754 0.3787 0.06 24.0
FILTER INFO 0.05 ‘\ 20.0
Filter 1 0.379 Zero = true
Filter 2 1.077 Zero = true 0.04 16.0
Filter 3 1.060 Zerxo = true
0.03 12.0
CALIBRATION CHECK
Xg = 0.094 1.90% 0.02 8.0
0.01 j\\ /d\\ {\-\ 4.0
Routine Performance Check Passed 0.00 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by P Date 10/19/2012

Reviewed by : Date

DMT Serial Number #102706 Page 1 of 1

10/19/2012 3:54 AM



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

oo

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 4.365

DETECTOR INFO

PUMP ON
MAX (V) 0.2742
MIN (V) 0.2724

FILTER INFO

Filter 1 0.276
Filter 2 0.985
Filter 3 0.973

CALIBRATION CHECK

Xg = 0.093 0.57

102706

Stowe PD
12/30/2011
01/03/2012
01/26/2012
06/06/2012

DAVID M KNIGHT

OFF
0.2764
0.2748

true
true
true

Zero
Zero
Zero

oo

%

Routine Performance Check Passed

d]

Accuracy and Precision Check

Concentration =0.098 g/210L
Lot# =12-73-100
Range =0.093 -0.103
Average =0.101 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

R A E . 5
ﬁuggﬁqr‘?;ﬁu -

Passed
610 e 40.0
o.09H{ T He T
0.08 A 320
0.07 28.0
o 06 24.0
o 05 20.0
A~
5. 04 ,/ \ 16.0
0.03 12-0
0.02 8.0
6. 01 4.0
5,00 \ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

Reviewed by

et

Date 06/06/2012

Date

DMT Serial Number #102706

Page 1 of 1

06/06/2012 3:08 AM



INSTALLATION REPORT

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
Installed by:

Site meets specification in doc P-ALC-210

STEVEN E HARNOIS

Default Options Loaded

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.2

Questions: 2.0
TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 48.1°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.67V
Cooler Voltage = 1.60 V
Bias Voltage =80V
Chopper Freq = 531 Hz

PUMP INFO
Flow Rate = 4.428 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0732 0.0774
MIN (V) 0.0707 0.0758

FILTER INFO

Filter 1 0.076 Zero = true
Filter 2 0.812 Zero = true
Filter 3 0.796 Zero = true

CALIBRATION CHECK
Xg = 0.092 0.19%

INSTALLATION PASSED

Performed by

YA

Reviewed by %M

DMT Serial Number #102706

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot # =12-51-100
Range =0.095-0.105
Average =0.100 g/210L .~
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test
Passed

0.10 [ R D N 40-0
0.08 320
5. 07 28.0
0.06 ( / 4.0
0. 05 20.0
0. 04 16.0
0.03 12.0
0. 02 8.0
0.01 40
0.00 0-9

0 5 10 15 20 25 30 35 40 45 50 55 60

Date 01/26/2012

Date J-2¢6-/2 —

Page 1 of 1

01/26/2012 9:50 AM




N

INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed by:

102706
Stowe PD
03/18/2014
03/18/2014
03/18/2014

ROBERT DRISCOLL

Defaﬁlt Options Loaded

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freqg

PUMP INFO

1.72 VvV
1.72 v
80 V

539 Hz

Flow Rate = 4.492 L/M

DETECTOR INFO

PUMP ON
MAX (V) 0.1441
MIN (V) 0.1427

FILTER INFO

Filter 1 0.147
Filter 2 0.866
Filter 3 0.830

OFF
0.1478
0.1465
Zero = true
Zero = true
Zero = true

CALIBRATION CHECK
Xq = 0.095 0.28%

INSTALLATION PASSED

NIST Theamomete- S/N

Performed by

Reviewéd by

== Re

Accuracv and Precision Check

Cencentration =0.099 g/210L
Lot# =14-01-100
Range =0.094-0.104
Average =0.096 g/210L
Std Dev = 0.0000
RF Detection Test

Passed

Sample Acceptance Test

MSSI? 340C  po> 3)slny

DMT Serial Number #102706

Passed
0.10 ; ; ; 40.0
0.0 [ Rcrlie 2l
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 16.0
0.03 12.0
0.02 | 8.0
0.01 \ 4.0
0.00 f\f\ \ 0.0
0 5 10 15 20 25 30
Date 03/18/2014
Datel
Page 1 of 1 03/18/2014 2:23 PM




CERTIFICATION REPORT

DataMaster DMT: 102706

Calibration Date:  12/30/2011
Certification Date: 01/03/2012

Certified by: STEVEN R MERRILL

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
w
w0
&)
Q

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freg

1.67 V
1.60 V
80 V

535 Hz

o

PUMP INFO
Flow Rate = 4.588 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0451 -0.0494
MIN (V) 0.0433 0.0480

FILTER INFO

Filter 1 0.048 Zero = t
Filter 2 0.786 Zero = true
Filter 3 0.772 gZero =t

CALIBRATION CHECK
Xq = 0.091 0.66%

DMT Serial Number #102706

Page 1 of 2

Options
OPTIONS
Units
AlcohOl.. et iveenaennanns g/210L
Simulator
Tolerance Check.......... yes
Standard Type€...«-vecve.. wet
Nominal....ceoveeeanenens 0.100
Digital Simulator........ Guth34CNP
Subject
Ask QuestionS.....ceee..- yes
Number of Tests.......... 2
Alcohol Display....eceu.- yes
Volume Display..-weeeees- yes
Query Refusal............ yes
(07 o3 K=Y 3
Simulator Before......... yes
Simulator Between........ yes
Simulator After.......... no
Observation Time......... 0
Supervisor
Number of Tests.......... 10
Calibration
Standard Typ€.eeeceeeenn- wet
Nominal...veeeeoeaeeanans 0.100
Nominal (Dry Gas).....c--- 0.100
Number of Tests.......... 1
Printer
Printer ON..ececeveneancons yes
Software Configuration
Data Collection.......... yes

09/19/2014 11:05 PM



Linearity Check Results

True Value Reported Average Std Dev

0.020g/210L  0.018 g/210L
Lot # 12-46-020
0.082g210L  0.079 g/210L
Lot # 12-41-080
0.165g/210L  0.161 g/210L
Lot # 12-42-160
0402 g/210L 0401 g/210L
Lot # 12-47-400

R2=1
Acetone Interference Test

Lot # 12-41-080A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test
Passed

Sample Acceptance Test
Passed

CERTIFICATION PASSED

Performed by

0.0000
0.0000
0.0000

0.0000

DMT Linearity
0.50
0.42
o /
£0.33
i
g
0.25
()
g
= 0.17
0.08
0.00
0.00 0.08 0.17 0.25 0.33 0.42 0.50
DMT Results
i i 40.0
Alcohol (g/210L) 36.0
Flow Rate(L/M) )
32.0
28.0
K\\ 24.0
\ \\ 20.0
\ 16.0
\\\a\\ 12.0

5 10

Flow Rate(L/M)

Alcohol(g/210L)

23

S SRS

Reviewed by

25 30 35 40

Date 01/03/2012

Date

DMT Serial Number #102706

Page 2 of 2

45 50 55

36.
32.
28.
24.
20.

16.

09/19/2014 11:06 PM




CERTIFICATION REPORT

DataMaster DMT: 102706

Calibration Date:  03/18/2014
Certification Date: 03/18/2014

Certified by: ROBERT DRISCOLL

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

wown
[1aN
~
'_\
Q

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.72 Vv
1.72 v
80 V

541 Hz

PUMP INFO
Flow Rate = 4.543 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0270 0.0299

MIN (V) 0.0260 0.0287
FILTER INFO

Filter 1 0.030 Zero = true
Filter 2 0.782 Zero = true
Filter 3 0.742 Zero = true

CALIBRATION CHECK
Xg = 0.085 0.18%

DMT Serial Number #102706

Options

OPTIONS
Units

Simulator
Tolerance Check..........
Standard Typ€.:..eaeenesns
Nominal..ceeeeeoaoooesaon
Digital Simulator........
Subject
Ask Questions............
Number of Tests..........
Alcohol Display..c.e-ea..
Volume Display..-v-weou-.-
Query Refusal............
CopileS.ieiernnnnnneananns
Simulator Before.........
Simulator Between........
Simulator After..........
Observation Time.........
Supervisor
Number of Tests..........
Calibration
Standard Type..ecveeeennn
Nominal...eeeeeeeneannaans
Nominal (Dry Gas) .........
Number of Tests..........
Printer
Printer On....vecenennnns
Software Configuration
Data Collection..........

Page 1 of 2

0.100

09/19/2014 11:06 PM



Linearity Check Results

True Value

0.020g210L  0.018 g/210L
Lot # 13-07-020
0.080 g210L  0.076 g/210L
Lot # 13-18-080
0.160 g/210L  0.154 g/210L
Lot# 13-11-160
0400 g/210L  0.389 g/210L

Lot # 13020-400
R =1
Acetone Interference Test

Lot # 13-18-08A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test
Passed

Sample Acceptance Test
Passed

Reported Average Std Dev

0.0000
0.0000
0.0000

0.0000

CERTIFICATION PASSED

Performed by

e

.10

.09}
.08
.07
.06
.05
.04
.03
.02

.01
.00
.10

.09
.08
.07
.06
.05
.04

.03
.02

.01

.00

Reviewed by

DMT Serial Number #102706

DMT Linearity
0.50 '
0.42
. /r
=5 0.33
—
(>u /
0.25
[0)
g
£ 0.17 /I’
0.08
0.00
0.00 0.08 0.17 0.25 0.33 0.42 0.50
DMT Results
H H 40.0
Alcohol (g/210L) 36.0
Flow Rate(L/M) :
y\\ 32.0
28.0
24.0
20.0
i\ 16.0
I 8.0
4.0
I 0.0
5 10 15 20 25 30
i 40.0
——— Alcohol (g/210L) 36.0
Flow Rate(L/M) -
/\ \4 32.0
28.0
24.0
20.0
‘ j 16.0
12.0
8.0
4.0
C e
5 10 15 20 25 30
Date 03/18/2014
Date
Page 2 of 2 09/19/2014 11:07 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 102706
Location: Stowe PD
Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012
APM Date: 01/10/2013
Performed by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

wn
W

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

LI 1}
U1 0 |

PUMP INFO
Flow Rate = 4.502 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3947 0.3982
MIN (V) 0.3933 0.3972

FILTER INFO

Filter 1 0.398 Zero = true
Filter 2 1.083 Zero = true
Filter 3 1.064 Zero = true

CALIBRATION CHECK
Xg = 0.094 1.90%

APM PASSED

Performed by i

ROBERT DRISCOLL

Reviewed by

Simulator Vapor Test

Concentration =0.098 g/210L
Lot# =12-73-100
Range =0.093-0.103
Simulator Vapor =0.095 g/210L
RF Detection Test

Passed

Sample Acceptance Test

DMT Serial Number #102706

Passed
0.10 ; : ; 40.0
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 16.0
0.03 12.0
0.02 \ 8.0
0.01 \ 4.0
0.00 f \ \ 0.0
0 5 10 15 20 25 30
Date 01/10/2013
Date
Page 1 of 1 09/19/2014 11:13 PM
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ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 102706

Location: Stowe PD

Calibration Date:  12/30/2011
Certification Date: 01/03/2012
Installation Date:  01/26/2012

APM Date: 01/13/2014
Performed by: ROBERT DRISCOLL

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 47.5°C

Digital Sim 34.1°C
SETTINGS

Lamp Voltage =1.67 V
Cooler Voltage = 1.60 V
Bias Voltage =80V
Chopper Freq = 543 Hz

PUMP INFO
Flow Rate = 4.435 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.5514 0.5543
MIN (V) 0.5498 0.5522

FILTER INFO

Filter 1 0.553 Zero = true
Filter 2 1.222 Zero = true
Filter 3 1.181 Zero = true

CALIBRATION CHECK
Xq = 0.095 2.66%

APM PASSED

NﬁS’I‘N Thatrome e S//v

~ Performed by Z ge”

Reviewed by

DMT Serial Number #102706

Simulator Vapor Test

Concentration =0.098 g/210L
Lot# =13-03-100
Range =0.093-0.103
Simulator Vapor =0.095 g/210L
RF Detection Test

Passed

Sample Acceptance Test

H1gtds77 4. 2°C

Passed
0.10 ; ; ; 40.0
0.08 32.0
0.07 28.0
0.06 24.0
0.05 20.0
0.04 | 16.0
0.03 12.0
0.02 i 8.0.
0.01 4.0
0.00 //\V/,\ l 0.0

0 5 10 15 20 25 30

iza?;/ls/[t.[

Date 01/13/2014

Date

Page 1 of 1

01/13/2014 10:50 AM
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|02 706

Department/Agency _ DataMaster DMT Serial Number
Date DMT Operator’s Name Subject’s Name S‘i,‘:;f;“l’r Si,';’:}fgr
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DATAMASTER DMT MAINTENANCE LOG
[(5270C

- Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMs;ster Simulator Solution
Lot # 12-51-100 EtOH,q Conc: 0.100

0.095 - 0.105
};raegieanon Date: 01/12/2012  Expires: 01122013 ange Place Label Herg]

i12¢]i <

'OPENED: ’%4; 7672

g%, e

Tostall _Pew  FPoctocall

___q%é__ﬁ_ AL N
7 Y L'CG('/

DaféMé;gfer Sii}lulator Solution
- Lot # 12-51-100 EtOH,, Conc: 0.100

Range: 0.095 - 0.105 ‘
Preparation Date: 01/12/2012  Expires: 01/12/7013 y Place Labe] Hars]

5 [ For
< .
/;7 OPENED:
(/l ] ’q /F/)//‘./C_-fﬂJQ'
),
DataMaster Simulator Solution
P Lot #12-73-100  EtOHag Conc: 0.098 w s

%" F@?‘ RDB{ Range: 0.093 - 0.103

& La@ﬁ% uﬂ“ﬂ}

Preparation Date: 04/27/2012 Expires: 04/27/2013

opENED: . 5 /2

/ ‘\‘ {:‘ Ne—

4

S&g{%ﬂgﬁxx. LX%ﬁ&fQ 4

el Here]

(9\\(&\\, [ For RPC or Simulator Solution Chanqe Place Lab

lock chante

ALC 803 REV 03 08/2011
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DATAMASTER DMT MAINTENANCE LOG

[07_ Log

Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

L

DataMaster Simulator Solution
Lot # 12-73-100 EtOHaq Conc: 0.098
[ For R Range:0.093-0.103

................ - Preparation Date: 04/27/2012 Expires: 04/27/2013

OPENED:

DataMaster Simulator Solution

— - Lot # 12-88-100 EtOHaqg Conc: 0.098
[ For RF Range:0.093-0.103
Preparation Date: 11/9/2012 Expires: 11/9/2013

OPENED:

e W

_RrC

"""""""""""" DataMaster Simulator Solution
| For RPClot#13-03-100  EtOHaq Conc: 0.098

----------------------- Range: 0.093 - 0.103 .
Preparation Date: 04/03/2013 Expires: 04/03/2014

" OPENED:

ALC 803 REV 03 08/2011




STowe )%/xo@ Dz/@f/ o 107306

DataMaster DMT Serial Number

Department/Agency

: .~ | PERFORMED BY

DATE TYPE OF SERVICE PERFORMED | (Name and Title)
L ] 4 DataMaster Simulator Solution . ‘ o /

jo+©€ T Lot#13-03-100  EtOHaq Conc:0.098 ~  ~r—r——mmfimme T [

J [ For RPRange:0.093-0.103 ce Label Herg] 7’3%@/ ;5 m/}/
..................... Preparation Date: 04/03/2013 Expires: 04/03/2014
OPENED: ) R R %é;_

KEC .

DataMaster Simulator Solution

Lot # 13-15-100 EtOHaq Conc: 0.099

Range: 0.094 - 0.104

Z ? S 4 Preparation Date: 08/9/2013 Expires: 08/9/2014
OPENED: T

DataMaster Simulator Solution

""""""" Lot#14-01-100  EtOHaq Conc: 0.099 . - )’3 C {
[ For lRange: 0.094-0.104 Place Label Here] K.l fi5¢e]
3\] %\M ------------- -Preparation Date 1/9/2014 Expires: 1/9/2015 -
_____________________________ _OPENED: 5//2 //‘—/ > : S

[ el ubﬁ,’xha/: Check CCOrs /2 enved fmm Sefvite o
______ b%_\‘QCc\L b(,d-ﬁé _C&K?_A___[“*_hf/é(l . Z”e’ﬂ?ﬁ”&baﬂ ‘f’l( AR
CCMO'\&H X

ALC 803 REV 03 08/2011




. DATAMASTER DMT MAINTENANCE LOG
b’ﬁ/& A7 , /O 7704

Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY

(Name and Title)

DataMaster Simulator Solution

'_';—': """""""""" Lot # 13-15-100 EtOHag Conc: 0.099 T
., | [ For RP{range:0.094-0.104 e Label Here]
;,/ ,7 /’[/ ...................... Preparation Date: 08/9/2013 Expires: 08/9/2014 ,
OPENED.

S a/u’au b

DataMaster Simulator Solution

Lot # 14-01-100 EtOHaq Conc: 0.099
[ For FRange:0.094-0.104 _ lace Label Here]
V027 N —— Preparation Date: 1/9/2014 Expires: 1/9/2015 =

=/ /?
4 OPENED:

i/éjfaﬂ/ /7/(//"/2;‘) 2

DataMaster Simulator Solution
“T"Lot#14-02-100  EtOHaq Conc: 0.097
Range: 0.092 - 0.102 ’

7: / — Preparation Date: 3/12/2014 Expires: 3/12/2015
|2

___§é/_ _____ __ OPENED:

g%% \NM/

%%ﬂﬂﬂ@@ﬂﬁﬁﬂﬂﬂ@%ﬂ@%@@@@@ﬂﬂﬁﬂmmwmml

P

DataMaster Simulator Solution
“lot#14-02-100  EtOHaq Conc: 0.097

?%/7 [ For RPRange: 0.092-0.102 i3ce Label Here]

------------------- - Preparation Date: 3/12/2014 Expires: 3/12/2015

QPENED:

AREEEEEERL

S/ MJ{G//‘/ 4 A//a‘//v} &

ALC 803 REV 03 08/2011




D Tewe  F D 02 204

Dep’artment/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
‘ : (Name and Title)

DataMaster Simulator Solution

""""""""""""" Lot # 14-02-100 EtOHaq Conc: 0.097 T 7
?»// /y [ For FRRange: 0.092-0.102 lace Label Hei‘e]
----------------- Preparation Date: 3/12/2014 Expires: 3/12/2015 /,
OPENED: :

STA T ot /%Mgm

[ For RPC or Simulator Solution Change Place Label Hare

Kook

ALC 803 REV 03 08/2011




