ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100140

Location: Bradford VSP
Calibration Date:  10/20/2011
Certification Date:  10/20/2011
Installation Date:  10/27/2011

RPC Daie: 10/30/2012
Supervigsor Name: DAVID C WHITE

Diagunostic Resulis Accuracy and Precision Check

Conceniration = 0,098 p/210L

Lot #f = 12-73-100
VERSIONS Range =0.093 - 0.103
pMT: 1,01 Average =),100 /2101,
Prc: 2.05 Sid Dov =0.0000

Modem: 2.4
Questions: 2.1 .
4 1

TEMPERATURES Pasged
Sample Chamber = 48.7°C
Breath Tube = 4p.1°C Sample Acceptance Test
Digital Siwm = 34.2°C Passed
SETTINGS
Lanp Veoltage = 1.54 V
Cooler Voltage = 1.51 V \ :
Bias Voltage = §0 Vv 0.10 T T T T 7 40.0
I = - - i
Chopper Ireq 543 Hz o 0ol Alcohol (g/210L) B -
PUMP INFO ——Tm-Flow Rate(L{M)
Flow Rate = 5,515 L/M SO R YL N 850
" DETECTOR INFO 8.0
PUMP ON orpy :
MAX (V) 0.1994 0.2022 5
MIN(V) 0.1982  0.2008 C i Bl S i e S R i
FILTER INFO 0!05 91994109970 (9897499 4 04w 44 1o § Db badmdmdmaiin 7 . LTI IOPPPPY S S 2()- O
Filter 1 0.201 Zero = txrue , A
Fil-ter 2 0.572 gero = true 0.04 ............. [ITTETROre SRS, = A ‘ \_\l «116,0
Milter 3 1.142 Zero = true !
R S e ~l12.0
CATLIBRATION CHECK
X = 0,077 0.568 00 gasloschesededlondisden oo - G
........... i 4 ha O
Routine Performance Check Passed - 0.0
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