INSTALLATION REPORT

DataMaster DMT: 102906

Location: Orange SO

Calibration Date:  10/22/2013 Peihion
Certification Date:  10/22/2013 \' G+
Installation Date:  10/23/2013 LT, T A
Installed by: ROBERT DRISCOLL

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lot i =13-16-100
VERSIONS Range =0.,094 - 0,104
DMT: 1.01 Average =0.094 g/210L
PIC: 2.06 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 45,1°C Sample Acceptance Test
Digital Sim = 33,9°C Passed
SETTINGS
Lamp Voltage = 1.71V 0.10 : ; s : 40.0
Cooler Voltage = 1.82 V 'm N l‘( /2101:)
Bias Voltage = 120V 0.09| cohol (g | | 36.0
Chopper Freq = 530 Hz Flow Rate (L/M). =
0.08 fobimmie fos i samns usns ey g
PUMP INFO i
Flow Rate = 3.914 L/M T T S Do Wi
DETECTOR INFO
PUMP ON OFF QL QB [ PSRN TEHE TN 1 (MECARRRNE, P (OF RO AR SEOP R G prucetl 24.0
MAX (V) 0.0370 0.0402
MIN (V) 0 2 0356 0 r 0388 0 _ 05 ..................... sasbosamaiallsfil sessasserneshessinsthedddrsasssnnsficiasifiinnasticsiriasionnes Brasasusscnaiscsssnenl 20 " 0
FILTER INFO 0 o QA | wiiafuillill sl 1600
Filter 1 0.039 Zero = true
Filter 3 1.485 Zero = true
0 : 02 L 1 I | % SR TR, LR PRRCIROD e stitn: Ut e 8 e O
CALIBRATION CHECK
Xg = 0.136 0.78% 0. 4.0
0. ! i 0.0
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INSTALLATION PASSED
Performed by Date 10/23/2013
Reviewed by Date 10 l]& ! 20 \3
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INSTALLATION REPORT

DataMaster DMT: 102906

Location: Orange SO
Calibration Date:  10/22/2013
Certification Date: 10/22/2013
Installation Date:  10/23/2013
Installed by:

Default Options Loaded
Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 46.4°C
Digital Sim = 33.8°C
SETTINGS

Lamp Voltage = 1.71 V
Cooler Voltage = 1.82 V
Bias Voltage = 120 V
Chopper Freq = 527 Hz

PUMP INFO
Flow Rate = 3.757 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V)  0.0272 0.0305
MIN(V)  0.0258 0.0291

FILTER INFO

Filter 1 0.030 Zero = true
Filter 2 0.368 Zero = true
Filter 3 1.469 Zero = true

CALIBRATION CHECK
Xq = 0.136 0.78%

INSTALLATION FAILED
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ROBERT DRISCOLL

Acc and Precision Check
Concentration =0.099 g/210L
Lot # =13-16-100
Range =0.094 - 0.104
Average =0.093 g/210L
Std Dev ) ~—=10.0000
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Performed by Date 10/23/2013
Reviewed by Date
DMT Serial Number #102906 Page 1 of 1
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