
ROUTINE PERFORMANCE CHECK REPORT 

DataMaster D M T : 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

100132 
R U T L A N D VSP 
05/16/2011 
05/16/2011 
05/18/2011 
10/18/2011 
B L A K E W CUSHING 

IT OF HEAir 

Diagnostic Results 

VERSIONS 
DMT 1.04 
PIC 2.06 
Modem 1.06 ' \ '", 
Questions LOO 
Reports 1.02 

TEMPERATURES 
Sample Chamber - 49.3S°C f , (fy' 
Breath Tube = 45.90°C x ° ~ 
Digital Sim = 34.]°C 

SETTINGS 
Lamp Voltage = 1.55 V 
Cooler Voltage = 1.72 V - \ $ " ) 
Bias Voltage = 79.9 V x % J \ f y 
Chopper Frcq = 541.5 Hz 

PUMP INFO , 
Flow Rate = 6.5 05 L / M 10 V H -

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0780 0.0803 ( i ^ / y -
MN(V) 0.0764 0.0791 

FILTER INFO 
Filter 1 0.079 Zero = true 
Filter 2 0.949 Zero = true 
Filter 3 0.134 Zero = true 

CALIBRATION CHECK 
Xq = 0.0910 0.29% 
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Routine Performance Check Passed 0 .00 

Accuracy and Precision Check 
Concentration =0.100g/210L 
Lot# = 11-24-100 
Average = 0.101 g/210L"" 
StdDev = 0.000 

RFI Interference Test 
RFI detected 

Sample Acceptance Test 
Passed ^ 
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Performed by 

Reviewed by 
DMT Serial Number WOO 132 

Date 10/18/2011 

Date C(j 
Page 1 of 1 10/18/2011 13:34 



ROUTINE PERFORMANCE CHECK REPORT 

DataMaster D M T : 
Location: 
Calibration Date: 
Certification Date: 
Installation Date: 
RPC Date: 
Supervisor Name: 

100132 
R U T L A N D VSP 
05/16/2011 
05/16/2011 
05/18/2011 
10/18/2011 
B L A K E W GUSHING 

IT OF HEALTI 

Diagnostic Results 

VERSIONS 
DMT 1.04 
PIC 2.06 
Modem 1.06 
Questions 1.00 
Reports 1.02 

TEMPERATURES 
Sample Chamber = 49.03°C 
Breath Tube = 46.71 °C 
Digital Sim =34.1°C 

Accuracy and Precision Check 
Concentration = 0T00g/210L 
Lot# = 11-24-100 
Average = 0.101 g/210L 
StdDev = 0.000 

RFI Interference Test 
RFI not detected 

Sample Acceptance Test 

SETTINGS 
Lamp Voltage = 1.55 V 
Cooler Voltage = 1.72 V 
Bias Voltage = 79.9 V 
Chopper Freq = 541.4 Hz 

PUMP INFO 
Flow Rate = 6.062 L / M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0715 0.0742 
MIN(V) 0.0701 0.0726 

FILTER INFO 
Filler I 0.073 Zero = (rue 
Filter 2 0.943 Zero = true 
Filters 0.126 Zero = true 

CALIBRATION CHECK 
Xq = 0.0898 1.06% 

Routine Performance Check Failed 

Performed by 

Reviewed by 
DMT Serial Number #100132 10/18/2011 13:21 


