ROUTINE PERFORMANCE CHECK REPORT

DiataMagier DML 100155
Location: Rutlaud VSP
Calibration Date:  11/03/2011
Certification Diate:  11/03/2011
Installation Daic:  12/01/2011
RPC Date: 06/25/2013

Supervisor Name:

Diaginostic Resulis

VIERS TONS

DMT: 1.0

PIC: 2.056
Modem: 2.4
Questions: 2.1

TEMPERATURRES

Sample Chambex
Breath Tube
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Digital Sim 34.0°¢C
SETTINGS
Lamp Veoltage = 1,79 v
Coolex Voltage = 1.72 V
Bias Voltage = g0 Vv

= 552 Hz

Chopper Freq

PUMP INF'O
"low Rate = 5,782 L/M

DETECTOR INI'O

PUMP ON ore
MAX (V) 0.3118 0.3142
MIN (V) 0.3106 0.3130

FPILTER INPPO
Filtex 1
Filtex 2
Filtex 3

0.313 Zero = true
0.587 fZero = true
0.806 Zero = Lrue

CALIBRATION CHECK
Xg = 0.083 1.06%

Routine Performance Chesle Passed

BLAKE W CUSHING

Performaed by

Accuracy and Precision Check

Concenliation = 0,097 /210L
Lot # = 12-89-100
Rango =0,092 -0.102
Averape =0,100 p/210L,
Std Dev =0.,0000

I Deieetion Test

Pased

Sample Acceptance Test
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