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RESULTS
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DataMaster DMT Serial Number 12140l

Operator Date GC Value DMT Average Std Dev % Recover
RCD 713072012 0.019 0.018 0.000 94
0.079 0.076 0.000 96
0.160 0.154 0.000 96
0.404 0.384 0.000 g5
RCD 7/30/2012 0.019 0.018 0.000 94
0.080 0.079 0.000 98
0.162 0.159 0.000 98
0.399 0.398 0.000 99
RCD 713172012 0.019 0.018 0.000 a4
0.080 0.079 0.000 98
0.162 0.158 0.000 a7
0.399 0.396 0.000 a9
RCD 7/31/2012 0.019 0.017 0.000 90
0.080 0.079 0.000 98
0.162 0.158 0.000 97
0.399 0.396 0.001 99
ALB 8/2/2012 0.019 0.018 0.000 100
0.080 0.078 0.000 97
0.162 0.158 0.000 a7
0.399 0.393 0.000 98
Average 0.0001 a7
Std Dev 0.0002 2.3642
Range 890 - 100
Linearity
0.450
0.400
0.350
0.300
723
S 0250
[
= 0.200
O
© 0150
0.100
0.050
0.000
0.000 0.050 0100 0480 0200 0250 0300 0350 0400 0.450
DMT Results y = 1.0147x + 0.001
R? = 0.0094
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POWER UP TESTS
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CALIBRATION REPORT

DataMaster DMT: 121706
Calibration Date; 07/27/2012
Calibrated by: ROBERT DRISCOLL

Lot: 12-71-100

Ca = 0.100 :

CAL = 0.966522 0.800 <«= CAL < 1.200

k1 = 0.000 0.000 = bl < 0.004

b2 = 0.005 0.002 <= b2 < 0.010

b3 = 0.000 0.000 <= b3 < 0.004

Xqg = 0.094 0.050 <= Xg < 0.200

a2l = 1.173599 1.050 <= a2l < 1.300

a3l = 0.493641 0.300 = a3l < 0.800

Performed by il % ) Date 07/27/2012

DMT Serial Number #121706 Page 1 of 1 Pog} t of F° R 07/27/2012 1:08 PM
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- STATE OF VERMONT

DataMater DMT: 121706

Date: 07/27/2012

Time: 13:10:13

SUPERVISOR NAME:

RD CAL CHECK

SOLUTION LOT #: 12-39-100

SOLUTION CONCENTRATION: 0.100

BLANK TEST
CALIBRATION CHECK

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

Average =
Std Dev =

0.097
0.000

34.4
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DMT Serial Number #121706
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ACCURACY & PRECISION REPORT
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STATE OF VERMONT

DataMater DMT: 121706

Date: 07/27/2012
Time: 14:24:10

SUPERVISOR NAME:
RD SECOND SOURCE CAL CHK

SOLUTION LOT #: GUTH 11250
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000
CALIBRATION CHECK PASSED
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SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34.1°
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BLANK TEST . 0.000

Average = 0.099
Std Dev = 0.000
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CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Diagnostic Results

- VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

I

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Cheopper Freq

nuun

PUMP INFO
TFlow Rate = 4.830

DETECTOR INFO
PUMP ON

MAX (V) ~0.0488
MIN(V) ~0.0514

FILTER INFO

Filter 1 -0.045
Filtexr 2 0.611
Filtex 3 0.264

CALIBRATION CHECK

121706

07/27/2012
07/27/2012

ROBERT DRISCOLL

1.77 v
1.77 v
80 Vv

545 Hz

L/M

OFF
-0.0447
-0.0472

true
true
true

Zero
Zero
Zero

o

Xq = 0.094 0.47%

DMT Serial Number #121706

Options

QPTTONS
Units

Alcohol..ccecanss

Simulatoxr

Tolerance Check..
Standard Type....

Nominal....... e

Digital Simulator

Subject

Ask Questions....

-Number of Tests..

Alcohol Display..
Volume Display...
Query Refusal....
Copies..
Simulator Before.
Simulator Between
Simulator After..
Observation Time.

© o b avasas

Supervisor

Number of Tests..

Calibration

Standard Type....
Nominal...ceoeon..

e de s v ac

s aswae s

asoassa

¢ eeoeaaoe

e e s awsa a

s esdeeew

ser o e e s

2809 98 ea

Nominal (Dry Gas)sescveesss
Number of TestS.concasaocs

Printex

Printef ONeceeeas

Data Collection..

fa:}e 9 £ 2 R

Page 1 of 2
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Software Configuration

yes
wet

0.100
Guth3

yes
2
yes
yes
yes
3
yes
yes
no
0

10
wet
0.100
0.100
yes

yes

. g/210L

4CNP

07/27/2012 3:54 PM



Linearity Check Resulis

True Value

0.019 g/210L 0,019 g/210L
Lot # 12-78-020
0.079 g/2101.  0.077 g/210L
Lot # 12-74-080
0.160 g/210L.  0.155 g/210L
Lot # 12-53-160
0404 g/210L.  0.384 g/210L

Lot # 12-62-400
R*=1
Acetone Interference Test

Lot# 12-79-08A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test
Passed

Sample Acceptance Test
Passed

CERTIFICATION PASSED

Performed by

Reported Average Std Dev

0.0000
0.0000
0.0000

0.0010

—A T

Reviewed by 2445 )() i 12!/\_ Date |

DMT Serial Number #121706

Date

07/27/2012

@7'7/[ f2

Page 2 of 2
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DMT Results
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.16 -132.0
_14- .................................................... 29_0
s 12 B T PTPYURY: [OTNUIRNNNERINNNIISSN SIS SRURURRPI, S SO SR 24 3 0
.10 ............... il 20'0
B s e B B 16.0
- 06 B e LT PRSP HNSYOTRRORRSRIRE oupenes § B JEISURSTOTIS N ISR SRS 12 i O
.Oé sasssssnsssansasiasststanee dluisatie st rr e i s e tan ene. s ESERPSSS. 8-0
B e I S s 4.0
.00 A 0.0
Q 5 10 15 20 25 30
.10 ; ; : 40.0
Alcohol (g/210L) [i
«08 Flow Rate(L/M) B
'Oa ................................................. 32-0
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0.10
0.08

ACCURACY & PRECISION REPORT 0.06

0.04

STATE OF VERMONT 0.02|—
0.00

DataMater DMT: 121706
——————————————————————————————————————————— 0.10
Date: 07/30/2012 0.08
Time: 08:43:28 0.06

SUPERVISOR NAME: 0.04

ROBERT DRISCOLL . 0.02
0.00

SOLUTION LOT #: 12-78-020
SOLUTION CONCENTRATION: 0.019 8'$§~'w i e - 40.
BLANK TEST 0.000 08:44 0.06/-
CALIBRATION CHECK PASSED 08:44 i
SIMULATOR VAPOR -l
SIMULATOR VAPOR A2
SIMULATOR VAPOR 990
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR

[er H o E = Y o

¢ ©6 o ©

aaaaoaaoaaoaonaoaa
o
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=
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=
o

0.10[
0.08

0.019 08:50 0.06
0.019 08:51 0.04
SIMULATOR VAPOR 34.0 0.019 08:53 0.02
SIMULATOR VAPOR 34.0 0.019 08:54 0.00
BLANK TEST 0.000 08:54

Wwwwww
BWs s Www

[5%]
w
.
CcCwLwowooww
]

w
=Y
e

o 0 0 o ©

0.10
0.018 0.08
0.000 B fi

0. 04 [

0.0z
0.00

Average
Std Dev

0.10
z\\’l, 0.08

0.06
Cf2}11f5 0.04

0.02|-
0.00

0.10
0.08

0.06
0.04] -

0.02|
0.00L

0.101
0.08|

0.06|
0,04}

0.00 - . 2F 0.0

DMT Serial Number #121706 Page 1 of 1 07/30/2012 8:55 AM
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0.20

0.16

0.12]

0.08/-
0.04

0.00ls

0.12f
0.08|

0.04f
0.00

0.20(
0.16]

0.20 3

0.16

ACCURACY & PRECISION REPORT

0.12|

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 09:01:22

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-74-080
SOLUTION CONCENTRATION: 0.079

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 34.
SIMULATOR VAPOR 34.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
BLANK TEST 0.000

o 0 ¢ ©

e ©o ¢ ©

o
aaoaaaoaaaaan
[
=
~
~

-]

COUWVWYWOWWYWOoOOWwWw

Average = 0.076
Std Dev = 0.000

0.08|

0.04)
0.00

————————— 0.20
0.16

0.12

0.08
0.04}-

0.00

0.20

________ 0.16

09:02 0. 12
09:02 0.08

0.04

0.00

0.20["
0.16]-

09:09 0.12}-
09:10 0.08
09:11 0.04

09:12 0.00

0.20[
0.16|-
0.12|
0.08[
0.04/

0.00U

¥/ 10| Dem———

0.1l6

0.12

\1§§fiyﬁ/ A 0.04;"

0.00

0.20

0.16

0.12

0.08|-
0.04}

0.00

0.16
0.12

0.20[

0.08|-

0.04}

0.00

DMT Serinl Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time; 09:26:01

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-53-160
SOLUTION CONCENTRATION: 0.160

BLANK TEST 0.000 09:26
CALIBRATION CHECK PASSED 09:27.
SIMULATOR VAPOR 33.9°C 0.153 09:27
SIMULATOR VAPOR 33.9°C 0.153 09:28
SIMULATOR VAPOR 33.9°C 0.154 09:29
SIMULATOR VAPOR 33.8°C 0.154 09:30
SIMULATOR VAPOR 33.9°C 0.154 09:31
SIMULATOR VAPOR 34.0°C 0.155 09:33
SIMULATOR VAPOR 33.9°C 0.154 09:34
SIMULATOR VAPOR 34.0°C 0.155 09:35
SIMULATOR VAPOR 33.9°C 0.155 09:36
SIMULATOR VAPOR 33.9°C 0.155 09:37
BLANK TEST 0.000 09:38
Average = 0.154
Std Dev = 0.000
{92
. L
N

0. 10| 13.3
0.00 0.0
0 5 20 25 30
0.30 | 40.0

20 25

DMT Serial Number #121706

Page 1 of 1 07/30/2012 9:41 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 09:53:26

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-62-400
SOLUTION CONCENTRATION: 0.404

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.9°C 0.383
SIMULATOR VAPOR 33.9°C 0.384
SIMULATOR VAPOR 33.9°C 0.385
SIMULATOR VAPOR 33.9°C 0.385
SIMULATOR VAPOR 33.9°C 0.385
SIMULATOR VAPOR 33.9°C 0.386
SIMULATOR VAPOR 33.9°C 0.385
SIMULATOR VAPOR 33.9°C 0.385
SIMULATOR VAPOR 33.9°C 0.386
SIMULATOR VAPOR 33.9°C 0.385
BLANK TEST 0.000

Average = 0.384
Std Dev = 0.000

DMT Serial Number #121706

20

25

07/30/2012 10:08 AM
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ACCURACY

& PRECISION REPORT

DataMater DMT: 121706

Date: 07/3
Time: 11:0

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-78-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 11:03
CALIBRATION CHECK PASSED 11:03
SIMULATOR VAPOR 34.0°C 0.020 11:03
SIMULATOR VAPOR 33.8°C 0.019 11:04
SIMULATOR VAPOR 33.9°C 0.018 11:05
SIMULATOR VAPOR 33.9°C 0.018 11:06
SIMULATOR VAPOR 33.8°C 0.019 11:07
SIMULATOR VAPOR 33.9°C 0.018 11:08
SIMULATOR VAPOR 33.9°C 0.019 11:09
SIMULATOR VAPOR 33.9°C 0.019 11:10
SIMULATOR VAPOR 33.9°C 0.018 11:11
SIMULATOR VAPOR 33.9°C 0.019 11:13

BLANK TEST

Average =
Std Dev =

STATE OF VERMONT

0/2012
2:26

0.018
0.000

0 5 10 15 20 25 30

©c O OO

DMT Serial Number #121706
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0.20
0.16)-

0.12]-
0.08

0.04}
0.00

0.16(-

0.12]
0.08|~

0. 04
0.00

0,200 1
0.16(-

ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 121706
Date: 07/30/2012
Time: 11:17:20

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-57-080

SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 11:18
CALIBRATION CHECK PASSED 11:18
SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR 33.9°
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 33.8
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.8 §
BLANK TEST 0.000 11:29

ww

ww
e

[l

o o o o ©

aoaaaoaaoaaan
o
o
=]
o
=
=
38
w

0.079
0.000

Average
Std Dev

0.08|~

0.041
0.00

0 5 10 15 20 25 30
0.20[ ]
0.16

0.12
0.08
0.04 |
0.00

0.20
0.16

0.12|-
0.08:
0.04|f~
0.00

0.20
O.lﬁ_m
0.12}~
0.08
0.04[
0.00 :

[¢] B 10 k5 20 25 30
0.16 .

0.12
0.08|-

0.04|f
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12
0.08|-
0.04|
0.00

0.16|~

0.12::
0.08

0.04[
0.00 : !
0 5 10 15 . 20 25 30

DMT Serial Number #121706

Page 1l of I’ 07/30/2012 1:24 PM
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ACCURACY & PRECISION REPORT
STATE OF VERMONT
DataMater DMT: 121706
Date: 07/30/2012
Time: 11:33:51
SUPERVISOR NAME:
ROBERT DRISCOLL
SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION: 0.162
BLANK TEST 0.000 11:34
CALIBRATION CHECK PASSED 11:34
SIMULATOR VAPOR 33.9°C 0.157 11:35
SIMULATOR VAPOR 33.9°C 0.159 11:36
SIMULATOR VAPOR 33.9°C 0.159 11:37
SIMULATOR VAPOR 33.9°C 0.160 11:38
SIMULATOR VAPOR 33.9°C 0.159 11:39
SIMULATOR VAPOR 33.9°C 0.160 11:41
SIMULATOR VAPOR 33.8°C 0.160 11:42
SIMULATOR VAPOR 33.9°C 0.160 11:43
SIMULATOR VAPOR 33.8°C 0.160 11:44
SIMULATOR VAPOR 33.9°C 0.160 11:45
BLANK TEST 0.000 11:46
Average = 0.159
std Dev = 0.000
0.00 0.0
0 5 10 15 20 25 30
1 0.30 7 40.0
\./ \\/l/ SRS R |
Qv y/f?
V4
0 5 10 15 20 25 30

DMT Serial Number #121706 Page 1 of 1 07/30/2012 1:25 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 12:03:45

SUPERVISOR NAME :
ROBERT DRISCOLL

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000 12:04
CALTBRATION CHECK PASSED 12:04
SIMULATOR VAPOR 33.9°C 0.398 12:05
SIMULATOR VAPOR 33.9°C 0.399 12:06
SIMULATOR VAPOR 33.9°C 0.399 12:07
SIMULATOR VAPOR 33.9°C 0.399 12:09
SIMULATOR VAPOR 33.9°C 0.399 12:10
SIMULATOR VAPOR 33.9°C 0.399 12:11
SIMULATOR VAPOR 33.9°C 0.399 12:12
SIMULATOR VAPOR 33.9°C 0.399 12:13
SIMULATOR VAPOR 33.9°C 0.399 12:15
SIMULATOR VAPOR 33.8°C 0.398 12:16
BLANK TEST 0.000 12:17
Average = 0.398

Std Dev = 0.000
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012

Installation Date:

Test Date: 07/31/2012
Test Time: 11:12:38
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 46.1°C
Digital Sim = 33,9°C
SETTINGS

Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 545 Hz

PUMP INFO
Flow Rate = 5.252 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0157 -0.0120
MIN(V) -0.0181 -0.0140

FILTER INFO

Filter 1 -0.012 Zero = true

Filter 2 0.636 Zero = true

Filter 3 0.287 Zero = true

CALIBRATION CHECK

Xg = 0,093 0.84%

DMT Serial Number #121706 Page 1 of 1 PC\}Q 20 o €
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date: 07/31/2012
Time: 11:21:13

SUPERVISOR NAME :
ROBERT DRISCOLL

SOLUTION LOT 4#: 12-78-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000 11:22
CALIBRATION CHECK PASSED 11:22
SIMULATOR VAPOR 33.9°C 0.019 11:22
SIMULATOR VAPOR 33.9°C 0.020 11:23
SIMULATOR VAPOR 33.9°C 0.018 11:24
SIMULATOR VAPOR 33.9°C 0.019 11:25
SIMULATOR VAPOR 33.9°C 0.018 11:26
SIMULATOR VAPOR 33.9°C 0.018 11:27
SIMULATOR VAPOR 33.9°C 0.018 11:28
SIMULATOR VAPOR 33.9°C 0.018 11:29
SIMULATOR VAPOR 33.9°C 0.018 11:30
SIMULATOR VAPOR 33.9°C 0.018 11:31
BLANK TEST 0.000 11:32
Average = 0.018
Std Dev = 0.000

AN Mj

DMT Serial Number #121706
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706
Date: 07/31/2012
Time: 11:45:36

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-57-080

SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 11:4e6

CALIBRATION CHECK PASSED 11:46

SIMULATOR VAPOR 33

SIMULATOR VAPOR 33

SIMULATOR VAPOR 33.
3
4
3

-]

SIMULATOR VAPOR 3
SIMULATOR VAPOR 3
SIMULATOR VAPOR 3
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33. .
BLANK TEST 0.000 11:57
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Average = 0,079
Std Dev = 0.000
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012

Time: 13:09:59

SUPERVISOR NAME:

ROBERT DRISCOLL

SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION:

0.162

BLANK TEST
CALIBRATION CHECK

SIMULATOR VAPOR 33.9°C 0.158 13:11
SIMULATOR VAPOR 33.9°C 0.159 13:12
SIMULATOR VAPOR 33.9°C 0.159 13:13
SIMULATOR VAPOR 33.9°C 0.160 13:14
SIMULATOR VAPOR 33.9°C 0.158 13:15
SIMULATOR VAPOR 33.9°C 0.159 13:17
SIMULATOR VAPOR 33.9°C 0.158 13:18
SIMULATOR VAPOR 33.9°C 0.159 13:19
SIMULATOR VAPOR 33.9°C 0.159 13:20
SIMULATOR VAPOR 33.9°C 0.159 13:21
BLANK TEST 0.000 13:22
Average = 0.158

Std Dev = 0.000

LY \w
XV 7
DMT Serial Number #121706
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ACCURACY & PRECISION REPORT 0.30

0.20[
STATE OF VERMONT 0.10

0.00 : : : ! !
DataMater DMT: 121706 0 5 10 15 20 28 30
——————————————————————————————————————————— 0.50 7
Date: 07/31/2012 0.40/|-
Time: 13:27:43 0.30

SUPERVISOR NAME: 0.20 i

ROBERT DRISCOLL 0.10
0.00

SOLUTION LOT #: 12-82-400 _
SOLUTION CONCENTRATION: 0.399 . g-jg"wmw.wqwmmmm.m
BLANK TEST 0.000 13:28 0.30]-
CALIBRATION CHECK PASSED 13:28 & S5l
SIMULATOR VAPOR 33. :
SIMULATOR VAPOR 33. .10
SIMULATOR VAPOR 33. 900
SIMULATOR VAPOR 33.
STMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
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0.397 13:36 0.30(-
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SIMULATOR VAPOR 34. 0.397 13:39 PE b
SIMULATOR VAPOR 33. 0.397 13:40 0. 00
BLANK TEST 0.000 13:41
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012
Installation Date:
Test Date:

Test Time:

07/31/2012
14:23:36

VERSIONS

DMT: 1,01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube = 47.8%
Digital Sim = °

SETTINGS

Lamp Voltage = 1.77V
Cooler Voltage = 1.77 V
Bias Voltage =80V
Chopper Freq = 547 Hz

PUMP INFO

Flow Rate = 5.198 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0022 0.0069

MIN (V) 0.0004 0.0045

FILTER INFO

Filter 1 0.006 Zero = true

Filter 2 0.661 Zero = true

Filter 3 1.564 Zero = true

CALIBRATION CHECK

Xg = 0.095 0.84%

DMT Serial Number #121706 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location: :
Calibration Date: 07/27/2012
Certification Date:07/27/2012

Installation Date:
Test Date: 07/31/2012
Test Time: 14:31:56
VERSIONS
DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1
TEMPERATURES

. Sample Chamber = 49.1°C
Breath Tube = 48.0°C
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 546 Hz

PUMP INFO
Flow Rate = 5.194 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0028 0.0057
MIN (V) 0.0010 0.0041

FILTER INFO

Filter 1 0.005 Zero = true
Filter 2 0.658 Zero = true
Filter 3 0.315 Zero = true

CALIBRATION CHECK
Xq = 0.095 0.65%

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT

0.06|

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012
Time: 14:50:06

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-78-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST 0.000

CALIBRATION CHECK

SIMULATOR VAPOR 33.8
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR 34.0°
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ACCURACY & PRECISION REPORT 0.12

= 0.08
STATE OF VERMONT 0.04|4
0.00

DataMater DMT: 121706
——————————————————————————————————————————— 0.20
Date: 07/31/2012 0.16]~
Time: 15:05:02 0.12

SUPERVISOR NAME: . 0.08-
ROBERT DRISCOLL . 0.04 | f-
0.00 : ;
SOLUTION LOT #: 12-57-080 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.080 g-ig_
BLANK TEST 0.000 15:05 0.12|-
CALIBRATION CHECK PASSED 15:06 0.08 |
SIMULATOR VAPOR 33.9 SV i s
SIMULATOR VAPOR ik ; e
SIMULATOR VAPOR 0.079 15:08 g . P 1t 2
SIMULATOR VAPOR 33.9 0.20
SIMULATOR VAPOR P o
SIMULATOR VAPOR e el
SIMULATOR VAPOR 0.080 15:12 0.12
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0.30 .0
ACCURACY & PRECISION REPORT .
0- 10 ,,,,,,,,,,,,,,,,,,,,,, R e ad3 8 i W RN A Sy A 50 SRSy ey A 3
STATE OF VERMONT , ] U s e W
0.00 i : 0.0
DataMater DMT: 121706 0 5 10 15 20 25 30
————————————————————————————————————————— 0. ¥ T 40.0
Date: 07/31/2012 ] e s
Time: 15:21:58 0. 26.7
SUPERVISOR NAME: 0. 13.3
ROBERT DRISCOLL
0. H i 0.0
SOLUTION LOT #: 12-60-160 o 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.162 L _ 40.0
BLANK TEST 0.000 15:22
CATLIBRATION CHECK PASSED 15:22
SIMULATOR VAPOR 33.9°C 0.158 15:23
SIMULATOR VAPOR 33.9°C 0.158 15:24
SIMULATOR VAPOR 33.9°C 0.159 15:25
SIMULATOR VAPOR 33.8°C 0.159 15:26
SIMULATOR VAPOR 33.9°C 0.158 15:27
SIMULATOR VAPOR 33.9°C 0.159 15:28
SIMULATOR VAPOR 33.8°C 0.159 15:30
SIMULATOR VAPOR 33.9°C 0.159 15:31
SIMULATOR VAPOR 34.0°C 0159 ABE32 0 | T i b e
SIMULATOR VAPOR 33.9°C 0.159 15:33 0.00 i 0.0
BLANK TEST 0.000 15:34 0 5 10 15
0.30 P 7 B
Average = 0.158 T forrme g
std Dev = 0.000 0,20 Jrrmmsmn e s e 7
0. 10[-fe - 13.3
0.00 H : ----------------------- 0.0
0 5 10 15 20 25 30
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STATE OF VERMONT 0.10|
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DataMater DMT: 121706
——————————————————————————————————————————— 0.50[
Date: 07/31/2012 0.40/[—
Time: 15:42:20 0.30

SUPERVISOR NAME: @201

ROBERT DRISCOLL 010l
0.00

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399 g-jg.mm
BLANK TEST : 0.000 15:43 0.30

CALIBRATION CHECK PASSED 15:43 st
SIMULATOR VAPOR 33. +
SIMULATOR VAPOR 33. 018

SIMULATOR VAPOR 33. o400
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SIMULATOR VAPOR 33. 0.397 15:55 6%
BLANK TEST 0.000 15:55

-3

e ©

o

0.50
0.001 0.30{

0.20]

0.10[
0.00

Average
Std Dev

nn

LB — ——

\JL&‘ \&1/ 0.40
Q| e

0.10f}

0.00

0.50
0.40])

0.30
0.20::
0.10}

0.00

0.50 - g 7 ——)40.
0.40 -

0.30

0. 20l

o101 i oA = —— &

0.00 H i 0.0
0 5 10 15 20 25 30

)

=
o G s
c © o0

DMT Serial Number #121706 Page 1 of 1 fo jf 36 o A 07/31/2012 3:56 PM
Jéc



DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:
Calibration Date: 07/27/2012

Certification Date:07/27/2012

Installation Date:

Test Date: 08/02/2012
Test Time: 11:18:19
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 44.,5°C
Digital Sim = 33.,9°C
SETTINGS

Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 5.694 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.0378 0.0413
MIN (V) 0.0352 0.0394

FILTER INFO

Filter 1 0.041 Zero =
Filter 2 0.690 Zero =
Filter 3 0.350 Zero =

CALIBRATION CHECK
Xg = 0.0%94 0.37%

DMT Serial Number #121706
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 10:04:55

SUPERVISOR NAME:
AMANDA  BOLDUC

SOLUTION LOT #: 12-78-020
SOLUTION CONCENTRATION: 0.019

BLANK TEST . 0.000 10:05

CALIBRATION CHECK PASSED 10:05

SIMULATOR VAPOR 33.9°C 0.018 10:06

SIMULATOR VAPOR 33.9°C 0.019 10:07

SIMULATOR VAPOR 33.9°C 0.019 10:08

SIMULATOR VAPOR 33.9°C 0.020 10:09

SIMULATOR VAPOR 33.9°C 0.019 10:10

SIMULATOR VAPOR 33.9°C 0.019 10:11

SIMULATOR VAPOR 33.9°C 0.019 10:12

SIMULATOR VAPOR 33.9°C 0.019 10:13

SIMULATOR VAPOR 33.9°C 0.019 10:14

SIMULATOR VAPOR 33.9°C 0.019 10:15

BLANK TEST 0.000 10:16

Average = 0.019

Std Dev = 0.000
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0.06|-
0,04
0.02f
0.00
DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 10:18:21

SUPERVISOR NAME:
AMANDA BOLDUC

SOLUTION LOT #: 12-57-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 10:19
CALIBRATION CHECK PASSED 10:19
SIMULATOR VAPOR 33.9°C 0.078 10:19
SIMULATOR VAPOR 34.0°C 0.079 10:20
SIMULATOR VAPOR 33.9°C 0.079 10:22
SIMULATOR VAPOR 33.9°C 0.079 10:23
SIMULATOR VAPOR 34.0°C 0.079 10:24
SIMULATOR VAPOR 34.0°C 0.079 10:25
SIMULATOR VAPOR 33.9°C 0.079 10:26
SIMULATOR VAPOR 33.9°C 0.079 10:27
SIMULATOR VAPOR 34.0°C 0.079 10:28
SIMULATOR VAPOR 33.9°C 0.079 10:29
BLANK TEST 0.000 10:30
Average = 0.078

Std Dev = 0.000
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DMT Serial Number #121706
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 10:35:07

SUPERVISOR NAME :
AMANDA BOLDUC

SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST 0.000 10:36
CALIBRATION CHECK PASSED 10:36
SIMULATOR VAPOR 33.9°C 0.158 10:36
SIMULATOR VAPOR 34.0°C 0.158 10:37
SIMULATOR VAPOR 33.9°C 0.158 10:38
SIMULATOR VAPOR 33.9°C 0.158 10:39
SIMULATOR VAPOR 34.0°C 0.159 10:41
SIMULATOR VAPOR 33.9°C 0.158 10:42
SIMULATOR VAPOR 34.0°C 0.157 10:43
SIMULATOR VAPOR 33.9°C 0.158 10:44
SIMULATOR VAPOR 33.9°C 0.158 10:45
SIMULATOR VAPOR 34.0°C 0.158 10:46
BLANK TEST 0.000 10:47
Average = 0,158
Std Dev = 0.000
LS\
2\
A
DMT 8srial Number #121706
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ACCURACY & PRECISION REPORT

0.30|-

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 11:02:39

SUPERVISOR NAME:
AMANDA BOLDUC

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 34.
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DIAGNOSTIC

RESULT

DataMaster DMT:121706

Location:
Calibration Date:

07/27/2012

Certification Date:07/27/2012

Installation Date:
Test Date:
Test Time:

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 5.0

DETECTOR INFO
PUMP ON

MAX (V) -0.0106
MIN(V) -0.0126

FILTER INFO

Filter 1 -0.00
Filter 2 0.64
Filter 3 0.29

08/01/2012
07:39:38

1 8y i B 4
1.77 v
80 Vv

545 Hz

o nn

77 L/M

OFF
-0.0063
-0.0083

true
true
true

6 Zero
2 Zero
3 Zero

CALIBRATION CHECK

Xg = 0.100 &6,

DMT Serial Number #121706
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/01/2012
Time: 07:53:57

SUPERVISOR NAME:

RCD INTERFERENCE ONE

SOLUTION LOT #:

SOLUTION CONCENTRATION:

BLANK TEST

CALIBRATION CHECK

Xq = 0.094 (
SIMULATOR VAPOR
¥[1] = 0.0795
SIMULATOR VAPOR
X[1] = 0.0801
SIMULATOR VAPOR
X[1] = 0.0802
SIMULATOR VAPOR
X[1] = 0.0806
SIMULATOR VAPOR
X[1] = 0.0790
SIMULATOR VAPOR
X[1] = 0.0799
SIMULATOR VAPOR
X[1] = 0.0792
SIMULATOR VAPOR

12-79-08A1
0.080

0.000 07:54
PASSED 07:54
0.47%)
34.0°CINTERFERENCE 07:55
(-0.0049) (-0.1195)
33.9°CINTERFERENCE 07:56
(-0.0049) (-0.3011)
33.9°CINTERFERENCE 07:57
(-0.0053) (0.0005)
34.0°CINTERFERENCE 07:58
(-0.0045) (-0.2933)
33.9°CINTERFERENCE 07:59
(-0.0056) (0.0011)
33.9°CINTERFERENCE 08:00
(-0.0058) (0.0009)
33.9°CINTERFERENCE 08:01
(-0.0055) (0.0013)
33.9°CINTERFERENCE 08:02

X[1] = 0.0793 (-0.0052) (0.0012)
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:03
X[1] = 0.0796 (-0.0057) (0.0011)
SIMULATOR VAPOR 33.9°C 0.079 08:05
X[1] = 0.0798 (-0.0048) (0.0011)
BLANK TEST . 0.000 08:05
y o
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012

Installation Date:

Test Date: 08/01/2012
Test Time: 08:12:27
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 45,4°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.77 V
Cooler Voltage = 1.77 V
Bias Voltage =80V
Chopper Freg = 547 Hz

PUMP INFO
Flow Rate = 5.117 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0016 0.0026
MIN(V) -0.0033 0.0010

FILTER INFO

Filter 1 0.002 Zero = true
Filter 2 0.652 Zero = true
Filter 3 0.306 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.28%

DMT Serial Number #121706 ) Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date:
Time:

08/01/2012
08:30:58

SUPERVISOR NAME:
. RCD INTERFERENCE TWO

SOLUTION LOT #: 12-55-040M
SOLUTION CONCENTRATION: 0.040

0.04
0.02

0.10
0.08

0.06
0.04

0.00

0.10
0.08

BLANK TEST 0.000 08:31 0.06
CALIBRATION CHECK PASSED 08:31 0.04
Xq = 0.095 (0.74%) .
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:32 s
X[1] = 0.0216 (-0.0032) (-0.0045) *
SIMULATOR VAPOR 33.8°C 0.019 08:33 0.10
X[1] = 0.0199 (-0.0033) (-0.0035) 0. 08
SIMULATOR VAPOR 33.9°C 0.019 08:34 :
X[1] = 0.0192 (-0.0031) (-0.0031) 0.06
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:35 0.04
X[1] = 0.0191 (-0.0038) (-0.0035) 0.02
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:36 0. 00\
X[1] = 0.0191 (-0.0042) (-0.0040)
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:37 0.10
X[1] = 0.0184 (-0.0046) (-0.0035) 0.08
SIMULATOR VAPOR 34.0°CINTERFERENCE 08:38 0.06
%[1] = 0.0187 (-0.0046) (-0.0040) )
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:39 0404
X[1] = 0.0194 (-0.0043) (-0.0043) 0.02|-
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:40 0.00
X[1] = 0.0195 (-0.0042) (-0.0035)
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:41 0.10
X[1] = 0.0192 (-0.0044) (-0.0043) 0.08]
BLANK TEST 0.000 08:42 0.06/
0.04:
0.02
“ A 0.00
004 7. MeOH in Hy0
0.10[
o ﬁhhb 0.08|
0.06(
0.04|
. 0-02:
Vgl, 0.00
£§ﬂ/ 0.10[
0.08|-
0.06|
0.04| -
0.02
0.00
Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012
Installation Date:

Test Date: 08/01/2012
Test Time: 09:20:53

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

sample Chamber = 48.7°C
Breath Tube = 45.9°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.77 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 546 Hz

PUMP INFO
Flow Rate = 6.279 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0244 0.0291
MIN (V) 0.0226 0.0276

FILTER INFO

Filter 1 0.029 Zero = true
Filter 2 0.675 Zero = true
Filter 3 0.332 Zero = true

CALIBRATION CHECK
Xq = 0.094 0,28%

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date: 08/01/2012
Time: 09:23:19

SUPERVISOR NAME:
RCD INTERFERENCE THRERE

SOLUTION LOT #: 12-56-040I

SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 09:24
CALIBRATION CHECK PASSED 09:24
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:24
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:25
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:26
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:27
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:28
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:29
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:30
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:31
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:32
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:33
BLANK TEST 0.000 09:34

Joy /7 Ter i Ho
*ZNIT— e
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DIAGNOSTIC RESULT

DataMaster DMT: 121706
Location:;

Calibration Date: 07/27/2012
Certification Date:07/27/2012
Installation Date:

Test Date: 08/01/2012
Test Time: 09:42:24

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 45.5°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.77V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 6.393 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0305 0.0348
MIN (V) 0.0291 0.0321

FILTER TINFO

Filter 1 0.034 Zero = true
Filter 2 0.682 Zero = true
Filter 3 0.797 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.28%

f&jﬂ q3 éﬂ 71 ‘
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/01/2012
Time: 09:48:59

SUPERVISOR NAME:
RCD INTERFERENCE FOUR

SOLUTION LOT #: 12-49-040A1
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 09:49
CATLIBRATION CHECK PASSED 09:50
Xg = 0.094 (0.09%)
SIMULATOR VAPOR 33.9°C 0.043 09:50
X[1] = 0.0434 (-0.0049) (0.0013)
SIMULATOR VAPOR 33,9°C 0.044 09:51
¥[1] = 0.0443 (-0.0048) (0.0011)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:52
X[1] = 0.0436 (-0.0052) (0.0012)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:53
X[1] = 0.0438 (-0.0052) (0.0005)
SIMULATOR VAPOR 34.0°C 0.044 09:54
X[1] = 0.0444 (-0.0049) (0.0008)
SIMULATOR VAPOR 33,9°CINTERFERENCE 09:55
X[1] = 0.0441 (-0.0057) (0.0009)
SIMULATOR VAPOR 34.0°CINTERFERENCE 09:56
X[1] = 0.0439 (-0.0056) (0.0013)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:57
X[1] = 0.0438 (-0.0052) (0.0008)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:58
X[1] = 0.0445 (-0.0054) (0.0007)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:59
X[1] = 0.0439 (-0.0054) (0.0013)
BLANK TEST ° 0.000 10:00
d Y
w,lkt lﬂ
*Ozé A ’,t 0.08[-
OL("A E‘*’OH ?' 0.06|-
' \~(é;D 0.04-
o Lo 0.02
v \{V 0.00
“{}f ) | o0.10
qb‘ . i 0.08|-
0.06
0.04[-
0.02|
0.00
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012
Installation Date:
Test Date:

Test Time:

08/01/2012
10:04:48

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube = 45,5°C

Digital S8im 33.9°¢
SETTINGS

Lamp Voltage = 1.77 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 548 Hz

PUMP INFO
Flow Rate = 6.039 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0287 0.0325

MIN (V) 0.0270 0.0303
FILTER INFO

Filter 1 0.031 Zero = true
Filter 2 0.678 Zero = true
Filter 3 0.336 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.09%

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date: 08/01/2012
Time: 10:07:26

SUPERVISOR NAME :
RCD INTERFERENCE FOUR

SOLUTION LOT #: 12-49-040Al
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 10:08

CALIBRATION CHECK PASSED 10:08
Xg = 0.095 (0.65%)

SIMULATOR VAPOR 33.9°C 0.044 10:08
X[1] = 0.0440 (-0.0040) (0.0016)

SIMULATOR VAPOR 33.9°C 0.043 10:09
X[1] = 0.0439 (-0.0044) (0.0012)

SIMULATOR VAPOR 33.9°C 0.044 10:10

X[1] = 0.0442 (-0.0048) (0.0013)
SIMULATOR VAPOR 33.9°CINTERFERENCE 10:11
X[1] = 0.0443 (-0.0052) (0.0017)

SIMULATOR VAPOR 34.0°C 0.043 10:12
X[1l] = 0.0439 (-0.0044) (0.0016)
SIMULATOR VAPOR 33.9°C 0.044 10:14

X[1] = 0.0441 (-0.0046) (0.0014)
SIMULATOR VAPOR 33.9°CINTERFERENCE 10:15
X[1] = 0.0443 (-0.0053) (0.0006)
SIMULATOR VAPOR 33.9°CINTERFERENCE 10:16
X[1] = 0.0439 (-0.0052) (0.0018)
SIMULATOR VAPOR 33.9°CINTERFERENCE 10:17
X[1] = 0.0441 (-0.0054) (0.0012)
SIMULATOR VAPOR 33.9°CINTERFERENCE 10:18
X[1] = 0.0442 (-0.0057) (0.0012)

BLANK TEST 0.000 10:19
: +
¢ 0£':ﬁ££’ th
MY EroK Zf:>
‘( )
i ?’ﬂd Ru(\ F&D
fC%;L/
i}‘ CBijE?
DMT Serial Number #121706
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012

Installation Date:

Test Date: 08/01/2012
Test Time: 14:11:14
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 46.5°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.77T Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 546 Hz

PUMP INFO
Flow Rate = 5.064 L/M

DETECTOR INFO

PUMP ON : orr
MAX (V) 0.0138 0.0185
MIN (V) 0.0116 0.0167

FILTER INFO

Filter 1 0.017 Zero = true
Filter 2 0.663 Zero = true
Filter 3 0.316 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.09%

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT 0.06(-
0.041}
STATE OF VERMONT
0.00l
DataMater DMT: 121706
Date: 08/01/2012 0.08
Time: 14:14:31 0.06
SUPERVISOR NAME: Q.08
RCD INTERFERENCE FOUR ;
0.00
SOLUTION LOT #: 12-49-040A1
SOLUTION CONCENTRATION: 0,040 s 10
__________________________________________ 0.08
BLANK TEST 0.000° 14:15 0.06 |
CALIBRATION CHECK PASSED 14:15 0.04
Xq = 0.093 (0.56%) i 65
SIMULATOR VAPOR 33.9°C 0.044 14:16 0'00-
X[1] = 0.0444 (-0.0041) (0.0007) .
SIMULATOR VAPOR 33.9°CINTERFERENCE 14:17 G, 1
X[1] = 0.0437 (-0.0055) (0.0012) 0‘08
SIMULATOR VAPOR 33.9°C 0.043 14:18 )
X[1] = 0.0438 (-0.0044) (0.0012)
SIMULATOR VAPOR 33.9°CINTERFERENCE 14:19 0.04
X[1l] = 0.0439 (-0.0051) (0.0010)
SIMULATOR VAPOR 33.9°CINTERFERENCE 14:20 0.000
X[1] = 0.0443 (-0.0053) (0.00086)
SIMULATOR VAPOR 34.0°CINTERFERENCE 14:21 0.10
X[1] = 0.0441 (-0.0051) (0.0008) )
SIMULATOR VAPOR 34.0°C 0.044 14:22 0.06
X[1] = 0.0440 (-0.0048) (0.0015) :
SIMULATOR VAPOR 33.9°C 0.043 14:23 U8
X[1] = 0.0438 (-0.0049) (0.0012) :
SIMULATOR VAPOR 33.9°C 0.043 14:24 0.00
X[1] = 0.0436 (-0.0050) (0.0013)
SIMULATOR VAPOR 33.9°CINTERFERENCE 14:25 0.10
X[1] = 0.0431 (-0.0053) (0.0010) 0.08
BLANK TEST 0.000 14:26 0.06
0.04(
0.02
g,
,0l7, /4£24ﬁ 0.00
" 0.10[
s 04 E“OH 0.08|
l $ 'I'Il 0.06
KN 3&_! K\JV\ 0.04
‘ 0.00U
0.10
L/Lé) VL/ R —
(ﬂ 0.06:
y 0.04/
0.00
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012

Installation Date:

Test Date: 08/01/2012
Test Time: 10:52:38
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 45.3°C
Digital Sim = 34,0°C
SETTINGS

Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 V
Chopper Freq = 532 Hz

PUMP INFO
Flow Rate = 6.488 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0122 0.0181
MIN (V) 0.0100 0.0161

FILTER INFO

Filter 1 0.016 Zero = true
Filter 2 0.658 Zero = true
Filter 3 0.308 Zero = true

CALIBRATION CHECK
Xq. = 0.094 0.47%

DMT Serial Number #121706 ~ Pagelofl
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ACCURACY & PRECISION REPORT

DataMater

STATE OF VERMONT

DMT:

121706

Date: 08/01/2012
Time: 10:57:36

SUPERVISOR NAME:

RCD INTERFERENCE FIFTH

SOLUTION LOT #: 12-49-040A2
SOLUTION CONCENTRATION: 0.040

BLANK TEST

CALIBRATION CHECK

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0.000
PASSED
33.9°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE
33.8°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE
33.8°CINTERFERENCE
33.8°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE

0.000

(’02/’% A‘CQJ.
o Cjt{;% [;f()f{

o ahle

() 0-08 ' i

0.10
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0.06
0.04
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DMT Serial Number #121706
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DIAGNOSTIC RESULT

DataMaster DMT:121706
Location:

Calibration Date: 07/27/2012
Certification Date:07/27/2012
Installation Date:

Test Date: 08/01/2012
Test Time: 11:36:42

VERSTIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.7°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.77V
Cooler Voltage = 1.77 V
Bias Voltage =80 V
Chopper Freq = 546 Hz

PUMP INFO
Flow Rate = 5.574 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0148 0.0191
MIN (V) 0.0122 0.0175

FILTER INFO

Filter 1 0.018 Zero = true
Filter 2 0.663 Zero = true
Filter 3 0.315 Zero = true

CALIBRATION CHECK
Xq = 0.094 0.09%

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 121706
Date: 08/01/2012
Time: 11:40:26

SUPERVISOR NAME:
RCD INTERFERENCE SIX

SOLUTION LOT #: 12-63~080M

SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 11:41
CALIBRATION CHECK PASSED 11:41
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:42
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:43
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:44
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:45
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:46
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:47
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:48
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:49
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:50
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:51
BLANK TEST 0.000 11:52

0.04|
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DMT Serial Number #121706

Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:121706

Location:

Calibration Date:

07/27/2012

Certification Date:07/27/2012

Installation Date:

Test Date:
Test Time:

VERSIONS

DMT: 1.01

PIC: 2.0%
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO

08/01/2012
13:25:52.

nouon
[i=3
o)
)
Q

1.77 v
1.7 v
80 Vv

534 Hz

Flow Rate = 5.195 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0043 0.0098

MIN (V) 0.0018 0.0075
FILTER INFO

Filter 1 0.008 Zero = true
Filter 2 0.650 Zero = true
Filter 3 0.298 Zero = true
CALIBRATION CHECK

Xg = 0.093 0.56%

DMT Serial Number #121706

Page 1 of 1
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08/01/2012 1:28 PM
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ACCURACY & PRECISION REPORT

0.12

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/01/2012
Time: 13:31:15

SUPERVISOR NAME:
RCD INTERFERENCE SEVEN

SOLUTION LOT #: 12-63-080I

SOLUTION CONCENTRATION: 0.080
BLANK TEST 0.000 13:32
CALIBRATION CHECK PASSED 13:32

SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 34.0°?CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 34,0°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
BLANK TEST 0.000

0.08
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0.00

0.20
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0.04
0.00
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0.00

0.16
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0.08

DMT Serial Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 13:11:12

SUPERVISOR NAME:
RCD POST CAL CHECK

SOLUTION LOT #: 12~39-100
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 13:12

CALIBRATION CHECK PASSED 13:12

SIMULATOR VAPOR 34.0°C 0.098 13:12

SIMULATOR VAPOR 34.0°C 0.097 13:13

SIMULATOR VAPOR 34.1°C 0.097 13:14

SIMULATOR VAPOR 34.1°C 0,097 13:15

SIMULATOR VAPOR 34.1°C 0.097 13:17 0.16|

SIMULATOR VAPOR 34.0°C 0.098 13:18 :

SIMULATOR VAPOR 34.0°C 0.097 13:19 0.12]-

SIMULATOR VAPOR 34.1°C 0.097 13:20 0.08|-

SIMULATOR VAPOR 34.0°C 0.097 13:21 0.044

SIMULATOR VAPOR 34.1°C 0.097 13:22 0.00/

BLANK TEST 0.000 13:23
0.20

Average = 0.097 0.16

Sstd Dev = 0.000 0.12
0.08
0.04]
0.00
0.20[
0.16|~
0.12
0.08
0.04
0.00
0.16|-
0.12
0.08
0.00
0.16[—
0.12
0.08|-
0.04|
0.00

DMT Serial Number #121706 Page 1 of 1
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ACCURACY & PRECISION REPORT
STATE OF VERMONT

DataMater DMT: 121706
Date: 08/02/2012
Time: 13:33:39
SUPERVISOR NAME:

RCD POST SECOND SOURCE CHK
SOLUTION LOT #: GUTH 11250
SOLUTION CONCENTRATION: 0.100
BLANK TEST 0.000 13:34 | 0,02|ssesmnadui e LT
CALIBRATION CHECK PASSED 13:34
SIMULATOR VAPOR 34.0°C 0.098 13:35
SIMULATOR VAPOR 34.1°C 0.098 13:36
SIMULATOR VAPOR 34.0°C 0.099 13:37
SIMULATOR VAPOR 34.1°C 0.099 13:38
SIMULATOR VAPOR 34.1°C 0.100 13:39
SIMULATOR VAPOR 34.1°C 0.099 13:40
SIMULATOR VAPOR 34.1°C 0.098 13:41
SIMULATOR VAPOR 34.1°C 0.099 13:42
SIMULATOR VAPOR 34.0°C 0.098 13:43
SIMULATOR VAPOR 34.1°C 0.099 13:44
BLANK TEST 0.000 13:45
Average = 0.098 : e o : e e
Std Dev = 0.000 ' - e o e

20
DMT Serial Number #121706 08/02/2012 1:47 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

07/30/2012
08:10:45

Date:
Time:

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 1?—79—020
SOLUTION CONCENTRATION: 0.018

BLANK TEST
CALIBRATION CHECK

SIMULATOR VAPOR 34.5°C
SIMULATOR VAPOR 34.5°C
SIMULATOR VAPOR 34.5°C

0.01

0.00

0.10

DMT Serial Number #121706

Page 1 of 1

Alcohol (g/210L)
Flow Rate(L/M)

=120.0

=112.0

0 5

10 15 20 25 30

——— Alcohol (g/210L)
Flow Raté(L/M) |

0 5

10 1

Alcohol (g/210L)

Flow Rate(L/M)

0 5

10 15 20 25 30

07/30/2012 8:17 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 08:40:33

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-78-020
SOLUTION CONCENTRATION: 0.019

Filter 3 Won't Zero

X ¢ #
fage €0 oF

DMT Serial Number #121706 Page 1 of 1 07/30/2012 8:41 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 09:22:52

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-53-160
SOLUTION CONCENTRATION: 0.160

BLANK TEST 0.000
CALIBRATION CHECK PASSED

Simulator Timed Out .

DMT Serial Number #121706

Page 1 of 1
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07/30/2012 9:25 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date: 07/30/2012
Time: 09:50:50

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-62-400
SOLUTION CONCENTRATION: 0.404

BLANK TEST 0.000 09:51
CALIBRATION CHECK PASSED 09:51

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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07/30/2012 9:52 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/30/2012
Time: 12:00:35

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000 12:01
CALIBRATION CHECK PASSED 12:01

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1

faap 63 of 71
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07/30/2012 1:25 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatex DMT: 121706

Date: 07/31/2012
Time: 11:35:45

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-57-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 11:36
CALIBRATION CHECK PASSED 11:36

Simulator Timed Out

pa? i o 7/

(2o

DMT Serial Number #121706 Page 1 of 1 07/31/2012 11:44 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012
Time: 13:07:38

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION: 0.162

e e e i A e S e S e e

BLANK TEST 0.000
CALIBRATION CHECK PASSED

Simulator Timed Out

DMT Secrial Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012
Time: 13:24:59

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000 13:25
CALIBRATION CHECK PASSED 13:25

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012
Time: 15:19:22

SUPERVISOR NAEE:
ROBERT DRISCOLL

SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST ' 0.000
CALIBRATION CHECK PASSED 15:20

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 07/31/2012
Time: 15:39:44

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000
CALIBRATION CHECK PASSED

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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07/31/2012 3:41 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 10:32:45

SUPERVISOR NAME:
AMANDA BOLDUC

SOLUTION LOT #: 12-60-160
SOLUTION CONCENTRATION: 0.162

BLANK TEST - 0.000
CALIBRATION CHECK 7 PASSED

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 121706

Date: 08/02/2012
Time: 10:50:35

SUPERVISOR NAME:
AMANDA BOLDUC

SOLUTION LOT #: 12-82-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000
CALIBRATION CHECK PASSED

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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BCCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 121706

Date: 08/02/2012
Time: 13:07:00

SUPERVISOR NAME:
RCD POST CAL CHECK

SOLUTION LOT #: 12-39-100
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 13:07
CALIBRATION CHECK PASSED 13:08

Simulator Timed Out

DMT Serial Number #121706

Page 1 of 1
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