ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709 \,q
Location: @

Calibration Date: l ll 15/2011

Certification Date: 11/15/2011

Installation Date:  11/21/2011

RPC Date: 10/17/2012

Supervisor Name: ROBERT DRISCOLL /<Vb

Diagnostic Results Accuracy and Precision Check
Concentration =0.101 g/210L
Lot# =12-84-100
VERSIONS Range =0.096 - 0.106
DMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES ) Passed
Sample Chamber = 48.7°C
Breath Tube = 47.2°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1.75 Vv
Cooler Voltage = 1.69 V
Bias Voltage = 80 Vv 0.10 ) y g - 40.0
Chopper Freq = 532 Hz : - )
0.09|| —Meoholtg/ztony | |
PUMP INFO ' on el /\4
Flow Rate = 5.746 L/M 0. 08 | b 12.0
DETECTOR INFO i
i o oy 0.07|- E 28.0
MAX (V) -0.0715 -0.0693 :
MIN(V) -0.0740 -0.0707 Golgr= o - P -
FILTER INFO Ol 08 |rremee e ==120.0
Filter 1 -0.071 Zero = true
Filter 2 0.178 Zero = true ) e 1l e S R 16.0
Filter 3 -0.033 Zero = true )
0, OF [ e ~t-[12.0
CALIBRATION CHECK )
Xq = 0.077 0.45% 0.02] ey o - T
0201 froeee [\/\ ; P 4 [ 4.0
Routine Performance Check Passed 0.00 : [ 0.0
0 5 10 15 20 25 30
Performed by Date 10/17/2012
Reviewed by l ;‘ 4 é S Date |0 ‘15\7&32 o
DMT Serial Number #104709 Page 1 of 1 10/17/2012 2:34 PM
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709

Location: vdhl

Calibration Date:  11/15/2011
Certification Date: 11/15/2011
Installation Date:  11/21/2011

RPC Date: 10/17/2012
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results Accuracy and Precision Check
Concentration =
Lot # =

VERSTONS Range =

DMT: 1.01 Average =

PIC: 2.05 Std Dev =

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = N
Breath Tube = 48.0°C
- o

Digital Sim 33.9%¢
SETTINGS

Lamp Voltage = 1.75 Vv
Cooler Voltage = 1.69 V
Bias Voltage =80 V
Chopper Freq = 531 Hz

PUMP INFO
Flow Rate = 5.542 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V) -0,0713 -0.0683
MIN(V) -0.0742 -0.0701

FILTER INFO

Filter 1 -0.070 Zero = true
Filter 2 0.178 Zero = true
Filter 3 -0.022 Zero = true

CALIBRATION CHECK
Xq = 0,077 0.67%

Routine Performance Check Failed

KF pot_detecked wheq ff?).ﬂqial(’__/ll ren L 49 )3/

Performed by //’JZ% Date

10/17/2012

Reviewed by Date

DMT Serial Number #104709 Page 1 of 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104709

Location: vdhl

Calibration Date:  11/15/2011
Certification Date: 11/15/2011
Installation Date:  11/21/2011

RPC Date: 10/17/2012
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results Accuracy and Precision Check

Concentration
Lot #
VERSIONS Range
DMT: 1.01 Average
PIC: 2.05 Std Dev
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 5.583 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) -0.0742 -0.0691
MIN(V) -0.0758 ~-0.0715

FILTER INFO

Filter 1 =0.071 Zexo = true
Filter 2 0.177 Zero = true
Filter 3 -0.041 Zero = true

CALIBRATION CHECK
Xg = 0,077 1.23%

Routine Performance Check Failed
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Performed by A5 Date

10/17/2012

Reviewed by Date

DMT Serial Number #104709 Page 1 of 1
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. 3 Page 1
Status Record History 1012373017
Status Status

Pate Time Test Type Status Message
1071772012 14:08:5% RPC Record ACCURACY AND PRECISTON CHECK FAILED
10/17/2012 14:18:22 RPC Record ACCURACY AND PRECISION CHECK FAILED
DMT Serial Number #104709 Pagel of 1 10/23/2012 3:50 PM
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