VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page .;2
_ oy -
Set id. HAS RIW. - emsto)
¥ Yr— Ser & e
Preparation date @Z@éiﬁf Expiration date &3¢/ o/ Prepared by: )%Q
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
initial weight @) & o o O
weight of :
ethanol | 0.0560 ©.,093¢ C.goa4 | R85 | S« e
% ethanol
(wt./ vol.) , 03 C . D923 . 2 o3 o, HIC o
: s 2
acceptance A L OoBYY o 183 | .39 0
range L
il o o ¥ , Jo 32 0T CRY o.45 0

Set id. HAS f)Em - o0l

Preparation date_4{/2{+/  Expiration date

Prepared by: QW

Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight ) ¥ & o
weight of . )
ethanol O G0 0, 0SS OjozF 0, 2014
% ethanol ) v ,
(wt./ vol.) 00320 | 0450 | 02054 g dpey
H ,

acceptance v ades Ft kL ¢ ‘221}(; Ve % ‘
g . 0,035 2 14 ]155 (. / lt?fé-!‘/ul

).5257 DIV S 0./54% 103425




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page :3
Set id. HASEAY -p207 |
Preparation date_i1 /9 /fo{ Expiration date o /o2, Prepared by: 7?/10 P
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
initial weight
weight of , Sew Std .
ethanol 0-0432 ‘_t)’mp 00405 sihw Crli Z@A’E | 0.2efs/s0o 2
% ethanol ] L
wt/vol) b, o432 2000908 e | ©.239 7 0. Y19 20
H
acceptance o o ' -
range . 0.04FS  |0.0948 ©.24 6 6.4 878 |
o.0389 e8! 0.0l O. 8% %
Set id. HAS_{FH - 02 02
Preparation date i%/3i{0 Expiration date ¢/30/0.  Prepared by: O/JCN
_ Calibration
Standard A | Standard B Standard C Standard D Check
final weight _
Initial weight |©. O
weight of e
o) o.0l63 | 6.0Y9F | 0.4013 | 0.2075
% ethanol . _ —
wt/vol) |0.0326 |0.0%1Y |0,2036 o.41i50
HT , _ -
acceptance 6.6358 |©6./093 0.2298 O.95¢8
range L . -
0.024% |0.06995 (01872 |0. 3735




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

pageT

Set id. HAS oo - o). of
Preparation date_$/¢/c > Expiration date_¢jJe /oo Prepared by:_ oo
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of o ‘ |
ethanol C0 O3 1By josl ©105G5ficn |1 Sednglion 1, 4037z frox
% ethanol ' )
{(wt./ vol.) o.oaiy e | c.1059%s | o a0gaTs | 0. d0E Y
H — )
acceptance €. 034G bilats Lo Z 346 Oy ifef o/
range 3 ’
ecave | 00983 1737 £ 3434
Set id. HAS,\T/H 03 -0}
Preparation date fZ/ ZOZ Expiration date 12(3 {62 Prepared by: /)[):’f\/
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
fnitial weight
weight of ~ -
ethanol 0.0 F3 | 00527 | 9:05¢< O 206¢
% ethanol . - N
(wt./ vol.) 0,6394 | 0. /659 | 0.2/6Y | 6.9/32
H . .
acceptance 3.0390 6.//6 4 O,237Y @.‘—/b"‘/b
range [ _\
.03/ (60952 10./893 |637/9




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page
Set id. HASNNSW M- 062 -GJ
Preparation date {1-19-63  Expiration date_5-19- X Prepared by ¢
[OOm — FOO SO SO Calibration
Standard A | Standard B Standard C Standard D Check
final weight
[nitial weight
weight of Q,0R0% : 4
ethanol 0.0 ntt 0.0 0. (RS2 (.475% SN
% ethanol . AP ‘ 0
(wt./ vol.) Geoaakesnt- 0. AW O, i70Y 0. D3N
H| ©.03a%3
?gﬁzztaﬂce GRS 0, 10041 o.1% MMM 6. 33E3
L] 0,097
@ﬁa‘?&%"% OO 19% 0. 1535 0. Bi0F
set id.  HASJEH - a3 -0l

Preparation datelZZ[_ 03  Expiration date 5/5/0 3 Prepared by: \,;ﬁ:“l\/

Calibration

Standard A | Standard B Standard C Standard D Check
final weight
fnitial weight
weightof - — o oy
ethanol .ol | 0os0s | ©./105 | ©.232Y
% ethanol - ‘
wtivol)  |©.6348 | &,10Il0 [0, 22(0 0. 464

H .

scceptance | | ®.0383 | @&, 1L |O.2¥3]( © S5
range [ -

©.03/% (0. 0709 [6,1987 10.4183




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page
Set id. HAS M\l - o2 -3
Preparation date_% Jb[o Expiration date Bbl& [63 Prepared by: M D
150 v Lise Wi 5o mi- <ot | Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of _ Gl
ethanol Loy | L eo82F | . lobd | 499k 1 2
% ethanol - ot
(wt./ vol.) . 0\S . O%L% L2t LY .39 9 2
H
acceptance
range L
O R
Set id. HASclo - &&- e
Preparation date_& -#¢ - £ Expiration date 4-2¢-03 Prepared by Olo
Caiibration
Standard A | Standard B Standard C Standard D Check
1 final weight
Initial weight
weight of ) 7
ethanol O350 O IOFE O] C,of e/ G
% ethanol ) _
(wt./ vol.) O O3F ¢ oy C IRy et eFef
H » ,
acceptance C 0o 55 CL Ao . 317G O i 377
range L
C.o3504 | O CYFF O3 O Fl3e




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page 1
Set id. HAS Al - 0% - ()
Preparation date_2 1003  Expiration date Y -\ Prepared by: Gyvve.
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of _ o o
lethanol | ¢.02%4 | 0.0501 0. 1989 O, 2els &
% ethanol o
(wt./ vol.) .0 RSY 0.096/ 0. /989 0. Ll ¥
H
acceptance 0.6\ a. 039 G, AN o HO%E
range T 7
0.0255 | G.0%\ G A0 0.7 550\
Set id.  HASSEH - of -6l
Preparation date” 1{6%  Expiration date g Mo Prepared by: \/}P [\ d
| . Calibration
' Standard A | Standard B Standard C Standard D Check
final weight S
Initial weight .
weight of . . , _
ethanol G0t b5 o.of52 O S &, 279
% ethanol
wt/vol) |&.,0%26 [O,6090Y [©.2226 |0.4358
H 2
ccoepiance | | 6,0%59 | 0,691 { lo.2d448 o477y
a
L _ -
C.0ZTd |63 |6.2003 |0O,32L




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page L

Set id. HASONL. - 40O\
Preparation date_j\.aM.w»  Expiration date % -\ -¢5y Prepared by: “Dvoane
- : Calibration
Standard A | Standard B Standard C Standard D Check
final weight
.09 ¢, 0%l O iR O. YO%0
fnitial weight P —_— I U
weight of . .
sthanol | 0,0279 0 O%LO | 5,177 | p U
% ethanol .
(wt./ vol.) O.02X79 o ot | O 1719 G Y09
acceptance 01030:»7 ().OC?VO o !8‘?/ 0.‘45@5
range L - .
0.0 G.O0T7TY O.15Y7 0.2 Y G
Set id,

HAS"%—.\N L. - ot (‘)';J\

Preparation date_2,-4-0-{  Expiration date 7 -1 -0

Prepared by: ‘Cooofe

| Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of . :
ethanol G. 025G 0.0% | Q4123 LY GO
% ethanol ‘ :
wt/vol) | Qo 003 61758 0.4 0o
H _
acceptance 002150 GOASY a.G91x 0. Y0y
range L :
¢ 023S 0.07%0 ¢ 15k O, XD




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page ;L
Set id. HASFH - 05 -O1 |
Preparation date '?’/Z{U‘f Expiration date ”'/ &[O'f/ Prepared by: Ub:; [U
_ _ Calibration
Standard A | Standard B " Standard C Standard D Check
final weight
Initial weight :
weight of
ol 0.0/L0 | .04k | o JolY | 62320
% ethanol | R
(wt. vol.) G, 01406 | 6.0%922 |0.2028 |0.46Y06
H
acceptance O,0LLY 0915 O, A | O, 5/ OL/
range [ - -
O.0tll | 0.0FIT |OIR2S O F(
Set id. HAS DWW . 8501
Preparation date || L g\ on Expiration date_%-\-05  Prepared by:_ S0n(tme
| ‘ .Calibration
Standard A | Standard B Standard C Standard D Check
final weight
fnitial weight
weight of ,
ethanol Q.00 | 0,0M5 O, 1539 0,4 0¥
% ethanol _
(wt./ vol.) 0.0X70 0 0L 0.1839 6. 09K
H
?acc;[::ance 0. OQLC)’) 0, 100 a. A0 A% o.M <H Y
n L . ] . ;
3 0. 043 0.0%4% o. 1055 a.%0%%




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page L
Set id. HAS_MLS - 05—
Preparation date_o3/ic/¢5™ Expiration date_(G/g/6s”  Prepared By: Mes
Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of ) ) o )
ethanol 0.0 35 O 0F¢o O g7 04275
| % ethanol | N R ‘_
(wt/vol) | 0.0333 O. 0800 04371 0.43713
: v 7 -
acceptance Q. 0a56 0.094b O, A0S O.4706
range L
Q.01 (0 OO 0. 1689 0. 3850
Set id. HAS_pMcs - o5 -oa
Preparation date o6/ 4 /o5 Expiration date 09 /¢ /pe ~ Prepared by:__pic.<
: Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight
weight of . , ‘ ..
ethanol O o1l | 0.0%%Y 0. %08¢ 0.37320
% ethanol _ . u o —
(wt/vol) |0.0274 0098y O 308y 83730
H ] _
| acceptance o0 A% . 0977 0.23497 G103
range B 7
LS 0796 . e ye “




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page

Set id.

HAS m(/b e 5_‘.‘OZ_H

‘Preparation date ?Z[%%S' Expiration date Yl foss Prepared by: (;M

‘ | _ Calibration
Standard A | Standard B Standard C Standard D Check
final weight ‘
Initial weight b2
weight of N
ethanol____|0BTED
| % ethanol 5 2,
wi/vol) |0.03 Lf
TH -
acceptance a.0356
range [
a.029 |
Set id. HAS D (p - 0]

Preparation date Tl los” Expiration date_| A-A8-0%" Prepared by; Do

Calibration
Standard A | Standard B Standard C Standard D Check
final weight :
Initial weight _
weight of . _ . '
ethanol 0025 0.0F23 a, 0904 Q.57
% ethanol . ) ‘e
Wwtivol) | QOFSC | 00%d3 e A\% | 6 2094
H
acceptance | | (), 099 ¢.0°08 0, §000 0,203
range . L - -
Q.030 1 0.074 4 0. 13l 0. %Y




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page |

Set id. HAS A#CS -6 -0

,;,&,':' 4

‘ oM e
Preparation date_01/0s /¢, Expiration date2los /06

Prepared by,  4is.=

_ . Calibration
Standard A | Standard B Standard C Standard D Check
final weight ' '
Initial weight _
weight of ) L o
othanol | 02ED | 60317 00869 0357
% ethanol - . "
(wt./ vol.) 0. 03 g.0847 R T A 03572
H
acceptance O oS @, 05732 o, 2056 & 5929
range L
6000 o, 02 o A6Y R 5, TR
Set id.  HAS_Dww - Clo-Oz
Preparation date_¢/ /( "7/4}(;9 Expiration date_ 7 / ot Prepared by:  Tuow
- { Calibration
Standard A | Standard B Standard C - | Standard D Check
final weight : :
Initial weight
weight of “oae7 | o
ethanol | 5 0%YY O T8 3 %eM
% ethanol COPRRT |
(wt./vol) s R A {115t O 2o i M
H 6. O/"_’)’;-'_l -
acceptance [N ats 9‘3{%}”‘{ @ o 09 ,1(‘? 6‘ {(i&q s 'Z;}S;'az
range r A
0,700 Q0 G LGS




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page 1
Set id. HAS_ALD - ool |
Preparation date “\\\’1]0@ Expiration date_{u {19]0¢ Prepared by: ‘;{LQJ:S
Calibration
Standard A | Standard B Standard C Standard D Check
final weight . _ ~
nelwers 0 O O.09227 | 0.9 O. 209
Initial weight
weight of o
ethanol___ | 00319 | ¢ 0422 | 04659 103709
| % ethanol _ a
wt/vol) 003V | .09 | O {esT | 03167
H | : B
acceptance O OR5] SPREIAY 0. 1%¥1s 6, MV
range L ‘
00287 10,0830 | 0. 1YGR | L a9
Set id. HAS ﬂd;’; -0FO2
Preparation date [(j’i"l;b] l&a Expiration date | !'LL]'\():) ~ Prepared by: A
| . Calibration
Standard A | Standard B Standard C Standard D Check
final weight |\, , , o
Q0290 | 6,084 | .1%¥7 | 6 .Y000
Initial weight | \ , -
weight of \ ,, .
ethanol 0.9 | 0.0g42 | G %1 |0, “Moad
% ethanol :
(wifvol) 10 .0o%90 | O-0%472. | 0. 18¥72 |8, Yoo
H -
e oL 0. 0% 0.0026 | 0,207 | A .MYo0
ge L \ S -
0,00k [ 005K [ 01648 | 0. 0o
g B g | |
Y (2>
0.0 @




VT Department of Heaith Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page :L
Set id.  HASTwwib-_ (7 O
{
Preparation date ;2)"7:‘07 Expiration date 5’/7/0?_ Prepared by:_ Ty
Calibration
Standard A | Standard B Standard C Standard D Check
final weight ‘ .
| 3, OS> o O8] 2~ O. RrOSY OMOBS
Initial weight -
weight of } . _
| ethanol O.0RE~ . OG- 0. 05Y OHOES
% ethanol | N .
| (wf./ val) | ©0a%~ | 0.0¥1~ 1 O 205Y 0.40BS
H
acceptance O 03| ¢} O%OT?) or 9‘9‘50( 04493
range L= -
G025 | 0.013) 0.184% |0, AL
Set id. HAS.FH-o204
Preparation dateg/éj/oq Expiration date 8/i$/0r‘,’], ~ Prepared by: 4‘:[\[
| Calibration
Standard A | Standard B Standard C Standard D Check
final weight
Initial weight .
weight of e - -y SR
ethanol 0-0th9 | & 0495¢ o, iz ©.23232
% ethanol ) ‘ - ~
(wt./ vol.) 6.0318 |0, 69)2 6.225Y O 465
H
acceptance ®G.0d%50 |6, T3 e'zg{?.oi 0,5-”‘:] ‘
range L
i 0.0 % 0’0‘62-[ O*ZOZ(? O’L“g(i




VT Department of Health.Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG page :L
Set id. HAS_Afts - 05D
Preparation date %’[:‘3 ;"(f'? Expiration date ithivfe Prepared by: A ¢
.| Calibration
Standard A | Standard B Standard C Standard D- Check
final weight o Geris- S
O 2300 0.085¢ BFFS | 7, YOO
Initial weight
weight of ~ s e
| ethanal. 1. 030p (1.05 50 0. 194 2 o el
% ethanol e s o
wt/vol) | a.g200 | 0.0¢5C U-9tx 04000
H ‘ ' A
acceptance 0.0 O Y SOANGY § AR L \
range L 6970
00316 | 8eBes | 0oy | 6200
Set id.  HAS_fwa_ - O\
Preparation date Z[l[,(@‘/foj Expiration date 22//@/0‘3 Prepared by: Dovd—
Calibration
Standard A | Standard B Standard C Standard D Check
final weight ) AR o
C.0293 | 0.0%%9 AN G2RE O Bhtle fllop
Initial weight
weight of
ethanol
% ethanol NI
(WJ(/ VO‘.) 6: O&OE E B OCG%Qt O, !Cfﬁ\ ?5/ @.%‘9&—@ uhU"f?
H ) |
acceptance @ OB O C)C?VZ% Al a4 . k’(?)ﬁy :
range N -
0.0306Y | .00 | o, 17135 6.53533




VT Department of Health Laboratory - Alcohal Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page L _

D \el€S
- - b
Set id. HAS O0Q - 0% 3 O ¢
Preparation'dateM Expiration date_ /'75() § Prepared by: qu,m}
Calibration
Standard A | Standard B Standard C | Standard D - | Check
final weight ] o LAl0 a{}'f; o
5“6}3? 2«-3 ¢ {EI {i ; m%\: 7P o « ‘Uf G ()
Initial weight
weight of . ‘
othanol |, 002~ 0§
% ethanol o
(wt./ vol.) 032 L 08
H V B 07
acceptance , OB 5 O{{{; ,: M» 6
range L | 0.1%
029 6 ¥ Pre=as 20, O
' (0 ol
Sﬁzwtp b
7 l & ‘ DE')-\_QL)*_L@
Set id.  HAS (5 - (%

Preparation date ﬁ"/(?rf/@g Expiration date ¥/ e Prepared by:__ Soie

' Calibraticn
Standard A s;a\Na\ﬁ@ée/ Standard C | Standard D | Check
| final weight [ _ ; B 4 .
0.0 _ A .08 0265 oY fCe G, 0O |
Initial weight SN
weight of o
ethanol
% etha
(wt./ 1.
HI | o — |
apeepiance 0‘.65{(0}43;‘656, 0O 0.225 | M5/ . | 6.1°0
L ot o
6.0 goza | 0154 |p 314 | 6 0%




VT Bepartment cf Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page 1

Set id.

Preparation date Sielos Expiration date "5}{{;7/0‘“5

5 dpi® Qe

Prepared by: _ Sy¢edle—

_ Calibration
Standard A | Standard 8 Standard C Standard D Check
Fina!weight S ) e
, CRE C.0% | O, 2Oh 8,420 ¢ OB
! initial weight
weight of e “ ) __
ethanol | 0. 025 0. G 20T O AO O O
% ethanol e o o -
(wt./ vol.) 0.0 6.0 %Y SRPNGRI o AL GO
H
acceptance Q Oyl O (’L‘,{z’; & o %(_;L% % “{{g o~ (s 0% 4
range L ‘ ]
0.022- | 0,073 | 0 1%) 0. %1% | oels
Set id. HAS 0% - 0f
Preparation date ﬁm{e& _ Expiration date | g% 19 10K Prepared by.,di_/ﬁ’\ |
' Calibration
Standard A | Standard B Standard C Standard D Check
final weight . | o
0.038 | 0.092. 4.3} Ny ¥
Initial weight
weight of _ ‘
ethanol G.0%% 0.0%0 OLat O A MK
% ethanol )
(wt./ vol.) 08 3y sy @OI T A {
H| .
acceptance C‘ Pl N ST
e | 0o 10000 0.3
L [ ER 0. 0% 0.190




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHQOL ANALYSIS STANDARDS LOG page _l .
\ S
Set id. HAS_ '\ _- 0% 3 C‘ﬁ"" 9\
Preparation datem Expiration dateM Prepared by: Y
Calibration
Standard A | Standard B Standard C Standard D Check
final weight Ao P L o _
| 0 O%S 01477 0,420 0.0%5
| Initial weight
weight of
, ethanol | .
% ethanol
(wt./ vol.)
H f . o ~ o P
acceptance ! . Al C".(;}{'i 2;) G . &Vl {j} ‘f{,_{‘r?}‘ SR CEC%-; 3
range [ G053 iy ~ e
03 O

Set id.

HAS (38 ——i-D VFP b

Preparation date /w/@*] Expiration ds:e //0/‘3% Prepared by: Q/J:H

ST
Standard A Stande%% Standard C | Standard D Mg‘ﬁ) -
final weight | ,
CHILAS O 0?;4/‘/ O, fobO ©.220(0 |pos
Initial weight / .
ight of ,
;ilgnoio 0.0294 | ©.0 dos 02120 0,4402 |p.j02.2
% ethanol o .
it 100294 | 6.060% | 6,2/20 |6, Y0z
H
oeenene | _|00326 00kt loz 332 |ousie
L - =
‘ 0.02606 6,0/55‘1’7“ 6, 190% 0.3962
/




VT Department of Health Laboratory - Alcoho! Program

"HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG ' page

Set id.  HAS ff‘gw‘\,— @ Lo B
Jou  Expiration date éﬁﬁé*@ Prepared by:_ Oy

Preparation date_(g|i5

Calibration
Standard A | Standard B Standard C Standard D Check

final weight ) ‘ ,
O05Y | - 005 O, Hes 0y 0. 0% e
[nitial weight
weightof ) '
ethanol___ | .. . _
| % ethanol - _
(wt./.vol.) . ) ' N
H o
acceptance OOL{_% 0. /05"’ O, j"‘](,z M \/S*(} ) 165
range  y [ : -
' G.033 0.0%( G. Y7 0.31s 0. 05le

Set id.  HAS At - CA.09
Expiration date ! Lz ‘Zzéﬁf? Prepared by: —f-jhw&

Preparation date”,

: o Calibration

Standard A | Standard B Standard C Standard D Check
final weight f " ’

0,030 (2023 |00 10418 o
Initial weight - .
weight of
ethanol
% ethanol
(wt./ vol.) S . ; =

A ._ | |

sooeptance ) | 6. 0B | 0o [ 0187 | p.Heb.
range C : : - - I

0,028 | .S [ 0-1%5% | 0.5




VT Department of Health Laboratory - Aicohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS LOG

page

Set id.  HAS fw\r \DOA__
Preparation date ;3\\_3\4\0‘3\ Expiration date 3’}"7’!(_3 Prepared by:_ .

Calibration
Standard C Standard D- | Check

—
Standard A | Standard B

final weight ] e ,
O.0RO | _0.0%7 O, 201 | (O yoZ

[Tritial weight
weight of o

ethanol | | )

| % ethanol |
[ (wt./ vol) L - : -

H ,
acceptance ) 009\9‘ 0.090 O, o o MYq

range [T
| } [ 0.0v8 L oonY o v o2l

set id.  HASLLLS. 0FID

Preparation datem Expiration date '?ﬁg“ D Prepared by:_é;g’gﬂi_-

' Calibration
Standard A | Standard B Standard C Standard O Check
final weight ' ~
0-02) 10.08). [0.19- |0 37 T
Initial weight ,
weight of i
ethanol .
% ethanol -
(wt./ vol.) - : ' ST !

H = _ P
acceptance é ;);’ﬁ} . Q?ﬂ} “A!(EE} _® DY D

bt

range ) N ‘T . ) ) ,a:l
0373 NS LM LYK




VT Department of Health Laboratory - Alcohol Program

HEADSPACE ALCOHOL ANALYSIS STANDARDS 1OG page

Set id. HAS Opea - &7TH O
| Expiration date {¢3, ﬁ’”&{@ Prepared by:  Dype S

Pre‘paration date 7

r _ Calibration |
Standard A | Standard B Standard C Standard D | Check
final weight R _ e 7
0003 O oM 7 GYs)- (06
Initial weight ' ,
weight of o
ethanol__ ;___:_ R _ e
% athanol | :
wt/vol) | i
Hi . :
accaptance Sl s e I A T sy T
g b (JC‘w?f 0.Cha 1 0.0 PO P VN 0,092
S N Gy e G. 071D G,y i G Bl ¢ 7S
Set id. HAS J.F’éw] j01 O
Preparation date "” 1510 Expiration date O //b’”/lj Prepared by: =
- Calibration
Standard A | Standard B Standard C Standard D Check
final weight ~n :
&, o\20 Coged 0. 0957%- O, 20872 Y
Initial weight
weight of . . _ 5
ethanol 0.0 240 E,0% O 6,191 6 Oﬂ%l T4
% ethanol _ e e ( ' -
wi/vol) QoM | Togl 0.192 o, 417
H ‘ ey o
wopanee | | g,020 (007D | €17 | O DTS
. L ] , , - -
' o0, | ©. 087 Oc 2t ©, 459 ]




Vermont Depariment of Health Laboratory

Organic Chemistry Program

Headspace Alcohol Analysis Standards Logbook

Lot#h HAS- Gl g {1 Analyst: Y/ & ”iq
Prep Date: ot [ (/1] Expiration Date: _£ ‘“’71% o / / g/ 1" }
ST Standard A | Standard B - Standard C.
Fnal Weight | 0.0 239 a, e:?wt{ g.201% | 0.4/06
Initial Weight & AN & )
Weightof Bihanel ) s a0y | 0. 0824 | g.a0lg | 0. 4106
wBtaolOniol) | 0 3a¥ | o osed |0 20i8 |0 Y06
Ac;‘;gga:ce High |\ 3, 035 C.08%Y O A O, Y/
Low | 0oy 0.0723 916 ¢ 2695
T
Lot #: HAS- Cugiit Analyst: <3y 11‘5’;’%‘3@

Prep Date: _ & @"»’g 3 Eﬂ

Expiration Date:

Oufzoit

['Standard A [ Standar ndard € - | Standar
il Weight | 5 0321 | o.0A33 51938, 0. 103
Initial Weight o & o e
Welght of Bthanol | ¢ o921 | 60933 GA 3 5. 4%
% Ethanol (wt./vol.) 05,0737 .67 . 43¢ O, dor
e | 1T | & o3k 6- 000 PLEY B e
Low | 5. 093 . B34 . {7 0. k)
Lot #: HAS- 413\ Analyst: <<l
Prep Date: _G "%3(‘\‘\?,\1 i Expiration Date: &1 § ?Z,&l i
oo | Standard A | Standard B | Standard C - | Standard D.
Final Weight Dot W o 0%t 5, EQ@Q &y 308
Initial Weight @/ & = s
Welght of Btbanol | &7y 0. s\ SRS b3 el
% Ethanol (wtvol.) | e wifiylu B.o%iet SRLAL poathle | eyl
AP | Hen o AR 0, 3343 B3t | o .0%eb
Low o o1 D: 1% 14 6. 7403 6\
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Vermont Department of Health Laboratory

Organic Chemistry Program

Headspace Alcohol Analysis Standards Logbook

Lot #: HAS- Tz id

Analyst: -<§yw

‘Prep Date: __ ¢ 1“?‘%&&

Expiration Date: }@1&3&“

o | Standard A | Standard B © | Standard C. - | Standard D
Final Weight @ L@‘ge.;; @‘_@t&q@ Bl f};é‘g\efi | E‘i(é@ié ‘
Initial Weight 3 oy oy o
Weight of Ethanol 6. 00 5. 6%y n. 6441 0, 3EAG
% Ethanol (wt./vol.) o030 boe% 6, 4444 O, O30
e 2 | 0.003¢” .00% | 5.3 I
P ] s 5. 5157 0. 11 0. 34
Lot #: HAS-_©O% 1> L1 Analyst: &)’_“é{

Prep Date:  G/72% [l Expiration Date: 1 lf 371t

T [StandardA | Standard B | Standard C | StandardD
Final Weight 84025?' .03 2% 0,103 6 . 7o bBH
Initial Weight '

Weight_ofEtha.no] o. 6 s :? .0 %2}") o, ZG:%Z.» (@) gile é

% Ethano! (wt./vol.) 60251 ©.08 2% o ,5‘572 O e

Aﬁgzi:l‘tga:ce High ©.01L%% o, 091 0,12 ?“i o, 4538

- Lov 0,023 |0.0t45 | 0565 |0, 3713

,?":-Eeﬁ,& >Pree

Lot #: HAS-

"”-&‘7% So l‘*'\,

9 [edl U

Prep Date:

Analys;f: Q}&: N

Expiration Date:

. V‘S‘ S SR Vs

wd B Standard €

Bto

Initial Weight

| rs;a;is@;i;;;af

AL@.F}‘WE

0.095 F

Weight of Ethanol
% Bsharol (wi/vol) | 5 05 3y O, 0534 [0.0%%Y

Acceptance | High

Range Tow
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Vermont Depai‘tment of Health Laboratory

Organic Chemistry Program
Headspace Alcohol Analysis Standards Logbook

Lot #: HAS- %‘}\&X‘ _ - Analyst: <G
Prep Date: i?}\ﬁ\q%i Expiration Date: &% Lid ti
Standard A * | Standard B~ | Standard C . .| Standard D =~
 Finai Weight 5.BAYE O R SR N 1P AP T 4 ()
Initial Weight & b & o
Weight of Ethanol OO0 O ORI &'}_‘ @b&y O T
% Ethanol (w’c./v.ol.) y. E}f}}?} B 5% RS 0.2k e 5. § L0
A e 10 | 0.6945” 6,089 | 5. 9NT DS 1o
Pow 9% | a5 o A% . U9y
Lot #: HAS- Analyst:
Prep Date: : : Expiration Date;
SGndard A | Stndurd B | Standard C | Standarda

Final Weight
Initial Weight
Weight of Ethanol

% Ethanol (wt.fvol.)

Acceptance | High
Range

Low
Lot #: HAS- : Analyst:
Prep Date: Expiration Date:

Final Weight '

Initial Weight

Weight of Ethanol

% Ethanol (wt.{vof.)

Acceptance High
Range

Low
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