VERMONT FORENSIC LABORATORY

. PO BOX 47
. WATERBURY, VERMONT 05676-0047
.~ TEL: 802-244-8788
FAX: 802-241-5557
hitp://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: VFL DataMaster Serial #: 104709
Date: 11/29/2012 Requestor: _R. Driscoll
Instrument Supervisor: _R. Driscoll Phone #: _(802) 241-5817

Taken By: _R. Driscoll

Problem: DataMaster intermittently reading “INTERFERENCE” when sampling simulator
during DMT supervisor training course.

Laboratory Response: Will troubleshoot the instrument at the VFL.

Work Performed: Ran Accuracy & Precision tests to see if the instrument would read
interference on a ~0.100 g/210L EtOH solution. “INTERFERENCE” reported one time each on
two out of three test sequences. Diagnostic check shows all parameters within manufacturer’s
specifications, so instrument was recalibrated. DMT still reported “INTERFERENCE” on a
~0.100 g/210L EtOH solution. Tested ability of instrument to detect interfering compounds
using three different interference solutions; DMT reported “INTERFERENCE” 100% of the

| time. Replaced the filter wheel and optimized the detector voltage to within +/- 0.100V.

Instrument was calibrated, certified and installed without any errors._

[ ] On Site In-house Attachments: 16 pages
Performed By: _R. Driscoll /KC:) . Date: 4/2/2013
Final Review: 1y .\ Date: 4lio\202
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Status Record History 11725093

Status Status

Date Time Test Type Status Message
11/16/2011 07:21:07 Accuracy & Precision Records Simulator Timed Out
12/12/2013% 13:55:20 REC Record ACCURACY AND PRECISION CHECK FAILED
12/12/2011 13:59:39 Accuracy & Precision Records Simulator Timed Out
12/16/2011 13:006:41 DUI Subject Record Simulator Out of Range
01/03/2012 10:03:23 PUI Subject Record Simulator Qut of Range
01/26/2012 14:33:51 Solution Change Record ACCURACY AND PRECISION CHECK FAILED
03/28/2012 11:30:06 DUI Subiect Record Simulator Out of Range
03/29/2012 13:02:12 I Subject Record Simulator Out of Range
03/28/2012 13:08:16 DUY Subiject Record Simulator Out of Range
03/29/2012 05:04:38 DUT Subject Record RESPONSE TIMEQUT
06/06/2012 12:43:06 DYI Subject Record Interference Detected
06/06/2012 14:17:25 DUI Subject Record Intexference Detected
06/06/2012 15:02:149 Check-In Confirmation Record Interference Detected
06/06/2012 16:09155 DUTI Subject Record Interference Detected
06/06/2012 16:12:25 DUI Subject Record Interference Detected
06/06/2012 161:41:27 DUTI Subject Record Interference Detected
10/17/2012 14:08:51 RPC Record ACCURACY AND PRECISTON CHECK FATLED
10/17/2012 14:18:22 RPC Record ACCURACY AND PRECISTON CHECK FATLED
10/24/2012 13:27:42 REC Record ACCURACY AND PRECISION CHRECK FAILED
10/24/2012 13:35:38 RPC Record ACCURACY AND PRECISION CHECK FAILED
11/05/2012 10:44:48 Solution Change Record ACCURACY AND PRECISTON CRHECK FATLED
11/05/2012 11:01:23 RPC Record ACCURACY AND PRECISTON CHECK FATLED
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ACCURACY & PRECISION REPORT 0.
0.
STATE OF VERMONT 0.
Q.
DataMatexr DMT: 104709
Location: vdhl 0.
——————————————————————————————————————————— 0.
Date: 11/29/2012 0.
Time: 08:32:47 é
SUPERVISOR NAME : 0.
ROBERT DRISCOLL 0
SOLUTION LOT #: 12-84-100 0.
SOLUTION CONCENTRATION: 0.101 0.
o e o e e i e e e e 0.
" BLANK TEST 0.000 08:33 0.
CALIBRATION CHECK PASSED 08:33 &
Xg = 0.078 (0.11%) ' o
SIMULATOR VAPOR 33.9°C 0.099 08:34 .
X[1] = 0.0998 (0.0009) (0.0019) 8
SIMULATOR VAPOR 33.9°C 0.099 08:35 0'
X[1] = 0.0993 (0.0001) (0.0012) :
SIMULATOR VAPOR 33.9°C 0.100 08:36 0.
X[1] = 0.1002 (0.0002) (0.0011) 0.
SIMULATOR VAPOR 33.9°CINTERFERENCE 08:37 0.
X[1] = 0.1003 (-0.0001) (-0.0391) 0.
SIMULATOR VAPOR 33.9°C 0.100 08:38
X[1] = 0.1009 (0.0004) (0.0011) 0.
SIMULATOR VAPOR 33.9°C 0.100 08:39 0.
X[1] = 0.1005 (0.0001) (0.0009) 0.
SIMULATOR VAPOR 33.9°C 0.100 08:40
X[1] = 0.1005 (0.0003) (0.0007) B
SIMULATOR VAPOR 33.9°C 0.100 08:42 0.
X[1] = 0.1001 (-0.0006) (0.0004) 0.
SIMULATOR VAPOR 33.9°C 0.099 08:43
X[1] = 0.0997 (-0.0009) (0.0013) 0.
SIMULATOR VAPOR 34.0°C 0.099 08:44 0.
X[1] = 0.0995 (-0.0006) (0.0007) 0.
BLANK TEST 0.000 08:45 0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
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0.08|
STATE OF VERMONT 0.4
0.00U
DataMater DMT: 104709
Location: vdhl 0.20[
——————————————————————————————————————————— O. 16 i
Date: 11/29/2012 0.12|-
Time: 10:04:19 .
SUPERVISOR NAME: 0.04
ROBERT DRISCOLL 0.00
SOLUTION LOT #: 12-84-100 0.20
SOLUTION CONCENTRATION: 0.101 0.16
—————————————————————————————————————————— 0.12
BLANK TEST 0.000 10:05 0.08|
CALIBRATION CHECK PASSED 10:05 0.4
SIMULATOR VAPOR 34.0°C 0.098 10:05 0'00-
SIMULATOR VAPOR 33.9°C 0.099 10:06 :
SIMULATOR VAPOR 33.9°C 0.098 10:08 0.20
SIMULATOR VAPOR 33.9°C 0.099 10:09 0'16“
SIMULATOR VAPOR 33.9°C 0.098 10:10 )
SIMULATOR VAPOR 34.0°C 0.098 10:11 e
SIMULATOR VAPOR 33.9°C 0.098 10:12 0.08
SIMULATOR VAPOR 34.0°C 0.099 10:13 0.04/
SIMULATOR VAPOR 34.0°C 0.098 10:14 0.00
SIMULATOR VAPOR 33.9°C 0.098 10:15
BLANK TEST "0.000 10:1e6 0.20
0.16
Average = 0.098 0.12|-
Std Dev = 0.000
0.08|
0.04
0.00
0.20
0.1le
0.12
0.08|
0.00
0.20
0.16 —
.32
0.08 "
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STATE OF VERMONT

DataMater DMT: 104709
Location: vdhl

Date: 11/29/2012
Time: 10:19:16

0.08
0.04

0.00

0

0.20
0.16

9:12

0.08|
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SUPERVISOR NAME: 0.04)~ @
ROBERT DRISCOLL 0.00 J — : : : 0.
0 5 10 15 20 25 30
SOLUTION LOT #: 12-84-100 0.20 ' ]
SOLUTION CONCENTRATION: 0.16]
__________________________________________ 0.12}~
BLANK TEST 0.000 10:20 0.08|"
CALIBRATION CHECK PASSED 10:20 -
Xq = 0.077 (1.12%) o 00 i :
SIMULATOR VAPOR 33.9°C 0.100 10:20 20 5 6 6
¥[1] = 0.1000 (0.0011) (0.0004) 0.20
SIMULATOR VAPOR 33.9°C 0.100 10:21 o
¥X[1] = 0.1001 (-0.0002) (-0.0008) e P SR Mk S
SIMULATOR VAPOR 34.0°C 0.100 10:23 0.12}-
¥[1] = 0.1009 (0.0000) (-0.0009) 0.08|
SIMULATOR VAPOR 34.0°C 0.100 10:24 0. O [
X[1] = 0.1006 (-0.0001) (-0.0006) 0. 00l : f ;
SIMULATOR VAPOR 34.0°C 0.101 10:25 0 5 10 15 20 25 30
X[1] = 0.1013 (0.0006) (-0.0002) 0.207— - . - -
SIMULATOR VAPOR 33.9°C 0.099 10:26 0.16
¥X[1] = 0.0993 (-0.0008) (-0.0004) D
STMULATOR VAPOR 33.9°CINTERFERENCE 10:27 -
X[1] = 0.0982 (-0.0003) (0.0436) 0.08
SIMULATOR VAPOR 34.0°C 0.100 10:29 0.041;
X[1] = 0.1000 (-0.0003) (-0.0008) 0.00
SIMULATOR VAPOR 34.0°C 0.099 10:30
¥X[1] = 0.0993 (-0.0004) (-0.0008) 0.20[
SIMULATOR VAPOR 33.9°C 0.099 10:31 0.16-
X[1] = 0.0994 (-0.0006) (0.0000) 0.12|-
0.04 |f—
0.00
0.20[1 40.0
0.16 32.0
0.12| 24..0
0.08 16.0
0.04[~ 8.0
0.00U i i 0.0
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DIAGNOSTIC RESULT

DataMaster DMT: 104709
Location: vdhl
Calibration Date: 11/15/2011
Certification Date:11/15/2011
Installation Date: 11/21/2011
Test Date: 12/17/2012
Test Time: 13:19:01

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

i
K
©
=
o ©
a0

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

hawn
&

PUMP INFO
Flow Rate = 5.780 L/M

. DETECTOR INFO

PUMP ON OFF

MAX (V) -0.1856 -0.1821
MIN(V) -0.1872 ~0.1835

FILTER INFO

Filter 1 -0.183 Zero = true

Filter 2 0.068 Zero = true

Filter 3 -0.140 Zero = true

CALIBRATION CHECK

Xq = 0.077 0.89%

DMT Serial Number #104709 Page 1 of 1 TEST RUN IN TRAINING MODE
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CALIBRATION REPORT

DataMaster DMT: 104709
Calibration Date: 12/18/2012

12/18/2012

Calibrated by: ROBERT DRISCOLL

Lot: 12-71-100

ca = 0.100

CAL = 0.977476  0.800 <= CAL < 1.200

bl = 0.000 0.000 <= bl < 0.004

b2 = 0.005 0.002 <= b2 < 0.010

b3 = 0.000 0.000 <= b3 < 0.004

Xq = 0,077 0.050 <= Xq < 0.200

a2l = 1.164161 1.050 <= a2l < 1.300

a3l = 0.437114 0.300 <= a3l < 0.800
Performed by % z Date
DMT Serial Number #104709 Page 1 of 1
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0.08
STATE OF VERMONT 0.04
0.00lf
DataMatexr DMT: 104709 - 0
——————————————————————————————————————————— 0.201 .0
Date: 12/18/2012 0.16 .0
fI‘ime: 09:03:34 012 .0
SUPERVISOR NAME: 0508 -0
RCD CAL CHECK 0.04}
0.00 : ] : i .
SOLUTION LOT #: 12-61-100 Q & 10 15 20 25 30
SOLUTION CONCENTRATION: 0.101 g-ig S -0
__________________________________________ . .0
BLANK TEST 0.000 09:04 0.12}- .0
CALIBRATION CHECK PASSED 09:04 0.08| 0
Xg = 0.077 (0.45%) 0.04 |
SIMULATOR VAPOR 33.9°C 0.102 09:04 0'007
X[1] = 0.1028 (-0.0002) (0.0019) :
SIMULATOR VAPOR 33.9°C 0.103 09:06 620 : i i g
~ X[1] = 0.1032 (-0.0003) (-0.0003) 0'1535 = ; = ! o Iy
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:07 Rk [
X[1] = 0.1030 (0.0000) (-0.0082) 0.12
SIMULATOR VAPOR 33.9°C 0.102 09:08 0.08
X[1] = 0.1026 (-0.0005) (0.0002) 0.04 :

SIMULATOR VAPOR 34.0°C 0.102 09:09 0.00 : & e S 9.0
X[1] = 0.1029 (0.0001) (0.0006) 0 5 10 15 20 25 30
SIMULATOR VAPOR 34.0°C 0.102 09:10 0.20 7 7 40.0

X[1] = 0.1029 (-0.0001) (0.0004) 0.16) AN Wl |32.0
SIMULATOR VAPOR 33.9°C 0.103 09:11 - - 546
X[1] = 0.1031 (-0.0001) (0.0006) 2
SIMULATOR VAPOR 33.9°C 0.102 09:12 0.08|~ ~|16.0
X[1] = 0.1026 (-0.0013) (0.0002) 0.04(} 8.0
SIMULATOR VAPOR 33.9°C 0.103 09:13 0.00 0.0

X[1] = 0.1030 (-0.0008) (0.0004)
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STATE OF VERMONT

DataMater DMT: 104709

Date: 12/19/2012
Time: 09:29:09

SUPERVISOR NAME:
ROBERT DRISCOLL

SOLUTION LOT #: 12-84-100
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000 09:30
CALIBRATION CHECK PASSED 09:30
Xqg = 0.077 (0.11%)
SIMULATOR VAPOR 33.9°C 0.100 09:30
X[1] = 0.1003 (-0.0003) (0.0021)
SIMULATOR VAPOR 34.0°C 0.100 09:31
X[1] = 0.1001 (-0.0004) (0.0027)
SIMULATOR VAPOR 33.8°C 0.099 09:32
¥[1] = 0.0998 (-0.0008) (0.0022)
SIMULATOR VAPOR 33.9°C 0.100 09:33
X[1] = 0.1004 (-0.0002) (0.0026)
SIMULATOR VAPOR 33.9°C 0.100 09:34
¥[1] = 0.1006 (-0.0004) (0.0027)
SIMULATOR VAPOR 33.9°C 0.101 09:36
X[1] = 0.1010 (-0.0001) (0.0026)
SIMULATOR VAPOR 33.9°C 0.101 09:37

¥X[1] = 0.1017 (-0.0001) (0.0024)
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:38
X[1] = 0.1012 (-0.0007) (-0.0362)
SIMULATOR VAPOR 34.0°C 0.101
¥X[1] = 0.1014 (0.0000) (0.0025)
SIMULATOR VAPOR 33.9°C 0.100 09:40
X[1] = 0.1000 (-0.0006) (0.0026)
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 1

12/19/2012
09:01:51

Date:
Time:

SUPERVISOR NAME :

04709

ROBERT DRISCOLL

SOLUTION LOT #:

12-81-081A1

SOLUTION CONCENTRATION: 0.080

BLANK TEST

CALIBRATION CHECK

Xg = 0.077 (
SIMULATOR VAPOR
X[1] = 0.0851
SIMULATOR VAPOR
X[1] = 0.0849
SIMULATOR VAPOR
X[1] = 0.0850
SIMULATOR VAPOR
X[1] = 0.0851
SIMULATOR VAPOR
X[1] = 0.0853
SIMULATOR VAPOR
X[1l] = 0.0848
SIMULATOR VAPOR
X[1] = 0.0858
SIMULATOR VAPOR
X[1] = 0.0858
SIMULATOR VAPOR
X[1] = 0.0857
SIMULATOR VAPOR
¥X[1] = 0.0855
BLANK TEST

0.11%)

33.9°CINTERFERENCE
(-0.0053) (0.0009)
34.0°CINTERFERENCE
(-0.0054) (0.0149)
33.9°CINTERFERENCE
(-0.0052) (0.0371)
33.9°CINTERFERENCE
(-0.0057) (0.0068)
33.8°CINTERFERENCE
(-0.0055) (0.0001)
33.9°CINTERFERENCE
(-0.0064)
33.9°CINTERFERENCE
(-0.0056) (0.0004)
34.0°CINTERFERENCE
(-0.0058)
33.9°CINTERFERENCE
(-0.0060) (0.0007)
33.9°CINTERFERENCE
(-0.0059) (0.0000)

0.000

0. 019 &folr
0. Ol % Atedons_

la\ao\\a 5241{5

(-0.0004)

(-0.0062)

09:03
09:04
09:05
09:06
09:07
09:08
09:09
09:10
09:11
09:12

09:13

DMT Serial Number #104709
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ACCURACY & PRECISION REPORT ’ 0.12| .0
0.08|- .0
STATE OF VERMONT 0.04
0.00 : 1 ] ! : 1
DataMater DMT: 104709 0 5 10 15 20 25 30
——————————————————————————————————————————— 0.20 7 ‘ : :
Date: 12/19/2012 0.16
Time: 10:56:48 0.12
SUPERVISOR NAME: 0.08-
ROBERT DRISCOLL 0.04 |4
0.00
SOLUTION LOT #: 12-63-080M
SOLUTION CONCENTRATION: 0.081 g-ig

BLANK TEST 0.000 10:57 0.12

CALIBRATION CHECK PASSED 10:57 0.08|f
Xg = 0.078 (0.56%)

SIMULATOR VAPOR 33.9°CINTERFERENCE 10:58
X[1] = 0.0993 (-0.0057) (-0.0034)

SIMULATOR VAPOR 33.9°CINTERFERENCE 10:59

05 04 ffp e
0.000 a . . ,

0 5 10 15 20 25 30
0.20[ ;

X[1] = 0.1001 (-0.0062) (-0.0049) MO
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:00 e
X[1] = 0.1002 (-0.0061) (-0.0146) 0.12
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:01 0.08[
X[1] = 0.1002 (-0.0060) (-0.0123) 0.04lt
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:02 0.00
X[1l] = 0.1005 (-0.0060) (-0.0048)
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:03 0.207
X[1l] = 0.1007 (-0.0056) (-0.0117) e
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:04 0.12|-
X[1] = 0.1005 (-0.0063) (-0.0114)
SIMULATOR VAPOR 33.8°CINTERFERENCE 11:05 0.08/-
X[1] = 0.1003 (-0.0067) (-0.0054) 0.041] :
SIMULATOR VAPOR 33.9°CINTERFERENCE 11:06 0.00 : : : : :
X[1] = 0.1007 (-0.0065) (-0.0059) 0 5 10 15 20 25 30
SIMULATOR VAPOR 34.0°CINTERFERENCE 11:08 0.20[" }
X[1] = 0.1006 (-0.0065) (-0.0054) 0.16|
BLANK TEST 0.000 11:08 0.12
0.08|-
0.04 1 :
: 0.00
Y O l&.\OL— ielay 0 5 10 15
0.20 .0
O. OM 6, N\QDH‘ 0.16|- 0
; 0.12}~ .0
[Q\&C)\\l “‘A"’-"é' 0.08 .0
0.00 i B : 0.0
0 5 10 15 20 - 28 30
0.20 i ; i £ 40.0
0.16 ; : 32.0
0.12 o A——— 2 Y
0.08|{~- . ' ~|16.0
0.04 : i S I L T
0 5 10 15 20 25 30
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STATE OF VERMONT

DataMater DMT: 104709

Date: 12/19/2012

Time: 11:12:13

SUPERVISOR NAME:

ROBERT DRISCOLL

SOLUTION LOT i#:

12-63-0801

SOLUTION CONCENTRATION: 0.081

BLANK TEST

CALIBRATION CHECK
(0.34%)

Xq = 0.077
SIMULATOR VAPOR
X[1] = 0.1109
SIMULATOR VAPOR
X[1] = 0.1118
SIMULATOR VAPOR
X[1] = 0.1112
SIMULATOR VAPOR
X[1] = 0.1112
SIMULATOR VAPOR
X[1] = 0.1114
SIMULATOR VAPOR
X[1] = 0.1112
SIMULATOR VAPOR
X[1] = 0.1114
SIMULATOR VAPOR
X[1] = 0.1113
SIMULATOR VAPOR
X[1] = 0.1111
SIMULATOR VAPOR
X[1] = 0.1109
BLANK TEST

O O%\‘Sla\OL EADW

0.000
PASSED

33.8°CINTERFERENCE
(-0.0304)
33.9°CINTERFERENCE
(-0.0311) (0.0020)
33.9°CINTERFERENCE
(-0.0318) (0.0020)
33.9°CINTERFERENCE
(-0.0314) (0.0105)
33.9°CINTERFERENCE
(-0.0308) (0.0015)
33.9°CINTERFERENCE
(-0.0313) (0.0017)
33.9°CINTERFERENCE
(-0.0313) (0.0021)
33.9°CINTERFERENCE
(-0.0316) (0.0017)
33.9°CINTERFERENCE
(-0.0315) (0.0019)
33.8°CINTERFERENCE
(-0.0319) (0.0023)
0.000

\DFr

(-0.0029)

11313
11:13

11513
11:14
11:15
11:16
g B
11:19
11:20
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CALIBRATION REPORT

DataMaster DMT: 104709
Calibration Date: 04/01/2013

Calibrated by: ROBERT DRISCOLL
Lot: 12-71-100

Ca = 0.100

CAL = 0.968331 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.006 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.082 0.050 <= Xg < 0.200
a2l = 1.180990 1.050 <= a2l < 1.300
a3l = 0.431620 0.300 <= a3l < 0.800
Performed by ,7‘32<75f;

DMT Serial Number #104709

Date

i
Ao Mo‘( 2
LT, AR R e

04/01/2013

Page 1 of 1
13 af 77 RCD

04/01/2013 2:14 PM




0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
ACCURACY & PRECISION REPORT 0.
0.
STATE OF VERMONT 0.
0.
DataMater DMT: 104709
——————————————————————————————————————————— 0.
Date: 04/01/2013 0.
Time: 14:18:23 0.
SUPERVISOR NAME: B
RCD CAL CHECK 0.
0.
SOLUTION LOT #: OHIO 12070
SOLUTION CONCENTRATION: 0.101 0.
__________________________________________ 0.
BLANK TEST 0.000 14:19 0.
CALIBRATION CHECK PASSED 14:19 0.
SIMULATOR VAPOR 33.9°C 0.099 14:19 5
SIMULATOR VAPOR 34.0°C 0.099 14:20 0'
SIMULATOR VAPOR 33.9°C 0.099 14:21 '
SIMULATOR VAPOR 33.9°C 0.099 14:22 G
SIMULATOR VAPOR 33.9°C 0.098 14:24 o
SIMULATOR VAPOR 33.9°C 0.099 14:25
SIMULATOR VAPOR 33.7°C 0.099 14:26 o
SIMULATOR VAPOR 34.0°C 0.099 14:27 0
SIMULATOR VAPOR 33.9°C 0.099 14:28 0
SIMULATOR VAPOR 33.9°C 0.099 14:29 0
BLANK TEST 0.000 14:30
0.
Average = 0.098 0.
Std Dev = 0.000 0
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0. :
0 5 10 15 20 25 30
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CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date:
Certified by:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube =
Digital Sim =

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freq

[ ]

PUMP INFO
Flow Rate = 5.745

DETECTOR INFO
PUMP ON

MAY (V) -0.0453
MIN(V) -0.0472

FILTER INFO

Filter 1 -0.044
Filter 2 0.771
Filtexr 3 0.796

CALIBRATION CHECK
Xq = 0.082 0.32

104709

04/01/2013
04/02/2013

ROBERT DRISCOLL

L/M

OFp
-0.0429
-0.0447

true
true
true

Zexro
Zexo
Zero

nanan

%

DMT Serial Number #104709

Options

OPTIONS
Units
ALCONOL. wvivn v ¢ nwnms waens
Simulatox
Tolerance Check.scoovanss
Standard TYPE€..onsusessna
NOMIDAL . sunens swswas sammnie
Digital Simulator........
Subject
Ask QuestionsS...seeevsoss
Number of TestS...aveveas
Alcohol Display....coeess
Volume Display...soeeooee.
Query Refusal...cvcsoenns
COPLed « cuwmin o vanas v swaiws
Simulator Before.........
Simulator Between........
Simulator After..........
Observation Time...ooeee.
Supervisox
Numbexr of TesStS..ccovvssn
Calibration
Standard TYPE..seeosovses
Nominal..eeeis venons sanais
Nominal (Dxy Gas) «v.vevsn.
Number of TestS...oveeevas
Printer
Printef ONasis wovias seenis
Software Configuration
Data Collection...evsee..

Page 1 of 2

iS ol 1} R

g/210L

yes

wet

0.100
Guth34CNP

yes
2
yes
yes
yes
3
yes
yes
no
0

10
wet
0.100
0.100
1

yes

yes

04/02/2013 9:29 AM




Linearity Check Resulis
True Value
0.019 g/210L
Lot # 12-78-020
0.079 g/210L
Lot # 12-74-080
0.157 g/210L
Lot # 12-83-160
0.399 g/210L
Lot # 12-82-400

0.019 g/210L
0.079 g/210L
0.159 g/210L

0.395 g/210L

R*=0.9999

Acetone Interference Test
Lot # 12-85-08A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Detection Test
Passed

S le Acceptance Test
Passed

CERTIFICATION PASSED

Performed by

Reported Average Std Dev

0.0000

0.0000

0.0000

0.0000

.20

.18}

.00

v 10

.09

.07

.05

.03

.00

Reviewed by

SN

o

True Values
o (=) (=] [e]

o

o

.50

.42
.33
.25 | —
.17

.08 /
,oo/.

DMT Linearity

0.17
DMT Results

0.25 0.33 0.42 0.50

[\

Flow Rate(L/M)

Alcohol (g/z10m) | | vV

40.0

(36,0

32.9

5 10

Alcohol(g/210L) | @

Flow Rate (L/M)

N | S—

0] —

N . . S

DMT Serial Number #104709

Date

04/02/2013

Date

‘-\\\\) \20v

‘Page 2 of 2
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INSTALLATION REPORT

DataMaster DMT: 104709
Location: VFL
Calibration Date:  04/01/2013
Certification Date: 04/02/2013
Installation Date:  04/02/2013

Installed by: ROBERT DRISCOLL

Default Options Loaded
Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

owu
=3
=]
=
o
a

SETTINGS

Lamp Voltage
Coolex Voltage
Bias Voltage
Chopper Freq

I |

PUMP INFO
Flow Rate = 5.821 L/M

DETECTOR INFO

PUMP ON OrFF
MAX (V) -0.0358 -0.0329
MIN(V) -0.0386 ~0.0354

FILTER INFO

Filter 1 -0.034 Zero = true
Filter 2 0.782 Zero = true
Filter 3 0.811 Zero = true

CALIBRATION CHECK
Xq = 0.082 0.42%

INSTALLATION PASSED

Performed by %—%

Reviewed by

DMT Serial Number #104709

Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =12-90-100

Range =0.094-0.104

Average =0.099 g/210L

Std Dev =0.0000

RF Detection Test

Passed
Sample Acceptance Test
Passed

0.10 i ! i 40.0
Alcohol (g/210L) ||

0.09 Flow Rate{L/M) [ e e 36.0

0. 08 [ i i s 32.0

0., 07 [t e 28.0

0, O | e 24.0

O L 05 irenminenteiesfesnanssnsessthismrerrersins + SRS [A—— . ;‘ ............................ 20 - O

0.0 04 frrmesso o & 16.0

0 g 03 -------- FU% [YTTTINPOUOURTS SUTOPRETRNI PSS - A—- 1 2 = O

el B B T h i m -------------- 8.0

040 [ | | e S e s S 4.0

0.00 A [\ A“E‘u 0.0

Date 04/02/2013

Date L\\\e\q,o 2
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