ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121706

Location: VPA

Calibration Date:  07/27/2012
Certification Date: 07/27/2012
Installation Date:  09/18/2012

RPC Date: 04/08/2013
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results - Accuracy and Precision Check
Concentration =0.099 g/210L,
Lot # = 12-90-100
VERSTONS Range =0.094 -0.104
DMT: 1,01 Average =0.098 g/210L
PIC: 2.05 Std Dev =0.0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 46.3°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.77 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80 Vv 0.10 ! i I 40.0
Chopper Freq = 537 Hz - ‘ :
0.00). Alcohol {g/210L) { || &+ N
PUMP INFO ———:E‘low Rate(L/M)
Flow Rate = 4.856 L/M 0.08} S SO SRR (1 VWO ——
DETECTOR INFO
g e o R e . | 28,0
MAX (V) =0.3102 -0.3049 i
MIN(V) -0.3118 -0.3067 L S B BES pr—t
FILTER INFO 0.05 S e e | R R e pmmse st 20 L0
Filter 1 =0.305 Zero = true i
Filter 2 0.367 Zero = true R e i S e 16.0
Filter 3 =0.014 Zero = true
0‘03 OF Fy0vens | B R sesvussawuipvvnin s ases oi: 12.0
CALIBRATION CHECK
Xq = 0,093 0.84% 0. 02} mremesindeniens. A2 11 RI0x 2 —— UL SN 11 DA ssssssssisisiiil @ Ay
0.01 /_ﬁ)\ ---------------------------------- 4.0
Routine Performance Check Passed 0.00 0.0
0 5 10 15 25 30
Performed by £ep Date 04/08/2013

Reviewed by W ﬁ: - Date "\\_\0\.7,0 \2

DMT Serial Number #121706 Page 1 of 1 04/08/2013 10:36 AM




