VERMONT FORENSIC LABORATORY

PO BOX 47

. WATERBURY, VERMONT 05676-0047
. TEL: 802-244-8788

¢ FAX: 802-241-5557
htip://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: VFL DataMaster Serial #: 100147
Date: 7/23/2013 Requestor: R. Driscoll
Instrument Supervisor: R. Driscoll - Phone #: (802)241-5817

Taken By: R. Driscoll

Problem: Instrument used as demo during training from manufacturer (NPAS)

Laboratory Response: Instrument was used to demonstrate replacement of a sample
chamber.

Work Performed: Sample chamber replaced under direct supervision of NPAS during training,

Instrument subsequently calibrated and certified. .

[ ] On Site In-house Attachments: 6 pages
Performed By: R. Driscoll £ Date: 8/6/2013

Final Review: — T —1 AL Date: 8\"-&\_‘2.0\3
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- CALIBRATION REPORT

DataMaster DMT: 100147
Calibration Date; 08/06/2013

Calibrated by: ROBERT DRISCOLL

Lot: 13-02-100

ca = 0.098

CAL = 0.948844 0.800 <= CAL < 1.200

bl = 0.000 0.000 <= bl < 0.004

b2 = 0.004 0.002 <= b2 < 0.010

b3 = 0.000 0.000 <= b3 < 0.004

Xq = 0.116 0.050 <= Xgq < 0.200

a2l = 1.156653 1.050 <= a2l < 1.300

a3l = 0.537985 0.300 <= a31 < 0.800
S

Performed by il feP

DMT Serial Number #100147

Date

08/06/2013

Page 1 of 1
Aot F R

08/06/2013 9:12 AM




ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 100147

Date: 08/06/2013
Time: 09:42:04

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.8°C 0.099
SIMULATOR VAPOR 33.8°C 0.097
SIMULATOR VAPOR 33.7°C 0.098
BLANK TEST 0.000

Average = 0.098
Std Dev = 0.001
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STATE OF VERMONT

DataMater DMT: 100147

Date: 08/06/2013
Time: 09:49:55

SUPERVISOR NAME:

RCD CAL

SOLUTION LOT #: OHIO 12220

CHECK

SOLUTION CONCENTRATION: 0.101

__________________________________________ 0.12}
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STATE OF VERMONT

DataMater DMT: 100147

Date: 08/06/2013
Time: 10:01:48

SUPERVISOR NAME:
RCD CAL CHECK

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.8
SIMULATOR VAPOR 33.9
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Average = 0.098
Std Dev = 0.000
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CERTIFICATION REPORT

DataMaster DMT: 100147

Calibration Date:  08/06/2013
Certification Date: 08/06/2013
Certified by:

Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

W
o
[=2]
w
(¢}

SETTINGS

Lamp Voltage
Coolexr Voltage
Bias Voltage
Chopper Freq

1.53 v
1.53 v
80 Vv

534 Hz

nuna

PUMP INFO
Flow Rate = 5.983 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0020 0.0059
MIN(V) -0.0006 0.0043

FILTER INFO

Filter 1 0.005 Zero = true
Filter 2 0.489 Zexro = true
Pilter 3 1.289 Zero = true

CALIBRATION CHECK
¥q = 0.117 0.30%

DMT Serial Number #100147

ROBERT DRISCOLL

Options

OPTIONS
Units
Alcohol...... G EEE SRR R
Simulator
Tolerance Check.sacoaeoan
Standard Type..... [ ———
NoRmEHAL «sus ¢ sswms ¢ soww 5§
Digital Simulator........
Subject
Ask QuestionS...c.cceans Ve
Number of TestS....vans @
Alcohol Display.....coee.
Volume Display.......o.. .
Query Refusal....ceesas o e
CODLOB wiwve & vermen s LBk o s
Simulator Before..... & & i
Simulator Between........
Simulator After........ we
Observation Time...uvves.s
Supervisox
Number of TestS..a0osas0aa
Calibration
Standard Type...ccooeuuan
Nominal........ < LR 5l =
Nominal (Dry Gas) ...c... .
Number of Tests..........
Printer
Printer On......... e BaE
Software Configuration
Data Collection..........
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Linearity Check Resulis DMT Linearity
True Value Reported Average Std Dev 0.50
0.020 g/210L,  0.019 g/210L 0.0000
Lot # 13-07-020 0.42
0.080 g/210L,  0.076 g/210L 0.0000 U,
Lot # 13-05-080 %0.33
0.157g/210L  0.155 g/210L 0.0000 o
Lot # 12-83-160 " 0.25 ——
0399 g/210L  0.387 g/210L 0.0000 5
Lot # 13-14-400 ' e 0.17
R?=10.9999 0.08
0.00
ACGtOﬂC Interferencc Tcﬁl 0.00 0.08 0,17 0.25 0.33 0.42 0,50
Lot # 12-85-08A1 tHT Resgite
Interference Detected
.10 ; ; 40.0
Mouth Alcohol Test 09l Aleohol (g/210L) | & i d 36. 6
Mouth Alcohol Detected Flow Rate(L/M)
el Rt e | -
" 0’7 ........................... ET T PO TTETTTTY Jf PSUYRTOPTINY SRSPIRRCSARER HECLEEERCUSIC OO SO PROVOPPIS SRt SRR eI RE 28 4 G
RF Detection Test
Pasgsed )
Iy, MO SN SN U SN N S—— i
.00 /J 0.0
0 5 10 15 20 25 30
ample Acceptance Test -10 z ; 40.0
Passed ‘ Alcohol (g/210L)
2 Flow Rate(L/M) | [P 36..0
CERTIFICATION PASSED
Performed by E i (0% Date 08/06/2013
R ) .
Revicwed by /I/t/@( Date S\ 2013,
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