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RESULTS
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Certificate of Calibration |

Aoods?
Instrument Serial Number

N e
Standard Reference Number

The above instrument has been calibrated and is hereby
certified for use in determining alcohol breath concentration
when used in accordance with the operating guidelines by a
properly trained operator.

S -9\ M W
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DataMaster DMT Serial Number 200537

Operator Date (3C Value DMT Average  Std Dev % Recovery
RCD/RLM  7M11/2013 0.020 0.021 0.000 105
0.080 0.076 0.000 95
0.157 0.158 0.601 | 100
0.409 0.389 0.000 95
ALB/RLM 711212013 0.020 0.021 0.000 105
0.080 0.078 0.000 97
0.157 0.158 0.000 100 __ . Voo %Ymﬂlcqj‘ eck, ™
0.409 0.388 0.000 94 "E\ff:‘li& v 7(‘; e =457 (G491 X
¢ FLP
ALB/RLM 711212013 0.020 0.021 0.000 105 3jahs
0.080 0.078 0.000 97
0.157 0.157 0.000 100 & b 3y
v vodue yuncaded ‘
0.409 0.388 0.000 4’?&\;‘;&\;&“(1 = GE57e (.59 o
RCD/RLM  7/24/2013 0.020 0.019 0.000 95 ?5’2’7'( )
. 0.080 0.077 0.000 96 sl
0.157 0.157 0.000 100
0.399 0.390 0.000 97
RCD/RLM  7/24/2013 0.020 0.020 0.000 100
0.080 0.077 0.000 96
0.157 0.156 0.000 99
0.399 0.390 0.000 97
Average 0.0001 98
Std Dev 0.0002 7 3B3
Range 94-105
Linearity
0.450
0.400
0.350
0.300
8
% 0.250
>
o 0200
0]
0.150
0.100
0.050
0.000 -
0.000 0.050 0.100 0.150 0200 0.250 0.300 0350 0400 ' 0450
DMT Results y = 1.044x - 0.0025
R?*=0.9993
7 N2 R T = Vi 2}



Status Record History

Page 1
08/09/2013

Status Status
o
Date Time Test Type Status Message
G7/05/2013 13:30:06 Accuracy & Precision Records Simulator Temperatule Too High
07/11/2013 13:01:43 Accuracy & Precision Records Simulator Timed Out
01/12/2013 10:32:13 Accuracy & Precision Records Simulator Timed Out
07/12/2013 11;45:32 Accuracy & Precision Records Detector Cverflow
07/12/2013 i2:17:21 Accuracy & Precision Records Simulator Timed Out
07/17/2G13 11:17:54 Accuracy & Precision Records Simulator Timed Out
01/17/2013 15:05:52 Accuracy & Precision Records Simulator Timed Out
07/24/20G13 11;02:22 Accuracy & Precision Records Simulator Timed Out
07/24/2013 13:47:09 Accuracy & Precigion Records Simulator Timed Out
TYAAT Qoarindl Miimhar #AA00TRT P B Sr— Preae 1 of 1 PR O2/a0/5013 12-56 P
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SECTION 2

POWER UP TESTS



CALIBRATION REPORT

DataMaster DMT:300387

Date

Page 1 of 1

Calibration Date: 07/10/2013
Calibrated by:  ROBERT DRISCOLL #2741
Lot; 13-02-100
Ca = 0.098
caL = 0.961729 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0,003 0.002 <= b2 < 0.010
b3 = 0.000 0.000 = b3 < 0.004
Xg = 0.073 0.050 <= ¥Xg < 0.200
a2l = 1.119132 1.050 = g2l < 1.300
a3l = 0.437007 0.300 = a3l < 0.800
Performed by P
DMT Serial Numbsr #300387

200287

g

P

07/10/2013
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ARy W Aeg URTE D

Y .20

07/10/2013 3:08 PM
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ACCURACY & PRECISION REPORT

DataMatexr

STATE OF VERMONT

DMT :

Time: 15:11:43

SUPERVISOR NAME:

300387

Date: 07/10/2013

RCD CAL CHECK AZ7

SOLUTION LOT f: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST

CALIBRATION CHECK

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

Average =
Std Dev =

0.099
0.000

15:22
15:23
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DMT Serial Number #300387
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CERTIFICATION REPORT

DataMaster DMT: 300387

Calibration Date:
Certification Date: 07/1
Certified by:

Diagnostic Results

VERSTONS
DMT: 1.01
PIC: 2.05

Modem: 2.4
Questions: 2.1

07/10/2013

172013

ROBERT DRISCOLL, #2711

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 48.1°C
Digital Sim = 33.8°C
SETTINGS

Lamp Voltage = 1.70 v
Coolexr Voltage = 1.81 V
Bias Voltage =81V
Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 5.335 L/M

DETECTOR INFO

PUMP ON OFE
MAX (V) 0.0433 0.0
MIN (V) 0.0409 0.0

FILTER INFO

Filtexr 1 0.045 Zero
Filter 2 0.738 Zerxo
Filter 3 0.471 Zero

CALIBRATION CHECK
Xg = 0.073 0.12%

DMT Serinl Number #300387

461
431

true
true
true

nnn

] 72 52)

Options

OPTIONS
Units
ALCohOLs i comvinn v winisisn o 0 sne
Simulator
Tolerance Check..eoassses
Standard TYPE-svemvssrenns
Nomifial. : sswnws swevies & awves
Digital Simulator........
Subject
Ask QUesTtiOoNS..vesvecosss
Number of TestS.ssceessess

Alcohol Display..........
Volume Display..........-
Query Refusal....oevvvans

Copied.. i vevms v esame v

Simulator Before......us-

Simulator Between........

Simulator After.....e.oas

Observation Time€...cuoee.
Supervisor

Number of TestS....ce0vs.
Calibration

Standard TYpPec.secacssans

NOMEN&L ¢ waivaia s saaes s vaes

Nominal (DXy Gas) .veeeseas

Number of TestS...ceeeeas
Printer

Printer Olvens s s s v saais
Software Configuration

Data CollectioN...coeees.

Page 1 of 2

P g

g/210L

yes
wet

0.100
Guth34CNP

yes
2
yes
yes
yes
3
yes
yes
no
0

10
wet
0.100
0.100
1

yes

07/11/2013 11:12 AM



Linearity Check Results
True Value Reported Average Std Dev

0.020 g/210L  0.021 g/210L 0.0000
Lot # 13-07-020

0.080 g/210L  0.077 g/210L 0.0000
Lot # 13-05-080

0.157 g/210L.  0.158 g/210L 0.0000
Lot # 12-83-160 _
0409 g/210L  0.389 g/210L 0.0010

Lot # 12-86-400

R2=0.9994

Acetone Interference Test
Lot # 12-85-08A1

DMT Linearity

True Values

0.00 0.08 0.17 0.25 0.33 0.42 0.50
DMT Results

Interference Detected
0.20 Ty 1 7 40.0
Mouth Alcohol Test o.18|- Alcohol(g/210L) | \\| ' .y
Mouth Alcohol Detected Flow: Rate(L/M)
R | ot ] ERRER (S I ~132.0
0' 14 (ST SSESIIEIEIPRPRILE TR SSPpRRe FERHPIRG: WRCUROVCINY ESCREITrpnct | NNSUT TR SPUIRCCUNCU URPIPORT SHNERIPPMSILPI LIy SRR S 28 B G
0 ” 12 USSSE——l! 1 | U——— 24 s O
_ 0. s TR s e e R G o
RF Detection Test 10 S
Passed YT ] S /) PR S, SO (-S| SRS SSTRNNE R —— 16.0
0. 06| e N e Vo 12.0
7 e e 4.0
||
0 5 10 15 20 25 30
Sample Acceptance Test .10 ‘ ? i 40..0
Passed Alcohol (g/210L) [
0.09 Flow Rate(L/M) [/~ i 36.0
FORE1 ][RR SN N S— SR — e =
oy L R B . ——— wremin e i 28.0
(177 " SN — SRS SOUSS— u— S — 5
0505 [Fesst el e e e b 420.0
0.
0.
0.
CERTIFICATION PASSED

Performed by 7 Zf%

Reviewed by W

~ DMT Serial Number #300387
2 25%0CT

Date 07/11/2013
Date S‘Sﬂ‘ng\ﬁ
Page 2 of 2 07/11/2013 11:11 AM
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SECTION 3

LINEARITY TESTS
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0.
0.
ACCURACY & PRECISION REPORT 0.
0.
STATE OF VERMONT 0.
0.
DataMater DMT: 300387
——————————————————————————————————————————— B
Date: 07/11/2013 0.
Time: 11:17:01 0.
0
SUPERVISOR NAME: 4
RCD LINEARITY ONE £Z77C 0.
0.
SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020 8-
BLANK TEST 0.000 11:17 0.
CATLIBRATION CHECK PASSED 11:18 0.
SIMULATOR VAPOR 33.9°C 0.022 11:18 "
SIMULATOR VAPOR 33.8°C 0.022 11:19 0'
SIMULATOR VAPOR 33.9°C 0.021 11:20 :
SIMULATOR VAPOR 33.9°C 0.021 11:21 0
SIMULATOR VAPOR 33.9°C 0.021 11:22 O'
STMULATOR VAPOR 33.9°C 0.021 11:23 i
SIMULATOR VAPOR 33.8°C 0.021 11:24 0.
SIMULATOR VAPOR 33.9°C 0.021 11:25 0.
SIMULATOR VAPOR 33.8°C 0.020 11:26 0.
SIMULATOR VAPOR 33.9°C 0.020 11:27 0.
BLANK TEST 0.000 11:28
5]
Average = 0.021 0.
5td Dev = 0.000 B
0.
0.
0.
9.
0.
0.
0
0.
0.
Be
0.
0.
0.04|
0.02
0
0. 10
0.08}
0.06|
0,04}
0.02 i
0.00
DMT Serial Number #300387 Page 1 of 1
22 O]
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07/11/2013 11:31 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 300387

Date: 07/11/2013
Time: 11:45:56

SUPERVISOR NAME:
RCD LINEARITY ONE £<77

SOLUTION LOT #: 13-05-080
SOLUTION CONCENTRATION: 0.080

o o o oo

0.00

19

0.20[
0.16|

0.08|
0.04]

BLANK TEST 0.000 11:46
CALIBRATION CHECK PASSED 11:46
SIMULATOR VAPOR 33.9°C 0.075 11:47
SIMULATOR VAPOR 33.9°C 0.076 11:48
SIMULATOR VAPOR 33.9°C 0.077 11:49
SIMULATOR VAPOR 33.9°C 0.077 11:50
SIMULATOR VAPOR 33.9°C 0.078 11:51
SIMULATOR VAPOR 33.9°C 0.077 11:52
SIMULATOR VAPOR 33.9°C 0.077 11:53
SIMULATOR VAPOR 33.9°C 0.077 11:54
SIMULATOR VAPOR 33.9°C 0.077 11:55
SIMULATOR VAPOR 33.9°C 0.077 11:56
BLANK TEST 0.000 11:57
Average = 0.076

Std Dev = 0.000

DMT Serial Number #300387
2003571

Page 1 of 1

)4

07/11/2013 11:58 AM
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ACCURACY & PRECISION REPORT
B
STATE OF VERMONT
0.
DataMater DMT: 300387
——————————————————————————————————————————— 0.
Date: 07/11/2013
Time: 12:00:23 0.
SUPERVISOR NAME: 0.
RCD LINEARITY ONE X277
0.
SOLUTION LOT #: 12-83-160
SOLUTION CONCENTRATION: 0.157 0.
BLANK TEST 0.000 12:01 @.
CALIBRATION CHECK PASSED 12:01
SIMULATOR VAPOR 33.9°C 0.156 12:01 0.
SIMULATOR VAPOR 33.9°C 0.157 12:03 o
SIMULATOR VAPOR 33.9°C 0.158 12:04 '
SIMULATOR VAPOR 33.9°C 0.158 12:05 0
SIMULATOR VAPOR 33.9°C 0.159 12:06 !
SIMULATOR VAPOR 33.9°C 0.159 12:07 0.
SIMULATOR VAPOR 33.9°C 0.159 12:08
SIMULATOR VAPOR 33.8°C 0.159 12:09
SIMULATOR VAPOR 33.9°C 0.159 12:10 !
SIMULATOR VAPOR 33.9°C 0.159 12:11 0.00
BLANK TEST 0.000 12:12
0.
Average = 0.158
std Dev = 0.001 0.
0.
0.00
0.30
0.20
0.10]f
0.30
0.
0.
0.
0.
0.
0.
[
DMT Serial Number #300387 Page 1 of 1
2 N2 7] | &

0,10

0.00

0 5 10 15 20 25 30
40.
rrrrrrrr 13.
i 0.
0 5 10 15 20 25 30

07/11/2013 12:15 PM
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0.00

0.50
0.40}

0.30|
0.20

0.10[}

0.00

0.50
0.40}

ACCURACY & PRECISION REPORT

0.30|

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/11/2013
Time: 13:02:29

SUPERVISOR NAME: ,
RCD LINEARITY ONE #AZ771

SOLUTION LOT #: 12-86-400

0.00

0.20
o 105 B0 0 i

0.40(
0.30(

00— — ——]

0.20[ ]
0.10}

o O oo

0.00

P s e

(01851 V] s

SOLUTION CONCENTRATION: 0,409 3-50
__________________________________________ .40
BLANK TEST 0.000 13:03 0.30[
CALIBRATION CHECK PASSED 13:03 o.20l ]
SIMULATOR VAPOR 33.9°C 0.388 13:04
SIMULATOR VAPOR 33.8°C 0.389 13:05 g
STMULATOR VAPOR 33.8°C 0.389 13:06 '
SIMULATOR VAPOR 33.9°C 0.390 13:07
SIMULATOR VAPOR 33.9°C 0.389 13:09 R
SIMULATOR VAPOR 33.9°C 0.390 13:10 =l
SIMULATOR VAPOR 33.9°C 0.389 13:11 .30
SIMULATOR VAPOR 33.9°C 0.390 13:12 0.20[]
SIMULATOR VAPOR 33.9°C 0.390 13:13 0.10/
SIMULATOR VAPOR 33.8°C 0.391 13:15 0.00
BLANK TEST 0.000 13:15
0.501
Average = 0.389 0.40/|
std Dev = 0.000 0.30|
0.20|
BEL9)
0.00
0.50[
0.40
0.30
0.20|
0.10|;
0.00
0.50[
0.40|-
0.30|
0.20:
0.10[f~
0.00
0.50[
0.40[
0.30 |-~
O.ZOT
0.10{f-
0.00
0
DMT Serial Number #300387 Page 1 of 1
2AN2RT] 1s

10

20

25 30

07/11/2013 1:16 PM



DIAGNOSTIC RESULT

DataMaster DMT:300387
Location;

Calibration Date: 07/10/2013 L
Certification Date:07/11/2013 B e
Installation Date: ' i
Test Date: 07/12/2013
Test Time: 08:48:48

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 48.0°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.70 Vv
Cooler Voltage = 1.81 V
Bias Voltage = 82 V
Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 5.455 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.0470 0.0508
MIN (V) 0.0449 0.0486

FILTER INFO

Filter 1 0.049 Zero = true

Filter 2 0.742 Zero = true

Filter 3 0.475 Zero = true

CALIBRATION CHECK

Xq = 0.072 1.06%

DMT Serial Number #300387 Page 1 of 1 07/12/2013 8:50 AM

2 ~\O2R7] 177 i o)



O O o oo

0.
0.
0.
0.
iy 0'
0.
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ACCURACY & PRECISION REPORT 0.
™ 0
STATE OF VERMONT 0
Q

DataMater DMT: 300387

Date: 07/12/2013
Time: 08:52:21

oo o0

SUPERVISOR NAME:
ALB LINEARITY TWO #AZ97

SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000 08:53
CATLIBRATION CHECK PASSED 08:53
SIMULATOR VAPOR 33.9°C 0.022 08:53
$IMULATOR VAPOR 33.9°C 0.021 08:54
SIMULATOR VAPOR 33.9°C 0.021 08:55
SIMULATOR VAPOR 33.9°C 0.021 08:56
SIMULATOR VAPOR 33.9°C 0.021 08:57
SIMULATOR VAPOR 33.9°C 0.021 08:58
SIMULATOR VAPOR 33.9°C 0.021 08:59
SIMULATOR VAPOR 33.9°C 0.021 09:00
SIMULATOR VAPOR 33.9°C 0.021 09:01
SIMULATOR VAPOR 33.9°C 0.021 09:03
BLANK TEST 0.000 09:03
0.
Average = 0.021 B
Std Dev = 0.000 0.
0.
0.
0.
0.
0.
0.
0.
O
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.
0.04|-
0.02 i
0.00 :
0 5 10 15 20 25 30
DMT Serial Number #300387 Page 1 of 1 07/12/2013 9:04 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

———————————————————————————————————————— 0.20f
Date: 07/12/2013 0.16
Time: 09:06:25 0.12
SUPERVISOR NAME: B.a8]
ALB LINEARITY TWO AZ71 0.04|f
0.00
SOLUTION LOT #: 13-05-080
SOLUTION CONCENTRATION: 0.080 g‘fg
BLANK TEST 0.000 0.12|
CATLIBRATION CHECK PASSED 0.08|
SIMULATOR VAPOR 33.9°C 0.078 -
SIMULATOR VAPOR 33.9°C 0.079 0'00
SIMULATOR VAPOR 33.9°C 0.079 T
SIMULATOR VAPOR 33.9°C 0.079 0.20
SIMULATOR VAPOR 34.0°C 0.079 0‘16
SIMULATOR VAPOR 33.9°C 0.079 e
SIMULATOR VAPOR 33.9°C 0.079 0.12f
SIMULATOR VAPOR 33.9°C 0.079 0.08|-
SIMULATOR VAPOR 33.9°C 0.079 0.04l1
SIMULATOR VAPOR 33.9°C 0.079 0.00l
BLANK TEST 0.000 0
. 0.20
Average = 0,078 0.16
std Dev = 0,000 0.12|
0.08|
0.04|f
0.00
0.20
0.16
0.12
0.08
0.00
0.20
0.16
0.12
0.08|
0.04|
0.00
0.20
0.16
0,12
0.08
0.04 |
0.00
0
DMT Serial Number #300387 Page 1 of 1
Do\ 2 ] I

0.20

0.16|
0.12

0.08

0.00

0.20

0.16

0.12

0.08
0,04}

(=l = o]

0.00l
0

0,20

0.16

0.12:
0.08|
0.04

0.00

o o OO

c © oo

o o OO0

07/12/2013 9:19 AM
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ACCURACY & PRECISION REPORT
STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013

Time: 09:20:49

SUPERVISOR NAME:

ALB LINEARITY TWO AX7¢

SOLUTION LOT #: 12-83-160

-SOLUTION CONCENTRATION: 0.157

BLANK TEST 0.000 09:21

CALIBRATION CHECK PASSED 09:21

SIMULATOR VAPOR 33.9°C 0.157 09:22

SIMULATOR VAPOR 33.9°C 0.157 09:23

STMULATOR VAPOR 33.9°C 0.158 09:24

SIMULATOR VAPOR 33.9°C 0.158 09:25

STMULATOR VAPOR 33.9°C 0.159 09:26

SIMULATOR VAPOR 33.9°C 0.159 09:27

SIMULATOR VAPOR 33.8°C 0.159 09:29

SIMULATOR VAPOR 33.9°C 0.159 09:30

SIMULATOR VAPOR 33.9°C 0.159 09:31

SIMULATOR VAPOR 33.9°C 0.159 09:32

BLANK TEST 0.000 09:33

Average = 0.158

std Dev = 0.000
0.30 i 40.0
0.
0.
0.

DMT Serial Number #300387 Page 1 of 1 07/12/2013 9:33 AM
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ACCURACY & PRECISION REPORT 24.0
16.0
STATE OF VERMONT
DataMater DMT: 300387
Date: 07/12/2013
Time: 10:47:53
SUPERVISOR NAME : )
ALB LINEARTTY TWO 727
SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409
BLANK TEST 0.000 10:48
CALIBRATION CHECK PASSED 10:48
STMULATOR VAPOR 33.9°C 0.388 10:49
SIMULATOR VAPOR 33.9°C 0.388 10:50
STMULATOR VAPOR 33.9°C 0.389 10:51
SIMULATOR VAPOR 33.8°C 0.389 10:52
SIMULATOR VAPOR 33.9°C 0.389 10:54
STMULATOR VAPOR 33.8°C 0.389 10:55
SIMULATOR VAPOR 33.8°C 0.389 10:56
SIMULATOR VAPOR 33.8°C 0.389 10:57
SIMULATOR VAPOR 33.9°C 0,389 10:58
SIMULATOR VAPOR 33.9°C 0.389 10:59
BLANK TEST 0.000 11:00
Average = 0.388
std Dev = 0.000
0. .0
Q0. <0
0. <0
0. .0
0.
0.
0. .0
0. .0
B .0
0. .0
0.
0.
0.
0.
0
0.
0.
0.
0 5 10 15 20 25 30
DMT Serial Number #300387 Page 1 of 1 07/12/2013 11:01 AM
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ACCURACY & PRECISION REPORT

.06

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013
Time: 11:08:49

SUPERVISOR NAME:
ALB LINEARITY THREE Z47°7

SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.8
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0

o © 0 ¢ 0 0 0o © o o

aaoaaaaanoan

BLANK TEST 0.000

Average = 0.021
8td Dev = 0.000

.04

L02F

oOC O O oC

.00

.10
.08

. 06|

.04

02|

o0 O O OO

L00lL
0

.10

.08

.06

.04

.02

oo O O OO

.00l

A O
.08

06|
.04

oz2|

o0 O O OO

.00

0

107
.08}

.04}

.oz

0
0
0.06}
0
0
0

.00

0

101
08|

40.

.06/
.04}

32,

|2a.

oz

.00

~[16.
~{8.0
00

0

20 25 30

10
08|

.06/
o4

40.

32,

24,
16.

02

8.0

.00

0.0

0

0.10[
0.08[

0.06[
0.04|

~140.
32.

24.

|16,

0,027

0.00

~|8.0
0.0

0

DMT Serial Number #300387
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ACCURBCY & PRECISION REPORT
STATE OF VERMONT
DataMater DMT: 300387
Date: 07/12/2013
Time: 11:22:29
SUPERVISOR NAME:
ALB LINEARITY THREE XX77
SOLUTION LOT #: 13-05-080
SOLUTION CONCENTRATION: 0.080
BLANK TEST 0.000 11:23
CALIBRATION CHECK PASSED 11:23
SIMULATOR VAPOR 33.9°C 0.078 11:23
SIMULATOR VAPOR 33.9°C 0.079 11:24
SIMULATOR VAPOR 33.8°C 0.078 11:25
SIMULATOR VAPOR 33.9°C 0.079 11:27
SIMULATOR VAPOR 33.9°C 0.079 11:28
SIMULATOR VAPOR 33.9°C 0.079 11:29
SIMULATOR VAPOR 33.8°C 0.078 11:30
SIMULATOR VAPOR 33.9°C 0.078 11:31
SIMULATOR VAPOR 33.9°C 0.079 11:32
SIMULATOR VAPOR 33.8°C 0.079 11:33
BLANK TEST 0.000 11:34
Average = 0.078
std Dev = 0.000
20
DMT Serial Number #300387 Page 1 of 1 07/12/2013 11:36 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013
Time: 11:56:12

SUPERVISOR NAME:
ALB LINEARITY THREE 271

SOLUTION TOT #: 12-83-160
SOLUTION CONCENTRATION: 0.157

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.0°C 0.158
SIMULATOR VAPOR 33.9°C 0.157
SIMULATOR VAPOR 34.0°C 0.157
SIMULATOR VAPOR 34.0°C 0.157
SIMULATOR VAPOR 33.9°C 0.158
SIMULATOR VAPOR 33.9°C 0.158
SIMULATOR VAPOR 33.9°C 0.158
SIMULATOR VAPOR 33.9°C 0.158
SIMULATOR VAPOR 33.9°C 0.159
SIMULATOR VAPOR 33.9°C 0.158
BLANK TEST 0.000
Average 0.157

s5td Dev = 0.000

DMT Serial Number #300387

200238

0.00

0.30 i

0.30

0.10-
0.00

0.30

Page 1 of 1

Ze|

07/12/2013 12:10 FM



ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013
Time: 15:14:05

SUPERVISOR NAME:
ALB LINEARITY THREE /{7

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409

0o O o oo

0.5

0.

BLANK TEST .0.000 15:14 0.
CALIBRATION CHECK PASSED 15:15 0.
SIMULATOR VAPOR 33.9°C 0.387 15:15 4
SIMULATOR VAPOR 34.0°C 0.388 15:16 0'
STMULATOR VAPOR 33.9°C 0.389 15:18 :
SIMULATOR VAPOR 34.0°C 0.389 15:19 o
SIMULATOR VAPOR 33.9°C 0.387 15:20 0'
SIMULATOR VAPOR 33.9°C 0.388 15:21 ’
SIMULATOR VAPOR 33.9°C 0.388 15:23 0.
SIMULATOR VAPOR 33.9°C 0.388 15:24 0.
STMULATOR VAPOR 33.9°C 0.388 15:25 0.
SIMULATOR VAPOR 33.9°C 0.388 15:26 0.

BLANK TEST 0.000 15:27

. 0.
Average = 0.388 0.
std Dev = 0.000 0.
0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

0.

DMT Serial Number #300387 Page 1 of 1
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0. 100770
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0.00
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 300387

Date: 07/24/2013
Time: 10:16:42

SUPERVISOR NAME:
RCD LINEARITY FOUR {771

SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CATLIBRATION CHECK PASSED

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
. SIMULATOR VAPOR -

SIMULATOR VAPOR.34.

SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9

wwww
wWwww
Ww oo

W
-
o

2 © o & © & © © o 0o

aaaoaaoaaoaoaaan
L=}
o
o]
(=]

BLANK TEST 0.000

0.019
0.000

Average
Std Dev

0.00

0.10

0.06

0.00

0.10

0.06

0.00

0.10

0.06

0.00

0.10

0.00

DMT Serial Number #300387

2A0738" ]

Page 1 of 1
|

0.06|-
0.04]-

0.02|
0.00

0.02}

0.08/-
0.06)-
0.04]-
0.02:
0.00

0.04/-
0.02f

0.00L

0.08}-

0.04|
0. 02 e

0.08(-

0.04/- :

0.08
0.06|-
0.04|-
0.02|

0

0.10
0.08}-

0.06/-
0.0éj

0

0.107077
0.08}

0.08}

0.06/|-
0.04:
0,02

7
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20 25 30

07/24/2013 10:28 AM
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0.20
0.16|

0.12f
0.08|
0.04

0.00L

0.20
0.16]

0.12|

0.08|
0.04

0.00L

0.20
0.16}

ACCURACY & PRECISION REPORT

0.12|

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 10:31:13

SUPERVISOR NAME: '
RCD LINEARITY FOUR ZX77

SOLUTION LOT #: 13-05-080
SOLUTION CONCENTRATION: 0.080

0.08|
0.04|
0.00

0.20
0.16

oo O

O O O O

O © © C O

cC O © O OO0

o0 C O OO0

0O O O OO0

o0 © O © O

BLANK TEST 0.000 10:32
CALIBRATION CHECK PASSED 10:32
SIMULATOR VAPOR 34.0°C 0.077 10:32
SIMULATOR VAPOR 34.0°C 0.077 10:33
SIMULATOR VAPOR 34.0°C 0.078 10:34
SIMULATOR VAPOR 33.9°C 0.078 10:35
SIMULATOR VAPOR 33.9°C 0.078 10:36
SIMULATOR VAPOR 34.0°C 0,078 10:37
SIMULATOR VAPOR 33.9°C 0.078 10:38
SIMULATOR VAPOR 33.9°C 0.077 10:39
SIMULATOR VAPOR 33.9°C 0.077 10:41
SIMULATOR VAPOR 33.9°C 0.078 10:42
BLANK TEST 0.000 10:42
Average = 0.077

8td pev = 0.000

DMT Serial Numbar #300387

2ZNOZ2ZRTT

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 10:47:26

SUPERVISOR NAME:
RCD LINEARITY FOUR ;247

0.
SOLUTION LOT #: 12-83-160
SOLUTION CONCENTRATION: 0.157 0.
BLANK TEST 0.000 10:48 Qi
CALIBRATION CHECK PASSED 10:48
SIMULATOR VAPOR 34.0°C 0.155 10:48 0.
SIMULATOR VAPOR 33.9°C 0.156 10:50 6
SIMULATOR VAPOR 33.9°C 0,157 210:51 *
SIMULATOR VAPOR 34.0°C 0.157 10:52 i
SIMULATOR VAPOR 33.9°C 0.157 10:53 s T T . (N ——
SIMULATOR VAPOR 33.9°C 0.157 10:54 oo | RN . SRR S —— 26.7
STMULATOR VAPOR 33.9°C 0.158 10:55 '
SIMULATOR VAPOR 34.0°C 0.158 10:56 PO | NS SO SUUUUUUURI SUUNUSURS: SO
SIMULATOR VAPOR 33.9°C 0.157 10:57
SIMULATOR VAPOR 34.0°C 0.158 10:58 0.00
BLANK TEST 0.000 10:59
0.
Average = 0,157
Std Dev = 0.000 0.
0.
0.
0.
DMT Serial Number #300387 Page 1 of 1 07/24/2013 11:00 AM
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0.00
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0.40| .

ACCURACY & PRECISION REPORT

0.30

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 11:04:15

SUPERVISOR NAME:
RCD LINEARITY FOUR #2971

SOLUTION LOT #: 13-14-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST . 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.0°C 0.391
SIMULATOR VAPOR 34.0°C 0.391
SIMULATOR VAPOR 33.9°C 0.391
SIMULATOR VAPOR 33.9°C 0.390
SIMULATOR VAPOR '34.0°C 0.390
SIMULATOR VAPOR 34.0°C 0.391
SIMULATOR VAPOR 34.0°C 0.391
SIMULATOR VAPOR 34.0°C 0.391
SIMULATOR VAPOR 33.9°C 0.391
SIMULATOR VAPOR 34.0°C 0.391
BLANK TEST 0.000

Average = 0.390
std Dev = 0.000

0.10

0.20{"

0.00

0.50

0.40}
0.30}

0.20}f

0.10/]-

0.00]

0

0.50(
0.40/

0.30|
0.20|

0.10|}-

0.00

0

20

0.50[
0.40|

0.30[

0.00

0.20|
0.10f

0

0.40

0.20

0.50[

0.30

o0.10]]

0.00

0

0.40
0.30

0.00

0.50[

0.20])

0.10|}

0

0.40

0.20

0.50[

0.30

0.10|]

0.00

0.40
0.30

0.501 "

0.20[{
0.10‘ 
0.00

0

DMT Serial Number #300387

2003371

Page 1 of 1
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ACCURACY & PRECISION REPORT
STATE OF VERMONT
DataMater DMT: 300387
——————————————————————————————————————————— 0. .0
Date: 07/24/2013 0. 0
Time: 11:22:47 0. 5
SUPERVISOR NAME: 0. .0
RCD LINEARITY FIVE AZ27 0.
0.
SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020 8- .0
__________________________________________ s .0
BLANK TEST 0.000 11:23 0. .0
CALIBRATION CHECK PASSED 11:23 0. 0
SIMULATOR VAPOR 33.9°C 0,020 11:24 5 ’
SIMULATOR VAPOR 33.9°C 0.021 11:25 0‘
SIMULATOR VAPOR 33.9°C 0.021 11:26 :
SIMULATOR VAPOR 34.0°C 0.021 11:27 &
SIMULATOR VAPOR 33.9°C 0.020 11:28 o b
SIMULATOR VAPOR 34.0°C 0.021 11:29 <0
SIMULATOR VAPOR 34.0°C 0.020 11:30 0 -0
SIMULATOR VAPOR 33.9°C 0.020 11:31 0 B
SIMULATOR VAPOR 33.9°C 0.020 11:32 0
SIMULATOR VAPOR 33.9°C 0.020 11:33 0
BLANK TEST 0.000 11:34
0. o6
Average = 0.020 0. .0
std Dev = 0.000 o i
0. .0
0.
0.
0. .0
0. .0
0. .0
0. «0
0.
0.
Q. )
0. .0
0. .0
Q. 0
0.
0.
0. .0
0. .0
0.1 .0
0. i + 0
0.02
0.00 ;
0 & 10 20 25 30
DMT Serial Number #300387 - Page 1 of 1 07/24/2013 11:35 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

pataMater DMT: 300387

Date: 07/24/2013
Time: 11:36:18

SUPERVISOR NAME:
RCD LINEARITY FIVE 7277

SOLUTION LOT #: 13-05-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 11:37
CALIBRATION CHECK PASSED 11:37
SIMULATOR VAPOR 34.0°C 0.076 11:37
SIMULATOR VAPOR 34.0°C 0.078 11:38
SIMULATOR VAPOR 34.0°C 0.078 11:39
SIMULATOR VAPOR 33.9°C 0.077 11:40
SIMULATOR VAPOR 33.9°C 0.078 11:41
SIMULATOR VAPOR 33.9°C 0.078 11:42
SIMULATOR VAPOR 33.9°C 0.078 11:43
SIMULATOR VAPOR 33.9°C 0.078 11:45
SIMULATOR VAPOR 33.9°C 0.079 11:46
SIMULATOR VAPOR 33.9°C 0.078 11:47
BLANK TEST 0.000 11:47
Average = 0.077

std Dev = 0.000

DMT Serial Number #300387 Page 1 of 1
2002877 21

15

20 25 30

07/24/2013 11:48 AM

oo oo




0.30 40.

0-20 O SRS
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0.00 0.0

0.30 i 40.

0.20|~
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0,00 0.0

0,30 i i 40.

ACCURACY & PRECISION REPORT

(1] E—

STATE OF VERMONT

DataMater DMT: 300387

s i o g A e e 5 i i L 8 i R S s e

Date: 07/24/2013

Time: 11:50:18

SUPERVISOR NAME:

RCD LINEARITY FIVE ZZ7T

SOLUTION LOT 4#: 12-83-160
SOLUTION CONCENTRATION: 0.157

BLANK TEST

CALIBRATION CHECK

SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
STMULATOR VAPOR
SIMULATOR VAPOR
STMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

0.156
0.000

Average
Std Dev

o

33.

COYLoowwww\w

e & © © © ©o ©

-]

aoaoaaoaaoaaaaan
o
fy
«
~I

¢ o

0.000

11:56
11:57
11:58
11:59
12:00
12:01
12:02

0 L0 ot e 13.

0.00

0.30

(7o | EEEE

0.10

0.00

0.30

0.10

0.00

10.30

0. 20

0.10

0.00

0.30

0.20

0.10

0.00 i i 0.0

0.30 40.

0.20

0.10[f

Q.00

0.30

o 1071 WRRI: USRTRN, SRS SRR 10 SR

0.10

0.00

0.30

1] —

04 2O rmsmsncron s S it 8

0.00

25 30

DMT Serial Number #300387
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Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 13:48:25

SUPERVISOR NAME:
RCD LINEARITY FIVE #4747

SOLUTION LOT f: 13-14-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000 0.30|
CALIBRATION CHECK PASSED .20l
SIMULATOR VAPOR 33.9°C 0.389 s DL
SIMULATOR VAFPOR 33.9°C 0,390 0100
SIMULATOR VAPOR 34.0°C 0.390 -
SIMULATOR VAPOR 34.0°C 0.391 560
SIMULATOR VAPOR 33.9°C 0.391 a0
SIMULATOR VAPOR 33.9°C 0.391 )
SIMULATOR VAFOR 34.0°C 0.391 0.30f
SIMULATOR VAPOR 33.9°C 0.391 0.20|
SIMULATOR VAPOR 34.0°C 0.391 0.10
SIMULATOR VAPOR 34.0°C 0.392 0.00
BLANK TEST 0.000
0.50
Average = 0.390 0.40
Std Dev = 0.000 0.30
0.20
0.10
0.00
0.50
0,40}
0.30
0.207
0.10
0.00
0.50
0.40
0.30
0.20‘
0.10
0.00
0.50
0.40
0.30
0.20
0.10/
0.00
DMT Serial Number #300387 Page 1 of 1
2ANO2RT] 242

0.507

0.40
0.30
0.20[

0.10)3~

0.00

0.507
0.40

0.30

0.20

0.10[f-

0.00

0.50
0.40

0.30
0.20

o0.10[
0.00
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SECTION 4

INTERFERENCE TESTS
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0.20(

0.16

0.12|
0.08|-

0.04
0.00

0.20[
0.16|

0.12)
0,08

0.04

0.000

0. 20T
0.16|

ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT:

Time: 14:46:23

SUPERVISOR NAME
RCD INT ONE

SOLUTION LOT #:

300387

Date: 07/17/2013

o

12-85-08A1

SOLUTION CONCENTRATION: 0.081

BLANK TEST

CALIBRATION CHECK
(0.12%)

Xqg = 0.073
SIMULATOR VAPOR
X[1] = 0.0864
SIMULATOR VAPOR
X[1] = 0.0873
SIMULATOR VAPOR
X[1] = 0.0882
SIMULATOR VAPOR
X[1] = 0.0887
SIMULATOR VAPOR
X[1] = 0.0882
SIMULATOR VAPOR
X[1] = 0.0878
SIMULATOR VAPOR
X[1] = 0.0878
SIMULATOR VAPOR
X[1] = 0.0875
SIMULATOR VAPOR
X[1] = 0.0869
SIMULATOR VAPOR
X[1] = 0.0869
BLANK TEST

D.01% ocetone in 0.050 % ethanol

33.9°CINTERFERENCE
(-0.0058) (0.0012)
34.0°CINTERFERENCE
(-0.0059) (0.0005)
34.0°CINTERFERENCE
(-0.0057) (0.0009)
33.9°C 0.088

(-0.0045) (0.0000)
33.9°CINTERFERENCE
(-0.0055) (0.0002)
33.9°CINTERFERENCE
(-0.0052) (0.0004)

33.9°CINTERFERENCE -

(-0.0055) (0.0004)
33.9°CINTERFERENCE
(-0.0056) (0.0006)
34.0°CINTERFERENCE
(-0.0060) (0.0003)
33.9°CINTERFERENCE
(-0.0053) (0.0006)

0.000

2 Blaly

0.00

0.20

0.12

0.00

0.00

0.16

0.04

0.00

0.00

0.16

DMT Serial Number #300387

2002777

Page 1 of 1

0.12}

0.08

0.04[ /"
0.00

32 .0

24.0
-{16.0
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0.12|

0.08|f

0.16}

0.08|-r

0.20T
0.16|

0.12|

0.08|-r

0,207

0.12}

0.08

0.00U

0.20 T
0.16]

0.12}

0.08| 7

0.20700
0.16|

0.12|

0.08|
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0.12|

0.08|
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08/09/2013 12:57 PM



o ‘ P
Ll
g S av R

0,10
0.08})
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ACCURACY & PRECISION REPORT

0.06|

STATE OF VERMONT

DataMater DMT: 300387
Date: 07/17/2013
Time: 15:07:04

SUPERVISOR NAME:
RCD INT TWo EZ7u

SOLUTION LOT #: 13-08-040M

SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 15:07
CALIBRATION CHECK PASSED 15:08
SIMULATOR VAPOR 34.0°CINTERFERENCE 15:08
SIMULATOR VAPOR 34.0°CINTERFERENCE 15:09
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:10
SIMULATOR VAPOR 34.0°CINTERFERENCE 15:11
SIMULATOR VAPOR 34.0°CINTERFERENCE 15:12
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:13
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:14
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:15
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:16
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:17
BLANK TEST 0.000 15:18

0.04% methenel in H,0
e Blaliz

0.04[

[= 3 = =]

0.02
0.00

0.08)
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o O O 0O
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0 5
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387
Date: 07/17/2013
Time: 15:26:26

SUPERVISOR NAME:
RCD INT THREE #Z5™2

SOLUTION LOT #: 13-09-040I

SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 15:27
CALIBRATION CHECK PASSED 15:27
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:27
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:28
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:29
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:30
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:31
STMULATOR VAPOR 33.9°CINTERFERENCE 15:32
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:33
SIMULATOR VAPOR 33.9°CINTERFERENCE 15:34
SIMULATOR VAPOR 34.0°CINTERFERENCE 15:35
SIMUTLATOR VAPOR 33.9°CINTERFERENCE 15:37
BLANK TEST 0.000 15:37

0.04 %o rsepropaiiol in H,0
27 slalrs

o0 © O OO o0 © O OO OO0 O O QO o0 O O OO0 cC O O O OO OO0 O O O o0 O O C O

o0 O O OO

DMT Serial Number #300387

Z003T7

.06/~
.04

1 e —
.00

.00l

i
L0014
0

06|
04
.02|
.00

.06
.04

.02
.00

.10

.06
.04:
02}

.10

06|
04|

oz|f
.00

101
08|

06|
s e

.10

.06}
.04
R e
.00

.10
.08

.06/
.04
02|
.00

08}

O[T

o o © o

0

100
.08}

.06
04 -

2

c @ o0

.08

.06
.04 |

S O2 [frn

e o oo

08|

10—
08

o O ooC

08

00

o © oo

08|

o O oo

00

08

—140.0
32.0

24.0
16.0

8.0
0.0

25 30

140,

32.
24.
16

8.0
0.0

o B = R oo 3 5

0

Page 1 of 1

2

10

20

25 30

07/17/2013 3:38 PM



ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 08:54:28

SUPERVISOR NAME:
RCD INT FOUR X%

SOLUTION LOT #: 13-06-04A1l
SOLUTION CONCENTRATION: 0.039

BLANK TEST 0.000

CAT.IBRATION CHECK PASSED

SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
BLANK TEST 0.000

0.01% acetone in 0.04 Yo ethane)

08:55
08:55
08:55
0B:56
0B8:57
08:58
08:59
09:00
09:01
09:02
09:03
09:04
09:05

221 3lali3
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DMT Serial Number #300387
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LJ10f
.08
.06
.04 §
.02}
.00 1 H
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L10(C
L 08|

.06|
.04: j
.02" -
.00

o0 O O OO0

(= J =0 &

o0 O O OO

.10
.08

.06

ACCURACY & PRECISION REPORT
.04

o T = S & B <=

02|
.00
pPataMater DMT: 300387 0
.10
.08|
.06|
'04i
.02
.00
SOLUTION LOT #: 13-10-04A2 0
SOLUTION CONCENTRATION: 0.040 'ég‘
BLANK TEST 0.000 09:09 .06
CATLIBRATION CHECK PASSED 09:09 o4
STMULATOR VAPOR 34,0°CINTERFERENCE 09:10 i
SIMULATOR VAPOR 34,0°CINTERFERENCE 09:11 '00-
SIMULATOR VAPOR 34.0°CINTERFERENCE 09:12 o
SIMULATOR VAPOR 34.0°CINTERFERENCE 09:13 10
SIMULATOR VAPOR 34,0°CINTERFERENCE 09:14 i
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:15 TR
SIMULATOR VAPOR 34.0°CINTERFERENCE 09:16 -06)
SIMULATOR VAPOR 34.0°CINTERFERENCE 09:17 S04 |f
SIMULATOR VAPOR 33.9°CINTERFERENCE 09:18 Lozl
STMULATOR VAPOR 33.9°CINTERFERENCE 09:19 _aolf
BLANK TEST 0.000 09:20 0
101
.08}
.06/
.04}

0zl
.00

STATE OF VERMONT

OO0 O O OO0

e e e e e e e e o S S ke i S e R o T o o s e o S o e St e

Date: 07/24/2013
Time: 09:08:56

o O OC

SUPERVISOR NAME: B
RCD INT FIVE 4297

o0 O O oo

oo I o B o= i =

o0 O O OO

o O OO

oOC O O OO0

0O OO
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013

Time: 09:28:32

SUPERVISOR NAME:

RCD INT SIX #Z%-7

SOLUTION LOT #: 13-05-08M4
SOLUTION CONCENTRATION: 0.080

BLANK TEST
CALIBRATION CHECK PASSED

SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR
SIMULATOR

VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR
VAPOR

BLANK TEST

0,04 Yo methanol 1n 0.0%%s ethanel

34.0°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE
33.8°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE
34.0°CINTERFERENCE
33.9°CINTERFERENCE
33.9°CINTERFERENCE
34.0°CINTERFERENCE
0.000

e Blahs

DMT Serial Number #300387
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 09:52:04

SUPERVISOR NAME:
RCD INT SEVEN #Z%7

SOLUTION LOT {: 13-05-0814
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000

CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34.0°CINTERFERENCE
SIMULATOR VAPOR 24.0°CINTERFERENCE
SIMULATOR VAPOR 33.9°CINTERFERENCE
SIMULATOR VAPOR 34, 0°CINTERFERENCE
BLANK TEST 0.000

0.04 s Isopropanol jn 0.08°%s ethand

i Blaliz

09:52
09:53
09:53
09:54
09:55
09:56
09:57
09:58
10:00
10:01
10:02
10:03
10:04

oo O O oo

S0 O © OO

o0 O O ©OOQ o0 © O OO0 oo © © OO

oo O o OO

o0 O O OO

) DMT Serial Number #300387
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SECTION 5

FINAL CALIBRATION CHECK TESTS
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0.00
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ACCURACY & PRECISION REPORT

0.12[

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 14:14:31

SUPERVISOR NAME:
RCD POST CAL CHECK AZ7™

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 33.
SIMULATOR VAPOR
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 34.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 34.
SIMULATOR VAPOR 33.
SIMULATOR VAPOR 33.

w
w
.

LWOOoOWwWoOWwwwwow
©c o o 6 o o 0 0 ¢ &

aaoaaaaoQaaan
(=]
o
he]
O

BLANK TEST 0.000

0.098
0.000

Average
Std Dev
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SECTION 6

ERROR REPORTS

s



DIAGNOSTIC RESULT

DataMaster DMT:300387
Location: Barre Town PD
Calibration Date: 05/08/2013
Certification Date:05/09/2013
Installation Date: 05/09/2013

Test Date: 07/09/2013
Test Time: 09:09:51
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 46.0°C
Digital Sim = 0.0°C
SETTINGS

Lamp Voltage = 1.70 V
Cooler Voltage = 1.76 V
Bias Voltage =81V .
Chopper Freq = 529 Hz

PUMP INFO

Flow Rate = 5.433 L/M

DETECTOR INFO
PUMP ON

OFF

MAX (V) 0.0439 0.0510 ,
MIN (V) 0.0409 0.0496

FILTER INFO

Filter 1 0.051 Zero = true

Filter 2 0.729 Zero = true

Filter 3 0.443 %Zero = true

CALIBRATION CHECK

Xqg = 0.073 0.47%

DMT Serial Number #300387 Page 1 of 1
2~ 2R =
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S i VP
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07/09/2013 9:11 AM



CALIBRATION REPORT

DataMaster DMT:300387
Calibration Date: 07/09/2013
Calibrated by:  ROBERT DRISCOLL 4471

Lot: 13-02-100

Ca = 0.098

CAL = 0.954240 0.800 <= CAL
bl = 0.000 0.000 <= bl
b2 = 0.002 0.002 <= b2
b3 = 0.000 0,000 <= b3
Xg = 0.073 0.050 <= Xq
a2l = 1.121655 1.050 <= a2l
a3l = 0.433770  0.300 <= a3l

Performed by

]

AANANANAANA

OROOOOoOR

.200
.004
.010
.004
.200
.300
.800

DMT Serial Number #300387
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/09/2013
Time: 13:29:05

SUPERVISOR NAME::
RCD CAL CHECK ZZ9°T

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000 13:30
CALIBRATION CHECK PASSED 13:30

Simulator Temperature Too High

DMT Serial Number #300387 Page 1 of 1 07/09/2013 1:30 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/09/2013
Time: 13:36:19

SUPERVISOR NAME:

RCD CAL CHECK #Z7C

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000
CALIBRATION CHECK PASSED

SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9
SIMULATOR VAPOR 34.0
STMULATOR VAPOR 34.0
SIMULATOR VAPOR 33.9

BLANK TEST 0.000

Average (g.ggg) 7{7/( 8/6“ I3

Std Dev = 0.

&
aaaaaaaaoaa
<
o
o
~

DMT Serial Number #300387
ZNeY2Z R T

o0 O 0O OO0

(> I o S o T =}
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0.00

0.20
0.16
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0.04]
0.00

0.20
0.16

0.12|
0.08
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/09/2013
Time: 14:05:55

SUPERVISOR NAME:
RCD CAL CHECK #4771

SOLUTION LOT #: OHIO 12220
SOLUTION CONCENTRATION: 0.101

BLANK TEST 0.000 14:06
CALIBRATION CHECK PASSED 14:06
SIMULATOR VAPOR 34.0°C 0.096 14:07
SIMULATOR VAPOR 33.9°C 0.098 14:08
SIMULATOR VAPOR 33.9°C 0.098 14:09
SIMULATOR VAPOR 33.9°C 0.098 14:10
SIMULATOR VAPOR 33.9°C 0.098 14:11
SIMULATOR VAPOR 33.9°C 0.098 14:12
SIMULATOR VAPOR 33.9°C 0.098 14:13
SIMULATOR VAPOR 33.9°C 0.098 14:14
SIMULATOR VAPOR 33.9°C 0.098 14:15
SIMULATOR VAPOR 33.9°C 0.098 14:16

BLANK TEST 0.000 14:17

Average = (0.097 ) Z7%7 X/q IIB
5td Dev = 0.000
0 B 10 15 20 25 30
DMT Serial Number #300387 Page 1 of 1 07/09/2013 2:18 PM
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0.20 .0
0.16/ .0
0.12| .0
‘0.08] .0
0 04 [ofrs .
0.00 0.0
0 5 10 15 20 25 30
0.20[
0.16)
B 12 e
0.08|
o 0.04]
Frre s 0.00U i i
: ,.mu;ﬁi‘w*’;;u“ 0 5 10 15 20 25 30
. - . 0.20[
0.16|
ACCURACY & PRECISION REPORT 0.1z
0.08]
STATE OF VERMONT 0.04]
0.00
DataMater DMT: 300387 0
——————————————————————————————————————————— 0.20[
Date: 07/09/2013 0.16|
Time: 15:15:38 0.12)
SUPERVISOR NAME: 0.08¢
RCD CAL CHECK X771 0.04|
0.00
SOLUTION LOT #: OHIO 12220 0
SOLUTION CONCENTRATION: 0.101 g-ig .0
__________________________________________ . 0
BLANK TEST 0.000 15:16 0.12 0
CALIBRATION CHECK PASSED 15:16 0.08 0
SIMULATOR VAPOR 33.9°C 0.098 15:17 o.0all
SIMULATOR VAPOR 33.9°C 0.099 15:18 0'00 |
SIMULATOR VAPOR 33.9°C 0.099 15:19 o 5
SIMULATOR VAPOR 33.9°C 0.099 15:20 6. 56 &
SIMULATOR VAPOR 33.9°C 0.099 15:21 0‘16 '0
SIMULATOR VAPOR 33.8°C 0.099 15:22 ) *
SIMULATOR VAPOR 33.8°C 0.099 15:23 0.12 -0
SIMULATOR VAPOR 33.9°C 0.099 15:24 0.08|-f .0
SIMULATOR VAPOR 33.9°C 0.099 15:25 0.04 ,i’
SIMULATOR VAPOR 33.9°C 0.099 15:26 0,00l
BLANK TEST 0.000 15:27 0
0.20
Average = 0.098 0.16
std Dev = 0.000 0.12
0.08
0.04 f
0.00l”
- 0
Q(}_,\ (‘/hec“,k Pﬂ&fﬂ\\f\%, bk 0.20 0
. 5 ) H\ 0.16 .0
’O\DQJ’ H\a,n e)(peded Wl 0.12 o5
. " 0.08 .0
‘fyejg% boH*‘e OF SO‘bd\UY\. 0.04
) ‘ 0.00
Tnstumend recalu brated. 0 > R S B
- 0.20
/—gfﬁq q_} ‘H—l—b-’ . 0,16 [
slalys
0.08
0.04|f- ;
0.00 0.0
0 5 10 15 20 25 30
0.20
0.16[-
0.12[-
0.08
0.04 i
0.00
0 5 10 15 20 25 30
DMT Serial Number #300387 Page 1 of 1 07/09/2013 3:28 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 300387

Date: 07/11/2013
Time: 13:00:08

SUPERVISOR NAME: ¢
RCD LINEARITY ONE #7777

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409

BLANK TEST 0.000
CATIBRATION CHECK PASSED 13:01

simulator Timed Out

DMT Serial Number #300387
2Ny 2 2]

Page 1 of 1
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07/11/2013 1:02 PM



AT b A
LAt
Al LT T P o VR T

ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013
Time: 10:30:37

SUPERVISOR NAME:
ALB LINEARITY TWO AZ77

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409

BLANK TEST 0.000
CATLIBRATION CHECK PASSED

Simulator Timed Out

DMT Serial Number #300387
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013

Time: 10:33:00

SUPERVISOR NAME:

ALB LINEARITY TWO AZ7

SOLUTION LOT #:
SOLUTION CONCENTRATION: 0.409

12-86-400

BLANK TEST 0.000 10:33
CALIBRATION CHECK PASSED 10:34
SIMULATOR VAPOR 33.9°C 0.386 10:34
SIMULATOR VAPOR 33.9°C 0.387 10:35
SIMULATOR VAPOR 33.9°C 0.387 10:37
SIMULATOR VAPOR 33.9°C 0.388 10:38
SIMULATOR VAPOR 33.9°C 0.388 10:39
SIMULATOR VAPOR 33.9°C 0.389 10:40
SIMULATOR VAPOR 33.9°C 0.389 10:41
SIMULATOR VAPOR 33.9°C 0.388 10:43
SIMULATOR VAPOR 34.0°C 0.388 10:44
SIMULATOR VAPOR 33.9°C 0.388 10:45
BLANK TEST 0.000 10:46
Average = 0.387
s5td Dev = 0.000

o 4
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DMT Serial Number #300387
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0.30 5 i 40.0
Alcohol (g/210L)
0.25( Elow: Rate (D) e isaint isssinsing 33.3
0.20
0. 15[
0- lo ,,,,,,,,,,,,,,,,,,,,,
0 " 05 ,,,,,,,,,,,,,,,,,,, 400 048 000 FeTEE FUSRA bO SEPY FENEE P IS SNON T E Fr I 10 P SO B 60 e e 00 v
b 0.00 %
A RAMAON
it m_g,,‘“ﬁ '&’,;, anTE 0 5 10
- 0.30 ; ;
Rlcohol (g/210L)
ACCURACY & PRECISION REPORT 0.25/ | — Flow Rate (L/M)
STATE OF VERMONT 0.20 ,Mmm?”mmmmm“mw. ........ 26.7
DataMater DMT: 300387 0. S s 20.0
Date: 07/12/2013
O ] e .
Time: 11:39:17 3.8
SUPERVISOR NAME: ., LG i Tk N R I (R 6.7
ALB LINEARITY THREE ZX71
0. i 0.0
SOLUTION LOT #: 12-83-160 0 5 10 15 20 25 30
SOLUTION CONCENTRATION: 0.157 0.30[ a 7 - 40.0
—————————————————————————————————————————— Alcohol (g/210L)
BLANK TEST 0.000 11:40 0.25~ Elow Rate(ly/M): jrmsssnsmnassdinss 33.3
CALIBRATION CHECK PASSED 11:40
SIMULATOR VAPOR 33.9°C 0.155 11:40 0] I (SR A 26.7
SIMULATOR VAPOR 33.9°C 0.157 11:41
SIMULATOR VAPOR 34.0°C 0.158 11:43 0 o e — EREI 20.0
SIMULATOR VAPOR 33.9°C 0.158 11:44 : ) :
SIMULATOR VAPOR 33.8°C 0.158 11:45
T e e 13.3
Detector Overflow
O B e e e 6.7
0. 0.0

glw W' Q\-E\LCA +o 0.300 5 1:0 =z c - 3040.0

Alcohol (g/210L)

3 '
W4 L\" QA Sy\ Cloapl V\? ) 0.25 Flow Rate(L/M) [ 33.3
{LAFV13\f’ H1i-2555\‘13) O e et s | 26.7
R e e T Cr e e 20.0
%lz’ﬂ 0 10 B T 13.3
(e 5 R e T e e 6.7
0.00 0.0
0 5 10 15 20 25 30
"0.30 i i ; 40.0
Alcchol {g/210L)
0.25)- Elow Rate{l/M) oo 133.3
0 20 PR PITISRINT SN : | EPNIS ORI UIITUIIENIOU ITTRIOIDUCIIOISRETIN SRS ERUTIRRIE SRR Y 26 3 i
B 15| e R 20.0
N e e - 13.3
L e e e e s B R e 6.7
0.00 i L 0.0
10 15 20 25 30
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/12/2013
Time: 12:15:46

SUPERVISOR NAME: 2
ALB TLINEARITY THREE AZ7 7

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409

BLANK TEST 0.000 12:16
CALIBRATION CHECK PASSED 12:16

Simulator Timed Out

DMT Serial Number #300387
L e - e

Page 1 of 1

=

A7

07/12/2013 12:17 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

[T ————— S S T

Date: 07/12/2013
Time: 12:18:01

SUPERVISOR NAME:
ALB LINEARITY THREE z%ﬁ?z

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION; 0.409

BLANK TEST 0.000 12:18
CALIBRATION CHECK PASSED 12:19
SIMULATOR VAPOR 33.9°C 0.386 12:19
SIMULATOR VAPOR 33.9°C 0.385 12:20
SIMULATOR VAPOR 33.9°C 0.385 12:22
SIMULATOR VAPOR 33.8°C 0.386 12:23
SIMULATOR VAPOR 33.8°C 0.386 12:24
SIMULATOR VAPOR 33.9°C 0.387 12:25
SIMULATOR VAPOR 33.9°C 0.387 12:26
SIMULATOR VAPOR 33.9°C 0.386 12:27
SIMULATOR VAPOR 33.9°C 0.387 12:29
SIMULATOR VAPOR 33.9°C 0.387 12:30
BLANK TEST 0.000 12:31

Average = 0.386
Std Dev = 0.000

TS5 alesis
N

o0 O O OO o0 O O OO oo O O OO

oOC O 0O OO0

o0 O © OO0

o O O OO0

0 O O oOoC

DMT Serial Number #300387

2003381

Page 1 of 1
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/17/2013
Time: 10:17:29

SUPERVISOR NAME:
RCD LINEARTTY FOUR AZ 7

SOLUTION LOT #: 13-07-020
SOLUTION CONCENTRATION: 0.020

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 33.9°C 0.024
SIMULATOR VAPOR 34.0°C 0.024
SIMULATOR VAPOR 33.9°C 0.024
SIMULATOR VAPOR 34.0°C 0.024
SIMULATOR VAPOR 33.9°C 0.024
SIMULATOR VAPOR 34.0°C 0,024
SIMULATOR VAPOR 33.9°C 0.023
SIMULATOR VAPOR 33.9°C 0.023
SIMULATOR VAPOR 33.9°C 0.023
SIMULATOR VAPOR 33.9°C 0.023
BLANK TEST 0.000
Average = 0.023

std Dev = 0.000

(haunber not pudc%}ed suffaently
abter LD[‘I] .Yebu.UWn(j N ve sulek

oud Oxf Yomoaﬁ '%/ﬂ . /

aliz

o O ©ocC

cCo O o o

OO0 O O OO0

oo O O OO

oo O O oo

cC O O O oo

cC O O C O

cCOoO O C oo

.02 }**‘ : e | 8O
.00 s B S W— )

0 5 10 15 20 25 30

DMT Serial Number #300387
208027

Page 1 of 1 07/17/2013 10:30 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

o0 O O o0

DataMater DMT: 300387

Date: 07/17/2013
Time: 10:31:04

SUPERVISOR NAME:
RCD LINEARITY FOUR #2771

oo O O OO

SOLUTION LOT {: 13-07-020

SOLUTION CONCENTRATION: 0.020 0. .0
__________________________________________ Q. .0
BLANK TEST 0.000 10:31 0. .0
CALIBRATION CHECK PASSED 10:32 0. o
SIMULATOR VAPOR 33.9°C 0.022 10:32 5 '
SIMULATOR VAPOR 33.9°C 0.022 10:33 0‘
SIMULATOR VAPOR 33.9°C 0.022 10:34 :
SIMULATOR VAPOR 33.9°C 0.022 10:35 % 5
SIMULATOR VAPOR 34.0°C 0.022 10:36 5 !
SIMULATOR VAPOR 33.9°C 0.022 10:37 =
SIMULATOR VAPOR 34.0°C 0.022 10:38 0 .0
SIMULATOR VAPOR 34.0°C 0.022 10:39 0 .0
SIMULATOR VAPOR 34.0°C 0.022 10:40 0
SIMULATOR VAPOR 34.0°C 0.021 10:41 0
BLANK TEST 0.000 10:42
0.
Average = 0.021 0.
std Dev = 0.000 0
B
Q.
0.
0. .0
0. .0
0. .0
O « B
i
0.
0. .0
0. .0
0. .0
0. +B
0.
0.
0. .0
0. .0
0. .0
0. - .0
0.02| i
0.00l/
0 5 10 15
DMT Serial Number #300387 Page 1 of 1 07/17/2013 10:43 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/17/2013
Time: 10:45:08

SUPERVISOR NAME: _
RCD LINEARITY FOUR AX 72

SOLUTION LOT i#: 13-05-080
SOLUTION CONCENTRATION: 0.080

BLANK TEST 0.000 10:46
CALIBRATION CHECK PASSED 10:46
SIMULATOR VAPOR 34.0°C 0.077 10:46
SIMULATOR VAPOR 34.0°C 0.078 10:47
SIMULATOR VAPOR 33.9°C 0.079 10:48
SIMULATOR VAPOR 33.9°C 0.078 10:49
SIMULATOR VAPOR 33.9°C 0.079 10:50
SIMULATOR VAPOR 34.0°C 0.078 10:51
SIMULATOR VAPOR 33.9°C 0.079 10:53
SIMULATOR VAPOR 33.9°C 0.079 10:54
SIMULATOR VAPOR 33.9°C 0.079 10:55
SIMULATOR VAPOR 33.9°C 0.079 10:56
BLANK TEST 0.000 10:57
Average = 0.078
Std Dev = 0.000
0 5 10 15 20 25 30
DMT Serial Number #300387 Paga 1 of 1 07/17/2013 10:57 AM

200277 5Qq Ve



N
aaamanE
SR P Aw UETE

0.30 T 40.0

ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 300387

Date: 07/17/2013
Time: 10:59:43

SUPERVISOR NAME:
RCD LINEARITY FOUR ZZ77

SOLUTION LOT #: 12-83-160
SOLUTION CONCENTRATION: 0.157

BLANK TEST 0.000 11:00
CALIBRATION CHECK PASSED 11:00
SIMULATOR VAPOR 33.9°C 0.154 11:01
SIMULATOR VAPOR 33.9°C 0.156 11:02
SIMULATOR VAPOR 33.9°C 0.157 11:03
SIMULATOR VAPOR 33.9°C 0.157 11:04
SIMULATOR VAPOR 33.9°C 0.157 11:05
SIMULATOR VAPOR 33.9°C 0.157 11:07
SIMULATOR VAPOR 33.9°C 0.157 11:08
SIMULATOR VAPOR 33.9°C 0.158 11:09
SIMULATOR VAPOR 33.9°C 0.158 11:10
SIMULATOR VAPOR 34.0°C 0.158 11:11
BLANK TEST 0.000 11:12
Average = 0,156

std Dev = 0.001

DMT Serial Number #300387

) oo 2 2]

Page 1 of 1 07/17/2013 11:13 AM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/17/2013
Time: 11:16:19

SUPERVISOR NAME:
RCD LINEARITY FOUR 7497

SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409

BLANK TEST 0.000 11:17
- CALIBRATION CHECK PASSED 11:17

Simulator Timed Out

DMT Serial Number #300387 Page 1 of 1 07/17/2013 11:18 AM
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0.
0.
0.
0.
iy etd 0.
A ] 0.
LAMO Yy ¢
W v iETE SO .
. 0.
: 0.
ACCURACY & PRECISION REPORT 0.
0
STATE OF VERMONT 0.
B
DataMater DMT: 300387
————————— 5 e 1 o ol o 0.
Date: 07/17/2013 0.
Time: 13:33:16 0.
SUPERVISOR NAME: B
RCD LINEARITY FOUR ZZ%T 0.
0.
SOLUTION LOT #: 12-86-400
SOLUTION CONCENTRATION: 0.409 8-
BLANK TEST 0.000 13:34 0.
CALIBRATION CHECK PASSED 13:34 0.
SIMULATOR VAPOR 33.9°C 0.384 13:34 B
SIMULATOR VAPOR 34.0°C 0.385 13:36 o'
SIMULATOR VAPOR 33.9°C 0.385 13:37 :
SIMULATOR VAPOR 34.0°C 0.385 13:38 0
SIMULATOR VAPOR 33.9°C 0.385 13:39 o
SIMULATOR VAPOR 34.0°C 0.386 13:40
SIMULATOR VAPOR 33.9°C 0.385 13:42 o
SIMULATOR VAPOR 34.0°C 0.385 13:43 0
SIMULATOR VAPOR 33.9°C 0.386 13:44 0
SIMULATOR VAPOR 34.0°C 0.386 13:45 0
BLANK TEST 0.000 13:46
0.
Average = 0.385 0.
Std Dev = 0.000 0.
0.
0.
0.
Soluhon depleted. L\ﬂe&ﬂ‘fgq o
0.
renun another day wohen &
0.
Newo bDluLthbr\ Oo:cu\ctb\e. 0.
: 0.
7 _
Zre slalis N
0.
0.
0.
0.
0.
0.
0.
0.
0.20f :
0.00 :
0 5 10 15 20 25 30
DMT Serial Number #300387 Page 1 of 1 07/17/2013 2:43 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMatexr DMT: 300387

Date: 07/17/2013
Time: 15:04:17

SUPERVISOR NAME: i
RCD INT TWO “ZK91

SOLUTION LOT {: 13-08-040M
SOLUTION CONCENTRATION: 0.040

BLANK TEST 0.000 15:05
CALIBRATION CHECK PASSED 15:05

. Simulator Timed Out

0-040{0 methanol n HZD

7791 8laliz

DMT Scrial Number #300387
2NN 2. RT7

Page 1 of 1
o 2

07/17/2013 3:06 PM
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 11:01:48

SUPERVISOR NAME: _
RCD LINEARITY FOUR #4771

SOLUTION LOT #: 13-14-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000
CALIBRATION CHECK PASSED

Simulator Timed Out

DMT Serial Number #300387

e\ 25 )

Page 1 of 1
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07/24/2013 11:03 AM



ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 300387

Date: 07/24/2013
Time: 13:45:35

SUPERVISOR NAME:
RCD LINEARITY FIVE ZX7T

SOLUTION LOT #: 13-14-400
SOLUTION CONCENTRATION: 0.399

BLANK TEST 0.000
PASSED 13:46

CALIBRATION CHECK

Simulator Timed Out

DMT Serial Number #300387
P P R o |

Page 1 of 1

O

07/24/2013 1:47 PM




