Digital Thermometer Performance Check

Reference ltem Reference Test Difference Pass/Fail*
Temperature Temperature

NIST Traceable QC

Thermometer 33.9 34.0 0.1 Pass

* +/- 1 degree Celsius acceptable range

Certified Thermometer Serial Number 91A-4704
Thermometer Serial Number 111814367
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