VERMONT FORENSIC LABORATORY

PO BOX 47
WATERBURY, VERMONT 05676-0047
. TEL: 802-244-8788

FAX: 802-241-5557
http://vfl.vermont.gov

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: VFL DataMaster Serial #: 100147
Date: 11/14/2013 Requestor: R. Driscoll
Instrument Supervisor: _R. Driscoll Phone #:

Taken By: R. Driscoll

Problem: Touch screen not working properly; inputs do not correlate with cursor movement on
the screen.

Laboratory Response: Will troubleshoot and replace screen if necessary.

Work Performed: Calibrated touch screen and performance improved. However, after
instrument would sit idle for a few minutes, the screen would go back to the original condition.
Repeated the process several times with the same result. Replaced touch screen with spare, but
no improvement seen. After original screen was re-installed, the software gave a
“communication error”. Re-booted DMT several times with no change. Replaced the SI board
which resolved the “communication error” and the touch screen issues. Trisha Conti assigned
the serial number to the new SI board. Instrument has been calibrated and certified.
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CALIBRATION REPORT

Dathaster DMT: 100147
Calibration Date: 12/03/2013

Calibrated by: ROBERT DRISCOLL
Lot: 13-02-100

ca = 0.098

CAL = 0.950663 0.800 <= CAL < 1.200
bl = 0.000 0.000 <= bl < 0.004
b2 = 0.005 0.002 <= b2 < 0.010
b3 = 0.000 0.000 <= b3 < 0.004
Xq = 0.117 0.050 <= Xg < 0.200
a2l = 1.152309 1.050 <= a2l < 1.300
a3l = 0.562299 0.300 <= a3l < 0.800
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ACCURACY & PRECISION REPORT
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STATE OF VERMONT
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DataMater DMT: 100147

Date: 12/03/2013
Time: 08:51:49
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SUPERVISOR NAME:
RCD CAL CHECK

o0 © O ocC

SOLUTION LOT #: GUTH13100

SOLUTION CONCENTRATION: 0.100 g- .0
__________________________________________ . <8
BLANK TEST 0.000 08:52 0. .0
CALIBRATION CHECK PASSED 08:52 0. 0
SIMULATOR VAPOR 33.7°C 0.099 08:53 5
SIMULATOR VAPOR 33.7°C 0.098 08:54 o.
SIMULATOR VAPOR 33.8°C 0.097 08:55 :
SIMULATOR VAPOR 33.7°C 0.098 08:56 0 &
SIMULATOR VAPOR 33.7°C 0.098 08:57 o -o
SIMULATOR VAPOR 33.7°C 0.098 08:58 ’
SIMULATOR VAPOR 33.8°C 0.098 08:59 0 -0
STIMULATOR VAPOR 33.7°C 0.098 09:00 0 0
SIMULATOR VAPOR 33.8°C 0.098 09:01 0
SIMULATOR VAPOR 33.7°C 0.098 09:02 0
BLANK TEST 0.000 09:03
0. .0
Average = 0.098 0. 0
Std Dev = 0.000 0. 0
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CERTIFICATION REPORT

DataMaster DMT: 100147
12/03/2013

Calibration Date:

Certification Date: 12/03/2013

Certified by:

Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lanp Voltage -
Cooler Voltage
Bias Voltage
Chopperxr Freq

L T |
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PUMP INFO
Flow Rate = 5.981 L/M

DETECTOR INFO
PUMP oN OFF
MAX (V) -0.0140
MIN(V) -0.0159

FILTER INFO

Filter 1 -0.010 Zexo
Filter 2 0.479 Zero
Filter 3 1.264 Zero

CALIBRATION CHECK
Xqg = 0.116 0.53%
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ROBERT DRISCOLL
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Options

OPTIONS
Units

ALGohoki s vwaii v swies v o

Simulator

Tolerance Check....oose0a
Standard Type..ieesvesnos
Nominala i scwis ¢ soains gaias
Digital Simulator........

Subject

Ask Questions...csevieens
Number of TestS...ccteess
Alcohol Display...eeeovese
Volume Display......coe...
Query Refusal...csvevssnn
Copied.s s quwive s s wans v neie
Simulator Before...o.evas.
Simulator Between........
Simulator After..........
Observation Time......o..

Superxvisor

Number of Tests...vevsves

Calibration

Standard Type...cvvsasass
Nominal...... 9% e B L
Nominal (Dry Gas) «vesesvas
Number of TestsS...ccvsees

Printer

Printer ON........ s Gaieie

Software Configuration

Data Collection....oovoss
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Linearity Check Results

True Value Reported Average Std Dev
0.020 g/210L 0.018 g/210L 0.0000
Lot # 13-07-020
0.080 g/210L
Lot # 13-05-080
0.160 g/210L
Lot # 13-11-160
0.400 g/210L
Lot # 13-20-400

0.076 g/210L 0.0000

0.153 g/210L, 0.0000

0.385 g/210L 0.0000

R2=1

Acetone Interference Test
Lot # 13-05-08A1
Interference Detected

Mouth Alcohol Test
Mouth Aleohol Detected

RF Detection Test

Passed

Sample Acceptance Test

Passed

CERTIFICATION PASSED
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