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Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Tekmar MAINTENANCE Month W dulu{sj vear 20| Z-

Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly

Bench Qs Carousel | Clean Motor Platen
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

- For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
‘ assembly

Bench 0s Carouse! | Clean Motor Platen
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual -

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test | 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
(archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly

Bench 0s Carousel | Clean Motor Platen .

Lo |~Nrjun | Bjw| N

3

[y
[y

[
~

iy
w

=
b

s
€]

[y
(o]

-
~

W

it
oo

=
w

Mo
Q

R
=

e
[

~N
(58]

™~
I

M2
i

A

]
(=3}

N
~

N
oo

o
(e

)
D

w
=




GC MAINTENANCE Month _Orfolacil Year LO\ZL.

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout

Air H He Air H Castle Bake

\D\D WAL | e 7S

| 1,

iZuDW/W

a | AR B

v | el )

LCli~Nja|Un||W|NN| -

’m}\)} A wo | o

?1
3
3

Y
Y

/m 1o |\

[y
]

Y || b

[
w

[y
E-S

O U el

oy
wn

[y
[=2]

R Lo eW)

[y
~J

‘“A\ EM ({;U)

=
o

WD [[0ed | ey

[ury
w

EgD e e

B
(=]

N
s

[x]
N

) 0 A0,

R
W

Ul o e )

o]
o

K| & | ®m

N
[

Az [Kp (K77

M
(9]

| 2P 7

[
-]

N
oo

[
w

LRV B did

o)
<

A KM |k

31 [AP K R

*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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As Needed

1. Benchmark Test
2. Dust optical sensors
3.Clean Carousel Positions
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1. Clean Platen Positions
2. Lubricate motor
3. Lubricate the Platen heater
assembly
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GC MAINTENANCE Month NO\/ Year 2ol

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout

He Air H He Air H Castle Bake
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Weekly
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Monthly
1. Trim system

history
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1. Check for

firm/software
updates

As Needed

1. Benchmark Test
2. Dust optical sensors
3.Clean Carousel Positions

As Needed

1. Clean Platen Positions
2. Lubricate motor
3. Lubricate the Platen heater

assembly
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GC MAINTENANCE Month L C_, vear /O] 2

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1, Clean Castle 1. Archiving
2. Bake out

He Air H He Air H Castle Bake
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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firm/software
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As Needed

1. Benchmark Test
2. Dust optical sensors
3.Clean Carousel Positions

As Needed

1. Clean Platen Positions
2. Lubricate motor
3. Lubricate the Platen heater

assembly
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GC MAINTENANCE Month jaﬁqu Year 2013

Daily ‘ As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout

He Air H He Air H Castle Bake
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Weekly Monthly Annually As Needed As Needed Notes:
Leak 1, Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history - firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3, Lubricate the Platen heater
assembly

Bench: 0s Carousel | Clean Motor Platen
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GC MAINTENANCE

Year Z01%

Month [:ebman;

-

Daily

Check gas supply

As needed

Change gas supply

As Needed GC
1. Clean Castle
2. Bakeout

Monthly
1. Archiving

Notes:

He

Air

H

He

Castle Bake

i

g

K7

Air H

e

i

el

pesidd

%277

Rkt

il

Viviid

ol

s

et

I
A,

Rz

&y el

i

W~ |t w|MN=

=
o

=
N

K

ZZ07

279 |-

2

[y
(S

2

RZP.

7ot

[y
[#8)

Kim

ALk

P

[y
£

E¥ Yl

Kz

#r

[y
o

LT

A&7y

K77

P
[=)]

iy
~J

Y
o0

)
[Ce]

A

Yy ul

KM

I
o

VRV,

Levid

b el

[N
=3

o

RKLH

277

Az

The aivrtank replacediwa s

)
N

ol

Ledad

¥t

oimedler thom vorime|

N
w

causing ito necc replacd ey

]
=9

S30Mer Hhan mos|. ZZm g2

[n
(5]

e
LM

AL

RIM

M
h

M

Kz)7

.o &l

N
~

21

L

[N
oo

50

KM

zzr

A%}
w

w
]

31

*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system



Tekmar MAINTENANCE

Month Febmw

Year 205

Weekly
Leak
check

Maonthly
1. Trim system

history
{archive)

Annually
1. Check for

firm/software
updates

As Needed

1. Benchmark Test
2. Dust optical sensors
3.Clean Carousel Positions

As Needed

1. Clean Platen Positions
2. Lubricate motor
3. Lubricate the Platen heater
assembly

Notes:
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GC MAINTENANCE month  Maveh Year 20|

Daily As heeded As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the hottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE month _Maurcin Year 2013
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchimark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive} updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
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GC MAINTENANCE Month ﬁpﬂ\ vear_Z2 0O\ %

Daily As needed As Needed GC Maonthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2, Bakeout
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:‘

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month ﬂpn \ vear_ 2015
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel { Clean Motor Platen
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GC MAINTENANCE

Month MCU {

Year 7Q|’5

Daily

Check gas supply

As needed
Change gas supply

As Needed GC
1. Clean Castle
2. Bakeout

Monthly
1. Archiving

Notes:
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect {Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month Maul vear 2015

Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
' (archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 05 Carousel | Clean Motor Platen
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GC. MAINTENANCE Month . \Une vear 2013

Daily As needed As Needed GC Monthly | Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
' 2. Bake out
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month_June vear_ZO\%
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1, Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Luhbricate motor
{archive) updates 3.Clean Carousel Positiohs 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean | Motor Platen
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GC MAINTENANCE Month ZWLUJ' Year 203 %

Daily As needed As Needed GC Meonthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out
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*NMechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar- MAINTENANCE Month m,q vear_Z0] %

Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
' © | assembly
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GC MAINTENANCE | Month ﬁu%uﬁ vear 2015

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out

Air H He Air H Castle Bake
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving;

~ Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Month Bj l (%;5(4 é_'lr Year ZD 1%

Weekly Monthly Annually As Needed As Needed Notes:
Leak 1, Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean Motor Platen
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Daily As needed As Needed GC Monthly Notes:
; Check gas supply Change gas supply 1. Clean Castle 1. Archiving
| 2. Bakeout )
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single Uéer] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Month ,)aﬁ@ub@_’ Year 2016

Weekly Monthily Annually As Needed As Needed Notes:
Leak’ 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
(archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean Motor Platen
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GC MAINTENANCE Month (\(“)f vear  LO{R

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
‘ : 2. Bakeout

Air H He Air H Castle Bake
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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D03

Tekmar MAINTENANCE Year
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history fiem/software | 2. Dust optical sensors 2, Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 05 Carousel | Clean Motor Platen
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GC MAINTENANCE Month NDVQJYJ bﬂr Year /0%

Daily As needed As Needed GC Monthty Notes:
| Check gas supply Change gas supply 1. Clean Castle 1. Archiving
‘ 2. Bakeout
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Month Nevember

Year_ 20| %

Weekly
Leak

check

Monthly
1. Trim system

history
{archive)

Annually
1. Check for
firm/software
updates

As Needed
1. Benchmark Test
2. Dust optical sensors
3.Clean Carousel Positions

As Needed

1. Clean Platen Positions
2. Lubricate motor
3. Lubricate the Platen heater

assembly

Notes:
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GC MAINTENANCE Month !X)Pgmk)m Year  LOITR

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
) 2. Bake out
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE Month IR0 ginbx A Year___ UB{J
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check histary firm/software | 2. Dust optical sensors | 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean Motor Platen
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GC MAINTENANCE Month “JQnucu vear_70)4

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving ’
‘ 2. Bakeout
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system |




Tekmar MAINTENANCE Month_Jgn uaing Year_20]H
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1, Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2, Dust optical sensors 2, Lubricate motor
(archive} updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
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