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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving;

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Check gas supply Change gas supply 1. Clean Castle 1. Archiving
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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|7 Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bakeout
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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1. Clean Platen Positions

2. Lubricate motor

3. Lubricate the Platen heater
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Daily ' As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
2. Bake out
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving;

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Afchiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE month _Marein Year_ 201
Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor
(archive} updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean Motor Platen
1 7
2,
3
4 | KZH
5
6
7
s [R77]
9
10
1 @7
12
13
14
15
16
17
18 | X7
19 -
20
21 (A S2g
22
23
24
25 |7
26
27
28
29
30
31




GC MAINTENANCE

Month ﬁ‘l()ﬂ \

Year QD\%

Daily

Check gas supply

As needed

Change gas supply

As Needed GC

1.
2.

Clean Castle
Bake out

Monthly
1. Archiving

Notes:

He

Air

H

He

Air H

Castle

Bake

2m

V. éali!

V. %l

Vil

Lin

wrm

#17]

Vi

zz2m

révil

£

#m

F#Zul

ZXH

Vatui

vl

vl

£

zzm

wliw(Nlajlun|k|W|(N|K=

i

2

R

=
(=]

7

£

[
=

7771

regil

A

[
[\8)

£z

£

Fecaill

-
w

[y
ey

[uey
(¥}

7y
i

M

LN

=
N

2T

L1

2

=
~l

R

€M

oM

Y
[#4]

2y

77

L&

YAl

Juy
w

7

2ty

57

)
(=]

[o¥]
[y

N
8]

fat

e

Zn

]
w

VoA

(e

AT

N
I

o

Y4

2

[t
n

v/ kAl

s

il

N
[}

K

rZ2k

[\
~J

[N
oo

[\
[(s)

Ay

rifdal

£

30

&C downtor Wi wnindenal

nce

31

Hizq - S

AZP Shiv

*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
“open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink buttoh > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

 Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go te the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single Uﬁer] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Month _S_egl;embe/ Year_Z20Q]5

Flhicely

. Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor

(archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
: assembly
Bench 0s Carousel | Clean Motor Platen

1

2

3 27

Y/ Za)

5

6 5

7

8

o 7%t

10

11

12

13

14

15

16 %{’?’7.

2o

19

20

21

27 ‘

23 | #%

24

25

26

27

28

29

30 [#71 PR W

31 Z"'O-paﬁ‘&.i‘j 5

=
3oftz




GC MAINTENANCE Month (_\Uf ‘ vear L0 13

Daily As needed As Needed GC Monthly Notes:
Check gas supply Change gas supply 1. Clean Castle 1. Archiving
' 2. Bakeout

!

He Air He Air H Castle Bake

H
e M| i 2o
L7 A |2 '

3

(ITANIL VY

251 |\ T3

Hot W |

Vim|~N|h|ftn]| kWM |F

=
o
§

s
A

¢

=
N

[
w

5
5

i
3

SSEIEER

é
§

j
-~

[
o0

[y
[ts]

[
=]

22

23 [ %%

24 L o |\ P TP

25 (aRViical wd e

26

27

28 e |

29 |fuA WD Bt

30 [#5- | Hn Ey.

31 QS | B g

*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click an the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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*N\echanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to-archive the system
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system |
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Month Febmmq

Year J0f 4

o Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate motor

{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the |
open window, there are three archive buttons at the bottomn of the tab, click on each button to archive the system



Tekmar MAINTENANCE month_Mauch Year 2904
B Weekly Monthly Annually As Needed As Needed Notes:
| Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions

check history firm/software | 2. Dust optical sensors 2. Lubricate motor
{(archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assembly
Bench 0s Carousel | Clean Motor Platen
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GC MAINTENANCE Month_,dlpﬂ l vear 2O

Daily As needed As Needed GC Monthly Notes: -
Check gas supply Change gas supply 1. Clean Castle 1. Archiving :
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system




Tekmar MAINTENANCE

Month /&/{9 /1! ‘ Year 2—*@[\“)

B Weekly Monthly Annually As Needed As Needed Notes:
Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history firm/software | 2. Dust optical sensors 2. Lubricate moter

{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
’ assembly
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*Mechanical Procedures for the Tekmar can be found in the manual from page 104 to the end of the manual

For Archiving:

Go to the ChromPerfect [Single User] window > Click on the “Audit History” pink button > Go to the options tab in the
open window, there are three archive buttons at the bottom of the tab, click on each button to archive the system
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Leak 1. Trim system | 1. Check for 1. Benchmark Test 1. Clean Platen Positions
check history- firm/software | 2. Dust optical sensors 2. Lubricate motor
{archive) updates 3.Clean Carousel Positions 3. Lubricate the Platen heater
assemhly
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