ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121706
Location: VFL
Calibration Date:  04/15/2014
Certification Date: 04/17/2014
Installation Date:  04/22/2014
RPC Date: 08/11/2014
Supervisor Name: ROBERT DRISCOLL
Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot # = 14-05-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.097 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
: RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 46.5°C Sample Acceptance Test
Digital Sim = 34.2°C Passed
SETTINGS
Lamp Voltage =1.74 v
Cooler Voltage = 1.74 V
Bias Voltage = 80 V 0.10 ; : - : 40.
Chopper Freq = 540 Hz ; :
0.09 Alechol (g/210L) ||} LI— i -
PUMP TNFO Flow Ra_te(L/M)
Flow Rate = 5.203 L/M 0,08 b , ,,,,,,,,,,,,,,,,,,,,,,,,,,,,, 32,
DETECTOR INFO o 07 i dianas . .
PUMP ON OFF ' |28
MAX (V) -0.1553 -0.1512 i
MIN(V) =-0.1567 -0.1531 e [ R T MR I T e e 24.
FILTER TNFO (2 2 6 o ) LR Gt 1 R Rt Sl taie) {Bekine AT R et 20.
Filter 1 -0.152 Zero = true
Filter 2 0.524 Zero = true 0.04 R B | R Sl e s it DT 16.
Filter 3 0.148 Zero = true
O i 03 rrrrrrrrrrrrrrrrrrrrr T | O o 12 .
CALIBRATION CHECK
Xq = 0.092 0.57% 0, D2 [ emanmnpl B e et i el s annelion e o g.
D prsss /\ - et 11115 I ok W s S 4.
Routine Performance Check Passed 0.00 ‘\ : ‘= 0.
0 5 10 15 25 30
rrD
Performed by = Date 08/11/2014

Reviewed by - ‘ A 4( jg Date

DMT Serial Number #121706

B\s\2014

Page 1 of 1

fa}w lot 2 £OD

08/11/2014 8:19 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121706
Location: VFL
Calibration Date:  04/15/2014
Certification Date: 04/17/2014
Installation Date:  04/22/2014
RPC Date: 08/11/2014
Supervisor Name: ROBERT DRISCOLL
Diagnostic Results

VERSTONS

DMT: "1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46,4°C . ol ]Iy
Digital Sim = 35.0°Cc €& sl
SETTINGS

Lamp Voltage = 1.74 V
Cooler Voltage = 1.74 V

Bias Voltage = 80 VvV

Chopper Freq = 539 Hz

PUMP INFO

Flow Rate = 5.168 L/M
DETECTOR INFO

PUMP ON OFF

MAX (V) =0.1600 -0.1555
MIN(V) -0.1612 -0,1573
FILTER INFO

Filter 1 =0.156 Zero = true
Filter 2 0.518 Zero = true
Filter 3 0.140 Zero = true
CATLIBRATION CHECK

Xq = 0.092 0.38%

Routine Performance Check Failed
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