ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100167

Location: dps vil

Calibration Date:  02/02/2012

Certification Date:  03/20/2012 CAMONAE 1
Installation Date:  03/21/2012 ; =y
RPC Date: 10/20/2014

Supervisor Name: ROBERT DRISCOLL

Diagnostic Results Accuracy and Precision Check
Concentration =0.098 g/210L
Lot =14-12-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.098 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Pasgsed
Sample Chamber = 49.0°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim e 34.2°C Passed
SETTINGS
Lamp Voltage = 1.62 V
Cooler Voltage = 1.66 V
Bias Voltage = 81 V 0.10 g ; r 40.0
Chopper Freq = 532 Hz o ool Alcohol (¢/210L) | \\ e
PUMP INFO ———— Flow Rate(L/M) .
Flow Rate = 5.589 L/M e | USSR USRI SUSNUUDE SN S 32.0
DETECTOR INFO | B . —
PUMP OoN OFF 0.07 28.90
MAX (V) -0.0888 -0.0854
MIN(V) _0.0904 _0.0870 0-06 it B SRR SRR (i Rty & e R 24.0
FILTER INFO 0.4 0B [ e e e e e ity 20.0
Filter 1 -0.087 Zero = true i
Filter 2 0.238 Zero = true 0.04 + T ———— 16.0
Filter 3 0.427 VfZero = true
0 = 03 wema e es an g ¢ N 1 5 | R e LLLLIIIIE S T1 T T o . 12 s O
CALIBRATION CHECK
Xq = 0.075 1.64% 0.02 WO SNSRI CHNUUSRRO - ! | K 0 1 1 N [ S | WO ¢ |\ —— 8.0
T ot e 4.0
" 0.00 [ \/\ i I 0.0
Routine Performance Check Passed c ¥ i = == s %6
Performed by 7= fep Date 10/20/2014
Reviewed by W Date IO\ 7% \LO\V\
A4
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100167

Location: dps vil

Calibration Date:  02/02/2012
Certification Date:  03/20/2012
Installation Date:  03/21/2012

RPC Date: 10/20/2014
Supervisor Name: ROBERT DRISCOLL

Diagnostic Results Accuracy and Precision Check
Concentration =
Lot # =

VERS TONS Range =

DMT: 1.01 Average =

PIC: 2.06 Std Dev =

Modem: 2.4

Questions: 2.1
TEMPERATURES
Sample Chamber

= 49,1°C
Breath Tube = 48.1°C
Digital Sim = 34,1°C

SETTINGS

Lamp Voltage =1.62 Vv
Cooler Voltage = 1.66 V
Bias Voltage =81V
Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 5.539 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.1569 0.1604
MIN (V) 0.1551 0.1587

FILTER INFO

Filter 1 0.164 Zero = true
Filter 2 0.482 Fero = true
Filter 3 0.649 Fero = true

CALIBRATION CHECK
Xg = 0.075 1.99%

0 fw[ s
Routine Performance Check Failed €% '
anw e’

;?Wun RPC Do\

Performed by %Wco Date

Reviewed by Date
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100167

Location: dps vil

Calibration Date: ~ 02/02/2012

Certification Date:  03/20/2012 N .
Installation Date: ~ 03/21/2012 _ = e
RPC Date: 10/20/2014

Supervisor Name: ROBERT DRISCOLL

Diagnostic Resulis

VERSTONS

DMT: 1.01

PIC: 2,06
Modem: 2.4
Questions: 2.1

TEMPERAEURES
Sample Chamber

Breath Tube
Digital Sim
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SETTINGS

Lamp Voltage
Coolex Voltage
Bias Voltage
Chopper Freq

nowun

PUMP INFO
Flow Rate = 5.583 L/M

DETECTOR INFO
PUMP  ON OFF W
MAX(V) -0.0415  -0.0878 (¢ o\
MIN(V) -0.0880 -0.0896

FILTER INFO

Filter 1 -0.088 Zero = true
Filtexr 2 0.239 Zero = true
Filtex 3 0.426 Zero = true

CALIBRATTON CHECK
Xq = 0.074 0.59%

Routine Performance Check Failed
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Performed by RS Date 10/20/2014
Reviewed by Date
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