ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106 '
Locaticn: Dover PD

Calibration Date:  08/15/2011

Certification Date;  08/15/2011

Installation Date:  69/02/2011

RPC Date: 10/26/2011

Supervisor Name: RICHARD ¥ WERNER.

Diasnostic Results
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ROUTINE PERFORMANCE CHECK REPORT

[ DataMaster DMT: 123106
Location: Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011 o ,
Installation Date: ~ 10/26/20%t77% ,;q/ 2./ 2
RPC Date: 10/26/2011 “ ff’y&;‘ -
Supervisor Name: RICHARD J WERNER ‘\35‘-’" Ny
ST % o
\fe;‘;:'nonf Depzriment of
Diagnostic Results Accura d Precision Check iealth Laborai‘ory
Concentration ={0.101 g/210L
Lot# =11-41-100 /
Tt T uRdTéns ey 77T S = 0:096=0.106 -
DMT: 1.06¢ / Average =0.106 g/210L,
PIC: 2.05 Std Dev = (.0000
Modem: 2.1
Questions: 2.0 .
’ RF Detection Test -~
TEMPERATURES - Passed
Sample Chamber = 49%.0°C - ' .
Breath Tube = 48.1°C - Sample Acce ce Test 4
Digital Sim = 33.9°C. Passed
SETTINGS '
Lamp Voltage = 1.76 V .
Cooler Voltage = 1.76 Vv .~
Btﬁ;as Voltage = gﬂsv 00T T T T 10.0
Chopper Freq = 536 Hz 0. 05|| —— Aleohol (g/210L) a6
PUMP INFO ; -09)- Flow Rate(L/M) -0
Flow Rate = 4.426 L/M v . 0.08 17 0
DETECTOR INFO
PUMP oN OFF 0.07 8.0
MAX (V)  0.1809 6.1833 ]
MIN(V)  0.179%  ©.1819 0.086 2.0
FILTER INFO \/ 0.05 ) jLJAwJ'] 20.0
Filter 1  0.183 Zero = true ‘ f i
Filter 2 0.673 %Zero = true 0.04 : i ! 16.0
Filter 3 ¢.755 Zero = true I
Q.03 12,0
CALIBRATION CHECK /
Xq = 0.082 0.74% 0.02 ‘j f#.0Q
0,01 ’A - 4.0
Routine Performance Check Passed v 0.00L__ 0.0
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Performed by “O Date 10/26/2011 ;’é’g,x,f/;n/ﬁg. _
' N ) “ ) o T i
Reviewed by g.?’}f Rt /-”.::t g S Date /‘3/'-? / /I {

DMT Serjal Number #123106

Page 1 of 1 10/26/2011 3:25 PM




INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installied by:

123106

Dover PD

08/15/2011
08/15/2011
09/02/2011

STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Defaﬁlt Options Loaded

‘Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.05
Modem: 2.1
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

i n

SETTINGS

Lamp Voltage
Cooler Voltiage
‘Bias Voltage
Chopper Freg

LI I (I

PUMP INFO
Flow Rate = 4.4838

DETECTOR ENFOQ
PUMP ON

MAX (V) -=0.0683
MIN({V) -0.0697

FILTER INFO

Filter 1 -0.0865
Filter 2 0.453
Filter 3 0.528

CALIBRATION CHECK

L/M

OFF
-0.0646
-0.0652

true
true
true

Zero
Zero
Zero

iqg = 0.082 0.00%

INSTALLATION PASSED

Performed by

el —

Reviewed by

gz gl

DMT Serial Number #123106 Mﬁ(ﬂ)“’ Page 1 of 1

Accuracy and Precision Check

Concentration =0.101 g/210L
Lot# =11-41-100

Range - =0.086 - 0.106
Average =0.104 g/210L

StdDev = {0000

RE Deteciion Test

Passed

Sample Acceptance: Test

Passed

0.107 T T 40.0
Alcohel(g/210L}
0.09 Flow Rate{L/M) ~136.0
0.08 32.0
0.07 28.0
0,06] 24.0
C.05b x“ ~i20.0
G. 04} 16.0
0.03 12.0
G.02 8.0
0. 0L f—rtw] 4.0
0.00 f ‘ 6.0

0 5 10 15 20 25 30 35 40 45 50 5E &0

Date 09/02/201 l

Date ?-2-—/“/

09/02/2011 1:39 PM




Qo | Vermont Department of Health Laboratory
A "195 Colchester Avenue, P.O. Box 11235, Burlington VT 05402-1125

‘DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECIINICAL SUPPORT INQUIRY

Agency/Site: Dover PD - : DataMaster Serial #‘: 123106

Date: ___9/29 /2011 Requestor: K. Kimball
Instrument Supervisor: | Phone #:
Taken By: A. Bolduc

Problem: Perform Software Update

Laboratory Response:

Work Performed:

" The software updated successfully. One line of the report indicates that the FTDI SER.DLL did not
update successfully. Per my conversation with Scott @ NPAS, this area of the code refers to the e-seck for the USB
ports and the card reader functionality of the DMT which is not currently in use. Further, none of the code in this -
section of the software was changed as patt of this update therefore the fact that it failed to update is
inconseqguential.

. T !" -/
X OnsSite [ ] In-house _ ' Attachments: 1 pages @ O,b{ A
: | |

Performed By: A. Bolduc @ - Date:  10/3/2011

Final Review: Kirk L. Kimball__ #A4Z fo-y~1/ Date:  _10/04/2011

ALC 626 Rev 3 06/11 ’ Printed on: October 4, 2011 09:29




DMl "UPDATE

TataMater DMT: 123106
cation: Dover PD
2TDI_SER.DLL
CdrvCEDlgs.dll
cdrvcenet.dll
CdrvHF32.d11l
cdrvliibnet.dll
CdrvXF32.dll
customeontrois.dll
dmSecure.xml
DMT . BXE
dmt_utils.dll
DmtSecurityUserData.xml
DrntiUpdater.exe
ICSharpCode.SharpZipLib.dll
interop.prenginecelib.dll
MICRO,DLL '
MicroUtil.dll
MODEM. DLL
PrintCE.dll
state seal.ipg
" StateUtilities.dll
SubClasser.dll
TestTypes.xml
VDHlogo.jpg
VpnComm.d1l1l
ZmlSettings.bak
xmlSettings.xmk

FAILED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
" PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
FASSED
PASSED
PASSED

Rt




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location;
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

123106

Dover PD

08/15/2011

08/15/2011

06/15/2012

10/08/2012

RICHARD J WERNER

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# = 12-70-100
VERSIONS Range =0.095-0.105
pMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 s
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C
Breath Tube = 48.1%¢ Sample Acceptance Test
Digital Sim = 34.0°C Faited
alcohof tine showed movemetit
SETTINGS
Lamp Voltage = 1.76 V
Cooler Voltage = 1.77 V
Bias Voltage = 80 V 0.10 T - 40.0
c F = 5 * y :
hopper Freq 38 He o.08 Alcohol (g/210L) || _ 6.0
PUMP INFO . _ Flow Rate{L/M} .
Flow Rate = 4.451 L/M 0.08}-- 32.0
DETECTCOR INFO
BUMP oH OFF 0.07 [ -28.0
MAX (V) 0.2652 0.2679
MIN(V) 0.2640 0.2657 0.08 ¥ 24.0
FILTER INFO 0.05 20.0
Filter 1 0.266 Zero = true
Filter 2 0.743 Zero = true 0.04 16.0
ilter 3 0.820 Zero = true
7 0.03 - i 12.90
CALIBRATION CHECK
6.01 ”[\f 4.0
Routine Performance Check Failed 0,00 N 0.0
0o 10 20 30 40 50 60 70 80 90
[T W V- M)
Performed by Erin Date 10/08/2012
Reviewed by Date
DMT Serial Number #123106 Page 1 of 1 10/08/2012 11:533 AM
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Status R d Histor
~_atus cCOor 1STOLY 10/08/2012
Status Status
. Test Type Status Message
Date Time ¥p g
GB/07/2012 20:31:04 | DUL Subject Record RESPONSE TIMEGUT
08/11/2012 i7:25:08 | DUL Subject Record Amblent Fall
16/07/2082 01:16:45 DUI Subject Record RESPONSE TIMEOUT
10/087201% 11:52:51 | RPC Record SAMPLE ACCEPTANCE TEST FAILED

DMT Serial Number #123106

Page 1 of 1

10/08/2012 1:14 PM




Log‘On Record Histor

Test Test
Date Time

y

Page 1
i0/ca/ 2012

tial Number 71 23105 Para 1 of 1



DataMaster DMT Monthly Update Check-list

Department/Agency: D ouel P . B DM serial #_ 1 2 310

Date: O 129 /2012

T

Provided

—

L |
% (2 pog  RECEIVED

JUN 3L 2012

[

Operaters-Eoghook
Maintenance Logbook

Breath Summary Report

Ce WCSA
Status Summary Report B/

[]

[]

Calibration Report

Certification Report

Installation Report

Annual Pi‘eventative Maintenance Y3 q,t\J []
| | Samf

Routine Performance Check IE/

Simulator Solution Change ]

Other Reports E]‘/ ]

List other report type and date:

Dede MeSHr Su?Uuls;r Co,\wA \n\‘*o/ MLMSS Q\;‘N LeJ; (L‘\;




. DATAMASTER DMT MA’NTENANCE LOG
30‘”&( R/ - "(2‘3104

DepartmentlAgenqy - - © . DataMaster DMT Serlal Number -~

PERFORMED BY |

DATE | “TYPE OF SERVICE PERFORMED o o T
0 E . P T | (NameandTltle)_ A

R ) -_ DataMaster Slmulator SOlutmn :
i "‘f'f"‘,‘"ﬁ':_’*"t""'j:f Lot # 12“32 100 EtOHaq COIIC 0 100 (i

: | Range: 0.095-0.105 -~ -
[FOT Rpi Preparatios Date:. 10126/2011 _Expires:. 10/26;'2012 ce Label HG!’E‘]

S S S

]
i
i

: OPENED: 2\!5 =

i — - - - -_l
- - - —

[ For RF’C or Simulator Solutlon Change Piace i_abei Here]

) F SRR R S

___________.___‘_.__‘___,Lut#12 -70-100  EtOHaq Conc: 0.100 "

. Range 0.085 - 0.105
[F Or. RF“GPreparatlcm Date: 04/17/2012 Expires: 04/17/2013

DPENED: J’(,M \2, ZOth

;e_._La'.l;Sel 'He're] i

ALC 803 REV 03 08/2011




T 9 W T

DATAMASTER DMT MAINTENANCE LOG |

Deover . 23166

Depa'rtmentlAgent_:y :

* DataMaster, DMT Serial Number

| PERFORMED BY |

A“DAT_E - TYPE OF SERVICE PERFORMED " | (Namelar}d Title)
o ﬁbpl&u_al oﬁuﬁu.hw. P&ch\ Sc,fu—w’\ o
U-‘k Lg_\fb [ 0 wmula§r WM@ngW&abel Here] | -
| Lo

C,ﬂkwc,aﬁ (Odf— SUQMU~5@/ hasl th[

.%b\uuhé\r\ SO (,&MW 2 Lﬂ&‘]‘u”

..@nshua( s Sfﬁl&ﬁ,ﬂ Sb[mﬁd\a MM/J W-——

WC. wﬂ- fqpﬂ’\ olmew 3

O ) .[ F’_or RPC-.o_r‘ Sim_ulat'_or fSoi:uti(')n Change' Pl_at:e Lébe! -Here} ]

TR TR R L 3 k: 4 . )

© ALC 803 REV 03 08/2011
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. . Page 1
Status Record History 062075013
Status Status

Date Time Test Type Status Message
J2/19/2017 02:15:30 | DUT 5ubjéct Record RESEONSE _TTMEQUT
G3/25/2012 17:28:26 | DUL Subject Record RESPONSE TIMECUT
03/27/2012 22:32:11 DUE Subject Record RESPONSE TIMEQUT
DMT Serial Number #123106 Page 1 of 1 06/20/2012 11:08 AM




INSTALLATION REPORT

DataMaster DMT: 123106

Location; Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011
Installation Date:  06/15/2012

Installed by: AMANDA BOLDUC

Default Options Loaded

Diagnostic Results

Accuracy and Precision Check

Concentration = 0,100 g/210L
Lot# =12-70-100
VERSIONS Rangs =0,095-0.105
DMT: 1.01 Average =(.102 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 )
RF Detection Tes{
TEMPERATURES Pagsed
Sample Chamber = 49.2°C
Breath Tube = 48,1°C Sample Acceptance Tesi
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1,76 V 0.10 T i 40.0
Cooler Voltage = 1.76 V Alooh 1(9/2101")
Bias Voltage = 80V 0.09]- onorigretubid . 36.0
Chopper Freq = 527 Hz Flow Rate [L/M)
O] ESUNSNE E———" So—S——— 32.0
FUMP INFO
Flow Rate = 4.512 L/M 0.07 28.0
DETECTOR INFO : A
PUMP ON OFF 0.06 24.0
MAX (V)  0.0309 0.0360 ,
MIN (V) 0.0293 0.0346 0.05 : 20.0
FILTER INFO 0.64 16.¢
Filter 1 0.036 Zero = true N
Filter 2 0.537 BZero = true 0.03 12,0
Filter 3 0.585 Zero = true
0.0z 8.0
CALIBRATION CHECK
Xg = 0.082 0.53% 0. 01 4.0
0. 0G [\ ﬂ J 0.0
0 5

INSTALLATION PASSED

nstbl done o

Y his @PL oot Apm@“/fs/f?—

)Zé’b W Date

Reviewed by Date
Page 1 of 1

Performed by 06/15/2012

DMT Serial Number #123106 06/15/2012 11:25 AM




STATE OF VERMONT
DEPARTMENT OF PUBLIC SAFETY
VERMONT FORENSIC LABORATORY
-P.O.BOX 47
WATERBURY, VERMONT 05676-0047

‘TEL: 802-244-8788
FAX: 802+241+55657 .
E-MAIL: cjsOlab@state.vi.us
www . vil.vermont.gov

DataMaster Supér\(isor Contact Information

| - PLEASE PRINT
Agency/Site - | Dover folice: Qepr -
DMT Serial Number ' 122106
Mailing Address : ’\)_O_ Qo 124
| o | W Dowef VT 0S5 356
Street Address. . : '\2 puke. V0O
' W.Dous ( YT 0S5 356
Phone Number , 62 - kk(o‘\L' 2o 20
Fax Number | g0z - 4ey - g915
List all trained DataMaster DMT Superviéors for your agency:
Name Email Address
7 _ _ , :
' \l'i c/\f\wJ Wernel Eio\a. weer @ S vi-us

Who is the primary DataMaster SupeNisor for your agency?- Q [ "‘&W{ w@’ ne/ |
Has a DataMaster Supervisor recently left your ag.ency? Yes [:I No $ _ Unknown [_]
" If yes, who? ' ' '

Other pertinent information: e.g. New Chief/Sheriff, New Address, part-time, work rotating shifts,
night shifts etc. . ' - ,

N

F-ALC 211 v1 04302012 : i Page 1 of 1




DataMaster DMT Program Move Page 1 of 1

DataMaster DMT Program Move

Harnois, Steven
Sent: Friday, March 02, 2012 8:09 AM

DataMaster Supervisors,

The DataMaster program has now moved to the Vermont Forensic Laboratory, Department of Public Safety,
Division of Criminal Justice Services, My E-mail has not changed it is still steven.harnois@state.vt.us however my

phone numbers have changed, my desk phone is (802) 241 5300, My Blackberry is (802) 585 0509.

Our Mailing Address for Routine Performance Checks is:

Vermont Forensic Laboratory
P.O. Box 47
Waterbury, VT 05676

Our Shipping Address for Simulator Sclution Bottles is:

Vermont Forensic Laboratory
Department of Public Safety
Division of Criminat Justice Services
103 South Main Street

Waterbury, VT 05671-2101

Thank You,

Steven Harnois

https://webmail.state. vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAADInKteYavlTLnY... 03/05/2012




STATE OF VERMONT
DEPARTMENT OF PUBLIC SAFETY
VERMONT FORENSIC LABORATORY

'THL: 802024448788
FAX: 80224145557
0. BOX 47 E-MAIL: cjsOlab{@dps.statevtus
P.O. ) -
WATERBURY, VERMONT 0B676-0047 htp://wrorw.dps.statevtus/cjs/

MEMORANDUM

O DATAMASTER DMT SUPERVISORS; GREG NAGURNEY
FROM:  PEG SCHWARTZ, DIRECTOR ,‘;\}VJQ,)

SUBJECT: DUI SUBJECT TESTS

DATE: 3/14/2012

Tt has been obsetved that testart times and reasons for testarts do not appear on DUI subject test
print outs, This is due to a glitch in the softwate that is cuttently being used by all DataMaster
- DMTsin the State. We ate awate of this situation and are working with the instrument manufactaret
to rectify the problem, As soon as possible we will be upgrading the software in the field,

A new feature for this current version of software is the generation of an electronic PDF, intended to
be a copy of evety feport generated by the instrument. The electronic PDFs of DUI subject tests do
display the gestart information that is absent on the print outs. Since- September of 2011, all
electronic data generated by the DataMaster DMT instruments has been uploaded to the State’s
Attorney website for use as discovery materials in coutt proceedings. Therefore, it is plausible that
differing DUI subject test repoits for the same processing incident may appear in court depending
on how the information was obtained (le. ptint out generated for officer after processing vs.
electronic PDF stoted by DMT insttument and uploaded to the State’s Attosney website). However,
it must be noted that the subject test sesults are the same on both the print out and the electtonic

PDE.




Zontact for DataMaster Issues Page 1 of

Coentact for DataMaster Issues

Harnois, Steven
Friday, March 23, 2012 3:11 PM

JataMaster Supervisors,

lhe time has come to say good bye, my work numbers below will not be working or monitored as of about 3pm today, please
:ontact Trisha Conti at the DPS Forensic Lab for DataMaster Issues, (802) 244 8788 or Trisha.Conti@state.vt.us ,

rhanks for everything and stay safe!
iteve

steven Harnois

state of Vermont
JataMaster Technician
/ermont Forensic Laboratory
Jepartment of Public Safety
Jivision of Criminal Justice Services
LO3 South Main Street
NMaterbury, VT 05671-2101
steven.Harnois @state.vt.us
802) 241 5300 Desk

802) 585 0509 Cell

1ttps://Webmail.state.vt.us/owa/?ae=Item_&t:IPM.Note&id:RgAAAADJnKteYavlTLnYosngCFwaC... 03/26/201-




— SlmuW Iocéc//a7 and

;The. Superv:sor -and Record Admlnlstrator
passwords for your Datal\/laster DMT have‘
changed as of _ (ﬁ](f//z, .. Please contact
Amanda Bolduc(585'-0504) or Trisha Conti (241-
5436) forthe new passwords A S

Lo T WS WL TS N R L L N
FROM: TRISITA CONTI, ALCOHNOI PROGRAM SUPERVISOR
SUBJECT: CONTACT INFORMATION '
DATE: 4/30/2012

Included in this mailing are two bottles of simulator solution, a DataMaster Supplies Request Form
and a DataMaster Supervisor Contact Information form. The Vermont Forensic Laboratory Aleohol
Program will no longer be providing prepaid envelopes or shipping labels. Please fill out the
DataMaster Supervisor Contact Information form and return it with your June Routine Petformance
Check. Items may be emailed (trisha.conti@statevt.us ot amanda.bolduc@state.vt.us) ot mailed to
the address above. Please do not fax your RPC as it must be submitted in color, Thank you for yout
attention and please do not hesitate to contact me if you have any questions. ’

Priaede  2U\-5320




Brown, Steven

From: Werner, Rich

Sent: Monday, June 11, 2012 2:04 PM
To: Brown, Steven; Edwards, Robert
Subject: RE: DataMaster Records

Yes- | will do it soon- thanks, Richard

From: Brown, Steven

Sent: Monday, June 11, 2012 11:08 AM
To: Werner, Rich; Edwards, Robert
Subject: RE: DataMaster Records

Correct, DPD's last update was 2/17/12.
There should be June RPC?

Right?

~ Steven M. Brown

windham County Deputy State's Attorney
*.0. Box 785

~ Brattleboro, VT 05302

802.257.2860 voice

802.257.2864 fax

————— Criginal Message-----

From: Werner, Rich

Sent: Monday, June 11, 2012 9:43 AM
To: Edwards, Robert; Brown, Steven
Subject: RE: DataMaster Records

_|I show that on 02!15/2012 | sent our last report out- | will send another one out when | do our next routine
maintenance check shortly- which Steven had OK'd a while ago- so we are up to date- | thinks it may be a typo on
Stevens' part- Richard
From: Edwards, Robert ‘
Sent: Sunday, June 10, 2012 9:17 AM
To: Werner, Rich
Subject: FW: DataMaster Records

Chief Robert A. Edwards

Dover Police Department

P.O.Box 124

Wast Dover, VT 05356

Telephone: 802-464-8722 Ext 11

Fax: 802-464-8915

E-mail: robert.edwards@state.vt.us<mailto;robert. edwards@state.vt.us>
t




FBI NA Session 202

From: Brown, Steven

Sent: Friday, June 08, 2012 844 AM )

To: Szarejke, Joseph M.; HopkKins, Rlchmond Edwards, Robert; Favreau, Paul, Lake, Ronald; Hebert, NlaryBeth
Keith Clark; Wrinn, Eugene

Cc: Shriver, Tracy; Cay, Susan; Gartenstein, David

Subject; DataMaster Records

Hello,

Would you please remind your DM Supervisors they need to send updated records to our office. This is not optronal
At a minimum, we should be receiving quarterly updates which should include:

Breath Summary Report

Status Summary Report

Check Up and Maintenance Log

RPCs '

Simulator Change Reports

Any other related records, including emails

List below is the last time | received an update from each agency:

Windham County Sheriffs 11/28/11
Dover PD 217111

VSP Rockingham 2/17/12

V'SP Brattleboro 12/15/11

Bellow Falls PD 11/14/11

Vernon PD 2/156/12
Wilmington PD No updates since the instrument has been replaced Brattleboro PD- up to date

Please let me know if you have any questions.
SMB

Steven M. Brown

Windham County Deputy State's Attorney
P.C. Box 785

Brattleboro, VT 05302

802.257.2860 voice

802.257.2864 fax




Brown, Steven

Srom: Brown, Steven

jent: Friday, June 08, 2012 8:45 AM

To: Srarejko, Joseph M.;.Hopkins, Richmond; Edwards, Robert; Favreau, Paul, Lake, Ronald,
: Hebert, MaryBeth; 'Keith Clark'; Wrinn, Eugene

Cc: Shriver, Tracy; Cay, Susan; Gartenstein, David

Subject: DataMaster Records

Hello,

Would you please remind your DM Supervisors they need to send updated records to our ofﬂce This is not optlonal Ata
minimum, we should be receiving quarterly updates which should include:

Breath Summary Report

Status Summary Report

Check Up and Maintenance Log

RPCs .

Simulator Change Reports

Any other related records, including emails

List below is the last time ] received an 'update from each agency:

Windham County Sheriffs 11/28/11
Dover PD 2117111
VSP Rockingham 2/17/12
VSP Brattieboro 12/15/11
Bellow Falls PD 11/14/11
"'ernon PD 2/15M2
Jilmington PD No updates since the instrument has been replaced

" Brattleboro PD- up to date

Please et me know if you have any questions.

SMB




DataMaster DMT Monthly Update Check-list

Jepartment/Agency: D“-"J-’Cf () . DMserial# ‘&3 \0C

Date; 02 /\S [2212

Provided None this month

]

Operatorstogbook o
Maintenance Logbook ' } e ?3!}72
Breath Summary Report

Status Summary Report
Calibration Report

_ertification Report

Installation Report

Annual Pi‘eventative Maintenance

Routine Performance Check

Simulator Solution Change

0 NO0000QE Q)
O D0DO0ORAQROODOT

Other Reports

" List other report type and date:




DMT Sertal Number #123106

Page 1 of 1

L On R d Hist b
og n ecor 1STOry 02/15/2012
Test ' Pest Name
Date Time
L _.26/2011 14:43:08 Supervigor
11/07/2011 10:15:04 ¥irk Kimball
11/07/2011 10;16:52 Kirk Ximball
01/03/2012 13:57:38 supervisor
02/15/2012 15:40:58 Supervisor
02/15/2012 4:30 PM




Status Record Hist s
a us ecor lS Ory 02/15/203.2
Status 'status
s T e
Pate Time est Typ Status Message
' . ./24/2011 20:50:19% DUI Subject Record RESPONSE TIMEOUT
12/24/2011 20:55:20 DUI Subject Record RESPONSE TIMEQUT
01/15/2012 17:53:34 DUI Subject Record RESPCNSE TIMEOUT
|
Page l of | 02/15/2012 4:29 PM

DMT Serial Number #123106



ﬁwwmmﬁﬁ

Record Histor o
% 02/15/2012

Test Test Agenc Operator Name Alcohol Alcochel sim. Sim. Status Message
Date Time 9 ¥ P val. 1 val. 2 Conc. 1 Conc. 2 g

1573072011 01:51:09] DOVER ED WMICHREL & ARBOGAST REFUSED 5.103

10/30/2011 03:17: 15| WILMINGION PD 1 MURBNG REFUSED 0.104

11/20/2011 03:06:40, wilmington FYAN D WASHEURN 0.102 0.059 0.101 0.101

1272472011 20:27:03] DOVER PD TAN N GALLUP 0.101 RESPONSE TIMEGUT

12/24/2014 20:52:06] DOVER FD TAN N GALLUE 0.101 FESFONSE TIMEOUT

12/2472011 20:50:48| DOVER PD TEN N GALLUP 0.139 0.147 0.100 3.09%

T5/28/2001 13:06:13) state police KURT W WAGENBACH 0.061 0.100

12/31/2011 04:25:49] DOVER _ED JEFF E HULON REFUSED §.099

GL/0L/2012 01:36:09] WILMINGTON ED ¥ MORARC 0.092 0.092 0.089 0.089

51/0372012 00:18:24| DOVER FD MICHAEL F ARBOGAST 0.120 0.120 0.087 0.099

01/08/2012 00:32:33] NILMINGTON PD ¥ MURANO TNTERFERENCE 0.100

01/08/2012 00:55:02| WILMINGICH BD M MURENO TNTERFERENCE | INTERFERENCE | 0.099 0.098

01/15/2012 17:50:21| WILMINGION FD M MURANO 0.097 RESEONSE TIMEOUT

01/29/2012 00:47:46] DOVER ED TAN N GALLUF REFUSED 7.088

02/06/4012 00:21:00] DOVER PD JEFF P HUDON G.173 §.178 0.086 T.087

02/09/2012 14:40:51| DOVER ED VMICHREL B ARDOGAST BEFUSED C.0%6

0271072012 15;23:52| wilmington CHELSEY GALLUT 3. 10 0.097

DMT Serial Nun 123106

of I

2/15/2012 4:29 PM



DATAMASTER DMT MAINTENANCE LOG
(_)c:ue(‘ PV/Y) '

(23(0C.

Department/_Agency R , : DataMaster DMT Serial Number

DATE

'TYPE OF SERVICE ,PERFORM ED

' PERFORMED BY

(Name and Title)

,m(oS/\Z;, M 1 hoot -

{ For RPC or Simutator S ion Change Place Labesl Here]

DataMaster Simulator Solution o
Lot#12-32-100  EtOHq Cong: 0.100 oo

- Range: 0. 095 - 0.105
{ F_OF : RP{ Preparation Date: 10!26/2011 ~ Expires: 10/26/2012 Ce Labei Here]

OPENED 2\15 ll‘l-

[ For F{PC or SJmUIator Solutlon Change Place Label Here]

. [ For RPC or Simulator Soiutson Change Place Labef Here] 1

ALGC 803 REV 03 08/2011




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106
Location: Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011
Installation Date:  09/02/2011
RPC Date: 02/15/2012
Supervisor Name: RICHARD J WERNER
Diagnostic Résults Accuracy and Precision Check
Concentration =0.100 g/210L
Lot# =12-32-100
VERS IONS Range =0.095-0,105
DMT: 1.01 Average =0.103 g/210L
PIC: 2.05 Std Dev = (.0000
Modem: 2.2
Questions: 2.9 .
RF Detection Test
TEMPERATURES Passed f\ore - s k b‘-—»(
Sample Chamber = 49.1°C
Breath Tube = 48.1°¢C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage =1.76 Vv
Cooler Voltage = 1.76 V
Bias Voltage = 80 v 0.10 ; ; : : ; 40.0
Chopper Freqg = 537 Hz J - ) :
.09 ?icoholég/QlOL} i 16.0
PUMP INFO ow Rate(L/M)
Flow Rate = 4.495 L/M 0. 08| - 32.0
DETECTOR INFO
PUMP ON OFF 0. 07 | 28.0
MAX (V)  0.2193 0.2217
MIN(V) 0.2183 0.2207 SR A s R s B S A 24.0
FILTER INFO 0 . 05 ........... fl" v'/(\ A, 20 0
Filter 1 0.221 Zero = true
Filter 2  0.701 Zero = true 0.04 |- } 16.0
Filter 3 0.784 Zero = true } \
0 . 03 ........ 12 . O
CALIBRATION CHECK /
Xq = 0.082 0.95% 0.02 8.0
Routine Performance Check Passed 0.00 J-I 0.0
9 5 10 15 20 25 30 35 40 45 50 55 60
"ZaVatt Fa
Performed by C%(A) Date 02/15/2012
Reviewed by Date
DMT Setial Number #123106 Page 1 of 1 02/15/2012 4:25 PM




DataMaster DMT Monthly Update Check-list

Department/Agency: chf& Pv D DM serial #: IQ~3 {06

Date: 10 126 [ 20l}

Provided None this month

OperatorsTogbooK S —t
Maintenance Logbook [E/ | ]
Breath Summary Report @/ | L]
Status Summary Report IE/ []
Calibration Repott ]
Certification Report [] E/
Installation Report B/ []
Annual Preventative Maintenance ] [E/
Routine Performance Check B/ ] |
Simulator Solution Change E'/’ []
Other Reports [] []

List other report type and date:




DATAMASTER DMT MAINTENANCE LOG

ﬂ@ver /QO// 12316k

Department/Agency

DataMaster DMT Serial Number

" DATE -

PERFORMED BY

TYPE OF SERVICE PERFORMED " (Name and Title)

DataMaster Fxt. 5id, Solution = =

: t Lot#11-41-100 EtOH,, Conc: 0.101 .

) 7 Range: 0.096 - 0,106 - T

% / |, Preparation Date: 0612972011 Expires: 0629/2012 an%e Place Label Here] 6&} = A

/1l | oeenED: @/2/ 7% e gel ZJMfﬂcpxﬁ
ff’\ f.’ Ta / ﬂ@f— ) ) ' A[],{/%_' ;_2._?”;}
p./"@(: ao/oz e "C/ S

DataMaster Ext. Std. Solution
Lot# 11-41-10G EtOH,, Conc: 0.101

.......................

Range: 0.096 - 0.106

[Fcf RF’d Preparation Date: 06/29/2011 Expires: 06/29/2012 1€ Label Hei’e]

OPENED:

R { For RPC or. S;mulator Solutlon Change Place Label Here]

FETPEEELEELLSSIIIINIIDITSDIISIONIsec00000~2d G u

" ALC-803 REV 03 08/2011 -
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Status Record History

Page 1
10/26/2011

Status Status
J Date Time Test Type Status Message

08/10/2011 14;08:50 Calibration Record Calibration Error
08/11/2011 13:45:45 Accuracy & Precision Records Simulator Timed Qukt
08/11/2011 13:49:46 Accuracy & Precision Records Simulator Timed Qut
08/11/2031 14:G7;17 Accuracy & Precision Records Simulator Timed Out
08/11/2011 14:09:26 Accuracy & Precision Records Simulator Timed Out
08/11/2011 14:40:0L Accuracy & Precision Records Simulator Timed Out
08/11/2011 15:04;01 Accuracy & Precision Records Simuiator Timed OQut
08/12/2011 14:21:06 Accuracy & Precision Records Simulator Timed OQut
08/12/2011 14:59:25 Accuracy & Precision Records Simulator Timed Out
08/15/2011 07:43:59 Accuracy & Precision Records Blank Brror
08/22/2011 11:01:07 Accuracy & Precision Records Simulator Timed Out

DMT Serial Number #123106

Page 1 of 1

10/26/2011 3:37 PM




INSTALLATION REPORT

DataMaster DMT: 123106

Location; Dover PD

Calibration Date:  08/15/2011
Ceriification Date; 08/15/2011
Installation Date:  09/02/2011

Installed by: STEVEN E HARNOQIS

Site meets specification in doc P-ALC-210

Default Options Loaded
Diagnostic Results

Accuracy and Precision Check

Concentration =0.101 g/210L
Lot# = 11-41-100
VERSIONS Range =0.096 -0.106
DMT: 1.00 Average =0.104 g/210L
PIC: 2.05 Std Dev ={,0000
Meodem: 2.1
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49,2°C
Breath Tubeé = 48.1°C Sample Acceptance Test
Pigital Sim = 33.9°C Passed
SETTINGS o Lo Ty T T ,é i 40,0
Lamp Voltage = 1.76 V ) Alcohol (g/210L}
Cooler Voltage = 1.77 V 0.09- Flow Rate(L/M) 36.0
Bias Voltage =80 V
Chopper Freq = 528 Hz 0.08 32.0
PUMP INFO 0. 07 bbb 8.0
Flow Rate = 4.488 L/M
DETECTOR INFO 0.06 24.0
PUMP oN OFF 1.
MAX (V) -0.0683 -0.086406 0.05 20.9
MIN{(V) ~0.06%7 -0.0659
0 . 04 ........................ 1 6 . O
FILTER INFO \ '
Pilter 1 ~-0.065° Zero = true
Filter 2 0.453 Zero = true 0.03 ! iz.0
Filter 3 0.528 fZero = true i
0.02 . S 5 UL RPN SRRV STV JUVNUPTIE SOV 8.0
CATLIBRATION CHECK
Xq = 0.082 0.00% 0.01 JEL AU WU 118 U N N N & S O S 4.0
0.00 /V 0.0
0 b 10 15 20 25 30 35 40 45 50 55 &0
INSTALLATION PASSED
Performed by ﬁ%%ﬂ-ﬂ_—; Date 09/02/2011
Reviewed by W,{ %% Date G2/}
DMT Serial Number #123106 Page 1 of 1 09/02/2011 1:39 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: Dover PD

Calibration Date:  08/15/2011
Ceritfication Date: 08/15/2011

Installation Date:  10/26/2011

RPC Date: 10/26/2011

Supervisor Name: RICHARD J WERNER

Diagnostic Resulis Accuracy and Precision Check
Concentration ={.101 g/210L
Lot# =11-41-100
VERSIONS Rangc =(.096 - 0.106
DMT: 1.00 Average =0.106 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.1

Questions: 2.0

RF Detection Test

TEMPERATURES Pagsed
Sample Chamber = 48.0°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°¢C Passed
SETTINGS
Lamp Voltage = 1.76 v
Coolexr Voltage = 1.76 V
Bias Voltage = 80 V 0.10 T T 1] 40.0
Chopper Freq = 536 Hz e
0.09 Alechol (g/210L) | | 36.0
PUMP INFG Flow Rate(L/M)
Flow Rate = 4.426 L/M 0.08 320
DETECTOR INFO
PUMP ON OFF 0.07 28.0
MAX (V) 3.1809 0.1833
MIN(V)  0.1799  0.1819 0.06 2¢.0
FILTER INFO 0.05 Mfop—|20.0
Filter 1 0.183 Zero = true ﬂ I / J‘
Filter 2 0.62> » = true 0.04 16.0
Filter 3 # true | l
0.03 12.0
CALIBRATION CHECK /
Xq = 0.082 0.74% q.0% 8.0
0.01 I" (j 4.0
Routine Performance Check Passed 0.00 } 0-0

0 5 1C 15 20 25 30 35 40 45 50 55 60

Performed by E D enma s Date 10/26/2011

Reviewed by Date

DMT Serial Number #123106 Page 1 of 1

10/26/2011 3:26 PM




