VERMONT FORENSIC LABORATORY

PO BOX 47

WATERBURY, VERMONT 05676-0047
TEL: 802-244-8788

FAX: 802-241-5557

Bt fvil vermond. oy

' DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: ___ Rockingham VSP - DataMaster Serial #: 123006

Date: 4/20 /2012 Requestor: A, Boldﬁc

Instrument Supervisor: -_Deglauriers, Kate - Phone #:

Taken By: A, Boldue ‘

Problem; Received an affidavit request from a prosecutor with an unusual alcohol profile
on the DMT ticket

Laboratory Response: _Requested supervisor to attempt to download the data to a thumb
drive, the supervisor was unable to download the data, Supervisor put unit out of service.

Work Performed: 4/23/12 ALB went to ageney to download the data, found no mechanical
defect apparent with the unit, observed several unusual alcohol profiles on subject test resulis.
Downloaded the memory for further investigation, left unit out of service, Consulted with NPAS

egardmg results, sent copies of tickets for review.
4/24/2012 Unit sent to NPAS for repair due to lack of technician at VFL

5/4/12- Spoke to Chris at NPAS, he hag been unable to recreate eITor condition noted. He will
speak with Dave on 5/7,

5/7/12~ Spoke to Dave at NPAS. He found the 5-way valve did not pass their testing protocol for
feak-checking so it was replaced.

5/17/2012 Received unit from NPAS. Unpacked and ingpected unit, powered on.

5/18/2012 Calibrated and certified instrument. Monitored voltage in tech-mode attempting to
recreate etror condition. I was unable to recreate error condifion,
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CALIBRATION REPORT

DataMaster DMT: 123006
Calibration Date: 05/18/2012

Calibrated by: AMANDA BOLDUC

Lot: 12-71-100

Ca = 0,100

CAL = .990995 0,800 <= CAL < 1.200
bl = 0.000 0,000 <= bl < 0,004
bz = 0.005 0,002 <= b2 < 0,010
b3 = 0,000 0,000 <= b3 < 0.004
Xq = 0,118 0,050 <= Xq < 0,200
azl = 1,160219 1.050 = a2% < 1,300
a3l = 0.446460 0.300 <= a3l < 0.800
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ACCURACY & PRECTSION REPORT

STATE OF VERMONT

DataMater DMT; 143006
Date: 05/18/2012
Time: 09:50:47

SUPBRVISOR NAME:
ALB CAL CHECK

SOLUTION LOT #: 12-39-100
SOLUTION CONCENTRATION: 0.100

BLANK TEST 0.000 09:51
CALIBRATION CHECK PASSED 09:51
SIMULATOR VAPOR 34.2°C 0.100 09:52
S5IMULATOR VAPOR 34,1°C 0,100 09:53
SE¥MULATOR VAPOR 34,2°C 0,101 09:54
S5IMULATOR VAPOR 34,2°C 0.101 09:55
SIMULATOR VAPOR 34.2°C 0.101 - 09156
STMULATOR VAPOR 34,2°C 0,100 09;:57
SIMULATOR VAPOR 34,1°C ¢.101 D9:58
SIMULATOR VAPOR 34,2°C G.101 09:59
SIMULATOR VAPOR 34,1°C 0,101 10:00
SIMULA'POR VAPOR 34,1°C 0,108 10:01
BLANK TRST 0.000 10:02
Average = 0,100
Std Dev = 0,000

’ g I!{ s

7 : . NP AW AT
Gt o s
1 [ = B
b i} a“\ § f-‘ { 5‘;\ }is‘r \
E"‘;.,-\‘ f\\}\ f W

] .
e 3 £y

oot v e

DMT Sevial Number #123(06 Pugo 1 of §

el

FHST-RUNAN-SRAINING MOT

0,20[*mj7 - - Y
0.18] : =, 1
0.12 S i A0
0.08) i 5
0.04)f : L S . 8,0
0.06{4 . : I e a0
] 5 10 15 20 25 30
0.20 - T 40.8
0,16/ 32,9
0.12 240
o.o8t i6.4
0'04 i P H, 4
0. colf— ! i P
zZ0 258 30
D20 — : : ; 0, 0
0,16 5 ; L0
0.1z e 74,0
0.08 w f 16,9
0.04 q o : i}
P T
0 5 10 15 20 25 30
0. 20T . —-- I,
0.16)-+- 0 e LYt
¢.12f - 5 GO
0.08 Lin, 12
0.04if - a6
o007 T z . Gl
5 10 15 70 25 30
0.20 ; - - IR
0,16 i ! e a
0,12 P AL
0.08 L
9.04|1 YT
0,004 . ; ET
o 16 20 25 30
O.20r : ; 4.0
0,16} 32,0
0,12} g0
0,08 i ph, 0
0.04 | ¢ : 2.0
a.00y ; : . O,
15 20 25 30
0,20 - : T AU
Q.16 -,SI." 3
0.12 Jea.n
0.08 I U
0.04] 5 RS L AST
0.80 i H ; . : S F's B )
0 15 20 25 30
0.2007 . T . i
0.16F o - : RE
0,12 oo S
o.08) 7 i .0
0.04 R B 5 #,
c.oolf .~ = - ‘ . Ll
0 ] 10 16 20 25 20
0,200 - " i%.on
0;].6 . 400
0,12 ; EEE
0,08 ; : 16.4
0,04 f . 18-
o.colf0 . H . : .G
0 5 10 15 20 25 ag
Q.20 T 7 T SAERRL
0,16} i VR
0,12 PET
0.08]f Lin, 0
0,04 f o e o
0 Bl - : _ i
0 5 106 15 20 25 30

0S/18/2012 10:03 AM
(S P




Q. 20—
0.16( -

0.1z : o T B R

0.037 v ' . ] . e ‘ )
0. Qolf T e ! gL

4] 5 10 15 20 25 30
G.20f T o T s Y BRI
T T e I R 3.0
O0.12| :

0.00) T D e
0041 A S
O R -

0,20
0,16

)‘-\CCURACY & PRECISTION REPORT ] 0,12

o]

o

—
=
P
(%24
~
=}
[
ot

0,08 6.0
STATE OF VERMONT 0,04 R 1 5.0

DataMatexr DMT: 123006

L Lk ok o L e B R e L) 0‘20 :

Date: 05/18/2012 0,16} ; iz.n

Pime: 10:07:25 0.121" : A

SUPERVISOR NAME; 0.08 S
ALB CAL CHECK 0,04} ' B
0,00 o4

SOLUTION LOT §; GUIH 11250 . )
SOLUTION CONCENURATION: ¢.10 g-fg DU T : SRR
) R O ORI S ; L s
BLANK TEST 0,000 10:;09 0,12 et - : '
CALIBRATION CHECK PASSED 10:08 0.08 pbmass
SIMULATOR VAPOR 34.1 0. 04
SIMULATOR VAPOR 34.1 o 00 b TR,
SIMULATOR VAPOR 0.099 10:10 - S— o '
SIMULATOR VAPOR 0,099 10712 0.20 _
SIMULATOR VAPOR 1 616
S MULATOR VAPOR )
SIMULATOR VAPOR 0.099 10:15 Q.12
SIMULATOR VAPOR 34,2 0,100 10:16 0.08] ("
SIMULATOR VAPOR 34.2 0.100 16517 | o.0sl-
SIMUTLATOR VAPOR 34,2 $.099 10:18 .00t
BLANK TEST 0,000 1G:19
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CERTIFICATION REPORT

DataMaster DMT:
Calibration Date:
Certification Date;
Certified by:

Diagnostic Regults

VERSIONS
DMT; 1.01
PIC: 2,05
Modem: 2.2
Quastions: 2.¢
PUMPERATURES

Sample Chamber
Breath Tube
Pigital Sim

ugos

SPTINGS

Lanp Voltage
Cooler Voltage =
Bias Veltage
Chopper Freq =

"

b}

PUMP INFO
Flow Rate = 4,955

DETECTOR INFO
BUMP oN

MAX (V) 0.0789
MIN{V}  0.0778

FLLTERR INFO
Tiltaer 1
filter 2
Filter 3

0.082
0.532
1.276

CALIBRATION CHECK
Xg = 0,118 .30

DMT Serinl Nombar #123006

123006

05/18/2012
05/18/2012
AMANDA BOLDUC

L. v
1.68 Vv
80 v

535 Hz

L/M )

ary
0.0831
06,0815

dero =
darce = true.
Zere =

%

Options

OPTIONS
nilts
Alechol. . vavincnen
Simunlatox
Tolerance Check.....
Standard Type..
Nominal.,..ooeeeneay
Digital Simulator...
Subject
Ask QuestionsS.......
Nuwber of Testa.....
Alcohol Display.....
Volume Ddsplay......
Quexy Refugal.......
Coplag.. vuvu.
Simulator Before....
Simulator Between...
Simulator After.....
Observation Fime....
Supervisox
Number of Tests.....
Calibration

Te s ey

X

Standard TypPad.... s

Nomdinal. .

L

Nominal {Dry Gaa).....

Nuwber of Tesats.....
Printer

Printer On......... .
Software Configuration

pata Collection......
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Linecarity Check Resulis

True Value  Reported Average Std Dev

0.019210L  0.019 y210L
Lot # 12.78.020 :
0.079 2101, 0.080 g/240L
Lot # 12-74-080

0.160 g210L  0.161 g/210L
Lot #f 12-53-160

0.404 y210L  0.401 g/210L
Lot # 12-62:400

REem i

Acetone Interference Test

Lot # 12950801~ 17 10} . ¢40f

Interference Detected

Month Alcohiol Test
Maouth Aleohol Detected

RE Detoction Test

Passed

Sample Acceptance Test

Passed

CERTIFICATION PASSED
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B th R d Hist
rea eCOor 1SCTOory 04/23/201%
Test Taest _ : X Rlcohol Alcohol Sim. _ Sim. N
Date Time _ Agency  Operator Name val. 1 Yal. 2 Conc. 1 | Conc. 2 Status Message

G8/03/2011 12:15:07] ROCKINGHRAM V5P ZRYSON N H.azd..mqﬁm $.063 0.06% §.098 0.089

(0870472011 15713:35] ROCKINGHAM V5P BRYSON N LUNLERVILLE REFTUSED 0.097

08/21/2011 02:35:05; ROCKINGHAM VSP MICHAEL S m| u,z INVALLID 0,057

05/21/2011 02:54: 49 ROCKINGHAM VSF MICHAEL & STUDIN .18 0.192 G-087 G.057

09/23/20L% JLlr30:27] ROCKINGHAM V&P JONATHAN J GREEAM 0,159 N 0.038

(872372011 17:4952¢] CHESTER ED WILLIAM D FRANK 0 25¢ 0.256 0.035 §.49%

10/88/201L 01:47:01 ] ROCKINGHAM VSP MICHAEL STUDIN INCOMPLETE 0.128 0.096

10/08/2011 10:42: 14} ROCKINGERM VaP BRYSON N DUNDERVILLE q9.093 0.092 0.098 0.058 i

10/2372011 00:22:55] ROCKANGRAM Vop KEVIN P HUGHES U TvCOMRLETE RECUSED 0.035 i [
10/25%/2011 01:07: ROCKTINGHDM V52 ﬁnﬁtr 5 STUDIN 0.081 0.07€ 0.103 0.163 H RSN
10/258/2011 G2:2B:32] chaster pa D MaBUR G.115 §.102 RESPONSE TiMEDUT Wi
T0/26/2011 C2:337 45! CHESTER FD TADE WiisOR 0.118 C.103

1G/30/2011 22:38: 21| ROCKINGHAM VSP KEVIN P HUGHES 0.102 0.00E G102 C.102
T10/730/2011 23:30: 17| ROCKINGHAM V8P MICHARL § STUDIN 0.064 G.1C

10/307201L 23:57:51| ROCKINGHAM VSF MICHAEL 5§ STUDIN 0.055 D.i%2

1370372 02:17:43| ROCKINGHAM VST MICHREL § STUDIN INCOMPLETE INCOMPLETE 5.102 ,

311/10/2011 02:35: 05| ROCKINGHAM VSP SGT ANTHONY ERENGCH G124 0.102

13/1G/2011 03:06: 12| ROCKINGHAM VSP TIMOTHY J GOULD 0.092 $.090 0.102 §.101

11/11/201% 04:413153| SELLOWS FALLS ED TOPD M MRYLER 0.301 0.093

11/26/2011 04:35:41| ROCKINGHEM V5P KEVIN © HUGHES C.096 0.100

11/26/2011 17:43:34] ROCKINGERM VSE PRUT. DERN 0.26% 0.100 5
11726/ 2015 20:10:32] ROCKINGEAM VeP SEREMY W _DETERS 0.063 §.1a0 - s
T1/26/2011 23:59:368] ROCKINGHAM V3D JEREMY W DETERS G.124 0.127 9.140 G.100 - P
11/27/2011 G7:15:32] ROCKINGHAM VSP ANTHONY ERENGH 0.145 0.144 0.191 §3.1G6C

12/04/2011 01730:18] ROCEINGHAM V5P MATTHEN J GTELVES 0.115 0.09% -~ F
Fi271072611 22:18:04] chester TADD E wilsum 0.071 0.101 T
T12/11/203% 01:32:34] ROCKINGHAM VSE JONATEAN & m»ym.é 0.100 REGPONSE TiMEOUT =
1 12/711/2011 02:06: 07| ROCKINGHAM VEP JONATHAN J GREHAM REFUSED 0.100

271172081 02:28: 23 ROCKINGIHAM VSP JONATHAN J GRAHAM 6.134 G.13¢9 0.039% 0.200.
(22/i8/2C3i1 02:36:05 | ROCKINGHAM VSE ENTHONY FRENCH G.178 0.100
(1272372011 01:23:11] ROCKINGERM VOP ANTHONY EREWCH 0,082 0.088 3.100 0,100 i
12/28/2011 02:02:37[ RCCKINGHAM VSP MICHAEL S STUDIN 0.2158 0.638 LY
0172872012 02:03:40] ROCKINGHAM VSP MICHAEL § STUDTN REFUSED 0.038 . i
01/26/2012 U2:23:05] ROCKINGAM Vep MICHAEL § STUDEN 0.225 C.0398 RESCONSE - TIMBOULT

01/29/2012 02:15:28] 3ELLOWS FTALLS PD TODD M MAYER §.12% 0.125 3. 038 0.035

01/29/2012 02:53:11] ROCKINGHRYM V8P JAXE B BLOOM G088 RESEONSE TIMECUT

§1/25/2012 02:55: 0% | ROCKINGERAM V8D JRKE 8 BLOOM REFUSED 5.098 . i

02/06/2012. oonmmn G0] ROCKINGHAM VSD VMARITHER J STEEVES §.125 G.124 D.088 5,088 =
G2/06/720612 1:28:37] ROCKINGHAM V5B MICOAEL & STGLAN 5. .01 §.108 G087 G. 088 N
02/11/201%7 }.$ 18] ROCKINGHAM VSP MICHAEL S STCAUIN REEUSED §.087 )
02/17/2032 20:03: (6] ROCKINGHAM VSP MICHAEL § STUDIN 0.07% 5.080 0.0%9 G.089 o~
32718/2012 03:44:20! ROCKINGHAM VSP MICHREL S $TUDIN INCCMPLETE 0.088 §.088 §.a00 o
C2/16/2012 11:28120] CHESTER oD JEFFERY C HOLDEN 0.213 3.058

G2/2772012 23:57:46] ROCKINGHAM V8P MATITHEW J STEEVES TNVALID 60587

om\.wm\mmuw 00:18:08] ROCKINGHAM VSE VATTHEW J STEEVES 5,016 5.08a

03/02/201 21:20:15] ROCKINGHAM VSP JAKE E BLOOM _352 i G.687

B.SSSN 19:47:01] ROCKANGEAM V&P MATTHEN J STEEVES 0.213 0.637

03/04/2012 01:59:08) ROCEINGHAM ver XEVIN P HUGHES 0,162 §.167 0.098 §.087

03/1i72012 06:00:04] ROCKINGEAM Var MRTTHEN J STDEVES INTEREERENCE 0,087 RESPONSE TIMEOUT

03/11/2612 06:27:02{ RCCKINGHAM VSZ MATTHEW J STEEVES INTERFERENCE 0.098

0371172012 20:43:42] ROCKINGHAM VoE MATTHEW J SToEWES 0.107 0.LL2 0.037 0,056

03/16/2012 02:50:22 | ROCKINGHAM VAP JAKE B BLOGM INTEREERENCE - G.057

G3/16/2012 03:11:27| ROCKINGHEM VAP JRKE B_BLCOM 0.073 0.098

03/17/2012 '17:27:58] chester pg JEFFERY  HOLDER G.0a7 RESPONSE TIMEOGYT

03/17/2012 17:45:37| CHESTER ED JEFFERY € HOLDEN INCOMPLETE 0.258 ¢.098 0.336 B
owhmhowm 15:02: 151 ROCKINGHAM V&P JAKE B BLOCH G. 000 G.033

0372472012 08:04:20] POCKINGHAM VSE ERIC J VITALL REFUSED G.0%8 -

B3/25/20.2 02:45:51| ROCKINGHAM VSP MRTTHEW 4 STEEVES 3.117 0.0%8

0476272512 G0:354:23] ROCKINGHAM VSP JAKE B BLOOM 0.201 ¢, 181 0.057 C.G96

04/08/Z61z 01:04:44] ROCKINGEAM YaP TIMOTHY J GOULD 0,115 0.087

-Da/18/2012 72:28:37} ROCKINGHAM VS MATTHEW J STLEVES REEUSED 0.098
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Status Record History

Paga 1
04/23/2012

Status

DT Serial Numher #123006

Status
Date Time Test Type Status Message
08711 /2011 13712:21 | Accuracy & Precislon Records Simuiator Timed out B
08/11/2011 14:14:08 | Aecuracy & Procision Records Simulator Timed Qut -
08/11/2011 14:51:58 Accuracy & Precialon Records gimulator Timed Outb
08/11/2013 15114145 Accuracy & Preclslon Records Simulator Timed Out B
0e/11/2013 15:17:12 ncclracy & Precislon Records gimulator Timed Qut
;Qp/ll/2011 153:16:33 Accuracy & Precision Reoords Simulator Timed Out
06/11/2011 15:42130 | Accuracy & Precision Records simulator Timed Out
0B/11/2011 15:44:52 Accuracy & Precisicon Records simulator Timed Qut
08/11/2011 15:47:32 Accuracy & Preclisicon Records Simulator Timed Out
08/11/2011 15:49:53 | Accuracy & precision Recoxds Simulator Timed Out
06/11/2011 15:52:49 | Accuracy & Preclsion Records Simulator Timed Out
08/11/2011 16:15:23 | Accuracy & Precision Records Simulator Timed Oul
08/12/2011 15:08:2¢% Accuracy & Precisiom Records Simulator Timed Out
08/15/2011 09:58:08 |Accuracy & Precislon Records Simulator Timed Out
(6872372011 11107116 | Accurdcy & Preclsion Regords Simulator Timed Out
08/24/2011 14:54:45 | hocuracy & Precision Records Simuiator Timed Out T
16/23/2001 02:32:43 | DUT Subject Record RESPONSE 7I1MEOUT o o
1271172011 01:35:46 | DUT Subject Record RESPONSE TYMEQUT -
01/28/2012 02:2B:36 | DUI Subject Record RESPONSE TIMEQUT B T
01/29/2012 02:56:24 DUI Subjecl Regord RESPONSE TIMEOUT N
63/11/2012" 06:04:25 § BUL subject Record REGFONSE TIMEOUT o
03717172012 17:31:13 PUI Subject Record RESPONSE TIMEOUT
;
1/ 7 AN Paes 1 of 1 [ 04/23/2012 10:39 AN




— Alcohol {g/210L}
Flow Rate(L/M)

DUL SUBJECT TEST ' o »

STAYTE OF VERMONT

DataMater DMT: 123006
Locationi Rockingham VSP
Ccertification Date: 08/22/2011 0
Installation bate: 09/02/2011 ’
Date: 09/21/2011 ; . | : __ .
Time: 02:35:05 \ ; : : : :

SUBJECT NAMB: . . N : : 5 : )
JACOB C CHASE 0. 05 s e : S { N T

DOB: 03/17/1988 AGE: 23 ' :\ :

GENDER: M o

LICENSE f: 9222457 VT P

CASE #: 11D102896 - 0. 60 ; ; ] : P {
TIME OF OPERATION: 01:12 5 : : ; 50 £5 30“-?
LOCATION OF INCIDENT: ‘ _
CEMETARY ROAD
TOWN: WEATHERSFIELD
COUNTY: WINDSOR

o
=
=1
=
23

TEST OPERATOR NAME:
MICHAEL 5 STUDIN
AGENCY: ROCKINGHAM VSP

BLANK TEST 0,000 02:36
CALIBRATION CHECK PASSED 02:36
SIMULATOR VAPCOR 33.9°C ¢.097 02:36
BEANK TEST 0,060 02:37
SUBJBCT SAMPLIE INVALID 02:37

All aleohol values reported in g/210L
Sim. Vapor Concentration 0,100

Sim. Vapor Range 0.095 - 0.10%
Lot {ff: 11-46-1Q00

DPMT Serial Number #123006 " Page lofl
Y P o

0472372012 10:26 AM




0.20 i i . H . H o : i , &0

Alechel (g/210L)

0.1i8 B, 0
0.14 : ; . i TR
E : : ' : . : : ; :

0,10 i

DUL SUBJECT TEST

STATE OF VERMONT

'

DataMatexr DMT: 123006
Location: Rockingham V8P

[ 1]

Certification Date: 08/22/2011 0.00 . L i —JJu.0
installation Date: 09/02/2011 0 10 50 60 70 80 90 10120
____________________________________________________ O.20p "o e 7 40,0
Date: 02/18/2012 [ﬁm Aicohol(g/ZiQL}] S T
Time: 03:44:20 U.18)o - -~ Flow Rate(L/M} [~ 4 1 R NI
SUBJECT NAME: 0.16} - : P
GARRETT A BATTYE

DOB: 07/03/1989 AGE: 22
GENDER: M : 0.147 ‘ L0
LICENSE #: 07BEGB9031 NH

0,12 P, 0

CASE #: 120100542 : ; : ; -

TIME OF OPERATTION; 01:32 o.to] ' R ; _—

LOCATION OF INCIDENT: ) . : i ; ; o
INTERSTATE 91 NORTH

TOWN: ROCKINGHAM 0.08 ERIRN
COUNTY: WINDHAM

U.06 17.9
TEST OPBRATOR NAME: ‘

MICHAEL S STUDIN r _
AGENCY: ROCKINGHAM V&P 0,04 v 8.0
Oba., Period Start: ] 03:29 a.02f - e 0
BLANK TEST 0.000 03:45 | , oo § ol
CALIBRATION CHECK PASSED 03:45 0 5 a0 45
SIMULATOR VAPOR 33.9°C 0.098 03:45] 4 o e —— 40,6
BLANK TEST 0.000 03:46 TR
SUBJRCT SAMPLE INCOMPLETE- 03:48 | ]ﬁ.."“'f'?izihxiéﬁéfiﬁi) oo
BLANK TBST -~ 0.000 03:49 ' SO Sl
SUBJRCT SAMPLE (Vol=2.8L) 0.082 03:50 =

0.15 ERI
BLANK TEST 0.000 03:5} : e
CALIBRATION CHECK PASSED 03:52 0,141 Lo b L : FAIRTRE SO R0
SIMULATOR VARPOR 33.9°C 0.100 02:52 T A I T
BLANK TEST - 0.000 03;53 , L T R R .
SUBJECT SAMPLI INVALID 03:5q | G:B2frmier o prei e el P qERY
0.10 R S o6, 0
All aleohel values reported in ¢/210L i
3im, Vapor Concentration 0.101 0.08 o 160
Sim. Vapor Range 0.096 ~ 0.106 ' k: : I : ’
Lot f#f 11-41-100 : At {
0.06{ ¢ S R te.n
i bl
0,04 ”L-i B TS 35 N
UJ-E il' H HL{ : 1F } }
R i Rl
a.0z) [ L\H@ A i‘;fﬁﬁihgi'j 1.0
N "
G, 00 i S [l : 0,0
G 10 20 30 40 50 60 70 80 90 100 110120
DM Sorial Number #123006 Page | of 1 e, 0472312017 10:32 AM
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INSTALLATION REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Date:  08/19/2011
Certification Date; 08/22/2011
Installation Date:  09/02/2011

Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results .

VERSIONS

DMT:. 1.00

PIC: 2,05
Modem: 2.1
Questions: 2.0

TEMPERATURES

Sample Chamber =
Breath Tube = 48.1°¢C

Digital Sim 33.8°C
SETTINGS _

Lamp Voltage = 1.76 V
Cocler Voltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq K = 531 Hz

PUMP INFO
Flow Rate = 4.715 L/M

DETECTOR INIFO

PUMP ON OFF
MAX (V) -0.0368 -0.0344
MIN(V) -0.0384 -0.0356
FILTER INFO
Filter 1 -0.035 Zero = true
Filter 2 0.421 Zero = true
Filter 3 1.195 FZere = true
CALTBRATION CHECK

" Xqg = 0.118 0.00%
INSTALLATION PASSED
Performed by ﬁt /L&r/’j

Reviewed by %‘ZZ W ‘

DMT Serial Number #123006

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# =11-40-1060
Range =0.095-0.105
Average =(.098 g/210L
Std Dev =0.0000 '
‘RF Detection Test

Passed

Sample Acceptance Test

0

0.

Date

Date

o - Page 1 of 1
i

Passed
.10 S D S R 46.0
F Alcohol (g/210L)

09} Flow Rate(L/M) 36.0
.08 | -132.0
.07 28.0
.06 P 24.0
.08 20,0 -
.04 Ff* 16.0
.03 12.0
.02 . 8.0
.01 F 4.0
.00 r 0.0

10 15 20 25 30 35 40

09/02/2011

?v?—//

aa @

q Al

45 50 55 60

09/02/2011 6:03 PM




DUTI SUBJECT TRST

STATE OF VERMONT

. DataMater DMT: 123006
Loaation: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 0%/02/2011
pate: 02/27/2012

Time: 23:57:48

SUBJECT NAME:
MELISSA M BARCOMB

DOB: 03/30/1879 AGE: 32

GENDER: P

LICENSE {#f: 22549774 VT

CASE #: 120100669

TIME QF OPERATION: 21:01

LOCATION OF INCIDENT:
ROUTE 11 AND RIDGE RD

TOWN: LONDONDERRY

COUNTY; WINDHAM

TEST OPERATOR NAME:
MATEHEW § STHEEVES
AGENCY: ROCKINGHAM V3P

Obs. Period Start: 23:42
BLANK TEST 0.000 23:58
CALIBRATION CHECK PASSED 23:58
STMULATOR VAPOR 33.9°C 0.087 23:59
BLANK TEST $.000 23:59

SUBJECT SAMPLE INVALID 00:00

All alcohol values reported in g/210%
Sim. Vapor Concentration 0.10%

Sim. Vapor Range 0.096 - 0.106
Lot #: 11-41-100

DM Serial Number #123006

(\
)
A bt

Yooy }i

.leé

.14

.10

04

Ve

18-

a6

Page 1 of'1

L.

B ; ; 440,

Alcohol (g/210L)

-— - Flow Rate (/M)

S S P

la

0,0

"“'M
Fame

t

™
j

04/23/2012 16133 AM

BETTIRS

.0




Alecohol {gf210CL}
- Flow Rate{L/M)

0.16] e e : T E R

DUL SUBJECT TRYT .10 , o L 1o o

STATHE OF VERMONT

DataMater DMT; 123006 0.08
Location: Rockingham VSP

Certification Pate: 08/22/2011
Tnatallation Date: 08/02/2011%-

[
[iN

Date: 02/28/2012
Time: 00:18:08
0,08 f— w0
SUBJECT NAME:
MELISSA M BARCOMB

DOB: 03/30/1979 aGE: 32 )
GENDER: I 0.02
LICENSE f##: 22549774 VT

0,0

CASE #: 120100669 o 06
TIME OF OPERATION: 21:01 . 8
LOCATEION OF INCIDENT:

ROUFE 11 AND RIDGE RD
TOWN: LONDONDERRY
COUNTY: WINDHAM

25 - 30

TEST OPERATOR NAME:
MATTHEW J STEREVES
AGENCY: ROCRINGHMM VSE

Obs. Perdod Start: . " Q0:03

BLANK TEST 0.000 00:19
CALIBRAYTON CHECK PASSED 00:19
SIMULATCR VAFOR 33.0°C 0.098 00:19
BLANK PEST 0.000 00:20
SUBJECT SAMPLE (Vol=1.5L) 0.076 00;20

2nd THST NOT REQUESTED

ALl alcohol values reported in g/210L
Sim. Vapor Concentration 0.101
Sim. Vapor Range 0,096 -~ 0.306
Bot df: 11-41-100

N

DMT Serial Number #123006 ) . Page 1 of 1 05/2342012 10:16 AM

GF o s an o il‘ {. B JMJ A




0,147

0.09)-

0.08[-

DUL SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham V5P

0,05~

Certification bate:
Installation Date:

08/22/2011
09/02/2011

Date: 03/11/2012
Time: 06:00:04

SUBJECT NAME;:
JUDD K ADAMS
DOR: 01/14/19881 AGE: 31
GENDER: M ’
LICENSE f: 31784085 VT
CASE #: 12p100803
TIME OF OPERATION: 05:30
LOCATION OF INCIDENT:
ROUTE 121
TOWYN: GRAFTON
. COUNTY: WINDHAM

' TEST OPERATOR NAME:
MATTHEW J STERVES
AGENCY: ROCKINGHAM VSP

Obs. Period Start:
ALANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 33.8°C
BLANK TEST
SUBJECT SAMPLE

RESPONSE ‘IIMBEQUT

Sim., Vapor Concentraktion
8im, Vapor Range
Lot #: 11-41-100

0,000
PASSED

0,097

0,000
INTERIERENCE

All alcohol values reported in g/2101

0.101
0.4996 ~

0.00

- Aleohol (/21011
: - Flow Rale(L/M)

40,0

IR

b s

REL Nt

2,0

a0

dre o

.0

0,0

05:34

06:00
06:01
06:01
06:02
06:02

0.108

DM Sevial Number #123000

I AN

Page 1 of 1

N AR ot )

45

04/23/2012 10:34 AM




DUT SUBJECT TEST
STATE OF VERMONT

DataMater DMT: 123006
TLocation: Rockingham VSP
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 03/11/2012

Time: 06:27:02

SUBJECT NAME:
JUDD K ADAMS

DOB: 01/14/1981 AGE;

GENDER: M

LICENSE #f:

31
31784085 vT

CASE #: 12D100803

TIME OF QPERATION: 05:30

TOCATION QF INCIDPENT:
ROUTE 121

TOWN: GRAFTON

COUNTY: WINDHAM

TEST OPERATOR NAME:
MATTHEW J STREEVES
AGENCY: ROCKINGHAM VSP

Obs. Period Start: 06:11

0.000

PASSED

0.098

0.000
INTGERFERENCE

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 33.9°C
BLANK TEST

SUBJECT SAMPLRE

Znd TESYT NOT REQUESTED

All alicohol values reported in g/210L
Sim. Vapor Concentration 0.101
Sim. Vapor Range 0.996 ~ 0.
Lot #: 11-41-100

106

DMT Serial Numbor /123006

i"\ RN N N

H

0.07)

0.06

¢.o02)

Page 1 of 1

0. L0 : “)an,
rtoeohol {g/f210L)
—e- Flow RatedlL/M)
o ‘k T T RItH
% j : : !
B i e A U
é E 24y
S BRI
HiE
i,
4
9]
G 10 45
“'\«\ 04/23/2012 10:35 AM
ARV g

3]

2.0




DUL sUBJECT TEST

PataMater DMT: 123006
Tocation:

Date: 03/16/2012
Time: 03:311:;27

SUBJECT NAME:
PAUL FURGAT

DOB: 02/04/1987 AGHE: 25

GENDER: M

LICENSE f#: 72143400 vr

CASE #: 12D1008%6

TIME OF ORPERATION: 00:45
TOWN: RANDOLPH

COUNTY: ORANGE

TEST OPERATOR NAME:
JAKE B BLOOM

BLANK TBST
CALIBRATION CHECK
SIMULATOR -VAPOR 331.8°C
BLANK TEST

SUBJECT SAMPLE {Vol=5,5%)

Znd TEST NOT REQUESTED
8im, Vapor Conecentration

Sim. Vapor Range
Lot {#: 11-41-100

DMT Suriui Nomber #123006

Rockingham vsp
Certification Date: 08/22/2011
Installation bate: -09/02/20%11

R ek i a w7y P rm e o Ay A e = S Y A T r S e

All alcohol values reported

STATE OF VERMONT

02:56
0.000 03:12
PASSED 03:12
0.098 03:12
0.0060 03:13
3.073 03:14

in ¢g/2104L

¢.101

f/‘i A

1

0.096 - 0.106

~

Page 1 of 1

G. 08§

0.04]

e Mloohol (gf210L)

—— Flow Rate{L/M)

136,

VAL

(N

&1 e

- y :,_.f\.

%

042372012 10:36 AM

WG

0




DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham vap
Certification Date: 08/22/2011
Installation Date: 09/02/2011
Date: 03/16/2012

Time!: 02:50:22

SUBJECT NAME
PAUL FURGAT

DOB: 02/04/1987 AGR: 25

GENDER: M

LICENSE #: 72143400 v

CASE f#: 12D100856

TIME OF OPERATION: 00:45
TOWN: ROCKINGHAM
COUNTY: WINDHAM

TEST OPERATOR NAME:
JAKE B BLOOM
AGENCY: ROCKINGHAM V5P

Obs, Period Stért: 02:3
BLANK TEST 0.000 02:5
CALIBRATION CHECK PASSED 02:5
SIMULATOR VAPOR 33,9°C 0.097 02:5
BLANK TRST 0.000 02:5

BUBJECT SAMPLE INTERFERENCE 02:5

2nd TEST NOT REQUESTEE_J

ALl alcohol values reported in g/210L
8im, Vapor Concentration 0.101

Sim. Vapor Range 0.096 - 0.106
Lot #: 11-41-100

DMT Serial Number #123606
ey

G,

iz

10

025

.00

P T p—

=

.18}

T

Alcohol

e e

{y/2101,
Flow Rate{L/M)

|

T e

~fzn

Page 1 of 1

ey

~

i

i

P |

-,

]

0472372012 10:36 AM
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cking List ‘
Packing Lis Cust No.[VT4134T Ord Date 4/25/12 Ship Date| 5/15/12

From: National Patent Analytical Systems Inc. : : . N
2090 Harrington Mem. Rd., Mansfigld, Ohioc 44503 Sales Order No. 45631#—l Packing List No. ﬁ%

st Purch Ord No. AMANDA
o
Vermont Department of Public Safety
Forensic Laboratory

Bill To:
Vermont Department of Public Safety

Forensic Laboratory 262()

103 S. Main St. 103 S. Main St.
Waterbury VT 05671 Waterbury Vi osg7q reight
Attn: : Ship Via FedEyx
Comments Service for Instrument Serial Number 123006
inv Part No | Quantity This Back |Total Ship|Description
Ordered | Shipment | Ordered | To Date . [Customer Part No, [Drawing Part No. / Rev ]
41267 1.0 1 1.0 VALVE ASSY, BASIC BLOCK & SLIDE ASSY ONLY ] u
DMR No Draw # / NONE
Serial Nos. l
9DMT 1.0 1 1.0 DATAMASTER DMT SERVICE RETURN |
S/N 123006 None Given No Draw # / NONE
Serial Nos. | 123006 -
NOTE 1.0 1 1.0 “STYLUS ATTACHED
MNone Given No Draw # / NONE
Serial Nos. [
R500-1 1.0 1 1.0 Service Charge for Repair
DMR No Draw # / NONE
|Serial Nos. | _
(' 500-2 1.0 1 1.0 Service Charge for Repair, Additional Hours

No Draw # / NONE

"y DMR
] Serial Nos.




Nati i :
ational Patent Analytical Systems, Inc Serial No [§23006

Work Ord No [ 45637 Sarvice Action Report

Datel 4{25/12 |

Customer| Vermont Deparimentof | Phone | Contact| Conti |

war Exp[ 37710 | MxExp[_____ ] ShipDamage?{ Oy@N | CustPick U OY®ON |

3] Comments: note any shipping SEE ATTACHED
wamage or estimates required, along with
accessories received.

Describe problem seen andfor aftach
documents received

Keyword | 5/way valve |
Finding| Inst Fail ] Error Code Enter Hours Reguired
Repair Comments and work [ Replaced 5-way valve assembly and ran accuracy lests.
Performed ‘
Solution Lot No :j
Voliage Set Values In Voltage Set Values Out

Lamp [ ] Bvo[ ] lemp[__ ] Bhval ]
Moter [ |. FiterDif[ ] Meter[ ] Fiter DI |
Stability | Stabilty] |-

Quantily Back | [Total ship : .
Ordered | [ Picked | | Ordered| | ToDate | | Description |
41267 1.0 l i.0 l VALVE AGGY, BASIC BLOCK & SLIDE ASSY ONLY 0.000
DR
8DMT 1.0 DATAMASTER DMT SERVICE RETURAN 17.490
L———J S/N 123006 .
TNOTE 1.0 | I STYLUS ATTAGHED
R500-1 1.0 I 1.0 | : Service Gharge for Repair ’ 0.000
DMR
R500-2 10 I 1.0 I Service Charge for Repair, Additional Hours 0,000
DMR

Enter Service time as part no. R500-1 for the first hour and R500-2 for each additional hour. Enter freight charges as pari no, 99999

Date Completed[5/16/12___] Technician[ C. Spayde 1 Pick up Signature)
oo 1 L UL D




BUT SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham vVSP
Certification Date: 08/22/2011
Installation Date; 09/02/2011

Date: 04/26/2012
Time: 14:06:06

Obg. Period Start:

BLANK TEST 0.000
CALIBRATION CHECK . PASSED
SIMULATOR VAPOR 34.0°C 0.098
PLANK TEST 0.000
 SYBJLCT SAMPLE (Vol=2,6L} 0.098

BLANK TEST 0.000
CALIBRATION CHRCK PASSED
SIMULATOR VAPOR 34,0°C 0.098
BLANK TEST 0.0G0
SUBJECT SAMPLE (Vol=2,3L} 0.098

All alcohol values reported in g/210L
8im. Vapor Concentration 0,100

Sim. Vapor Range 0.095 - 0,

14:07
14:07
14:07
14:08
14109

14:10
14:10
14:20
14:11
i4:12

105

DML Berin Numther #£123006

Y Ao

0.02f

0.20 T s i . ; . : PR

= Bl achol {g/2101)
e Plow Rate{L/M}

34,

0,10/

o.06[ o f U BRI M T CPIE SR R

g.04| - "f“”f{
f
j

g —
B i

0.00 . | }
4 5 10 th 20 25 30 35 40 45

e Bl aohol {g/ 210L)
— Flow Rate [L/M)

0.18(- T B

5,0

B

0,14 : ‘ o S vt

0,12 : : L Lot R

0,10 S : S quqwm‘

0.00 ; : 5 R T

0 5 134] 5 20 25 30

Page | of 1 G3/2172012 1126 AM

™ L

fof. o




0,20 ‘ : : - N L

remen— Bl cohol (G/210L)
Flovw Rate{L/M)
o.18] T T 350
ou16f - b . ‘ N E
0,12} ! Lo : : AL
DUT SUBJRCTET TEST o \
.10 [ P U (£
STAYE OF VERMONT (ﬁ
DataMater PMT: 123006 . 0.08 S e o i
Location: Rockingham vVsSpP : ; B :
Certification Date: 08/22/2011 ; :
Installation Date: 09/02/2011 . f :
__________________________________________ 0.0% ; 10,0
Date: 04/26/2012
Pime: 14:33:17 o
0,047 - : T o
Obs. Perjod Start: 14:18 | | -
BLANK TEST 0,000 14:39| 0.0z { !; g.0
CALIBRATION CHECK PASSED 14:39 ! :
SIMULATOR VAPOR 34.0°C 0.099 14:39 i :
PLANK TEST 0,000 14:40 | ‘ j _ .
SugJECT SAMPLE (Vol=1.8%) 0.098 14:41 b 5 1 I 20 25 30
P 0,20 : ; - g =) 6
BLANK. TEST G.000 14:42 - : |
CALIBRATION CHECK PASSED  14:42 Aloohol (g/210L)
STMULATOR VAPOR 34.0°C 0.0%7 14:42 flow Rate(L/M) }
BLANK TEST 0.000 14:43 G.18f - oo - IR
SUBJECYT SAMPLE (Vol=2,1L) 0.098 14:44 ;
ALl alechol values reported in g/210L 016 ' i, 0
Sim. Vapor Concentration 0.100
Sim. Vapor Range ¢.095 - 0,106
- : 0,14 PR
0.12¢- 2.0
0.10 IS
0.08 _
0.06(- f - i R [
0.04 - T e [T}
0.0z . '\ SRR oo
0. 00 J e - : oo
_ 0 5 Y 15 20 25 30
DMT Sevinl Number #123006 Page § of 1 ) . 05/21/201% 16:26 AM

{\K\\‘ v :‘\ i

i

U(A V . w-"»-\\“/}




A6

s

T S R R
v Aleohiod (g 2100}
Flow Rate(L/M) ;
g.o9f TR T
0.08 Az
0.07 28
0.06 24
I n nksLi
DUL SUBJECT TRST 0.05 .
STATE OF VERMONT
DataMater DMT: 123006 0.04 in.
Location: Rockingham VSP
Ccartification Date: 0(8/22/2011
Inataliation bate: 09/02/2011
et et et o o o 12 2 o e 4 b2 2 o £ 2 0 0.03 1z
Date: 04/26/2012
Pime: 16:30:06
_________ 0,02 &
Obs, Period Starbt: 16:29
-BLANK 1BST 0.000 16:31 0,01 3
“CALIBRATION CHECK PASSED  16:3] .
SIMULATOR VAPOR 34.0°C 0.096 16:31
BLANK TEST 0.000 16:32 : ,
SUBTRCT SAMPLE {Vol=4.0L) 0.000 16:32 0 i 10 23 P 30' '
Blank Rrror
All alcohol values reported in g/210L
sim, Vapor Concentration 0.100
gim,.. Vapor Range 0.095 - 0,105
DM Sarial Musbor #123006 Pago 1 of 1 TEST RUN IN TRAINING MODE.-. 0512172012 10:27 AM
ff\r\ s {”\ Y ( i I‘ - e )




PUL SUBJECT TEST

DataMater DMT: 123006
Location: Rockingham VSP

STATE OF VERMONT

Certification Date: 08/22/2011

Installation Date: 09/02/2011

Date: 04/26/2012

Time: 16:35:33

Obs. Period Staxrt: 16§29
BLANK TEST 0,000 16:36
CALIBRATION CHECK PASSED 16:36
JIMULATOR VAPOR 34.0°C 0.097 16:36
BLANK TEST 0,000 16:37
SUBJECT SAMPLE (Vol=4,2L} 0.000 16:38
2nd TEST NOY REQUESTED

All alcohol values reported in g/210L

5im. Vapor Concentration - 0,100 -

4im. Vapor Range 0,095 - 0.105

DT Serial Number #123006

k3

PSS

0.09

0.04

Page Jof 1

o, 3T T T i
Alcchol {g/210L)
-+ Flow Rate{L/M)
P IR
.
.
’ A
A
1
1
N N i, 0
N
. \\\
Co 24,0
T
i,
AR
i
i.0
i - B0
5 10 15 20 25 30
o 05/21/2002 10:27 AM
lif. )

N




ACCURACY & PRECISION REPQRT

STATE OF VEEMONT

DataMater DMT: 123006

Localion; Rockingham VSR

Date: 04/26/2012

Pime: 16:22:24

BLANK TEST 0.000 16:23
CALIBRATION CHECK PASSED 16:23
SIMULATOR VAPOR 34.1°C 0.096 16:23
SIMULATOR VAPOR 34.0°C 0.096 16:24
STMULATOR VAPOR 34.0°C 0.096 16:25
STMULATOR VAPOR 34.0°C 0.096 16:26
SIMUTATOR VAPOR 34.0°C 0.097 16:27
BLANK TEST ) 0.000 16:28

Average = 0,006
std Dev = 0,000

DMT Hertal Number #123006

Y '.’\i 1

[

0,20

\

- Alcohol {g/f210L)

Poge 1 of | FEST RUN IN TRAINING MODIE

f1r. /:JS \5

05/21/2012 10:28 AM

0.18

0.106 o Flow Rate (L/M) GE N
0,14} i il ]
0,12 2,0
.10} - [EE ]
0.06 LI
0,006 1oL
0.04 e, 0
0,028 ‘ 4.0
0, 00} : : i oL, u

0 b ib 20 25 30
0.20 T T 4 i), 1
0.18 '-wm‘w-hlcohol(g/ZIOL{} 1IN
o.16)- Flow Rate({L/M) an
0.4 ; : w0
0.12 1 24,10
0,10 LY
0.08( I
0.06-} ? i
0. 04 fe e
0. 02 e P
0.00 : i : - e T

0 5 10 15 20 25 30
0,20 o ; ) . ; 44,0y
0.18 ~m"wﬂ-Alcohol(g/210E;1" o ‘ 36,0
g.1604 Flow Rate(L/M} e s¥ .0
B, 24] ; fen.a
012 g
0,10] e iy, 0
G,08[-1- Tii, iy
0.06| fro i T
G.04 5
0.02|f - ;’
0,00 s e : ; 1,

0 5 10 15 20 25 30
0,20 T - - 0.0
L R }\lcohel(q/210i.)‘l : 3.0
0,16 e Rlow Rate {L/M) : e
0.14 ; 5,0

0,12 ! - 2.0
0.10f : - I
0,08( 16,0
0.06 [t
0.040 : a
0.02 - o 4,0
0.400 : 2 Yo

5 10 15 20 25 30
0.20 T _ A,
0,18}t pleohol (g/21CL) |- 36,0
0.16+ Flow Rate{L/H) KT
Q.145 -~ ; : L
g.12b e Bl
0,10 oz 20,0
0.08 { ‘ 160
0,06 ‘\ ' P
0.04 / 4
0.02 Do .
0,00 .
0 5 10 1% 20 25 30




Him. Vapor Concentxation
Sim. Vapor Range 0.

All alcohol values reported in g/210L

0.100
095 -~ 0.1L08

DMT Sexial Number #123006

(N s

Page Lof' 1 THST RUN IMN TRAINING MO

Yo L0 g Ry

0.20 R — Y
~— Alcohol (g/210L)
E Flow Rate(L/M)
o) - T T e SECH
0.16|- 5 37,
0,14 8.
0,12 i
DUT SUBJECT TEST R 6
STATE OF VERMONT
bataMater DMIT: 123006 0.08 16
Location: Rockingham VSP ,
Certification Date: 08/22/201%
Tnatallation Date: 09/02/2011 0.06 ]
Date: 04/27/2012
Time: 09:29:39
L o 0,04 i 5.0
Obs. Period Start: 09:28 %
BLANK TEST 0.000 09:30 | 0.02| - 4.
CALIBRATION CHECK PASSED 09:30 '
SIMULATOR VAPOR 34.0°C 0,086 09:31
BLANK TEST 0.000 095:;32 0.00 P
SUBJECT SAMPLE INVALID 09:32 e P .;G-““

05/21/2012 10:22 AM

]

{3




.30

———— Alcohol {g/210L)
Flow Rate(L/N)

AN

DUY SUBJECY TRST 18
STATE OF VERMONT
DataMater DMT: 123006
Location: Rockingham VSP
Certification Date: 08/22/2011 10
Ingtallation Date: 09/062/2011 ) :
Date: 04/27/2012 :
Time: 09:40:16 }
e e e e e e
Obs. Period Start: ©09:39 -05 r'f
BLANK TEST 0.000 09:41 g‘ﬁ
CALIBRATION CHECK PASSED 09:41 :
SIMULATOR VAPOR 34.0°C .085 09:41 =
BLANK TEST 0.000 09:42 00 :
SUBJECT SAMPLE INVALID 09:43 ! 0 5 10
AlL alecohol values reported in g/210%
Sim. vapor Concentration ¢.100
Sim., Vapor Range 0.085 - 0,105
DMT Serial Number #123006 Page 1 of 1 TEST RUN IN TRAINING MODE L
e Ny S, »mﬂ\>

15

032002082 10:22 AM
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DUIL SUBJECT TESY

STATE OF VERMONY

DataMater DMT: 123006
Logation! Rockingham V3P
Certification Date: 08/22/2013
Installation Date: 09/02/2011
Date: 04/27/2012

Time: 09:44:24

Obg, Pexiod Staxt:

BIANK TEST

CALIBRATION CHECK

SIMULATOR VAPOR 34.0°C

BLANK TEST

SUBJECT SAMPLE X

gim. Vapor Concentration
$im. Vapor Range Q.

Al) alcchol values reported in ¢/210L

OO ‘ T
e Rleohol g/ 2105)
- Flow Rate(l/1) :
0.35 sk,
0.30 30,0
.25 L0
¢.20 2, a
0.10 §' : P00
————————————— : e
0.08 * ), 0
0,000 09:47 fy
PASSED 09:47 1
0.096 09:47 3
0,000 09:48 j :
. : 0,00 ‘ - O
NVALID 09:49 0 5 10 16 20 25 30
0.097 '
092 - 0,102

PMT Serinl Nunber #123006

Page L of I TEST RUN IN TRAINING MODE .
A T FAWESY o\

05/21/2012 10:23 AM




DUIL SUBJECT TEST

STATR

DataMater DMT: 123006
Location: Rockingham VSP

All alcohol wvalues reported
Sim. Vapor Concentraltion
Sim. Vapor Range

OF VERMONT

Certification bate: 08/22/2011
Installation Date: 08/02/2011

Date: 04/27/2012

Time: 09:50: 44

Obs. Period Btart;

BLANK TRST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR 34.0%C 0.096
BLANK THST 0.000
SUBJECT SAMPLE (Vol=2.91) 0.151
BLANK TEST 0.000
CALIBRATION CHECK _ PASSED
SIMULATOR VAPOR‘34.0°C 0.095
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=13.0L) 0.14%

in g/210%
0.1.00

0.095 - 0,

DMT Herial Number 123606

0. 30 X t L
-——— Alcohol (g/2101}
— - Flow Rate(L/M)
0,25 i, [ Ot
0.20 6.7
G, 15| TG
0,10 1L
09:50 | 005 I é 6.1
09:52 3 §
09:52 ‘
09:52 :
ggf;?j o.ool i /¢ e : 6.0
' g 5 10 ib 20 25 3G 3% 40 R
0.20 : : H di, e
0955 . : 11,1
09:55 e Bl cohol {g/ 2100
09:55 : © Flow Rate(L/H)
09166 0,18 : . $i 6
09:57
0.16 RENES
105 :
O.1db 50
0.17 RN
0,10 EIYI)
0.08 i,
0,06} 1,1
0.04 o
0,02 4.
0,00 1
L O & 19 15 24 25 30
Page Y of t TEST RUN IN TRAINING MODE . 05/21/2012 10:24 AM
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DUT SUBJLECT TEST

STATE OF VERMONT

DataMatenr DMT:

1230086

Location!

Rockingham VSP

DMT Serial Number #123606

Certification bate: 08/22/2011

Installation Date: 09/02/2011

Date: 04/27/2012

Time: 10:11:00

Obs. Period Start; 10:10
BLANK TEST 0.000 10:12
CATLIBRATICON CHECK PASSED _10:12
SIMULATOR VAPOR 34.0°C 0.096 10:12
BLANK TEST 0.000 10:13

SUBJECT SAMPLE (Vol=1.6L) 0.000 10:13
BLANK TEST 0.000 10:14
CALIBRATION CHRECK PASSED  10:14
SIMULATOR VAPOR 34.0°C 0.097 10:15
BLANK TEHST 0.000 10:15
SUBJRECT SAMPLE {Vol=l,5L} 0.000 10:17

All alcohol values reported in ¢/210L
S8im. Vapor Concentration 0.05%6
Sim. Vapoxr Range 0,081 -~ 0.101

-
A LS

G.07)

0.00

Tage 1 of 1T THST RUN IN TRAINING MODE
"'l)[:‘x“ P

———— Alechol (g/Z10L)
Flow Rate (L/H)

—p
{
L
:
|
\

o] 5 16 20 25

Aleohol (g/210L)
e Flow RatelL/H)

0

YL

iHn.9

).l

RACIRY]

FRCAY

[N

LA




0.18| | o Alcohol (¢/210L)
0.16 Flow Rate{L/M}

0.14 j ; : ¢ L0

o.20 " o : SRR

canl
0,12 Cbee 2400
0.10 : ::".

0.08( A
0.06 : P20
0.04 : I
00') 4.0

0.00

0 5 10 15 70 55 a0
0.20 - - - —
i {

18] eemem Alcohol (g7 2] m.;‘l :

ACCURACY & PRECISION REPORT : o0.16| | - Flow Rate(L/H) : 32,0
0.14 ....M,_.‘,.a;-mmvﬂ‘wlfﬁﬂﬁﬂm‘ﬂ"f . . : ;, 5,0

STATH OF VERMONY ; ;

. 0.12 : 1
DataMater DMT: 123006 0.10 ; ‘ o seln
tocation: RocKInghan VP e e
Date: 04/27/2012 0.06] f - 1 : 10
Time: 13:26:31 0,04 ‘ O

0,02 [ beeizamean e wmsiiss s . ; ) Y

BLANK TRST 0,000 13127 0.00 :
CALIBRATION CHECK PASSED 13127 0 5 10 15 20 25
STMULATOR VAPOR 34,0 0.142 13:29 0.20( » - ; : T
SIMULATOR VAPOR 34.0 0.142 13:29 0.18} [~— Alcohol {g/210%) ‘ R KL
SIMULATOR VAPOR 34.0 0.16 - Flow Rate (L/M) ; f a1

o
4 e

4.0

g © @ ¢ o
Qoo
o
ot
Py
Ny
bt
w
w
o

$IMULATOR VAPOR 34,0 0.142 13:31 o
SIMULATOR VAPOR 34.0 0.142 13:32 .14} : " 28
BLANE TEST ¢.000 13:33 o 12| f e 2a,
Aveérage = 0.142 - ‘ 0. 20 e
std Dev = 0,000 L B e - ; 160

0.06

0. 04 - P 0

0.02 L > - 4.0

0.00 ‘ . . 3,4
0 5 16 1% 20 25 30

L : : 0,0

0.18( | e Al cohol {g/210L) : o s,
o.16] 1 Flow Rate{L/d)} L R P

0,14

0,120 - AR
0104 Haln
0,084 - Vo,
0.06{1 PG
0,04 1.0
0.02 ; i i 4.0

0.00

fnobe.

0 10 15 20 25 30
0.20 — : PR

0.18] | e Aloohol{g/210L} ‘ KLY
0,16 Flow Rate({L/M) : o

0.4l . ; R : L
0.12 r : S R TE IR F
0.10[ | i e e - 2.0

0.00 P T
o.oalf ot L O Tl I
0.02|]- : :

0 5 10 1b 20 5 30

DMT Serial Numbiar ﬂrl?ﬁﬂ.ﬁﬁ' i‘ug}%! of 1 'THST RUN IN TRAINENG MODE ) Q52112012 1129 AM
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ACCURRMCY & PRECISION REPORT

DataMater DMT: 123006

Date; 04/30/2012-
Time: 10:09:17

BLANK 1RST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°
5IMULATOR VAPOR 34.0°
SIMULATOR VAPOR 34.0°
SIMULATOR VAPOR 34.0°
SYMULATOR VAPOR 34.0°C
BLANK TEST

Average = (0,087
std Dev = 0,008

Lecation: Rockingham VSR

STATE OF VERMOWT

0.000

PASSED

0.087
0.097
0.097
0.0697
0.097
0.000

0,207 : : A : G0 0
0.18} | s Rl cohol {g/210L) | - SRR
0.16 s Flov Rate (LM} : ; 4
0.14 ; : 28,0
0.12 4,0
0.10 25,0
0.08 6.0 -
0,06 Vi
0,04] a.0
0,02 4.
0,00 : . e
0 [ 10 15 20 25 30

0,20 : ‘ EH
0,185 [ e Alcohol (g/2t0Ly [ e : -3GO0
o.16| | Flow Rate{L/W) | . . .. .5 . . . : N RTINS
0.14 : : ' '
G.12
4,10 e oo
0.08|-
0,06 i 150
0.04 - Ju.n
0.02[] 0 b 4.0
0.00 : ; : IV

5 10 15 20 25 30
.20 i R ; : 4.0
0.18 [ Alcohol {g/210L) | = = R EAR
0.164 - - Flow Rate{l/M) | ... .. [ . | = N ST
0.14 : ' .9
0.12 KR
0.10 0,0
0.08 i TEL 0
0.06 YL
0.041] E
0.02H 4
0,00 : . ; i in.o

5 1o 15 20 25 30
0.200 . : : = SR
.18 Alcohol{g/210L)
o.16] | Fiow Rate (L/M} . : . 470
0.14 ' : S
0.12 : i 1 dedg. 0
0,10 : I
0.08 ; o
.06 i
0,044 ; B4
0 07 s ok P.0
0,00 { : : : : 0,1

0 5 10 15 20 25 30

0.20 ; : - : §10, 03
0.18} e Bloohol (g/210L} bl G0
o.16|- Flow Rate {L/M} A R 5 g
0,14 ' ' ' " : 250
0,12 g8
0.10] ATIRE
0,08 T, O
0.06 : 104
G.04 2,0
g.o0z|f - . i
0. 008 .. e ‘ i,

5 10 15 G . 25 30

DMT Serini Number #£123006

Page 1 of I TEST RUN IN TRAINING MODE
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Q.20 g . - - FERURT
) Alcohol (g/210L}
0.18 ~-- Flow Rate(L/M) RURRY
0.16 32,0
0.14 S0
0.12 : 40
0.10{- : ‘ - 1z0.0G
0.08 A ' 16,0
0,06p Jizan
DUL SUBJECT TEST ’
- 0.04 5,0
STATE OF VERMONT
DataMater DMT: 123006 0.0z 1.9
Location: Rockingham VSP
Certification Date: 08/22/2011 0.00 100
Installation bate: 09/02/2011 0.90 40 45
______________________________________________________ . : . . . ¢ . ERA DAY
Date: 04/30/2012 v 1 i0RG1 { g/ 21 0L : :
Time: 11:19:03 0.18} l-— PFlow Rate(L/M} j - NG
"""""""""""""""""""""""""""""""""""""""""""" 0.16 . } PN
Obs. Period Staxt: L1:18 . : :
BLANK TEST 0.000 1l:z0| O-14 . AR b
CALIBRATION CHECK PASSED 11:20 .
SIMULATOR VAPOR 34,0°C 0.097 11:20) 0.12 f [ AL
BLANK TEST 0.000 11:21 ) ; .
SUBJECT SAMPER (Vol=2.21) 0,072 11:22 | 4 |, S ISV S SN PO
A by il
BLANK TEST 0.000 11:23 T e //im\fw . {
CALIBRATION CHECK PASSED 1l1:23 ] 0.08 '“"f"f/’ j : l{ N 6.0
SEMULATOR VAPOR 34,0°C N,086 . 11:23 N ‘ o o :
BLANY TEST 0,000 11:24 | 4 gk e e Eden D ' .
SUBJECT SAMPLE INCOMPLETE 11:26 I o
BLANK TEST 0.800 11:27 Jo Pl
SUBJECT SAMPLE (Vol=2.6L) 0,080 11:28 | 0.04y P T Y
0.02 g_,‘j i._~,< fr\.l\ ,.§ M lx_ i }. J ‘e lf,. L . a
All alcohol values reported in ¢/210L i b ! ] i | ’ e
$im. Vapox Concentratjon 0.09% 0. 00} g,! j i,_L! b P gg'ﬁ 51
Sim. Vapor Range ) 0.092 ~ 0.102 0 10 20 30 40 50 60 10 80 90 100 1310120
0.206 ; : T . e - : FETIR]
Alcohol {g/210L)
0.18 o= Flow Rate(lL/M) Mo
0.34 FRRH]
0.12 Sy
9,10 FLEE
0.08 : S [y
0,06 : b e
0,04 ; - : 8.0
0.02) b da4 0
Q.00 l ;. ? s
N 0 13 10 36 35 40 45

DM Berinl Nutsber #123006

Page 1 of)
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0,20 - : i ER

0018w plcohol (g/ 21013 N : ERARY
0,16 = Flow Rate(L/M) O SR N R

012 T [ . fog.0n
S S P SUSUT WIS NRREE PRI o
0,08 ' : 5

0.06
0.04 :
0. ool

10 15 20 25 ao
0.20 B — : g Aoy, 0
0,18} | e Alcohol {g/210L) |- R HEN
ACCURACY & PRECISION REPORT 0.16} | T Flow Rate(L/u} wfe e Yoln

0.14 L ‘ :
0,12

DataMater DMT: 123006 T ? : P
Location: Rockingham VSP _ sooal T o ‘ : )

Date: 05/07/2012 0,06

STATHE OF VERMONT

Time: 09:28:35 0.04 a0
_________________________________________________ 0,020~ e — g,
PLANK TREST 0.000 09:29 0,00 G0

CALIBRATION CHECK PASSED 09;29 0 5 10 15 20 25 30
SIMULRTCR VAPOR 34.0 0.095 ' 09:30 0.20 : : : ; 7
SIMULATOR VAPOR 34.0 0.096 09:31 0.18p- e Bloohol (g/210L) [ e b e st
STMULATOR VAROR 34.0 09:32 0. 16| Flow Rakte(L/M) | . f 3.0
SIMULATOR VAPOR 34.0 : : , : : i
SIMULATOR VAPOR 34.0 0.097 09:34 L A : SR
BLANK TEST 0.000 09:3% OuL2)- - - o e e e [PPSO

c o o & ©
oo NeReRe]
o
o]

Ue]

-

0,10 s b i

Average = 0,096 ! S _ ;

std Dev = 0,000 3,08 i s
0.06 :
0,04 i Ry G,
0.02 .
0,00 e : By ; : i iy, i)

G 5 i0 15 20 25 30

0.20 : : ‘: : T i, 0
0.18] [~ Alochol (g/210L} | ~ e : :
0.16] Flow Rate{L/M) | . : : 7o
0.14| - - : ) : : Arun
0.12 ; ‘ ; :

0.10] A
0.081
o.06] [~
G, 041
0,02 ||
.00

0.20 T T 7 : : il
0.18[ Alcohol (g/210L) : i !
0.16 Flow Rate(L/M) o . a7.0
0.14 N : . Lo _-é ----- S T
0.12 : f : I FER

0.10 [ SR : o FR A
0,08 : : (RS}
0,06 r 1 YL
0.04 : 7.0
, 0.02 i — N ; 4.0

0,900

0 5 10 15 20 25 30

DMT Serial Nomber 1123006 Paga Lof 1 TEST RUN IN TRAINING MODE ) 08/212012 10:30 AM
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ACCURACY &

PRECISTION REPORT

DataMater DMT: 12300

Location:

Pate: 05/07/2012
Time: 09:40:33

BLANK TEST :
CALIBRATION CIECK
SIMULATOR VAPOR 34.1
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34.0
SIMULATOR VAPOR 34,0
SIMULATOR VAPOR 34.0
BLANK TEST

Average =

0.097
Std Dev 0.00

6

Rockingham VSP

STATE OF VERMONT

PASSED
0.096

0.097
0.097
0.09%9
0.090
Q.000

DMT Serial Number #123806

0.20 T T e 40,0
0.18 Ew_ Alcohel (g/210L) 56,4
o.16l 1 Fiow Rate(L/M) R¥ay
Q.14 ; BRI
0.12] o o 1z4.0
0,10 : LG
"0.08 16,7
0.06¢ 12.0
.04 AR}
0,02t a0
0.00%.. : ‘ : i
0 5 16 15 20 25 30
0. z0p~ T : T 14,0
- 018 [vmm—m Alcohol {g/210L} B
o.tel L - Flow Rate{L/M} 4G
0,14 : ' 26,40
0.12[- - P40
0,10} = e 270
0.08f 6.0
0.06| ] ' N
0.04 r, 6y
0,02 - 4.0
09:41 0.00 S . fi. iy
09:41 0 5 10 15 20 25 30
09:41 0.20 = - : ; - g,
09143 0.18 | mm Alcohol (/210L) : ALEN
83;3: 0.16] | ?lou Rate (L/M) N
09:46 O LA b
09:47 0,12[- -~ - 24,0
0.10}- e e B
0.08 i 16.0
0.06 I
0.04 72,0
0.0% - : g
0,00 H ; Gt
10 15 20 25 30
0.201" ; : : ; - aam ETOI)
0.18} Alcohol (g/210L) B
0.161- - Flow Ra?e{L/M) 2 G
PRI | ERPR LR 2,0
0,12 .é‘,, T4 a
O ] e i Azizo
.08 ' LEL0
0,06 : 12,0
0,04 .0
0,02} - $.9
0,00 : : : : s
0 5 10 15 . 20 25 30
0.20 : ‘ T ERIPRE
0.18} | —ww Aleohol [g/2105) ' 1L
0.16 - Flow Rate(L/M) o
0.4 Z2ia
0,12 LIS
0.10 AT ]
0.08 14,0
0.06 i lro
0.04 1.u
0.02 Yo
0,00 . ; . £,
i . 0 & 10 15 20 25 30
Page I of 1 TEST RUN IM TRAINING MODE 05/21/2012 10;31 AM
P N oo PN




ACCURACY & PRECISION REPORT

SPATE OF VERMORT

DataMater DMT: 123006
Location: Rockingham V8P

Date: 05/08/2012
Time: 11:37:00

PLANK TEST 0.000
CALIBRATION CHECK PASSED
STMULATOR VAPOR 34,0°C C 0,099
SIMULANTOR VAPOR 34.0°C 0,099
SIMULATOR VAPOR 34.0°C 0.099
SIMULATOR VAPOR 34.0°C 0.0699
SIMULATOR VAPOR 34.0°C 0.099
BLANK TEST 0.000

Average = 0,099
std Dey = 0.000

DM Sorinl Number 123006

S IR

Q.20 : T §iE,
0.18¢ ¢ ———- Bleohol {g/210L) SER
0,18 Flow Rate(L/M) P
0,148 i 2.0
0,124 5 240
0.10 G
o.0af-f 16,0
0,061~ +; : 120
o oal ] -
0,021 ¢ 4.0
0.00 2 : ‘ ‘ N Eo 3
o ) L0 15 20 25 30
0,20 ) i : 4,0
0,38} | oo Alcohol (g/210L) T
6.16| | Flow Rate(L/M) i a
0,14} : 24,0
0.12 vy, 0
0,10 2,0
0,08 ‘ g 16, 1
0 06| -] Voo
0.04] : w0
0,02 R 4.9
0,00 : : :
0 5 10 15 20 25
0.20 : . L .
0.18 Lijﬂwﬂﬂlcoholtg/ZlOiiJ
o.16| |- Flow Rate [L/M)
0.14§ : '
0.12 & EEIY
0,100 e i
o.08| - & s
0,06
0,04 1.0
0.02(} d.i
0,00l ‘ ‘ - a0
5 10 15 20 25 as
0,201 i " 7 i A0, 0
0.18 Alcohel (g7 210L) 36w
0.16 - Filow Rate(L/d) P
0,14 : I3
Lo.12 f NI
0.10| - L G
0. 08 L P, 0
0.06| - ]
.04 - - 8.0
0.02 i o : 4.0
0,00 - : : I
5 16 15 20 25 30
0,200 5 ; q0., 6
0.18) | wr— Aleohol (g/210L) ah. i
0,16l Flow Rate{L/M) i 30,0
0.14 : : i
0.12 i
0.10 i rion et e sl T
0,08 ' ' L
0,06 HAEN
L 0.04 R0
0.0z : 4.9
0,00 i . . ; N PR
o 5 10 15 20 75 30
.

e

Page 1 of 1 TEST RUN IN TRAINING MODE
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DUL SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSR
Cextification Date: 08/22/72011
installation Date:; 09/02/2011
pate: 05/11/201L2

Time: 08:13:52

Chs. PReriod Start: 06:13

Pump Error

DMT Serinl Numiber #123006

f\ N

e
|

Pago 1 of I TEST RUN IN TRAINING MODE
{
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E -
i)

03/212012 3017 AM




DUI SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123006
Lecation: Rockingham vVsp
Certification Date: 08/22/2011
Installation Date: 09/02/2011

Date: 05/31/2012
Time: 08:16:13

Oba. Period Start:

BLANK TEST
CALIBRATION CHECK
SUBJECT SAMPLE {(Vol=2.4TL)

BIANK TEST
CALIBRATION CHECK
SUBJECT SAMPLE (Vol=2.1L)

BEANK TEST
CATLIBRATION CHECK
SUBJFRCT SAMPLE {Vol=1i,9L)

DMT Berinl Nuaber #123006

0,100 ) ‘ - ]
s Rlohol {g/ 21010
.09 - Flow Rate{l./M) ih
0.08 i,
0,07 L
0.066 )]
0,05 20,0
0,04} e NE 16,0
0,03[ js.n
0,02 g,
0,01 g .13
0. 00 . : LG
¢} 15 20 28 30
0,10 : : ; IR
Alcohol {g/210L})
0.09f-{ - Flow Rate(L/M) .0
0.08 L3y o
08:13 :
0.0060 08:17] 097 : o
PASSED 08:17
0.021 08:17 0,06 4L
0.000 08:18 « i .
passap 08:18 [ 0% 1Y .0
0.015 08:19 P ; ;
0,64 e : H16.0
0,000 08:19
PASSED 08:20 | 4 o5l 175
¢.015 08:20 ;
0, 02|-q-- 2 L0
0.01L : .
0.00 . : 9,0
0 5 10 i5 20 25 36
9.10 ; e - 300
=== Rl oohol {g/2107.)
0,09 - Flow Rale (LM} ]
0,08] 32,0
0,07 .10
0.06 ik RO
0. 05} ) 2y
A
Y
0,04 A th.n
; |
0.03 ‘ j R
0.02 é" : “,0
g.0L e "
0,00 5 : o
0 i 20 25 30
Page 1 of 1 TEST RUN IN TRAINING MODE - 03/21/2012 10:v7 AM
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6,10 — — e - LI E
e B cOMOL (g 2LOL)
Flow Rate(L/H)

0.09 : T A RTS

0.08 37,0

0.07 L0

0.06 0

- TR PR G
DU SUBJECT TEST 0. 05 { o
i
STATE OF VERMONT |
{

DataMater DMT: 123006 0.04{ -~ 16.0
Location: Rockingham VSP
Certification Date; 08/22/2011
Installation Pate: 09/02/2011 ]
___________________________________________ 0.03 17,0
pate: 05/11/2012
Time: 08:40:44 .

0,02 - : ‘ : 3,4
Oba. Period Start: 08:40 ; ;
BLANK TEST 0.000 08:41 0,01 : l 4.0
CALIBRATION CHECK PASSED 08:42 |
SIMULATOR VAPOR 34.0°C 0.095 08:42 ) : : :
BLANK TEST 0.000 08:43 | . o 40 ; ; o 0
SUBJECT $AMPLE {Vol=2.1L) 0.042 08:43 0 5 10 16 20 25 30
RESPONSE TIMEOUT
All aleohol values reported in ¢/210L
sim, Vapor Concentration 0.100
girm., Vapor Range 0,095 - 0,105

i
t
DMT Serinl Number 1123006 tage tof 1 TEST RUN TN TRAINING MODE - ©D52Y2002 10:18 AM

A TN R TN i [




DUL SUBJRECT TEST

STATE OF VERMONTY

DataMater DMT: 123006
Location: Rockingham V8P
Certification Date: 08/22/2011
Installation Date: 09/02/2011

05/11/2012
08:46:52

Date;
Time:

Oba, Period Start:

BLANK TRST

CALIBRAPION CHECK
STMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPEE (Vol=2.0L}

DLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.1°C
BLANK TEST

SUBJECT SAMPLE (Vol=2.0L)

BLANK TEST

CALIBRATION CHECK
STMULATOR VAPOR 34.0°C
BLANK TEST ‘
SUBJECT SAMPLE (Vol=1,9L)

BLANK TEST
SIMULATOR VAPOR 34.0°C
BLANK TEST

All alecohol values reported in
sim. Vapor Concentraltion
$im, Vapor Range

08:40
0,000 08:47
PASSED 08:48
0,006 08:48
0.000 ©08:49
0,029 08:49
0,000 08:50
PASSED 08:50
0.098 00:151
0.000 08:52
0.029 08:52
0.000 08:53
PASSED  08:53
0.098 08:54
0.000 08:55
0.026 0B:55
0.000 “008:56
0.099 08:56
0.000 - 08:57
q/21OL
0.097

0.092 - 0.102

DMT Sorial Number #123006

Poge L of 1 TEST UN IN TRAINING MODE

~

0,10 3 : : )
e Aloohol (g/210L)
0.09] | —— #low Rate{L/M} 36,
0.08 .. C 132.0
0.07 = PRLG
00| i (11 ¢ b
sy |
: T
Q.09 ! e o4,
0. 04 1.0
0.03 ]
0,02 it
0,01 4,18
o, 00 : &, 0
20 25 30
0.10 : ; : 40,4
= Bl eohol (g/ 2105}
0.09 -~ Flow Rate{L/M)} e
0,08 arod
0,07 234
0.06 S e e 24,3
N P f 1 n!i : : e
o fo, _
o, 08 ? i "”:\?”KW? R 1.0
0.04 Pl te.a
0.03 A - 12.9
: ey
<. av \//’
0. 02) el A" .o
o.o1] i f 1] a0
0.00 S N P 1 . i, 0
i% 20 29 30
0,10 ; : - : T AN
. Alcohol (g/210%)
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DUL SUBJECT TEST

STATE OF VERMONT

DataMater DMT: 123008
Location; Rockingham VSP
Certification Date; 08/22/2011
Installation Date: 09/02/2013

pate: 05/11/2012

Time: 09:16:10

Obs. Period Start: 09:15
BLANK TEST 0.000 09:17
CATIBRATLON CHECK PASSED 09:;17
4IMULATOR VAPOR 34,0°C 0,096 0(9:18
BLANK TEST N.000 09:18
SUBJECT SAMPLE {(Vol=2,5T) 0.042 09:19
BLANK TRST _ 0.000- 09:20
CALIBRATTION CHECK PASSED  08:20
S TIMULATOR VAPOR 34.0°C 0.087 09:21
BLANK TEST 0.000 09:21
SUBJECT SAMPLE (Vol=1.,51L) 0,034 09:22
BLANK TEST 0.000 09:23
CALIBRATION CHECK PASSED 09:23
STMULATOR VAPCR 34.0°C 0.098 09:23
BLANK TEST ' 0.000 09:24
SUBJECT SAMPLE {Vol=2.3L} 0.03%9 09:25
BLANK TEST . Q.000 09:26
SIMUTATOR VAPOR 34.0°C 0.099 09:26
BLANK TEST ) 0.000 09:27
All alcohol values reporied in g/210L

Sim. Vapor Concentration 0.007

8im. Vapor Range 0.092 - 0.102

DMT Serink Number #123006

Paga 1 of i

0,10 N U ) : Ty i
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0,00 i i Lo
Q % 10 15 20 25 30
0.10 3 : : 7 Tan.u
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0.098§ | —- Flow Rate(L/H) 5.4
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0.06{ : O IOt
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DUI SUBJECT TEST

STATR OF VRRMONT

DataMater DMT: 123006
Locations Rockingham VSP
Certification Date:

pate: 05/11/2012
Time: 10:10:855
Obs. Period Start:

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TBST '
SUBJECT SAMPLE (Vol=2.6L}

BLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34,0°C
BLANK TESY

SUBJECT SAMPLE (Vol=l,5L)

BLANK TEST
CATLIBRATION CHECK
SIMULATOR VAPOR 34.0°C
BLANK TEST

SUBJECT SAMPLE {Vol=L.91)

BLANK TEST
STMULATOR VAPOR 34,0°C
BLANK TEST

All aleohol values reported in

$im. Vapor Concentration
Sim., Vapor Range

08/22/2011
Installation Date: 08/02/2011

10:10
0,000 10:12
PASSED 10:12
0,096 10:12
0,000 10:13
0,069, 10:14
0.000 10:15
PASSED 10:15
6.096 10:16
0,000 10:16
0.064 10:17
0.000 10:18
PASSED 10:18
0.097 1D:19
0.000 10:19
0.060 10:20
0,000 10:21
0.098 10:21
0.000 10:22
g/2105n
0.097
- 0.092 - 0,102

.00

G.20

0.18

0.34

PMT Serial Number #123006

Pago 1 of 1 TEST RUN IN TRAINING MODYE
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9.18

0.12
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DUT SUBJECT TEST

STATE OF VERMONY

bataMater DMT: 123006
Location: Rockingham VSP
Cartification Date: 08/22/2011
Installation Date: 09/02/2011
Date; 05/11L/2012

PTime: 10:38:16

Oba, Period Start:

BLANK TEST

CALIBRATION CHECK
STMULATOR VAPOR 34.0°C
BLANK TEST

SUBJRECT SAMPLE (Vol=3,2L)

BLANK TRST
CALIBRATION CHRECK
SIMULATOR VAPOR 34.0°C
BIANK TRST
SUBJECT SAMPLE (Voal=3,3L)
DLANK TEST

CALIBRATION CHECK
SIMULATOR VAPOR 34.0%C
BLANK TEST C
SUBJECT SAMPLE (Vol=3.2L)

BLANK TEST
SIMUTLATOR VAPOR 34.0°C
BLANK THEST

Sim. Vapor Concentration

gim. Vapor Range 0,

10:37

0.000 10:39

PASSED 1D0:39
0.095 10:39

0.000 10:40

0.094 10:41

0.000 10:42

PASSED  10:42
0.096 10342

0.000 10743

0.09% 10:43

0.000 10:44

PASSED 10:44
0.097 10:45

0,000 10:46

0.086 10:46

0.000 10:47

0.098 10:48

0.000 10:48

All alcohel values reported in ¢/210L

0.097
092 - 0,102

0.06

0.12

0.10

a,08

0,06

0.04

0.0z

0.00

DMT Seiial Number 123006
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ACCURACY & PRECISION REFORT

STATE OF VERMONT

PMT: 123006
Rockingham VSP

DataMatex
Location!

pate: 05/14/2012
Pime: 15:37:21%

BLANK TEST , 0.000 15:38
CALIBRATION CHECK PASSED  15:38
4 IMULATOR VAROR 34,0°C 0,099 15:38
SIMULATOR VAPOR 34.0°%C 0.099 15:39
STMULATOR VAPOR 34.0°C 0.099 15:40
SIMULATOR VAPOR 34.0°C 0.099 15;:;42
SIMULATOR VAPOR 34.1°C 0.100 15:43
BLANK TEST 0.000 15:43
Average = 0.099

std Dev = {,000

DM Sertal Number #1230006

9\‘/"4“‘

Pagoe 1 of 1 TEST RUN IN TRAINING MODE
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ACCURACY & PRECISION REPORT

STATE OF VERMONT

DataMater DMT: 123008
Location: Rockingham VSP

Date: 05/15/2012
time: 06:31:121

simulator Timed Oout

BLANK TEST 0.000
CALIBRATION CHECK PASSED

DMT Seriat Nuimber #123066 Pags 1 of 1

N s

4

(

TEST RUN IN TRAINING MODE
4

Vi
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ACCURACY & PRECISION REFPORT

STATE OF VERMONT

DataMater DMT: 123006
Looation: Rockingham VSP

Date: 05/15/2012
Time: 06:33:26

PV A et ety i iy el e T i T e A RS S ek f L ar S et S o et ¥ b e e e e

BLANK TEST 0.000 06:34
CALIBRATION CHECK PASSED (6:34

. Simulator Temperature Unknown

DMT Serial Number #123006 N Pape L of 1 TEST RUN IN TRAINING MODE
e o

O s

&

ra

.

~

05/21/2012 10:33 AM




ACCURACY & PRECISION REPORT

STAPE OF VERMONT

DataMater DMT: 123006
Location: Rockingham VSPp
Date: 05/15/2012

Time: 06:53:30

BLANK TPEST ' 0.000 06:54
CALIBRATION CHECK PASSED 06:54
SIMULATOR VAPOR 34.0°C 0.096 06:55
SIMULATOR VAPOR 24.0°C 0.097 06:56
SIMULATOR VAPOR 34.0°C 0,097 06:57
SIMULATOR VAPOR 34.0°C 0.098 06:58
SIMULATOR VAPOR 34.0°C 0.098 06:59
BLANE TEST 5.000 07:00

Average = $.097
std Dev = 0,000

0.20

DMT Berinl Nunrber 12306 Page 1 of B TTIET RUN IN TRAINING MODE
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Q " Vermont Department of Health Laboratory
/\'\' " 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: ___ Rockingham VSP | DataMaster Serial # 123006
Date:___9/30 /2011 . Requestor:_____ K, Kimball
Instrument Supervisor: _ . Phone #:

Taken By: ____ A, Boldue

Problem: Perform Software Update

Laboratory Response:

Work Performed:

The software updated successfully after rebooting the DMT with the printer unplugged and the USB ‘

thumb-drive linstailed, to allow for the FTDI SER.DLL.

On Site [ ] In-house Q Attachments: 1 pages V', ol
c

Performed By: A. Boidu Date:  10/3/2011
Final Review: Kirk L. Kimball __ g#&oggl  7z- -/ Date: _10/04/2011

N
ALC 626 Rev 3 06/11 . Printed on: October 4, 2011 09:30




DMT UPDATE

" DataMater DMT: 123006
Tocation: Rockingham VSP
'rvCEDlgs.dll
Arveenet.dll
CdrvHF32.d1}
cdrvlibnet.dll
CdrvXF32.d11
customcontrols.dll
dmSecure.xml
DMT . EXE
dmt_utils.dll
BmtSecurityUserData.xml
DmtUpdater.exe
FTDI_SER.DLL

ICSharpCode. SharpZipEib.dll’

interop.prenginecelib.dll
MICRO,.DLL
MicroUtil.dll
MODEM.DLL
PrintCE.dll

state seal.jpg
StateUtilities.dll
SubClasser.dll
TestTypes.xml
VDHlogo. jpy
VpnComm.dll
xmlSettings.bak
xmlSettings.zml

PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSED
PASSFED
PASSED
PASSED




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date;
Certification Date:
Instaliation Date:
RPC Date:
Supervisor Natie:

Diegunostic Resulis

VHRSIONS

DMTE 1,00

BICY 2,08
Modera: 2.3
Questionsi 2,0

THMPERAETURES.

Sample Chamber =
Breath Tube =

Digital Sim

SETTINGS

Lamp Voltage
Covler Voltage
Bias Voltage.
Chopper frey

'Ll_ o

PUMP INFO- 7
Flow Rate = 4,825

DETECTOR INFO
PUMP ON:

MAX (V) 0.056%
MIN (V) £.0555

FILTER INFO
Filter 1
Filter 2
Fllter 3

0,089
0.501
1.258

CALIBRATION GHECK
Xq = 0.118 0.30

123006
Rockingham VSP
08/19/2011
08/22/2011
09/02/2011
10/26/2011

KATE M DESLAURIERS

i

49,1°G
Ag.1°C LT

33.8%¢

1.7 v /-*""

1.69 V 4

80 v
$3% Hz

LM L

OFF

0,0594
0.0583 uf

Zero = Lrue e
Zero = true {,
Aerg = tiue

RV

Routine Performance Check Passed xf/

‘Accuracy and Precision Check
Concentration ={3,101 g/2101, LT
Lot# , = 113241400 Wi
‘Range = {0,096~ 6,106

Avetages - =108 2/210L,

St Dev =0.0000

RF Detection Test
Passed

Sample Acéeptance Test | -
Passed i‘/

L

0. 107 e ey

-—-—-Alcohol{g/23.0b} R S,
Flow Ra'te(L/M) e e 38, 8

0408 [irmmbrmtivesstmdt st Lo i 850

B e e LT

TOTR 1] LT MR ENERS PR AR WO

6. 04

R0 IRy 3 ST Ee PR rff«.—‘;pv
R :’}

,g‘uz SR A . % . : -

0,01 .(f . ! A B Wi Sl i & S et 3

.06} J : : SR N O
g & 10 18 Z0 25 30 35 40 45 50 5560

mme——
ATy

Performed by

Revicwed by

Date _ 10/26/2011

Date _'ff/‘%}r/fg

DM Seria! Nomber #123066

Pagedofl

110742011 11:46.AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:

123006
Location: Rockingham VSP
Calibration Date:  08/19/2011
Certification Date: 08/22/2011 =
Installation Date: 102612011~ /2 /22 | yne
RPC Date: 10/26/2011 s 03
Supervisor Name: KATE M DESLAURIERS
GUT 28 sop
ﬁ”‘ Depariment of
Diagnostic Results — - - —— - - - Acenracy and Precigion Checle——-—— — = ealth Labor, atory.
Concentration =0.101 g/210L
Lot# =11-32-100
VERSIONS Range ~0.096-0.106
DMT: 1,00 o Average =0.103 g210L -~
PIC: 2.05 Std Dev =0.0000
Modem: 2.1
Questions: 2.0 . -
RF Detection Test v~
TEMPERATURES Passed ‘
Sample Chamber = 49.1°C _ : .
Breath Tube = 48.1°C e Sample Acceptance Test 7
Digital Sim = 33.9°C Passed .
SETTINGS
Lamp Voltage = 1.76 v
Cooler Voltage = 1.69 V .
Bias Voltage = 80 V 0.10 R N S o £0.0
Chopper Freq = 536 Hz o ool Atooholig7210L) | o
PUMP INFO / ——— Flow Rate(L/M)
Flow Rate = 4.825 L/M 0.08 32.0
DE'I’ECTORD;ZINFO opp 0.07 -
MAX (V)  0.0569 0.0592
MIN(V)  0.0555 0.0583 0.06 24.0Q
FILTER INFO a . " 0.05 20.0
Filter 1 0.059 %eéro = true / ‘
Filter 2 0.501 Zero = true 0.04 16.0
Filtexr 3  1.258 Zero = true i ﬁ”"“‘ﬂ
_ 0.03 i 12.0
CALIBRATION CHECK '
Xg = 0.118 0.30% 0.02 f 8.0
6.01 AV‘””J f ( 4.0
Routine Performance Check Passed 0.00 ., 0.0
0 B 10 15 20 25 30 35 40 45 50 55 60
o’yu@/ N
== N
Performed by Date 10/26/2011 e >
' - ; P
Reviewed by -§€~awn Fornen s Date relziln A
DMT Serial Number #123006 Page 1 of 1~ 10/26/2011 2:09 PM




ROUTINE PERFORMANCE CHECK REPORT

Databagter DMT:
Locatiom:
Calibration Dale:
Certification Datc:
Instaltation Date;
REC Date:
Supervisor Name:

Diagnostic Resnlts

VERSIONS

DMy 1,01

PIC: 2.05
Modem: 2.4
Questiong: 2.1

123006

Rockingham VSP
05/18/2012
05/18/2012
05/21/2012

10/26/2012

KATE DESLAURIERS

Acenracy and Precision Chesk

Concentration

Lot#
Range

Averapgo
Std Dov

= 0.099 g/210L
= 1277100
=0.094 - 0.104
= 0,102 2107,
= (0000

Ri Deicetion Test

TEMFERATURES Passed
Sample Chamber = 49.2°C ‘
Breath Tube = 4g8.1°¢ Sample Acceptance Test
Digital Sim = 33.8°¢C Passed
SETTTNGS
Lamp Voltage = 1.76 V
Coolexr Voltage = 1.69 vV - )
Bias Voltage = 80 vV 0,10 : - - IR
Chopper Fre = 5471 Hz ) ‘ :
PP d ? 0.08b Alcohol (g/210L) |
PUMP INFO - S VFlo-w Ra.te(L/M)l
Flow Rate = 4,896 L/M g, e b N
DETECTOR INFO 0 —_—
PUMP ON OFF ) '
MAX (V) 0.1907 0.1931 g
MIN(V)  0.1888 0.71917 0 | S
FILTER INFO ¢.05 &
Filter 1 0,182 Zero = true 11 IR L
filter 2 0.633 Zeroc = true . 0.04 R F : el '~i£ N IEN
Filtexr 3 1.355 Zero = true L : _ i N
0.03 E e ! ;
CALIBRATTION CHECK | : | IR
. - . . | . Cd .
Xg 0.118 0.08% . 0.02| R : i v
A 1] !
oy o s b
Rontine Performance Check Passed .00l Lo L ] NS A - ——
0 5 10 15 20 25 30 35 40 45 50 5& 60
. P T >
. //)// =
Performed by //,{ / Date 1072612012
Reviewed by Date

DMT Serial Number #123006

Page 1 of 1

FOA26/2012 3:00 P
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DATAMASTER DMT MAINTENANCE LOG

- Department/Agency DataMaster DMT Seri

al Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

thtaM‘tster Slmuidt(n Solutlon

imulator ’%olut;on Chdnge Piace Label Here]

s Lot # 1232100 BtOH,, Conc: 0.100 Bt et -
© Range: 0.095 - 0.105

Prepara!lon Date: 10/26/2011 Expm weeol2 |

ﬁ QPENED /L;)/ /jz;;\ ®__

_ A?,t\”‘\_ @ﬁ%&f‘f\(\éé L Soliak. aﬁy{@rﬁﬁ_ _—

v T For RPC or- Stmulator ooiutlon Change- Piare Label Heze]

" DataiMaster Simulator Solutlg}n
E— - \ot§1277-100  E10Haq Cone 0099 o
| 0.004 - 0,104 - ,
"""""""""""""""""""" g?:g:ratlon Date: 05/08/2012 Explres: 05/08/20}

OPENED!:

* ALC 803 REV 03 08/2011




—

B th R d Hist S5o2
reatt ecor ilsStory :1/0 75012

Test Test " Rlcohol Alcohol Sim. Sim. “ ;
Date Time Agency Operator Name val. 1 val. 2 Conc. ‘1 conc. 2 Status Message

08/07/2012 00:22:22 | ROCRINGHRY, VoI MECHAEL & BTUDIN NCED] U093

06/21/2012 22:46:16] ROCKINGHEY V5T MATTHEW J STEEVES REFUSED 0.102

06/21/2012 23:12:19¢ ROCKINGEAN VeP MATTHER ¥ SLLEVSS 0,156 G.102

06/22/2012 02 4718 ROCKINGERAH VSD \TTHER 0 SIREVES §.145 1 0.202

U6/25/2012 02:54:40 SPRINSEIELD 2D DENIZL, - DESLAURLIERS 0.124 5.128 T 5.102 _104 3

05/25/2012 21:11:51] ROCKINGERY VeP MRTTEER J SLERVES 0,181 0,148 :5.102 (.101

07/06/2012 D0:15:58 ] RosAanGHAM VaP PAUL T DEAN 0.12% G§.125 P 0.6k §.10%

07/15/2012 19:15:5¢| Chester F.D. JEEFERY C HOLDEN 0.1E5 q.177 1Z.it2 G.102

{ 07/20/2012 19:25: 08| CE25%=R PD TN B XIBEB% 0.2€3 C.1C% Blank Errer

| 07/20/2013 19:31:28[ CERESTER £D IAN A KIBEE i 0.162 Blank Errcs

L 0T720/2012 20:13:1%| CHESTER ©D TAN KIBEE 13.242 C.238 B.i0% G.098

1 07/29/2012 20:48: 52| ROCKINGHAM VSP TIMOTHY GOULD 10,278 0.7101

08/12/2012 00:40:09| ROCKINGHAM V3P NICHOLAS G ARLINGION 10.028 6.100

08/13/2018 23:07:23| ROCKINGHAM VSE KEVIN P HUGHES J.124 0.127 0-108 3.200

3872272012 18:56:33! ROCKINGHAM V&P JRXE B BLOOM 0.108 0-107 Blank trror

08/22/2012 18:04:10] ROCKINGHAM VEo JAKE B BSLOOM REFUSED 0.098 Blank Srzor

09/13/2042 00:25: 42| ROCKINGHRM V5P KEVIN P HUGHES 0.093 §.09¢%

0871472G1; 01:26:14] ROCKINGHAM V3t P SONATERN o GRAHPM 0.035 0.081 0.088 0.097

038/16/201: 00:28:47 | ROCKINGHAM V5D JCNATHAN J GRELAM 0761 4.09%

08/22/201% 10:36:20] ROCKINGHEM V3P BRYSON N LUNDERVILLE 0.097 0.056 0.03E 0.0%8

09/25/2012 01:02: 59 ROCKINGSAY V52 MATTHEEW & ST-EVES 0.038 RESPONSE TIMEOUT

10/04/2012 00:26:38! ROCKINGLAM Var MEETRE® & STREVES 0.126 0.127 G.038 PRFET]

10/24/2012 20:12:257 ROCKINGHEM Vep METTHER J SIBEVES G075 0.097

10/26/2012 22302 :23] RCCKINGHAM VoF JEXE B BLOOM REFUSEL T.iC

10/28/2012 02:41:45] POCKINGHRM VSP NICHOLAS ARLINGTON C.C77 C.iC

DMT Serial Nam 23008

£1

12012 1102 A%
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency

DataMaster DMT Seriat
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pihi e

TYPE OF SERVICE PERFORMED

e—

PERFORMED BY
{(Name and Title)
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency

DaiaMaster DMT Seriat Number

|

DATE

Fre T

TYPE OF SERVICE PERFORMED

PERFORMED BY
{Name and Title)
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'ROUTINE PERFORMANCE CHECK REPORT

PataMaster DMT: 1230006

Location: Rockingham VSP
Calibration Date:  05/18/2012
Certification Date:  05/18/2012

Installation Date:  05/21/2012

RPC Date: 06/21/2012

Supervisor Name: KATE DESLAURIERS

|

Accuracy and Precision Check

Diagnostic Resulis

Ceoneentridion =0.100g/210L
Tot# =12-32-100
VERSYONS Range ‘ =0,095-0.105
DM 1,01 Average =1),102 g/210L,
S PIC: 2.05 Std Dev ={.0000

Modem: 2.2
Questions: 2,0

RF Detection Test

TEMPERATURES Passed
dample Chamber = 48.7°C \ )
Breath Tube = 46,7°C Sample Accepiance Test
Digital 8im = 1313.8°C Possed
SETTINGS
Laip Voltage = 1.76 V
Cooler Voltage = 1,69 V
Bias Voltage = 80 V 0.10 ; ; : s : - - TG
Chopper Freq = 539 Hz : y : : : :
0.09 { Alcohol{g/210L} : : i oy

PUMP INFO : Do Flow Race([l) | o
Flow Rate = 4,848 L/M ‘ G.08| R : . JRRETI EPRY
DETECTOR INFO eorl - L i s
PUMP ON OFF : N - ‘ : .
MAX (V)  0.1610 0.1657 - ‘ ;‘ : ' ' _
MIN(V)  0.1596 0.1644 g.ue o oo
FILTER 1NFO G, A
Filter 1 0.165 Zexo = true
Filter 2 0,610 Zexro = true _ 0. Lot
Filter 3 1.339 Zero = true '

. 0. [
CALIBRATION CHECK
¥g = 0.118 0.60% ‘ 0. S [P T

£,

50 108G 90

Routine Performance Check Passed

%///, Dato 06/21/2012

Reviewed by : o Date N
Page 1of 1 06/21/2012 8:54 AM
£

Performed by

DMY Serial Number #123006




Brown, B{cven

From: Bolduc, Amanda

Sent: Thursday, June 21, 2012 9:32 AM

To: Cahill, David; Brown, Steven; Conti, Trisha

Subject: FW: DataMaster documents

Attachments: 06212012 _RPC pdf pdf, 06212012_Maintenance Log.pdf.pdf; 06212012_Summary.pdf.pdf

Just s6 no one has a heart attack {like | just did for about 10 seconds): The reason the breath record summary shows a
section of tests with no name or location is these are the tests that were done at NPAS when the unit went back to Ohio
for service. The technicians at NPAS will turn off the “ask guestions” functions so that they den’t have to type inan
officer/subject/etc. when running tests. ‘

Let me know if you have any follow up questions.

Amanda Boldue, MFS

Alcohol Program Forensic Chemist
Vermont Forensic Laboratory -
Department of Public Safety

103 South Main Street
Waterbury, VT 05676

(802) 241-5300 {ph}

(802) 585-0504 {cell)

(802) 241-5557 {fax)
Amanda.bolduc@state.vi.us
Please note new contact information as of 3/1/2012*

From: Deslauriers, Katherine

Sent: Thursday, June 21, 2012 9:22 AM

To: Brown, Steven; Cahill, David; Bolduc, Amanda
Subject: DataMaster documents

Attached is the RPC, Maintenance log, and Breath Summary report.

Kate

Kate Deslauriers

VSP Rockingham

Barracks Clerk

802-875-7132

1987 Rockingham Road

Chester VT 05143

Katherine, Deslayriers@State.vt.us




Brown, Steven

From: Brown, Steven -

jent: Friday, June 08, 2012 8:45 AM

To: Szarejko, Joseph M.; Hopkins, Richmond; Edwards, Robert; Favreau, Paul; Lake, Ronald;
o Hebert, MaryBeth; 'Keith Clark'; Wrinn, Eugene

Cc: Shriver, Tracy; Cay, Susan; Gartenstein, David

Subject: . DataMaster Records

Hello,

Would you please remind your DM Supervisors they need to send updated records to our office. This is not optional. At a
minimum, we should be receiving quarterly updates which should include: _

Breath Summary Report

Status Summary Report

Check Up and Maintenance Log

RPCs

Simulator Change Reports

Any other related records, including emails

List below is the last time | received an update from each agency:

Windham County Sheriffs 11/28/11
Dover PD 2117111
VSP Rockingham 2/17/12
VSP Braitleboro 12/15/11
Bellow Falls PD 11/14/11
“fernon PD 2/15/12
JYilmington PD No updates since the instrument has been replaced

Brattleboro PD- up to date '
Please let me know if you have any questions.

SMB

0 B Brown
County Depuly Stales Altomey
GH

807, "’r 2864 § ax




Brown, Steven

From:

Sent:

To:

Subject:
Attachmentis:

Katherine Deslauriers [kdeslaur@dps.state. vt.us]
Friday, February 17, 2012 6:47 AM

Cahill, David; Brown, Steven; Harnois, Steven
RPC and Breath Summary discovery 2/16/2012
17022012_ summary.pdf; 16022012_RPC.pdf

Here is the RPC and Breath Summary reports

Kate Destauriers

VSP Rockingham Barracks Clerk

802-875-7132
1987 Rockingham Road
Chester VT 05143




N

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006
Location: Rockingham VSP
Calibration Date::  08/19/2011
Certification Date: 08/22/2011
Instailation Date;  09/02/2011
RPC Date: 02/16/2012
Supervisor Name: KATE DESLAURIERS
Diagnostic Results Accuracy and Precision Check
' Concentration = 0.101 g/2101,
Lot# =11.41-100
VERSIONS Range = (.096 - 0,106
DMT: 1,01 Average = (.099 g/210L
PIC: 2.05 Std Dev = (),0000
Modem:; 2.2
Questiona: 2.0 .
RF.Detection Test
TEMPERATURES Passed
Sarﬁple Chamber = 48.,7°C
Breath 'Tube = 48.1°C Sampl 00 ce Test
Digital Sim = 33,9°%C Passed
SETTINGS
Lamp Veltage = L.76 V
Cooler Voltage = 1.69 V .
Bias Voltage = 80 V 0.10 i ; ] 40,0
= 5§ Az _
Chopper Freq b37 Hz 0.09/|- —- Aloohol{g/210L) |t & ¢ leee—d36.0
PUMP INFO —— Flow Rate(L/M}
Flow Rate = 4.940 L/M PS Y 1= FUCHOUG AN AN SRR RSO RSSO SO S 32.0
DETECTOR INFO
PUMD on OFF 0.07 28.0
MAX{V)  0.0331 0.0366 :
MIN(V) 0.0317 0.0354 0.086 24.0
FILTER INFOQ 0.06 “d=0,0
Filter 1 0.036 BZero = true '
Filter 2 0.481 Zero = true 0.04 L 16.0
Pilter 3 1.238 Eero = true f \\f\\
: . 0.03 ‘iﬁ 12.0
CALIBRATION CHECK
g = 0,138 0.37% TRV ) ey (R N |1 | 1)} S SOOI R 8.0
0.901 {VP 4.0
i : 0,00 _Jo.o
Routine Porformance Check Passed ERETEET o 76 80 90
Performed by %‘/ Date 02/16/2012
Revicwed by - Date
DMT Serial Number #123000 Pags 1 of 1 02116/2012 12:25 PM
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Brewn, Steven

“rom: Brown, Steven
ant: Friday, November 25, 2011 2:47 PM
To: ‘ 'Katherine Deslauriers'
Cc: Cahiil, David
Subject: DM Records
Kate,

Thank you for the update on the records. | sent a memo on April 6, 2010 requesting all agencies discontinue the use of
the operator’s log. The instruments keep track of this information automatically. Piease pull the operator’s log immediately.

Thank you,

SMB

Steven M. Brown

Yandham County Depuly State's Attorey
PO Box 788

Bratleboro, VT £5302

802 25T 2860 vole

802.257 2864 Iax




TQ: Steve Brown
FROM: Kéte Deslauriers

DATE: 11-15-2011

DataMaster records for the new machine

Serial number 123006

s Breath Record History 9/2/2011 to 10/23/2011
e DataMaster Maintenance logbook 9/2/2011 to
e [nstallation Report 09/02/2011

¢ Routine Performance Check (RPC) 10/26/2011
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| SERIAL NUMBER: [27:0¢

Start Date: g/,
~ End Date:




o 'DATAMASTER DMT MAINTENANCE LOG
_/ CSC//"/?(‘/ Qo] LIS ‘ 2SO0 4

Departmer@/Agency ' DataMaster DMT Seriat Number

i
o
ey

-PERFORMED BY.

o DATE ' TYPE OF SERVICE PERFORMED (Name and Tile)
R ?’/ ...... DataMaster Ext. Std. Solution : ] Fhog clirel- vDHC
- | 5//// 0 E‘;;g;lofég';?g'los BtOHy, Cone: 0.0 406 Place Label Here]
ﬂ Preparation Date: 06/15/2011
A E_)ﬂ)ircs: (?6/15/2012 7 ﬂ /:’5’;/ : ' ="
N 75 EesEA T
/ger-[)awmeo'f Ih??q«//Q'j‘dh L 77&
Per froTocal raols

3333333333

e
1

................ W el D

DataMaster Simulator Solution

I -------—"‘"-"% Lot # 11-32-100 EtOH,, Cone: 0.101 e T
i Range: 0.096-0.106 :
e Preparation Date; 03/15/2011 : : . .

Expires: 03/15/2012

Ve

W Sy B ’ g Chie -
“/72 /;, [ For RPC or Simulator fSoluts@ Change Place Label Here] Ji" L.
= ALC 803 REV 03 08/2011




INSTALLATION REPORT

DataMaster DMT: 123006

Location: Rockingham V3P
Calibration Date:  08/19/2011
Certification Date:  08/22/2011
Installation Date:  09/02/2011

Installed by: STEVEN E HARNOIS

Site mﬁcts specification in doc P-AL.C-210

Default Options Loaded

Diagnostic Results Aceuracy and Precision Check
. . . Concentration =0.100 g/210L
Lot# =11-40-100
VERS IONS : . Range ={.095-0.105
DMT: 1.00 Average T =0.098 g210L
PIC: 2.05 ‘ Std Dev = 0.0000
Modem: 2.1 . )
Questions: 2.0 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 48.1°C ~ Sample Acceptance Test
D:Lg’ital Sim = 33.8°C Passed
SETTINGS 0. 10T r{ /; : —e0.0
oltacge = 1.76 Alcchel{g/210L}
ggﬁez ‘%Iolgage = 1.69 g ‘ 0.09 Flow Rate(L/M) [~ 36.0
Bias Voltage = 80V
Chopper Freg = 531 Hz 0. 08 oo s . 32.0
PUMP INFOQ : AT T 28.0
Flow Rate = 4,715 L/M
DETECTOR INFO , 0.06 - 24.0
PUMP ON OFF . / ’
MAX (V) -0.0368 = -0.0344 G.05 : 20.0
MIN(V) -0.0384 -0.0356
“0.04 16.0
FILTER INFO
Filter & ~0.035 Gero = true
Filter 2 0.421 Zero = true ' 0.03 : . YT 1z.0
Fiiter 3 1,195 Zero = true
) 06.02 8.0
CATLIBRATION CHECK ) [‘4 }
Xq = 0.118 0.00% . 0.01- 4.0
0.00 ( 0.0

0 5 10 ‘15 20 25 30 3% 40 45 50 55 &0

INSTALLATION PASSED

Porformed by M  Dao 09/02/2011
Reviewed by /% }{W | Date G-z~ //
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Pate:  08/19/2011

Certification Date: 08/22/2011

Installation Date:  10/26/2011

RPC Date: 10/26/2011

Supervisor Name: KATE M DESLAURIERS

Diagnostic Resulis Accuracy and Precision Check
Concentration _ =0.101 g/210L
. Lot# =11-32-100
VERSIONS Range =096 - 0.106
DMT: 1.00 Average =0.103 g/210L
PIC: 2.05 ‘ Std Dev ={,0000
Modem: 2.1

Questions: 2.8

RF¥ Detection Test

TEMPRRATURES Passed
Sample Chamber = 48.1°C .
Breath Tube = 48.1°C Sampie Acceptance Test
Digital 8im = 33.9°C Passed
SETTINGS _
Lamp Voltage =1.7¢ V
Cooler Voltage = 1.69 V
Bias Voltage =80V 0.10 T T T T 7 7 £0.0
Ch F =
oppet fred 536 Hz 6. 00l Alcohel (g/210L) a6 0
DUMP INFO Flow Rate [L/M}
¥low Rate =_4.825 I.I/M 0.08 . : ) 32.0
DETECTOR INFO :
PUMP ON OFF 0.07 . 280
MAX (V)  0.0569 0.0594 :
MIN(V)  0.0555 0.0583 0.06 24.0
FILTER INFO ' 0.085 1200
Filter 1 0.059 Zero = true :
Filter 2 0.501 Zero = true 0.04 16.0
Filter 3 1.258 Zero = true h i
0.03 o AT 11 | N -, S S 12.0
CALIBRATION CHECK
g = 0.118 £.30% . 0.02 JO T 8.0
. By /‘
0.02 " ‘ 4.0
i rfor 0.00 0.0
Routine Performance Check Passed T e 5y 35 10 15 S0 36 5o
rd
Performed by %\ ‘ Date 10/26/2011
Reviewed by - _ Date
Page L of 1 : ©10/26/2011 2:09 PM

" DMT Serial Number #1230606




