Brown, Steven

From: Brown, Steven

jent: Frlday, June 08, 2012 8:45 AM

To: Szargjko, Joseph M.; Hopkins, Richmond; Edwards, Robert; Favreau Paul; Lake, Ronald;
‘ ' Hebert, MaryBeth; 'Kelth Clark'; Wrinn, Eugene

Cc: Shriver, Tracy; Cay, Susan; Gartenstem Dav:d

Subject: DataMaster Records

Hello,

Would you please remind your DM Supervisors they need to send updated records to our office. This is not optional. At a
minimum, we should be receiving quarterly updates which should include:

Breath Summary Report

Status Summary Report

Check Up and Maintenance Log

RPCs

Simulator Change Reports

Any other related records, including emails

List below is the last time | recei\}ed an update from each agency:

Windham County Sheriffs 11/28/11
Dover PD 2M7/M11
VSP Rockingham 2/17/12
V'SP Bratileboro 12/15/11
Bellow Falls PD 11/14/11
“lernon PD 2/15/12
filmington PD No updates since the instrument has been replaced
Brattieboro PD- up to date -

Please let me know if you have any questions.

SMB

Savett ML Brown

B2 257 2654 fax




ROUTINE PERFORMANCE CHECK REPORT

DataMastor DMT: 121606
Location: Windham County 30
Calibration Dats:  08/22/2011
Certification Date:  08/22/2011
Tastallation Date:  09/07/2011
RPC Datg: T1072011
Supervisor Name: HOLLY L ELY @ 0 H

id Precision Check &
=0.100 g210L,
: =12:32:100
VERSTONS e =0.695 -0.105
DMT: 1,01 | _ =0.102 g210L
PIC: 2.0% . td Dev =0.0000 -
Modem: 2.2 o
Questions: 2.0 ‘ e
RF Detection Test v
TEMPERATURES Pdssed

Diagnosfic Resulis / O/) {///
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MIN(VE  0.1924  0.2031 AR RIS S E I S S G i e M i S KA

f*""' i e o & & oy o B s S S EY

{1,'-’[: Qi- 7 |ieniBrineaiten
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2,05
Modem: 2.2
Questidns: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Higital Sim

0B

SBTTINGS.
Liadny  Volbtage: o
Cotler Voltage
Bias Volbage
Chgpper Freg

O TR

PUMP INFO

121606 -

Windham County SO

08/22/2011
08/22/2011
09/07/2011
11/07/2011
HOLLY L ELLIS

1.67 v

118w

50y
547 Hz

Flow Rate = 4,537 L/M

PETECTOR IHNFO
PUMD oN
MAX {V) 0.1756
MIN(Y)  0,1744

FILTRR INTO
Filter 1
Pilter 2
FTilter 3

0.179
0.925
1.44%

OFF
§.1801
ge1785

Zexo = trus
Zare & fH¥de
Aerdg = frue

CALIBRATION CHECK

Xg = 0:125

1,08%

Routing Performance Check Failed

Perforined by © Date 1 '_1/0?/2& 53
Reviewed by  Date
DMT Serial Mumber #121606 Pagaiofl 1MOT20LE 2113 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606 _
Logation: Windham Cotinty SO.
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/201)

RPC Date: 11072011
Supervisor Name: HOLLY L ELLIS

Diagnostic Resulis

Accuracy and Precision Cheek:

Condentiation =~ 0.100 g210L
' : : Lot# - =12:32:400
VERSIONS Range =095~ 0.105
DMT: 1,01 Average: =0.09% gi210L
PIC: 2.05 Std Dev = 00000

Modem: 2.2
Questionsy 2.0 .

o . : RE Deteetion Test
TEMPERATURES Failed

Bample Chiapbex
‘Breath Tule
Digital Sim

T 3

SETTINGS

Lamp Voltags
Cooler Voltage
Biag Voltage
Lhopper Freq

i

oo

. FUMP INFO : :
Flow Rate » 4.462 L/

DETHECTOR. INFO
PUMD- ON OFp

PEE (VY 0.1844 0.1872
MIN(V} 0.183% 0.1854

FILTER INEO - ' '
Pilter L 0.186 Zezo = true

Filtey 2 0,931, Zexd = Line

Filtexr 3 1.452 Zero = {

true

CALIBRATION CHECK
Xq = 0.125 0.77%

Routine Performance Check Failed

Roviewed by _ __ Date

DMT Secial Number #121608 Page I of i TL07/2011 2:54 PM




ROUTINE PERFORMANCE CHECK REPORT

DateMaster DMT: 121606 -
Location: Windham County SO
Catibration Date:  03/2272014
Certification Date:  68/22/2011
Installation Date:  09/07/2011

RPC Date: 7o
Supervisor Name: HOLLY L ELLIS

Diasnostic Results

: Lot#
VERSTONS Range
DMT: 1,01 Average
PIC: 2.08 : 8td Dev :
Modem: 2.2 i 1
Cuestions: 2.0 ’

=

TEMPERATURES:

Sample Chawber = 4%.0°¢
Breath Tube
bigital Sim

¥ Ul
s
o
t,
o0
R
[o]

SETTINGS
Lamp Voltage
Coolar Voltags
Blas Voltage
Cliwopper Freq

g

iy

DUMP INFO _
Piow Rate = 4.560 L/M

DRTECTOR INFO

PUMP . -ON OFF

MAX {V} 0.1963 0.2008
MIN{V)  ©.19a7 0.1590

FILTER INFO .

Fultexr 1 0.200 Zéko = true
Filter 2 0,947 3Zero = txue
Filter 3  1.485 Zexo = trus

Iy

GALGBRATION CHECK
Xq = p,126 0.35%

Routine Porformanee Check Failed | | ER1l

/“/“: .
. » . : o &ﬁwi_iii,ﬁ?
nud” %Wn Ao-act 2 gach. A

S

Performed by SUFPEE . pwe __ e720m

Reviewed by ' L I

DMT Seriel Nuosober #121606 Pagebofl LHOTR051 2:59 PM




INSTALLATION REPORT

DataMaster DMT: 121606

Location: ~ Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/2011

Installed by: STEVEN E HARNOIS

Site mects specification in doc P-ALC-2106

Default Options Loaded _ .
Diagnostic Resulis Co Accuracy and Preciston Check
Conceniration ={,101 g210L
- Lot # =11-41-100
VERSIONS Range =0.096-0.106
DMT: 1.00 Average =0.101 g/210L
PIC: 2.05 Std Dev = 00,0000
Modem: 2.1
Questions: 2.0 : .
E RF Detection Test
TEMPERATURES . Passed
Sample Chamber = 48.0°C
Breath Tube = 47.4°C : Sample Acceptance Test
Digital Sim = 34.0°¢C ’ ' Passed
" 0.10 T T H I 40.0
'SETTINGS Al.cohol {g/2i0L)
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V 0_709 7] - Flow Rate{L/M) |f= 6.0
Bias Veltage = 80 V .
Chopper Freg = 541 Hz 0.08 32.9
Flow Rate = 4.611 L/M ) :
DETECTOR INFO : 0.06 ' 24.0
puMP ON OFF f ' }
MAX (V). 0.0886  0.0911 T : ~—126.0
MIN(V)  0.0872 0.0894 ' /‘K
0.04 16.0
FILTER INFO ,
Filter 1 0.090 Zero = true )
Filter 2 0.857 Zero = true 0.03 1z.0
Filter 3 1.397 TFeroc = true
0.02 8.0
CALIBRATION CHECK .
Xg = 0.126 0.35% 0,01 A 4.0
0.00 { \ 0.0

INSTALLATION PASSED

Performed by W | Date 09/07/2011
. - _ - ] Ao /M"’
Reviewed by M Date _CAl {0 oG g
06 '

L '

DMT Seri::lynb’ Page 1 of 1 09/07/2011 1:33 PM




INSTALLATION REPORT

121606

DataMaster DMT:
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date; 08/22/2011
Installation Date:  09/07/2011

STEVEN E HARNOIS

Installed by:
Site meets specification in doc P-ALC-210

Default Options Loaded

Diagnostic Results

VERSIONS

DMT: 1.00

PIC: 2.05
Modem: 2.1
Ouestions: 2.0

TEMPERATURES

Sample Chamber = 48.7°C
Breath Tube = 46.5°C

Digital, Sim 34.0°cr
SETTINGS
Lamp Volftage = 1.67 V
Cooler Voltage = 1L.79 V

~ Bias Voltage = 80 V
Chopper Freqg = 541 Hz

PUMP INFO
Flow Rate = 4.630 IL/M

DETECTOR INFO
PUMP  ON OFF

- MAX (V) 0.0699 0.0732

MIN (V) 0.0689 0.0722

FILTER INFO -
Filter 1 0.4737 Zero

= true
Filter 2 0.842 FZero = true
Filter 3 1.380 Zero = true

CALIBRATION CHECK
Xg = 0.126 0.00%

INSTALLATION FAILED

Performed by

Reviewed by

DMT Serial Number #1

Accuracy and Precision Check

Concentration =0.101 g/210L~ -
Lot# =1141-100
Range - =0.096-0.106
Average ={.101 g/210L —
Std Dev =0.0000
RF Detection Test ( Lt L
L
Passed /’Id‘ a } f i if
éj ' ‘ c" /6.'3’/

Sample Acceptance Test . cf\\b"\\v\ 1

Failed A Beckel ot
0. 10k oobel DOk —y 40.0

Alcchol (g/210L)

0.09 - Flow Rate{L/M) 36.0
0.08 32.0
0.907 28,0
0.06 s n [ ; 24.0
0.05 : [ 20.0
O . 04 - 16 . 0
0.03 : ~12.0
0.02 8.0
0.01 |~ 1 4.0
0.60 r 0.0

0 5 10 15 20 25 30 35 40 45

Date 09/07/2011 /

Date %\0\\\\

] L8

o A G- -

Page 1 of 1 . 09/07/2011 1:13 PM




INSTALLATION REPORT

DataMaster DMT: 121606

- Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
Installed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Default Options Loaded
Diagnostic Results

Accuracy and Precision Check

Concentration =0.101 g/210L

Lot# =11-41-100
VERSIONS Rangc ={.096 - 0.106
DMT: 1.00° Average = 0,100 g/210L
PIC: 2.05 Sid Dev =0.0000
Modem: 2.1
Questions: 2.0 . .

RF Detection Test : \ W L
TEMPERATURES Passed q&fﬁ ;',‘f: 5
Sample Chamber = 48.7°C . 4,’7’5 A
Breath Tube = 47.6°C Sample Acceptance Test A <o~ ¥ \“1\
Digital Sim = 34.0°C ~ : lc])_i'a;l}cdhl - gu\ub M!‘_o\'\a\ s |
SETTINGS - A0 e L T i y i H 40.0
Lamp Voltage = 1.66 V H Alcohol (g/210L)
Cooler Voltage = 1.79 V - 0,08 Flow Rate(L/M) 36.0
Bias Voltage =80V )
Chopper Freq = 543 Hz e T R S e e i 32.0 -
PUMP INFO 0‘07 28.0
Flow Rate = 4.559 L/M
DETECTOR INFO 0.06 I 240
PUMP  ON OFF [\,
MAX (V) 0.0435 - 0.0465 0.05 F 20.0
MIN(V) 0.0417 0.0453

0.04 16,0
FILTER INFO
Filter 1 0.046 Zero = true =
Filter 2 0.819 Zero = true 0.03 12.0
Filter 3 1.354 Zero = true

Q.02 8,
CATLTBRATION CHECK
Xq = 0.126 0.21% 0.01 - .

0.00 0.

7 0 5 16 15 20 25 30 35 40 45 50 55 60
INSTALLATION FAILED -
Performed by o= Date 09/07/2011 o
' ' AR T -f
Reviewed by L , Date o9 g‘t\v\
! -

DMT Serizl Number #121606 .- : Page’T of 1 09/07/2011 1:00 PM
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Q o " Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
~ DataMaster Technical Services {ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Windham County SO ~ DataMaster Serial #: 121606
Date: ___9/28 /2011 Requestor: K. Kimball
Instrument Supervisor: Phone #:.

Taken By: A. Bolduc

Pr_()blem: Perform Software Update

Laboratory Response:

Work Performed:

The software updated successfully. One line of the report indicates that the FTDI_SER.DLL did not
update successfully. Per my conversation with Scott (@ NPAS, this area of the code refers to the e-seek for the USB
ports and the card reader functionality of the DMT which is not currently in use. Further, none of the code in this
section of the sofiware was changed as part of this update therefore the fact that it failed to update.is
inconsequential.

; ) - . i\
On Site [ ] In-house ' Q - Attachments: __pages "—;/ i U{'/

Performed By: “A. Bolduc Date:  10/3/2011
Final Review: Kirk L. Kimball Bzt e+l Date: -~ 10/04/2011

- ALC 626 Rev 3 06/11 _ : Printed on: October 4, 2011 09:32




' DMT UPDATE

DataMater DMT: 121606
Location: Windham County S0

DI_SER.DLL ) FAILED
.rvCEDLgs.dll PASSED
_edrvcenet.dll - PASSED
‘CdrvHF32.d1l ’ PASSED
cdrvlibnet.dll PASSED
CdrvXF32.dil . PASSED
customcontrols.dll o PASSED
dmSecure.xml EASSED
DMT.EXE ’ PASSED
dmt_utils.dll PASSED
DmtSecurityUserData.xml PASSED
DmtUpdater.exe PASSED
ICSharpCode.8harpZipLib.dll PASSED
interop.prenginecelib.dll PASSED
MICRO.DLL PASSED
MicroUtil.dll - PASSED
MODEM. DLL PASSED
. PrintCE.d11l PASSED
state seal.ipg PASSED
StateUtilities.dll PASSED
SubClasser.dll PASSED
TestTypes.xml ‘ ) PASSED
VDHlogo.jpg PASSED
VpnComm.dll . ’ ‘PASSED
zmlSettings.bak PASSED .

xmlSettings . xml PASSED




DATAMASTER DMT | MAINTENANCELQG_

Md Mm [W)f’?@/um s W

Depart ent/Agency

DM@‘%@@VED

DATE

TYPE OF SERVICE PERFORMED

" E” 18%50 BY

DataMaster Ext. Std. Solution
NV Lot # 11-41-100 EtOH,, Cone: 0.101 - e

Preparation Date: 06/29/2011  Expires: 06/20/2012 «momromoomeeomemeime

______________________ _ OPENED: /,//7/;;

Q ﬂﬁ/ {*ﬂrﬁw" e Mzl fw

[ FO]’ RP{J C Range: 0.096 - 0.106 Labe; Here]

DataMaster Simajator Solution

Range: 0.095 - 0.105
{ For RPC or. Prepormtion Date: 02109/2012 E‘(plrcs oaronot3 abel Here] |

e (11 1

}0;‘9@, @M Istdnee . Q@@TM&T\W*

il oF

e Tot# 12-58-100  EtOH, Conet 0. we

A4 Aconrpsnyes Pretain Tt Rotiatid + |

gmfarmd A Sétuace e

----------------------------------- _ OPENED: {D 60r7/

DataMaster Simuiator Solution
T i#12-73-100  EtOHaq Conc: 0.098
[ . Or RP Range: 0.093 - 0.103
T Preparatlon Date: 04/27/2012  Expires: 04/27/20

?’% AL Zeided Q{ M

Al.C 803 REV 03 08/2011

[ Cor RPC or Simulator St}iut;(m Change Placﬂ ]_abel Here]




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

APM Date: 08/22/2012
Performed by: ROBERT DRISCOLL

Diagnostic Results

VERSIONS

pDMT: 1.01

PIic: 2.05
Modem: 2.4
Guestions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

o
LT )
SR ]
" oe .
[=N-- R}

o
anan

SETTINGS

Lamp Voltage = 1.67 V
Cooler Voltage = L.79 V
Bias Voltage =~ BO V
Chopper Freq = 550 Hz

PUMP INFO
Flow Rate = 4.492 L/M

DETECTOR INFO

PUMP ON OFF

MAZ (V) 0.2675 0.2707
MIN (V) 0.2657 0.2689

FILTER INFO

Filter 1 0.27¢ Zero = true
Filter 2 1.004 Zero = true
Filter 3 1.51¢ Zero = true

CALIBRATION CHECK
Xg = 0.127 0.42%

APM PASSED

Performed by /‘l %/

Reviewed by

NMT Rorial Nemher #121606

Simulator Vapor Test

Concentration ={.100 gf210L
Lot# = 12-58-100

Range =0.095 - 0.105
Simulator Vapor =0.099 g/210L

R¥ Detection Test
Passed

S le Acceptance Tes

Passed

G.10 i H

i i 7 40.0
o0 [T B g
0.08 32.0
0.07 28.0
0_06 .......... [r“ . 24.0
0.05 20.0
.04 16.G
0.03 e 12.6
0.062 B.0O
g.01 ~F —t4.0
0.00 [fl\l 0.0

0 & 10 15 20 25

Date 08/22/2012

Date

Para 1 of 1

30 - 35 40 45

08/22/2012 1:38 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location: Windbam County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

~RPC Date: 10/30/2012
Supervisor Name: HOLLY L ELLIS

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

=4
Breath Tube = 47,
Digital Sim =3

SETTINGS

Lamp Voltage = 1.66 V
Cooler Voltage = 1.79 V¥
Bias Voltage = 80 VvV
Chopper Freq = 553 Hz

PUMP INFO
Flow Rate = 4.331 L/M

DETECTOR INFO
PUMP  ON OFF

MARX (V)  0.2722 0.2762
MIN(V) 0.2707 0.2742

FILTER INFO

Filter 1 0.276 BRera true
Filter 2 1.007 Zero = true
Filter 3 1.517 Zero = true

CATLIBRATION CHECK
g = 0.127 0.07%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =(.098 g/210L
Lot# = 12-73-100
Range =0.093-0.103
Average =0.101 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test

Passed
0.10 R N R 40.90
005} | = Mo arasons
0.08 i 32 00
0.07 0 TR SUNS SN OO 28.0
0_06 P POV SN R L 24.0 B
0.05 - e ..E..‘.._. 20 0
0.04 ,Ll{u\ 16.0
T L S s s TR S - 12.0
0.02 . . , bl da o
0.1 | A | . .
0:00 ' A 0.0

¢ 5 10 15 20 25 30 3

5 40 -45 50 5b 60

T

Performed by < Pty ELL- Date
Reviewed by Date
DMT Sarial Numbar #121606 Paga 1 of 1

10/30/2012

1/30/2012 8:36 AM




: Page 1
Log On ReCOId HlStOI‘y 10/30/2012
Test Test
Date Time Name
. .11/2012 12:33:14 Supervisor
07/02/2012 16:13:06 Supervisor
08/22/2012 13:21:41 Amanda Bolduc .
(
DMT Serial Number #121606 Page 1 of 1

10/30/2012 8:39 AM




Page 1

! [
StatU.S Record Hlstory 10/30/2012
Status Status
Date Time Test Type Status Message
. LLFEG1E 13:06:13 | RPC Racord ACCURACY AND PRECISION CHECK FAILED
DMT Serial Number #121606 Page 1 of' 1 10/30/2012 8:38 AM




Breath Record History

Page 1
10/30/2912
Test Test Alcohol Alcchol Sim. Sim.
Date Time Agency Operator Name val. 1 Val. 2 Cone. 1 Conc. 2 Status Message
09/24/2012 18:14:55| WINDHAM COUNTY 80 MARK R _ANDERSON 0.129 0.%30 0.097 0.096

DMT Serial Num. 21606

Pa

‘.ﬁ.u

/30/2012 8:37 AM



Status Record History

Page 1
07/02/2012

Status
Date

Status
Time

Test Type

Status Message

vo/11/2012

13:08:13

RPC Record

ACCURACY AND PRECISION CHECK FAILED

2nstedt was b it Zéu, - 1 fox with Lot Aot

gy’

RECEIVED

W« NCSA

DMT Serial Number #121606

Page 1 of 1

07/02/2012 4:15 PM
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Log On Record History

Page 1
07/02/2012

Test Test
. Name
Date Time
T06/11/2012 12:33:14 Supervisor

DMT Scrial Number #121606

Pagelof 1

07/02/201% 4:15 PM




[}
Page 1

Breath Record History vetisens

Test Test Aicohol Alcchol Sim. Sim.

Date Time Agency Operator Name Val., 1 Val. 2 Conc. 1 Conec. 2 Status Message
03/16/2812 21:52:07| WINDHAM COUNTY S0 MATK R _ANDEESON G.147 0.149 0.088 0.099
03/06/2012 15:00: 13| WINDHAM COUNTY SO MARK R ANDERGON 0.247 0.245 5.101 0.101

£121606 .ofl

DMT Serial Nm

16/11/2012 1:47 PM



Log On Record Histor i
g y 06/11/2012
Test Test Name
_Date Time
ge/11/2012 12:33:14 supervisor
02/17/2012 08:39:20 Superylisor
11/07/2011 13:39:49 Supervisor
11/07/2011 10:57:01 Kirk Kimball
11/07/2011 30:55:48 Kirk Kimball

DMT Scrial Number #121606

Page 1 of 1

06/11/2012 1:49 PM




Stat Record Histor o
atus 1 Y 06/11/2012
Status Status
. Test Type Status Message
Date Time yp g

_00/11/2012 13:;08:13 RPC Recaord ACCURACY AND PRECISION CHECK FATLED

02/11/2012 09:17:50 RPC Recoxd RF NOT DETECTED

1170772011 14:56:49 | RFC Record ACCURACY ARD PRECISION CHECK FAILED

11/07/2011 14:53;30 REC Record RF NOT DETECTED

11/07/2011 14:13:36 RPC Racord ACCURACY AND PRECISION CHECK FAILED
DMT Serial Number #121606 Page 10of1

06/11/2012 1:48 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Ceriification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 06/11/2012
Supervisor Name: HOLLY L ELLIS

Diagnostic Results Acecur Precision Check

Conceniration
Lot #

VERSIONS Range
DMT: 1,01 Average
PIC: 2,05 Sid Dev
Modem: 2.2

Questionsg: 2.0

(LA A T

TEMPERATURES

Sample Chamber
Breath Tube
bigital Sim

o
=
w

. 4.
[y
o
o]

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

1.67 V
1.79 v
80 Vv

552 Hz

Bouo#

n

PUMP INFO
Fiow Rate = 4.548 L/M

- DETECTOR -INFC

PUMP ON OFF

MAX (V) 0.2451 0.24%6
MIN({V) 0.2435 0.2482

FILTER INFD

Filter 1 0.249 Zero = true
Filter 2 0.984 Zero = true
Filter 3 1.500 Zero = true

CALIBRATION CHECK
Xg = 0.126 0.35%

Routine Performance Check Failed

Ae: A’Qm @mblwhhm@. /&M& ﬁ!’/f/u/m ¢An o /O/%Mm W’L
i Kticde) | abt o4 2

Performed by Aot Ere— Date 06/11/2012

Reviewed by - Date

DMT Sertal Number #121606 Page 1 of 1

06/11/2012 1:08 PM




.20 40.0
L R 32.0
G.12 | 24,0
LT 2 ] B T LR L 16.0
0.64 i 8.0
0.00 0.0
5 i0 15 20 25 30
0.20 - : —140.0
0.16 ............ . 32_0
T T 24.0
0.08 : 16.0
0,04 : 8.0
0.00 0.0
5 10 15 20 25 30
0.20 - W SR N SO 40.0
G.16 JO SO : e 32.0
ACCURACY & PRECISION REPORT 0.12[- 24.0
L L e T SN O AR S S 16.0
STATE OF VERMONT TR ] Rt S 8.0
0.00 jo.0
DataMater DMT: 121606 5 10 i5 20 25 30
Location: Windham County SO 0.20[C 40,0
—————————————————————————————————————————— 0. 16 v [ 320 ()
Date: 06/11/2012 [ T 7 e e acan T B 24.0
Time: 13:11:20 .08 [,-f : 16.0
B
SUPERVISOR NAME: 0L 0 | o §.0
HOLLY L ELLIS 0.00 i 0.0
0 5 10 15 20 25 30
SOLUTION LOT #: 12-58-100 0.20 40.0
SOLUTION CONCENTRATION: 0.100 0.i% . - 3z.0
—————————————————————————————————————————— 0.12 24.0
BLANK TEST 0.000 13:12 O s Pmm— e it s e e o
CALIBRATION CHECK PASSED 13:12 o 01 -f .o
STMULATOR VAPOR 33.9°C 0,101 13:12 6. 00 / o0
SIMULATOR VAPOR 34.0°C 0.102 13:13 s 5 10 75 20 25 G0
STMULATOR VAPOR 34.0°C 0.102 13:14 0.20 40.0
SIMULATOR VAPOR 34.0°C 0.102 13:15 0.16 I 32'0
SIMULATOR VAPOR 34.0°C 0.103 13:16 ' '
SIMULATOR VAPOR 34.1°C 0.103 13:17 0.1z~ 24.0
SIMULATOR VAPOR 34.0°C 0.102 13:19 0.08|-{~ 16.0
SIMULATOR VAPOR 34.0°C ¢.102 13:2¢0 0,041 . 8.0
SIMULATOR VAPOR 34.0°C 0.103 13:21 0_00}"‘ 0.0
SIMULATOR VAPOR 34.1°C 0.103 13:22 0 5 10 15 20 25 30
BLANK TEST 0.000 13:23 0.20 40.0
0.16 32.0
Average = 0,102 0.12 ) : 24.0
d Dev = 0.000 . '
5t 0.08 f' B A - 16.0
0. 04 [Hf ~[8.0
0.00Lf 0.0
0 5 10 i5 20 25 30
0. 20 T ) 40,0
L A ] 32.0
G.12 24.0
.08 [‘ 36.0
0.04( : 5.0
0.00 0.0
Q 5 10 i5 20 25 30
0.20 40.0
0.16 R 32.0
0.12 24,0
0.08|-f 16.0
0.904 T - 8.0
0.900 0.0
0 5 10 15 20 25 30
0.20077T S 40,0
0.16¢— o T 32.0
0.12 .
0.08(-f o 16.0
0.00 H H 0.0
0 5 10 15 20 25 30

DMT Serial Number #121606 Page 1 of 1 06/11/2012 1:23 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location:
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Daie:  09/07/2011
RPC Date: 06/11/2012

Supervisor Name: HOLLY L ELLIS

Diagnostic Resulis

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

oo
i
-~
N
L
o]

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

oo
-]
[ ]
<

PUMP INFO
Flow Rate = 4.585 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2750 0.2785
MIN (V) 0.2738 0.2772

FILTER INFO

Filter 1 0.278 Zero = true
Filter 2 1.019 Zero = true
Filter 3 1.528 Zero = true

CALIBRATION CHECK
Xg = 0.126 0.00%

Routine Performance Check Passed

Windham County SO

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# = 12-58-100
Range =0.095-0.105
Average =0.102 g/210L
Std Dev ={,0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 s N M 40.0
0.09 PRy Ll S 36.0
0.08 ] ~|32.0
0.07 28.0
0.06 24.0
0.05 -120.0
0.04 ’\,\V 16.0
0.63 / W 12.0
0.02 8.0
0.01 e 4.0
0.00 ”r ”“‘ m ) 0.0

0 5 10 15 20 25 30 35 40 45 50 55 6O

oo
Performed by ety Date 06/11/2012
Reviewed by Date
DMT Serial Number #121606 Page 1 of 1

06/11/2012 1:37 PM




- ROUTINE PERFORMANCE CHECK REPORT

DataMasier DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/2011

RPC Date: 02/17/2012
Supervisor Name: HOLLY L ELLIS

Diagnostic Results _ Accuracy and Precision Check
Concentration - =0.101 g210L
Lot # =11-41-100
VERSIONS ’ Range =0.096-0.106
bMT: 1.01 Average =0.102 g2210L
PIC: 2.05 Std Dev =(1.0000
Modem: 2.2

Questi.ons 0 2.0

RF Deteciion Test

TEMPERATURES Tailed
Sample Chamber = 48.8°C

Breath Tube = 46.6°C

Digital Sim = 34.0°C

SETTINGS

Lamp Veltage = 1.87 V

Cooler Voltage = 1.78 V

Bias Voltage = 80 Vv

Chopper Freg = 550 Hz

PUMP INFO
Fiow Rate = 4.362 L/M

DETECTOR INFO

PUMP ON OFF

MAY (V) 0.1679 0.1713
MIN (V) 0.1669 0.1695

FILTER INFO

Filter 1 0.171 Z2exo = true
Filter 2 0.915 Zero = true
Filter 3 1.440 Zero = true

CALIBRATION CHECE
Xg = 0.125 0.91%

Routine Performance Check Failed

Jﬂ@ﬁr% Pt ol ,MM)/M% Vo istigh

Performed by B sor e Date 02/17/2012

Reviewed by 7 Date

DMT Serial Number #121606 Page 1 of 1

02/17/2012 9:18 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location; Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date;  09/07/2011

RPC Date: 02/17/2012
Supervisor Name; HOLLY L ELLIS

Diagnostic Results Accuracy and Precision Check
Concentration =0.101 g/210L
Lot # =11-41-100
VERSIONS Range =096 -0.106
pMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev - =0.0000
Modem: 2.2
Questions: 2.0
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 45,3°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V
Bias Voltage = 80 V .10 ; ; ; ; ; H 40.0
Chopper Freq = 549 Hz S
.09/ ?icoh(};lég/2lgL} __________ 46,0
PUMP INFO ow Rate (L/M)
Flow Rate = 4.495 L/M 0.08 32.0
DETECTOR INFO
PUMP oN OFF G.07 -128.0
MAX (V) 0.1795 0.1841
0.06 24.0

MIN (V) 0.1778 0.1821

FILTER INFO 0.05 j 20,0

Filter 1 0.184 Zero = true
Filter 2 0.927 Zero = true 0_04 ......... i RS - PPN AN PPN P \’NI.".\. ......... 16.0
Filter 3 1.454 Zero = true : l w.\

7 0.03 12.0
CALIBRATION CHECK : n
g = 0.126 0.42% 0. 02 | 8.0

0.01 Ii\ f ‘ 4.0
Routine Performance Check Passed 0.00 WUV ] A T 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
= Tl

Performed by Ly Date 02/17/2012
Reviewed by Date
DMT Serial Number #121606 Page 1 of } 02/17/2012 9:30 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 11/07/2011
Supervisor Name: HOLLY L ELLIS

Diagnostic Results Accuracy and Precision Check
Concentration =
Lot# =

VERSIONS Range =

DMT: 1.01 Average =

PIC: 2.05 Std Dev =

Medem: 2.2

Questions: 2.0
TEMPERATURES
Sample Chamber

= 4
Breath Tube = 4
Digital Sim = 3

SETTINGS

Lamp Voltage =1.67 V
Copler Voltage = 1.789 V
Bias Voltage =80 V
Chopper Freq = 547 Hz

PUMF INFO
Flow Rate = 4.537 L/M

DETECTOR INFC

PUMP ON OFF

MAX (V) 0.1756 0.1801
MIN (V) 0.1744 0.1785

FILTER INFO

Filter 1 0.17% Zero = true
Filter 2 0.925 Zero = true
Filter 3 1.446 BZero = true

CALIBRATION CHECK
Xg = 0.125 1.05%3

Routine Performance Check Failed

Svudatod Himed st Ke-Sutdd ermnetlirno o Aun C@_g,b{\

P2l PR
Py Daic 11/07/2011

Performed by

Reviewed by Date

DMT Serial Number #121606 Page 1 of 1

11/07/2011 2:14 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windiham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 11/07/2011
Supervisor Name: HOLLY L ELLIS

Diagnostic Results Accuracy and Precision Check
: Concsntration =0.100 g/210L
Lot# =12-32-100
VERSIONS Range =0.095-0.105
DMT: 1.01 Average =0.099 g210L
PIC: 2.0% Std Dev =0.0000
Modem: 2.2

Questions: 2.0

RF Detection Test

TEMPERATURES Failed
Sample Chamber = 48.8°C

Breath Tube = 47.9°C

Digital Sim = 34,0°C

SETTINGS

Lamp Voltage = 1.67V

Cooler Voltage = 1.79 Vv

Bias Voltage = B0 V

Chopper Freq = 547 Hz

PUMP INFO
Flow Rate = 4.462 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V)  ©0.1844 0.1872
MIN(V)  0.1831 0.1854

FILTER INFO

Filter 1 ¢.186 RZero = true
Filter 2 0.931 Zero = true
= true

Filter 3 1.45%2 Zero

CALIBRATION CHECK
Xqg = 0.125 ©.77%

Routine Performance Check Failed

J/lh,ﬂ/ bt o o Wm MI@G&%
oN "oE" bﬁhpv\ atiad rL ahafam Maj

Performed by AN Datc 11/07/2011

Reviewed by ' ' Date

DMT Serial Number #121606 Page I of 1

11/07/2011 2:54 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date;  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Datc: 11/07/2011
Supervisor Name: HOLLY L ELLIS

Concentration

Diagnostic Resulis Accuracv and Precision Check
Lot #

VERSIONS Range

DMT: 1.01 Average

PIC: 2.05 Std Dev

Modem: 2.2
Questions: 2.0

TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 46.6°C
Digital Sim = 34.0°¢C

EETTINGS

Lamp Voltage =1.67 V
Cooler Voltage = 1.7% V
Bias Veltage = 80 V
Chopper Freqg = 547 Hz

PUMP INFO
Flow Rate = 4.560 L/M

DETECTOR INFO

PUMP ON OFF

MAX {V) 0.1963 0.2008
MIN({V) 0.1947 0.19%0

FILTER INFO

Filter 1 0.200 fZero = true
Filter 2 0.942 fZero = true
Filter 3 1.465 Zero = true

CATLIBRATION CHECK
Xg = 0.126 0.35%

Routine Performance Check Failed

il

[ ]

il gat, Ao ‘lﬁ‘mw%wnqgt%am; ﬁfw%m

Performed by R geee Date

Reviewed by Date

DMT Sertal Number #121666 Page 1 of 1

11/07/2011

11/07/2011 2:59 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location:
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
RPC Date: 11/07/2011

Supervisor Name: HOLLY L ELLIS

Diagnostic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

i
Sy
(9]
.
)]
o
9]

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

Boaon

i

PUMP INFO
Flow Rate = 4.578 L/M

DETECTOR INFO

PUMP ON QOFF

MAX {V) 0.2010 G.2045
MIN (V) 6.1994 0.2031

FILTER INFO

Filtexr 1 0,204 Zero = true
Filter 2 0,947 2Zero = true
Filter 3 1.470 Zero = true

CALIBRATION CHECK
Xq = 0.126 0.49%

Routine Performance Check Passed

0L

Windham Couaty SO

Accuracy and Precision Check

Concentration =0.100 g/210L
Lot# =12-32-100
Range ={.095-0.105
Average =0.102 gi210L
Sid Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test

Passed
0.10 T T T 40.0
O, QB g s : —(32.0
0.07 - 28.0
0,06 124, 0
0.05 20.0
0.04}- %*\\ 16.0
OB e | | B B 12.0
0,024 5.0
0.01 % L 4.0
0.00 (ﬂ ,l {}v ﬁ : 0.0

g & 10 15 20 25 30 35 40 45 50 55 &0

[V

Performed by A an Date 11/07/2011
Reviewed by Daie
DMT Seriai Number #121606 Page lof 1

11/07/2011 3:11 PM
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DATAMASTER DMT MAINTENANCE LOG

[ C e

Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Ext. Std. Solution

Lot# 17-41-100 EtOH,, Conc: 0.101
Range: 0.096 - 0.106 ange Place Labmi Here]

" Preparation Date: 06/29/2011 // g
Bpirs: 06/29/2012 Crée=a ,Z,/VL 5% - yu

C§ 8 C?/ 2’/// /)cf fpofawwco// _PV\,C;VEW(/

oo /7)1 o JTE S S

| [ For RPC or Simulator Solution Change Place Labal Here]

DataMaster Simulator Solution
Lot# 12-32-10¢ EtOH,, Conc: 0. 100

Range: 0.095 - (.105 o
Preparation Date: 10/26/2011 L\{pxrcs 10/26/2012 ldCE} Label Here?

OPENED:

nd @,f:.. ___________________________________________________ |

ALLC 803 REV 03 08/2011

bl
]

BOue CHF MR MR i
wwwwmwmwwWWWWWWW'IWW@ﬁﬂwwwwwwwwmwuuuuumwmmw




;l}“l"{‘“\“-# WAL _{]

DATAMASTER DMT MAINTENANCE LOG

4 Lf-_-"j‘-rf—/(}é’

!Q [,\H “*k fﬂL

Department’/Agency

DataMastér DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Ext. Std, Solution
Lot# 11-4{-100 EtOH,, Conc: 0.101 -

Range: 0.096 - 0.1006
Preparation Datc: 06/29/2011

OPENED: 4 /,f/ /

Hl” Jr*{w, i m’f;r fﬁxra, jﬁmﬁﬁlf

W i i DL

Expires: 06/29/2012 oo nd {

KL -

M AC{‘)\U\M‘ \.\fwkf LLMLCT\ el .

DataMaster Simuiator Solution

\\?/ - o Tot#1258-100  BtOH,, Cone: 0.100

; Range: 0.095 - 0.105 oy

U\\\ [ For RFC or P:;l:}%fatlon Doate: 020072012 Expires: 020092013 AD&i Here)
L e GO |

’mha 15k ﬁ\w_/ fe- éLT g oV 4

Re-tatid o+

Hetild ¢
| E‘@; RPC of o;rlumwr ;;oiuz:uri “hangs Pia:: Labsl Her SJ
?Fur RP{; or s.,:;rmhrc,i >©iu‘m£m ar g:,%idf = Labal Herg]
ALC 803 REV 03 08/2011 :
2

\aaaaqaaaaaaa«aaaqaaaaaaaaa11%1111313~




. Page 1
Breath Record History /28801
_
Test | Test Alcohol Alcohol Sim. Sim.
Date | Time Agency Operator Name val. 1 Val. 2 | Conec. 1 | Conc. 2 Status Message
i
@
DMT Serial Numbe

1666

Pag

28/2011 8:45 AN



Status Record History

Page 1
11/28/26G11

Status

Status
Date Time Test Type Status Message
{ 1172011 12:59:37 | Installakion Record SAMPLE ACCEPTANCE TEST FAILED
. 0777011 13772736 | Tnstallation Record SAMPLE ACCEPTANCE. TEST FAILED
1170772611 14:13:36 | REC Recoxd ACCURACY AND PRECISION CHECK FAILED
11/07/2011 14:53:30 | RPC Record RF_NOT DETECTED
11/07/2011 14:56:49 | RPC Record ACCURACY AND PRECISION CHECK FAILED

DMT Serial Number #121606

Pape 1l of 3

11/28/2011 8:46 AM
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DATAMASTER DMT MAINTENANCE LOG
dlicm OS2 / Z [acoe

Bepartment/Agency

DataMaster DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY
{Name and Title)

DataMaster Ext. Std. Solution
Lot # 11-41-100 E1OH,, Conc: 0.101

ange F'-’iace Label Here]

_ Range: 0.096 - 0.106 = ST
Preparation Date: 06/29/201 1 /ﬂ /
Expires: 06/29/20]2 QCCJA(? ,Z/VLS'\?DW e a1

w?/?/f/wfmgm%wm\ﬂ*\

Py

[ For RPC or Simulator Solution Change Place Label Herg]

T TN

| For RPC or Simulator Solu‘uon Chaﬂge Place Label Hpre]

OPENED:

DataMaster Simulator Solution =

\ ! .................. Lot#12:32-100  EtOH,, Conc: 0.100 | W
Range: 0.095 - 0,105 -

| . 1, ! [ For R PriggfationDatc:10/26/20“ Expircs 10/26/2012 iﬂC@ Label Here]

ALC 803 REV 03 082011
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