ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151

Location: Wilmington PDD
Calibration Date:  12/07/2011
Certification Date; 12/08/2011
Installation Date:  08/10/2012

RPC Date: 11/01/2012
Supervisor Name; MARKJ DENAULT

Diagnostic Results ur, Precigion Check
Concentration = 0,099 g/210L,
Lot# = 12-80-100
VERSIONS Range = 0,094 -0.104
pMT: 1,01 Avorage =0.098 g/210L
PIC: 2.06 Std Dev = 0,0000
Modem: 2.4
Questiona: 2,1 )
) RF ion T\
TEMPERATURES Pagsed
Sample Chamber = 49,0°C
Breath Tube = 41.6°C Sample Acceptance Test
Digital Sim = 34,0%C Passed
SETTINGS
Lanmp Voltage = 1.71 V
Cooler Voltage = 1.714 V
Bias Voltage = 80V 0.10 f i I T 40.0
Chopper Freq = 544 Hz o osl. Alooholig/zloLy || 1 . i . 6
PUMP INEFO —— Flow -Rate [L/M)
Flow Rate = 4,186 L/M (e D0 ) (SIS FUNT WSS PR 32,0
DETECTOR INFO e
PUMP ON OFF Q.07 28.0
MAaX (V) 0.3594 0.3620
MIN(V)  0.3579  0.3604 0. 06 oo 24.0
FILTER INFO 0.05 ....................... 20'0
Filter 1 0.361 Zero = true h {\
Filter 2 1'090 Tero = truB (o]0 1: [ EECIURTURS AEMEIERERS SRR K SR VV 16~0
Filter 3 0.646 Yeroc = trus \\
(eI N e 12.0
CALIBRATION CHECK
Xq = (.088 0.79% [T | 0 Lt R , 8.0
0, QL [myfroredofogfrm e i 4.0
ine P 0,00 n ‘ 5 0.0
Routine Performance Check Passed e e
Performed by B Date 11/01/2012
Reviewed by Date
. DMT Serial Nutaber #300151 Page 1 of 1 11/01/2012 11:20 AM




‘Brewn, Steven

From:

Sent:

To:

Subject:
Attachments:
Steve,

Here what | have,

Thanks Mark

Mark J. Denault

Detective Sergeant

Denault, Mark

Saturday, July 07, 2012 7:29 AM
Brown, Steven

Data Master records

all reports as of 6-30-2012.pdf

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vt.us




DIAGNOSTIC RESULT

PataMaster DMT:300151
Location: Wilmington PD
Calibration Date: 12/07/2011
Certification Date:12/08/2011
Installation Date: 02/08/2012

Test Date: 02/15/2012
Test Time: 08:29:09
VERSIONS

pMT: 1.01

pIC: 2.06

Modem: 2.2

Questions: 2.0
TEMPERATURES

gample Chamber = 49,0°C
Breath Tube = 44.3°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.71 V
Cooler Voltage = 1.74 V
Bias Voltage = 80 V
Chopper Freq = 539 Hz

PUMP INFO
Flow Rate = 4,743 L/M

DETECTOR INFO

PUMP ON OrF
MAX (V) 0.4348 0.4378
MIN (V) 0.4335 0.4364

FILTRER INPFO.

Filter 1 0.437 Zero = true
Filter 2 1.141 Zero = true
Filter 3 0.724 Zero = true

CALIBRATION CHECK
Xg = 0.087 1.47%

DMT Serial Number #300151 Page 1 of 1
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DIAGNOSTIC RESULT

DataMaster DMT:300151
Location: Wilmington PD
Calibration Date: 12/07/2011
Certification Date; 12/08/2011
Installation Date: 02/08/2012
Test Date: 02/09/2012
Test Time: 08:05:15

VERSIONS

DMT: 1.01L

PIC: 2.06
Modem: 2.2
Questions: 2.0

TEMPERATURES
Sawple Chamber

Breath Tube
pigital Sim

0K
N
[
3]
o o
Qoo

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

B0 ouon
Ut O b gt

PUMP INFO
FFlow Rate = 4,753 L/M

DETECTOR INFO

PUMP ON OFE

MAX (V) 0.4709 0.4736
MIN (V) 0.4695 0.4718

FILTER INFO

Filter 1 . 0.472 Zero = true
Filter 2 °~1.171 Zero = true
Filter 3 0.756 Zero = true

CALIBRATION CHECK
Xq = 0.089 0.10%

DMT Serial Number #300151 _ Page 1 of 1

02/09/2012 3:06 AM




INSTALLATION REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Installed by:

300151

Wilmington PD
12/07/2011
12/08/2011
02/08/2012 7
STEVEN E HARNOIS

Site meets specification in dog P-ALC-210

Default Options Loaded

Diagnostic Results

VERSIONS
DMT: 1.01
pPIC: 2.06
Moden: 2.2
Questions: 2.0

TEMPERATURES

ecuracy and Precision Check

- Concentration =0.100 g/210L
Lot# = 12-51-100
Range = (.095 -0.105
Average =0.099 g/210L
Std Dev = (.0000

tection
Paszed

DMT Serial Number #300151

sample Chamber = 48.9°C , . )
Breath Tube = 45.9°C Sample Acceptance Tost
Digital Sim = 33.9°C . Pagsed -
SETTINGS
Lamp Voltage = 1.71 V 0.10 - . . ; 40.0
Cooler Voltage = 1.74 V : Ali h 11( /21“01’)
Bias Voltage = 80V G.09}- Coholig/2lOL) |t e J136.0
Chopper Freq = 534 Hz Flow Rate (L/M)
PUMP INFO 0.0U ............ SRR AR SYN SN PTF P Ll - 32.0
Flow Ratp-_ = 4.798 L/M 007 bbb 6.0
DETECTOR INFO '
PUMP ON OFF 0. (] IR : 24 '0
MAX (V)  0.4980 0.5002 f / :
MIN (V) 0.4963 0.4986 0,05k b [ I o 26.0
FILTER INFO ) ¢, 04 : 16.0
Filter 1 0.500 Zero = true
Filter 2 1.196 Zero = true P T SIS SO S 12.0
Filter 3 0.785 Zers = true )
0.02 SPRRIVE SO .
CALIBRATION CHECK 8.0
Xg = 0,088 0.39% N o
0.00 i ; ‘ 0.0
0 20 28 30 35 40 45
INSTALLATION PASSED
Performed by MQ ' Date 02/08/2012
[ .

Reviewed by %’( Z M Date A-8-(2

Page L af | 02/08/2012 1:06 PM




Log

On Record

History oot

Test

Test

[ ate Time Name
/1572012 T1:56:56 | Amanda Bolduc -
71572012 11:51:17 | Amanda Bolduc
71572012 11;49:53 | Amanda Bolduc i e
/1572012 11:48:37 [ pmanda Bolduc “
72012 08731147 Superviser _ - )
/1572012 0837327 Supervisor T
/1572012 08:26:71 | "superviscr
/0572012 08:04:46 Supervisor o -
/0872012 12124126 Steven Harnois
/087201% 12171:28 | Rirk Kimball - T
/0872012 12115158 | Steven Harnois T
/0872012 (G0:51:13 | Steven Harnois _
.
1]
T Earial Numbr 400151 Papo 1 of | 07/07/2012 709 AM




Breath Record History

Page 1
27/07/2012

Test
Date

Test
Time

Agency

I

Operator Name

Aicohol
val. 1

Al cohol

Vval. 2

Sim.
Conc.

1

Sim.
Conc. 2

Status Message




Status Record History

Page 1
07/07/2012

Status Status
;, Nate Time

|

Test Type

Status Message

 Rerial Nimber #300151

Pacn 1 nf 1

TN T-NR AN




Log on Record

Paga 1
01/07/2012

Test

Test N
Date Time ame
(2011 13:59:00 TKirk Kimball B |
706/2011 11:13:56 { Kirk Kimball . -
706/2011 13:20:47 | K¥rk Kimball o N
706/2011 14;93:59 | Kitk Kimball h —
10772011 07:04:41 | Kirk Kimball ]
/G7/2011 06:42:30 | KIrk Kimball e
/07/2011 09;:42;22 Steven Harnoils
707173011 16:16:37 JKirk Kimball
f07/2011 12:10142 Kirk Kimball'
70772011 12:55:10 | Kirk Kimball N T
/2011 13:130:33 | Kirk Kimball -
ofi/2011 14153149 Kirk Kimball
/0872011 07:23:29 [Kirk Kimball - ]
08/201) 08:55:25 | Steven Merrill
76875011 07:30:3% | Kirk Kimball )
09/2011 D9:16:49 Kirk Ximball ’ ]
709/2011 0G:45:27 | Kirk Kimball o
272011 D8:14:02 [Kirk Kimball “' )
fiz2/2511 09;37:2¢ | Xirk Kty "~~~ Y ]
nz/260119 10:10:3i7 7| Kirk Kimball B
/3011 10:42:55 [Kirk Kimball] )
1y 11;33:50 | Kirk Kimball T
1272011 12752157 | Kirk Kimball T ) e
1272011 13324:20 | Kirk Kimball i ] o
272011 15:00:30 ] Kirk Kimball
13/2011 07:13:46 [Kixk Kimball
13/2011 09:00:35 | Steven Merrili -
13/2011 13:29:44 Steven Merrill e
472014 10:47:38 steven Harmols
14/2011 11:06;00 [Kirk Kimball _
'08/2012 09:51:13 Steven Harntols
'08/2012 12:15;58 Steven Harnols
'08/2012 12:21:28 |[Kirk Ximbal¥
'oB/2012 12:24:26 Steven Harnols
‘08/2012 08:04:40 Supervisor
15/2012 08:26:21 Supervisor »
1872612 09:32:27 Supervisor
17/2012 08:31;47 Supervisor
Y 11:48:37 [Amanda Bolduc -
( 012 11:49:53 | Amanda Bolduc e
1as 2012 11t51:17 | Amanda Bolduc
15/2012 11158756 | Amanda Bolduc -

* Serial Number #300151

T OTIOT2012 T:09 AM




Status Record History

. Page 1
07/07/2012

Status Status
Pate Time Test Type Status Message

. 2011 10:17:58 | bUI Subject Record RESPONSE TIMEOUT
/2272011 08:35:27 Check-In Confirmation Record Simulator Qut of Range
/1272011 14:24:48 Accuracy & Precision Records Blank Error ]
f13/2011 0B8:13:22 Accuracy & Precision Records Simulatcr Timed Oub
/13/2011 08:16:25 Accuracy & Precision Records Simulator Timed Out
/1372011 08120:41 | Accuracy & Precisiop Records Simulator Timed Out .
1372011 09:26:34 | Accuracy & Preclsion Records Simulator Timed Out e
/13/2011 09:31:36 | Accuracy & Precision Records simulator Timed oOut
/31372011 13:50:38 Accuracy -& Precision Records Simulator Timed Qut .

' Serial Number #300151

“Page 1 of 1

07/07/2012 7:05 AM




Breath Record History

Page 1
07/07/2012

ﬁ

Test Test Alcoheol Rlcohol Sim. Sim.

Date Time Agency Oﬂmhwnwh Name n val. 1 val. 2 Conc. 1 Conc. 2 Status Message
11/17/2011 10:12:57] ADDISON COUNTY 50 TEST T TEST 0.104 0.102 RESFONSE TIMEQUT
1171772011 10:22:18| ADDISON COUNTY 50 TEST T TEST 0.102 0.102 0.101 0,10t
13/17/2011 10:30:06 0.080 0.102
x1/17/2011 10:32:35 0.4380 0.102
11/17/2011 10:38:35 Q0.000 0.102
11/22/20617 08:33:59 i 0.060 Simulator Cut of Range
11/22/2011 08:36:32 9.000 0.100

11172272011 08:41:02 0.393 c.1C00




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151
Location: Wilmington PD
Calibration Date:  12/07/2011
Cortification Date:  12/08/2011
Installation Date:  02/08/2012

"RPC Date: 07/05/2012
Supervisor Name: MARK J DENAULT

[}

Diagnostic Results
Concentration = 0,098 g/210L
Lot# =12-73.100
VERSIONS Range =0,093.-0,103
DMT: 1,01 Avoruge =0.099 g/210L
RIC: 2.06 Std Dev = 0.0000
Modem: 2.4 :
Questions: 2.1 .
- RF Detection Test
TEMPERATURES Passed
sample Chamber = 48.9°C
Breath Tube = 46.0°C Sample Acceptance Test
Digital Sim = 33,9°¢C Pasgsed
SWTTINGS
Lamp Veltage = 1,71V
Coolexr Voltage = 1.74 V
Bias Voltage = g0 V 0.10 i ; T ~140.0
Ch . i H i -
oppos Fred " 346 0.09 {_ Alcohc'l {g/210L) } . ' w360
PUMP INFO ----~~-.-~ Flow Ralte(L/M) - : o
Flow Rate = 4.818 L/M ‘ PO ) ST B ST SOV SR WY SUNR SRS SRS PSS
DETECTOR INFO SR SUNNR SRS NSO AU SN SV SO .
PUMP ON OFF ’ : 0.07 28,0
MAK (V) 0.4069 0.4091 ’
MIN(V) 0.4051 0'4079 0'06 SUUURU SO RO SRR SUISPRSE JPPOPITP SUTTT PRy SRR RRPPPRE- SUPITETETN 24_[)
FILTER INFO 0 N 05 ................... A\'L" e e 20' 0
Filter 1 0.409  3Zero = true [/J
Filter 2 1' 133 Zero = true Qo 04 Jroorereme 4 (NPT IO S 116,90
Filtexr 3 0,711 Zero = true
0' 03 T T U P PN SN BT, SETLLITIR LIS ¢ (KRSER) 12 . 0
CALIBRATION CHECK
Xg = 0,088 1.18% 0.02 o } | N I 8.0
0.01 4.0
i ' 0.00 ﬂ ﬂ 0.0
Rout;pe Performance Check Pa.ssed e
Performed by Date 07/05/2012
Reviewed by Date

DMT Serial Number #300151 Pago 1 of 1

07/05/2012 1:52 PM




DATAMASTER DMT MAINTENANCE LOG

Depar!mentlAgency DataMaster DMT Serial Number
— ——— = —===
DATE TYPE OF SERVICE PERFORMED PERFORMED B
(Name and Title)

A**M?M K‘?C bt F‘v%wwzl wadd vior

V‘_".."’.V o w o REC on ..vww'f«

[For RPC or SlrnulatOi Solutaon Change Phce Labei Here]

DataMaster Simulator Solution :

"""" © Loti#12-73-100  EtOHaq Conc: 0.098

. Range: 0.093 - 0,103
.’) gJ \a [F  Preparation Date: 04/27/2012  Expires: 04/27/2013 ge Placve_’ Labg’f_i'_{‘?r_@]_

OPENED

IhsseD - meés Senr Tr . Cab

RPC TOR \juf\e ) I—&}Tc nS ' F;.Su.tﬂf-oicﬁ“"% |

£A -

[ For RF’C or S;mu}ator So!utlon Change Plac,e Label Here]
== — e =
[ For RPC or Slmuiator Solutton Change F’Iace Label Here]

ALC 803 REV 03 08/2011
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RoolS|

paﬂmenthgency DataMaster DMT Serial Number
: PERFORMED BY
DATE .TYPE OF SERVICE PERFORMED (Name and Title)
T Dai;I;/Ia'ster Simulator S()llltl(;_ B . '
N S —— lﬁ?;i 13059 15 13{;05 “BtOH3q Cone: 0.100- oo g;(/@/;
2 ‘8’ I‘Z’ _[ FOF RP Prcpagrmmn Daic 01/!212012 - }prlres 01/12!20!3 iCe L&b@' ch?r_e]_ {7& - 'S’
.................................... COPENED: - 1o ALK
, Kmi WCiaka f !
e et e et e . YT
5
- ,.(A,'b\""fu*(/é qc_cWL ‘\»ﬁ% o _?W"“’ col | Freomm© ek,
W‘g,;z,

rvw—

——— —

[ For RPC or Slmu!ator Solution Change Place Label Here]

D 109 NASTIC.. QV“P?-V“\/CDHL,

. Repory . .,,6,@,0_%7_ _To. STeven Hornens —
) [ ForRPCor SlmulatorSolution E—h";nge Place Labei He;;]w W/ { ;2
(}{5’«\3 )\a%m ske Run go’" \jo\lmge Ch\ecd . /
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[ For RPC or Simuiator So!utaon Change Place Labe! Here]
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location;
Calibration Date:
Certification Date:
Installation Date:
RPC Date;
Supervisor Name:

bi ic Resul

VERSIONS

DMT: 1,01

PXC: 2.06
Modem: 2.4
Questions; 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

300151

Wilmington PD

12/07/2011
12/08/2011
02/08/2012
07/05/2012

MARK J DENAULT

SETTINGS

Lamp Voltage = 1,71V
Cooler Voltage = 1,74 V
Bias Voltage = 80 V :
Chopper Fregq = 546 Hz

PUMP INFO

Flow Rate = 4,818 L/M

DETECTOR INFQ

PUMP ON

MAX (V} 0.4069
MIN (V) 0.4051
FILTER INFO

Filtar 1 1.409
Filtex 2 1.133
Filter 3 0.712

CALIBRATION CHECK

QFF
0.4091
0.4079

Zaro = true
Zexo = true
Zero = true

Xq = 0.088 1.18%

Routine Performance Check Passed

Concentration . =0098 g210L
Lot # = 12-73.100
Raunge =0,093-0.103
Avorage = (1099 g/210L
Std Dev = 0,0000
RF Detection Test

Passed

0.10 i T i I

1

0.03¢- Flow Rate({L/M}

e

~—— Rlcohol{g/2i0L) 1 '

0.08 {

]

0,07 : t

0.06

0.05

7~

0.04

0.02

0,01

0 10 20 30 40 B0 s8C 70

40,

36.

HEYS

28.

24,

20,

16.

1z.

Performed by

Reviewed by

JGZ‘V ’ﬁvdGEZ,’m—“"

DMT Serial Number #300151

Date 07/05/20}2

Date

Page 1 of 1

OHOSIZ012 1:32 P




Brown, Steven

~“rom: Brown, Steven

ent: Frtday, June 08, 2012 8:45 AM

To: Szarejko, Joseph M.; Hopkins, Richmond; Edwards, Robert; Favreau, Paul; Lake, Ronaid:
Hebert, MaryBeth; ‘Keith Clark’; Wrinn, Eugene

Cec: - Shriver, Tracy; Cay, Susan; Gartenstem Davrd

Subject: DataMaster Records

Hello,

Would you please remind your DM Supervisors they need to send updated records to our office. This is not optional. At a
minimum, we should be receiving quarterly updates which should include;

Breath Summary Report

Status Summary Report

Check Up and Maintenance Log

RPCs

Simuiator Change Reports

Any other related records, including emails

List below is the last time | received an update from each agency:

Windham County Sheriffs 11/28/11
Dover PD 217711
VSP Rockingham 2/17/12
VSP Brattlieboro 12/15/11
Bellow Falls PD 11/14/11
“fernon PD 2/15/12
vilmington PD No updates since the instrument has been replaced
Brattleboro PD- up to date -

Please let me know if you have any questions.

SMB

85) 257 223‘6 »?x




