ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP L A
Calibration Date:  05/18/2012 . R
Certification Date: 05/18/2012 Bt r A
Installation Date: ~ 05/21/2012 AL
RPC Date: 06/21/2012

Supervisor Name: KATE DESLAURIERS

Diagnostic Results Accuracy and Precision Check
Concentration =(,100 g/210L
Lot # =12-32-100
VERSIONS ' Range - =0.095 - 0,105
DMT: 1.01 Average =(.102 g/210L
PIC: 2.05 Std Dev =0,0000
Modem: 2.2

Questions: 2.0

RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48.7°C ;
Breath Tube = 46.7°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage =1.76 V
Cooler Voltage = 1,69 V
Bias Voltage = 80 V 0.10 7 ; 7 7 40,0
Chopper Fre = 539 Hz g 3

pp q 0 09 o Alcohol(g/leL) TR R j() O
PUMP INFO ——— Flow Rate(L/M)
Flow Rate = 4.848 L/M 0.08 N " S—
DETECTOR INFO
P’UMP ON‘ OFF 0'0‘7 S, s et sl 28. 0
MAX (V) 0.1610 0.1657
MIN (V) 0.1596 0.1644 [ SHERNE Y BTty alsrmafnmnlinenmes 24.0
FILTER INTFO T 0= [ Tatre et S R B s S S SRR 20.0
Filter 1 0.165 Zero = true
Filter 2 0.610 Zero = true 0.04 i FE—— B e] [y [T (. 16,0
Filter 3 1,339 Zero = true ! "

0.03 ............ \*' ..... P L ETTOI TS SRTC e 12.0
CALIBRATION CHECK
g = 0.118 0.60% ’ LT s e 111 e e e 8.0
0. 0L [--¥ Yoty 4.0
Routine Perform heck P 0.00 : 0.0
out ormance Check Passed T 20 B0

Performed by % Date 06/21/2012
Reviewed by Mém Date - ls IFQ.\\\ Q
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