ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300151

Location: Wilmington PD
Calibration Date:  12/07/2011
Certification Date: 12/08/2011
Installation Date:  02/08/2012

APM Date: 06/15/2012
Performed by: AMANDA BOLDUC

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1
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SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freqg

1.7 v
1.74 v
80 Vv

545 Hz

mHun

PUMP INFO
Flow Rate = 4.915 L/M

DETECTOR INFO

PUMP ON OFf

MAX (V) 0.4035 0.4059
MIN (V) 0.4020 0.4043

FILTER INFO

Filter 1 0.405 Zero = true
Filter 2 1.128 Zero = true
Filter 3 0.710 Zero = true

CALIBRATION CHECK
Xq = 0.088 1.08%

APM PASSED

Performed by A&W

Reviewed by /I_,...:,/ 6&

DMT 8erial Number #300151

Simulator Vapor Test
Concentration =0.100 g/210L
Loti# =12-51-100
Range =0.095-0.105
Simulator Vapor =0.096 g/210L
Detection Test
Passed

Sample Accepiance Test

Passed
0.10 E i i 40.0
Alcohol (g/210L)
Ba02 Flow Rate(L/M) S e 36.0
0.08 32.0

Date ~ 06/15/2012

Date to\ \6\7,0\2_

Pape 1 of 1

06/15/2012 12:05 PM



