ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100161
Location: Brattlcboro VSP
Calibration Date: ~ 08/22/2011 \
Certification Date: 08/22/2011 b g v
' S \ (5
Installation Date:  09/02/2011 SO R
RPC Date; 10/25/2012
Supervisor Name: DANIEL F BENNETT
fagio lig Accurae Precision Checlc
Concenlration =0,099 g/210L
Lot# =12-77-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.100 g/210L,
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 .
’ RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.9°C :
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33,9°C Passed
SHTTINGS
Lamp Voltage = 1,79 V
Cooler Voltage = 1,77 V
Bias Voltage = 80 V 0.10 T ; | | T 40.0
Chopper FPreq = 541 Hz = l
0.0al- Alaohol (¢g/210L) {36.0
PUMP INFO ——— Flow Rate (L{_M) '
FFlow Rate = 5,587 L/M 0.08 ! ] ' b b L 32.0
DETECTOR INFO : k
PUMP oN OFF 3 ) ST MO - B3 | § | R RS, SRR (R ISR i) S 28.0
MAX (V) -=0.2919 -0.2888
MIN(V) _0.2933 _‘0.2900 0'05 ............................................ 24.0
FILTER INEFO [0 o3 SSRSRES SRR I {111 1 SRR SOSRAON I SO SN S 20.0
Filter 1 -0.289 PBZexo = true
Fllter 2 0.049 Zero = Lrue L0 0T B e e I 1 e B Rt SOV SO SRS 16.0
Filter 3 0.249 Zexro = true
0.03) - l ....... : 1 I \f\""\w‘\ s Jiz.0
CATLIBRATION CHECK | |
Xq = 0.085 0.71% 0, 02 [, 8.0
0,01 [ —)‘ ............................ 4.0
Routine Performance Check Passed 0.00 —Mﬂ 1 0.0
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