ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Date:  05/18/2012
Certification Date: 05/18/2012

Installation Date:  05/21/2012

RPC Date: 03/08/2013

Supervisor Name: KATE DESLAURIERS

Diagnostic Results

VERSIONS

DMT: 1.01

pPIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.6°C
Breath Tube = 48.1°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage = 1.76 V
Cooler Voltage = 1,69 V
Bias Voltage = 80 V
Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 4,907 L/M

DETECTOR INFO

PUMP ON orr

MAX (V) 0.1620 0.1659
MIN(V) 0.1604 0.1644

PILTER INFO

Filter 1 0.165 Zero = true
Filter 2 0.606 Zero = true
Filter 3 1.326 Zero = true

CALIBRATION CHECK
Xq = 0.118 0.15%

Routine Performance Check Passed

3

s LAY

Accuracy and Precision Chcck

Concentration =0,099 g/210L
Lot # =12-77-100
Range =0,094 - 0.104
Average =0.100 g/210L
Std Dev =(.0000

RF Detection Tes
Passed

Sample Acceptance Tes
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP

Calibration Date:  05/18/2012 » &
Certification Date: 05/18/2012 R .
Installation Date:  05/21/2012 a1
RPC Date: 02/27/2013

Supervisor Name: KATE DESLAURIERS

Diagnostic Resul Accuracy and Precision Check
Concentration =0.099 g/210L
Lot #f = 12.77-100
VERS IONS ‘ Range =0.094 -0.104
DMT: 1.01 Average =(.100 g/210L
PIC: 2.05 Std Dev =0.0000

Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES ‘ Passed
Sample Chamber = 49.1°C
Breath Tube = 47.5°C Sample Acceptance Test
Digital Sim = 33.8°C - Passed :
SETTINGS
Lamp Voltage = 1.76 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 V 0.10 7 r ; 40.0
7 = 540 H : :
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Flow Rate = 4.867 L/M (O 71 ) T T LM o ot i SRS | | IR [ (-
DETECTOR INFO
pUMP oN OFF (o 0 e — A spornsamrassartsbiossne SRRSO Se—— T~ ) |
MAX (V) 0.1620 0.1652 o
E‘ILTER INFO 0 o 05 (EYRRPRRARTITVPNS (ORI IN SOOI TTTPTENRRT PRI RTINS AT PT P Pty 2() . U
Filtexr 1 0.165 Zero = true
E\ilter 2 0‘- 605 Z@IO = true 0-04 ke SaEaai : AT, PRSI VRt 16-0
Ffiltex 3 1.324 Zexo = true i
0 03 T, ¥ \\ i [ TRPNRRPR e SRR SO LZ 0
CALIBRATION CHECIK SN
Xq = 0.118 0.15% S [N — .\»\ . w
0'01 FIRSIENG  [ERTUPRRR SISt | FUTSIPeesn o Beroa ot 4 U
H T In h k P 0.00 0.0
Routine Performance Check Passed = = o = =
o e = o )
= wjﬂ?ﬂiégg; -
Performed by ) Date 02/27/2013
Reviewed by Date
DMT Serial Number #123006 ) Pape 1 of 1 02/27/2013 10:58 AM

2ot 3 RCO




Driscoll, Rob

From: Deslauriers, Katherine

Sent: Friday, March 08, 2013 1118 AM

To: Driscoll, Rob

Subject: February RPC

Attachments: 02272013_RPC original.pdf; 08032013_RPC re-do.pdf

| did the RPC an February 27" but it didn’t give me the option to do all the different breath samples. I re-ran the RPC
today and it gave me all the options and passed. | have attached both RPC's, '

Thank you
Kate

Kate Deslauriers

VSP Rockingham

Barracks Clerk

802-875-7132

1987 Rockingham Road
Chester VT 05143
Katherine.Deslauriers@State.vi.us
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