ANNUAL PREVENTATIVE MAINTENANCE
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Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1
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PUMP INFO
Flow Rate = 6.029

DETECTOR INFO
PUMP ON

MAX (V) 0.0453
MIN (V) 0.0443

FILTER INFO

Filter 1 0.046
Filter 2 0.355
Filter 3 0.658

CALIBRATION CHECK
Xqg = 0.081 0.95

APM PASSED
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Simulator Vapor Test
Concentration =0.097 g/210L
Lot # = 12-89-100
Range =0.092-0.102
Simulator Vapor =0.099 g/210L
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 . “ i ‘ ! ——740.0
Alcohol (g/210L)
0.091~1 —_ Flow Rate(L/M) |7 36.0
o) )| LRSS, WS—— ....................... 32.0
]
0.07|- R 28.0
o B ! S o 24.0
0. OB [t e 20.0
O O e s Ko 16.0
0; D [ . e 12.0
0.02[ r”l et 8.0
0.01|f \‘\ o 4.0
0.00 li LE G.0
0 5 10 i5 20 25 30
ReD
bliehs
Date 06/12/2013

Date ta\\ L\\'1‘0\5

Page 1 of 1

06/12/2013 11:19 AM



