ROUTINE PERFORMANCE CHECK. REPORY

DataMaster DMT: 123006
Location; Rockingham V5P
Calibration Date:  05/18/2012
Certification Date:  05/18/2012
Installation Date:  05/21/2012,

RPC Date: 07/23/2013

Supervisor Name:

Diagnostic Resulis

KATE DESLAURIERS

Accuracy and Precision Check

Concentration =0.097 g/210L

Lot ff = 12-89-100
VERSIONS “Range (0,092 - 0.102
DMT: 1.0 Average = 0,098 /2 10L
pPIC: 2.05 St Dey =0.0000

Modem: 2.4
Questions: 2.1

TEMPERATURES

RI Detection Test

Passed

Sample Chamber = 49.1
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS
Lamp Voltage = 1.76 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 Vv 0.10 T ; ] T = - 40,0
Chopper Freq = 541 Hz S ey :
o.00l-| —— Ai.coholég/ZlOL} _______ E 45
PUMP INFO Flow Ré e(L/M) |
Flow Rate = 4.738 L/M 0.08 ‘ 37 .0
DETECTOR INFO - "
PUMP ON OFF : o
MAX (V)  0.2321  0.2352 | |
MIN(V)  0.2309 = 0.2335 0.06 i e
FILTER INFO 0.05 et 20,0
Milter 1 0.233 Zero = true | i
Pilter 2 0,674 Zero = true 0,04 I i it 16, 0
Filter 3  1.381 Zero = true i Py
0.03 TALY feeen] 12,10
CALIBRATION CHECK | W
Xq = 0.118 0.23% 0.02 X T 5.
0.0L} 4.0
0.00 0.0

Routine Performance Check Passed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 1230006

Location: Rockingham V5P GO (6
Calibration Date:  05/18/2012 s
Certification Date:  05/18/2012 Pl T
Installation Date: ~ 05/21/2012 T i
RPC Date: 06/28/2013

Supervisor Name: KATE DESLAURIERS

Diagnostic Resulis Accuracy and Precision Check
Concenlralion =0.097 g/210L
Lot = [2-82-100
VERSTONS Range =0.092-0.102
pMT: 1.01 Average =0.100 g/210L
PIC: 2.05 Std Dev =(.0000

Modem: 2.4
Questions: 2.1

RF Detection Tesi
TEMPERATURES Pagsed
gample Chamber = 49.2°C '
Breath Tube = 47.2°C Sample Acceptance Test
Digital Sim = 33,9°C Pagsed
SETTINGS
Lamp Voltage = 1.76 V
Coolexr Voltage = 1.69 V
Bias Voltage = 80V 0.10[ ‘ = = : 40,0
Chopper I = 541 Hz ‘ : i
PR req -, Alcohol(q/ZlOLﬂ_ [ [ 3. 0
PUMP INFO s '
Flow Rate = 4.825 TL/M 0.08 ' 5.0
'DETECTOR INIO S N S R 540
PUMP  ON OFF Q@ oy i
MAX (V)  0.2396 0.2431 '; ? ,
MIN(V) 0,2384 0-2419 0’06 S e G ; v " ‘ .................... dnssansane TR TY b I 4 |
Filter 1 0.242 Zero = true
Frilter 2 0.682 Zero = true 0,10 s i s | 16, 0
Filtexr 3 1.392 ‘Zero = true H i
0.03 12,0
CALIBRATION CHECK
Xq = 0.118 0.23% 0 8 ] eaferseach | -
0,01 1.0
Routine Performance Check Passed Y08 3. : et 0l
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