ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 100161

Location; Brattleboro VSP
Calibration Date:  02/04/2013
Certification Date:  02/04/2013
Installation Date:  02/05/2013
APM Date: 07/18/2013
Performed by: ROBERT DRISCOLL
Diag:;.ostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES

sample Chamber = 49.1°C
Breath Tube = 47,8°C
Digital Sim = 33,9°C
SETTINGS

Lamp Voltage = 1,77V
Coolex Voltage = 1.77 V
Bias Voltage = 80V
Chopper Freq = 540 Hz

PUMP INFO
Flow Rate = 5.609 L/M

DETECTOR INIO

PUMP ON orpF
MAX (V) -0.0185 -0.0150
MIN(V) -0.0197 -0.0171

FILTER INFO

Filter 1 -0.01l6é Zero = true
Milter 2 0.309 Zero = true
Miltexr 3 0.487 Zero = true
CALIBRATION CHRECK

Xg = 0,086 0.41%

APM PASSED

Performed by A
Reviewed by

Il)heroﬂnlNunmer#lﬂﬂlﬁl

Simulator Vapor Test

Concentration =(.101 g/210L
Lot # = 12-87-100
Range =0.096 -0.106
Simulator Vapor =0,097 g/210L
RF Detection Test

Passed

Sample Acceptance Test

Passed

Aleohol (g/210L)
Flow Rate(L/M})

T 1| S S— | S— A W

Date 07/18/2013

Date

Page 1 of 1

10/31/2013 8:55 AM
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Status Record History

Page 1
1.0/31/2013

DMT Serial Numboy 100161

Status Status
. Time Test Type Status Message

08/22/2011 07:31:42 Calibration Record Pump Error
08/22/2011 13:59:26 | Accuracy & Precision Records Simulator Timed Out
08/22/2011 14:03:06 | Accuracy & Precision Records Simulator Timed Out
08/23/2011 10:49:20 Nccuracy & Precision Records Simulator Timed Qukt
10/12/2011 02:47:34 | DUI Subject Record RESPONSE _TIMEOUT -
10/16/2011 00:25:35 DUI Subject Record RESPONSE TIMEQUT
10/23/2011 02:53:45 DUI Subject Record Blank PFrror
12/01/2011 03:51:12 DUI Subject Record RESPONSE TIMEOUT
01/28/2012 23:07:25 DUI Subject Record RESPONSE TIMEOUT
02/09/2012 01:03:53 DUI Subject Record - Simulator Out of Range
02/09/2012 09:11:04 RPC Record SAMPLE ACCEPTANCE TEST FAILED
02/19/2012 00:29:28 DUI Subject Record _ CALIBRATION CHECK ERROR
03/18/2012 02:32:04 DUI Subject Record RESPONSE TIMEOUT
07/01/2012 19:34:25 | DUI Subject Record RESPONSE TIMEOUT
08/02/2012 03;04:11 | DUT Subjeckt Record RESPONSE TIMEOUT
068/18/2012 23:07:10 | DUI Subject Record RESPONSE TIMEOUT
09/2472012 22:16:24 | DUI Subject Record | RESPONSE TIMEOUT
10/03/2012 21106157 DUI Subject Record RESPONSE TIMEOUT
10/07/2012 21:05:48 | DUL Subject Record RESPONSE TIMEOUT
11716/2012 13:32:29 | DUI Subject Record RESPONSE_TIMEQUT
11/23/2012 00:11:29 DUI Subject Record RESPONSE TIMEQUT
02/05/2013 11:46:33 Installation Record User Abort
03/17/2013 19:05:02 DUI Subject Record RESPONSE TIMEOUT
04/15/2013 12:50:12 DUI Subject Record RESPONSE TIMEOUT
0472172013 17:06:42 | DUI Subject Record Blank Error
04/25/2013 | 18:34:08 DUI Subject Record RESPONSE TIMEOUT
08/11/2013 21:24:22 DUI Subject Record Simulator Out of Range
08/16/2013 03:06:26 DUI Subject Record RESPONSE TIMEOUT
05/04/2013 22:158:27 DUI Subjeckt Record Simulator Out of Range
09/17/2013 = 21:52:38 DUI Subject Record RESPONSE TIMEOUT
09/21/2013 16:52:49 | DUI Subject Record RESPONSE TINMEGUT - e a1 M—

Pago L of 1

10/31/2013 §:45 AM




Log On Record History

Page 1
10/31/2013

Test Test Name
Date Time
08/1772011 15:46:30 | Kirk Klmball B
08/18/2011 13:122:23 Kirk Kimball
08/19/2011 10:00:47 Kirk Kimball
08/19/2011 17:67124 | Kirk Kimball - =
08/19/2011 13:50116 Kirk Kimball e s |
08/19/2011 15:12747 | Bteven Merrill
08/19/2011 16:008:49 [Kirk Kimball
08/22/2011 07:02:41 Kick Kimball
08/22/2011 10:42:22 | KLrk Kimball I
08/22/2011 13155153 Kirk Kimball
08/23/2011 09:36:40 Kirk Kimball
08/24/2011 09:50:14 Kirk Kimball
08/21/2011 10:41:47 | Kirk Kimball SRS _ ]
08/24/2011 13:39:46 Kirk Kimball
08/24/2011 15121159 Kirk Kimball
08/26/2011 07:31:08 Kirk Kimball
08/26/2011 09:33:24 Kirk Kimball
08/26/2011 10:02:00 Kirk Kimball haiioy
08/26/2011 12:13:06 Kirk Kimball
08/26/2011 12:26:46 | Kirk Kimball ———
09/02/2011 15:31:36 Steven Harnois
05/29/2011 09:02:28 Amanda Bolduc
09/29/2011 09:08:00 Amanda Bolduc
09/29/2011 09:09:16 Amanda Bolduc
09/29/2011 09:12:17 Amanda Bolduc -
09/29/2011 09:13:59 Amanda Bolduc
09/29/2011 09:16:40 Amanda Bolduc
10/25/2011 19:13: 46 Superviser
11/017/2011 09:31:54 Kirk Kimball
11/07/2011 09:35:29 [ Kirk Kimball
12/02/2011 12:33:28 Supervisor
12/08/2011 12:01:25 Supervisor
12/06/2011 12:16:17 Supervisor
02/09/2012 08:29:27 Supervisor
03/27/2012 07:45:26 Supervisor
06/08/2012 13:48:32 Supervisor
06/08/2012 14:42:59 Supervisor
06/28/2012 13:07:10 Supervisor
06/28/2012 13:30:46 Supervisor
07/01/2012 21:11:49 Supervisor
07/01/2012 21:17:00 | Supervisor
07/06/2012 13:32:19 Supervisor
07/09/2012 15:59:33 Supervisor
08/10/2012 12:25:38 Amanda Bolduc
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