ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006
Location: Rockingham VSP
Calibration Date:  05/18/2012 ¢
Certification Date: 05/18/2012 Gamon? o
. LR ')

Installation Date: ~ 05/21/2012 L,y
RPC Date: 02/21/2014
Supervisor Name: ROBERT DRISCOLL
Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # =13-21-100
VERSIONS Range =0.094-0.104
DMT: 1.01 Average =0.099 g/210L
PIC: 2.05 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 5

RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.1°C
Breath Tube = 46.9°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.76 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 V 0.10 : - 40.0
Chopper Freq = 542 Hz ; * *

0.09|- _ ?iCOhOI (g/Z}S{L) ----- e )
PUMP INFO ELaw Berte i M)
Flow Rate = 4.865 L/M 0 OE e e e A R e T e 32.0
DETECTOR INFO f
i oN — L B S -|28.0
MAX (V)  0.2362 0.2455
MIN(V)  0.2341 0.2386 L N S T A I S B 24.0
FILTER INFO PO (L5, (R USSR SR NI || 1.0 SRR PN, e 20.0
Filter 1 0.240 Zero = true
Filter 2 0.680 Zero = true 0,04 [odifipo b b
Filter 3 1.380 Zero = true

o e B e
CALIBRATION CHECK
Xqg = 0.117 0.15% NP UIONNG |4 ) N, [ " e

0.01 - W 4.0
Routine Performance Check Passed 0.00 M\ : : 0.0
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Date:  05/18/2012
Certification Date: 05/18/2012

Installation Date:  05/21/2012

RPC Date: 02/18/2014

Supervisor Name: KATE DESLAURIERS
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Diagnostic Results Accuracy and Precision Check
Concentration =
Lot # =

VERSIONS Range =

DMT: 1.01 Average =

PIC: 2.05 Std Dev =

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 49.0°C
Breath Tube = 45.4°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage. = 1.76 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 4.890 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V)  0.2177 0.2207
MIN(V)  0.2157 0.2193

FILTER INFO

Filter 1 0.223 Zero = true
Filter 2 0.659 Zero = true
Filter 3 1.360 Zero = true

CALIBRATION CHECK
Xg = 0.117 0.83%

Routine Performance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Date:  05/18/2012
Certification Date: 05/18/2012
Installation Date: ~ 05/21/2012 SR
RPC Date: 02/18/2014

Supervisor Name: KATE DESLAURIERS
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Diagnostic Results Accuracy and Precision Check
Concentration =
Lot # =

VERSIONS Range =

DMT: 1.01 Average =

PIC: 2.05 Std Dev =

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.1°C
Breath Tube = 46.1°C
Digital Sim = 34.0°C
SETTINGS

Lamp Voltage = 1.77TV
Cooler Voltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq = 539 Hz

PUMP INFO
Flow Rate = 4.886 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V)  0.1994 0.2061
MIN(V) 0.1974 0.2026

FILTER INFO

Filter 1 0.203 Zero = true
Filter 2 0.644 Zero = true
Filter 3 1.344 Zero = true

CALIBRATION CHECK
Xq = 0.118 0.15%

Routine Performance Check Failed
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123006

Location: Rockingham VSP
Calibration Date:  05/18/2012
Certification Date: 05/18/2012
Installation Date:  05/21/2012

RPC Date: 02/21/2014

Supervisor Name: KATE DESLAURIERS

Diagnostic Results

VERS IONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 48.9°C
Breath Tube = 46,1°¢
Digital Sim = 34.0°C

SETTINGS

Lamp Veoltage = 1.7 V
Cooler Voltage = 1.69 V
Bias Voltage = 80 VvV
Chopper Freq = 542 Hz

PUMP INFO
Flow Rate = 4.717 L/M

DETECTOR INFO

PUMP ON OrrF

MAX (V) 0.2333 0.2516
MIN (V) 0.2281 0.2411

FILTER INFO

Filter 1 0.233 Zero = true
Filter 2 0.677 Zero = true
Filter 3 1.374 Zero = true

CALIBRATION CHECK
Xq = 0.121 2.48%

Routine Performance Check Failed
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DIAGNOSTIC RESULT

DataMaster DMT:123006

Location: Rockingham VSP
Calibration Date: 05/18/2012
Certification Date:05/18/2012
Installation Date: 05/21/2012

Test Date: 02/21/2014
Test Time: 13:53:41
VERSIONS
DMT: 1.01
PIEs 2.05
Modem: 2.4 : - ‘ \
Questions: 2.1 C()mp\ﬁi'(’,é\ o d\ﬁéﬁoﬁ}_\\b cneeM. Yo ;.
: ; A bf&w‘fl’\’}\) e
TEMPERATURES Vesify Hrok mosthpece
ed of WUt
Sample Chamber = 49.2°C Cavss Ort?n“\ @ilvre ﬁajrj{
Breath Tube = 46.0°C 31619
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage =-1.76 V
Cooler Veoltage = 1.69 V
Bias Voltage = 80 V
Chopper Freq = 541 Hz

PUMP INFO
Flow Rate = 4.886 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.2266 02307
MIN (V) 0.2248 0.2291

FILTER INFO

Filter 1 0.230 Zero = true
Filter 2 0.669 Zero true
Filter 3 1.372 Zero = true

CALIBRATION CHECK
Xq = 0.118 0.00%

DMT Serial Number #123006 Page 1 of 1
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Status Record Histor el
y 02/21/2014
Status Status
. Test Type Status Mess
Date Time yp age
02/18/2014 10:53:52 | REC Record RCCORACY AND PRECISION CHECK FAILED
02/18/2014 $1:01:34 | RPC Record ACCURACY AND PRECISION CHECK FAILED
02/21/2014 10:21:25 RPC Record Diagnostic Check Failed
DMT Serial Number #123006 Page 1 of 1
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