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DMT # 100169




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100169
Location: Bellows Falls PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Instalfation Date:  09/07/2011
RPC Datc: 01/28/2015
Supervisor Name: MICHAEL J KEEFE
Diagnostic Results Accuracy and Precigion Check
Concentration =0.097 gf210L
Lot# = 14-10-100
VERSIONS Range =0.092-0.102
DMT: 1.01 Average =0.101 g/210L
PIC: 2.06 Std Dev = (,0600
Modem: 2.4
Questions: 2.1 .
R¥ Detection Test
TEMPERATURES Passed
gSample Chamber = 49.0°C
Breath Tube = 45.8°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1.85 V
Cooler Voltage = 1.92 V
Rias Voltage = 80 V 0.10 R N 40.0
Chopper Freq = 536 Hz o ool ALoohol (g7 210L) .o
PUMP INFO ——— Flow Rate{L/M)
Flow Rate = 5.578 L/M 0.08 Jaz o
DETECTOR INFO
PUMP  ON OFF 0.07 28.0
MAX (V) .0.2047 0.2069
MIN{V})  0.2035 0,2055 0.08} 24.0
FILTER INFO 0.05 4 20.0
Filter 1 0.207 Zero = true \\
Filter 2 0.523 Zero = true 0.04 i 16.0
Filter 3 0.789 gZero = true \f\
0.03 12.0
CALIBRATION CHECK
Xq = 0.096 1.47% a.02 8.0
0. 01 fmft A A 4.0
 perform ool LI
Routine Performance Check Passed 0 & 10 15 20 25 30 35 40 45 50 55 60
Performed by ALl Date 01/28/2015
Reviewed by Date
DMT Serial Number #100169 Page 1 of I 01/28/2015 2:59 PM
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SOLUTION CHANGE

DataMaster DMT: 100169

Location: Bellows Falls PD
Date; 01/28/2015
Performed by: MICHAEL J KEEFE

Accurgey and Precision Chec '

Concentration =0.097 g/210L
Lot# = 14-10-100
Range =(.092-0.102
Average =0.101 g/210L
Std Dev =(,0000

Simulator Temperature: 34.1°C

%-JJM/

Performed by

DMT Serial Number #100169

Date

Page 1 of 1

01/28/2015

01/28/2015 3:01 PM
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DATAMASTER DMT MAINTENANCE LOG

TSQLLQ wiS Q'LLS T) D) _ ' LSOOG
Depariment/Agency DataMaster DMT Serial Number
\ PERFORMED BY
DATE TYPE QF SERVICE PERFORMED (Name and Title)
- DatalMaster Simulator Solution _"5‘:(’- A \(éﬁé"{

\L(< Lot it 13-19-100 EtOHaq Conc: 0.099
ol

, Range:0.094-0.104 : hange Place Label Herg]
Preparation Date: 10/25/2013  Expires; 10/25/2014 =~ -

OPENED: De- Ok - l‘-{ .

(;.L-’T.' ,,,u;s?

Sume. 2Pe AL vl

DUt T gy ot & A O ta_ _ » . ——

____________________ wle_ké,._..m,,,,g’@:bca. \

[ For RPC or Simulator Solution Change Place Label Here]

E\Df—l‘;‘;@a } L |

1 Diver 7801 |

[P —————

' DataMaster Simulator Solution

. lot#13-21-100  EtOHaq Conc:0099 B ]

Range: 0.094 - 0,104 _ N
Preparation Date: 12/20/2013  Expires: 12/20/2014 »hange Place Lahel Here]

QPENED: /D/a 5’//}/’

DYYRS, fﬁlo;\_e € o Sf .

e - o1

T FHAsST TasT rToeds - TRSTHEAL falon g SkAcio i

OCT 1R C o Secmn  Tesc AL 1T S oS

iR AT

i /ﬂ{b/ DataMaster Simulator Solution

Lot # 14-10-100 EtOHag Conc: 0.097

Range: 0.092 - 0.102 hange Place Label Here]

L]

O¥C- Ve /m_’____

Preparation Date: 7/14/2014 Expires: 7/14/2085 7 "

__|openED: 24 -25-15 » N . .

R RPC ALl k.

Gyt .l
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Status Record History

Page 1
05/07/2015

8tatus

Status

. Test Type Status Message
| Date Time yp g
luL/28/2015 QB8125:39 Check-Tn Confirmation Record Simulator Qut of Range
01/28/2015 08:31:11 Check-In Confirmation Record Simulator Qut of Range

DMT Serial Number #100169

Page 1 of 1

05/07/2015 11:13 PM




Brown, Steven

Fronx Keefe, Michael
Sent; A Wednesday, January 28, 2015 4:19 PM
‘To: Brown, Steven
Cc: Driscoll, Rob o
Attachments: RP150128144040.pdf; SO150128140233 pdf; SUMMARY150128150452.pd

_ 7/‘\"0\\5
February RPC/Solution Change/Breath Records. N

gk

Steve, I will be sending a hard copy of my maintenance log with the next paperwork run.

Rob, I am down to one bottle of solution that is set to expire one month after the June RPC. Can I get a couple that will
last through the next two RPC's for the year?

Officer 1/c Michae} Keefe
Bellows Falls Police Department
170 Rockingham Street
Bellows Falls, VT 05101
(802)-463-1234
(802)-463-4574 FAX
michael.keefe@state.vt.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT;
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIOMNS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube =
Digital Sim =

SETTINGS

Lamp Voltage
Cooler Veoltage =
Bias Voltage =
Chopper Ireq =

PUMF INFO

100169

Bellows Falls PD
08/10/2011
08/10/2011
09/07/2011
01/28/2015
MICHAEIL J KEEFE

= 1.85 V

1.82 v
80 v
536 Hz

Flow Rate = 5.578 L/M

DETECTOR INFO

pUMP O
MAX (V) 0.2047
MLIN (V) 0.2035

FILTER INFO

OFF
0.2069
0,2055

Filter 1 0.207 Zero = Lrue
Filter 2 0,523 Zero = true
Filter 3 0.789 Zero = true
CALIBRATION CHECK
g = 0.096 1.47%

Routine Performance Check Passed

Accuracy and Precision Check
Coneentration =0.097 g/210L
Lot # = 14-10-100

Range =0.092 - 0,102
Average =0.101 g/2101,
Std kv =0.0000
RF Detection Test

Passed

Sample Acceptance Test

Passed
0.10 T T 40.0
alcohol{g/210L) | :
0.09)~ Flow Rate{L/M) |~ -|36.¢6
0.08 : 13z.0
0,07 28,0
0.06 A 24,0
0,0% S 0,0
f
0.04 : \/‘ : €. 0
0.03 : : 12,0
0.02 : 8.0
fi
.01 /‘\(J\m : 4 1.0
.00 ! l ; oo
6 5 10 15 20 25 30 35 40 45 50 55 60

Performed by

Reviewed by

A ssth L

DMT Serial Number #100169

Date 01/28/2015

Date

Page | ofi

01/28/2015 3:00 PM




SOLUTION CHANGE

DataMaster DMT: 100169

Location: Bellows Falls PD
Date: ' 01/28/2015
Performed by: MICHAEL J KEEFE

‘Accuracy and Precision Check

Concentration = (.097 /2101,
Lot # = F4-10-100
Range =0.092 - 0.102
Average - =0.101 g210L
Std Dev = 0.0000

Simutator Temperature: 34,1°C

At D Date 01/28/2015

Performed by

DMT Serial Number #100169 : Page 1 of | 01/28/2015 3:01 ’M




Breath Record History
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DATAMASTER DMT MAINTENANCE LOG

gg,//@q__)s @//Cﬂ /@O/{C)

Department/Agency DataMaster DMT Serial Number

T

PERFORMED BY

DAT? TYPE OF SERVICE PERFORMED (Name and Title)
' DataMaster Ext. Std. Solution >
Co — TLot#11-41-100  BtOH, Conc:0.101 __._._ e = i)
% / L Eriﬁggtgf?)?nt;zodéggﬁ(}l] Expires: 06/29/2012 Pg_e Place Label Here] (femirneot) S
(f '

‘6§§§gg ....... 7/,_,//_/

_ZZ—VLSV‘C%[{t?_mj _:ZhS %V‘o(,{/ftse,/x,r

/Lw pm‘?“@f-a[ -53%_ mlm\

[ For RPC or Ssmulator Soiu*aon Change Piace Label Here]

.:.)(‘_,Q" *-—\,uc.-r(?_" \.‘L\ g_\u‘LQ_ Ws:—wx-% ‘—ﬂ/L’Q ﬁi’ /;4

[ Fon RF’C or Simulator Solution Change Place LabeE Here] '

. [ For RPC or Slmufator Solutlon Change Piace Label Here]

’Z?C, /6?& iz

o da B W o W B P P .ygw.@@uﬂ.wawﬂﬂﬂﬁﬂﬂﬂﬁﬂiﬁﬂﬂﬂﬁﬂﬂﬁﬂﬂﬂ‘ﬁﬂ@ﬁ@%

g _;.O‘%S’j
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DATAMASTER DMT MAINTENANCE LOG

DatéMaster DMT Serial Number

Department/Agency
E PERFORMED BY
DATE TYPE OF SERVICE PERFORMED - (Name and Title
. PataMaster Simulator Solution :
Lot #12-32-100  EtOH, Cone: 0.100 JOFC. J\,‘. / Lorey
R 0.095 - 0.105
- Preparation Date: 1026/2011  Expires: 10/26/2012 h?lnge Place Label Here]
G20 -~ (2 e rerr et
________________ OPENED 82 e~ Sz
> ¥ <. o2 12 Gy \SU ]
g:;_?/u.. S-bl_..uif_'_@.s —_ C—?La‘"h—-‘G({_ -
LT :
Ltsr FEST ﬁ*zﬁc—ri_b F&m SoLv ;_z_'c,-' T ol Ldrdis
DataMaster Ext. Std. Solution R
: Lot # 11-40-100 EtOH,, Cone: 0.100 '
o ilo-12|  Range: 0.095-0.105 iange Place Label Here] | oge. A Weteg

Preparation Date: 06/15/201 1
Expires: 06/15/2012

g’zﬁ-‘* -_"S\(}‘—'{'}__T‘—f)l‘—’ C,H-r’w-! [ | g;u_’r : _IOL

st Catbee mo  ThSE QH..,G.“-;. e S‘ﬂ\,um-w’ -

our ot Epook

DataMaster Simulator Solution
- Lot #12-72-100  EtOHaq Conc: 0,100

Range: 0.095 - 0.105 nge Place Labei Here]
_____ Preparation Date: 04/24/2012 EXPlI‘ES 04/24/2013 e ]
- OPENED 0(4 f’iq;-vz_ S )

_ £ . (0
e : DT 'SbLUTI:QH_ Ct Aas
<SoLuTIon _ ovs 06 amah 08 u&_g_(t{liz— .............. !

?m..o Ganon . e - V3~ - et o\

 APM Covpleked 1 Scbhoee. gpdlate .

[ f-or RPC or S:muiator Solut;on Change Place Label Here]
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
o (Name and Title)
DataMaster Simulator Solution = —
_ Lot # 12-58-100 EtOH,, Conc: 0.100 ~ ]
Range: 0,095 - 0.105 - :
J0-02-1 2 [ preparation Date: 21092012 Expires: 02092013 1NgE Place Label Here] | g2 M. leece
_____________________ OPENED: Jol 0z ~zorz o
1/2/? C - ' @ELZM : Jga,v-ﬁ:oau C ttarcs ]

FrasT 2os. ﬂ-.ﬁ;;_,s;,n S T YR Vi AR LSRN ¥ i £ SO R T A T od o T Sl é:»-'oug:/

Stgorn RO — o . éo'-fT” o2

DataMaster Simulator Sofution
L?) Lot # 12-72-100 EtOHaqg Conc: 0.100

Range: 0.095 - 0.105 hange Place Label Here] G\"ﬂé ,L«_ IZ@f.c"{

v i
0"’ Preparation Date: 04/24/2012 Explres: 04/24/2013

ovene: 4 - 2% /3

e . é_;;l..,"(' . IOHZ__
eI g TR N R 6. e o
Lo ST i P QA—Z’-LJU:: e, S::.:.,Q Eer ]
[+ 3% o E ’;ZA_,._;(,_Q__ LB g ‘;‘i' L’Lﬂ‘ '3
| DataMaster Simulator Sofution
5 O“i'tg ~ Lot#12-84-00  FtOHaq Conc: 0.101 e e
&7 -
g Range: 0.096 - 0.106 ange Place Label Here Nlese
: " |~ Preparation Date: 8/24/2012 Expires: 9/24/2013 J — ._.__.__.._..]____ O(’( - GL'L‘ l ’6"'
L  OPENED: &2~ — 13 L ______. I
VRO o Szee  Socwrzors. . Cowaesct. 1
AT Y o ool
- DataMaster Simulator Solution '
, | Lot#1277100  EtOMaq Conc:0.099 T N N
o Range: 0.094 - 0.104 . hange Place Labe] Here] : ,
e - ﬁ’t} " Preparation Date: 05/08/2012 Expires: 05/08/2013 i _ 0{;{ Lo ﬁ({_ﬁ_%
________ R T S St i R ~ —_—
SZE’M SOU-’_ T on  LHameh ‘ é;;q" Uy

Oer o Tlop  Cobys @) (Lews bro 06 favad [fene.
0 Cetsn G-
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DATAMASTER DMT MAINTENANCE LOG

F-Y’.\ft-‘-—fi

o

OOLe T

DataMaster DMT Serial Number

Department/Agency
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
_ (Name and Title)
DataMaster Simulator Solution ' o . Ke
. Lo?#alz 24-100  EtOHaq Cone: 0.101 Of Lo e
' L(XQ”H -13 ::?:f;raotlggEDa?elc;?M/ZOiZ Expires: 9/24/2013 hangﬁ'_PlaCe LabEI Here]
________________ OPENED: Bl -~ ¢ 3 o L e
5@1__&41 pe Sl Q,y—u\j»—(;-ﬁ (Zﬁo‘-——’r L0 ]
Ry E-r)C;._' . I
Au __or.. o .
Aol oo Lopapleted AP - 25 .
?i ‘ [ For RPC or Simulator Solution Change Place Label Here] - el Qi3
------- o AT TR

DataivViaster Simulator Solution

Lot #12-89-100
Range: 0,092 - 0.102

- EtOHaq Conc: 0.097

' preparation Date: 11/21/2012  Expires: 11/21/2013 1@NQE Place Label Here]

' _oéENEa: jofoz[i3

T {".‘w\m“_-., = L __> yg.... s_(:L._'-‘ IR
/ PP N o i, S L SO L
._.‘Sau’ TEeer (ke Boprccrte_or 4f. uc‘»:/fj ‘

O ex 1\?(..-

N ey

¢ [ LotiF13-19-100

DataMaster Simulator Solution

+ Rangé: 0.094-0.104

EtOHag Conc: 0,099

 Preparation Date: 10/25/2013  Expires: 10/25/2014

hange Place Label Here]

OPENED: deOf 'y

S (1.

1A T Lo @Fﬂl’rﬁcrﬁ., -

AL ol
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DATAMASTER DMT MAINTENANCE LOG

7 DataMaster Simulator Solution

,_ws&-»&&@&3&&&JJJJJJJJJ&Jﬂﬂﬂﬂaﬂﬂﬂﬂﬂﬂ@ﬁﬂﬁ@@@@ﬁ

Becows (s O 00165
Department/Agency : DataMaster DMT Serial Number
DATE | TYPE OF SERVICE PERFORMED PERFORMED BY
{Name and Title)
L.—+—-- r—

DatalMiaster Simulator Solution

JO¥C. MV lesed

w ‘t( - lot#13-19-100  EtOHaq Conc:0.099 e
0

le  Preparation Date: 10/25/2013  Expires: 10/25/2014

. Range:0.094-0.104 ' hange Place Label Here]

'_ OPENEVIS:”;DQQ;%’ o~ f‘f .

e 103 |

D S € =G

Fuwt 20c A ol

o Compleked 0 fadoco)

f?)‘élll‘f” [ For RPC or Simulator Solution Change Place Label Here] ‘Df“"éﬁ?‘u

Lot# 13-21-100  EtOHag Canc: 0.099

© Range: 0.094 - 0.104 N

OPENED: /D/o f//y

/@ /05/ I/ Preparation Date: 12/20/2013 Expires: 12/20/2014  Jhange Place Label Here]

SerwTRars @ fae Ok

DT (2 S Yecown _T#sT _ Aot Oy

EiasT Tasy (wicds - TESTHA Fatopn g SHacto

BT
. [

ol /g(/j/ DataMaster Simulator Solution

Lot # 14-10-100 EtOHaqg Conc: 0.097

Range: 0.092 - 0,102 hange Place Label Here]

ovC /o Tleea:

. |Preparation Date: 7/14/2014 Expires: 7/14/2015

oPENED: €)1 — 25 /S .

TR RPC AU k.

DoFor Cathet.
s Jo !
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Brown, Steven

From: Keefe, Michael

sent: . Thursday, November 06, 2014 8:44 AM

To: Driscoll, Rob; Brown, Steven

Subject: Oct RPC A _ ) _

Attachments: SQ141005103340.pdf; SUMMARY141106082900.pdf; SUMMARY141106082847 .pdf;

RP141005112432.pdf; RP141005111137.pdf

Rob,

I rebooted the machine and after a couple of attempts at saving the reports to my thumb drive the information finally
transferred over. .

Officer 1/c Michael Keefe
Bellows Falls Police Department
170 Rockingham Street

" Bellows Falls, VT 05101
{802)-463-1234
{802)-463-4574 FAX

michael keefe@state.vt.us




SOLUTION CHANGE

DataMaster DMT; 100169

Location; Bellows Falls PD
Date: 10/05/2014
Performed by: MICHAEI. ] KEEFE

Accuracy and Precision Check

Concentration” =(,099 g/210L
Lot # = §3-21-100

Range =0.094 - 0.104
Average ={,10F g/210L

Std Dev = 0,0000

Simulator Tempersture: 34°C

A ges— Date 11/06/2014

Performed by

DMT Serial Number #100162 Page L of | 11/ﬁ6/2014 8:27 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100169
Location: Bellows Falls PD
Calibration Date:  (08/10/2011
Certification Date:  08/10/2011
Installation Date:  09/07/2011
RPC Date: 10/05/2014
Supervisor Name: MICHAEL J KEEFE
Diagnostic Resulis Accuracy and Precision Check

Concentration = 0,099 g/210L

Lot# =13-21-100
VERSIONS Range =0.094 - 0.104
DMT: 1.01 - Average =0.102 g/210L,
PIC: 2.06 Std Dev = 0.0000
Modem: 2.4
Questions: 2.1 RF Detection Test

l]- N

TEMPERATURES assed
Sample Chamber = 48,9°C Sample Acceptance Test
Breath Tube = 45,7°C Passed
Digital Sim = 34,0°C
SETTINGS
Lamp Voltage = 1.86 ¥
Cocler Voltage = 1,92 V 0.10 H ‘ 40,0
Bias Voltage = B0 V 09 Alcohel {g/210L) o
Chopper Freg = 536 Hz 0. Flow Rate{L/M) e,
PUMP INFO CELE S IR S S A ’ 3.0
Flow Rate = 5.464 L/M

0.07 e L R ERERETEr 28 . O
DETECTOR INFO 7 N
PUMP ON OFF 0.08)~ <40
MAX (V) 0.2421 0,2439 i .o
MIN(V)  0.2398 0.2427 ¢.05 20.0
FILTER INFO 0.041 BRARN
Filter 1 0,243 Zero = true 0 03 ‘ ‘ ) 0
Filter 2 0.561 Zerc = true ' : : w v
Filter 3 0.830 Zero = true : i

0.021 : > ; - 8.0
CALIBRATION CHECK 0,011 - o e 1.0
Xq = 0.096 1.29% ‘ MM” 64 V |
Routine Performance Check Passed 0.00L Ji: IV : —— 6.0

0 % 10 15 20 25 30 35 40 45 50 55 &0
' % 4 " ~

Performed by W B Date 10/05/2014
Reviewed by Date
DMT Serial Number #100169 Page 1 of 1 11/06/2014 8:26 AM




Status Record History

Status Status

; ate Time Test Type Status Message
:68111/201] 09:07:09 Accuracy & Precision Records Simulator Temperature Too Low B
_0g/11/2011 09:10:28 Accuracy & Precision Records Simulator Timed Qut ) =
ns/11/2011 09:15:17 | Accuracy & Precision Records . Simulatar Temperature Too Low ]
L 08/11/2011 11:48:37 Accuracy & Precisicn Records Simulator Timed Qut B
08/11/2011 14:44:31 | Accuracy & Precision Records Simulator Timed Out T
S 08/15/2011 10:%6;13 | Accuracy & Precision Records Simulator Timed Cut .
0871872011 14:27:22 |[Accuracy & Precision Records [ Simulator Timed OQut _
C 08/ 20 05;28:03 RPC Record Diagnostic Check Failed

1872272011 10:46:31 | RPC Record Diagnostic Check Failed | o
Ta1/2a/2012 02:25:07 DUl Sukject Record Simlator Oul of Range R B
:0]/2‘)/201'“5 02:29:08 DUI Subjoct Record Simulator Out of Range

B1/23/2012 D2:36:12 | DUI Subject Record Simulator Out of Range ) ]
04/11/2012 19:47:02 Check-In Confirmation Record Simulator Qut «f Range
oa/n/an; 19:50:17 | Check-In Confirmalion Record Simulator out of Kange B
06/13/2012 23:18:08 DUl Subject Receord Pump Errov B -
TiEs15/3012 23:37:50 . | Check-In Canfirmaltion Record Simulator Oul of Range -
NSYFINEDTE 03:05:37 | DUL Subject Record RESPONSE TIMEQUT 1
NR/05/72012 03:18:48 DUT Subject Record RESPONSE TIMEOUT .
Tinsnas012 07:24:17 RPC Record ACCURACY AWD PRECISTON CHECK IPAILED )
11/704/2012 20:39:;30 Check-In Confirmation Record RF Detected

11/18/2012 20:44:18 Check-In Confirmation Record Pump Error

nl/z6/2013 00;17;20 DUI Subject Record Simulator Out of Range

02/03/72013 00:52:20 DUl Subjeclt Record RESPONSE TIMEGUT B
ifi 7272013 22:143;12 DUl Subject Record RESPONSE TIMECUT s
ia/30/2013 02:50:20 | DUI Subject Recerd Simulator Out of Range

i0/76/2013 02:52:10 | DUT Subject Record Blank Frioc

10/26/2013 03:00:32 | DUI Subject Record Blank Error 3 ]
TB8/09/7014 00:05:11 | DUl Subject Record RESPONSE TIMEDUT B

wa/22/2014 10:05:31 ~heck-1n Confirmation Record RF Datoctlod ]
_In/05/73014 11773:05 | RPC Hecord - SAMPLE ACCEPTANCE TEST FAILED B
01:14:59 DU Subject Record RESFOWSE T1MEQUT B

11/02/2014

DMT Serial Number #100169

Page 1 of |

11/06/2014 8:29 AM




ROUTINE PERFORMANCE CHECK REPORT

i

DataMaster DMT: 100169
Location: Bellows Falls PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date: ~ 09/07/2011
RPC Date: 10/05/2014
Supervisor Name: MICHAEL J KEEFE
Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # = 13-21-100
VERSIONS Range =0.094-0.104
DMT: 1.01 Average = (101 g/210L
PIC: 2.06 Std Dev =0.0000
Modem; 2.1
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 48,7°C Sample Acceptance Test
Breath Tube = 48.1°C Failed
Digital. Sim = 34,1°C
SETTINGS
Lamp Voltage = 1.8B5 Vv
Coocler Voltage = 1,92 ¥ g.10 : : : ! : - 40,0
Bias Voltage = 80 V Alcohol (g/210L) | = ¢ .
Chopper Freg = 536 Hz D.09 Flow Rate(L/M} |77 "7 360
PUMP INFO 0.08 : 32.0
Flow Rate = 5.416 L/M ; :

0.07 |~ i 28.0
DETECTOR INFO ' o
PUMP . ON OFF 0.06 s
MAX (V)  0.2362 0.2384 .
MIN(V)  0,23486 0.2366 0.03 0
FILTER INFO 0.04 Le.0
Filter 1 0.236 Zero = true 0 03 - I T 12 0
Filter 2 0.555 Zero = true ) : !
Filter 3 0.820 Zero = trus : fﬂ;“

0. 02 |- - 2.0
CALIBRATION CHECK N s ( i
Xg = 0,096 0.83% . : i J .
Routine Performance Check Failed 0.09 —Lil Ll : 0.0

0 5 10 15 20 25 30 35 40 43 50 5% &0

Performed by

Al Date 10/05/2014

Reviewed by

Date

DMT Serial Number #100169 Page Hof 1

11/06/2014 826 AM
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Brown, Steven

“rom: Keefe, Michael

Sent: . ' Wednesday, November 05, 2014 3:24 PM
To: ' Driscoll, Rob

Cc: Brown, Steven

Subject: RE: October RPC Overdue

Rob,

I did my RPC at the beginning of OCT. I tried saving the PDF so that I could send alt the reports as usual via emall. I tried
sending them to you today and I noticed that the reports did not save on my thumb drive that I use to transfer the
information from the unit to my computer. I tried to save this again as a PDF and the machine indicated that it could not
save the file as the trial basis for some program that it uses has expired and would have fo be paid for in order for it to
work again,

Can you help on this one?

Officer 1/c Michael Keefe
Bellows Falls Police Department
170 Rockingham Street

Bellows Falls, VT 05101
(802)-463-1234
(802)-463-4574 FAX
michael.keefe@state.vt.us

From Drlscolf Rob S
Sent: Tuesday, November 04, 2014 11:22 AM
To: King, Peter G; Allen, Blake; Abell, Dustin; Gibbs, Kevin; Jones, Chrlstopher, Lehneman, Jack; Roy, James; Spacapan,

Patricia; Carignan, Mark; Howard, Joel; Noblet Jason; Keefe, Michael, Noyes, Jeffrey; dsolomita@hariford-vi.org;
bvail@hartford-vt.org; Schrader, Michael; Malinowski, Michael; Gilbert, Donald
Subject: Cctober RPC Overdue

DMT Supervisors,

You are recelving this notification because | have yel to receive your October RPC. At this time your DMT should be
placed out of service until } have received your October RPC. If you have any questions please contact me.

Regards,
Rob

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician

- Rob.Driscoll@state.vi.us
Desk: (802) 241-5817

Cell: {802)585-0123




‘Brown, Steven

From: Keefe, Michael

Sent: Friday, June 06, 2014 7:42 AM

To: Driscoll, Rob

Cc: Brown, Steven

Subject: June RPC

Attachments; RP140606070633.pdf; SUMMARY140606072304.pdf; SUMMARY140606072409.pdf

Here is my June RPC,

Steve,

The Maintenance Log has been copied and will come down with the next paperwork run.

Officer 1/c Michael Keefe
Bellows Falls Police Department
170 Rockingham Street

Bellows Falls, VT 05101
{802)-463-1234
{802)-463-4574 FAX
michael.keefe@state.vt.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:

Location;
Calibration Date:
Certification Date:
Installation Date:
RPC Date;
Supervisor Name:

Diagnostic Results

VERSTIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Guestions: 2.1

TEMPERATURES

Sample Chamber =
Breath Tube 