Brattleboro PD
06/17/13-02/04/15

DMT # 100153




DIAGNOSTIC RESULT

DataMaster DMT: 100153
Location: Bratileboro PD
Calibration Date: 08/10/2011
Certification Date:08/10/2011
Installation Date: 09/02/2011

Test Date: 02/03/2015
Test Time: 21:52:18
VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 40,8°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.78 V
Cooler Voltage = 1.84 V
Bias Voltage = 80 V
Chopper Freq = 533 Hz

PUMP INFO
Flow Rate = 5.805 L/M

DETECTQR INFO

PUMP ON OFF

MAX (V) 0.3987 0.3638
MIN(V) 0.3575 0.2626

FILTER INFO

Filter 1 0.363 Zero = true
Filter 2 0.586 Zero = true
Filter 3 0.890 Zero = true

CALIBRATION CHECK
Xg = 0.075 0.35%

DMT Serial Number #100153 Page 1 of 1

02/03/2015 9:53 PM
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DataMaster DMT Serial Number

DATE

PERFORMED BY |

TYPE OF SERVICE PERFORMED (Name and Title)
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Stat R rd Hist ot
: atus eCo 1STOry 02/04/2015
Status Status
. Test Type Status Message

i Date Time ¥p t M ag

10/05/2014 23:55:38 | DUE Subject Record RESPONSE TIMEOUT

12/31/2014 15:19:03 DUI Subject Record Punp Error

01/03/2015 02:12:23 DULI Subject Record RESPONSE TIMEOUT

01/17/2015 02:06:45 |{DUT Subject Record RESPONSE TIMEOUT

01/17/2015 02:39:51 § DUT Subject Record RESPONSE TIMEOUT
DMT Serial Number #100153 Page 1 of 1 02/064/2015 2:49 AM
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RE: February 2015 RPC Report for Brattleboro PD Page 1l of |

RE: February 2015 RPC Report for Brattleboro PD

Belville, Adam
Sent: Tuesday, February 03, 2015 10:05 PM
To: DPriscoll, Rob

Attachments: Dlagnostic Result.pdf (201 KB)

~ Hi Rob,
Sorry about the delay, I was on a day off. The diagnostic test is attached.

Adam Belville

Brattleboro Police Department
802-257-7950

802-257-2303 (FAX)

From: Driscoll, Rob

Sent: Monday, February 02, 2015 7:43 AM

To: Belville, Adam

Subject: RE: February 2015 RPC Report for Brattleboro PD

Adam,

Could you please run a Diagnostic check and send it to me? | would like to review the detector voltage at Filter
1.

Thanks,
Rob

From: Belville, Adam

Sent: Sunday, February 01, 2015 6:11 AM

To: Driscoll, Rob

Subject: February 2015 RPC Report for Brattleboro PD

If there are any issues with the attachment, please let me know.
Thanks!

Adam Belville

Brattleboro Police Department
802-257-7950

802-257-2303 (FAX)

https://webmail.state.vt.us/owa/?ae=Ttem&t=IPM Note&id=RgAAAADth%2bKsod52RKW.., 2/3/2015




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100153

Location: Brattleboro PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date:  09/02/2011

RPC Date: 02/01/2015
Supervisor Name: ADAM S BELVILLE

Diagnostic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber = 4
Breath Tube = 4
Digital Sim =3

SETTINGS

Lamp Voltage
Cooler Voltage
Rias Voltage
Chopper Freq

LI I I

o e

PUMP INFO
Flow Rate = 5.762 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.7583 0.7620
MIN(V) 0.7565 00,7600
FILTER INFO

Filter 1 0.760 Zero = true
Filter 2  0.961 Zero = true
Filter 3 1.241 Zero = true
CALIBRATION CHECK

Xg = 0.076 0.58%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot # = 14-15-100
Range =0.094 -0.104
Average = (.099 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sample Acceptance Test

Passed
0.10 ; : T 40.0
0.08 32,0
(o)1 J USSR SRDUNIE SRS SN W § S SO S— 26.0
[0 )0 0] (SO SOUUDUINIS MU RN S S, S S SIS S 74,0
0. 08 prmememied e b BTN NUUNUN P ¥ s
P+ 7 SRR S UUUIS SRR SO £ NS SUSY RO S 16.0
0. 03| e 12.0
0. 02 | AL ] 8.0
0. 01 [t A AU L E AL b 4.0
o-coL_ILLLLEL

e 5oz

Performed by Date 02/01/2015
Reviewed by Date
DMT Serial Number #100153 Page i of 1

02/01/2015 5:35 AM




Brown, Steven

From: Perkins, Robert

Sent: Tuesday, November 04, 2014 11:10 PM - .
To: Brown, Steven '
Subject: Data Master
Steve,

I'm sending this email to advise | adjusted the Data Master time on 11/04/14 @ 2300 hours for the time change as the
machine did not automatically correct it. The change has also been noted in the maintenance log book. We have not had

any DU processing between the time change and now.
Bob

Robert Perkins

Patrol Lieutenant ‘
Brattleboro Police Department
230 Main Street

~ Brattleboro, VT 05301
(802)257-7950
(802)257-2303 Fax -
Robert.Perkins@state. vi.us

NOTICE: This e-mail is covered by the Electronic Communications Privacy Act, 18 U.5.C, Sec. 2510-2521, is confidential and is legally
privileged information. If you are not the intended recipient, including any and all administrative governmental staff, you are hereby notified
that any viewing, retention, dissemination, distribution or copying of this communication is strictly prohibited, Please reply to the sender that
vou have recelved this message in error, then delete / destroy il - )
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18/31/2814 B4d:BE 8822572303 BRATT DISPATCH PAGE

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100153

Location: Brattieboro PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date:  09/02/2011

RPC Date; 10/31/2014
Supervisor Name: ROBERT R PERKINS

Corcenttation = 0,099 g/210L,
Lot # = 14-04-100
VERSIONS Range ~0.094 ~ 0,104
DMT: 1.01 . Average =0.102 g/210L
PIC: 2.05 Std Dev « 0.0000
Modem: 2.4
Questions; 2.1
TEMPERATURES ~ . . Passzed
Sample Chamber = 49.0°C '
Breath Tube = 48,0°C Sample Aceeptance Test
Digital Sim = 34,1°¢C Pasaed
SETTINGS '
Lamp Voltage = 1.7 v
Cooler Voltage = 1,84 v
Bian Voltage = 80 Vv 0.10 ; . 7 - 0.0
Chopper Freq = 539 Hz : ‘ ) F Alcohol (g/210L)
: . 0.08 |- ' 36,0
PUME INFQ Flow Rate(L{M) :
Flow Rate = 5.740 L/m 008 | 32.0
DETECTOR INFO S N SO N R D D T
PUMP  ON .  oFF ‘ D B I s 28.9
MAX.(V)  0.4031 0.4057
MIN(V) 0- 4016_ 0‘4043 0.06 o vaanearess safransaanas somasf s, TP Z’l .0
FILTER INFO : 0. 05§ : e | 20.0
Filter 1 0,405 HXero = true M
Fllter 2 0.629 Zaroc = truse 0.04 - b ’“‘\q ‘ 16.0
Filter 3  0.966 Zero = true [\
O . Q3 |- Verma nn e B 12.0
CALIRRATION CHECK : !
Xqg = 0.077 1.73% _ 0.02 e 4. 8.0
0,801 e A " 440
: [ i .
i h 0-00 1 ; ‘ 0.0
Routine Performance Check Passed 0 L0 20 30 40 50 &0 Y0 @0 90
TE R '
Performed by Date 10/31/2014
Reviewed by - Date

DMT Soriaf Nombor #1005 53 Page I of 1 ] 10/31/2614 4:42 AM.




Brown, Steven

From: _ : Carignan, Mark

Sent: Thursday, September 25, 2014 11:18 AM
To: Gartenstein, David

Cc: ' Brown, Steven

Subject: RE; State v. Kenyon

Attachments: 2014 BrattPD APM.pdf

Attached is the 2014 APM and an email I received from VFL.

From: Gartenstein, David
Sent: Monday, September 22, 2014 12:36 PM
To: Carignan, Mark

Cc: Brown, Steven

Suhbject: FW: State v. Kenyon

Mark:

 see the 2013 Annual Preventive Maintenance forms received by my Office in July 2013 for the Brattleboro PD
DMT, but not the 2014 APM. Has the APM been performed yet? If so, can you please forward the
documentation here? Thank you. ' '

Please see below,
Thank you,
David Gartenstein

From: Myerson Law Office [mailto:cmylwyr@sover.net]
Sent: Friday, September 19, 2014 11:23 AM

To: Cay, Susan .

Subject: Re: State v. Kenyon

Susan Cay, Esquire
Deputy State's Attorney

| don't mean to be a pest but | have asked at least once for the 2014 APM on Brattleboro DMT DataMaster Unit
100153, When | did my post arraignment check of the records | did not see one.

Would you kindly send me a copy of it, if it exists? Thanks.

Bradley D. Myerson, Esquire
Myerson Law Offices

5261 Main Street

P.0. Box 915

Manchester Center, Verment 05255
Telephone: {802) 362-1505

Toll Free: (877) 763-7144




Fax: (802) 362-1508
www.mylwyr.com
www.pivermont.com




ANNUAL PREVENTATIVE MAINTENANCE

100153

DM'T Serial Number 1100153

Pape | of §

DataMaster DMT:
Location: Brattleboro PD
Calibration Date:  08/10/2011
Certification Date:  08/10/2011
Installation Date:  09/02/2011
APM Date: 07/21/2014
Performed by: ROBERT DRISCOLL
Diagnostic Results Simmualator Vapor Test

Concentration =0.089 g/210L

Lot =13-19-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Simuidator Vapor =0.100 g/210L

S PIC: 2.05
Modem: 2.4 .
Questions: 2.1 RF Detection Test
: Passed

TEMPERATURES
Sample Chamber = 48.9°C Sample Acceptance Test
Breath Tube = 48,1°¢C Passcd
pigital Sim = 34.1°C
SETTINGS
Lamp Voltage =1.78 V
Cooler Voltage = 1,84 V
Bias Voltage = 80 V g.10 > | - : £0.0
Chopper FPreq = 535 Hz * - : :

009 Alechol {g/210Ly 1 & iy6.0
PUMP INFO ' Flow Rate(L/M) o
Flow Rate = 5.751 L/M a.o8l : ' ' Y 52,0
DETECTOR INFO - e
PUMP ON OFF a.o7 28,0
MAX (V)  0.3602 0,3632 » 5 i
MIN(V)  0.3585 0.3620 0.06 4.0
FILTER INFO 5,056 0.0
Filter 1 0.363 Zero = true
Filter 2 0.592 dZero = true 0,04 [ ot el e 16,0
Filter 3 0,921 EZero = true

Q.03 e e ] 12.0
CALIBRATION CHECK
g = G.077 1.73% 0,07 I i 5,0

1

B, 01 e 4.0

APM PASSED 0.00 [V * \ : . 9.0
4] 5 15 2Q 25 30
NIEsT Thermome e W gy BT
e ‘?/ M / i tg’
Je)
: =75 Rio

Performed by S R Date 07/21/2014
Reviewedby Date

07/21/2014 10:28 AM




RE: DMT amual PM ' Page 1 of'1

RE: DMT annual PM

Carlgnan, Mark
Sent: Wednesday, July 23, 2014 4:11 AM
To: Driscoll, Rob

All set - thanks.

Mark Carignan
Patrol Sergeant
Brattleboro Police

Messages sent to orx from this e-mail address may be a public record unless exempt by
law. ‘

From: Drisccll, Rob

Sent: Monday, July 21, 2014 10:44 AM
To: Carignan, Mark

Subject: DMT annual PM

Mark,

1 completed the annual PM on your DataMaster today and left a copy of the printout
on your desk. T was unable to locate the maintenance log to make an entry, Can you
please make an entry in the logbook on my behalf simply stating "APM Protocol
completed"” with today's date 7/2127

Thanks,
Rob

Sent from my iPhone

https://webmail.state.vt.us/owa/‘?ae=Item&tﬁIPM.Note&id—m“RgAAAADtIhZOMSpS Qo8Ma... 8/17/2014




fa N : Page 1

Status Record History 0s/21 et

sStatus Status

Date Time Test Type Status Message
| 08710/2011 15:16:58 Accuracy & Precigion Records Simutator Timed Out
08/10/2011 15:36:12 Accuracy & Precision Records Simulator Timed Out
08/11/2011 07:59%:32 Accuracy & Precision Records Simulator Timed Out
0E/1172011 09:06: 38 Accuracy & Precigion Records Simulator Timed Out
08/11/2011 09:42: 32 Accuracy & Precision Records Simulator Timed Qut
08/11/2011 09:45:56 Accuracy & Precision Recoxds Simulator Timed Out
08/11/2011 11:27:47 Accuracy & Precision Records gimulator Timed Out
08/11/2011 14:52:136 A¢curacy & Precision Records Simulator Timed Out
08/11/2011 15:12334 Accuracy & Precision Records Simulator Timed Out
0B/12/2011 08:36:44 Accuracy & Precision Records Simulator Timed Out
08/15/2011 09:43:58 Accuracy & Precision Records Simulater Timed Out
08/15/2011 10:36:19 Accuracy & Precision Records Slmulator Timed Cut
09/18/2011 02:36:51 DUI Subject Record RESPONSE TIMEQUT
09/18/2011 02:40:48 DUI Subject Record Ambient Fail
09/16/2011 02:47:36 DUT Subject Record Blank Error
10/23/2011 01:32:27 DUI Subject Record RESPONSE TIMECUT
10/23/2011 02:14:28 DUL Subject Record Blank Error
11/18/2011 04:59:17 DUI Subject Record RESPONSE TIMEOUT
11/18/2011 05:53:10 BUI Subject Record RESPONSE TIMEOUT
12/710/2011 04:19:27 DUI Subject Record RESPONSE TIMEOUT
01/18/2012 22:+40:25 DUI Subject Record RESPONSE TIMEOUT
01/28/2012 03:57:43 DUI Subject Record Simulator Out of Range
02/14/2012 02:01:41 | DUI Subject Record RESPONSE TIMEOUT
062/25/2012 17:03:38 DUI Subject Record Blank Errox
03727 /3012 16:48:58 DUTI Subject Record Interference Detected
05704/2012 00:36:02 DUI Subject Record RESPONSE TIMEQUT
05/10/2012 19:;06:19 DUGE Subjeck Racord RESPONSE TIMEOUT
01/04/2012 04:16:25 DUI Subject Record RESPONSE TIMEQUT
07/12/2012 20:56:46 DUI Subject Record RESPONSE TIMEQUT
08/310/2¢12 13:29:05 [ APM Recoxrd SAMPLE ACCEPTANCE TEST FAILED
pasiv/2012 03:;23:48 DUT Subject Record RESPONSE TTMEGUT
08/31/2012 21:01:15 DUL Subject Record RESPONSE TIMEOUT
0972172012 02:22:03 DUI Subject Record Simulator Out of Range
09/29/2012 21:12:19 DUI Subject Record Simulator Out of Range
09/29/2012 21117118 DUT Subject Record Simulator Qut of Range
G9/29/2012 22:01:51 DUI Subject Record Simulator Qut of Range
09/30/2012 01:40:16 DUI Subject Record Simulator Out of Range
1372012 03:44:41 LUI Subject Reccrd Pump Error
( 3/2012 03:53:37 DUI Subject Record RF Detected

04/2013 03:14:48 DUI Subject Record RESPONSE TIMEROUT
01/25/2013 22:53:150 DUL Subject Record Simulator Qut of Range
04/06/2013 19:21:32 DUI Subject Record RESPONSE TIMEQUT
06/05/2013 20:02:33 DUT Subject Record RESPONSE TIMECUT
06/10/2013 07:21:35 BUI Subject Record Pump Errer
01/27/2013 18:51:48 DUI Subject Record Blank Error
08/17/2013 01:30:50 DUT Subject Record RESPONSE TIMEOUT
09/04/2013 23141119 DUT Subject Record Blank Error
09/23/2013 17:10: 51 DUI Subject Record Simulator Out of Range
10/05/2013 02:03:36 DUI Subject Record Simulator Qut of Range
10/05/2013 02:06:58 DUT Subject Record Simulator Qut of Range
10/05/2013 02:10:06 DUI Subject Record Simulator out of Range
10/05/2013 02:15:30 DUI Subject Record Simulator Out of Range
12/21/2013 03:03:16 DUT Subject Record RESPONSE TIMEQUT
04/20/2014 01:12:48 DUI subject Record RESPONSE TIMEOUT
05/17/2014 03:22:36 DUI Subject Record RESPONSE TIMEOUT
05/21/2014 01:46:56 DUT Subject Record RF Detected
05/26/2014 01:5%5:33 PBUI Subject Record Pump Error .
65/27/2014 02:51:57 DUI Subject Record RESPONSE TIMEOUT
05/30/2014 04:43:24 DUI Subjesct Record RESPONSE TIMEOUT
06/15/2014 00:42:35 DUI Subject Record RESFONSE TIMEOUT

DMT Serial Number #100153

Page 1 of 1

06/21/2014 6:03 AM




B th R d Hist 15014
rea ecor istory s2hioet
Test Test Alcohol - | Alcchol Sim. Sim.
Date Time Agency Operator Name val. 1 Val. 2 Conc. 1 Conc. 2 Status Message
08/07/2011 14:25:07] BRATTLEBORD BD BENJAMIN J GATES 0,193 0.102
03/17/2011 03:38:15| BRATTLEBORG ED JOSHUA LYNDE 0.16% 0.179 0.101 0,101
08/18/2011 02:35:32| BRATTLEBORO ED ADAM K PETLCCK 0.10% RESPONSE TIMEOUT
08/18/2011 02:40:17| BRATTLEBORC ED ADAM K PETLOCK Arbient Fail
06/18/2011 02:421:32| BRATTLEBORO ED ADAM K PETLOCK INCOMPLETE 0.169 Blank Error
09/18/2011 02:49:291 BRATTLEEORO FD ADAM K PETLOCK 0.213 G.10%
09/23/2011 03:39:01| Brattleboro Police MARK E CARIGNAN 0.154 0.101.
09/24/2011 05:37:22] Brattleboro Police J OBRIAN 0.156 0.101
09/28/2011 01:02:48] BRATTLEEORC BD GREGORY A EATON 0.138 0.101
09/30/2011 22:11:05| BRATTLEBORC PD ROBERT L IRVING G.196 INCCMPLETE G.100 0.100
10/16/2011 03:06:48| Brattleboro Police MARK E CARIGNAN 0.094 G.093 0.098 C.099
10/22/2011 03:02:53| BRATTLERORC PD J OBRIAN REFUSED 0.039
10/22/2011 03:22:03]| BRATTLEBCRO PD J OBRIAN 0.029 0.098 0.09%9 0,099
10/23/2011 01:2%:08| BRATTLEBCRO V&P JAMES W MATTHEWS 0.09% RESPONSE TIMEOUT
10/23/2011 02:12:37| BRATTLEBGRO V5P JAMES W MATTHEWS 0.0399 Blank Error
10/28/20%1 00:06:17| Brattleborc Police MARK E CARIGNAN 0.179 G.174 0.098 0.037
10/28/2011 03:38:34] BRATTLEBORO PD BENJAMIN J GATES INCOMPLETE REFUSED 0.102
10/29/2011 04:00:58]| BRATTLEBCRO PD BENJAMIN J GATES 0.121 0.118 0.102 0.101
10/28/2011 20:55:10| VERNON PD MATTHEW T STAINS REFUSED 0.101
10/31/2011 02:43:07| BRATTLEBORO PD JOSHUR LYNDE 0.191 0.101
11/01/2011 20:53:33| BRATTLEBORO PD DAVID M GODINEO REFUSED 0.101
11/02/2011 08:03;10! BRATTLEBORO PFD RCEBERT J KIRKPATRICK 0.000 0.101
11/06/2011 01:29:241 BRATTLEBORQ PD J OBRIAN 0.128 0.102
11/11/2011 03:20:27{ BRATTLEBORO PD AMY J HAMILTON 0.167 0.101
11/13/2011 17:46:30] BRATTLEBORO PD BENJAMIN J GATES REFUSED 0.102
11/13/2011 04:54:34] BRATTLEBORO PD ADBM K PETLOCK 0.258 0.102 RESPONSE TIMEOUT
11/18/2011 05:49:56] BRATTLEBORO PD JOSHUR LYNDE 0.100 RESPONSE TIMEQUT
11/24/2011 03:37:42) BRATTLEBORO PD JOSHUA LYNDE REFUSED Q.100C
11/24/2011 04:28:21| BRATTLEBQRO PD J OBRIAN Q.076 0.100
11/26/2011 03:59:54| BRATTLEBORO BD J CBRIAN .083 ¢.100
11/27/2011 04:35:32| BRATTLEBOROD PDH ADAM K PETLOCK REFUSED 0.1G0
12/10/2011 04:14:59] BRATTLEBORDO PR BENJAMIN J GATES 0.151 0.100 RESPONSE TIMEGUT
12/17/2011 23:17:04 [ BRATTLEBORD EP BENJAMIN J GATES 0.177 0.176 0,099 0.088
12/20/2011 20:41:34| BRATTLEROROQ PD BENJAMIN J GATES INCOMPLETE 0.095 0.083 0.08%3
01/97/2012 02:47:06! BRATTLEBORO PD JOSHUA LYNDE 0.109 ¢.106 0.08B 0.088
01/07/2012 04:41:39} BRATTLEEORC BD CHAD M EMERY 0.100 0.088
01/14/2012 16:54:05) BRATTLEBORC ROBERT EERKINS 0.219 0.088
01/18/2012 22:35:19] BRATTLEBORD PD GREGORY A EATON 0.103 0.096 RESPONSE TIMEOUT
01/20/2012 18:24:47| BRATTLEBORO FD CARL W WARNER 0.191 g.087
01/28/2012 03:22:53| BRATTLEBORC PD JONATHAN M GRIFFUS REFUSED 0.088
01/28/2012 03:52:431 BRATTLEBORO PBD JONATHAN M GRIFFUS 0.183 0.0835 0.084 Simulator Out of Range
02/05/2012 04:02:12{ BRATTLEBORC ED ADAM PETTOCK REFUSEDR G.086
0z/10/2012 01:02:1€{ BRATTLERORC PD BENJAMIN J GATES REFUSED 0.086
02/10/2012 01:23:57| BRATTLEBORC PD BENJAMIN J GATES 0.130 0.125 $.087 0.0%6
02/12/2012 00:52:37| BRATTLEBORO PD CARL W WARNER 0.119 5.098
02/14/2012 01:57:07| BRATTLEBCRO PD BENJAMIN J GATES 0.150 0.095 RESPONSE TIMEQUT
02/16/2012 03:17:04| BRATTLEBORD PD CHAD M EMERY 0.124 0.122 0.101 0.101
02/18/2012 168:33:13} BRATTLEBCRO PD BENJAMIN J GATES REFUSED 0.101
02/18/2012 02:28:05| BRATTLEBORD PD BENJEMIN J GATES 0.117 0.122 0.101 0.101
02/25/2012 16:59:05| BRATTLEBCRO BD GREGORY A EATON 9.317 0.100 Blank Error
02/26/2012 G3:24:17| BRATTLEBORQ PD BENJAMIN J GATES 0.124 0.125 9.101 0.100
02/28/2012 02:58:08] BRATTLERCRO PD BENJAMIN J GATES 0.130 0.130 0.100 0.100
02/28/2012 02:03:02| BRATTL.ERQRQ PD BENJBMIN J GATES 0.079% 0.101
03/03/2012 02:52:14| BRATTLEBORO PD JOSHUA LYNDE 0.181 0.100
03/07/2012 23:57:122] BRATTLEBORD PD BENJAMIN J GATES 0.158 0.100
03/11/2012 03:19:52| BRATTLEBORD ED BENJAMIN J GATES 0.059 0,100
03/11/2012 19:53:09; BRATTLEBORO PD PERKINS R PERKINS REFUSED 0.100
03/17/2012 19:47:49! BRATTLEBORD PD GREGORY A EATON 0.158 0.138 0.100 0.100
03/21/2012 03:21:09) VERNON ED MATTHEW T STAINS 0.144 0.142 0.100 0.100
03/24/2012 19:00:27| BRATTLEBORO PD JONATHAN W WHITEMAN REFUSED 0.100
03/27/2012 16:13:50[ BRATTLEBORD PD BENJAMIN J GATES REFUSED 0.099
G3/27/2012 1€:47:29| BRATTLEEORD PB BENJRMIN J GATES INTERFERENCE Interference Detected
B\,NQ\NOHN 16:50:36| BRATTLEBORO PD BENJAMIN J GATES 0.080 0.078 0.09%8 0.09%
03/31/2012 3:05:53| BRATTLEBORC PD ADAM PETLOCK 0.063 0.099
DMT Serial Nu. #100153
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Breath Record Histor Y
M\ 06/21/2014
Test Test Alcchol Alcohol Sim. sim.
Date Time Agency Cperator Name val. 1 Val. 2 Cone. 1 Conc. 2 Status Message
04/01,/2012 02:38:06| BRATTLIBORD PD BMY J HAMILION G.032 0.087 G. 100 0.100
04/06/2012 20:54:48] BRATTLERCRO PD GREGORY Z EATON 0.152 0.089
0471572012 0Z2:04:08| BRATTLEBORO ED CARL W WARNER 6,080 7,089
C4/20/2012 G%:17:31| BRATILEBORO FD CARL W WARNER INVALID C.098
04/20/2012 02:38744| BRATTLEBORO ED CARL W WARNER TNCOMPLETE 0.174 G.098
0472172012 11:20:15| Brattlebore WILLIAM E DAVIES JR REFUSED 5.0539
04/25/2012 23:20: 31| BRATTLEBORO PD ADEM K PETLOCK G.202 0.098
04/29/2012 21:05:55) BRATTLEBORO PD DAVID M GODINHQ REFUGED §.008
05/04/2012 00:32:47| BRATTLEBCRO PD AMY J HABMILTON 0.098 RESPONSE TIMEOUT
0570572012 00:59:49| BRATTLEBORD PD AMY J HAMILTON 0.070 G.098
05/05/2012 21:23:25| BRATTLEBORD PD WILLIAM E DAVIES  JR 0.152 5.058
0571072012 15:02:55] BRATTLEBORO PD GREGORY A EATON 0.097 RESPONSE TIMEOUT
G5/10/2012 19:24:50] BRATTLEBORD PD GREGORZ A EATON G.938 5.134 0.097 0. 087
G5/17/2618 18:28:51] BRATTLEBORO PD MARK CARIGNAN 0.132 0.087
05/18/2012 00:43: 34 BRATTLEBORO PD JOSEUA LYNDB 0.122 0.097
4571872012 21:29:24] BRATTLEBORD PD GREGORY A BEATON 0.202 0.096
05/23/2012 G2:04:36] BRATTLEEORD ED CARL, W WARNER INVALID 0. 006
05/23/2012 02:25:13] BRATTLEBORD PD CARL W WARNER 0.085 0.097
05/25/2012 23:48:08] BRATTLEBORO VSP JOHN M WAITEKUS 0.075 0.077 0.097 0.096
06/08/2012 (3:55:18 | BRATTLEEBORO BD GREGORY A EATON 0.089 0.089 0.100 5.100
06/23/2012 03:40:52 | BRATTLEBORG PD GREGORY A EATGN 0.051 0.101
06/23/2012 21:33:04] BRATTLEBORC PD BENJAMIN J GATES 0.154 0.154 0.101 0.100
07701/204.2 00:12:25 BRATTLEBORO 2D BEENJAMIN J GATES 0.171 0.179 0.101 §.093
G7/04/2012 04:11:47; BRATTLEEORD 2D AMY J HAMILTON 0.161 0.100 RESPONSE TIMEOUT
07/12/2612 20:53:30] BRATTLEEORC o0 GREGORY A EATON 0.200 RESFONSE TIMEOUT
07/12/20%2 23.:0%:04| BRATTLEBORO FD GREGORY A ERTON RESUSED 0,098
07/13/5012 02:27:45| BRATTLEBORO PD ADAM K PEILOCK REFUSED 0.100
07/17/2012 23:43:22] BRATTLEBORC PD JONATHAN W WHITEMAN REFUSED 0.100
07/21/2012 00:05:12[ BRATTLEBORC FD RYAN D WASHEOURN 0.153 0.09¢8
07/23/2012 21:09:13| BRATTLEBORD Ph GREGORY A EATON 0,094 0.200
07/28/2012 00:37:31] BRATTLEBORO PD RYAN ) WASHBURN 0.123 0.11% 0.06% 0.099
08/04/2042 00:18:12| BRATTLEBORG ED MARK E GARIGNAN 0.184 0.098
08/07/2012 21:50:45| BRATTLEBORO PD MAEGHAN M GAGNGN 0.144 0.088
08/47/2012 03:19: 01| BRATTLEBORG B BMY J HAMLILTON 0.234 0.006 RESPONSE TIMEQUT
68/15/201% 03:37:17| BRATTLEBORC BD GREGORY A BATON REFUSED 5.097
08/31/2012 00:08:33] BRATTLEBORO PD JONATHAN WHITEMAN 0.07¢ 0.097
08/31/2012 20:57:5%| BRATTLEBORO PD CERL W WARNER 0.697 RESPONSE TIMEQUT
08/31/2012 21:10:4C| BRATTLEBCRO PD CARL, W WARNER REFUSED 0.08%
G9/C7/2012 00:23:01| BRATTLEEGRO FD ADAM K _PETLOCK 0.164 0.09% R
09/08/2012 01;11:0%] BRATTLEBCRO PD MARK CARIGHAN THCOMELETE INGOMPLETE 0.09¢
§97697201% 00:28: 39| BRATTLEECRO FD AMY J HAMILTON §.218 0.096 0.095
09/13/2012 23:25:55| BRATTLEBCRO PD MERX, CARLGNAN 5.103 0.086
05/13/2012 23:52:45|) BRATILEECRO PD BDAM PETLOCK 0.14¢6 0.143 §.005 0.035
Q9/21/2012 02:20:34] BRATTLEBCRO PD ADAM K PETLOCK 0.0694 Simulator Out of Range
09/21/2012 02:24:25| BRATTLERCRO PD ADAM K _PETLOCK 0.135 0.085
09/22/2012 23:02:59| BRATLLERCRO ED BENJAMIN J GATES 0.101 0.095
08/28/2012 21:10:50| ERATTLEBORD PD CARL W _WARNER 0.0%94 Simulator Qut of Range
08/25/2012 21:125:43| BRATTLEBCRO PD CARL W WARNER 0.094 Simulator Out of Range
03/28/2012 22:00:15! BRATILEBORD PD CARL W WARNER 0.084 Simulator out of Range
08/30/2012 01:38:42| ERATTLEBORO ED CHAD M EMERY 0.094 Simujator Out of Range
16/05/2012 00:33:01] BRATTLEBORO PD JOSHUR LYNDE 0.177 0.178 0.100 0.100
10/13/2012 03:44719] ERATTLEEORO PD JCONATHAN W WHITEMAN Pump Error
10/13/2012 03:46:07{ BRATTLEBORO PD JONATHAN W WHITEMAN TNCOMPLETE THCOMPLETE 0.100 RF Detected
10/13/2012 03:57:55] BRATTLEBORG PD JONATHAN W WHITEMAN 0.068 0.098 -
11/08/2012 03:01:11] BRATTLERORO PD JOSHUA LYNDE REFUSED 0.301
11/16/2012 02:58:53| BRATTLEBORO PD BENUAMIN J GATES 0.138 0.100
1172372012 01:45:27 BRATTLEBORC PD ROBERT P. PERKING INCOMELETE 0.20% 6.160
11/25/2022 07:55:31 | BRATTLEBORC 2D JONATHAN W WHITEMAN 0.103 0.103 0.101 0.099
11726/201% 01:20:15] BRATTLEBORC FD JONATHAN W WHLITEMAN 0.163 0.162 €.100 0.099
12/15/2012 04:13:57| PRETTLEBORG D JOSHUR LYNDE REFUSED 6,039
01/04/2013 03:11:33] BRATTLEBORO 2D CHAD M EMERY 0.097 RESPONSE TIMEQUT
G1/10/2013 02:40:02| BRATTLEBORD ED ROBERT R _FERKING REFUSED C.087
01/11/2013 08:14: 36| BRATTLEBORC EL AMY J HRMILTON 0.138 0.0387
0I/:19/2013 =7 45: 01| BRATTLEBORC ED EMY HAMILTON 0.156 0.036 0.096
DMT Serial Nw $100153 of 4
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Breath Record Histor i
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Test Test Alcohol Alcochol Sim. Sim.
Date Time Agency Operator Name Val. 1 Val. 2 Conc. 1 Conc. 2 status Message

01/19/2013 03:08:29] PRATTLEBORG PD AMY HAMILTON G.157 0.0697

01/21/2013 02:42:17| BRATTLEBORC PD JOSHUA LYNDE 0,227 0.218 0.097 0.086

01/25/2013 22:52:21| BRATTLEEORC BD BENJAMIN J GATES 0.094 Simulator Qut of Range

01/25/2013 22:55:22 | BRATTLEEORQ ED BENJAMIN J GATES 0.101 INTERFERENCE 0.096 0.086

01/26/2013 04:40:59| BRATTLEBORC V5P TRAVIS 1. VALCQURT INTERFERENCE 0.083

01/29/2013 01:15:45| BRATTLEBCRO PD JONATHAN W WHITEMAN 0.121 0.098

02/15/2012 03:48:22| BRATTLEBORC PD CHAD M EMERY 0.157 0.149 0.100 0.100

02/21/2013 11:57:58| BRATTLERCRO PD ADAM 5 BELVILLE 0.084 0.079 0.100 0.100

03/01/2013 17:24:4%] BRATTLEBORO PD DAVID M GODINHO 0.127 0.100

03/01/2013 18:48:21| BRATTLEBCRO PD BENJAMIN J GATES G.1R8 0,101

03/02/2013 17:58:33| BRATTLEBCRO PD CARL W WARNER 0.077 0.100

03/04/20132 15:06:52| BRATTLEBCRO DAVID CERRETO REFUSED 0.09%

03/08/2013 03:52:21} BRATTLEBCRO PD ADAM ¥ PETLOCK INTERFERENCE | INTERFERENCE [ 0.098 0.100

03/13/2013 20:31:36] BRATTLEBCRO PD MAEGHAN M GAGNON 0.233 0.215 0.101 G.089

03/22/2013 00:33:59| BRATTLEBCRD PD JOSHUA LYNDE REFUSED 0.100

04/01/72013 20:32:34| BRATTLEBORO ED GREGCRY A EATCN 0.124 0.098%

04/06/2013 19:17:00] BRATTLEBCRO ED CARL W WARNER 0.301 0.098 RESPONSE TIMEQOUT

04/06/2013 19:24:09]| BRATTLEBORD BD CARL W WARNER 0.301 0.098

04/07/2013 02:26:19| BRATTLERORO PD JOSHUA TYNDE REFUSED 0.098

04/07/2013 03:45:49] BRATTLEBORO PD EENJAMIN J GATES 0.060 INTERFERENCE 0.09% 0.088

04/13/2013 02:21:07| BRATTLERORO PD ADAM K BETLOCK G0.118 0.118 0.088 0.098

04/16/2013 07:48;16! BRATTLERORO PD JONRTHAN W WHITEMAN REFUSED 0.098

04/27/2013 02:28:14| BRATTLEEORQ PD JOSHUA LYNDE 0.178 0.098 0.09B

05/02/2013 07:59:38] BRATTLERCRO PD JOSHUA LYNDE 0.112 0.098

05/158/2013 14:43:00] RRATTLERCRO PD MARK CARIGNAN G.103 0.097

05/21/2013 21:42:09] BRATTLERORO ED MAEGHAN M GARGNON G.125 0.097

06/02/2013 00:18:42! BRATTLEBORO ED JOSHUA LYNDE REFUSED 0.097

06/05/2013 19:57:24] BRANDON PH MARK CRRIGNAN G.168 0.097 RESPONSE TIMECUT

06/06/2013 07:36:11] BRATTLEEORQ PD JOSHUA LYNDE 0.192 0.086

05/10/2013 07:21:14| BRATTLEBCRO PD ADAM PRETLOCK Pump Error

06/10/2013 07:23:10] BRATTLEEORD PD ADAM PETLOCK 0.186 0.09€

06/22/2013 16:38:41) BRATTLEBORO ED CARL W WARNER 0.170 0.102

06/23/2013 04:10:45| BRATTLERORD EBD GOSHUA LYNDE REFUSED 0.102

07/04/2013 23:49:43] BRATTLEBORO BD MICHAEL CABLE 0.162 0.102

G7/06/2013 02:27:56| Brattlebore PENNY A WITHERBEE 0.110 0.099 0.101 0.101

07/10/2013 {0:01:05| BRATTLEBORO FPD MICHAEL D CABLE 0.172 0.101

07/14/2013 20:02:22| BRATTLEBORD PD MAEGHAN M GAGNON REFUSED 0.100

07/17/2013 02:03:44| BRATTLEBOROD PD ADAM K PETLOCK 0.095 0.101

07/27/2013 03:07:57| BRATTLEBORD PD ADAM K PETLOCK 0.101 0.100

07/27/2013 16:46:48| BRATTLEBORO PD CARL W WARNER INCOMPLETE 0.100 Blank Exror

07/27/2013 18:54:511 BRATTLEBORO PD CARL W WARNER 0.250 0.264 0.089 0.099

07/28/2013 02:55:00[ BRATTLEEBORD BD JOSHUA LYNDE 0.152 0.100

08/04/2013 07:37:30! BRATTLEEORO PD RYAN D WASHBURN 0.188 0.098%

0B/04/2013 23:36:25} BRATTLEBORO PD ADPM K PETLOCK 0.287 0.100

08/10/2013 04:16:12¢ BRATTLEBORD PD AMY J HAMILTON 0.081 0.098

0B8/16/2013 10:39:44| BRATTLEEORD PD ADAM BELVILLE REFUSED 0.087

0B8/17/2013 01:26:17| BRATTLEBORO PD JONATHAN W WHITEMAN 0.190 0.098 RESFONSE TIMECUT

09/04/2013 23:36:44| BRATTLEBORO VSP JOHN M WAITEKUS 0.3191 0.097 Bilank Error

08/04/2013 23:43:33] BRATTLEBORD VSP JOHN M WAITEKUS 0.182 0.097

09/12/2013 01:26:04| BRATTLEBORG PD JOSHUA LYNDE REFUSED 0.0987

08/14/2013 23:39:43]| BRATTLEBORQ PD ADAM K PETLOCK 0.181 {0.096

08/15/2013 18:52:331 BRATTLEBORC PD PENNY WITHERBEE REFUSED 0.0%¢

08/23/2013 17:05:55] BRATTLEBORQ PD CARL W WARNER 0.219 0.096 0.085 Simulator Out of Range

08/23/2013 17:12:53{ BRATTLEBORG PD CARL, W WARNER 0.215 0.098

10/05/2013 02:02:07] BRATTLEBORO PD ADAM K PETLOCK 0.095 Simulater Qut of Range

10/056/2013 02:05:25| BRATTLEBORC PD ADAM K PETLOCK 0.085 Simulator Ouk of Range

10/05/2013 02:08:33] BRATTLEBORC PD ADAM K PETLOCK 0.095 Simulator Cut of Range

10/05/2013 02:13:58[ BRATTLEBORQ PD ADAM K PETLOCK 0.083 Simulator Out of Range

10/20/2013 03:03:35| BRATTLEBORQ PD CHAD M EMERY 0.159 0.168 0.097 0.03%6

10/29/2013 17:37:29{ BRATTLEBORO PD GREGORY A EATON 0.274 0.097

11/06/2013 03:33:47| BRATTLEBORC PD JOSHUR LYNDE 0.226 0.222 0.097 0.088

11/10/2013 G4:40:47] BRATTLEBORC PD JONATHAN W WHITEMAN 0.153 0.141 0.097 0.036

11/15/2013 16:02:32| BRATTLEBORC BD MICHAEL D CABLE G.066 0.071 0.096 0.03%6

12/1%/2013 ~7:38:129] BRATTLEBORO BD ADAM K PETLOCK REFUSED 0.0985

DMT Serial Nux 100153 P 4
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Breath Record History

Test Test Alcohol Alcchol Sim. Sim.

Date Time Agency Operator Name Val. 1 val. 2 Conc. 1 Conc. 2 Status Message
1272172013 03:00:03| BRATTLEBORD FD AMY GAMILTON 0.084 RESPONSE TIMEOUT
17/21/2013 13:26:21]| Brattieboro PD ADEM § BELVILLE 0.122 0.102
1372272013 18:30:50| BRATILEBORO ED DAVID M GODINHO REFUSED 0.101
12736720132 02:04.:14| BRATTLEBGED D STEVEN C STANLEY 0.147 0.099
01/02/2014 20:13:25| BRATTLEBORD PD CALEB D CURRIE 0.234 0.235 0.038 0.098
01/17/2014 00:13:04]| ERATTLEBORD PD MATT I BETLOCK REFUSED 0.099
01/15/2014 03:11:07] BRATTLEBORG BD CALES D CURRIE 0.077 0.073 0.099 0.099
01/19/2014 03:42: 56| BRAETTLEBORG BD JOSHUA LYNDE REFUSED 0.095
01/28/2014 23:11:12] BRAJTLEBORO BD MATT I PETLOCK REFUSED 0.007
02/01/2014 0%L:49:38 BRATTLEBORG ED CALEE CURRIE 0.147 0.148 0.095 §.097
02/62/2014 03:40:09] BRATTLEBORO BD JOSHUA LYNDE §.193 9.195 0.097 0.086
02/16/2014 12:11:53 BRATTLEBORO PD CALEE D CURRIE REFUSED 0.093
02/19/2014 02:20:20] brattlieboro AMY § HAMILTON 0.100 0.201 B.058 D.098
03/01/2014 02:36:15] BRATTLEBORO V&P WX TRENOSKY 0.047 G.097
§3/08/2014 00:12:56] BRATTLEEORO PD JCSHUR LYNDE G.113 C.087
0371572014 06:08:17| BRATTLEECRO BD ADEM K PETLOCK 0.046 0.0%6
04/10/2014 23:27:06] BERATTLEBCRO ED CARL W WARNER 0.108 0.108 G.0%8 0.098
04/11/2014 13:12:43| DRATILEBCRO FD JOSHUA LYNDE REFUSED G.098
0471272014 03:17:03| BRATTLEBCRO PD ADAM BELVILLE REFLSED 0,095
D4/14/2014 02:08:27] BRATTLEBORO FD ADAM K_PETLOCK REFUSED 0.098
0472072014 01:08: 35| WINDHAM COUNTY 80 CERIS NORTON 0.117 0.097 RESPONSE TIMEQUT
04/20/2014 20:56:40] BRATTLEEORG 5D MAETT I PETLOCK 0.357 0.327 0.097 0.085
04/26/2014 06:37:36] BRATTLEBORGC BD CHAD W EMERY 0.200 0.097
05/15/2014 17:25:06] BRATTLEBORC FD GREGORY A EATON 0.325 0.096
05/17/2014 03:19:23] BRATTLEEORD D IDAM K PETLOCK 0.096 RESPONSE TIMEOUT
05/17/2014 ©3:25:37 BRATTLEDORO ED ADEM K PETLOCK 0.157 0.185 0.057 0.085
05/20/2014 13:21:21] BRATTLEBORO ED MICHAEL D CABLE REFUSED 0.096
05/21/2014 BLl:41:49] BRATTLEBORO ED ADAM K PETLOCK INCOMPLETE 0.086 RF Detected
05/21/2018 0i:40:16] BRATTLEBORO BD ADEM K _PRTLOCK C.136 0.0%6
B5/26/2014 01:55:05] BRATTLEBORO PD ADAM K PETLOCK Pump Error
05/26/2014 08:21:56| BRATTLEPORO BD MRRK_CARIGNAN §.000 0.095
05/21/2014 DZ:3L: 35| BRATTLEBORO PD STEVEN ¢ STANLEY REFUSED 0.095
G5/27/2014 02:53:18| BRATTLEBGRO FD STEVEN C STANLEY 0.165 0.095 RESPCNSE TIMEQUT
05/3072014 04:40:11| SRATTLEBORO PD COLEY KERYLOW 5.095 KESPONSE TIMEQUT
05/30/2014 §4:44:53| BRATTLEBORD 2D COLEY XERYIOW 0.145 0.096
06/03/2014 22:04:56] BRATTLEBORC BD CALEB D CURRIE 0.167 0.095
06/15/2014 00:33:02| BRATTLEEORC 2D EENJAMIN J GATES 5.175 TNCOMBLETE 0.095 0.0%5 RESTONSE TIMEGUT
06/21/2014 | Di:32:55| WINDHAM COUNTY 80 CHRIS NORTON 0.166 §.184 0.102 0.101

DMT Serial Nu: ¥100153
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ROUTINE PERFORMANCE CHECK REPORT

B

DataMaster DMT: 100153
Location: Brattleboro PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date:  09/02/2011
RPC Date: 06/20/2014
Supervisor Name: MARK CARIGNAN
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Lottt =13-19-100
VERSTIONS Range =0.094 -0.104
DMT: 1.01 Average =0.102 g210L
PIC: 2.05 Std Dev = (L0000
Modem: 2.4
Questions: 2.1 .
RF Detection Tes
TEMPERATURES Passed
Sample Chamber = 48.8°C
Breath Tube = 46.4°C Sample Acceptance Test
Digital Sim = 34.0°C Pagsed '
SETTINGS
Lanmp Voltage = 1.78 V
Cooler Voltage = 1.84 V
Bias Voltage = 80 V 0.10 N R 40.0
Chopper Freq = 539 Hz o 00 Alcohol (q/210L) oo
PUMP INFO Flow Rate({L/M} .
Flow Rate = 5.606 L/M . 0.08 32.0
DETECTOR INFQ
PUMP ON OFF 0.07 28.0
MAX (V) 0.3437 0.3468
MIN(V)  0.3425 0.3449 0-06 24.0
FILTER INFO 0.05 20.0
Filter 1 0.346 Zero = true
Filter 2 0.574 Zero = true 0.04 16.0
Filter 3 0.906 Zero = true ]
0.03 p 12.0
CALIBRATION CHECK
Xq = 0.076 1.38% 6.02 I P
0. 01N m 4.0
ine Perform 0.00 [ m 0.0
Routine ormance Check Passed 0 5 1¢ 15 20 25 30 35 40 45 50 55 60
L]
S 2
Performed by o Date 06/20/2014
Reviewed by Date

DMT Serial Number #100153 Page 1 of 1

06/20/2014 8:24 AM
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Department/Agency DataMaster DMT Serial Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)
DataMaster Simulator Solution S 1. /V{ﬂwk‘
\ _ _ lot#13-18-100 a onc: ]
{ For RPC or ¢ Range:000s-0.04 L 0099 C"‘r WAGES

* Preparation Date: 10/25/2013  Expires; 25/2014
OPENED £ 40//5/ IS

[ For RPC or Simulator Solution Change Place Label Here] 1
[ For RDC or Sfmuiator Solution Changm Plaoe Labe? Here]

ALC 803 REV 03 08/2011




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100153
Bratileboro PD

Location:

Catibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date:  09/02/2011

RPC Date:

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freg

wnon
(=~
o B
<

PUMP INFO
Flow Rate = 5.777 L/M

DETECTOR INFOQO
PUMP ON OFF

MAX (V) 0.2742 $.2785
MIN (V) 0.2730 0.2772

FILTER INFOQO

Filter 1 0.278 PEero
Filter 2 0.504 Zero
Filter 3 0.832 GZero

CALIBRATION CHECK
¥g = 0.076 0.69%

Routine Performance Check Passed

15 i
9
w
@
]

02/10/2014
Supervisor Name: MARK E CARIGNAN

true
true
true

Accuracy and Precision Check

Concentration = 0.099 g/210L
Lot# =13-19-100
Range =0.094-0.104
Average =0.100 g/210L
Std Dev =0.0000
RF Detection Test

Passed

Sample Acceptance Test

~ Passed
0,10 T T T 49.0
0.00)-{ T Aleehel faraton
0.08 PR RS VROt OSSP TN PO DA 32.0
0.07 28.0
0.06/- 24,0
G.08|- 20.0
0.04 g |16.0
0.03 12.0
0.02 ! 8.0
0. 01 i r\A { }\ ...... 4.0
ool LLILLLY

0 &5 106 15 20 25 30 35 40 45 b0 55 60

Performed by

A S ey

Reviewed by

Date 02/10/2014

Date

DMT Serial Number #100153

Page 1 of 1

02/16/2014 7:04 AM




Stat R rd Hist /9014
daltus eCO 1STOry 02/10/2014
Status status
. Test Type Status Message
Date Time yp g
[10705/2013 02:03:36 DUI Subject Record Simulator Out of Range
10/05/2013 02:06:58 DUI Subject Record Simulator Out of Range
10/05/2013 02:10:06 DUT Subject Record Simulator Out of Range
10/05/2013 02:15:30 DUI Subject Record Simulator Dut of Range
12/21/2013 03:03:16 DUT Subject Record RESPCNSE TIMEQUT
DMT Serial Numbher #100153 Page 1 of 1 02/10/2014 7:28 AM
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DATAMASTER DMT MAINTENANCE LOG
B‘”A"‘HL"LOVO P@‘kua [00IS 3

A G

Department/Agency _ DataMaster DMT Serial Number “
. 9
DATE TYPE OF SERVICE PERFORMED PERFORMED BY | &
_ 7 . | (Name and Title) ﬂ
[ For RPC or Simulator Soiutlon Change Place Label Here
S 9
| jg/_f_}f__ [\ Ly c‘"\&ﬂa?«aﬂ -@r S’fo\np}a wj iy
P —
"""""""" T DataMaster simulator Solution |
7 [ For RF’C O lot#13.15-100  ELOHaq Conc:0.099 Label Here] (s — L
‘ \ """"""""""""""""""" 23;‘5;3.‘334033301/9 2013 wm“ ar G nan d
_h\ﬁa_ Al J}_ e e Jﬂ? At 5 f— g
OPENED: o
g)‘@l "‘J §| \m«/lox’f’w‘* S‘o,v-{’tw; C l"\q " @,ed( '
1 o 54 : I‘j_
1 ’_i ‘ E i}‘
""""""""""""""" _ DataMaster Simulator Solution
[ For RPC Lot# 13-19-100  EtOHag Conc: 0.099 e Label Here]
B ﬁ. o ‘;?:pg:ra(:122403321[1?)/25/2013 pjres: 10/25/2014 - .......... ’
---------------- B EFENED: /ﬁ T
;«4 & e ]
&/{o Y

[ For RPC or Slmulator Solut;on Change Plaoe Label Here]
| ALC 803 REV 03 08/2011 -
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12/21/2013 12:13 8822572363 BRATT DISPATCH

Brattleboro Police Department
230 Main Street
" Brattleboro, VT 05301
(802) 257-7946 office
(802) 257-2303 fax

Fax Transmittal

To: S/Vl ()> | Fax: 9 5 )~ ;18)6 L’(l
From: G\r (_c}/;m am Fax: 802-257-2303

Pages Sent, including Cover: E

(.
Ifyou have a problem receiving this fax, please call 8§02-257-7950

Message:

Fax Sent (- ): Fax Received ( | )




12/21/2813 12:19 8822572383 BRATT DISPATCH PAGE 82/83

SOLUTION CHANGE

DataMaster DMT: 100153
Location: Brattleboro PD

Date: 12/21/2013

Performed by: MARK E CARIGNAN

Accuracy and erecision Check
Concentration =0.099 g/210L

Lov# =13-15-100
Range =0.094 -0.104
Average =0.10} g/210L
Std Dev . = (.0000

Simulator Temperature: 34°C

—-FN 3 "2,—
Performed by Date 12/21/2013

DMT 8eriul Namber 100153 Poge 1 of 1 A 12/21/2013 1:07 TM




Preparation Date; 81’12013 j@ﬁﬂmﬁ' ' """""""""""""
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12/21/2013 12:19 8P22572383 BRATT DISPATCH PAGE ©3/03
DATAMASTER DMT MAINTENANCE LOG
- 5%—-&@% P¢.|u_g_ L 100153
_ Department/Agency DataMaster DMT Serial Number
- ' PERFORMED BY
pATE TYPE OF SERVICE PERFORME[_) (Name and Tile)
I [For RPC or Simulator Solutlon Change Place Label Here] Car tg 1;:;,.
R -!9/.’. 3. Twe Ckaﬂa@,} for. Standae] ue. kAN
i ¢ )
s —~ DataMaStEf simulator Solution .
[ For RPC C Lot#13-15-100  EtOHaq Conc:0.09 Label Here] | —
........................... Rarige: 0.094- 0.104 (& rincm

B Y RVAN

Y B B Lt R B R 2 8 2 e s hm s

[ For RPC or Simulatm Solutton Change Place Labe! Here]
LE e = N == ——
[ For RPC or Srmulator Solutnon Change Prace Label Here]
 ALC 803 REV 03 08/2011 | -
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DATAMASTER DMT MAINTENANCE LOG
n’x"HLﬁ IJG»O iDo/fL(? [0015 3

Department/Agency DataMaster DMT Serlal Number
DATE TYPE OF SERVICE PERFORMED PERFORMED BY
(Name and Title)

{bmglobed . Bonual PH R. s

:‘?}}8‘6 [ F:Or RPC or Srmufator Solutlon Change Place Labe% Here]

D7 TECH :
. . . T R
. [ . _ — — T L _ _
St oyl
7/!3 7

wUroinecu.
" DataMaster Simulator Solution T

[ For R C LoL#12.90-100  Et0Haq Conc: 0,099 2 Label Here]

o Range: 0,094 - 0,104 oL .

Preparatmn Dale: 13/18 02012 /18/2013
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. . atamaster age 1 of 1
BRATTPDQALL] D Page 1 of

[BRATTPDOALL] Datamaster
Brattleboro Police Department (brattpdQ: ~disp, ~sup, ~off, ~det and ~admin)
[BRATTPDOALL@DPS.STATE.VT.US] on behalf of Carignan, Mark

[Mark.Carignan@STATE.VT.US]
Sent: Friday, October 11, 2013 8:47 AM
To: DPS - brattpdQall

Our DM is currently out of service due to a touch screen failure. Until it is fixed we will need to go to
another "reasonably available" DM for testing. VFL is aware and will be coming to address it.

Carignan

https://webmail.state.vt.us/owa/?ae=Ttem&{=IPM .Note&id=RgAAAADUKZ0Msp5Qo8M... 10/11/2013




[BRATTPDOALL] Datamaster fixed Page 1 of 1

[BRATTPDOALL] Datamaster fixed
Brattleboro Police Department (brattpdQ: ~disp, ~sup, ~off, ~det and ~admin)
[BRATTPDOALL@DPS.STATE.VT.US] on behalf of Carignan, Mark

[Mark.Carignan@STATE.VT.US]
Sent: Friday, October 11, 2013 2:15 PM
To: DPS - brattpdQall

VEL came today and fixed the DMT. It is now back in service. Solution was also changed and is back
in range. '

Carignan

https://webmail.state.vt.us/owa/?ae=Ttem&t=IPM.Note&id=RgAAAADIThZOMsp5Qo8M... 10/11/2013




Status Record History

Page 1
1n/11/2013

Status Status
Date Time Test Type Status Message
10/2011 15:16:58 Accuracy & Precision Records Simulator Timed Qut
{08710/2011 15:36:12 Accuracy & Precision Records Simulator Timed Out
08/11/2011 07:59:32 Accuracy & Precision Records Simulator Timed Out
08/11/2011 09:06:38 | Accuracy & Precision Records Simulator Timed Out
08/11/2011 09:42:32 Accuracy & Preciaion Records Simulator Timed Cut
08/11/2011 09:45:56 Accuracy & Precisicn Records Simulator Timed Out
08/11/2011 11:27:47 Accuracy & Precision Records Simulator Timed Out
08/11/2011 14:52:36 Accuracy & Precision Records Simulator Timed Cut
08/11/2011 15:12:34 Accuracy & Precision Records Simulator Timed Out
08/12/201% 08:36:44 Accuracy & Precision Records $imulater Timed Out
08/15/2011 09:43:58 Accuracy & Precision Records Simulator Timed Out
0B/15/2011 10:36:19 Accuracy & Precision Records Simulator Timed Ont
09/16/2011 02:38:51 DUIL Subject Record RESPONSE TIMEOUT
09/18/2011 02:40:48 DU Subject Record Ambient Fail
09/18/2611 02:47:36 DUI Subject Record Blank Error
10/23/2011 01:32:27 DUI Subject Record RESPONSE TIMEQUT
10/23/2011 02:14:28 DUT Subject Record Blank Error
11/19/2011 04:59:17 PBUT Subject Record RESPONSE TIMEOUT
11/19/2011 05:53:10 BUI Subject Record RESPONSE TTIMEOUT
12/10/2011 04:19:27 DUT Subject Record RESPONSE TIMEOUT
01/18/2012 22:40:25 DUI Subject Record RESPONSE TIMEOUT
01/28/2012 03:57:43 DUI Subject Record Simulator Out of Range
02/14/2012 02:01:41 DUI Subject Record RESPONSE TIMEQUT
02/25/2012 17:03:38 DUT Subject Record Blank Hrror
03/27/2012 16:48:58 DUI Subject Record Interference Detected
05/04/2012 00:36:02 DUI Subject Record RESPONSE TIMEOUT
05/10/2012 19:06:10 DUE Subject Record RESPCNSE TIMEQUT
0770472032 04:16:25 DUI Subject Recoid RESFONSE TIMEGUT
07/12/2012 20;56:46 DUT Subject Record RESPONSE TIMEOQOUT
08/10/2012 13:29:05 APM Record SAMPLE ACCEFPTANCE TEST FAILED
08/17/2012 03:23:48 DUI Subject Regord RESPONSE TIMEOUT
08/31/2012 21:01:15 DUI Subiject Record RESPONSE TIMEOUT
49/21/2012 02:22:03 PUI Subject Record Simulator Out of Range
09/29/2012 21:12:19 DUT Subject Record Simulator Out of Range
09/29/2012 21:17:18 DUI Subject Record Simulator Out of Range
09/29/2012 22:01:51 DUI Subiect Record Simulator Out of Range
09/30/2012 01:40:16 DUT Subject Record Simulator Out of Range
19/13/2012 03:44:41 DUI Subject Record Pump Error
TTr13/2012 03:53:37 DUI Subject Record RF' Datected
14/2013 03:14:43 DUI Subject Record RESPONSE TIMEGQUT
. 25/2013 22:33:50 DUT Subject Record Simulator Out of Range
04/06/2013 19:21:32 DUI Subiject Record RESPONSE TIMEOUT
06/05/2013 20:02:33 DUI Subject Record RESPONSE TIMEQUT
06/10/2013 07:21:35 DUI Subject Record Pump Error
07/27/2013 16:51:148 DUI Subject Record Blank Error
08/17/2013 01:30:50 DUI Subject Record RESPONSE TIMEOQUT
09/04/2013 23:41:19 DUI Subject Record Blank Error
09/23/2013 17:10:51 DUI Subject Record Simulator Out of Range
10/05/2013 02:03:36 DUI Subject Record Simulator Out of Range
10/05/2013 02:06:58 DUI Subject Record Simulator Cut of Ranrge
10/05/2013 02:10:08 DUI Subjeck Record Simulator Out of Range
10/05/2013 02:15:30 DUT Subject Record Simulator Gut of Range

DMT 8Serial Number #100153

Page 1 of 1

10/11/2013 1:57 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100153

Location: Brattleboro PD
Calibration Date:  08/10/2011
Certification Date: 08/10/2011
Installation Date;  09/02/2011

RPC Date: 10/11/2013
Supervisor Name: MARK CARIGNAN

Diagnostic Results Accura Precision Check
: Concentration =0.099 g/210L.
Lot# =12.80-160
VERS TONS Range =0.094 -0.104
PMT: 1.01 Average = 0,099 g/210L
PIC: 2.05 Std Dev =0.6000
Modem: 2.4

Questions: 2.1 .
RF Detection Test

TEMPERATURES Passed
Sample Chamber = 48,9°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage =1.78 Vv
Coocler Voltage = 1.84 Vv
Bias Voltage = 80 V G.10 T 46.0
Ch = 539 e

opper Freq 39 Hz 0 05l Alcohol(g/zioLy | | {1 I i 26,0
PUMP INFO Flow Rate(L/M) .
Flow Rate = 5.811 L/M Q.08 . S A— Y
DETECTOR INFO
PUMD o OFF 0.07 28.0
MAX (V) 0.3638 0.3659
MIN(V)  0.3624 0.3644 0.06 g 24.0
FILTER INFO 0.05 4 - 20.0
Filter 1 0.366 Zero = true
Filter 2 0.591 Zero = true L B A S S S ST LR B 16.0
Filter 3 }.935 Zero = true

G 03 o gin 'y 12.0
CALIBRATION CHECK [ g
Xq = 0.076 1.27% 0.02 y . -1g. 0
O'Ol SO N AR ; 4.0
Routine Performance Check Passed 0.00 n ﬂ n 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60

) W s
Performed by = Date 10/11/2013
Reviewed by Date

DMT Serial Number #100153 Page 1 of 1 10/11/2013 1:56 PM




DMT Records Page 1 of 1

DMT Records- REcEIvED
Ifrown, Stevgnﬂ:s:,t> | JUN 21 2013
C‘S‘é’ﬁt‘?’“ﬁm;e 18, 2013 4:19 PM Bv:%'\
To:  Carignan, Mark WINDHA NTY S5

Mark,f
Thank you for the RPC.

Could you also please send me the Breath Record History and Status Record History reports?

thanks,

Steve

Steven M, Brown

Windham County Deputy Stale’s Atiorney
P.O. Box 785

Brattleboro, VT 05302

802.257 2860 voice

802,257 2864 fax

https://webmail.state.vt.us/owa/?ae=Item&t=IPM.Note&id=RgAAAADIhZ0Msp5Qo8Ma... 6/20/2013
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RECEIVED ™

JUN 18§ 2013
BY:___;“W

WINDHAM COUNTY SAQ

Brattleboro Police Department
+ 230 Main Street
.Brattleboro, VT 05301

(802) 257-7946 office
(802) 257-2303 fax

Fax Transmittal
To: 210 wnny Fax: 2 §7f&85(/
From- Cja f aa Nnen _ Fax: 802-257-2303

Pages Sent, mcludmg Cover: §

IF yo# have g problem receiving this fax, please call 802-257-7950

Message: ’jﬂw\( l? PC,—

~ Fax Sent ( ) Fax Received ( . ):
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' DATAMASTER DMT MAINTENANCE LOG
Bmﬂebm Pl 10053 -
Department/Agency DataMaster DMT Serial Number
( ' ‘ — - . — —
' PERFORMED BY
DATE TYPE OF SERVICE PERFORMED (Name and Title)
— —- ——— ==
/IO/E’§ [For RPC or Slmulator Solution Change Place Label Here] |74 bé’
A lEeest | TTime cormrecta) A EST Sot Mok Gr,
Vel : /
I DataMaster Simulator Solution
' Lot # 12-80-100 FtOHaq Conc 0,099
[ For RPC ¢ Range:0.094-0.104
------------------------- ~ preparation Data: 07/5/2042  Explres: 7/5/2013

2_/_2/13_

mtemrem oo DPFNED: 2 /’j’/ i3 E&:“—/

o RPC . canp ket

-t

1%

rmmmm—ed MY oo s o a2 nne]

: ; SA [ Kes
A [

Sart 4o M

p

33

3/l

S P

[ For RF’C or Slmulator Solutzon Change Place Label Here]

A € AT AR R 0§ B8 R 10t

-

/ﬁ GM‘“’(,

-~ DataMaster Simulator Solution

[ For RF’C ¢ Lot#12-84-100  EtOHag Conc; 0101
Range: 0.096-0.106
" preparation Date 8/24/2012 Explres 9/24/2019

OPENED: 6/; 7//}@_;./
RPC compw

.........................

ALC 803 REV 03 08/2011

a .

T W

R e




e6/17/20813 21:29

8022572363

BRATT DISPATCH

ROUTINE PERFORMANCE CHECK REPORT

PAGE ©3/A3

DataMagter DMT: 100153
Location: Bratticboro PD
Calibration Date:  08/10/2011
Certification Dnte:  08/10/2011
Installation Date:  09/02/2011
RPC Date: 06/17/2013 ,
Supervisor Name: MARK CARIGNAN
Diapnogtic Regults Accuracy and Precision Check
Concentration =0.101 g/210L
Lot# ~12-84.100
VERSIONS Range = 0,096 - 0,106
DMI: 1.0 Average =0.102 g/210L
PIC: 2.05 Sid Dev =0.0000
Modem: 2.4
Questions: 2.1
TIMPERATURES Pagsed
Sample Chambexr = 49,.0°C
Breath Tube = 44.0°C Sample Acecptance Test
Digital Sim - 34.0°C Passed
“
SETTINGS
Lamp Voltage =2 1,78 ¥V
Cooler Voltage » 1,084 V .
Bias Voltage = 80V 0.10 ] i0.0
Chapper Frag = 538 H=z —
I s Alcobhiol (g/210L) 36.0 .
PUME INFO e. e FloW Rute{L/M) .
Flow Rate = 5,651 L/M PP« - 1 ECTETTO0 UOUUPIIS OTSPNON HRRFOIOE WEVRIPY SUNFRIVON SOURRRON SO 32,0
DETECTOR INHO
PUMP oN " OFF 0.07 28.0
Max (V) 0.2518 0.2547
MIN(V) 0.2504 6.2533 9,98 24,0
FILTER INFO Lo | e I el St e el Sy T COPE Bt S 20.0
Filtar 1  0.284 erxo = trxue |
Filter 2 D.486 Zero = true 0.04 16.0
Filter 3  0.828 TZeroc = true J'\ N
0.03 ¥ 12.0
CALIBRATION CHECK
Xq = 0.076 0.58% .02 : 6.0
0.01. ﬂﬂ ]{ ; 1.0
tine Performance 0.00 ﬁm H [ 0.0
RD“ ne c'rf Cheokl’asscd 0 &5 10 15 20 25 30 35 40 45 50 55 60
—2h Al 5 ;, .
Performed by Date 06/17/2013
Reviewed by Date
DM Serial Number #100133 06/17/2013 9:17 M
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Brown, Steven

From: Brown, Steven

Sent: Tuesday, June 18, 2013 4:20 PM
To: Carignan, Mark

Subject: DMT Records

Mark,

Thank you for the RPC.

Could you also please send me the Breath Record History and Status Record History reports?

thanks,

Steve

Steven M Brown

Windham County Deputy State’s Allorney
PG Box 785

Bratlieboro, VT 05302

8B0Z 257 2860 voice

802.257.2864 fax




