Dover PD
06/15/12-02/03/15

DMT # 123106




Brown, Steven

From: Werner, Rich

Sent: Monday, February 09, 2015 10:34 AM
To; Brown, Steven

Subject: updated- DM

Attachments: update for Steve Brown.pdf

Steven- Rob noticed a blip in the alcohol free sample that I thought was me trying to stifle a cough- so he had me re-run
a sample with the check in mode which I did. As you can see by the e-mail chain we are now all set- so I sent this all to

you for your book- thanks, Richard




RE: February RPC Page 1 of 2

RE: February RPC

Driscoll, Rob
Sent: Monday, February 09, 2015 10:09 AM
To: Werner, Rich

Rich,
We are all set now...thanks!

Rob

From: Werner, Rich

Sent: Monday, February 09, 2015 10:08 AM
To: Driscoli, Rob

Subject: RE: February RPC

Here is the sheet- are we all set now?- thanks, Richard

From: Driscoll, Rob .
Sent: Monday, February 09, 2015 7:04 A
To: Werner, Rich

Subject: RE: February RPC

Thank you!

Rob

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician
Rob.Driscoll@state vt.us
Desk: {802) 241-5817

Cell: (802) 585-0123

From: Werner, Rich

Sent: Sunday, February 08, 2015 12:45 PM
To: Driscoll, Rob

Subject: RE: February RPC

Sorry- I misunderstood what you were saying- and I missed the blip on the report- (thought it was when I first
tried to blow and stifled a cough)- I did the check in and there is no blip-. I tried to scan it and sent it to you but
the scanner is not attached to the network for some reason- When the administrator comes in Monday AM I hope
to be able to send it to you- thanks, Richard .

From: Driscoll, Rob

Sent: Wednesday, February 04, 2015 8:11 AM

To: Werner, Rich

Subject: RE: February RPC

hitps://webmail.state.vt.us/owa/?ae=ltem&t=IPM.Note&id=RgAAAADInKteYavITLnYosd... 2/9/2015




RE: February RPC Page 2 of 2

Rich,

I noticed a slight atcohol “blip” during your sample acceptance. Can you please perform a Check-In and include
all 4 breatih samples as shown on page 19 of your OMT Supervisor's Manual (shallow breath, intermittent
breath, suck back test —~VERY gently suck back, 1.5 liter aicohol free breath). Please also send this in color.
Whean completing the Check-IN, please use TEST TEST for the subject rame. {f you have any questions feel free

to give me a call.

Thanks,
Roh

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician
Rob.Driscoli@state.vi.us
Desk: {802} 241-5817

Cell: (802)585-0123

From: Werner, Rich )
Sent: Tuesday, February 03, 2015 6:04 PM

To: Driscoll, Rob

Subject: RE: February RPC

Rob- here are the results for Dover- DM serial #123106- the first cne shows that the RI failed however [
cancelled it as I was leaving the building- 1 then did the second RPC which was fine- any questions please fet me

- know- thanks, Richard

hitps:/fwebmail.state.vt.us/owa/?ac=Ttem&t=1PM.Note&id=Rg AAAADInK e YaviTLnYosd... 2/9/2015




CHECK-TN CONFIRMATION TEST ' . Ca

STATE OF VERMOMNT

DataMater DMT: 123106 : )
Location: Dover P i f”mﬁ” Vi
!
i

Certificatidon Date: 08/15/2011 i
Installation Date: G6/15/2012

Date: 02/08/2015

Time: 10:57:36

SUBJECT NAME: {
TEST TEST

DOR: 02/08/2014 AGE: 1 ) E

GUARDIAN PRESENT: N oo

GENDER: M ’ : ;

LICENSE #: NONE MO ; !

1 a1 i

TEST OPERATOR NAME:
RICHARD J WERNER

AGENCY: pd/dover

BLANK TEST 0.000 10:58
CALIBRATION CHECK PASSED 10:58
SIMULATOR VAPOR 33.%°C 0.100 10:58
SUBJECT SAMPLE (Vol=3.8L) 9.000 11:00
BLANK TEST : 0.000 11:01

All alcohel values reported in g/210L
Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - §.103
Lot #: 14-12-100

DM'T Serial Number #123 106 Page [ of' 1 ' 20082013 11:02 AM




Brown, Steven

From: Deslauriers, Daniel

Sent: ‘ Tuesday, February 03, 2015 7.04 PM
To: Brown, Steven

Subject: RE: State v. Micahel Wolashchuk
Steve,

I wasn't involved in the case other than brining a blood kit and blood affidavit to the ER and I read implied consent cause
Kim didn't have her glasses. He obviously refused. 1 didn't record anything or write any reports.

Dan

Officer Daniel Deslauriers
Springfield Police Department
201 Clinton Street '
Springfield, Vermont 05156
{802)885-2113 Phone
(802)885-2235 Fax
daniel.deslauriers@state.vt.us

From: Brown, Steven .

Sent: Tuesday, February 03, 2015 1:51 PM
To: Deslauriers, Daniel '
Subject: State v. Micahel Woloshchuk

Hi Dan

| sent a discovery request to SPD requesting any video, reports, and the LAW Incident table for the SPD case number
related to the VSP cases nos (14D1037901 and 14D103808). Your department wrote back and advised that nothingwas
focated indicating that SPD was involved. ‘

Were you involved? If yes, did you produce any materials?

Thanks,

Steve




i

IAQEUT N 1_2‘..195 1

=

1

140 L ~=ed

QO!EZ

S STOL/E Ly

%

Wdg

1

]

i

f=hiecy

snaels

DesSsE

2

}-'
Ly

AT0o2ST

pPIcooY yarsigd




DataMaster DMT Monthly Update Check-list

Department/Agency: Douc,r ?Q\ic.e zbc,parvmmf DM serial #,_ { & D106

Date: O2. |05 2ol S

Provided None this month

e ]

e

Op@mlm@agbﬁ@k
Mainteﬁanoe Logbook

Breath Sﬁmmary Report

Status Summary Report
Calibration Report

Certification Report

Installation Report

Annual Pre.ventative Maintenance
Routine Performance Check

Simulator Solution Change

NRRUO0O0D0RE
DDD@\@@E\DDD

Other Reports

List other report type and date:

Rounie (\)UPvwae Ok rte § m.LqQ PF T lud fo \ewx

‘JV\"Q \g‘;h\ék\:l S'D I CG\.V\‘Q;\\Q& “an, &CST"" Z/Vﬁ’- t@S'r_(_AJC»E Q‘@ .
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DATAMASTER DMT MAINTENANCE LOG

over 123106

Department/Agency

DataMaster DMT Serial Number

DATE

TYPE OF SERVICE PERFORMED

PERFORMED BY
{Name and Title)

10\ [ lZOH

DatalMaster Simulator Solution
' Lot # 13-21-100 EiOlaq Conc: 0.099
[l or %“ Range: 0.094 - 0.104 ca Labe
-~ - Preparation Dale: 12/20/2013 - Expires: 12/20/2014 . . . .

OPENED: o f"{, /2,5{%
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_ BataMaster Simulator Solution L
Lot # 14-12-100 EtOHaq Conc: 0.093
[ o ! P Range: 0.093 - 0.103 e Label Herad
U7 Preparation Dale: §/10/2014  Expires: 9/10/2015 T T e

 OPENED: C)ZJUE/Z“”J

Rp‘ , \f_‘&:f'_ QF.L t[:q\ﬂ;ﬁ as

Vst f 29 e

N N s fre -
i ~J

v
\

[ For RPC or Simulalor Sl bon Choncge Place Label Here)
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT;
Location:
Calibration Date;
Certification Datc:
Installation Daie:
RPC Date:
Supervisor Name:

l')iag_noslic Results

123106
Dover PD
08/15/2011
08/15/2011
O6/15/2012
02/03/2015

RICHARD ] WERNER

YERSIONS

DMP: 1.,0¢

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C
Breath Tube = 48,1°C
Digital Sim = 33,9°¢
SETTINGS

Lamp Voltage = 1.7¢ V
Cobler Voltaga = 1,7¢ V

Bias Valtage = 80 V

Chopper Freg = .542 Rz

PUMP IW¥FO

"low Rate = 4.375 L/M
DETECTOR INMFO -

PUMP ON Gr§

MAR (V) 0.53174 0,5384
MIN(V) 0.535%2 0.5368
FILTER INFO

Filter 1 0.537 Zero = true
Filter 2 0,985 Zero = true
Fiiter 3 1,097 Zero = true

CALIBRATION CHECK'

Kq = 0.083

1.16%

Routine Performance Check Failed

Performed by

Reviewed by

CQ?JH)W\Awaﬂ

M Serial Number #123106

Accuracy and Precision Check

Conecenlratinn

Lot# = [4-12-100
Range =0.083-0.103
Average ~0101 g 2100
Sid Dey = 0.0000
RF Delcetion Test
Failed

(4 1— res T

C Coiel \, ?(J
| eque

g5 T ke fo
dre Luitdig

= 0.098 g/2{OLL

,_-———”@ 07./\01’/

_{)ﬂlc

Dale

Page 1 of' 1

020032015

02/03/2015 4:53 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMastcr DMT:
Location:
Calibration Pate:
Certification Date:
Insialiation Date:
RPC Date:
Supervisor Name:

Diagnostic Resully

VERSTONS S

DMT: LUl

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURLES

Sample Chamber =
Breath Tube w2
Digital Sim uz

SETTINGS
Lamp Volbage =
Cooler Voltage =
Bias Voltage
Chopper Freq

o

pUME INFO
Flow Rate = 4,507

DETECTOR INFO

PP oM
MAX (V) 0.5417
MIN (V) 0.54062

FILAER INFO

Filter 1 0.%42
Filter 2 0,909
Filter 3 1,062

CALTHRRATION CHECK
®g = 0.083 0,53

123106

Dover I'D

O8/15/2011

OR/15/201 1
06/15/2012
02/03/2015

RICHARD J WERNER

49,0°C
48.1°¢
33.9°C

1.76 v

1.76 v : '
8o v

541 1z

LM

OFF
0.5437
0,5419

Zero = Lirue
Fero — brye
“ero @ ofoue

Routing Performance Check Passced

Performed by

Reviewed by

DML Serial Number #3523
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106

Aceuracy and Precision Check

Coneentration

Fof v
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Averape
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(0.0093% .03
(100 0214,

- RO000

T Detection Test
PPassed

Sample Acceplance Test
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DM Borial Number #123106

Test
Date

Test
Time

" Log On Record History

Page T of |
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Status Record History N AR

dtatus Sstatus

Date Time Status Message

Test Type
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DataMaster DMT Monthly Update Check-list

| - Department/Agency: D@ucr ?@ \\cc’ szr DM serial #__\ 23\0(0

Date: | © / | / 200

None this month

Provided
OperatorsHogbook =+
Maintenance Logbook IE/
Breath Su.mmary Report EI/ |
Stetus Summary Report E/

Calibration Report

| Certification Report

Installation Report

Annual Preventative Maintenance
Routine Performance Check

Simulator Solution Change

DQ@DDD'D

Other Reports

List other report type and date:

« ' RECEIVED

OCT 15 2084

BY:

A

WINDHAM COUNTY SAO

E\qu.ﬁ{@emmmj

(—Dc‘i PN recofa( h'STUf\’/




DATAMASTER DMT MAINTENANCE LOG
D pver 123106
Department/Agency DataMaster DMT Serial Number

PERFORMED BY

DATE TYPE OF SERVICE PERFORMED ;
(Name and Title)
e 129“ DataMaster Simulator Solution
10\ ***************** lot#13-21-100  EtOHag Conc: 0.099 I
[ For RP( Range: 0.094 - 0.104 ce Label Here]

—r—meenmeme— - Preparation Date: 12/20/2013 4 Expires: 12/20/2014 ... _ |

OPENED: [am‘fu g

MMPM RO C Camaer

[ For RPC or Slmulator Soiutlon Change Place Label Here]

ALC 803 REV 03 08/2011
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Status Record History

Page 1
10/14/2014

Status
Date

Status
Time

Test Type

Status Message

DMT Serial Number #123106

Page 1 of 1

10/14/2014 11:58 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: Dover PD

Calibration Date:  08/15/2011
Certification Date: 08/15/2011

Instailation Date:  06/15/2012

RPC Date: 10/14/2014

Supervisor Name: RICHARD ¥ WERNER

Diagnostic Results

Accuracy and Precision Check

Concentration =0.099 g/210L
Lot# =13-21-100
VERSIONS Rangc =0.094 -0.104
DMT: 1.01 Average =0.101 g210L
PIC: 2.05 Std Dev =(.0000
Modem: 2.4
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.6°C
Breath Tube = 48.,1°C le Acce Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1,76 V
Coolex Voltage = 1.76 V
Bias Voltage = 80 Vv 0.10 - . . - 40.
Chopper Freq = 542 Hz ' ; ' ‘
o.oob| == Bernigieen oot
PUMP INFO ow Rate (L/M)
Flow Rate = 4.503 L/M PoJREo 1] (SO SO NURUUTS SROR NI O SO mEvE
DETECTOR INFO b
PUMP  ON OFF ©.07 28.
MAX (V) ¢.5104 0.5132
MIN(V) 0.5091 0.5120 0.06 .............................................................................................. 24.
FILTER INFO 0 . 05 ...........................
Filter 1 0.513 Zero = true
Filter 2 0.966 Zero = true 0. Qg [ -
Filter 3 1.034 Zero = true
0.03
CALIBRATION CHECK
Xqg = 0.083 0.42% 0,02
il
Routine Performance Check Passed 0.00 vy
Performed by Qgderrman Date 10/14/2014
Reviewed by Date

DMT Serial Number #123106

Page 1 of 1

10/14/2014 11:57 AM




Log On Record History

Page 1
10/14/2014

Test
! Date

Test
Time

Name

DMT Seriat Number #123106

Page 1 of 1

10/14/2014 11:59 AM




DataMaster DMT Monthly Update Check-list
; . \
.. Department/Agency: B@u el @@\ e e ﬂD:PT'DM serial#: | 23\ Dé

Date: O(p | XD/ @QH{

Provided None this month
Operators-l-ogbook——
RECEIVED
Maintenance Logbook
JUN 24 2014
BY:
Breath Summary Report WINDHAM COUNTY SAQ

Stefus Summary Report
Calibration Report
 Certification Report

Installation Report

Annual Preventative Maintenence

| Routine Performance Check

QAU RO000R TR

Simulator Solution Change

OO0 O §E\Q@\DDDD

]

Other Reports

List other report type and date:




v /7257 LLLLLLLLLLLLLLLLML LR L Ll

DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial Number

PERFORMED BY

DATE TYPE OF SERVICE PERFORMED -
{Name and Title)

DataMaster Simulator Solution

e . Lot#13-15-100  EtOHaq Conc:0.099 %
4 [ For RIP0 00 51 Range: 0.094 - 0.104 w2 Heres)
oo o proparation Date: 08/9/2013  Expires: 08/9/2014  —rmmomrmo

[ i—o;’ REFC or SimMaior Solution bharﬁgj@ «’i 2(0 Lt o >I - mr"&] &

A P e e ' . o
oo Ledeled WL B — Ii! N
A N ~ e e
r \\:f,\'%“’\ { ol RPL or Simufator ! mh tion © Ea(mqe ‘%&(‘u Labal Herel ' ‘
et TROH

DataMiaster Simulator Solution
Lot#13-21-100  £tOHaq Conc: D.099

Range: 0.094 - 0.104 : I
\:‘\ i F QI’ { ,C:E Preparation Date: 12/20/2013 Expires: 12/20/2014 L‘db@i H@!@j VL\)>
OPENED: (2;[2 %/'20( L/

ALC 803 REV 03 08/2011




Record mHmWOH%

Breath -+
06/23/2014

Test Test " Alcohel Blcohol Sim. Sim.
Date Time Agency Operator Name Val. 1 Val. 2 Conc. 1 Conc. 2 Status Message

02/09/2014 01:42:31] DOVER PD DAVID £ HAMMAGK 0.190 §.103

02/15/2014 17:50:19] DOVER PD DAVED E HAMMACK FEFUSED 0.103

02/27/261¢ B0:03:06] RITMINGION ED DANIEL £ BI1LVER 0.182 0.102 RESPONSE, T IMEQUT

03/15/2014 00:25:31] DOVER PD DAVIL & HAMMACE 0.210 0.103

G3/16/2014 0%:02:31] DOVER ED TAVID E GEMMAGE 0.171 0.171 0.102 0.202

04/05/2014 10:07:37] DOVER ED DAVAD E HAMMACH 0.130 §.131 0.050 3.100

04/1972014 (2:09:23] DOVER BD DEVID & ARMMACK §.107 0-105 0.100 0.100

0571972014 20:12:48] DOVER FPD SAMUEL ¥ MORRIS 0.222 0.096 0.005

05/21/2014 18:59:44] DOVER PO SEMOEL © MORRIS 0,000 0.097

05/25/2014 31:26:05] DOVER PD DAVID & HAMMACK 6.179 0.036

05/31/201% D4:11:02] DOVER FD DAVLD E HBMMAGK REFUSED 0-095

06/01/2014 G3:24:32] WINDHAM COUNTY 80 CHET5 NORTON G.143 G132 G.096 §.085

06/20/2014 23:07:35] DOVER FD REBELCA © MORRLS REFUSED 6,094

06/20/2014 23:26:32] DOVER D REBLCCA 1 MORRIS 0.105 §.094

DMT Serial Nu. #123106

of 1

6/23/2014 8:56 AM



Status Record History

Page 1
06/23/2014

Status | Status
. Test Type Status Message
bate Time ¥p 9
0270372014 16:00: 38 | RPC Record ACCURACY AND PRECISION CHECK FAILED
GZ722/2014 00:07:44 | DUL Subject Record RESPONSE TIMEQUT

DMT Serial Number #123106

Pape 1 of 1

06/23/2014 8:57 AM




Log On Record History

Page 1
06/23/2014

Test
Date

Test
Time

Name

DMT Serial Number #123106

Page 1 of 1

06/23/2014 8:58 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: Dover PD

Calibration Daic:  08/15/2011
Certification Date; 08/15/2011

Instaltation Date:  06/15/2012

RPC Date: 06/23/2014

Supervisor Name: RICHARD J WERNER

Diagnostic Results Accuracy and Precision Check
Concenttation = (092 g/210L
Lot # =13.21-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.101 g/210L
PIC: 2.05 Std Dev = (.0000
Modem: 2.4

Questions: 2.1

RF Detection Test

TEMPERATURES Passed

Sample Chamber
Breath Tube

Sample Acceptance Test

oo
=3
[

M
Y
° o o
aan

Digital Sim 33.9 Passed
SETTINGS
Lamp Voltage =1.76 Vv
Cooler Voltage = 1.76 V 4
Bias Voltage =80V 0.10 T g T 40.0
p _ P [ R
hopper Fred b4z Bz .00/ Alcohol (g/210L) | ST S S 36.0

PUMP INFO Flow Rate{L/M)
Flow Rate = 4.498 L/M 0.08 : 32.0
DETECTOR INFO
PUMP oN OFF 0,07 28.0
MAX{V) 0.4998 0.5024 .
MIN (V) 0.4984 0.5008 [ 30 [ (TSN SUUU SO S ﬁﬁf\ ...... J‘ 24,0
FILTER INFO 0‘05 .......... (RPN SRR S JJ (‘ SRDE 5 | SN P SRR . W ....... 20' O
ffilter 1 0.502 Zero = true
Filter 2 0.957 Zero = true 0.04 ...................... PPN T A N S CT! YT R R PO PR 16.0
Filter 3 1.025 Zero = true

0 B 03 ...................... (IR R RN B (SN SN D TSRS R T ETTR SR A TORE R - 12 . 0
CALIBRATION CHECK
Kq = 0.083 0.74% .02 i DT 1 - 8.0

O . 01 ’[j\‘ \ TS R PR 4 . 0
Routine Performance Check Passed 0.00 : 2.0

0 5 10 15 20 25 30 35 40 45 B0 55 &0
' Favarle'al

Performed by @5 Date 06/23/2014
Reviewed by Date

DMT 8erial Number #123106 Page 1 of 1 06/23/2014 8:54 AM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

Diagnostic Results

VERSTONS

DMT: 1.01

PIC: 2,05
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber

123106

Dover PD

08/15/2011
08/15/2011
06/15/2012
05/15/2014

ROBERT DRISCOLL

Simulator Vapor Test

Concentration =0.099 g/210L
Lot # =13.15-100

Range =0.004 - 0.104
Stmulator Vapor =(.097 g/210L,

RF Detection Test
Passed

Sample Acceptance Test

= 48.2°¢
Breath Tube = 48.1°C Passed
Digital sSim = 34.0°C
SETTINGS
Lamp Voltage =1.76 Vv
Cooler Voltage = 1.76 V
Bias Voltage = 80 Vv 0,10 : 7 7 40.0
F = 540 H - -
Chopper Freq z o.00l. Alcohol [g/210L) .0
PUMP INFO - Flow Rate (L/M}
Flow Rate = 4.523 L/M 0.08 sz
DETECTOR INFO .
PUMP  ON OFF 0.07 -0
MAX (V) 0.4587 00,4622
MIN{V) 0.4575 0.4608 0.08 <0
FILTER INFO 0.05 -0
Filter 1 0.461 Zero = true
Filter 2 0.8192 Zero = true (O R T At | IR 16.0
rilter 3 8.987 Zero = true
0.03 12.0
CALIBRATION CHECK ﬂ
Xq¢ = 0.083 0.32% 0. 02 bbb U e 8.0
0.01 [\H\ 4.0
0.00 0.0
APM PASSED 0 5 ip 15 20 25 30
NEST Thermoreter 5lm 11814817 34 1°%C Zep
fﬁs"/f((
: o
. Performed by T e K Date 05/15/2014
Reviewed by Date
DMT Serial Number #123106 Page 1 of 1 05/15/2014 11:12 AM




DataMaster DMT Monthly Update Check-list

| Uepartment/Agency. D@U e () D DMserial#_\23 106
Date: 0Z /03 | 20t - RECEIVED 3
. . FEB O 6 2014 [
| Provided None this montIBly_ '
| WINDHAM COUNTY SR8

Opg;a,tg;ginghnnk _
Maintenance Logbook
Breath Summary Report

Status Summary Report
Calibration Report

A‘L;_ertiﬁcation Report

Installation Report

Annual Preventative Maintenapce
Routine Performance Check one re ?o(,j.

Simulator Solution Change

0 Q& 000 O Q& §
D0 O0RFREQ DD o

Other Reports

List other report type and date:

_o;\'_os I‘"-t- m Q PC_ J‘UJ" | !A'x,{g/a?)gndf—aé peqg ©

¢




Status Record Histor page 1
y 02/03/2014
Status Status
X ! est
pate Time T Type Status Message
12/17/2013 18304:28 PUT Subject Record RESPONSE TIMEOUT
01/01/2014 03:31:47 RUT Subject Record RESPONSE TIMEQUT
02/03/ 2014 10:00:38 | REC. Record ACCURACY BND PRECISION GHECK FALLED
DMT Serial Number #123106 Page1of 1

02/03/2014 10:49 AM



Log On Record History

Page 1

02/03/2014
Test Test Name
Date Time
i
02/03/2014 10:50 AM

DMT Serial Number #123106

Pagelof 1
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106
Location: Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011
Installation Date:  06/15/2012
RPC Date: 02/03/2014
Supervisor Name: RICHARD J WERNER
Diagnostic Results Accuracy and Precision Check
Concentration =0.099 g/210L
Tot# = 13.15-100
VERSIONS Range = (1,094 - 0,104
pMT: 1.01 Average =0.104 g/210L
PIC: 2.05 Std Dev ={.0000
Modem: 2.4
Questions: 2.1 ) :
RF Detection Test -
TEMPERATURES Passed
Samplé Chanber = 48.8°C
Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS
Lamp Voltage = 1.76 V
Cooler Voltage = 1.76 V
Bias Voltage = 80 V 0.10 1 T 40.0
Chopper Freq = 541 Hz o ool ALcobol (/210L} | _ s
PUMP INFO ———— Flow Rate{L/M) .
Flow Rate = 4.524 L/M 0.08 32.0
DETECTOR INFO
PUMP  ON OFF 0.07 26.0
MAX (V)  0.4402 0.4431
MIN{V) 0.4392 0.4419 0.08 24.0
FILTER INFQ 0. 05 20.0
Filter 1 0.442 Zero = true ,\/ .
Filter 2 0.899 Zero = true G.04 N 16.0
Filtexr 3 0.978 fZero = true
: .03} 12,0
CALIBRATION CHECK
Xq = 0.083 0.53% 0.02 i s o
0.01 ’\ ] ! 4.0
- oo LI
Routine Performance Check Passed e e e ——
Performed by Fyvonnen Date 02/03/2014
Reviewed by Date
DMT Serial Number #123106 Page 1 of 1 02/03/2014 10:45 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106

Location: Dover PD

Calibration Date:  08/15/2011

Certification Date: 08/15/2011

Installation Date:  06/15/2012

RPC Date: 02/03/2014

Supervisor Name: RICHARD J WERNER

Diagnostic Results ccuracy and Precision Check
Concentration =0.099 g/210L
Lot # = 13.15-100

VERSIONS Range =0.094 -0.104

DMT: 1.01 Average =0.105 /210L

PIC: 2.05 Std Dev =0.0000

Modem: 2.4 Average out of range

Questions: 2.1

TEMPERATURES

Sample Chamber = 49.2°C

Breath Tube = 48.1°C

Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =1.76 Vv

Coocler Voltage = 1.76 V

Bias Voltage = 80 V

Choppexr Freq = 541 Hz

PUMP INFO

Flow Rate = 4,497 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.432% 0.4354

MIN (V) 0.4317 0.433¢%

FPILTER INFO

Filter 1 6.435 Berxoc = true

filter 2 (¢.892 Zero = true

Filter 3 0.969 Zero = true

CALIBRATION CHECK

Xq = 0.082 0.53%

Routine Performance Check Failed

Performed by Gy Date 02/03/2014

Reviewed by Date

DMT Serial Number #123106 Page [ of 1

02/03/2014 10:00 AM




DATAMASTER DMT MAINTENANCE LOG

: DepartmentlAgéan . ‘ DataMaster‘_DMT Serial prnbér E
DATE  TYPE OF SERVICE PERFORMED PERFORMED BY
. LT o - {Name and Title)

DataMaster Simulator Solution

! |ot#13-15-100  EtOHag Conc: 0.099

[ For RPC or S Range: 0,094 - 0.104
Praparation Date: 08/9/2013" Expires: 08/9/2014

OPENED

oz[o:s] z ol

/Wg, ,,,,, W‘-’"

(f'ﬂ

OV-—\

[ For RPC or Ssmulator Solutmﬂ Change Plaoe Label Here]

" ALC 803 REV 03 08/2011




Brown, Steven

From: Cay, Susan

Sent: Tuesday, February 04, 2014 9:46 AM
To: Brown, Steven

Subject: FW: Dover DMT records

FyYl

Susan 2. C ay

57864 fax
susan.cay@state.vt.us

From: Werner, Rich

Sent: Monday, February 03, 2014 3:15 PM
To: Cay, Susan

Subject: RE: Dover DMT records

did the RPC today and will go out in the mail to your office Tues AM- thanks, Richard (I usually send it to Steve Brown-
hope that is OK) Richard

From: Cay, Susan

Sent: Sunday, February 02, 2014 5:14 PM
To: Werner, Rich

Subject: RE: Dover DMT records

Thanks for the info. Susan

;;w, phonhe
CIRTL2864 fax

;’:‘:_ﬂﬁ_@_{] cay@staie. vi.us

From: Werner, Rich

Sent: Sunday, February 02, 2014 8:45 AM
To: Cay, Susan

Subject: RE: Dover DMT records

we update the records every four months when we do our RPC- which is due in February- Thanks, Richard

- From: Cay, Susan
Sent: Friday, January 31, 2014 4:45 PM
To: Werner, Rich
Cc: Brown, Steven
Subject: Dover DMT records

Hi Richard,

{ have had an inquiry from a defense attorney about your DMT records, which have not been updated since 11/25/13.
Zan you give me an idea about when you expect to update the records so | can let defense counsel know?

Thanks, Susan




Susan . Cay
Dopuly Sz Horney
Windham County
802-257-2860 phone
B02-257-2864 fax
susan.cay@state.vt.us




FW: State v. Craig Smith datamaster records ‘ ' Page 1 of 1

RECEIVED
FW: State v. Craig Smith datamaster records NOX 18 2013
Cay, Susan -
Sent: Friday, November 15, 2013 4:25 PM BY!
To: Werner, Rich WINDHAM COUNTY SAQ

Cc:  Brown, Steven

Hi Richard,

Are you the keeper of the Datamaster records in Dover? If not, would you please forward this message {see
request below} to the right person?

Thanks, Susan

Susan 8. Cay
Deputy State's Attorney
Windham County
802-257-2860 phone
802-257-2864 fax
susan.cay@siate vius

From: Sarah Vangel [mailto:sbvangel@kramerlawoffices.net]
Sent: Friday, November 15, 2013 11:37 AM

To: Cay, Susan

Cc: Brown, Steven

Subject: State v. Craig Smith datamaster records

Good morning Susan

I came in to review the Datamaster records for Craig Smith's case this morning. His test was on October 26, 2013
but the records for the Dover PD Datamaster #123106 were last updated on October 15, and the log on and
status record reports submitted at that time appear to be blank. Could you please request and provide the
following documents showing history for the entire months of September, October and November (to date)?
"\3 o I { O qAamM -
Hreath Record History
?g on record history = Rheviny - & (mm N RA

tus Record ~ naShrey . &y vk Y
PC il

+Simulator solution change ~part ¢ ¢ RPC
Maintenance Log Book @

Thank you,
Sarah

Sarah Biolsi Vangel, Esq.
Kramer Law Offices, P.C.

42 Park Place

Brattleboro, VT 05301

Phone: (802) 257-2221

Fax: (802) 257-2373
sbvangel@kramerlawoffices.net
www.kramerlawoffices.net

https://webmail.state. vt.us/owa/?ae=ltem&t=IPM.Note&id=RgAAAADInKteYaviTLnY... 11/17/2013
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Page 1

Log On Record History Ao
Test Test
Date Time Name
DMT Serial Number #123106 Page 1 of 1 11/17/2013 9:26 AM




oy ' P 1
Status Record History 1171779013
Status Status

Date Time Test Type Status Message

DMT Serial Number #123106 Page 1 0f1 11/17/2013 9:25 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 1231066
Location: - Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011
Installation Date:  06/15/2012
RPC Daie: 106/16/2013

Supervisor Name: RICHARD J WERNER |

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.8°C

"Breath Tube = 48.1°C

Digital Sim = 34,0°C

SETTINGS

Lamp Voltage = 1.76 V

Cooler Voltage = 1.76 V

Bias Voltage = 80 V
= 541 Hz

Chopper Freq

PUMP INFO
Flow Rate = 4,456 L/M

DETECTOR INFO
PUMP ON OFF

MAX (V) 0.3970 0.4002
MIN (V) 08.3957 0.3988

FILTER INFO

Filter 1 0.399 Zero = true
Filter 2 0.863 Zero = true
Filter 3 0.937 Zero = true

CALIBRATION CHECK
X¢ = 0.082 0.11%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration =0.099 g/210L,
Lot# =13-15-100
Range =0.094 - 0.104
Average - ={.103 g/210L
Std Dev =0.0000

RF Detection Test
Passed

Sémple Acceptance Test

Passed
0.10 T i T ; 40.0
;.08 -{32.0
0.07 28.0
0.06 Nj‘u 24.0
0,05 20.0
0.04- JP 16.0
L £ e AN I I 25 S0 I B I et S it S A SDSR S 12,0
0.02 8.0
0.01 ""Mr 4.0
ool L

0 5 10 15 20 25 30 35 40 45 50 55 &0

Performed by Gestrianmen Date 10/16/2013
Reviewed by Date
DMT Serial Number #123106 Page 1 of 1

10/16/2013 3:39 PM




. DATAMASTER DMT MAINTENANCE LOG S o a
oNeERY 122106 o

DepartmentlAgency DatalMaster DMT Serlal Number

DATE | - TYPE OF SERVICE PERFORMED . | perFoRMEDBY | @
, . o (NameandTltIe) |

p—

T
T

|

|
]
bl
|
3

1 : ?'D’a’tal\?lastér Simulator Solution
B e i ' Lot # 13-15-100  EtOHag Conc: 0.099

—— — — — —T

o Range: 0.094 - 0,104 e ‘
- ‘?[ F?" Rt:i(. Preparation Date; 08/9/2013 Explres 08/9/2014 fe- Label‘H?re]_

: --Zd!_—“*
\O\“\ ‘ OPENED \oll(a\ 20\% S

[ A

ALC 803 REV 03 08/2011




DataMaster DMT Monthly Update Check-list

Department/Agency: Doueﬁ P D DM serial #_ 1 25106

Date: |2 /b /17>

Provided None this month

= pecewed Y
0CT 172013 3

BY:
WINDHAM COUNTY SAQ

Opetators Logboek

Maintenance Logbook

Breath Summary Report

Status Summary Report

Calibration Report

| Certification Report

Installation Report

Annual Pi‘eventative Maintenance

| Routine Performance Check > e ; -
e

Simulator Solution Change

D%QDDDDQ@@\D
OCO0O0ORREE OO0 O

Other Reports

List other report type and date:

Jone %, Zotd  hemo on \gf‘f\*ﬁ“, Torensie Lab 1013 pmemo




DATAMASTER DMT MAINTENANCE LOG
LDG\!&?( @‘3 . _ . j25\06

Departmenthgency o o DataMaster DMT Serial'NumEer

DATE | . TYPEOF‘SERV!CE PERF@RMED | PERFORMED BY
‘ , . _ - (Nameand Titie) -

. SRS I
- . AQM M‘:}w::\ r}»:(%rm& * ‘L‘::z:f.-_. ARG O D{ . \{
,,\(}"\6 [ For RPC or gtmulater §oiutaon Change Place Label Here] @ ”(" ,

IR - : & Sbf_t,f;_'j}-%_(H ________
3
! 5 ) .. F " .
.r\"; !
,;,"'\ 3 - L i
| I i
! e 1t }, "j".‘ i ‘
- Qr:lvcl:l. - —— -
e - DataMaster Simulator Solution ; -
Lot#12-88-100  EtOHag Conc: 0.038  -. . .
[ F‘or RPC Range: 0.093-0103 4 e Label Here]
TITTTTTTTTUTT reparation Date: 11/9/2012 Expires: 11/9/2013 ‘

: . DataMaster Simulator Solution
———————— “oie-e-w (ot #13-15-100  EtOHaq Conc: 0.099

[ For RP( fnge00sa-0a04 s Label Here]

R I 7}“}.‘,‘“*_._. .. Preparation Date: 08/9/2013 Expires: os/9/2014 _ 1 . ' ' :
. \g\\ | OPENED: wllcolw\’é | S oy )

ALC 803 REV 03.08/2011
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' L] P l
Log On Record History 107165613
Test Test
{ Date Time Name
{
DMT Serial Number #123106 Page L of 1 10/16/2013 3:44 PM




Status Record History

Page 1
10/16/2013

Status
Date

Status
Time

Test Type

Status Message

DMT 8erial Number #123106

Page 1 of 1

10/16/2013 3:43 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 123106
Location: Dover PD
Calibration Date:  08/15/2011
Certification Date: 08/15/2011
Installation Date:  06/15/2012
RPC Date: 10/16/2013

Supervisor Name: RICHARD J WERNER

Diagnostic Results

Accuracy and Precision Check

DMT Serial Number #123106

Concentration = 0,099 g/210L
Lot # =13-15-100
VERSIONS Range =0.004 -0.104
DMT: 1.01 Average =0.103 g/210L
PIC: 2,05 Std Dev =(,0000
Modem: 2.4
Questions: 2.1 .
RF Deicction Test
TEMPERATURES Passed
Sample Chamber = 48.8°C
"Breath Tube = 48.1°C Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS
Lamp Voltage = 1,76 V
Cooler Voltage = 1.76 V
Bias Voltage = 80 V 0.10 : — T ] 40.0
= 541 -
Chopper Freq 41 Hz 0.0 Alcohol (g/210L) 6.0
DUMP INFO Flow Rate(L/M) .
Flow Rate = 4.456 L/M 0.08 32.0
DETECTOR INFO 0.07
PUMP ON OFF : 28.0
MAX (V) 0.3970 0.4002 ‘ﬂ
MIN(V)  0.3957 0.3988 0.06 - 24.0
FILTER INFO 0.05 20.0
Filter 1 0.399 Zero = true J !\\
Filter 2 0.863 Zero = true 0.04 16.0
Filter 3 0.937 Zero = true
0.03 1z.0
CALIBRATION CHECK
Xq = 0,082 0.11% 0.02 8.0
0.01 /d n”f\/\,\v"'\ 4.0
Routine Performance Check Passed 0.00 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
anonnda
Performed by (s Date 10/16/2013
Reviewed by Date
Page 1of 1 16/16/2013 3:39 PM




[DOVRPDOALL] IR machine Page 1 of 1

[DOVRPDOALL] IR machine
Dover PD [DOVRPDOALL@DPS.STATE.VT.US] on behalf of Werner, Rich

[Rich.Werner@STATE.VT.US] '
Sent: Tuesday, June 18, 2013 10:28 AM
To:  DPS - dovrpdOall

FYI- if you have problems with the printer printing something with the IR machine, turn off the toggle switch on
the back of the IR, wait a minute or so and then turn back on. This allows the machine to reboot and then if you
use the copy icon on the screen this will allow you to print the form that you could not print-

I taped a note to the wall by the printer to remind you in case your memory is as long as my hair-

thanks, Richard

https://webmail.state. vt.us/owa/?ae=Item&{=IPM.Note&id=RgA AAADJnKteYavlTLnYos... 6/18/2013




STATE OF VERMONT
DEPARTMIENT OF PUBLIC SATTITY
VERMONT FORENSIC
LABORATORY

PO BOX 47
WATHRBURY, VERMONT 05676-0047

TEL: 80224428738

BAX: 802224145557

E-MATL: CJSOLAB@DPS.STATEVT. (S
HTTP:/ /VEL.VERMONT.GOV/

TO: LAW ENFORCEMENT OFFICERS

FROM: TRISHA CONTIL, ALCOHOL PROGRAM SUPERVISO
SUBJECT: BREATH TEST PROCEDURE

DATE: OCTOBER (4, 2013

ey

23 V.5.A. § 1202 {d) (3) states: 4 person who is requested by a lay enforcement officer fo submit to an
evidentiary test administered with an infrared breath-testing instrument may elect lo have a second
infrared test adwinisiered immediately gfter receiving the results of the first test. If a subject provides a
valid breath sample and then requests a second test, the officer must make all reasonable attempts to
provide the subject with an accurate and reliable second breath test, If the subject fails to provide an
adequate breath samiple for the second test (INCOMPLETE), the subject should be informed that he/she did
not provide an adequate sample and if they would like a second result, they need to provide a sufficient
sample, IF there is an ervor with the DMT that prevents a successful seecond breath test, the officer should
vestart the testing sequence with that instrument. If the officer cannot complete a successfil second test on
the present DMT, the subject should be transported to a new agency for breath testing and the full (two-
test) testing sequence, including the fifteen minute observation period, should be repeated,
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Brown, Steven

From: Brown, Steven

Sent: Friday, February 15, 2013 11:45 AM

To: Werner, Rich

Subject: RE: State v. Carole North--Datamaster Ré&cords request

Thanks for sending down the records. Could you please also send me a copy of your log book?
Thanks,

Steve

Steven M. Brown

Windham Counly Depuly State’s Altomey
P.(O Box 785

Brattieboro. VT 05302

802.257. 2860 vaite

802 257 2364 fax

From: Werner, .RICh
Sent: Thursday, February 14, 2013 11:26 AM

To: Brown, Steven-
Subject: RE: State v. Carole North--Datamaster Records request

just did the RPC and will send out in the mail today everything that you need- thanks and it is good to be back to work-
Richard

From: Brown, Steven

Sent: Thursday, February 14, 2013 8:39 AM

To: Werner, Rich -

Subject: FW: State v, Carole North--Datamaster Records request

Richard,
Welcome back.
Could you please send us updated records for your DMT?

Please include, the breath summary and status summary reports, RPCs, copies of your log book, and any other materials -
that have been generated. :

Thanks,

Steve

' SBteven M. Brown

Windham Counfy Deputy State's Atorney
7.0, Box 785

Brattleborg, VT 05302

502 257, 2860 woice

802 257258064 fax

From: Sarah Biolsi Vangel [mailto sbvangel@kramer!awofﬁces net]
Sent: Wednesday, February 13, 2013 4:41 PM
To: Brown, Steven
Subject: State v. Carole North--Datamaster Records request
1




Steve,

| reviewed the records on file at your office on Monday for the Dover PD Datamaster Unit #123106. It appears that the last
update from the agency was in October, 2012. ‘

Would you please request updated records for this unit through the end of January 2013 and let me know when you have
received them? Thank you,

Also, | have attached a follow up letter | am mailing to the Dover PD today fo obtain a copy of the in-crusier DVD (even if it
captured audio only) that | unsuccessfully attempted to copy from your file the other day.

Thanks,

Sarah

Sarah Biolsi Vangel, Esq.
Kramer Law Offices P.C.

42 Park Place

Brattleboro, VT 05301

(802) 257-2221 phone

(802) 257-2373 fax
sbvangel@kramerlawoffices.net

This Electronic Mail transmission and any accompanying documents contain information belonging to the sender which
are CONFIDENTIAL. This information is intended only for the use of the individual or entity to whom this transmission was
addressed, as indicated above. If you are not the intended recipient, any disclosure, copying, distribution, or action taken
in reliance on the contents of this information is strictly prohibited. If you have received this transmission in error, please
reply to the sender at (802) 257-2221 or the above e-mail address and delete this message and all attachments from your

storage files. Thank you.
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06/05/2013 14:28 8924648915

DOVER POLICE DEPT

PAGE B2,

DataMaéter DMT Monthly Update Check-list

Department/Agency:. Dooves (), X DMserial#_ | 2&10€

Date: DG [0S (2013

Other Reports

List other report type and date: .
Tov Cow clax

Provided None this month
Opw ] - —
Maintenance Logbook Ed ]
Breath Summary Report rd Ll
St'gltus Summary Report | [Q/ ]
Calibration Report O g
Ceﬁiﬁcation Report ] [~
Installation Report ] III/
Annual Pfeventative Maintenance ] E/
Routine Perfofmance Check Ef \ e ¥ - ]
Simulator Solution Change [3// r.-df ]




@6/05/2013 14:28 8924645915

DOVER POLICE DEPT PAGE B3
ROUTINE PERFORMANCE CHECK REPORT
DataMaster DMT: 123106
Location: Dover PD
Calibration Date:  08/15/2011
 Certification Date;  08/15/2011
Ingtallation Date:  06/15/2012
RPC Date: 06/05/2013 :
Supervisor Name: RICHARD J WERNER
Concentration =0,098 g/210L
. Lov# = 12-88-100
VEBR3IONS Range =0.093 -0.103
DT 1.01 Average = (3,103 g/210L
BIC: 2.05 8td Dev = 0,0000
Modem: 2.4 .
Questions: 2.1 RFD ion T
TEMPERATURES Passed
gampie Chanber = 49.1°C -
Breath Tube = 48.1°C - Sample Acceptance Test
pigital Sim = 33.5°C Passed
SETTINGS
Lamp Voltage = 1.76 V
Coocler Voltage = 1.76 V
Bias Voltage - 30V 0.10 : ? T F T 40.0
Chopper Freq = 541 He Alconol (9/210L)
- 0. 09, Pl Rata L/M) . 36.0
PUME INFO
Flow Rate = 4,529 L/M o.o08 ~=132,4
DETECTOR INKFO T )
PUMP  ON OFF 0.07 28.0
MAX (V)  0.3433 0.3455 N
MIN(V)  0.3419 0.3445 0.06 ~24.0
PILTER INFO PO [ SN S SN NP St St St SO & 2 20,0
Pilter 1 0.345 Zero = true (
Filter 2 0.814 Zeroc = frue 0.04 16.0
¥Filcer 3 0,009 Zers = true
] e e S 12.0
CALIBRATION CHECK 1 h
xq_ = 0.082 0.21% . }\. g.Q
0. l 1.0
Routine Performance Chock Passcd 0 : 0.0
0 S5 10 15 20 25 30 33 40 45 50 55 60
RSN
Peformedby WV Date 06/05/2013
Reviewod by Date
Page | of 1 06/05/1013 3:00 PM

DMT Beris] Number #123106
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DOVER POLICE DEPT PAGE @5

Page 1
i 06/08/2013
status Record History
seatus | Status Test Type status Message
Date Time _
: TON CRECK FAILED
T52:10 | REC Record ACCURBLY AWD PRECIS
gi,/v'jig;;g]ig gg:izs;ls-l BUT Sggjvdh Ragord gimwlator out of Range
Pﬂp —
DMT BSonisl N #123106 1ofl ST e
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DATAMASTER DMT MAINTENANCE LOG

jj_’ﬁ\@b

DataMaster DMT Senal Numhar

PERF’ORMED BY.
(Name and Title)

...............................................

..............................................

....................... | D |
Lot # 12-88-100

-....._.--n.......gu-.n_...-t

or 5al
EtQHaq Conc: 0.098

[ For RPG. pange:0.083-0.108
Preperation Date: 11/5/2012 Ewnlres: 11/0/2013

.........................................

STV JOL RS TR TR Lt et

............................

[ For RPC of Slmulator Solutlon Chang

e Place Label Here]

...........................................

______________________________________

e i AT e A T mamn T S e

R mmm AT AR AN

ALC 803 REV 03 08/2011




B82/19/26813 12:04 8024648915 DOVER POLICE DEPT . PAGE 82

~ DATAMASTER DMT MAINTENANCE LOG -
Doverr . 1236k

~ Department/Agancy DataMaster DMT Serlel N_umbaf

S | | pERFORMED BY |
DATE | . TYPE OF SERVICE PERFORMED ‘ . (Namé and Title) )

| 20 prAimulater Whution ChangeiRgsil abel Here] |- S
£ (ock, Svpeavimer heok repledh

lon '

" s \?/_ ......... r-llotﬂ12-70-100 EtOHag Cone: 0.100 —
‘D 6 Range: 0.095-0.105 N .
[ FOF Fereparation Date: 04/17/2012  Expires; 04/17/2013 lace Label Here]

.. OPENED: .

N ] Rkttt ety e s b et e o A R g R g § T P S e T s s A 1S T R T

2% pPe wus Bie-

. DataMa imulator Solutlon
; - Llot#12-B0-100  EwOHaq Conc: 0.099 ‘ :

[ For RPC pange: 0.094- 0,304 : @ Label Here]

| - Preparation Date: 07/5/2012 Expires! 7/8/2013 AT e 1

_——— —

SN PR =

rnp\mJSduH‘MQrw\'ﬂhupfwampkav)
l'dfw\ﬂnmxa\amu fe ]

L T .

[ For RPC or Simulator Solution Change Place Label Heré]“'

....................................................................

ECEIVED
* ALC 803 REV 03 0812011 Lo ' g - o
' I : EER 19 2013

BY:_ U
WINDRam COUNTY SAQ e




DataMaster DMT Monthly Update Check-list

Department/Agency: Dnu&r‘ p d D . DMserial#:_ | 23'\C G

Date: 02 /I 200 3 P RECEVED

cep 15 201

ol -

Provided None this monthy.
WINDHAM COUNTY SAQ

Operators Logbook —_—

Maintenance Logbook
Breath Summary Report
Status Summary Report
Calibration Report

Certification Report

Installation Report

55

Annual Preventative Maintenance

Routine Performance Check oa‘"/o Ve

¢
Simulator Solution Change

0 R 0000~ g [

L]
[]
Other Reports (]

List other report type and date:

L—OQ O PBCC’Q‘»QI &U‘J5 (Cw@ﬁ {/M@MO ‘pfdr\ L"-\.é“ 15/12/
€ M ‘gwr\_\%g o?.,\ox.\




' ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Resuits

VERSIONS

DMT: 1.0%1

PIC: 2.05
Modem: 2.4
Questicns: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

mun

SETTINGS

Lanp Voltage
Cogpler Voltage
Bias Voltage
Chopper Freg

w0

PUMP INFO
FFlow Rate = 4.461

DETECTOR INFQ
PUMP ON

MAX (V) 0.3014
MIN({V) 0.3004

FILTER INFOC
Filter 1
Filter 2
Filter 3

0.303
0.774
0.858

CALIBRATION CHECK
Xq = 0.082 0.00

Routine Performang

123106

Dover PD

08/15/2011

08/15/2011

06/15/2012

02/14/2013

RICHARD J WERNER

Accuracy and Precision Check

Conceniration
Lot #

Range
Average

8td Dev

L/M

OFF
0.3043
0.3028

true
true
true

Zero
Fero
Zero

ot

%

e Check Failed

It

I

I

C;m«wi o/ 7 on ‘(Jlmare/\

Performed by

Reviewed by

& Date

02/14/2013

Date

DMT Seriaf Number #123

106 Page 1 of 1

02/14/2013 10:52 AM




'ROUTINE PERFORMANCE CHECK REPORT

DaiaMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

VERS I ONS

DMT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

e

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

L O [}

PUMP INFO

123106

Dover PD

08/15/2011

08/15/2011

06/15/2012

02/14/2013

RICHARD J WERNER

Flow Rate = 4.493 L/M

DETECTOR INFO

PUMP CN
MAX (V) 0.3059
MIN(V} 0.3045

FILTER INFO

Filter 1 0.308
Filter 2 0.779
Filter 3 0.862

OFF
0.3081
0.3067
Zern = true
Zero = true
Zerco = true

CALIBRATION CHECK
Xg = 0.083 0.42%

Routine Performance Check Passed

Accuracy ard Precision Check

Congentration =0.099 g/210L
Lot# = 12-80-100
Range =0,094 - 0.104
Average =0.102 g/210L.
Std Dev = (L0000
RF Detection Test
Passed
Sample Acceptance Test
Passed
0.10 PN T T 40.0
——— Alcohol (g/210L)
9.09 |~ Flow Rate (L/M) 36.0
0.08 32.0
0.07 28.0
0.06 k A 24.0
0.05 ﬂ f/J 20,0
0.04 ! / 16.0
0.03 / 12.0
G.02 ) 8.0
0.01 A 4.0
0.00 / I “ 0.0

0 5 10 15 2b 256 30 35 40 45 50 55 60

Performed by

Reviewed by

@/O'KIJW\P_/\

Date 02/14/2013

Date

DMT Serial Number #123106

Page 1 of 1

02/14/2013 11:05 AM
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Status Record History

Yage 1
02/14/2013

Status Status

) Test Type 3tatus Message
Date Time Yp g
' 10/08/2012 11:52:51 RPC Record SAMPLE ACCEPTANCE TEST FAILED
01/10/2013 22:57:34 DUT Subject Record RESPONSE TIMEOUT
01/22/2013 01:15:52 | oUL Subject Record RESPONSE TIMEOUT
02/14/2013 10:52:10 | RPC Record BACCURACY AND PRECISION CHECK FAILED

DMT Serial Number #123106

Page 1 of 1

02/14/2013 11:09 AM




‘Log On Record History

Page 1
02/14/2013

Test
Date

Test
Time

Name

DM Serial Number #123106

Page 1 of 1

02/14/2013 11:11 AM




STATE OF VERMONT
DEPARTMENT OF PUBLIC SAFETY
VERMONT FORENSIC LABORATORY

- P.O.BOX 47
WATERBURY, VERMONT 05676-0047

‘TEL: 802.244-8788

FAX: 802.241-5557
E-MAIL: DPS - cjsOlab@state.vi.us
hitp:/iwww. vil.vermont.gov/

MEMORANDUM
TO: DATAMASTER DMT SUPERVISORS
FROM; ROBERT DRISCOLL, DMT TECHNICIAN

SUBJECT: CONTACT INFORMATION

DATE: 11/15/2012

Included in this mailing are two bottles of simulatot solution, a DataMaster Supplies Request form,
and a DataMaster Supervisor Contact Information form. If thete is any new contact information
please fill out an updated DataMaster Supetvisor Contact Information form and return it to the
Vetmont Fotensic Laboratory. The forms can be emailed to the contacts listed below ot mailed to
the address above. Thank you for your attention and please do not hesitite to. contact me if you

have any questions.
DataMaster DMT Contacts:
 Trisha Conti, PhD
Trisha..conti state.vt.ug

Amanda Bofduc, MES

Amanda.bolduc(@state.vt.us

Rebecca Mead, MFS

Rebeccamend(llstate.viius

Robest Driscoll

Rob.driscoll@statevtus

Mareella Giammanco

Marcella. Giammanco(@state.vt.us

Alcohol Program Supervisor

Forensic Chemist

Forensic Chemist

DMT Technician

Administrative Assistant




STATE OF VERMONT
DEPARTMENT OF PUBLIC SAFETY
VERMONT FORENSIC LABORATORY

TEL: 80224448788
FAX: 802+2415557
E-MAIL: c¢jsOlab@dps.state.vtus

P.0. BOX 47 http:/ /www.dps.state.vt.us/cjs/

WATERBURY, VERMONT 05676-0047 |

MEMORANDUM
TO: DATAMASTER IDXMT SUPERVISORS
FROM: MARCELLA GIAMMANCO, ADMINISTRATIVE ASSISTANT

SUBJECT: CONTACT INFORMATION
DATE: 2/1/2013

Enclosed arte DataMaster DMT Contacts, DataMaster Supplies Request Form and DataMaster
Supetvisor Contact Information form that may be have been left out of the last shipment of DMT
simulatot solution bottles you received. Please do not hesitate to contact me if you have any
questions. I can be reached by email or my direct phone number is 80242415282,




DataMaster DMT Monthly Update Check-list

Department/Agency: D over p T) ' DM serial #: | 23106

Date: (0 /D [ 2ol2

RECEIVED
Provided None this month -~
et e 2o
Operators-Logbook W C 5 A
Maintenance Logbook '
Breath Summary Report

Status Summary Report
Calibration Report

| ertification Report

Installation Report

Annual Pfeventative Maintenance
| Routine Performance Check

/\ 00’

Simulator Solution Change

T RROO0O00RQA{RD
DDiD@Q@QDDD'[j

Other Reports
List other report type and date:

LN\‘ onr rec.ﬂ‘&’, St=avs fc’coﬂ-J
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DATAMASTER DMT MAINTENANCE LOG

Deover 231686
DeparﬁmentlAgency ) ‘ DataMasth DMT Serial Number
'DATE - TYPE OF SERVICE PERFORMED PERFORMED BY

(Name and Title)

ISeuhon S (QMW 20 (v\s'_'h”__
P”’hu@l o Y“‘-hgﬁxt Sl u,(hd\a ' ‘

2 and BPM " sepudats

’ DataMaster Slmulator Solution

e \} ............ ~lot#12.70-100  EtOHag Conc: 0.100 _
|0 6 : Range: 0.095 - 0.105 ‘
- | .[ For FPreparatlon Date: 04/17/2012 Expires os/17/2013  ~lace Label Here]

[ For RPC or Simu!ator So!ut;on Change Place Labei Here]
ALC 803 REV 03 08/2011




