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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 10/30/2014
Supervisor Name: HOLLY L ELLIS

Diagnostic Results Accuracy and Precision Check
Concentration ={.099 g/210L
. . Lot# = 14-04-100
VERSIONS . o Range =0.094 -0.104
DMT; 1.01 . - Average =0.100 g/210L . )
PIC: 2.05 S ‘ Std Dev =0.0000 e
Modem: 2.4 ’ .. - : : .
Questions: 2.1 . . - .
. RF Detection Test :
TEMPERATURES - Passed &
Sample Chamber = 48.,9°C : '
Breath Tube = 48.1°C ample Accepiance Tes
Digital Sim = 34.,0°C Passed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V .
Bias Voltage = 80 V 0.10 7 T 7 : ; - 40.0
py _ N R
opper Freq 556 Hz o 00k Alaohol (g/210L) oo
PUMP INFO Flow Rate{L/M}
Flow Rate = 4.372 L/M 0.08} T . — 32.0
DETECTOR INFO : n
p ON OFF 0.07 b S r 28.0
MAX (V) 0.4813 0.4825 :
MIN{V) 0.4785 0.4809 0.06 ) 24.0
FILTER INFO 0.05 . o N O SO A 20.0
Filter 1 .482 Zero = true . . -
Filter 2  1.179 Zero = true o LE T B e S e 1 N\ 16.0
Filter 3 1.670 Zero = true :
? 0, 03] trb et i g A - 11z.0
CALIBRATICN CHECK
kg = 0.127 0.21% : 0. 02 5.0
0.01 I\‘V’ 1!" “ B R 14,0
Routine Performance Check Passed " 0,001 - 0.0
. . 0 5 10 15 20 25 30 3B 40 45 50 55 60
A oty E
Performed by Date 10/30/2014
Reviewed by Date e ‘ .

DMT Serial Number #121606 Page 1 of 1 10/30/2014 9:58 AM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 121606
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
APM Date: 08/26/2014
Performed by: ROBERT DRISCOLL
Di ic Its Siny r Vapor
Concentration =0.099 g210L
Lot# =13-15-100
VERSIONS N Range =0.094 -0.104
mMT: 1.01 . Simulator Vapor =0.097 ¢/210L
PIC: 2.05 : S _ : "
Modem; 2.4 ' ‘e : " : .
Questions: 2.1 RF Detection Test . N
. Passed
TEMPERATURES
Sample Chambexr = 48.7°C Sample Acceptance Test
Breath Tube = 48.1°C Passed
Digital Sim = 34,1°C
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V
Bias Voltage =80 V 6.10 : 7 7 40.0
Chopper Freq = 549 Hz o 0l Aleohol (g7210L) oo
PUMP INFO - Flow Rate{L/M) -4
Flow Rate = 4,575 L/M 5.08 _ 3.0
DETECTOR INFO \'\ ’
PUMP  ON OFF 0.07 v 28.90
MAX (V)  0.4642 0.4677
MIN(V)  0.4626 0.4663 0.06 24.0
FILTER INFO ¢.05 20.0
Filter 1 0.467 Zero = true
Filter 2 1.169 Zero = true 0,04 16.0
Filter 3 1.660 Zero = true ;
M 0.03 12.0
CALIBRATION CHECK
Xq = 0.127 0.353% 0. 02 0.0 °
0.01 4.0
APM PASSED 0.00 : 1 . 0.0
: 0o 5 10 15 20 2% 30
ANIST Therromedec SN 11919517 I
* ke B/
Performed by Z kP Date 08/26/2014 s
Reviewed by Date
DMT Serial Numl;er #121606 Page 1 of 1 08/26/2014 10:58 AM




DMT Serial Nux

B th R d Histor Y Y
rea ecor istory 01/25 75015
Test Test Blcohol Alcohol Sim. Sim. -
. Agenc Operator Name Status Message
Date Time g ¥ P val., 1 Val. 2 Conc. 1 Conc. 2 g
0372172013 20:33:34] WINDUAM COUNTY S0 TYLER O GOORE 0.216 0. 100
05/01/2013 17:14:10] WINDEAM COUNTY SO MELISSA T MARTIN 0.237 0.240 0.096 0.094 Pump Error
09/05/2043 18:24:04] WINDEAM COUNTY SC MICHAEL J BUZBY 0.162 G.097 RESPONSE TIMEOUT
05/18/2013 21:06:09] WiNDHAM COUNZY SO MARK R _ANDERSON 0.088 0.089 0.056 0.096
11/15/2013 20:11:06] WINDHAM COUNIY S0 MARK F._ANDERSON 0.093 0.101 0.0939 6.099
04/18/2014 61:03: 54 WINDERM COUNTY SO CHRIS NORTON 0.073 G.0%9
05/2972014 22:25:21] WINDHAM COUNTY 50 CHRIS NORTON 0.0%7 RESPONSE TIMEOUT
05/28/2014 22:29156] WINDHAM COUNTY &0 CHRIS NORTON REFUSED 0.0%8
06/0372014 20:26:05] WINDHAM COUNTY 80 CHRIS NORION 0.093 Simulator Out of Range
06703/2014 20:30:34| WINDEAM COUNTY 80 CHRIS NORTON G.269 0.275 0.094 0.034
Qo
&
= z
=
m (o] =
5 2
= <> QO
ﬁquh I=F) W
i} =
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e = g
= 5
=
&=
3 =
[y
121606 of 1

F/125/2014 8:23 AM



Page 1

»
Status Record History 0172509014
Status Status
. Test Type Status Message
Date Time yp g

L 01/2013 17:20:38 PUI Subject Record Pump Error
09/05/2013 18:28:21 | DUI Subject Record RESPONSE TIMEGUT
1073172613 14:20:20 | RPC Record ACCURACY AND PRECISION CHECK FALLED
03/06/2014 09:56:44 | RPC Record ACCURACY AND PRECISION CHECK FAILED
05/29/2014 22:28:36 DUI Subject Record RESPONSE TIMEQUT
06/03/2014 20:29:33 DUI Subject Record Simulator Out of Range
06/17/2014 09:07:12 | REC Record ACCURACY AND PRECISTON CHECK FAILED
06/17/2014 09:158:02 | RPC Recorda SAMPLE ACCEPTANCE TEST FAILED

DMT Sertal Number #121606 Page 1of 1 07/29/2014 8:24 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date;:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/2011
RPC Date: 06/17/2014

Supervisor Name: HOLLY L ELLIS

Di. ic Res

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES -
Sample Chamber

Breath Tube
Digital Sim

§an
o
oo
=

o
o]

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fregq

i}

1.87 v
1.79 v
80 v
554 Hz

o

PUMP INFQ
Flow Rate = 4.505 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.4287 0.4319
MIN (V) 0.4266 0.4299

FILTER INFG

Filter 1 0.430 FEZero = true
Filter 2 1.135 Zero = true
= true

Filter 3 1.630 Zero

CALTBRATION CHECK
xq = 0.127 0.14%

Routine Performance Check Passed

Accuracy and Precision Check

Concentration = 0,099 g/210L

Lot# =13-15-100

Range = 0.094-0.104

Average =0.101 g210L

Std ]?Qv =(.0000

RF Detection Test '

Passed
le A Test
Passed
0.10 H i i i 5 i 40.0
Alcohol {g/210L)

0.09}- Flow Rate{L/M) | 36.0

I e -[32.0

0.07 . 28.0

0.06 24.0

0.05 e L\\ 20.0
. 0.03 : l E 12.0

g.02 ‘ : 8.0

0.01 < *\ M]j £.0

0:00 ﬂ . - 0.0

¢ 5 10 15 20 25 3¢ 35

40 4% 50 55 &0

Performed by \otrnEre Date 06/17/2014
Reviewed by Date
DMT Serial Number #121606 Pasa 1 afl

N&EMTHMNA IN-18 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Locaiion:
Calibration Date:
Certification Date:
Instaliation Date:
RPC Date:
Supervisor Name:

Di stic Results

VERSIONS

DMT: 1.01
PIC: 2.05
Modem: 2.4 .
Quastiona: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim

]

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

nwnan

PUMP INFO
Flow Rate = 4.572

DETECTOR INFO

121606

Windham County SO
08/22/2011
08/22/2011
09/07/2011
06/17/2014

HOLLY L ELLIS

L/M™

PUMP ON OFF

MAX (V) 0,4165 6.4207

MIN (V) 0.4150 0.4195
FILTER INFO

Filter 1 0.420 YZero = true
Filter 2 1.127 Zero = true
Filter 3 1.619 Zero = true
CALIBRATION CHECK

Xg = 0.127 0.21%

Routine Performance Check Failed

Accuracy and Precision Check

Concentration = 0,099 g/210L
Lot# =13-15-100
Range =(.094 - 0,104
Average =0.101 g/210L
Std Dev =0.0000
RF Detection Test

Pagsed
Sample Acceptance Test

&mkmkwn‘ﬁ Rbgror:. @/M+W a4

Performed by

Reviewed by

PMT Serial Number #121606

Date 06/17/2014

Date

Paoa 1 of }

OAIETIIOEA TO-10 AN




~ Chopper Fregq

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Centification Date: 08/22/2011
Instatlation Date:  09/07/2011

RPC Date: 06/17/2014
Supervisor Name; HOLLY L ELLIS

Diagnostic Results Accuracy and Precision Check

Concentration =

Lot#
VERSIONS Range
pMT: 1,01 Average
PIC: 2.05 : . . Std Dev
Modem: 2.4 R - . :
Questions: 2.1 . - N

& & §

TEMPERATURES - -

Sample Chanmber =
Breath Tube
Digital Sim

[
<SS -

i

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage

1.67 v
1.79 v
B0 Vv

553 Hz

nwan

PUMP INFO
Flow Rate = 4.451 L/M

DETECTOR INFO

PUMP  ON OFF

MAX (V) 0.4136 0.4173
MIN(V)  0.4124 0.4157

FILTER INFO

Filter 1 0.416 Zero = true
Filter 2 1.124 Zero = true
Filter 3 1.618 Zeroc = true

CALIBRATION CHECK
Xq = 0.127 0.07%

Routine Performance Cheqk Failed

Sotutiv v Co- pratid Asale and m»faﬁ%

Performed by <HouryBees Date 06/17/2014

Reviewed by Date ‘ -

DMT Seriat Numher #121606 Para 1 of t NRINT7IAT14 10-1R AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Ceriification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 03/06/2014
Supervisor Name: HOLLY L ELLIS

Diagnogtic Results Accur, Precision Check
Concentration =
Lot # =

VERSIONS Range =

DMT: 1.01 Average =

PIC: 2.05 - . Std Dev =

Modem: 2.4 S . I

Questions: 2.1

TEMPERATURES -
Sample Chamber = 48.7°C
Breath Tube = 46,6°C
Digital Sim = 34,1°¢C
SETTINGS

Lamp Voltage = 1.66V
Coocler Voltage = 1.78 V
Blas Voltage = 80 V
Chopper Freq = 553 Hz

PUMP INFO
Flow Rate = 4.506 L/M

DETECTOR INFO

PUMP ON OFF

MRX (V} 0.3860 0.3886
MIN(V} 0.3841 0.3868

FILTER INFO

Filter 1 0.387 Zerxro = true
Filter 2 1.098 Zero = true
= tyue

Filter 3 1.600 Zero
Ll

CALIBRATION CHECK
Xqg = 0.126 0.14%

Routine Performance Chec;k Failed

R E .

Performed by Date 03/06/2014

Reviewed by Date

DMT Serial Numher #1216806 Page 1 aof 1

030612014 9-57 AM




—

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location:
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
RPC Date: 03/06/2014

Supervisor Name: HOLLY L ELLIS

Diagnostic Results
VERSTONS

DMT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1
TEMPERATURES -
Sample Chamber = 48.8°C
Breath Tube = 46.2°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.67 V
Cocler Voltage = 1.79 V
Bias Voltage = 80V
Chopper Freq = 553 Hz

PUMP INFO
Flow Rate = 4.521 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3886 0.3925
MIN (V) 0.3864 0.389%96

FILTER INFO

Filter 1 0.390 Zero =

Filter 2 1,100 Zerxo = true

Filter 3 1.602 Zero = true
%

CALIBRATION CHECK
Xg = 0.127 0.21%

Routine Performance Chet_:k Passed

Windham County SO

true -

d Precision Check

Concentration =0.099 g/210L

Lot# =13-15-100

Range =(),094 - 0.104
Average =0.102 g/210L

Std Dev =0.0000

RF ion Test )

Passed z
Ll
Sample Acceptance Test
Passed
0.10 I R 40.0
Alcohol{g/210L}
0.0% Flow Rate(L/M) [t 36.0
0.09 ' ~432,0
0.07 o 28.0
P30 07 <) PUUNUUE SUURI SURMIOR UM SN SHSSES SHVINES i SR I SRS SRR 25.0 "
0. 05 T LI TTeeE et PPN ) I PR 20 . O
- »

O' 04 [ESSPPRPP S SN R— 16 . 0
0.03/- g - e ~§12.0
0. 02 frbo -1 8.0
0.01 poy s ‘ St e 4.0
orool AL LL Ll

0 5 10 15 20 25 30 35 40 .- 45 '50 55 60

Performed by

Reviewed by

DMT Serial Number #121606

Date 03/06/2014

Date

Page 1 of 1

03/06/2014 10:09 AM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606

Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011

RPC Date: 10/31/2013
Supervisor Name: HOLLY L ELLIS

Diagnostic Regulis

VERSIONS

MT: 1.01

PIC: 2.05
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chanmber

Breath Tube
Digital Sim

[}
Wb w
»
N
© -~ o

SETTINGS

Lamp Voltage
Coolex Voltage
Bias Voltage
Chopper Freq

nawh
[ Y
e
fled
<

PUMF INFO
Flow Rate = 4.401 L/M

DETECTOR INFO

PUMP oN OFF

MAX (V) 0.3715 0.3726
MIN (V) 0.3685 0.3707

FILTER INFO

Filter 1 0.371 Zero = true
Filter 2 1.086 Zero = true
Pilter 3 1.589 Zero = true

£

CALIBRATION CHECK
Xq = 0.126 0.07%

Routine Performance Check Failed

it .

Accuracy and Precision Check

Conceniration
Lot#

Range
Average

Std Dev

[V T |

siborion had drvoak). ﬂefﬁem&%m#m L

10/31/2013

Performed by k-2 T Date
Reviewed by Date
DMT Serial Number #121606 Page 1 of 1

¢

10/31/2013 2:26 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011 )
Installation Date:  09/07/2011
RPC Date: 10/31/2013
Supervisor Name: HOLLY L ELLIS
Diagnostic Results Precisi k
Concentration = (1,100 g/210L,
Lot# = 13.13-100
VERSIONS Range ={.095 - 0,105
DMT: 1.01 Average =0.102 g210L
pIC: 2.05 Std Dev =0,0000"
Modem: 2.4 e
Questions: 2.1 , ~
RF Detection Test
TEMPERATURES - Passed i
gample Chanber = 48.6°C } ’
Breath Tube = 47.2°¢C Sample Acceptance Test
Digital 8im = 34.1°¢ Pagsed
SETTINGS
Lamp Voltage = 1.66 V
Cooler Voltage = 1,73 V )
Bias Vﬂltﬂgﬁ = 80 V 0.10 Y T : 40.0
chgpper Freq = 583 Hz Aloonol (9/210L) .

) (oI 11 0 i S A & e e} 36,0
PUMP TNFO Flow Rate{L/M) ‘
Flow Rate = 4,544 Ix/M LT ] e e T B e R 32.0
DETECTOR INFO
PUMP  ON OFF 0.07 : 28.0
MAX (V)  0.3764 0.3768
MIN(V)  0.3720 0.3754 L e A ER S T -|24.9°
FILTER INFO 0.05 -120.0
Pilter 1 0.375% fZero = true . .

Filter 2 1 - 039 zero = true ) 0 . 04 SR SUUUUURR A PRPPPN IPPTPPRPE PR .- 16 . 0
Filter 3 1.595 Zere = true I M i

' 0. 03 | WA 12.0
CALIBRATION CHECK
Xg = 0.126 0.00% - 0. I 8.0

0 PR o 2 BN 1B PGy 1 1R 11 it ettt Attt St . 4 . G
Routine Performance Check Passed " 0. " ¢.0
: 20 30 40 500 60 70 B0 30
&P R

Performed by D) Date 10/31/2013
Reviewed by Date
DMT Serial Number #121606 Page 1 of 1 10/31/2013 2:35 PM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 121606
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
APM Date: 08/15/2013
Performed by: ROBERT DRISCOLL
Di ic R

VERSTONE

MT: 1.01

PIC: 2.05

Modem: 2.4

Questions: 2.1

TEMPERATURES -
Sample Chamber = 48.8°C
Breath fTube = 46.9°C
Digital Sim = 34,0°
SETTINGS

Lamp Voltage = 1,67V
Cooler Voltage = 1.79 V
Bias Voltage = 80V
Chopper Freq = 532 Hz

PUMP INFO
Flow Rate = 4.473 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.3453 0.3472
MIN{V) 0.3427 0.3453
FILTER INFOQ

Filter 1 0.347 Zero =
Filter 2 1.067 Zexro =
Filter 3 1.569 Zero =

CALIBRATION CHECK
Xq = 0.126 0.35%

APM PASSED

nIsT Thermometer sia 185722 sl

Performed by

true
true
true

[

s D

Reviewed by

DMT Serial Number #121606

Simulator Vapor Test

Coneentration ={.101 g’210L
Lot# =12-87-100
Range =0,096 -0.106
Simulator Vapor =(0.097 g/210L
RF tion T

Passed

Sample Acceptance Test
Passed

0.10 7 , 7 7 40,0
o.00] | T oot grman |
0.08 ~|32.0
PoUR e ] (SRR RN SUS— S S o SRR SR 28.0
3 e s S L 24.0
0,05} e 20.0
0.04 16.0
0.03 - 12.0
0.02 8.0
I e £ o H 1.0
0.00 r\ - i 0.0
o 5 10 15 20 . 25 30
R 8'[!5’%3‘
Date 0811512013 ‘
Date .
Page 1 of 1 081151201.3 11.:05 AM




ROUTINE PERFORMANCE CHECK REPORT

- DataMaster DMT: 121606
Location: Windbam County SO
Calibration Date:  08/22/2011
Certification Date: 08/22/2011
Installation Date:  09/07/2011
RPC Date: 06/27/2013
Supervisor Name: HOLLY L ELLIS

Di ic R Accuracy and Pregision Check
Concentration = (0,101 g/210L
Lot # = 12-87-100
VERSIONS Range =0.096 - 0.106
pMT: 1,01 Average = 0.099 g/210L
PIC: 2.05 - ) . Std Dev =0,0000 -
Modem: 2.4 : - o 2 .
(uestions: 2.1 i ) .
RF Detection Test
TEMPERATURES - " Passed .
Sample Chamber = 49.1°C .
Breath Tube = 47.2°C le Acceptance Test
Digital Sim = 34.0°C Pasgsed
SETTINGS
Lamp Voltage = 1.67 V
Cooler Voltage = 1.79 V
e Bias Voltage = 80V 0.10 ] ] T 40.9
Chopper Freqg = 552 Hz : s :
- .00 Aicohol {g/210L) i Jas.0
PUMP INFO — Flow Ratel(L/M)
Flow Rate = 4.498 L/M 0.08 S 32.0
DETECTOR INFO ' A
PI’MP ON OFF 0 . 0'? ...... . revens e Ml St S 28 . 0
MAX (V} 0.4502 0.4535
MIN(V) 0.4484  0.4518 _ 0.06 g 24.0
FILTER INFO 0.05 - Wpi-—{ 20 0
Filter 1 0.453 Eero = true
Filter 2 1.158 Zero = true . 0.04)~ S 16.0
Pilter 3 1.650 Zero = true :
T 0.03|- g 12.0
CALIBRATION CHECK -
g = 0.126 0,70% - 0.02 y IRy ; 8.0 "
Routine Performance Check Passed o 0.0l LR £ IU S 0.0
e ¢ 5 10 15 20 25 30 35 40 45 50 55 60
S A RAFE L
-~ Performed by Date 06/27/2013
Reviewed by Date

DMT Serial Numbar #121606 Pace 1 0f 1 06/27/2013 1:42 PM




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Locatton: Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/2011
RPC Date: 02/28/2013
Supervisor Name: HOLLY L ELLIS
Diagnostic ts A and Precision Check
Coneentration =(),098 g/210L
Lot# =12-73-100
VERSIONS Range =0.093-0.103
DMT: 1.01 Average =0.102 g/210L
PIC: 2.05 Std Dev =0.0000 -
Modem: 2.4 H
Questions: 2.1 , ;
RF Detection Test
TEMPERATURES Pagsed <
Sample Chamber = 49.0°C .
Breath Tube = 48.1°C le A Test
Digital Sim = 34.0°C Passed
SETTINGS
Lawp Voltage = 1.67 V
Cooler Voltage = 1.79 V
Bias Voltage = BO V 0.10 T 1 40.
Chopper Freq = 553 Hz o 0ol Alcohol (9721003 | e
PUMP INFO —— Flow Réte(L/M)
Flow Rate = 4.454 L/M P T} AU NS e e S S S S E 32.
DETECTOR INFO
—— oN OFF 0.07 S Rt ST S 98.
MAX (V)  0.3230 0.3238
MIN(V) 0.3185 0.3224 0.08]- 4.
¥ILTER INFO 0.05 . -|20.
Filter 1 0.322 Zero = true \‘J\
Filter 2 1.044 Zero = txue i 0.04{- \peia{ 16
Filter 3 1.556 Zexro = true /\\
* 0. -1z,
CALIBRATION CHECK l
%¥q = 0.126 0.21% - 0. T S P
, i e
Routine Performance Check Passed o 0 : : 0.
: _ ¢ 5 10 15 20 25 30 35 40 45 50 55 &0
Performed by N Date 02/28/2013
Reviewed by Date
TIMT Serial Numbet #121606 Page 1 of 1 02/28/2013 9:37 AM




. Page 1
Breath Record History 02/28 5013
Test Test Alcchol Alcohol Sim. Sim.
Date Time Agency Operatoxr Name val. 1 Val. 2 Conc. 1 Conc. 2 Status Message
01/01/2013 01:53: 36| WINDHAM COUNTY S50 MERK R ANDERGON G. 147 0.144 0.008 0.099
Q
b4
W
2
e Z |2
EWW o~ 5
) Q
a = |3
&3 =
i1
o oo num
Ll 0O
e 2
=
@
DMT Serial Num., 21606 vw,, A.m 1

18/2013 10:00 AM



Status Record History

Page 1
02/28/2013

Status
Date

Status
Time

Test Type

sStatus Message




. Page 1
Log On Record History 022073013
Test Test
Date Time Name
DMT Serial Number #121606 Page 1 of 1 02/28/2013 10:03 AM




"{ji;) }mh\%‘u} \W L{/{H \“qﬂi

DATAMASTER DMT MAINTENANCE LOG

I
SO0

Departmenﬁ’Agency

DataMaster DMT Serial Number

TYPE OF SERVICE PERFORMED

PERFORMED BY
(Name and Title)

DataMaster Ext. Std, Solution

Lot# 11-41-100 EtOH,, Cenc: 0.101 - T s
Range: 0.096 - 0.106 Lii? el ’”“3 srel
Preparation Date: 06292011 Expires: 06/29/2012 . B

OPENFD %////;7—’ o
ﬂ“ -t Al for gt peiiabd ]

.7 /ZMZ? . MC ﬂi& ar.

DataMaster Simulator Solution
Lot # [2-58-100 EtOH,, Conc: 0.100 ...

Range: 0.095 - 0.105 o o
Preparation Date: 02/09/2012 Expires: 02/09/2013 abal Here|

o _lf J I?’ L e

)0;9 ﬂ - ‘/&\l&é lsknee . ft’: St Grmeshovl 4
M Acﬂ@%b\»u* p’“»&/%«tm\ led - QQ“EXLK[\

OPENED:

Ltid pF.

)?L\ﬁ:um(_ci Ao s S finee ;.p;‘uit

f?:*}z RP{E or elﬁ’iiﬂidl@i Solution Change Place Lcsi)b ‘%erel

(f_ ;:};jj;w !.}

_ DataMaster Simulator Solution

Lot #12.73-100  £tOHag Conc:0.098 T T TTTmTOs
} F()r FRF' pange: 0.093 - 0,103 108 k:z‘{jai Herel
Preparation Date: 04/27/2012  Expires: 04/27/2013 —rcnen
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DATAMASTER DMT MAINTENANCE LOG

Department/Agency DataMaster DMT Serial Number

DATE TYPE OF SERVICE PERFORMED PERFORMED BY
, (Name and Title)

o % DataiMaster Simulator Solution
Z\’))ﬁ‘ \2 e Lot #12-73-100  EtOHag Conc: 0.098 T /- .
- F21 Range: 0.093-0.103 . . . ] R
[ For ?j Preparation Date: 04/77/2012  Expires: 04/27/2013 f‘f?mi_dbei Herf-!j (H_,]/J _Zf/(//i!(u(_/xj
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 121606
Location: Windham County SO
Calibration Date:  08/22/2011
Certification Date:  08/22/2011
Installation Date:  09/07/2011
RPC Date: 02/28/2013
Supervisor Name: HOLLY L ELLIS
}
Di Res Accura Precision
Congcentration = 0,098 g/210L
Totf = 12-73-100
VERSIONS Range =0.093-0.103
pMr: 1,01 Average =0.102 g/210L
PIC: 2.05 Std Dev - =0.0000 -
Modem: 2.4
Queations: 2.1 )
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 49.0°C
Breath Tube = 48.1°C A tance Test
Digital Sim = 34,0°C Passed ‘
SETTINGS
Lamp Voltage = 1.67V
Cooler Voltage = 1.79 V
Bias Voltage = 80V 0.10 ™ ? T ] 40.0
. Chopper Freg = 553 Hz o ool:  Alcohol(g/21oL) 6.0
PUMP INFO —— ¥low Rate(L/M} -
Flow Rate = 4.454 Il/M 0.08 32,0
DETECTOR INFO :
PUMP  ON OFF 0.07 & 28.0
MAX (V)  0,3230 0.3238
MIN(V)  0.3185 0.3224 0.06 24.0
FILTER INFO 0.05 20.0
Filter 1  0.322 Zero = true \\[\
Filter 2 1.044 Zero = true 0.04 \plro|16.0
Filter 3 1,556 Zero = true s
_ 0.03]-~] 12.0
CALIBRATION CHECK ] A
Xg = 0.126 0.21% 0.021 LR VU £ TN OO0 UM SUGESE S A DUV SO 8.0
0.01}~ ﬂ \ | ‘\ ---------- 4.0
Routine Performance Check Passed 000l . 0.0
: "¢ 5 10 15 20 25 30 35 40 45 50 55 60
P\l Frtn
Performed by Date 02/28/2013
Reviewed by Date
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