'Wilmington PD
- 02/06/13-01/24/15

DMT # 300151




Brown, Steven

From: Denault, Mark

Sent: ' Wednesday, January 28, 2015 9:00 AM
To: Driscoll, Rob ‘

Cc Brown, Steven

Subject: Check In Test

Attachments: Check In Test 1-28-15.pdf

Rob,

Attached is the Check In test you requested as a fix for the trace reading on my RPC report.

Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state, vt.us




Inesoft PrintCE Trial L o R

0,10

Alcohol (g/2101)
=== - Flow Rate (L/M)

0,05
STATE QF VERMONT

pataMater DMT: 300151 0.04
Leocation: Wilmington PD
Certification Date: 12/08/2011 : :
Installation Date: 08/10/2012 0,03} S S ‘ : 12,
Date: 01/728/2015
Time: 08:34:02 0. 02 : : _ ‘ ) . 5.
SUBJECT NAME:

TEST T TEST .
DOB: 01/01/1970 AGE: 45 0,01
GENDER: M
TEST OPERATOR NAME: 0.00 : [\M M ; ‘ f ; .

MARK J DENALULT : 4] 5 i0 15 24 25 30 35 40 45

AGENCY: WILMINGTON PD

BLANK TEST 0,000 08:34
CALIBRATION CHECK ' PASSED 08:35
STMULATOR VAPOR 33.9°C 0.09%5 08:3%
SUBJECT SAMPLE (Vol=3.2L) 0,000 08:36
BLANK TEST 0.000 08:37

All alcochol values repo‘rted in g/210L
Sim, Vapor Concentration 0.098

3im, Vapecr Range 0.093 - 0.103
Lot #: 14-12-100

DMT Serial Number #300151 : Page 1 of 01/28/2015 §:40 AM

20,

16,




Brown, Steven

From: . Denault, Mark

Sent: Saturday, January 24, 2015 10:08 AM

To: Brown, Steven

Subject: Datamaster Feb

Attachments:; Breath SUMMARY150124081735.pdf; Log On SUMMARY150124081805,pdf; Status

SUMMARY150124081752.pdf; Feb 2015 RPC Report.pdf; Maintenance Log Page 1
(1).pdf; Maintenance Log Page 1 (2).pdf

Here is 'everything

Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593 :
Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vt.us
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Inesoft PrintCE Triél

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151

Location: Wilmington PD
Calibration Date:  12/07/2011
Certification Date:  12/08/2011
Installation Date:  08/10/2012

RPC Date: 01/24/2015
Supervisor Name: MARK J DENAULT

Diagnostic Results

Accuracy and Precision Check

Coneentration =0.098 g/2101.
Lot# = 14-12-100
VERSIONS Range =0,093-0.103
DMT: 1.01 Average =0.097 g/210L
PIC: 2.06 Sid Dev =0.0010
Modem; 2.4
Questions: 2.1 RF Detection Test
Passe
TEMPERATURES assed
Sample Chamber = 48.8°C Sample Acceptance Test
Breath Tube = 43.3°C Passed
Digital Sim = 34.0°C
SETTINGS
Lamp Voltage = 1,71 V
Cooler Voltage = 1.74 V 0.10 ‘ _ 40.0
Bias Voltage = 80 V Alcochol {g/210L) '
Chopper Freq = 546 Hz 0.esp Flow Rate(n/M} |7 36,0
PUMP INFO 0.08 32.0
Fiow Rate = 4,879 L/M
) n,o07 8.0
DETECTOR INFO . N
PUMP ON OFF 0.08 r4.0
MAX (V) 0.5486 0.5522 _
MIN(V)  0.5468 0.5506 €.05 20,0
FILTER TINFO G.0ap 16.0
Filter 1 0.551 Zero = true o 03 12
Filter 2 1.253 ¥Zero = true ) 0
Filter 3 0.819 Zero = true
0.02 8.0
CALTBRATION CHECK o o1 o
¥q = 0,088 0.493% : .U
Routine Performance Check Passed 0.00 6.0
: 0 10 20 30 40 70 80 90
' #é—{‘
Performed by _ /‘4/ i Date 01/24/2015
Reviewed by Date e

DMT Serial Number #300151

Page 1 of |

01/24/2015 9:47 AM




Log On Record

History

Faqs }
/2472015

. Test Test Name
[ Date Time

1570872011 13:59:00 |[Kirk Kimball

12/06/2011 11:13:58 | Kirk Kimball ﬁ
1270672001 13;20:47 | Kirk Kimball _ K
12/06/2011 14:43:5% |[Kirk Kimball _

12/07/2011

07:04:41

Kirk Kimball

12/07/2011

08:42:30

Kirk Kimball

12/07/2011

09:42:22

Steven Harnols

1376772011

10:16:37

Kirk Kimball

12/07/2011

12:10:42

Kirk Kimball

1270772011 12:55:1G | Rirk Kimball .

TiZ7e77E01 13:30:33 | Kirk Kimball B o

1770772011 14:53:49 | Kirk Kimball )

12/08/2011 N7:23:29 | Kirk Kimball B

1270872011 08:55:25 Steven Merrill -

12/0972011 07:30:39 | Kirk Kimball

12/09/201 1 (39;16:49 | Kirk Kimball )

T 12/0%/2011 09:05:27 | Kirk Kimball

1271272011 0B:14:02 | Kirk Kimball ] )

12/1277011 00:37:28 |Kirk Kimball )

12/12/2011 10:10:17 [ Kirk Kimball '"

1271272011 10:42:55 | Kirk Kimball o i 3

1E1273011 11:33:50 | Kick Kimball e -

Ta/12/2011 - 12:52:57 |Kitk Kimball T - -
13:24:30 | Kirk Kimball o ] ) . _

1271272011

Kirk Rimhall

1T2/12/2001 T&;00:38

1771372010 07:13:46 | Kirk Kimball T T -

3713730110 NG 0036 | steven Berrill - - -
1E/ 7000 13:29:44 | Steven Mecrill o T T
1271472081 10:42:38 | Sleven Harnois oo

1271472011 11:06:00 [Kirk Kimball e
02/08/2012 09:51:13 | Steven Harnois )
_D2/08/2012 17/i5:58 | Steven Harmols 7 T
fz/0572012 12:21:28 | Kirk Kimball

0Z/08/2012 12:24:26 Steven Harnois ) 1
n2/09/2012 18:04:46 Supervisor
on/15/2012 08:26:21 Supervisor

n2an/2n12 09:32:27 Supervisor
Af 7201z 08:31:47 Supervisor 0
& f2012 11:48:37 Amanda Bolduc

DE/15/2012 11:49:53 | Amanda Bolduc

ne/15/2012 11:51:17 Amanda Bolduc T

06/157/2012 11:58:56 | Amanda Bolduc R . i

DMT Serial Number #300151

Page 1 of 1

01/24/2015 8:18 AM
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DATAMASTER DMT MAINTENANCE LOG

fﬂlﬂmmgéug ?{\\ ' ' AN 5!
Depastment/AgEncy _ Datamsater DT Serial Numbar

DATE IYPE OF SERVICE PERFORMED | PERFORM‘?D BY
{Name and Tltle)

l Hezrer{] j&:}a seoN

{ For RP(‘ or bimulator oolu’uon (‘hanqe Plac e Labe

""""""""""""""""""" m@\dﬂi AQN\ -gfb:\‘l:}l‘ Nl asmed

__.,.._NT,SL ~ITerpanene 25 %fa\/ NI A J C .

S — Dw/ 2/ )

g@@masw______ummt—"’" e I

. ot 14-01-200  EtOHag Cond: 0.008
i~ [ti( [ FOﬁanBe 0.094- 0,104 ! Place Label Here}
6»-' e :rpparatson Date! 1/9/2014 Expiras: 1/9/2015 - —

oo JPENED: [ ——

Bpe Ve

i ——

|

(\ : DataMaster im Iator solution 5 R
5 £14.01-100  E(OHag Conci0.099
\Q\\“ L " 9o Placo Label Hem]

Range: 0,094 - 0.304
“prapatation Date! 1/9/2014 Explres: 1/9/2015

v 0- ™ S NS4 IRt

e PRI

\\\\( {For RI—’C or %lmixléio} Soluﬁﬁ;wr—{_(“ha—né; i-’iaa,e Labe[.‘i:l;re]
\ F F_L\T.".. S Checl . SSond

ee

ALC 803 REV 03 08/2011




Status Record History

Page 1
01/24/2015

. Ttatus Status
. Test Type Status Message '
Date Time ye g
T1/17/720011 | 10:17:58 | DUT Subject Record CPRESPGNEE UIMECUT T

11/22/2011 AR735:27

Check—In Confirmation Kecurd

Simulatar

Out ot z

1372720107 14:74:46

Acrnuracy &

Pracigian

Records | Rlank Rt

1271372011 D 13:22

AcGUracy & Precidion Reoords

Cimulaton

1277372010 PA;16:25

arision Records

Aocuracy

Simulat or

R AEE 08120041

Accuracy &

Precision Records

Simulator

12/13/2011 09:28:34 Accuracy & FPrecision Records Gimulator

1771372011 85737736 | Accuracy & Pracision Records Simulalod Timed Gut ) - |
12/13/2011 13:50:38 | Accuracy & Precision Records Simalator Timed out B

02/0372013 062:11:50 pUT Subjecl Record . Simulator Qut of Range

03/15/2013 18:54:38 DUI Subjacl Record Simptator Dut of Range .
04/06/2013 19728:27 | DUT Subject Record Simulator Qut of Range B

04/07/2013 09:34:34 Swlulion Change Record ACCURACY AND PRECTISION CHECK FAILED o
09/22/2013 01:13:27 | DUI Subject Record RESPONSE TIMEOUT ‘ R

09/24/2013 15:27:15 DUI Subject Record Simulator <ul of Range A
13/31/2013 23:07:33 BUI Subject Record Simulator Out of Rango j

12/31/2013 23:05:50 DUT Subject Record Simulatar Oul o Range e

4173672014 16:09:08 | REC Recard SAMPLE ACCEPTANCE TEST FAILED

02/721/2014; 33177128 | DUI Subject Record _ Simulalar QUE of Rango -

11/25/2014 04:14:33 | bUT Subject Record RESPONEE TIMEQUT

12/14/2014 16:20:15 DUI- Subjeck Record RESPONSE TTHEQUT

ni/oi/201s 02:33:51 | LUT Subject Record Simulator Out of Range -

m/2z3/200s 19:56:34 M subject kecord Simulaltor Guk =f Fange ) L

DMT Serfal Number #300151

Page | of 1

0172472015 8:17 AM
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DATAMASTER DMT MAINTENANCE LOG

W 1\ Mivedon Rl 2 AW

Department/Adehcy DataMaster DMT Sertal Number

353533334833338353331

A I I I I TITIITI1II

PERFORMED BY

TYPE OF SERVICE PERFORMED (Name and Title)

' 1
. DataiMiaster Simulator Selution e e e - sl

Lot # 14-12-100 . EiCHagq Cong: 0.098 Ggut T
Ao 0,003 0,403 Hanqe Piaoe LdbD[ Here] Ve

" Praparation Date; 9/10/2084 Explres: 9/10/2015

OFENED: e -

[ F~or RPL ar Simulator Soiuﬂen f;hanqa F’Iace Label H@re]

.................

[ i or RP(‘ or Slmuiaim QDIIJ’[IOH Qheﬁlnge P!dce label Hero]

{ f"or RF’C or blmu!ator Solut;on c,hancgé F’Iace Label Hsare]

ALC 803 REV 03 08/2011

———
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Brown, Steven

From: ) Denault, Mark

Sent: Wednesday, October 15, 2014 8:53 AM

To: Brown, Steven '

Subject: DataMaster Update

Attachments: RP141011143816.pdf; SUMMARY141011145318.pdf; SUMMARY141011145332 pdf;

SUMMARY141011145345.pdf

h

P”  RECEIVED
Steve,

~T o A .
Here is the Update for October OCT 15 20M :

) BY:____
Mark WINDHAM COUNTY SAC

Mark J. Denault

Detective Sergeant

Wilmington Police Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vt.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151
Location: Wilmington PD
Calibration Date:  12/07/2011
Certification Date:  12/08/2011
Installation Date:  08/10/2012
RPC Date: 10/11/2014
Supervisor Name: MARK J DENAULT
Diagnostic Results Accuracy and Precision Check

Concentration =0.099 g/210L

Lot # = 14-01-100
VERSIONS Range = (1,094 - 0.104
DMT; 1.01 Average = 0,098 g/210L
PIC: 2.06 Std Dev =0.0000
Modem: 2.4
Questions: 2.1 RF Detection Test

Passed

TEMPERATURES
Sample Chamber = 48.7°C Sample Acceptance Test
Breath Tube = 44,3°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage 1,71 v
Cooler Voltage = 1.74 V 0.10 ; ! : : 49.0
Bias Voltage = 80 V Alcohol (g/210L) |/
Chopper Freqg = 547 Hz 0.09 Flow Rate{L/M} [: 36.0
PUMP INFO 0.08 32.0
Flow Rate = 4,942 L/M : ;

0.07 : S ks l28.0
DETECTOR INFO :
BUMP ON OFF 0.06)~ : : 24.0
MBX(V)  0.5866 0.s8% | i : s
MIN(V) 0.5848 0.5884 0.05 W o200
FILTER INFO R S S 1 1 R A N 6.0
Filter 1 0.589 Zero = true 03 120
Filter 2 1.287 Zero = true Q. '
Filter 3 0.862 Zero = true :

AR U SR S I | R SRR NN S, S m— 8.0
CALIBRATION CHFCK 0. o1 eo
Xq =-'0.088 0,59% : :
Routine Performance Check Passed 0.00 : f *‘ : 9.0

0 10 20 30 40 50 €3 70 85 90
—

Performed by e Date 10/11/2014
Reviewed by Date
DMT Serial Number #300151 Page 1 of ! 1071172014 2:51 PM




1L On R d Hist Y
P 1LOg n eCor 1S5COry 10/11/2014
1 -
|
I[" <
Test Test Name
[ hate Time . a
12/05/2011 13:59:00 Kirk Kimball
12/06/2011 11;13:58 Kirk Kimball
12/06/2011 13:20:47 Kirk Kimball
12/06/2011 14:43:59 | Kirk Kimball
12/07/2011 07:04:41 Kirk Kimball
12/07/2011 08:42:30 kirk Kimball-
12/07/2011 09:42:22 Steven Harnois
12/07/2011 10:16:37 Kirk Kimball
12/07/2011 12:10:42 Kirk Kimball
12/07/2011 12:55:10 Kirk Kimball
12/07/2011 13:30:33 Kirk Kimball
12/07/2011 14:53:49 Kirk Kimball
12/08/2011 07:23:29 Kirk Kimball
12/08/2011 08:56:25 Steven Merrill
: 12/09/2011 07:30:39 Kirk Kimball
L£2/09/201} 09:16:49 | Kirk Kimball
12/09/2011 05:45:27 Kirk Rimball
12/12/72011 08:14:02 Kirk Kimball
312/32/20611 09:37:28 Kirk Kimball
12/12/2011 10:10:17 Kirk Kimball
12/12/2011 10:42;55 Kirk Kimball
12/12/2011 11:33;50 Kirk Kimball
1273272011 12:52:87 kRirk Kimball -
12/12/2011 13:24:20 | Kirk Kimball
12/12/2011 15:00:38 Kirk Kimball
12/13/2011 07:13:46 Kirk Kimball
12/13/2011 09:00:35 Steven Merrill
12/13/2011 13;29:44 Steven Merrill
12/14/2011 10:42:38 Steven Harneis
(1271472011 11:06:00 [®irk Kimball
02/08/2012 09:51:13 Steven Harnois
02/08/2012 12:15:58 Steven Harnois
02/08/2012 12:21:28 Kirk Kimball
02/08/2012 12:24:26 Steven Harnois )
02/09/2012 08:04:46 Supervisor
02/15/2012 08:26:21 Supervisor
02/15/2012 0G:32:27 Supervisor
o T/Eiz 08:31:47 Supervisor
I8 /2012 11:48:37 Amanda Bolduc
[ b, 15/2012 11:49:53 | Amanda Bolduc
06/15/2012 11:51:17 | Amanda Bolduc
06/165/2012 11:58:56 Amanda Bolduc
|
|
|
1
| .
I
1
|
1 . .
DMT Serial Number #300151 10/11/2014 2:53 PM

Page 1 of |
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1 d ' Page 1
- Status Record History 10/15 7301

Status Status

.( Date Time Test Type Status Message.
rilflT/ZO]l 10:17:58 DUI Subject Record RESPCNSE TIMECUT
T11/22/2011 08:35:27 Check-In Confirmation Record Simulator Gut of Range

12/32/2011 14:24:46 Accuracy & Precisicn Records Blank Brror

12/13/2011 08:13:;22 Accuracy & Precision Records Simulator Timed Out

12/13/2011 08:16:25 Accuracy & Precision Records Simulator Timed Cui
112/13/2011 08:20:41 Accuracy & Precision Records Simulator Timed Out
12/13/2011 09:28:34 Accuracy & Precision Recorxds Simulator Timed Gub

12/13/2011 09:31;36 | Accuracy & Precision Records Simulator Timed OQut

12/13/2¢11 13:50:38 Accuracy & Precision Records Simulator Timed Out

02/03/2013 02:11:50 DUI Subject Record Simulator Out of Range

03/15/2013 18:54:38 DUI Subject Record Simulator Out of Range

04/06/2013 19:29;27 DUI Subject Record Simulator Cut of Range
C04/D7/2013 09:34:34 Solution Change Record ACCURACY AND PRECISION CHECK FALLED

39/22/2013 01:13:27 DUI Subject Recerd RESPONSE TIMEOUT

09/24/2013 15:27:15 PUI Subject Reccrd Simulator Out of Range
2 12/31/2013 23:02:33 DUI Subject Record Simulator Cut of Range
©12/31/2013 43:05%:50 DUT Subject Record Simulator Out of Range
c01/30/20014 16:09:08 RPC Record SAMPLE ACCEPTANCE TEST FAILED
L 02/21/2014 23:22:28 DUI Subject Record simulatar Out of Range i
I
I
i
I
|

L
DMT Serial Number #300151 10/11/2014 2:53 PM
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Brown, Steven

From; Denault, Mark

Sent: Wednesday, October 15, 2014 1:11 PM

To: Brown, Steven

Subject: RE: DataMaster Update ‘
Attachments: DataMaster Maintenance Log April- October 2014.pdf
10-4

Here you go..

Mark

Mark J. Denault

Detective Sergeant

Wilmington Pelice Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vt.us

From: Brown, Steven

Sent: Wednesday, COctober 15, 2014 1:05 PM
To:'Denault, Mark

Subject: RE: DataMaster Update

Mark,

Can you alsc send me a copy of your log book.
Thanks,

Steve

Staven M. Brown

Windham County Deputy State's Altorney
P.O. Box 785

Bratllebore, VT 05302

802.257.2880 voice

B02.257.2884 fax

From: Denault, Mark _
Sent: Wednesday, October 15, 2014 8:53 AM
To: Brown, Steven

Subject: DataMaster Update

Steve,
Here is the Update for October

Mark
Mark J. Denault
Detective Sergeant
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DATAMASTER DMT MAINTENANCE LOG
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Brown, Steven

From: Denault, Mark
‘Sent: Thursday, July 24, 2014 3:15 PM
To: ' Gartenstein, David
Cc: Brown, Steven
Subject: RE: State v. Shane Doyle, Docket No. 844-6-14 Wmcr

Attachments: DMT Maint Logg 4-17-13 thru 6-11-14.pdf

Here is a copy of the Maint. Records for DMT 300151 covering the time period.

Thanks Mark

Mark J, Denault

Detective Sergeant

Wilmington Police Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vt.us

From: Gartenstein, David :
Sent: Wednesday, July 23, 2014 4:51 PM
To: Szarejko, Joseph M.; Denauit, Mark

Cc: Brown, Steven
Subject: FW: State v. Shane Doyle, Docket No. 844-6-14 Wmcr

Gentiemen:

Please see below. Can we please ask the DMT officer to provide updates, if necessary, to Steve Brown, so we
can let defense counsel know if there are any more records for him to review? Thank you.

David Gartenstein

Windham County Deputy State S Attomey
(802) 257-2503
david,gartenstein{@state.vt.us

From: Myerson Law Office [mailto:cmylwyr@sover.net]

Sent: Wednesday, July 23, 2014 4:48 PM

To: Gartenstein, David

Subject: Re: State v. Shane Doyle, Docket No. 844-6-14 Wmcr

David Gartenstein, Esguire
Deputy State's Attorney

David,

| reviewed the records for Wilmington DMT # 300151 in this DUI case but did not find any APM since 4/17/13. Could
you please forward me a copy of any APM performed since then? Thanks.

1




Brad

Bradley D. Myerson, Esquire
Myerson Law Offices

5261 Main Street

P.O. Box 915

Manchester Center, Vermont 05255
Telephone: (802) 362-1505

Toll Free: (877) 763-7144

Fax: (802) 362-1508
www.mylwyr.com
www.pivermont.com
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Brown, Steven

From:

Sent;

To:

Subject:
Attachments:

Here you go..
Mark

Mark J. Denault

Detective Sergeant
Wilmington Police Department
2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Denault, Mark

Wednesday, June 11, 2014 2:42 PM

Brown, Steven

RE: June RPC

Status History Created 6-11-14.pdf; Breath History Created 6-11-14.pdf

Direct Line 1-802-464-2326 Ext. 135

E-mail mark.denault@state. vt us

From: Brown, Steven

Sent: Wednesday, June 11, 2014 11:38 AM

To: Denault, Mark
Subject: RE: June RPC

Thanks Mark.

Stevan M. Brown

Windham County Deputy State's Altorney
P.O. Box 785

Brattleboro, VT 05302

802.257 2860 voice

BOZ 257 2864 fax’

From: Denault, Mark

Sent: Wednesday, June 11, 2014 11:27 AM

To: Driscoll, Rob
Cc: Brown, Steven
Subject: RE: June RPC

Here is the WPD's RPC report for June 2014

Thanks Mérk

Mark J. Denauit

Detective Sergeant
Wilmington Police Department
2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 13

E-mail mark.denault@state.vt.us

From: Driscoll, Rob

Sent: Tuesday, June 10, 2014 10:12 AM




To: Adams, Jonathan; Allen, Blake; Allen, Ray; Ambroz, Todd; Bassette, Chad; Bennett, Daniel F; Benoit, Richard;
Bickford, Mark; Bill Hanson; Bohnyak, William; Brad Vail; Brooks, Philip; Butterfield, David; Campbell, Greg; Carignan,
Mark; Casco, Caleb; Chad Bean; Christopher Mason; Cleary, Lester; Clifford, Eric; Cochran, Aaron; Cota, Drew; Crowe,
Thomas; Cushing, Blake; David Solomon; Denauit, Mark; Deslauriers, Katherine; Dion, Michael; Dominic Brodeur; Draper,
Sarah; Dwayne Mellis; Dziobek, James; Eggum, David; Ellis, Holly; Emery, Chad; Epstein, Joshua; Evans, Jeremy;
Flowers, Heather; Gauld, Bruce; Gaylor, Alexander; Gene Martin (Bradford PD); Gero, Michael; Gibbs, Kevin; Gilbert,
Deborah; Gilbert, Donald; Greenough, Richard; Greenslet, Patrick; Hall, Michael L; Hanson, William; Harvey, Allison;
Hebert, MaryBeth; Hebert, Richard; Herbes, Cassandra; Howard, Joel; James Goslin; James Mills; Jason Covey; John
Dunn; Jollymore, Eric; Jones, Christopher; Keefe, Michael; Kerber, Dale; Kevin Emilio; King, Peter G; King, Richard;
Kinney, Tyson; Kipnes, Ethan; Kirkpatrick, Robert; Kirkpatrick, Troy; Knight, David; Koss, Frank; LaFlam, Jody;
LaFountain, Gordon; Lauzon, Chris; Lavoie, Michael; Lehneman, Jack; Leonard, Anthony; Loomis, Seth; Lynch, James;
MacFarlane, Jonathan; Marceau, Andrew; Marsh, Gregory; Matt Collins; Maurice, Crista, Mayer, Nick; McGuire, Howard;
Mevyer, Bret; Mites, Chad; Monteith, Mark; Moore, Holly; Morgan Lawton; Mouiton, Charles; Newton, Brent; Noblet, Jason;
Nokes, Jason; Norton, Christopher; Noyes, Jeffrey; O'Donnell, Hugh; O'Keeffe, Christopher; ONeill, Adam; Otranto,
James; Paul Fabiani; Perkins, Robert; Plante, Andrew; Poulin, Marc; Quesnel, Christopher; Rainault, Gil; Ravelin, Paul;
Reeve, Michael; Robert Kissinger; Robinson, Dustin; Robson, Jesse; Roy, James; Sarah Superneau; Satterfield, Charles;
Simpson, Tom; Skochin, Kerry; Sly, John; Spacapan, Patricia; Spaulding, Frank E; Stearns, Steven; Steere, Daniel;
Steeves, Matthew; stephen Dunning; Stephen Nolan; Sweeny, Jay; Taylor, Stephanie; Tienken, Derrick; Walker, Kyle;
Watson, Christian; Welch, Michael; Werner, Rich; White, David; Whitehead, Charles; Whitney, Patricia; William Austin;
Wwinn, Charles; Witherbee, Penny _ :

Subject: June RPC

This is a reminder that your June RPC for your DataMaster DMT is due by month’s end. If this is not completed before
the end of June, the instrument will automatically be removed from service until such time as a passing RPC s
completed. The instrument will display “Routine Performance Check Required”. Please submit a color copy of your
results to us via e-mail or mail at your earliest convenience.

If you have any questions, please reach out to me.

Regards,
Rob

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician
Rob.Driscoll@state.vt.us
Desk: {802) 241-5817

Cell: (802)585-0123"




4 Page 1
Status Record History 6/11/3014
Status Status

s Date Time Test Type Status Message
“11/17/2011 10:17:568 DUI Subject Record RESPONSE TIMEOUT

L 11/22/2011 08:35%:27 Check-In Confirmation Record Simulator Qut of Range

12/12/2011 14:24:46 Accuracy & Precision Records Blank Error

12/13/2011 0§:13:22 Accuracy & Precision Records Simulator Timed Out

12/13/2011 05:16:25 | Accuracy & Precision Records Simulator Timed OQut

12/13/2011 08:20:41 Accuracy & Precision Records Simulater Timed Out

12/13/72011 09:28:34 Accuracy & Precision Records Simulater Timed Out

12/13/2071 00:31:36 | Accuracy & Precision Records Simulator Timed Out

12/13/2011 13:50:38 Accuracy & Precision Records Simulater Timed Out

02/03/2013 02:11:50 DUI Subject Record Simulator Qut of Range

03/i5/2013 1B:54:38 DUI Subject Record Simulater Out of Range

04/06/2013 19:28:27 DUL Subject Record Simulator Qut of Range

04/07/2013 05:34:34 Solution Change Record ACCURACY AND PRECISION CHECK FAILED

(09/22/2013 01:13:27 DUI Subject Record RESPONSE TIMEOUT

09/24/2013 15:27:15 DUI Subject KRecord Simulator Out of Range

12/31/2013 23:02:33 | DUI Subject Record Simulator Qut cf Range

12/31/2013 23:05:50 DUI Subject Record Simuiator Qut of Range

01/30/2014 16:09:08 RPC Record SAMPLE ACCEPTANCE TEST FARILED

02/21/2014 23:22:28 DUI Subject Record Simulator Out of Range
.
|

\
i
i
i
{
f
06/11/2014 2:18 PM

DMT Serial Number #300151

Page 10f 1
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Brown, Steven

L s
From: _ Denault, Mark
Sent; Wednesday, June 11, 2014 11:27 AM
To: Driscoll, Rob
Cc: Brown, Steveh
Subject: . RE: June RPC
Attachments: RPC June 2014 Report.pdf

Here is the WPD's RPC report for June 2014
Thanks Mark

Mark J. Denault:

Detective Sergeant

Wilmington Police Department

2 Fast Main Street PO Box 217
Wilmington VT (05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135

E-mail mark.denault@state,vt.us

From: Driscoll, Rob

-Sent: Tuesday, June 10, 2014 10:12 AM

To: Adams, Jonathan; Allen, Blake; Allen, Ray; Ambroz, Todd; Bassette, Chad; Bennett, Daniel F; Benoit, Richard;
Bickford, Mark; Bill Hanson; Bohnyak, William; Brad Vail; Brooks, Philip; Butterfield, David; Campbell, Greg; Carignan,
Mark; Casco, Caleb; Chad Bean; Christopher Mason; Cleary, Lester; Clifford, Eric; Cochran, Aaron; Cota, Drew; Crowe,
Thomas; Cushing, Blake; David Solomon; Denault, Mark; Deslauriers, Katherine; Dion, Michael; Dominic Brodeur; Draper,
Sarah; Dwayne Mellis; Dziobek, James; Eggum, David; Ellis, Holly; Emery, Chad; Epstein, Joshua; Evans, Jeremy;
Flowers, Heather; Gauld, Bruce; Gaylor, Alexander; Gene Martin (Bradford PD); Gero, Michael; Gibbs, Kevin; Gilbert,
Deborah; Gilbert, Donald; Greenough, Richard; Greenslet, Patrick; Hall, Michael L; Hanson, William; Harvey, Allison;
Hebert, MaryBeth; Hebert, Richard; Herbes, Cassandra; Howard, Joel; James Goslin; James Mills; Jason Covey; John
Dunn; Jollymore, Eric; Jones, Christopher; Keefe, Michael; Kerber, Dale; Kevin Emilio; King, Peter G; King, Richard;
Kinney, Tyson; Kipnes, Ethan; Kirkpatrick, Robert; Kirkpatrick, Troy; Knight, David; Koss, Frank; LaFlam, Jody;
LaFountain, Gordon; Lauzon, Chris; Lavoie, Michael; Lehneman, Jack; Leonard, Anthony; Loomis, Seth; Lynch, James;
MacFarlane, Jonathan; Marceau, Andrew; Marsh, Gregory; Matt Collins; Maurice, Crista; Mayer, Nick; McGuire, Howard;
Meyer, Bret; Miles, Chad; Monteith, Mark; Moore, Holly; Morgan Lawton; Moulton, Charles; Newton, Brent; Noblet, Jason;
Nokes, Jason; Norton, Christopher; Noyes, Jeffrey; O'Donnell, Hugh; O'Keeffe, Christopher; ONeill, Adam; Otranto,
James; Paul Fabiani; Perkins, Robert; Plante, Andrew; Poulin, Marc; Quesnel, Christopher; Rainault, Gil; Ravelin, Paul;
Reeve, Michael; Robert Kissinger; Robinson, Dustin; Robson, Jesse; Roy, James; Sarah Superneau; Satterfield, Charles;
Simpson, Tom; Skochin, Kerty; Sly, John; Spacapan, Patricia; Spaulding, Frank E; Stearns, Steven; Steere, Daniel;
Steeves, Matthew; stephen Dunning; Stephen Nolan; Sweeny, Jay; Taylor, Stephanie; Tienken, Derrick; Walker, Kyle;
Watson, Christian; Welch, Michael; Werner, Rich; White, David; Whitehead, Charles; Whitney, Patricia; William Austin;
winn, Charles; Witherbee, Penny

Subject: June RPC

This is a reminder that your June RPC for your DataMaster DMT is due by month’s end. If this is not completed before
the end of June, the instrument will automatically be removed from service until such time as a passing RPC is
completed. The instrument will display “Routine Performance Check Required”. Please submit a color copy of your
results to us via e-mail or mail at your earliest convenience. ' ‘

if you have any questions, please reach out to me.

Regards,




Rob

Robert Driscoll

Vermont Forensics Laboratory
103 South Main Street
Waterbury, VT 05671
Electronics Technician
Rob.Driscoll@state.vt.us
Desk: (802) 241-5817

Cell: (802) 585-0123




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151 .
Location: Wilmington PD
Calibration Date:  12/07/2011
Certification Date:  12/08/2011
Installation Date:  08/10/2012
RPC Date: 06/11/2014
Supervisor Name: MARK JDENAULT
Diagnostic Resulis Accuracy and Precision Check

Concentration =0.099 g/210L.

Lot # = 14-01-100
YERSIONS Range =0.094 - 0.104°
DMT: 1.01 Average =0.099 g/210L
PIC: 2.06 Std Dev =0,0000
Modem: 2.4
Questions: 2.1 RF Detection Test
TEMPERATURES Fassed
Sample Chamber = 4%.0°C Sample Acceptance Test
Breath Tube 42.7°C Passed
Digital Sim = 33.9°C
SETTINGS
Lamp Voltage = 1,71V
Cocler Voltage = 1.74 V g.1¢ ; : : ! ! 40.0
Bias Voltage = 80 V Alcohol {g/210L) } | 36,0
Chopper Freq = 546 Hz 0.03¢~ Flow Rate{L/M) | .
PUMP INFO 6.08 32.0
Flow Rate = 5.027 L/M

0.07 28.0
DETECTOR INFO '
PUMP ON OFF 0.08 24.90
MAX (V)  0.5480 0.5504
MIN(V)  0,5465  0,5488 0.05 G ay20.0
FILTER INFO 0.04 16.9
Filter 1 0.55¢0 Zero = true
Filter 2 1,257 %ero = true .03 12.9
Filter 3 0.827 Zero = true 0.02 |—F 8.0
CALIBRATION CHECK
Xq = 0.088 0.89% 0.0% 4.0

; 0.00 ; - 0.0

Routine Performance Check Passed 1 15 50 55 60
Performed by o7 T Date 06/11/2014
Reviewed by Date

DMT Serial Number #300151

Page 1 of 1

06/11/2014 11:07 AM




I
Brown, Steven

From: Denault, Mark

Sent: Tuesday, April 15, 2014 11:26 AM

To: . Cay, Susan

Cc: Brown, Steven

Subject: RE: State v. Matt Westcott Wilmington PD datamaster records
Attachments: Status and breath history 01-23-2014-04-15-2014.pdf

Here you go

Marlk 1. Denault

Detective Sergeant

Wilmington Police Department

2 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mall mark.denault@state.vi.us

From: Cay, Susan

Sent: Tuesday, April 15, 2014 10:30 AM

To: Denault, Mark

Cc: Brown, Steven

Subject: FW: State v. Matt Westcott Wilmington PD datamaster records

Hi Mar[(,

Please see the request for documents below and provide them as soon as possible. Let me know if you have any
questions.

Thanks! Susan

From: Sarah Vangel [mailto;shvangel@krameriawoffices.net]
Sent; Monday, April 14, 2014 5:00 PM

To: Cay, Susan

Cc: Brown, Steven

Subject: State v. Matt Westcott Wl]mmgton PD datamaster records

Hi Susan,

I came in to look at the Datamaster records for the Wilmington PD machine last week and found that some were missing
through the date of Mr, Westcott’s arrest on February 28, 2014. Could you please request the following records for the
Wilmington PD datamaster machine from 1/23/14 through present:

1. Status Record History

2. Breath Record History

3, Operator maintenance log (if any).

Thank you,
Sarah Biolsi Vangel, Esa.

Kramer Law Offices, P.C.
42 Park Place




Brattleboro, VT 05301

Phone: {802) 257-2221

Fax: (802) 257-2373
sbvangel@kramerlawoffices.net
www. kramerlawoffices.net




Status Record History

Page 1
04/15/2014

Status Status

t. tatu e

Pate Time Test Type 8 5 Message
01/30/21014 16309108 | RPC Record SRMELE ACCEFTANCE TEST FAILED

0272172014 23122128 | BUT dubject Record ginulator Cul of Range

DMT Serizl Number #300151

Page 1 of 1

G4/15/2014 11:13 AM
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Brown, Steven

From:

Sent:

To:

Subject:
Attachments:

FYI

Denauit, Mark

Wednesday, February 26, 2014 12:14 PM
Brown, Steven .
DataMaster Records

Sim Solutio Change 2-26-14.pdf

Mark J. Denalul’r

Detective Sergeant

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault(@state.vt.us




SOLUTION CHANGE

DataMaster DMT: 300151

Location: Wilmington PD
Date: 02/26/2014
Performed by:  MARK J DENAULT

ce Precigion
Concerdration ={1.099 g/210L
Lot # =13.21-100
Rarige ={(,094 - 1.104
Averago = {1,098 g210L
Std Dev =0,0000

Simutator Tomperature; 33.9°C

Porformed by / T Date

DMT Serin} Numbar #300151 Page I of {

) AR
” ,&'\'hi-\(»ﬁ*\ N &

02/26/2014

02/26/2014 12:03 PM




Brown, Steven

From:

Sent:

To:

Subject:
Attachments:

Steve,

FYI

Denault, Mark . :
Thursday, January 02, 2014 11:31 AM
Brown, Steven

Datamaster change

Sim Solution Change 1-02-13.pdf

Mark J. Denault

Detective Sergeant

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135

B-mail mark.denault@state. vt.us




SOLUTION CHANGE

DataMaster DMT: 300151

Location: Wilmington PD
Date: ©01/02/2014
Performed by: MARK J DENAULT

Aceyracy and Precision Check

Concentratlon =(.099 /2101
Lot#’ = 13-16-100
Range = 0,094 - 0104

 Average = 0,097 g/l2101,
Std Drev = 0,0000

Simuiator Temperature; 34°C

M./W

Performed by

DMT Serial Number #300131

Date

Page 1 of 1

: B )
wiadyFY A
el b B

01/02/2014

po

D1/02/2014 11:24 AM




Brown, Steven

From: Denault, Mark

Sent: Thursday, January 30, 2014 5:05 PM
To: Brown, Steven

Subject: ) RPC Wilmington

Attachments: RPC February Wilmington PD.pdf

Here is the RPC February.

Thanks Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line [-802-464-2326 Ext. 135
F-mail mark.denault@state. vi.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151
Location: Wilmington PD
Calibration Date;  12/07/2011
Certification Dato:  12/08/2011
Installation Date:  08/10/2012
RPC Date: 01/30/2014

Supervisor Name: MARK J DENAULT

Diagnogtic Rogulis

VERSIONS

DMty 1,01

PIC: 2.06
Modem; 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber = 48.8°C

Breath Tube = 43,7°C
Digital 8im = 34,0"C

SETTINGS .
Lawp Volitage = 1.71 V
Coolex Voltage = 1,73 V
Blas Voltage = 80V

Chopper Freg = 545 Hz

PUMP INFO
Flow Rate = 5.047 L/M

DETECTOR INFO
POMP  ON OFF

MAX{V)  0.4882 0,4908
MIN(V]  0.4B62 0, 4890

FILTER INFO

rilter 1 0.480 fRero = true
rilter 2 1,200 fero = true
Fllter 3 0.770 Zero = true

CALIBRATION CHECK
Xq = 0.088 0,49%

Routine Performance Check Passed

Accuracy and Precigion Check

Concentration =(.099 2210L

Lot # = 13.16-100

Range =0,694 - 0,104

Average = 0,008 g/210L

StdDev . = (0,0000

RF Detection Test

Passed
Sample Acceptance Test
Passed
0.10 N I A T B 4‘0 .0
e Alcohol {g/210L)

6. 09} Flow Rata(L/M) 38.0
Q.08 32.0
0.0~ 2B.0
.06 24.0
0. 05| ;/\A‘-“ 20.0
O, Q4 jrosvoeimgrommefoeger e o K 16 . 0
6.03¢ =112, 0
0.02 8.0
0.01 A 4.0
0.00 i 0.0

e
0 5 10 15 20 25 30 35 40 45 5O 55 60

20y p

Porformed by Date 01/30/2014
Reviewed by Date
DMT Serinl Number #300151 Page 1 of 1

01/30/2014 4:54 PM




) Q. 2 ' Page 1
Breath Record History 01/30/3024
Test + ﬁ Alcochol Alcohol o :

es Tes coho, coho 3m. im.

Datre I Agency Operator Name val. 1 val. 2 Conc. 1 Conc. 2 Status Message
T1/17/201%, R0:1Z:57; ADDISON COUNTY S0 TEST T TRST G.3.02 C.10% RESPONSE TIME00T
13/1772011 10:22:19] BODIBON COUNLY SG FEST T TEST 0102 T.302 5301 0-103
11/17/2011 10:30:06 0.000 0. 102
1371772011 10:33:35 G.48C 0.102
1T717/2011 10:38:35 0,008 6.102
1372272011 C8:33:58 0. 060 Simuiator Out of Nenge
1173272011 CE:36:32 0.000 G.108
11/22/2011 [ GE:21:02 0.353 0. 100
C8/22/501% 00:34:40| WILMINGION D VERY, o DENAULT 0.125 FRCED
1271272012 10:16:08 WALMINGTON BD MARK J DENAULY - 0.258 R
CI/20/2013 02:12:53 BRATIL.EEORD VSE JEEEREY & TRUDERG REFUSED G.084
C2/03/2013 DZ:10:22 | BRRETLEBORD VSP | SEEERLY & _TRUDBAG ©.093 Simulztor Cut of Range
6271972013 22:51:26) WIIMINGIOR PD M NGRANG 0.048 G.0%¢
0371572013 18:53:05] SRATTLEDORD VEE CHRIS LORR T.094 Simazator Out of Renge
0371772013 CI:54:03] WLIMLNGION BD M MIRBNO 5.185 0.161 0.098 ' 5.038
D3/06/201% 15:27:57] WIIMINGTON P ¥ MUREND G.095 Simnilator Out of Range
05/1172012 WELMINGTON BD M, MURBNO 0.072 C.085
0571879013 ERRTTL.EBORD VBE ZEET gt 0.05% G. 036
06/59/2013 WILMINGICK ED PATRICK M BREWEK 0.174 C.174 G.085 0.094
06/16/2013 23:23:44] BRALLLEBORD VAP TRAVIS L VALGOURT 8.C77 0.08%

C7/05/2022 20:44:25] SEMNTNGIGN BD TI0YD § DRAN 4. 158 0.095
07/06/0013 02:21:35 WILMINGTON PD } DANIEL B SZILVER. 10.135 0.14C G.093 0.083
877217201 02:16:33] WIIMINGTOR PD DANIEL A SITNER G-137 13.09%
G8/29/201 23:18:10} SHAFTOBURY VeD JUSTIN W WALKER 0-080 §. 055
08/09/201 16243220 RITMINGTON PD DENIEL & SILNER 3.029 §.092 H
C8/22/2513 0L1:10:15] WILMINGTOR oD TENIEL E SILVER 0.093 RESPCNSE TIMEOUT
C5/22/2013 C2:07:14 | WAIMaNGTON PLY | DENIEL & SILVER 0.135 0.08%
05/24/2013 15:25:46| wiimington MEREK 0 DENAULT 0.090 Simmiator Dub of Range
05/25/20%2 14:45: 35| pd Wi lmington JOSEPH M SEANECHD 7.900 4,085
12/07/2013 21:32:04 | WILMINGTON ED PATRICK M BREWER 0.195 5. 204 £.093 . B.09%
12/08/2013 T8:T1:21 | RLIMINGION P ¥ MURANC 3.164 §.753
12/3072023 22:52:26] NILMENGICN 2D DENIFT, A SiLVER 5.143 0.093
1373172623 23:03:05] WILMINGTON ED PEFRICK M HREWER 0.09% Simnlator Cut Of Range
32/31/2013 23:04:15] WILMINGTON 2D PRTRICK M EREWER 0.0392 Simuiater Cut of Raage
03/2372014 22:51:02 BRARTLABONG VEF TREVZE L VALCODRT 0. 162 0.085
3
t
!
!
- - 1 .
DMT Seria’ ~“unber #300151 P-—1of}

[ig .,Now.a. 4:36 PM



St t R d H . t Page 1
atus ecor 18CTOXYy 01/30/2014
Statug Status
( ate Pime Test Type Status Mesaagé
[ 1171772011 10:17358__| UL Subjest_Record RESPONSE_TIMEOUT
11/22/2011 0Bt35:27 | Cheg¢k~In Confirmakion Record Simulafor Out of Range
[12/172/2011 14124346 | Aocuragy & Precision Racords Blank Prroy
12/13/2011 00:13:22 | Accuracy & Pracision Records dimplator Plmed Out
12/1372011 06:16:2% | Abourucy & Precision Redords #imulator Timed Oont -
12713/2001 0012014 foourzoy & Preclsioh Reoords Fimuiator Timed out
1271378011 06:20134  TAceurasy & Preoiglon Records simuiator Timed Oul
12/313/20%1 09:3113 Agcuracy 6§ Precision Records gimilator Timed Out
12713/2011 13150138 |Accuracy ¢ Precision Records Similator Timed out
02/03/2013 02:71:50 , DUT Subject Recor Simulator Out of Range
03/15/2013 16154:30° | DUT gubJect Record Shputator Out of Range
03/0672013 19:29:27 | GUT Subject Racord dimulator Qut of Range
04/07/2013 [ 09:34:34 [ Solution Change Record ACCORACY AND PRECISION CHECK FAILED
09/22/2013 01133127 DUI subjact Record RESPONSE TIMEOUT
65/24/2013 15:29315 [ DUT Subject Record SImulator Out of Range
1273172013 %3:02:33 | DUL_Bubject Record §imulator OOt of Range
12/31/2013 23:08:50 | DUE_Subject Record dimulator Qut of Range
01/36/2014 16:09:068 | ABC Regerd BAWPLE, ACCEPTANCE, TROT FALLED
r
J
(
0173072014 4:56 PM.

DMT Serial Number 300151

Pago 1 0f1




Rectr ‘éﬁ‘(/\"?

Breath Record History | 2age 1

06/21/2013

Test Test . Alcchol Alcohol Sim. Sim.

Date Time Agency Operator ZE_Hm Val. 1 Val. 2 Conc. 1 Conc. 2 Status Message
T7i77201L 10:32:57| ADDLISON COUNTY S0 TEST T TEST 6.104 T.102 - RESFCNGE_TIMEQUT
1171772011 . |10:22:48| ADDISON COUNTY SO TEST T TEST 0,102 9.102 0.101 0.101
11/17/201% 10:30:06 0.000 0.107
11/17/2011 10:33:35 0.450 0.102
11/17/20L1 10:38:35 3.000 0,102
11/22/2011 08:33:58 0.000 Simuiztor Out of Range
11/22/2011 09:36:32 0.000 0.100
11/22/2011 08:41:02 0.393 0.100
08/22/2012 00:24; 40| WLLMINGTON PD MBRK & DENAULT G.125 0.0%8
1271272012 10:16:08 | WILMINGION £D MRRK J DENAULT : 6.193 } 0.095
C1/20/20138 0Z:12: 59| BRATTLEBORG VSP JEFTREY & TRUDEAU REFUSED G.094
02/G3/2013 02:10:22| BRATILEEORD VSP JEFEREY E TRUDEAU G.083 | Simulator Out of Range
02/19/2013 22:51:26| WLLMINGION ED ¥ MURRNGD ©.048 G.096
03/15/2013 i8:53:09| BRATTLEBORO VSP CBRIS LORA 0.G94 Simulator Cut of Range
0371772013 01:54:03] WILMINGTON ED M MURANO U165 0,161 §.0%8 $.098 ,
0£/06/2013 15:27:57 ] WILMANGTON ED H_MURANG 0.095 Simulater Ot of Range
05/11/2013 183175 33) WIIMINGTON ED M_MUREND 0.072 0.096 )

0571872013 10:07: 49! BRATTLEBORD VSE JEFF_HUDON 6.058 0.09%
06/05/2013 03:22:41] WILMINGTON ED PATRICK M EREWER - - 0.17¢ 0.174 5. 055 0.094
0E/16/2013 23:23:41] BRETTLEBORD VSP TRAVIS I VALCOURT 0.077 0.036

DMT Se mber #300151 olofl 2172013 3:34 PN
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Brown, Steven

Rt BIH{)}

From:

Sent:

To:

Subject:
Attachments:

Steve,

Here is our June RPC

Mark

Denauit, Mark

Friday, June 14, 2013 3:56 PM
Brown, Steven

June RPC

June RPC Wilmington. pdf

Mark J. Denault

Detective Sergeant

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Diirect Line 1-802-464-2326 Ext, 135
E-mail mark.denault(@state. vt.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151

Location: - Wilmington PD
Calibration Date:  12/07/2011
Certification Date:  12/08/2011
Installation Date:  08/10/2012

RPC Date: 06/14/2013
Supervisor Name: MARK J DENAULT

Diagnostic Results Accuracy and Precision Check
Congentration ={,058 g/210L
) Lot # =13-03-100
VERSIONS Range =0.093-0,103
DMT: 1.01 Averege = 0,098 g/210L
PIC: 2,06 . ~ StdDev =0,0000
Modem: 2.4
Cuestions; 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48.7°C
Breath Tube = 39.5°C Sample Acceptance Test
Digital Sim = 34,0°C Passed
SETTINGS
Lamp Veltage w 1,71 Vv
Gonler Voltage = 1.73 V
Blas Voltage = B0 V 0.10 T T T T - 40.0
Chopper Freq = 544 Hz : :
. 0. 00/ mnicoho}.(glzlom ‘ 36.0
PUMP INFO wme—— F'low Rate{L/M)
Flow Rate = 4,971 L/M 0.08 32.0
DETECTOR INFO :
PUMP  ON OFF 0.07 28.0
MAX (V) 0.4232 0.4266 '
MIN{V) 0.4220  0.4254 0.08 24.0
FILTER INFC . 0.056 - \ 20.0
Filter 1 0.426 Zero = true J\"\
Filter 2 1.149 Zero = true 0.04 -116,0
Filter 3 0.704 Zero w true f
0,03 12.0
CALIBRATION CHECK
Xq = 0,088 1.08% 0,02 8.0
0.01 1.0
ine Porforman ool AL
Routine Perfo co Check Passed 0 10 20 30 40 50 &0 T0 80 90
Performed by o’y Date 06/14/2013
Reviewed by Date

DMT Serial Number #300151 - Page 1of 1 06/14/2013 3;33 PM




Rrown, Steven

From: Denault, Mark

Sent: Wednesday, April 17, 2013 10:50 AM

To: - Brown, Steven .
Attachments: DMT Reports 4-17-13.pdf; Maint. Log 4-17-13 (1).pdf
Steve,

_ RECEIVED
Here are a few new DMY records for your file. :

APR 17 2013

s OI™)

Thanks Mark

Mark J. Denault WINDHAM COUNTY SAQ

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denauli@state.vt.us
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10
10
0.20
0.16
ACCURACY & PRECISION REPORT 0.12
0. 08 jfe
STATE OF VERMONT 0.044
. 0.09
DataMater DMT: 300151 0 5 - 10
Location: Wilmington PD 0,20
----- 1 e e ke i O 4 Al Y 9 £ 0, 16w
Date: 04/17/2013 0.12
Time: 10:14:33 _ 0,08
SUPERVISOR NAME: . 0,044
ROBERT DRISCOLL , .00
Q & 10
SOLUTION LOT #: 12-90-100 0.20 T140.0
SOLUTION CONCENTRATION: 0,099 . 0,18 32.0
T o e e b i i 0.12 124, 0
BLANK TEST 0.000 10:15 0,08 [ . e o
CALIBRATION CHECK PASSED 10:13 0,041 6.0
SIMULATOR VAPOR 34.0°C 0,098 20:15 0 00 e e o 0
SIMULATOR VAPOR 33.9°C 0.098 10117 s s 10 15 20 285 30
SIMULATOR VAPOR 33,8°C 0.099 10:18 - 40.0
SIMULATOR VAPOR 33,9°C 0.098 10:198 0.161 e 32.0
SIMULATOR VAPOR 33.9°C 0.099 10;20 ) -
SIMULATOR VAPOR 34.0°C 0,098 10:21 .32 |40
SIMULATOR VAPOR 33,9°C 0,098 1022 0,08 pfr 16.0
SIMULATOR VAPOR 34.0°C 0.098 10:23 0,04
SIMULATOR VAPOR 33,9°C 0.099 10:24 - 0,00
SIMULATOR VAPOR 33.3°C 0.098 10:25 0 5 10
BLANK TEST 0.000 10;26 0.20
0,16
Average = 0.098 0.12
Std Dev = $.000 0.08 ,.v
oonl]
0.00
4] ) 10
0.20
0,16
0.12
0.08}-f~
0.04
' 0.00
0 5 10
0,20
D.16
0.12
0.08[f
0.04 4
0.00
0 5 10
0.20
0.16
0,12
0.08 “I'"ﬁ
0,044
0,00 .
: 0 5 10 15 20 25 30
DMT Serial Number #300151 Pago 1 of 1 " 04/17/2013 10:27 AM




Brown, Steven

:From: Denault, Mark

Sent: Friday, October 04, 2013 3:10 PM

To: Brown, Steven

Subject: RE: RPC

Attachments: Staus History& Breath History WPD. pdf
Here you go

Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
Wilmington VT 05363

Office [-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark, denault@state. vi.us

From: Brown, Steven

Sent: Friday, October 04, 2013 1:55 PM
To: Denault, Mark

Subject: RE: RPC

Mark,

| also need your breath history summary and status history summary.

SMB

Sigven k4 fiovn

Vandham Oounty Bepaly Stale's .r’\iml ney

PO Box 785

Sratilebors, VT 05302

22 257 2860 volcs

207 257 2864 fax

From: Denault, Mark

Sent: Friday, October 04, 2013 9:37 AM
To: Brown, Steven

Subject: RPC

Steve,

Here is a copy of our RPC for October.
Thanks Mark

Mark J. Denault

Detective Sergeant
Wilmington Police Department

RECEIVED

0CT 07 2013

BY:

WINDHAM COUNTY SAQ




97 Fast Main Street PO Box 217
Wilmington VT (05363
- Office 1-802-464-8593
Direct Line 1-802-464-2326 Ext, 135
E-mail mark.denault@astate. vt.us




Status Record History

Paga 1

10/04/2013
Status Status
Date Pime 'I"est Type Status Message
1171772011 10137158 DUT Subjec¢t Record RESPONSE TIMEOUT
1172272011 08:35:27 Check~In Confirmation Record Simulator Out of Range
1371273011 14:24146 | Accuracy & Precision Records Blank Error
1271372011 00113122 | Accuracy & Precision Records Simulator Timed Oui
32/13/2011 08:16:25 Accuracy & Precialon Records Simulator Timed Out
12/13/2011 Q8:20:41 | Accuracy & Preclsion Records Simulator Timed Out
1271372011 09:29:34 Accuracy § Proclsion Records shnmlator Fimed Gut
1371372011 09:31:36 | Accuracy & Precision Records Simelator Timed Out
12/13/2011 13:50:38 | Accuracy & Precision Records Simulator Timed Cut
02/03/2013 02:11:50 [ DUI Subject Record Simulator Out of ‘Range
0371572013 18:54:38 DUI Subject Recoid Simulator Oout of Range
04/06/2013 19;29:27 DUY Subject Recogd Slmulator Out of Range
04/07/2013 9:34:34 Solution Change Record ACCURACY AND PRECISION CHECK FAILED
09/22/2013 1:13127 | DUI Subject Record RESPONSE TIMEQUT
09/24/2013 5127115 DUE Subject Record Simulator Gut of Range
10/04/2013 2:48 PM

DMT Serial Number #300151

Page 10of1




B th R d Hist 472015
Yea ecor 1S5 OH,M\ 10/04/2013

Test Test : Alcohel Alccheol Sim. Sim.

Date Time Agency Operator Name val. 1 val. 2 Conc. 1 Conc. 2 mﬂmnﬁm, Message
1171772001 10:12:57] ADDISON COUNTY S50 TEST T TEST 0.104 0.102 RESPONSE_ T IMEOUT
1171772011 10:22:1B| ADDISON COUNTY SO TESE T TEST 0.102 0,102 0.101 G, 201
11/17/2011 10:30706 - 0,000 0.102
E1/17/201% 10:33:35 0.480 0.102
11/17/2011 10:28:35 0.008 0.102
1172272011 08:33:59 £.000 Simulator Out of Range
112272011 G8:36:32 0.000 0.2C0
11/22/20171 08:41:02 G.333 9.150
0B/22/2012 00:34:40] WILMINGTON PO MARK J DENAULT 0.135 0,088
12/12/2032 10:16:08] WILMINGFON PD MARK J DENAULT 0.188 0._08¢
C1/20/2012 02:12:55] BRATTLEBORD VSP JEFEREY E TRUDEAU REFUSED 0.084
02/03/2013 02:10:22| BRATTLEBORO VBP JEFFREY £ TRUDEAU 0.09: | Simmriator Qut of Range
02/1972013 22:5):26| WILHINGTON ED ¥ MURAND 0.048 0.0096 :

83/15/2013 18:53:0%| BRATTLERORD VSP CHRLS LORA 0.0394 - j Simulator Out of Range
83/17/2013 01:54:03[ WIIMINGTOR PD ¥ MURARO ‘ C.165 0,161 0.698 0.0%6
04/0672013 19:27:57 | WILMINGTON BD M MURAND 0.695 Simulator Out of Range
05/11/2013 18:17:33| WILMINGEZON FD M MURANO 0.072 0.G9§
05/18/2013 15:07:49| BRATTLEBORD, VBB JEEF HUDON G.039 , G.098
06/08/2013 03:22:41| RIIMINGTON ED PATRICK M SREWER C.174 0.174 ¢.095 0.054
96/16/2012 23:23:41] BRATTLEBORD VSD TRAVIS L VALCOURT G.077 0.058 ‘
§7/05/2018 20:44:23] BENNINGTON FD LYOYD N DEAN G.250 ¢.095
Q7/06/2013 02:23:35] WLLMINGION PL DANIEL A SILVER 0.%35 0.740 0.093 0.093
07/21/2013 02:16: 33! WILMINGTON FD DANTEL A& SILVER 0.127 0,085 i
0B/29/2013 23:18:137 SHAFTSBURY Vsp JUSTIN W WALKER 0.080 0.056
038/05/2013 10:43: 20 WILMINGION £D DRNIEL A SILVER 0.028 0.094
08/22/2013 01:10:15] WIEMINGION B0 DANIEL A SILVER 0.093 RESPONSE TIMEOUT
08/22/2013 02:07: 14| WILHINGION PD DANTEL A SILVER | 0,135 © 0,533
08/24/2013 15:25:45| wilmingten MARX J DENAULT - 0.090 Simulator Out of Range
03/25/2013 14:48:38) nd wilminagton JOSEPH M SEAREIRO ©.000 0.093

"DMT Semsl N- #300151

1 1013 2:51 PM



Brown, Steven

From:

Sent:

To:

Subject:
Aftachments:

Steve,

Denault, Mark

Friday, October 04, 2013 ¢:37 AM
Brown, Steven

RPC

Datamaster Cct. RPC. pdf

Here is a copy of our RPC for October.

Thanks Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.depault(@state.vt.us




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151
Location: Wilmington PD
Calibration Date;  12/07/2011
Certification Date: 12/08/2011
Installation Date:  08/10/20]12
RPC Date: 16/04/2013

Supervisor Name; MARK J DENAULT

Diagnostic Results

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sanple Chamber =
Breath Tube =
Digital Sim =

SETTINGS

Lamp Voltage
Cooler Voltage
Blas Voltage
Chopper Fregq

L I |

PUMP INFO
Flow Rate = 4.977 L/M

DETECTOR INFG
PUMP ON OFF

MAX (V) 0.4744 0.4772
MIN(V) 0¢.4730 0.4760

FILTER INFO

Filter 1 0.476 Zero = true
Filter 2 1.193 2Zero = true
Filter 3 0.761 BZero = true
CALTBRATION CHECK

Xg = 0,087 1,57%

Routine Performance Check Passed

A ision Check
Concentration =0,098 g/210L
Lot # =13-03-100
Rango =0,093 -0.103
Average =0.097 g/210L
Std Dev =0.0010
RF Dotection Test

Passed
Sample Acceptance Test

Passed
0.L0 ] T 1 oy 40.0

Alcohel (g/210L}

0.09 Flow Rate{L/M] [ S 36.0
0,08 ~|32.0.
0,07 | ASSEN SPRNSOVS PSPIUNS DU NSRS TSRS JURIPRN OIS SSRSY RSSRA S 28.0
0,06/~ 38 S S PPN
0.05 I\j\»\q 20.0
AT s S R S S | I N S 16,0
0‘ 03 [T 12 . O
0.02 8.0
0,01 J W 1.0
0.00 k ‘ [ 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by il

Reviewed by

Date 10/04/2013

Date

DMT Scrial Number #300151

Page 1 of 1

10/04/2013 8:56 AM




ANNUAL PREVENTATIVE MAINTENANCE

DataMaster DMT: 300151
Location: Wilmington PD
Calibration Date;  12/07/2011
Certification Date; [2/08/2011
Installation Date:  08/10/2012
APM Date: 04/17/2013
Performed by: ROBERT DRISCOLL
Di ic Rosul T
Concentration = {099 g/210L,
Lot if =1 2.90-100
VERSIONS Range = 0,094 -0.104
DMT: 1.01 Simutator Vapor = 0.007 g/210L
PIC: 2.06
Modem: 2.4
Questions! 2.1
Yassed
TEMPERATURES ‘
sample Chamber = 49,5°C Sample Acceptance Test
Breath Tube = 44,1°C Passed
pigital 8im = 33.9°C
SETTINGS
Lamp Voltage = 1.7l V
Cooler Voltage = 1,73 V .
Bias Voltage = B0 V 0.10 H i 7 40.0
Chopper Freg = 545 Hz L Aloonol {g/210L) )
0.09h- P 38,
PUMP INFO . Flow Rate(L/M} \ .
Flow Rate = 5,034 L/M 0.08 32,0
DETECTOR INFO e gt e e e
PUMP ON QFF 0.07 28.0
MAX (V) 0.4150 0.4179
MIN{V) 0.4134  0.4163 0, Qg 24.0
FILTER INKFO 0.03 20.0
Filter 1 0.417 ZHero = trme
Filter 2 1.142 Zerc = true 0.04 16.0
Filter 3 0,712 fero = true
. , 0.03 12,0
CALIBRATION CHECK
Xg = 0,088 1,08% 0.02 8.0
0.01 4.9
Q.00 f ‘\\ ~lo.0
APM PASSED 0 5 10 15 20 25 30
NIST Theonoodder $v 1804522 389°C. -
yhiahs
Performed by T Date 04/17/2013
* Reviewed by Date
DMT Serial Number #300131 Pagelofl 04/17/2013 10:12 AM




0.20
0.16

0.12
0.08

0.04"

0.00

0.20

0,16~

0.12
0.08

0.04
0.00

0.290
0,16

ACCURACY & PRECISION REPORT

0.08[-f

0,12}~

STATE OF VERMONT

DataMater DMT: 300151
Lovation! wilmington PD

Date: 04/17/2013
Time: 09:44:52

SUPERVISOR NAME!:
ROBERT DRISCOLL

SOLUTION LOT #: 12-90-100

SOLUTION CONCENTRATION: 0,099

s e T T T o o v Pt gty P

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR
BLANK TEST

°c o o
aaaaaaaaaonag

Q

0 o 0 9 O

L0 S L L Lo L L ) Lo

LEESNE R IR YRR R Ky

A0 D (0 DD WO WD DD
o

E % 4 & v = & = =+ =

Average = 0,098
gtd Dev = 0,000

A bt ek e

09:45
09:45
09:46
09:47
09:48
09149
09:50
09:51
09:52
08:53
09:5%4
09155
09: 56

0.00

0,20
0.16

0.12

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0.00

0.20
0.16

0.12
0.08

0.04
0,00

0,20
0,16

0,12
¢.08

0.04
0.00

0,20
0.16

0.12
0,08
0.04

0.20
0,16

0.12
0.08

0.04
0.00

0.20
0.16

DMT Serial Number #30015¢

Page 1 of 1

0.041F

0,08]-

0. 001

0,08}
0.04}

0.00
o

10 15 20 25 30

04/17/2013 9:58 AM




"Brown, Sieven

From: Denault, Mark

Sent: Thursday, April 11, 2013 11:54 AM RECEIVED

To: Bolduc, Amanda; Szarejko, Joseph M.; Brown, Steven

Subject: RE: Wilmington PD DMT issues APR 11 2013

Attachments: DMT Records 4-11-13.pdf A A eV
BY:

\WINDHAM COUNTY SAQ
Amanda,

Here are the records you requested. | you can see | have provided them to WCSA Office for there records as well.
Please advise if we need to do more on this end. "

Thank you Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
“Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135

E-mail mgrk.denault@state.vt.us

From: Bolduc, Amanda

Sent: Monday, April 08, 2013 6:43 AM
To: Kipnes, Ethan; Driscoll, Rob

Cc: Denault, Mark; Szarejko, Joseph M.
Subject: RE: Wilmington PD DMT issues

Ethan,
I have cc'd Rob Driscoll on this issues. We'll have some solution sent out to you. Can you send me copies of your

sim solution change reports and a history report from the beginning of the year until now? We'll take a look at the
simulator info and see if there is a trend. Have you done a leak check on the simulator? '

Amanda

From: Kipnes, Ethan

Sent: Sunday, April 07, 2013.10:54 AM
To: Boldue, Amanda

Cc: Denault, Mark; Szarejko, Joseph M.
Subject: Wilmington PD DMT issues

Hi Amanda,

Sorry if you are not the person | am supposed to go to directly, but yours was the only contact info | could find for
DMT issues.

We have been experiencing some Datamaster DMT issues here in Wilmington lately. | came in on Sunday to find
an email from Sgt. Matt Murano indicating that the unit registered "Simulator Out of Range" the previous evening. |
ran an Accuracy and Precision check which actually showed within range but just barely so | decided to change the
simulater solution. Changed solution and came in way out of range on testing. Changed solution a second time
and it came within range this time. Looking back through our records, we had the same issue only about 3 weeks
ago - solution was changed at that time as welf and obviously only lasied for 3 weeks.

So, as of right now, the machine is in range and on line but I'm not sure it will stay that way for long.
i ,




"And we are also out of simulator solution since we have had to change it so many tifnes iately.

I only work part time on weekends, so please connect with Chief Szarejko or Detective Sergeant Denault to follow
up during the week. | have copied them so that they are aware.

Thanks, .

Ethan Kipnes

Wilmington Police Department
(802) 464-8593
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SOLUTION CHANGE

DataMaster DMT: 300151

Location: ‘ Wilmington PD
Date: 04/07/2013
Performed by: ETHAN R KiIPNES

Accuracy and Precision Check
Concentration = 0,099 g/210L
Lot # = 1290-10G0

Range : =0.094 - 0,104
Average =0.059 g/210L

© Std Dev = 0.000Q

Simulafor Temperature: 33.9°C

Performed by Rbann Wiprt— Date 04/11/2013

DMT Seria] Numher #300151 Pagelefl 04/i 1/2013 11:45 AM




SOLUTION CHANGE

DataMaster DMT: 300151

Location: Wilmington PD
Date: 03/16/2013
Performed by: MARK J DENAULT

Accuracy and Precision Check

Concentration =0.101 g/210L
Lot# = 12-84-100
Range =096 -0.106
Average = 0,099 g/210L
Std Dev =0.0000

Simulator Temperature: 33.9°C

Performed by AR Date  04/11/2013

DMT Serial Number #300151 Page 1 of 1 04/11/2013 11:43 AM




SOLUTION CHANGE

DataMaster DMT: 300151

Location: Wiimington PD
Date: 04/07/2013
Performed by: ETHAN R KIPNES

A Precision Check
Concentration ={.099 gf2101.

- Lot# =12:90-100
Rangs =0.094 -0.104
Average ={.085 g/210L
Std Dev ‘ =0.0000

Average out of range

" Simulator Tempeorature: 33.9°C

Solution Change Failed

. Performed by Y Magpr Date 04/11/2013

DMT Serial Number #300151 Page 1 of 1 04/11/2013 11:44 AM




Brown, Steven

From: Denault, Mark

Sent: Thursday, April 11, 2013 1:14 PM
To: Brown, Steven

Subject: FW: datamaster out of range

Here is the email Sgt. Murano sent out
Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vi.us

From: Wilmington PD (~8 users) [WLMGPDOALL@DPS.STATE .VT.US] On Behalf Of Murano, Matthew
[Matthew.Murano@STATE.VT.US]

Sent: Saturday, April 06, 2013 10:13 PM

To: DPS - wimgpdOall

Subject: [WLMGPDOALL] datamaster out of range

Datamaster is currently out of range.

458 please take a look at it on sunday.

‘hanks

452




_ fa sl
Brown, Steven _

From: Denault, Mark

Sent: Saturday, March 16, 2013 10:25 AM

To: Brown, Steven

Subject: Data Master Update

Attachments: Solution Change Report 3-16-13.pdf; Testing 3-16-2013.pdf
Steve,

Here are a few updates for our records. Had to do a solution change as it went out of range,

Thanks Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217

"~ Wilmington VT.056363

Office 1-802-464-8593 ' :
Direct Line 1-802-464-2326 Ext. 135

E-mail mark.denault@state vi.us




SOLUTION CHANGE

DataMaster DMT: 300151

Location: Wilmington PD
Date: 03/16/2013
Performed by: MARK J DENAULT

snd Precigion Chech
tion = 0,101 g/210},

Coneotitra

Lot# = 12-84-100
Range = 0096 - 0.106
Average = (),099 g/210L
$td Dev = 0,0000

Simulator Temperature: 33.9°C

Performed by AT Date . 03/16/2013

DMT Serial Nutnber #300151 Page 1 of 1 03/16/2013 10:18 AM




DIAGNOSTIC RESULT

DataMaster DMT:300151
- Location: Wilmington PD
Calibration Date; 12/07/2011
Certification Date: 12/08/2011
Installation Date: 08/10/2012

Test Date:
Test Time:

03/16/2013
08:57:45

VERSTIONS

DMT: 1.0%

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES
Sample Chamber

Breath Tube
Digital sim

o
PN
w
=%
o

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Fraq

I
@ b
_O e .

PUMP INFQ
Flow Rate = 4.926 L/M

DETECTQOR INFOC

PUMP ON OFF

MARX (V) 0.3813 0.3848
MIN(V) 0.37989 0.3833

FILTER INFO

Eilter 1 0.384 PRero =
Filter 2+ 1.107 &Zerec =
Filter 3 0.663 Zereo =

CALTBRATION CHECK
Xq = 0.088 0.59%

DMT Serial Number #300151

true
true
Lrue

Pagelofl

03/16/2013 8:38 AM




ACCURACY & PRECISION REPORT

STATE CF VERMONT

DataMater DMT: 300151
Location: Wilmington PD
Date: 03/16/2013

Time: 09106:23

SUPERVISOR NAME:
MARK J DENAULY

SOLUTION LOT #: 12-84~100
SOLUTION CONCENTRATION: 0.101

o o ek e ot A N T L Y Y Ty oy T A ot e 48 e B Ly

BLANK TEST 0.000 09:07
CALIBRATION CHECK PASSED 09107
SIMULATOR VAPOR 33.9°C 0.095 09:07
SIMULATOR VAPOR 33.9°C 0.096 09:08
SIMULATOR VAPOR 33,9°C 9.096 09:09
SIMULATOR VAPOR 33,9°C 0.096 09:10
"SIMUIATOR VAPOR 33,8°C 0.0%6 09:11
SIMULATOR VAPOR 33.9°C 0,097 09:12
SIMULATOR VAPOR 33.8°C 0.096 09:13
SIMULATOR VAPOR 33.8°C 0,097 09:15
SIMULATOR VAPOR 33,9°C 0.097 08:16
SIMULRTOR VAPOR 33.9°C 0.097 09:17
BLANK TEST 0,000 09:18

Averagé = 0.096
5td bev = 0,000

DMT Serial Number #300151
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Brown, Steven

From: Denauit, Mark

Sent: _ Saturday, March 09, 2013 3.02 PM
To: Brown, Steven .

Subject: RE: Datamaster Reports
Aitachments: Breath and Status reports Logbook. pdf

Stand by for Test Log.

Mark J. Denault

Detective Sergeant .
Wilmington Police Department

97 ast Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denauit@state.vt.us

From: Brown, Steven

Sent: Saturday, March 08, 2013 2:59 PM
To: Denault, Mark

Subject: RE: Datamaster Reporis

sure

Steven M. Brown

Windham County Deputy State's Attorney
P.O. Box 785 ‘
Bratileboro, VT 05302

802.257.2860 voice

802.257.2864 fax

From: Denault, Mark

Sent: Saturday, March 09, 2013 2:59 PM
To: Brown, Steven

Subject: RE: Datamaster Reports

RECEIVED

MAR 0 & 2013

BY:

WINDHAM COUNTY SAD

ok | ran the réport for all dates so you will have everything. Do you need a test log summary??7

Mark J. Denault

Detective Sergeant

Wilmington Police Department

97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vi.us




From: Brown, Steven

* Sent: Saturday, March 09, 2013 2:58 PM
To: Denault, Mark

Subject: RE: Datamaster Reports

Since 7/7/12
Steven M. Brown
“Windham County Deputy State's Attorney
P.O. Box 785
Brattleboro, VT 05302
802,257.2860 voice

802.257.2864 fax -

From: Denault, Mark

Sent; Saturday, March 09, 2013 2:56 PM-
To: Brown, Steven

Subject: RE: Datamaster Reports

Do you need all date of the beath summary and status summary Mark J. Denault Detective Sergeant Wilmington
Police Department

97 East Main Street PO Box 217

Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135

E-mail mark.denaulti@state vi.us

From: Brown, Steven

Sent: Saturday, March 08, 2013 2:52 PM
To: Denault, Mark

Subject: RE: Datamaster Reports

Yes please

Steven M. Brown

Windham County Députy State's Attorney
P.O. Box 785 -

Brattleboro, VT 05302

802.257.2860 voice

802.257.2864 fax

----- Original Message--—

From: Denault, Mark

Sent; Saturday, March 09, 2013 2:52 PM
To: Brown, Steven '




Subject; RE: Datamaster Reporis
~ The maint. Logbook

Mark J. Denault

Detective Sergeant

Wilmington Police Depariment

97 East Main Street PO Box 217
Wilmington VT 05363 '

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denauli@state.vt.us

From: Brown, Steven

Sent: Saturday, March 09, 2013 2:49 PM

To: Denault, Mark

Subject; RE: Datamaster Reports

Mark,

Could you also send down the Breath and Status Summary Reports. along with a copy of the log book™
Thanks,

Steve

Steven M. Brown

Windham County Deputy State's Attorney
P.O. Box 785

Brattleboro, VT 05302

802.257.2860 voice

802.257.2864 fax

From:; Denault, Mark

Sent: Saturday, March 09, 2013 10:07 AM
To: Brown, Steven

Subject: Datamaster Reports

For your records

Thanks Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department
97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593




Direct Line 1-802-464-2326 Ext. 135
" E-mail mark.denauli@state.vt.us




" Brown, Steven

From:

Sent:

To:

Subject:
Attachments:

For your records

Thanks Mark

Mark J. Denault

" Detective Sergeant

Denault, Mark

Saturday, March 09, 2013 10:07 AM
Brown, Steven :
Datamaster Repoits

Dia. Test& accuracy Test 3-9-13.pdf

Wilmington Police Department
97 East Main Street PO Box 217

Wilmington VT 05363
Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 135
E-mail mark.denault@state.vi.us




DATAMASTER DMT MAINTENANCE LOG |
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Stat R d Hist 78013

atus ecor 1SCTOry 03/09/2013

Status Status ,

Date Time Test Type 8tatus Message
1i/17/72011 10;17:58 | DUL_Subject Record RESPONSE TIMEQUT
137227201 08td5:27 | Check-In Conflrmation Record Simulator Out of Range
127127201 14:24146 | Accuracy & Preclsion Records Blank Erroc -
i2/13/201 06113:22 | Accuragy & Precision Records SImalator Timed Out
12713/201 08716:2% | Accuracy & Precislon Records Simulator Timed Cut
12/13720 0812041 | Accuracy & Preclslon Records Imuiator Timed Out
1271578611 D9:20:34 | Aecuraoy & Precision Records gimulakor Timed Ouk
12/13/2011 §9731:36 | Accuracy ¢ Pracislon Records $imulator Timed Out
1271372011 13:50:130 | hocuracy & Precleion Records simulater Timed Qut
0270372013 02311150 | DUI Subject Record Simulator Out of Rangs
1
03/09/2013 2:55 PM

DMT Serind Number #300151
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DIAGNOSTIC RESULT

DataMaster DMT:300151
Location: Wilmington PD
Calibration Date: 12/07/2011
Certification Date:12/08/2011
Installation Date: 08/10/2012

PUMP INFO
- Flow Rate = 4,999

DETECTOR INFO
PUMP  ON

MAX (V)  0.3825
MIN(V)  0.3811

FILTER INFO

Filtexr 1 0,385
Fllter 2 1.109
Filter 3 0.667

CALIBRATION CHECK
Xq = 0,087 1.77%

Test Date; 03/09/2013

Test Time: 09:40:23

VERSIONS

DMT: 1.01

PIC: 2.06

Modem: 2.4

Questions: 2.1

TEMPERATURES

Sample Chamber = 48.7°C

Breath Tube = 41.0°C

Digital Sim = 34.0%C

SETTINGS

Lamp Voltage = 1.71V
. Cooler Voltage = 1.73 V

- Blas Voltage =80V
Chopper Freq = 544 Hz

LM

OFF
{.3880
0.3848

Zero = true
Zero = true
Zero = true

DMT Sotlal Nymber 300151
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ACCURACY & PRECISION REPORT 0.12

. 0.08 B
STATE OF VERMONT . 0_04.[“
0,00
DataMatex DMT: 300151 ) ¢ 5 10 1%
Location:  Wilmington PD , : 0.20
W ot et et VR B et W M W B S B T B A VY W TV b e e b et et e 0.15 -
Date: 03/09/2013 0.12
Time: 09:43:02 ) 0. 08

{

]

SUFERVISOR NAME: 0.04
MARK O DENAULYT - 0,00
0 5 10 15

SOLUTION LOT #: 12-84-100 0.20
SOLUTION CONCENTRATION: 0,101 0.1%
——————————— e e 0.12
BLANK TEST 0.000 09:43 ©0.08f
CALIBRATION CHECK PASSED 09:44 0.04
SIMULATOR VAPOR 34,0°C 0.095 09:44 0'00},
SIMULATOR VAPOR 33.%°C 0.096 09145 s
SIMULATOR VAPOR 34.0°C 0,097 09:46 0.20
SIMULATOR VAPOR 34.0°C 0.097 09:47 018
SIMULATOR VAPOR 34,0°C 0.097 09:48 !
SIMULATOR VAPOR 33,9°C 0.097 09:49 0.12
SIMULATOR VAPOR 34,0°C ~  0.097 09:50 0. 08}~
SIMULATOR VAPOR 33,9°C 0.098 09:51 0,04 [
SIMULATOR VAROR 34,0°C 0,098 (9152 |1 o.00
STMULATOR VAPOR 33.9°C 0.098 09:53 0 5 10 15
BIANK TEST- 0,000 09:54 0.20
Q.16 e S
Average = 0.0897 ) o.121

std Dev = {,000 N
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Brown, Steven

From: . Denault, Mark

Sent: Wednesday, February 06, 2013 10:43 AM
To: . Brown, Steven .
Subject: RPC February ' RECEIVED
Attachments: RPC February.pdf _
FEB #6 2013
BY: e
Steve, WINDRAM COUNTY SAO

Here is a copy of our Datamaster RPC report for February.
Thanks Mark

Mark J. Denault

Detective Sergeant

Wilmington Police Department .

97 East Main Street PO Box 217
Wilmington VT 05363

Office 1-802-464-8593

Direct Line 1-802-464-2326 Ext. 1356
E-mail mark.denauit@state. vt.us




'ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 300151

Location; Wilmington PD
Calibration Date:  12/07/2011
Certification Date: 12/08/2011
Installation Date:  08/10/2012

RPC Date: 02/06/2013
Supervisor Name: MARK J DENAULT

Di ig Resul

VERSIONS

DMT: 1.01

PIC: 2.06
Modem: 2.4
Questions: 2.1

TEMPERATURES

Sample Chamber
Breath Tube
bigital sim

2
L0 o B
L o
won
ana

SETTINGS .
Lamp Voltage
Cooler Voltage
Biss Voltage
Chopper Fregq

Eoonoq
(LY. ey
e .

PUMP INFO
Flow Rate = 4,936 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.4002 0.4902¢
MIN{V) 0.3988 0.4012

FILTER INFO

Fiiter 1 0.402 FHexro = true
Filter 2 1,126 Z%ero = true
Filter 3 0,695 fRero = true

CALIBRATION CHECK
Aqg = 0.088 0.69%

Routine Performance Check Passed

Congentration ={0.101 g210L
Lot# = 12-84-100
Range = 0,096 - 0,106
Avemnge = 0,098 g/210L,
Std Dev = 0000
RF Detegtion Test

Passed

Passed
¢.10 ] ! 1 ; ; 40,0

e Al aohol {g/210L)

0.09[- Flow Ratg(L/M, IR 16,0
0,08} ' 32.0
0 07 ................. 28 0
G * 06 ..... 24 N 0
0 L] 05 L PR BT 20' 0
Q.04 f\‘} 16.0
0.03 . - 12,0
0,02 8,0
0. 01 M ” ] F‘ ‘o
0.00 ‘ 0.0

0 10 20 30 40 50 60 70 80 90

Porformed by il *‘é”ﬁ‘

Revicwed by

DMT Serial Numﬁa‘ #300151

Date 02/06/2013

Date -
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