INSTALLATION REPORT

DataMaster DMT: 104509

Location: Ludlow PD
Calibration Date:  06/29/2012
Certification Date: 06/29/2012
Installation Date:  06/29/2012
Installed by: AMANDA BOLDUC

Default Options Loaded
Diagnostic Results

VERSTIONS
DMT: 1.01
PIC: 2.056

Accuracy and Precision Check

Concentration

Lot #

Range

Average
Std Dev

=0.099 g/210L,
=1277-100
=0.094 - 0.104
=0.103 g/210L
=(0,0000

Modem: 2.4
Questions: 2.1

RF Detection Test

TEMPERATURES Passed

Sample Chamber = 49.2°C

Breath Tube = 48.1°C Sample Acceptance Test

Digital Sim = 33.9°C Passed

SETTINGS

Lamp Voltage =1.72 v 0.10 T T T 40.0

Cooler Voltage = 1.73 V JAl h_1L( /2101;

. iy cohel (g

Bhas VLGS 90 Y 009/ —— Gy Rato(/m) | — 3.0
04 OB [ NESES: RSN IS, SIS s 32, 0

PUMP INFO

Flow Rate = 5.839 L/M WO NS — SUEE SO S p—_

DETECTOR INFO I

PUMP ON OFF o ] B o e e e[ 24,0

MAX (V) 0.1191 0.1205

MIN (V) 0.1177 0.1193 SR ] e R Gt T e bR e U R 20.0

FILTER INFO IR SE——— O e 16.0

Filter 1 0.121 Zero = true \]

Filter 2 0.701 Zero = true 0. O i i 12.0

Filter 3 0.297 Zero = true
0L, O i ol obb 8.0

CALTIBRATION CHECK

Xqg = 0.086 0.72% o - A | 8.8
0.00 /\{\\\ X 0.0
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INSTALLATION PASSED
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INSTALLATION REPORT

DataMaster DMT: 104509

Location: Ludlow PD 0ot gl
Calibration Date:  06/29/2012 % sl 78
Certification Date: 06/29/2012 NN -
Installation Date:  06/29/2012 e g
Installed by: AMANDA BOLDUC

Default Options Loaded

Diagnostic Results Accuracy and Precision Check
Concentration =
Lot # =

VERSTIONS Range =

DMT: 1.01 Average =

PIC: 2.05 Std Dev =

Modem: 2.4

Questions: 2.1
TEMPERATURES
Sample Chamber

Breath Tube
Digital Sim
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= 1,71 Vv
Coolexr Voltage = 1,73 V \~D
Bias Voltage = 80 Vv -~ —~
Chopper Freq = 534 Hz )( Z Cj i [(D :)
PUMP INFO
Flow Rate = 5.792 L/M 7—\/ = 6’ O?‘?
DETECTOR INFO
PUMP ON OFF

MAX (V)  0.1171 0.1185
MIN(V)  0.1144 0.1175

FILTER INFO

Filter 1 0.118 Zero = true

Filter 2 0.702 Zero = true

Filtexr 3 0.283 Zexro = true

CALIBRATION CHECK

Xqg = 0.085 0.00%

INSTALLATION FAILED

Performed by =2 Date 06/29/2012
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