ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100144
Location: Springficld PD
Calibration Date:  07/02/2012 . 3
Certification Date: 07/02/2012 By, A
Installation Date:  07/03/2012 L,
RPC Date: 02/13/2013
Supervisor Name: CHRIS NORTON
Diagnostic Results Accuracy and Precision Check
Conceniration =0.099 g/210L
Lot# =12-77-100
VERSIONS Range =0.094 -0.104
DMT: 1.01 Average =0.101 gi210L
PIC: 2.05 Std Dev =0.0010
Modem: 2.4 ¥
Questions: 2.1 .
RF Detection Test
TEMPERATURES Passed
Sample Chamber = 48§,8°C
Breath Tube = 44.4°¢C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS
Lamp Voltage = 1.63 V
Cooler Voltage = 1.61 V
Bias Voltage = 80 V 0.10 : 4G.0
Chopper Freq = 535 Hz : S : a
0.09 r Alcohel (g/210L} | ¢ | | e o
PUMP INFO - —lFl~3$-: R#te(Lfl‘-I) i
Flow Rate = 5.517 L/M : .08 bl Sueb ; 32
DETECTOR INFO . . :
PUMP  ON OFF : TR B0
MAX (V) -0.0024 0.0010 3 P ’
MIN(V) -0.0039 -0.0006 0.0 S i e 24.1
FILTER INFO 0.05 0.0
Filter 1 0.000 Zero = true i i
Filter 2 0.637 Zero = true 0.04 1 R -16.0
Filter 3  1.531 Zero = true ; oo
0.03 — J12.0
CALIBRATION CHECK Eo i
Xg = 0.080 0.11% ) IR S S n 1§ .
Routine Performance Check Passed 0.00 ‘ l A ‘ 1118 (. 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
. ,1,[./""-- . .
Pecformed by = (LA D 7 Date 02/13/2013
)
Reviewed by ///57{ Date g/,q / 13 1/\\
/ i |5
DMT Serial Number #100144 Page 1 of 1 02/13/2013 7:30 PM
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Vermont Department of Health Laboratory

185 Colchester Avenus, P.C. Box 1125, Burtington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7841; (fax) B02-863-7632

BAC DataMaster Routine Performance Check Worksheet

S@ﬁ%@ P VOO 1 HY |

Agency {Location) DataMaster Serial Number

Jun  Oct Date Completed: O /1S 1173

For RPC Cycle (Pisase circle):

Flease Note: Section Numbers refer to those in the “Instructions for BAC DataMaster Roufine Performance Check'(Alc 435)
in your DataMaster Supervisor Manual.

If the DataMaster fails any check, please refer fo the instructions in your D

DataMaster Simulator Solution

SECTION 1: Replace Simulator Solution lot #12-77-100  £tOHaq Conc: 0.089
Range: 0.094-0,104 :

) . — Preparaticn Date: 05/08/2012  Expires: 05/08/2013
Simuiator solution replaced . 1 &S0 P i /m xpires: 05/08/
o Time ABERE M. GOL’ ¥ é’ I’\b

SECTION 2: Diagnestic Check

Passed: E, Failed: [_]

Notes:

SECTION 3: Accuracy and Precision Check

Standard deviation from ticket (8D} =_e OO0

Hless thanoregualto 0.002: ................ Passedﬁ'
If greater than 0.002: .o..oovooovce oo Failed [

Average concentration from ticket (AVG) =__e \O) \

If within range on labal above: .............. Passed‘g

If outside range on ifabel above: ... .....Failed []

Notes:

SECTION 4: Sample Acceptance/Alcohol-Free/Radio Inferference Tests

Shallow Breath ... Passe “’% Failed D
fntermittant Breath......ooooe oot Passed 7% Failed [ ]
SUCK BaCK TESE oorvee oo iveeiia e eee .. PaSSEd W Failed [ ]
Sample Acceptance.............o ORI Passed “‘@; Failed D
AlCOROI-IEE .., PASSE .;Q\ Failed [ ]
Radio Frequency Interference; " If no console radio in building, check here: D

Consecle Radio .......coooce. No interference (passed) [nterference (Failed) D
Handheld Radio............. Radio Interference (passed) % No Interference (Failed)lj
Notes:

ALC 627 rev B 08/07 For use with "Instructions for BAC DataMaster Routine Performance Check” (Alc 435)
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Vermont Depar’crﬁent of Health Laiﬁoratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

SECTION 5: Logs

Datalaster paésed ail checks: Yes\%
No [ ] Removed from service: /- /
' Date
[ ] Contacted DM Tach Services: / /
Date
Entries made in all logs: Yes ,&
No D
Commenis:
/&7?73?7%’7 | 02 113 1\
" ST S ‘ Daie

DataMaster Supervisor Signature

C-Q\ . Q/\r’ff:» ?\j@r‘l‘bﬁ

3
Please Print: DataMaster Supervisor

»-p- Mail or fax a photocopy (white) of this worksheet and photocopies of all tickets or the
pink copy of all tickets produced during this process to DataMaster Technical Services <<

*% N0 NOT WRITE BELOW THIS LINE. FOR DATAMASTER TECHNICAL SERVICES ONLY ****

e e T

e

- DataMaster Technical Services Review

Reviewed worksheet and alf tickets: [ Jves L No
DataMaster passed all checks: [ lves [No : / /
' . Remaved from sefvice
Follow-up action needed: [ Ino [Hes
Follow-up action taken: .
Phone Call [] Letter [] Emaill]  Fax[J  Service call[]
Comments:

Reviewed by: Date: / /

ALC 827 rev € 06/07 For use with "Instructions for BAC DatalMaster Routine Perormance Check” {Alc 435)
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