ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 100144

Location: Springflicld PD

Caljbration Date:  07/02/2012
Certification Date:  07/02/2012
Installation Date:  07/03/2012
RPC Date: 10/31/2013

Supervisor Name: GREGORY J MOLGANO

Diagnostic Results

VERSTONS

pMT: 1.01
PIC: 2.05
Modem: 2.4

Questions: 2.1
TEMPERATURES

Sample Chamber =
Breath Tube = 49,1°C

pigital Sim 34.1%
SEITINGS

Lamp Voltage = 1.63 V
Cooler Voltage = 1.61 V
Bias Voltage = 80 V
Chopper Freq = 536 Hz

PUMP INFO
Flow Rate = 5.467 L/M

DETECTOR INFO

PUMP ON orE

MAX (V) 0.0681 0.0718
MIN (V) 0.0667 0.0699

FILTER INFO

Filter 1 0.070 Zero = true
Filter 2 0,699 Zero = true
Filter 3 1.587 Zero = true

CALIBRATION CHECK
Xq = 0,080 0.00%

Routine Performance Check Passed
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Accuracy and Precision Check

Concentration =0.098 p/210L
Lol fl = 13-03-100

Range =0.093-0.103
Average =0.101 g/210L,

Std Dev =0.0000

RI Detection Test
Passed

Sample Acceptance Test

Passed
—— 40,0
0.09 ?iii“ﬁiﬁé”(iiﬂ?’ a6
v o 32.0
0.07 s
0,06 s
0.05 20.0
0.04 16.0
0,03 ol
0.02 e
0.01 I\ “\A “ -
0.00 lm e

0 5 10 15 20 25 30 35 40

415 50 55 60

Performed by

Reviewed by

DMT Serial Number ﬂlll(ll44/

2.,/(;{‘,( 7%-4/':“;; =

Date 10312013

Date /g/g_,,f / 3

Page 1 of 1

2 ,,,\\\'b

10/31/2013 4:24 AM




