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• Accuracy and Precision Test: Run ten replicates of an external 
wetbath simulator and report each result, average and standard 
deviation. 

• 2 test subject sample sequence with quality control checks prior to 
each sample and blank tests before and after all vapors (breath and 
simulator). 

  Blank 
  Internal Standard 
  External Standard 
  Blank 
  Subject Test 
  Blank 

• Report volume of breath delivered. 

• IR and EC results for each sample. 

• External printer 8.5x11 paper 
 


