
•  Three IR Fi l ters  @ 3.44µ, 3 .37µ, and 3.50µ 

•  Internal  Quar tz standard 

•  Sol id (not f lexible)  keyboard 

•  Ethernet connect iv i ty 

•  Modem connect iv i ty  

•  (4)  USB por ts  

•  RS-232 por t  

•  Breath tube (heated with RFI antenna) 

•  Touch screen  

•  Software – Windows CE5.+ cur rent Ver mont revis ion 

•  HP Inkjet  color pr inter  (equivalent to units  previously suppl ied,  HP 
5940) 

•  Refurbished Guth 34C-NP type s imulators 

o  Please ensure that  the s imulators wi l l  properly a l ign with the 
s imulator tower.  To accomplish this,  the openings on the 
tower for the breath and BNC connectors must be ful ly  
adjustable.  This  can be done by e i ther making ovals  for a l l  
three openings,  or by making one s lot  in which a l l  three 
connect ions are located.  A sug gested template wi l l  be 
provided on request .  If  fur ther c lar i f icat ion is  necessar y,  
please contact  VDHL. 

 


