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Grand Isle County Sheriffs Office (103406)

C

Instrument Calibrated & Certified 06/30/2008 -

Cal Std Target (g/210L) Calibration Factor

0.1000 1.002971
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.019 0.019 100.00 % 0.000
0.079 0.081 102.53 % 0.001
0.159 0.159 100.00 % 0.001
0.410 0.405 98.78 % 0.001
Correlation Coefficient (R®) = 0.9999
Instrument instalied 07/03/2008 —
Concentration ('g/21OL) Average (g/210L) Std Dev
0.103 0.105 0.000
RPC Initiated 10/30/2008 —
Concentration (g/210L) | Average (g/210L) ~ Std Dev
0.100 0.100 0.000

TS| Initiated 11/11/2008 — Instrument reading 'de Sim Concentration, at 0.096; RPC

solution is 0.100; Ticket stating 0.103.
Issue resolved on-site — Requested DataMaster Supervisor to perform RPC with

the correct simulator solution information. (See notes)

RPC Initiated 02/09/2009 —

Concentration (g/210L)

Average (g/210L)

Std Dev

0.099

0.096

0.001
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Grand Isle County Sheriffs Office (103406)

TSI Initiated 02/12/2009 — Simulator Solution Concentration Low.

Issue resolved on-site — found and repaired several leaks on the simulator.

Allowed to stabilize and tested to verify repair.

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.099 0.097 0.094 -0.104
0.099 0.098 0.094 -0.104
0.099 0.095 0.094 -0.104
APM on 03/25/2009 -
Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.099 0.097 0.094 -0.104
RPC Initiated 06/30/2009 — .
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.101 0.001-
RPC Initiated-10/29/2009 — —— —
Concentration (g/210L) Average (g/210L) Std Dev
0.099 0.101 0.000

APM on 11/17/2009 —

Concentration (g/210L)

Test Result (g/210L)

Acceptance Range

0.099 0.099 0.094 -0.104
RPC Initiated 02/22/2010 —
o —CONCENtration(g/240L) —|——-Average-(g/210L) Std-Dev
0.101 0.101 0.000
Notes:

1. TSl Initiated on 11/11/2008 does not appear to have any supporting documentation

demonstrating DataMaster issues have been resolved.
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Grand Isle County Sheriffs Office (103406)

a. Accuracy & Precision Check (RPC) requested — not in file.

- Documentation may be part of on-site DataMaster supervisor’s file.
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DMT DataMasters Investigated

Washington County Instrumentation —

DMT Location VDHL Serial Number
1. | Barre Police Department 103909
2. | Berlin Police Department 104609
3. | Middlesex VT State Police 104409
4. | Montpelier Police Department 104809
5. | Northfield Police Department 104009
6. | Washington County Sheriffs Office . 104909

Franklin County Instrumentation —

DMT Location VDHL Serial Number
1. | Franklin County Sheriffs Office — St. Albans 102806
2. | Franklin County Sheriffs Office — Enosburg 102606
3. | Grand Isle County Sheriffs Office 103406
4. | St. Albans Police Department 103206
5. | St. Albans VT State Police 102906
6. | Swanton Village Police Department 103006
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Final Summary of Review of Washington County & Franklin County DataMasters

Review of the DataMaster DMT’s files; including, documentation of calibration and certification,
installation, technical support inquiries (TSI}, routine performance checks (RPC), and annual
preventative maintenance (APM) for Franklin County DataMasters installed 07/01/2008 &
07/03/2008 and for Washington County DataMasters installed 12/15/2009 & 12/18/20089.

1. Franklin County Sheriffs Office — St. Albans (102806)

a. One TSI for Simulator Solution Low — resolved on-site by reviewing Simulator
Solution Change protocol with instrument supervisor.

b. Second TSI for Pump Error — resolved on-site by realigning one-way valve and
adjusting tubing connections

c. Third TSI for Rapid Depletion of Simulator Solution — issue could not be resolved on-
site; in-house, the lamp and cooler parameters were adjusted into specifications.
DataMaster was calibrated & certified with improved results — better calibration
factor (same simulator solution was used before & after)

2. Franklin County Sheriffs Office — Enosburg (102606)
a. One TSI for DataMaster Screen being blank — resolved on-site with installation of

Uninterruptible Power Supply.
b. Second TSI for Detector Voltage being high — resolved in house; detector voltage

adjusted to specifications. Recalibrate & recertified.
c. Third TSI for Screen Flickering — resolved on-site with adjustments to screen.

3. Grand Isle Sheriffs Office (103406)
a. One TSI for Instrument reading low Simulator Solution Concentration — resolved on-

site when DataMaster supervisor was asked to perform RPC with the correct

simulator solution information.
b. Second TSI for Simulator Solution Concentration low —issue resolved on-site after

repairing several leaks in the simulator.

4. St. Albans Police Department (103206)
a. One TSI for moving DataMaster due to room renovations.
b. Second TSI for Detector Voltage Rising — issue resolved in-house; IR source was
tightened and detector voitage was reoptimized. DataMaster recalibrated &

recertified.

5. St. Albans Vermont State Police (102906)
a. One TSI for Instrument failing first Suck-Back test during installation —issue resolved

on-site with the installation of a new breathe tube.

-6, Swanton Village Police Department (103006) v S
a. One TSI for Pump Error during RPC —issue resolve on-site; flow voltage found to be

low, air flow sensor was replaced.

Pagelof2



Final Summary of Review of Washington County & Franklin COunty DataMasters

1. Barre Police Department (103909)

a. One TSI for Simulator Solution Vapor low — issue resolved on-site; simulator pressure
was within specifications, but the temperature was found to be 0.3 °C low.
Simulator temperature adjusted to 34 + 0.1 °C.

b. Second TSI for Touch-Screen not activating or responding to touch —issue resolved
on-site; screen found to be shifted; re-centered.

2. Berlin Police Department (104609)
a. One TSI for Simulator Solution Concentration going out of range rapidly & appears to
be leaking — issue resolved on-site; pressure and temperature within specifications;
Simulator Solution Concentration is 0.001 below certified value DataMaster
remains in service.

3. Middlesex Vermont State Police (104409)
a. One TSI for Simulator Solution Concentration out of range and concentration low on
second test — issue resolved on-site; pressure and temperature within specifications;
Accuracy & precision test and average concentration within acceptable range for
solution; DataMaster remained in service.

4. Montpelier Police Department (103909)

a. One TSI for Simulator Solution Concentration out of range; issue resolved on-site;
HVAC vent blowing directly on simulator jar; HVAC vent closed and DataMaster
allowed to equilibrate. Routine Performance Check performed successfully and
instrument placed back in service.

b. Second TSI for same reason — issue resolved on-site; foam packing material was used
to insulate Simulator jar; DataMaster allowed equilibrating and Routine
Performance Check was successful. Percent recovery was improved compared to
recovery at installation. Insulation removed approximately two months later.

5. Northfield Police Department (104009)
a. One TSI for Temperature Monitoring was not turned on at installation —issue
resolved on-site; temperature monitoring turned on and Diagnostic Test performed.

6. Washington County Sheriffs Office (104909)
a. NoTSls.

Page 2 of 2



Franklin County Sheriffs Office — Enosburg (102606)

Instrument Calibrated & Certified 06/29/2008 —

Cal Std Target (g/210L)

Calibration Factor

0.1000 1.000700°
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.019 0.020 105.26 % 0.000
0.079 0.081 102.53 % 0.001
0.159 0.158 99.37 % 0.001
0.410 0.400 97.56 % 0.001
Correlation Coefficient (R%) = 0.9999
Instrument installed 07/01/2008 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 ' 0.106 0.000
RPC Initiated 10/08/2008 — ,
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.108 0.000
RPC Initiated 02/27/2009 -
Concentration (g/210L) | Average (g/210L) Std Dev
0.103 0.107 0.001

APM on 03/25/2009 —
Concentration (g/210L)

Test Result (g/210L) Acceptance Range

0.103 0.105 ~ 0.098-0.108

TSI Initiated 05/01/2009 — Instrument is not functioning
Issue resolved in-house — replaced blown power supply; calibrated & certified for

installation.
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Franklin County Sheriffs Office — Enosburg (102606)

The Calibration & Certification Reports are rhissing.

Instrument installed 05/05/2009 —

Concentration (g/210L) - Average (g/210L) Std Dev
0.099 0.102 0.000
RPC Initiated 06/07/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.099 0.098 0.001

Issue resolved on-site — placed an Uninterruptible Power Supply at site.

RPC Initiated 10/05/2009 —

TSl Initiated 06/29/2009 - DataMaster screen is blank

Concentration (g/210L)

Average (g/210L)

Std Dev

0.101

0.101

0.001

TSI Initiated 11/17/2009 — During APM, noticed that Detector Voltage was high.

Issue resolved in-house — Re-optimized system to return detector voltage to

acceptéble range. Calibrated & certified for installation.

Instrument Calibrated & Certified 11/20/2009 —

Cal Std Target (g/210L)

Calibration Factor

0.0990 0.998667
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.019 95.00 % 0.001
0.083 0.079 95.18 % 0.000
0.159 0.159 100.00 % 0.000
0.387 0.387 100.00 % 0.001

Correlation Coefficient (R%) = 0.9999

Page 2 of 3



Franklin County Sheriffs Office — Enosburg (102606)

Instrument installed 05/05/2009 —

Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.097 0.000
RPC Initiated 02/12/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.098 0.000

TSI Initiated 03/23/2010 — Screen flickering
Issue resolved on-site — Replaced the cable to the screen; new cable was

unusable. Replaced the original cable back into DataMaster and adjusted the

screen to minimize flickering.

RPC Initiated 06/04/2010 —

Concentration (g/210L)

Average (g/210L)

Sid Dev

0.098

0.099

0.000
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ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102606

Location: FRANKLIN COUNTY SO
Calibration Date:  11/20/2009

Certification Date: 11/20/2009

Installation Date:  11/20/2009

RPC Date: 06/04/2010

Supervisor Name: JAMES R LYNCH

Diagnostic Results —

VERSIONS
DMT 1.04
PIC2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES 7
Sample Chamber = 48.97°C
Breath Tube = 48.09°C
Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =228V
Cooler Voltage =2.27 V
Bias Voltage =1203V

RECEIVED
JUN 08 200

Vermont Department of

o7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check ——

Concentration = 0.098 g/210L
Lot# = 10-01-100
Average = 0.099 g/210L
Std Dev = 0.000
RFI Interference Test

RFI detected

Sample Acceptance Test .~

Passed

Chopper Freq =554.8 Hz
’ 3 0.10 ——— 40.0
PUMP INFO ~ — »
_ Alcohol (g/210L)
Flow Rate =4.072 L/'M —— Flow Rate (L/M)
_ 0.08 32.0
DETECTOR INFO _—
PUMP ON OFF
MAX(V) 0.1947 0.1957 210
MIN(V) 0.1919 0.1933 0.06 '
FILTER INFO ~
Filter 1 0.195 Zero =true 0.04 16.0
Filter 2 0.556 Zero = true
Filter 3 1.470 Zero = true [V\ ‘V“\
— 0.02 A 8.0
CALIBRATION CHECK
Xq=0.1230 0.14% {,V.\
outi - 0.00 = 0.0
Routine Performance Check Passed - """ g5 10 15 20 25 30 35 40 45 50 55 60  ~
Performed by 9 Q M/ Date 06/04/2010

Reviewed by 4 Ter TN féélb’ ne g

DMT Serial Number #102606

Page 1 of 1
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RECEIVED
FEB 1 8 2010

Viermont Department of
Health Laboratory

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102606 |

Location: FRANKLIN COUNTY SO EW ’
Calibration Date:  11/20/2009 o~ S

Certification Date: 11/20/2009

RPC Dater 021212010 DEPARTMENT OF HEALTH

Supervisor Name: JAMES R LYNCH

Diagnostic Results Accuracy and Precision Check/

Concentration = 0.098 g/210L
VERSIONS -~ Lot # = 10-01-100
DMT 1.04 Average = 0.098 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00 / ’
Reports 1.02 , RFI Initerference Test

RFI detected

TEMPERATURES
Sample Chamber = 48.80°C )
Breath Tube = 47.20°C ‘ Sample Acceptance Test \_/
Dlgltal Sim =33.9°C " Passed: . } .

SETTINGS —
Lamp Voltage =228V
Cooler Voltage =227V
Bias Voltage =120.1V
Chopper Freq =553.4 Hz

0.10 — 40.0
P INF_O / | A.lcoh;)l (g/210L) |
Flow Rate = 4.060 L/M Flow Rate (L/M)

0.08 32.0
DETECTOR INFO —
PUMP ON OFF
MAX(V) 0.0829 0.0843 a0
MIN(V) 0.0799 0.0819 0.06 <
FILTER INFO _
Filter 1 0.081 Zero = true 0.04 16.0
Filter 2 0.451 Zero =true . GV
Filter 3 1.369 Zero = true [ f A \N

0.02 | 8.0
CALIBRATION CHECK —
Xq=0.1231 0.07% m ﬂ
Routine Performance Check Passed 0.00 0 5 10 15 20 25 30 35 40 45 50 55 60 0

Performed by /Q : R W Date 02/12/2010

Reviewed by % v e Ul Haw nefs bDate g2 (( %’[ (o

DMT Serial Number #102606 Page 1 of 1 02/12/2010 02:22




RECEIVED

OCT 22 2008

Vermont Department of
Health Laboratory

DataMaster DMT: 102606

Location: FRANKLIN COUNTY SO EW VERMO I\ | I
Calibration Date:  06/29/2008

Certification Date: 06/30/2008

RECDate - 10/0512009 DEPARTMENT OF HEALTH

Supervisor Name: JAMES R LYNCH

ROUTINE PERFORMANCE CHECK REPORT

Diagnostic Results _~Accuracy and Precision Check
Concentration = (0.101 g/210L

/' VERSIONS Lot # = 09-39-100

DMT1.00 Average = (.101 g/210L

PIC 2.05 Std Dev = 0.001

Modem 1.04

Questions 1.00

Reports 1.00 /RFI Interference Test

RFI detected

_TEMPERATURES

_ Sample Chamber = 48.86°C

Breath Tube = 48.10°C : , Sample Acceptance Test
Digital Sim = 33.9°C '

" Passed

ASETTINGS
Lamp Voltage - =225V
Cooler Voltage =2.23 V
Bias Voltage =120.2V
Chopper Freq = 554.9 Hz

0.10 | . . , . 40.0
PUMP INFO ' ' ' —
Flow Rate = 4.459 L/M T Roenol tgrz)
0.08 32.0
+DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.4120 0.4134
MIN(V) 0.4099 0.4110 0.06 24.0
~FILTER INFO
Filter 1 0.411 Zero =true 0.04 -0
Filter 2 0.766 Zero = true
Filter 3 1.623 Zero = true .
0.02 A .0
_CALIBRATION CHECK
Xq=0.1124 1.16% N"‘*»\ M/U /
Routine Performance Check Passed 0.00- O 57 70 '—15 20 25 730 35.‘ 10 45 -0

Bcﬁhm}ed Py MM, Rate 10/05/2009
ASAI——

Reviewed by Date (6 )26 0y

DMT Serial Number #102606 Page 1 of 1 10/05/2009 02:49




puMPNEO T L - S
- . : Atcohol (g/210L)
FlowRete =4.465L/M © . | —— Flow Rate(L/M)

CFilter I 0.348 Zero=trhe 0.0¢ | 15.0

ROUTINE PERF ORMANCE CHECK REPORT

DataMaster DMT: “102606
Location: FRANKLIN COUNTY SO ENV b'li-*,, VERM
Calibration Date:  06/29/2008

Certification Date: !06/30/2008

hnalon D 051052009 DEPARTMENT OF HEALTH

Supervisor Name: JAMES R LYNCH

Diagnostic Results~ Accuracy and Précision Check —
P ‘Copcentration = 0.099 g/210L

VERSIONS S :  Lot# = 09-18-100
DMT 1.00 ; - Average = 0.098 g/210L
PIC2.05 f . Std Dev = (.001
Modem 1.04 ' . v
Questions. 1.00 :
Reports 1.00 ‘ : RF] Interference Test

/ 1 . RF] detected
TEMPERATURES |
Sample Chamber = 48.80°C . ' _
Breath Tube = 48.09°C h : Acceptance Test
Digital Sim = 33.9°C : . %

sermes © |
Lamp Voltage =2.25 Vi
Cooler Voltage=2.23 V-
Bias Voltage =1202V
Chopper Freq = 554.5 1z

1 : 0.08 | : T ‘ ; 32.0
DETECTORINFO . : 5
PUMP ON OFF : :
MAX(V) 0.3498 (.3504 ‘
MINCV) 0.3471 0.3480 -

FILTER INFO

Filter 2 0.708 Zero =trme
Filter 3 1,584 Zexo = trne

CALIBRATION CHECK. — -

Xq=01120 1.55% - n | I

Routine Performante Check Passed Y T I0 200 30 40 5080 70 80 90

Performed by Date 06/07/2009

DMT Serial Number #102{506 ‘ Page 1 of 1 a6/07/2609 23:36




ROUTINE PERFORMAN CE CHECK REPORT

DataMaster DMT: '102606

Location: FRANKLIN COUNTY SO Ey\*\\ VERMOI\ I l
Calibration Date: ()6/29(2008

Certification Date: 06/30{2008
Installation Date: 5/ , ; '
ReC Dt T bel0n12009 DEPARTMENT OF HEALTH

Supervisor Name: JAMES R LYNCH

m@osﬁc Results o Accuracy and Precision Check

: . Coneentration = 0.099 g/210L
VERSIONS l : Lot# = 09-18-100
DMT 1.00 : . Average = 0,074 g/210L
PIC 2.05 : . Std Dev = 0.000
Modem 1.04 ‘ .
Questiops 1.00 .
Reports 1.00 ; : ' RE] Interference Tegt
TEMPERATURES |
Sample Chember = 48. 63"C .
Breath Tube = 48.09°C ; ~ Sample Acceptance Test

Digital Sim  =33.9°C

SETTINGS

Lamp Voltege =2.25 V
Cooler Voltage =2.23 V'
Biss Voltsge =120.2 V'

~ Chopper Freq =3554.6 Hz

PUMP INFO - :
Flow Rate = 4459LfM

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.3455 03455
MIN(V) 0.3427 0.3425

FILTER INFO
Filter 1 0344 Zero= 1me.
Filter 2 07703 Zero =true
Filter 3 1.579 Zero =true

CALIBRATION CHECK.
Xq=0.1138 0.08%

Routine Performande Che

Performed by Cﬁ% Date - 06/07/2009
Reviewed by Date 7/ 7/ i

DMT Serial Noowber #102696 : , Page 1 of 1

06/67/2009 22:42



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102606 .

Location: FRANKLIN COUNTY SO .

Calibration Date:  06/29/2008 § s

Certification Date: 06/30/2008 :

Installation Date:  07/01/2008 . g 3 :
RPCDate  02027/2009 DEPARTMENT OF HEALTH
Supervisor Name: JAMES R LYNCH

Diagnostic Results—"

VERSIONS

DMT 1.00

PIC 2.05

Modem 1.04

Questions 1.00

Reports 1.00
TEMPERATURES "/
Sample Chamber = 48.74°C
Breath Tube =48.08°C
Digital Sim =33.8°C

SETTINGS -
Lamp Voltage =225V
Cooler Voltage =2.23 V
Bias Voltage =120.1V
Chopper Freq =553.5Hz

0.10
PUMP INFO ~
Flow Rate = 4.108 LM
: g 0.08
DETECTOR INFO 7
PUMP ON  OFF
MAX(V) 0.2957 0.2974 o 06

MIN(V) 0.2925 0.2943

FILTER INFO /

Filter 1 0.294 Zero = true 0.
Filter 2 0.657 Zero = true

Filter 3 1.532 Zero = true

: - 0.02
CALIBRATION CHECK
Xq= 0.1124 1.16%
Routine Performance Check Passed ~70-00

Performed by w
-

- - ,
Reviewed byé';é e A /L,[a,\ ;o7
oTevenr P

DMT Serial Number #102606

Accura d Precision Check "
Concentration = 0.103 g/210L

Lot# = (08-17-100

Average = (.107 g/210L

Std Dev = 0.001

RFI Interference Test

RFI detected
//l
Sample Acceptance Test
Passed
g : 40.0
Alcohol (g/210L)
—— Flow Rate(L/M)

24.0
8.0

Date 02/27/2009
Date ?/ q / o 7(
Page 1 of 1 02/27/2009 22:46



RECEIVED

ROUTINE PERFORMANCE CHECK REPORT 0CT 16 2008

Vermont Department of
Calibration Date:  06/29/2008

-« VERMONT
Certification Date: 06/30/2008 . N

RPC Dater . 10/08/2008 DEPARTMENT OF HEALTH

Supervisor Name: JAMES R LYNCH

DataMaster DMT: 102606
Location: FRANKLIN COUNTY SO

Diagnostic Results Accuracy and Precision Check
Concentration = 0.103 g/210L

VERSIONS Lot # = 08-17-100

DMT 0.32A ’/Kverage = (.108 g/210L
PIC 2.05 Std Dev = 0.000

Modem 1.02

Questions 1.00
Reports 0.03 T Interference Test

RFI detected

MPERATURES
Sample Chamber = 48.68°C

Breath Tube =47.85°C V/S:mxple Acceptance Test
Digital Sim =33.9°C Passed

ETTINGS
Lamp Voltage =225V
Cooler Voltage =223 V
Bias Voltage =120.1V
Chopper Freq =552.6 Hz

0.10 — 40.0

UMP INFO : : ‘ ; ;
- Alcohol (g/210L)
Flow Rate =4.170 L/M Plow Rate (L/M)

n_—~DETECTOR INFO

PUMP ON  OFF
MAX(V) 0.1742 0.1760
MIN(V) 0.1713 0.1734

TER INFO L L
Filter 1 0.172 Zero = true 0.04 | 5 —
Filter 2 0.545 Zero = true : S A R S R A SR
Filter 3 1.447 Zero = true bbb

16.0

TR
[ o
@

Xq=0.1123 1.24%
- 0.00 [\ﬂ ﬂ1

Rouitine Performance Check Passed : =3 15 20 25 30 35 40 45 50 55 60

€ﬂ OSbWi\\ locathion-

Performed by W Date 10/08/2008

Reviewed by _ ) Date [0 ‘ 22 ] ®/
DMT Serial Number #102606 Page 1 of 1 ==y

10/08/2008 01:52



INSTALLATION REPORT

DataMaster DMT: 102606 . o .
Location: FRANKLIN COUNTY SO 0 I VERMONT
Calibration Date: 11/20/2009 - e F e of :
Certification Date: 11/20/2009

all i N . - " 4 3
meneany - stevenenarvos  DEPARTMENT OF HEALTH

Site meets speciﬁcation in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.04
PIC2.05
Modem 1.06
Questions 1.00
Reports 1.02

v, TEMPERATURES
Sample Chamber = 49.03°C

Breath Tube = 48.09°C
Digital Sim = 33.9°C
/ SETTINGS

Lamp Voltage =228V

Cooler Voltage =2.27 V '
Bias Voltage =120.1V i
Chopper Freq =543.5Hz

. PUMP INFO
*  FlowRate=4.119L/M

.~ DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.0545 -0.0512
MIN(V) -0.0579 -0.0551

,/ FILTER INFO
Filter 1 -0.053 Zero = true 0.
Filter 2 0.329 Zero =true
Filter 3 1.255 Zero =true

/ CALIBRATION CHECK
Xq=0.1233 0.07%

INSTALLATION PASSED 0.

Performed by - jéf;/d—ﬁvé
Reviewed by ) ﬁ!}{[,{,{

.10

.08

.06

04

.02

00

" Accuracyv and Precision Check

Concentration = (0.098 g/210L
Lot # = 10-15-100
Average = 0.097 g/210L
Std Dev = 0.000

+~ RFI Interference Test
R¥I detected

Sample Acceptance Test
(/ Passed

DMT Serial Number #102606

7 7 7 40.0
Alcohol (g/210L)
Flow Rate (L/M)
; 32.0
24.0
16.0
8.0
u\ ‘ ; - 0.0
5 10 15 20 25 30 35 40 45 50 55 60
Date 11/20/2009
Date 11| 15|09
1
Page 1 of 1 ! 11/20/2009 14:42



CERTIFICATION REPORT

DataMaster DMT: 102606
Calibration Date:  11/20/2009
Certification Date: 11/20/2009

Certified by: STEVEN E HARNOIS

Diagnostic Results

"VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.15°C
Breath Tube =47.81°C

SETTINGS

Lamp Voltage =228 V
Cooler Voltage =2.27V
Bias Voltage =1202V
Chopper Freq =552.5Hz

PUMP INFO
Flow Rate = 4.133 L/M

DETECTOR INFO
PUMP ON OFF

MAX(V) 0.0163 0.0177
MIN(V) 0.0142 0.0148

FILTER INFO

Filter 1 0.016 Zero =true
Filter 2 0.394 Zero =true
Filter 3 1.340 Zero =true

CALIBRATION CHECK
Xq=0.1231 0.07%

DMT Serial Number #102606

7~ VERMONT

DEPARTMENT OF HEALTH

Options

Printer; yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 ) 11/20/2009 10:44



Linearity Check Results DMT Linearity
True Value  Reported Average = Std Dev
0.020 g/210L 0.019 g/210L 0.001
Lot # 10-13-020 40
0.083 g/210L 0.079 g/210L 0.000 /
Lot # 09-43-080 .30

0.159 g/210L 0.159 g/210L 0.000

Lot # 09-38-160

.20
0.387 g/210L 0.387 g/210L 0.001 /I/
Lot # 10-14-400 .10.

o

.50

o

L)

True Values
O

o

R2=0.9999 0.00

0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-08A1
Interference Detected 0.30 . : 40.0
e Alcohol (g/210L)
Mouth Alcohol Test 0.25 | Flow Rate(L/M) 33.3
Mouth Alcohol Detected :
0.20 W 26.7
0.15 20.0
RF Interference Test
RFI detected 0.10 \ 13.3
0.05 : \\ 6.7
: 0.0
0005 5 10 15 20 25 30
0.10 ‘ , , . 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed - —— Flow Rate (L/M)
0.08 32.0
0.06 24.0
0.04 [ ﬂ 16.0
0.02 8.0
CERTIFICATION PASSED 6.00 [\/ i , 0.0
U % 510 15 20 25 30 35 40 45 50 55 60
Ap ;ﬂ
Performed by = = Date 11/20/2009

Reviewed by ¢ Date (| ‘ { Q‘( ﬁ

DMT Serial Number #102606 Page 2 of 2 11/20/2009 10:45



CALIBRATION REPORT

DataMaster DMT: 102606

Calibration Date:  11/20/2009
Calibrated by: STEVEN E HARNOIS
Lot:. 10-12-100

Ca = 0.099000

CAL .= 0.998667 0.800 <= CAL <
bl = 0.002184 0.000 <= Dbl <
b2 = 0.006275 0.001 <= b2 <
b3 = 0.002194 0.000 <= b3 <
Xq = 0.123251 0.050 <= Xq <
a2l = 1.152862 1.050 <= a2l <
a3l = 0.440908 0.300 <= a3l <«

Performed by . b fo—n

DMT Serial Number #102606

[t

O OOOOC

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

11/20/2009

11/20/2009 10:46



INSTALLATION REPORT

DataMaster DMT: 102606 - _

Location: FRANKLIN COUNTY SO EN - VEWONT
Calibration Date:  06/29/2008 S . , |
Certification Date: 06/30/2008
Installation Date: 05/ . y Tl g
msaiea by, amanoa soove DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check

’ Concentration = 0.099 g/210L
VERSIONS Lot# = (09-19-100
DMT 1.00 Average = 0.102 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.04
Questions 1.00
Reports 1.00 RFI Interference Test

R¥I detected

TEMPERATURES
Sample Chamber = 48.80°C .
Breath Tube = 48.07°C Sample Acceptance Test
Digital Sim = 33.9°C Passed
SETTINGS

Lamp Voltage =225V
Cooler Voltage =2.23 V
Bias Voltage =120.2V
Chopper Freq = 545.7 Hz

0.10 . 40.0
PUMP INFO
Flow Rte =348 T

0 08 e e 32,0
DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2185 0.2209 | i
MIN(V) 0.2154 0.2179 0.06 4.0
FILTER INFO .1 5 5 ,
Filter 2 0.587 Zero = true ? z
Filter 3 1.463 Zero = true : ;

0.02 | e b L —— , 5.0
CALIBRATION CHECK : f
Xq=0.1132 0.46% /\ F’\/v\ i
INSTALLATION PASSED 0.00 & + = = =5 75 30 0

Performed by ,/Q P) A S Date 05/05/2009

Reviewed by _@A/W/, //h,%\ Date sls/o y)
md¥e0s |

DMT Serial Number Page 1 of 1 05/05/2009 10:06




INSTALLATION REPORT

DataMaster DMT: 102606 _
Location: FRANKLIN COUNTY SO . VERMO'\I I
Calibration Date:  06/29/2008 ey 1 ook - )
Certification Date: 06/30/2008 -

allati : / : R e » . ‘ 3
muaed sy, stevexenarvos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 48.04°C
Digital Sim = 33.9°C

SETTINGS

Lamp Voltage =225V
Cooler Voltage =2.23 V
Bias Voltage =120.2V
Chopper Freq = 545.4 Hz

PUMP INFO
Flow Rate = 4.088 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.0392 -0.0362
MIN(V) -0.0417 -0.0388

FILTER INFO

Filter 1 -0.040 Zero = true

Filter 2 0.347 Zero =true
“ Filter 3 1.284 Zero =tnie

INTERNAL STANDARD
Xq=0.1132 0.46%

INSTALLATION PASSED

énasbwj locahan

Performed by -JL>=—XL—>*

o
-

Reviewed by

whaL—

.10

.08 |

.06

.04

.02

.00

Accuracy and Precision Check

Concentration = 0.103 g/210L
Lot # = 08-17-100
Average = 0.106 g/210L
Std Dev = 0.000

RFI Interference Test
' RFI detected

Sample Acceptance Test

Passed

=D

. , - - 40.0
Alcohol (g/210L) : ‘ i : :
~-— Flow Rate (L/M) : -
. : H i H : ] 32.0
24.0
16.0
5.0
: : : : R 0.0
0 5 10 15 35 40 45 60
Date 07/01/2008

Date 7/ &; e¥

DMT Serial Number #102606

Page 1 of 1 07/01/2008 11:17



CERTIFICATION REPORT

DataMaster DMT: 102606

Calibration Date:  06/29/2008
Certification Date: 06/30/2008

Certified by: STEVEN E HARNOIS

7~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube =48.08°C
Digital Sim = 33.8°C

SETTINGS

Lamp Voltage =225V
Cooler Voltage =2.23 V
Bias Voltage =1202V
Chopper Freq =552.1 Hz

PUMP INFO
Flow Rate = 4.045 L/M

. DETECTOR INFO

PUMP ON  OFF
MAX(V) 0.0555 0.0561
MIN(V) 0.0526 0.0537

FILTER INFO

Filter 1 0.054 Zero =true
Filter 2 0.434 Zero =true
Filter 3 1.383 Zero = true

INTERNAL STANDARD
Xq=0.1137 0.00%

DMT Serial Number #102606

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal; 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Numnber of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes
Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 06/30/2008 13:31



Linearity Check Results

True Value  Reported Average
0.019g/210L  0.020 g/210L

Lot # 08-18-020

0079g/210L  0.081 g/210L

Lot # 08-21-080

0.159g/210L  0.158 g/210L

Lot # 08-22-160

0.410g/210L  0.400 g/210L

Lot # 08-19-400

R2=0.9999
Acetone Interference Test

Lot # 08-20-08A
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFTI detected

Sample Acceptance Test

Passed

CERTIFICATION PASSED

Std Dev
0.000

0.001
0.001

0.001

Performed by ~ ‘;g%:’—b 'ﬂm——?
Reviewed by % (/T(‘)d/g/(’/'

DMT Serial Number #102606

DMT Linearity
0.50
0.40
50.30
>
£0.20
" /./
0.10
0.00
0.00 0.10 0.20 0.30 0.40 0.50
DMT Results
T H 40.0
=~ Alcohol (g/210L)
—— Flow Rate (L/M)
32.0
24.0
:\ 16.0
\”
g.0
0.0
5 10 15 20 25 30
: - T - - 40.90
~——— Alcohol (g/210L)
Flow Rate (L/M)
32.0
, f 24.90
16.0
8.0
f " _ 6.0
5 10 15 20 25 30 35 40 45 50 55 60

Date 06/30/2008

Date 61/50/(:‘3( |

Page 2 of 2

06/30/2008 13:31




CALIBRATION REPORT

DataMaster DMT: 102606

Calibration Date:  06/29/2008

Calibrated by: STEVEN E HARNOIS
Ca = 0.100000

CAL = 1.000700 0.800 <= CAL <

bl = 0.001682 0.000 <= bl <

b2 = 0.004694 0.001 <= b2 <

b3 = 0.002079% 0.000 <= b3 <

Xq = 0.113781 0.050 <= Xq <

a2l = 1.150714 1.050 <= a2l <

a3l = 0.437470 0.300 <= a3l <

Performed by .of~=— y""”:

DMT Serial Number #102606

OH O OO O

7~~~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

06/29/2008

06/29/2008 08:22



DataMaster DMT: 102606 EI\OSbu/

ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: FRANKLIN COUNTY S
Calibration Date:  06/29/2008

- VERMONT
Certification Date: 06/30/2008 S . ’

APM Date: . 03/25/2005 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results /ﬁF Interference Test
RFI detected

,~VERSIONS

DMT 1.00 ’ ’

PIC 2.05 ample Acceptance Test

Modem 1.04 ‘/S/Passed

Questions 1.00

Reports 1.00

MPERATURES

Sample Chamber = 48.74°C
Breath Tube =48.10°C
Digital Sim =33.9°C

,ﬁE'ITINGS
Lamp Voltage =225V
Cooler Voltage =2.23 V
Bias Voltage =120.1V
Chopper Freq =543.1 Hz

FUMP INFO -
- Alcohol (g/210L)
FlowRate =4.214 L/'M » —— Flow Rate(L/M)

20,08 |TEEE
ATECTOR INFO

PUMP ON  OFF
MAX(V) 0.3128 0.3148
MIN(V) 0.3108 0.3114

0.10 —_— 40.0

‘/IL'IER INFO :
Filter 1 '0.312 Zero =true 0.04  [rmmmio
Filter 2 0.671 Zero =true
Filter 3 1.540 Zero =true

16.0

au]
o

_~~ CALIBRATION CHECK
Xq=0.1125 1.08%

APM PASSED 0.00 L0

0.0

46 45 50 55 60

Performed by | — Date 03/25/2009

Reviewed by M({Zﬁ/&f Date 3[ 3 C\, 0 ‘t}

DMT Serial Number #102606 Page 1 of 1 . 03/25/2009 12:48




Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 102606
FRANKLIN COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/01/2008

Date: 03/25/2009
Time: 12:50:03

Subject Name: TEST TEST

Date of Birth: 03/25/2009 Age: 0
Guardian Present: N

Gender: M

License #:

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB

BLANK TEST 0.000 12:50
CALIBRATION CHECK PASSED 12:51
SIMULATOR VAPOR 0.105 12:51
BLANK TEST 0.000 12:52
SUBJECT SAMPLE (Vol=1.8L) 0.000 12:52

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.103

Sim. Vapor Range 0.098 - 0.108
Simulator Temp 33.9°C

DMT Serial Number #102606

Page 1 of 1

40.

Alcohol (g/210L)
——— Flow Rate(L/M)

[#%)
o

[$0)
e

16.

20

25 30

03/25/2009 12:53

.0

L]

¢l

.0

.0



/Q\ Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INOUIRY

Agency/Site: ___FCSO Enosburg DataMaster Serial #: 102606
Date: 05/01/09 Requestor: Sweeney
Instrument Supervisor: Sweeney Phone #: 524-212]1

Taken By: Amanda Bolduc

Problem: Instrument is completely non-functioning. The screen is dark and the instrument
is not heated. Checked connection on power cord. both ends seated properly. Checked outlet
with other equipment and the outlet functioned.

Laboratory Response: Amanda is driving up to bring.the instrument to the VDHL..

Work Performed: 5/1/09: Tested unit and found power supply to be blown. Ordered new
power supply from Randy @ NPAS. '

Replaced Power supply with one from Stock 5/4/09 SH

Tested instrument and prepared for installation. 5/5/09 ALB

[10OnSite X In-house

Performed By: Am@dduc / Steven Harnois Date:  5/5/09_

ALC 626 Rev 1 06/07



O__ Vermont Department of Health Laboratory
/\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) §02-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: FCSO - Enosburg DataMaster Serial #: 102606
Date: 6/29 /2009 Requestor: Harnois
Instrument Supervisor: Lynch Phone #: 5242121

Taken By: Harnois / Bolduc

Problem: Instrument screen is blank, Instrument power cycled off and on by supervisor appeared to work ok

Laboratory Response: Place a Uninterruptible Power supply at the site for the DataMaster.

Work Performed: Placed a uninterruptible at the site for the datamaster and it’s peripherals.

X OnSite  []In-house =
. G
Performed By: Steven Harnois : Date: 7/1 /2009

ALC 626 Rev 1 06/07



Q ~ Vermont Department of Health Laboratory
/\.'\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: FCSO - Enosburg DataMaster Serial #: 102606
Date: 11/17 /2009 Requestor: Drawbaugh
Instrument Supervisor: Lynch ' Phone #: 524 - 2121

Taken By: Harnois

Problem: During APM noticed that detector Voltage was higher then normal

|| Laboratory Response: Removed instrument to health lab

Work Performed: Re optimized the system to get the detector voltage +/- .100. Upgraded the
software, calibrated and certified the instrument.

Performed full Annual Preventative Maintenance.

[]On Site In-house '
Performed By: Steven Harnois @ Date: 11/ 20/2009

ALC 626 Rev 1 06/07



Q Yermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: FCSO Enosburg DataMaster Serial #: 1026006
Date: 3/23 /2010 Requestor:
Instrument Supervisor: Lynch Phone #:

Taken By: Harnois

Problem: Screen Flickering

Laboratory Response: Will investigate

Work Performed: Arrived at instrument to find minor flickering of the screen, replaced the cable
to the screen and that was unusable, returned original cable to the instrument adjust so that there

was minimal flickering of the screen. Instrument remained in service.

D On Site [ ] In-house /_‘}
. .
Performed By:Steven E Harnois ( ‘éﬁ? Date: 4/1 /2010

ALC 626 Rev 1 06/07



Franklin County Sheriffs Office — St. Albans (102806)

Instrument Calibrated & Certified 06/30/2008 —

&

Cal Std Target (g/210L)

Calibration Factor

0.1000

0.965057

Linearity Check Results -

True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev

0.019 0.019 100.00 % 0.001
0.079 0.079 100.00 % 0.000
0.159 0.154 96.86 % 0.000
0.410 0.391 95.37 % 0.001

Correlation Coefficient (R?) = 0.9999

Instrument installed 07/01/2008 — i
Concentration (g/210L) Average (g/210L) - Std Dev |
0.103 0.101 0.000

TSI initiated 08/25/2008 — Solution Concentration Low

Issue resolved on-site — reviewed Simulator Solution Change Protocol with

DataMaster supervisor. (Simulator Solution Change Protocol documentation is

part of on-site DataMaster Supervisor’s file)

TSI Initiated 09/11/2008 — Pump Error

Issue resolved on-site — Realigned position of one-way valve on exhaust port.

Tubing connections adjusted & diagnostic test passed.

RPC Initiated 10/02/2008 -

Concentration (g/210L)

Average (g/210L)

Std Dev

0.103

0.100

0.000

Page 1 of 4




Franklin Couhtv Sheriffs Office — St

. Albans (102806)

RPC Initiated 02/25/2009 -

Concentration (g/210L) Average (g/210L) Std Dev
0.099 0.085 0.000
APM on 03/17/2009 —
Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.099 0.095 0.094 - 0.104

TSI Initiated 06/04/2009 — Rapid depletion of simulator solution

Technician replaced the simulator and solution. DataMaster subervisor started
RPC and the concentration was 0.096 g/210L for a 0.100 g/210L solution.

Consulted Alcohol Program Supervisor and instrument was brought back to

VDHL for more work.

Technician adjusted the lamp and cooler parameters to bring into

specifications for calibration.

The instrument was calibrated and certified with improved results after

calibration (same solution was used before and after).

Instrument Calibrated & Certified 06/05/2009 -

Cal Std Target (g/210L)

Calibration Factor

0.1000 0.997160
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.021 0.020 95.24 % 0.000
0.080 0.079 98.75 % 0.000
0.159 0.161 101.26 % 0.000
0.382 ~0.395 103.40 % 0.001

Correlation Coefficient (R%) = 0.9999

Page 2 of 4




Franklin County Sheriffs Office — St. Albans (102806)

Instrument installed 06/05/2009 —

Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.098 0.001
RPC Initiated 10/19/2009 -
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.101 0.000
APM on 11/19/2009 -
Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.100 0.100 0.095-0.105
RPC Initiated 02/04/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.103 0.000
RPC Initiated 06/23/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 | 0.102 0.000

Page 3 of 4




Franklin Counvty Sheriffs Office — St. Albans (102806)

APM on 11/19/2009 -

Concentration (g/210L)

Test Result (g/210L)

| Acceptance Range

0.100 0.100 0.095-0.105
RPC Initiated 02/04/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.103 0.000
RPC Initiated 06/23/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.102 0.000

Page 4 of 4




RECEIVED

JUN 29 2010

Verrmont Department of
eglth Labgratory

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102806 .

Location: FRANKLIN COUNTY SO VE .

Calibration Date:  06/05/2009
ReCDae T a/zarmott DEPARTMENT OF HEALTH

Certification Date: 06/05/2009
Supervisor Name: JAY H SWEENY

Diagnostic Results Accuracy and Precision Check .~

g Concentration = (.103 g/210L
VERSIONS / TLot# = 10-17-100
DMT1.04 Average = 0.102 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06 :
Questions 1.00 ye
Reports 1.02 RFI Interference Test

/ RFI detected

TEMPERATURES
Sample Chamber = 49.15°C : -
Breath Tube = 48.08°C Sample Acceptance Test
Digital Sim = 34.2°C Passed

SETTINGS =

Lamp Voltage =1.99V
Cooler Voltage =2.00 V
Bias Voltage =120.6V
Chopper Freq =540.6 Hz

PUMPINFO —
- Alcohol (g/210L)
Flow Rate = 4.036 L/M — Flow Rate (L/M)

- 0.08 32.0

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.5770 0.5788

MIN(V) 0.5744 0.5764 0.06 - NSV 24.0
FILTER INFO -~ .
Filter 1 0.577 Zero = true 0.04 1 16.0
Filter 2 0.996 Zero = true ‘
Filter 3 1.798 Zero =true °

. / 0.02 8.0
CALIBRATION CHECK \
Xq=0.1228 0.87% ’ J

/ 0.00 f n ﬂ ﬂ 4 0.0

Routine Performance Check Passed - 0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by - \?}\ C:umx Date 06/23/2010

Reviewed by gﬁ"@ ven fHearrolS Date é/ ast / 2010

DMT Serial Number #102806 Page 1 of 1 06/23/2010 12:04




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102806 . ok
Location: FRANKLIN COUNTY SO o W VEIMO‘ \ I I
Calibration Date:  06/05/2009 T | JAMLY R
Certification Date: 06/05/2009
Installation Date:  06/05/2009 ; g ™ s , ; -y
RPC Dater 0200412010 DEPARTMENT OF HEALTH
Supervisor Name: JAY H SWEENY
Diagnostic Results - , Accuracy and Precision Check/

Concentration = (.103 g/210L
VERSIONS Lot# = 10-17-100
DMT 1.04 Average = 0.103 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06 '
Questions 1.00
Reports 1.02 RFI Interference Test ~

RFI detected

TEMPERATURES
Sample Chamber = 48.91°C /

Breath Tube = 48.10°C

Digital Sim = 34.1°C

-
SETTINGS

Lamp Voltage =199V
Cooler Voltage =2.00 V
Bias Voltage = 1206V

Sample Acceptance Test -
Passed

Chopper Freq =538.1 Hz

PUMP INFO —

Flow Rate = 4.047L/M
- 0.08

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.3786 0.3784
MIN(V) 0.3760 0.3758

FILTER INFO —

Filter 1 0.376 Zero=1true
Filter 2 0.814 Zero=1rue
Filter 3 1.673 Zero =1rue

"CALIBRATION CHECK

Xq=0.1228 0.80%

Routine Performance Check Passed

40.0

e Alcohol (g/2101)
Flow Rate(L/M)

Performed by E&gg £ 6@'&3 Date 02/04/2010

Reviewed by gf—ef L/ A ﬁé‘;:‘ s ng (g Date Q"/ (&2

DMT Serial Number #102806 Page 1 of 1 02/04/2010 09:16



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102806

Location: FRANKLIN COUNTY SO
Calibration Date:  06/05/2009

Certification Date: 06/05/2009

halsion Dei: 0605200 DEPARTMENT OF HEALTH

Supervisor Name: JAY H SWEENY

Diagnostic Results Accuracy and Precision Check

Concentration = 0.103 g/210L
VERSIONS : Lot# = 10-17-100
DMT 1.04 Average = 0.102 g/210L
PIC 2.05 . Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

RFI detected

TEMPERATURES
Sample Chamber = 48.91°C ‘
Breath Tube = 48.08°C Sample Acceptance Test
Digital Sim = 34.1°C Failed
SETTINGS

Lamp Voltage =1.99V
Cooler Voltage =2.00 V
Bias Voltage = 1205V
Chopper Freq =538.6 Hz

0.10 ‘ : . , 40.0
PUMP INFO
Flow Rate = 4.057 L/'M ﬁgshgiéz/(i}%)

0.08 : 32.0
DETECTOR INFO
PUMP ON OFF . ;
MAX(V) 0.3748 0.3750 ‘
MIN(V) 0.3730 0.3728 0.06 o _ _ /_\/\ 24-0
FILTER INFO l
Filter 1 0.373 Zero = true 0.04 : 1 16.0
Filter 2 0.810 Zero = true ‘
Filter 3 1.668 Zero = true

0.02 |- 8.0
CALIBRATION CHECK
Xq=0.1224 0.51% [\\ﬂﬂ m\ \)
Routine Performance Check Failed 0.00 ey — 856 55 30 35 40 45 50 55 60 0

. Y P
%Cl%,ﬁy ///7 ‘A / ﬁf #/ Tes7s %f%if{/

Performed by - (&{:Ml \&\ gw Date 02/04/2010

Reviewed by Date
DMT Serial Number #102806 Page 1 of 1 02/04/2010 09:01




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102806 Tk
Location: FRANKLIN COUNTY SO e
Calibration Date:  06/05/2009

Certification Date: 06/05/2009 : _ ‘ _

asiabie WE%S DEPARTMENT OF HEALTH

Supervisor Name: JAY H SWEENY

Diagnostic Results Accuracy and Precision Check

Congcentration = (.103 g/210L
VERSIONS Lot# = 10-17-100
DMT 1.04 Average = 0.102 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test

' RFI detected

TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube = 48.09°C Sample Acceptance Test
Digital Sim = 34.0°C Failed
SETTINGS

Lamp Voltage =199V
" Cooler Voltage = 2.00 V
Bias Voltage =120.6V
Chopper Freq = 540.3 Hz

0.10 . 40.0
PUMP INFO
Flow Rate = 4.070 L/M » e ﬁgthgit(g/(i}ﬁ?)

0.08 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.3691 0.36599
MIN(V) 0.3669 0.3681 0.06 740
FILTER INFO
Filter 1 0.369 Zero =true 0.04 A 16.0
Filter 2 0.807 Zero =true :
Filter 3 1.659 Zero = true

0.02 8.0
CALIBRATION CHECK
Xq=0.1228 0.80% [\ ﬂ(‘\\(\\h ) /\
Routine Performance Check Failed 0.00 & s 30 35 40 45 0.0

501&[{ M K;Zfﬂ«m é’wf GZW /ézm?ﬁ &{%% 1 w/ éﬁ/ aud
g’:mf Loty NT A Toul Wilive Eonni

Performed by B S (‘:ﬂwvx Date 02/04/2010
~ Reviewed by ‘ Date
DMT Sorial Number #102806 Page 1 of 1 02/04/2010 08:47



RECEIVED

ROUTINE PERFORMANCE CHECK REPORT 0CT 22 2009

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
RPC Date:
Supervisor Name:

Diagnostic Results

+ VERSIONS
DMT 1.00
PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES
Sample Chamber = 48.74
Breath Tube =48.07°C
Digital Sim =34.1°C

SETTINGS

v Lamp Voltage =1.99V
Cooler Voltage =2.00 V
Bias Voltage =120.6V

102806

Vermont Department of
FRANKLIN COUNTY SO
06/05/2009

2 VERMONT
06/05/2009 R '

10/15/2009 DEPARTMENT OF HEALTH

JAY H SWEENY

Accuracy and Precision Check

« Concentration- = 0.100 g/210L
Lot # = (9-40-100
Average = 0.101 g/210L
Std Dev = 0.000

.~ RFI Interference Test
RFI detected

°C

Sample Acceptance Test

Passed

Choppet Freq =541.2 Hz

- PUMP INFO
Flow Rate = 4.030 L/M

(/DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2445 0.245
MIN(V) 0.2425 0.2433

Alcohol (g/210L)
Flow Rate(L/M)

7

/FILTER INFO i
Filter 1 0.243 Zero = true 0.04 : 16.0
Filter 2 0.697 Zero =true : H :

Filter 3 1.560 Zero =true

CALIBRATION CHECK

Xq=0.1219 0.07%

R

Routine Performance Check Passed ot 10 15 20 25 30 35 40 45 50 55 60

Performed by

ho B furtencs Date  10/19/2009

i

Reviewed by TM (,Q v[ —~— Date /O \3«‘0 [ 0?7

DMT Serial Number #102806 Page 1 of 1 10/19/2009 09:08



RECEIVED

ROUTINE PERFORMANCE CHECK REPORT FEB 26 2008

‘ HQQU{L\ L,-‘,b\— e
Location: FRANKLIN COUNTY SO \f‘ E RMO I :I |
Installation Date:  07/01/2008

Calibration Date:  06/30/2008
RPC Date:  02/25/2009 DEPARTMENT OF HEALTH

: Vermont Department of
DataMaster DMT: 102806 I

Certification Date: 06/30/2008

Supervisor Name: JAY H SWEENY

Diagnostic Results — Accuracy and Precision Check =
Concentration = 0.099 g/210L

VERSIONS Lot# = (09-18-100

DMT 1.00 Average = (.095 g/210L

PIC 2.05 Std Dev = 0.000

Modem 1.04

Questions 1.00 .

Reports 1.00 RFI Interference Test

RFI detected

TEMPERATURES

Sample Chamber = 48.86°C :

Breath Tube =48.11°C Sample Acceptance Test

Digital Sim =34.1°C " Passed :

e

SETTINGS ~
Lamp Voltage =1.96V
Cooler Voltage =1.97 V
Bias Voltage = 1205V
Chopper Freq =540.0 Hz

——— 40.0

PUMP INFO -~
Flow Rate = 4.000 L/M

Alcohol (g/210L)
Flow Rate (L/M)

' .08 \ : : ! 5 : : i % 2 i """ 32.0
DETECTOR INFO » \
|
|
|
i
|
|
|
|

PUMP ON  OFF
MAX(V) 0.1311 0.1325 )
MIN(V) 0.1291 0.1299 0.0

FILTERINFO =

Filter 1 0.131 Zero=true 0.04
Filter 2 0.599 Zero =true

Filter 3 1.473 Zero =true

CALIBRATION CHECK. ©
Xq=0.1215 0.07%

........... I e.0
|
|

H R I

0 5 10 15 20 25 30 35 40 45 50 55 60

Routine Performance Check Passed " 0.00

Performed by gy Wimams Date 02/25/2009
Reviewed by “——S == n /7/@ v (9 Date A / l 4 / & 7
DMT Serial Number #102806 Page 1 of 1 ' 02/25/2009 08:11



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102806 %
Location: FRANKLIN COUNTY SO :
Calibration Date:  06/30/2008

Certification Date: 06/30/2008
Installation Date:  07/01/2008
RPC Date: 10/02/2008
Supervisor Name: JAY H SWEENY

Diagnostic Results V/Accura and Precision Check

' Concentration = 0.103 g/210L
VERSIONS Lot# = (08-17-100
DMT 0.32A Average = (.100 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.02
Questions 1.00
Reports 0.03 1 Interference Test

RFI detected

TEMPERATURES

Sample Chamber = 48.97°C

Breath Tube =48.11°C MQle Acceptance Test

Dlgltal Sim - =34.0°C ) Passed

ETTINGS
Lamp Voltage =196V
Cooler Voltage=1.97 V
Bias Voltage =120.6V
Chopper Freq =539.0 Hz

. UMP INFO
Flow Rate = 3.950 L/M

Alcohol (g/210L)

0.08
_~DETECTOR INFO

PUMP ON  OFF M

MAX(V) 0.0010 0.0022
MIN(V) -0.0016 -0.0008

TER INFO

Flow Rate(L/M)

“" Filter 1 0.001 Zero = true R s e
Filter 2 0.482 Zero =true o !
Filter 3 1.384 Zero =true

RNAL STANDARD

Xq=0.1212 0.22% /\m
0.00 A A

Routine Performance Check Passed T o 1% 20

75

30 35 40 45 50 55 60

40,

- 240

@

DEPARTMENT OF HEALTH

0

L0

Performed by - b 1 Lot ' Date 10/02/2008

Reviewed by/d_‘ %C Q{;[A/L_,__— Date jr, |7 |

\
DMT Serial Number #102806 Page 1 of 1

10/02/2008 12:33



INSTALLATION REPORT

DataMaster DMT: 102806
Location: FRANKLIN COUNTY SO
Calibration Date:  06/05/2009

Certification Date: 06/05/2009 :

mateiny  stevenenarvos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

- Diagnostic Results (/ Accuracy and Precision Check
) Concentration = 0.101 g/210L
" VERSIONS Lot # = 09-39-100
DMT 1.00 Average = (.098 g/210L
PIC 2.05 s Std Dev = 0.001
Modem 1.04
Questions 1.00 _
Reports 1.00 | _~RFI Interference Test
RFI detected
TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube = 48.08°C '_~—Sample Acceptance Test

Digital Sim = 34.2°C Passed

\/SETI'INGS

Lamp Voltage =1.99V
Cooler Voltage =2.00 V
Bias Voltage =1206V
Chopper Freq =534.7Hz

O . g ; § ; ;
. . l1cohol 210L
Flow Rate = 3.979 L/IM S ?123 gaéz/(L/M) )

_/ DETECTOR INFO
PUMP ON OFF .
MAX(V) 0.0659 0.0679 el i
MIN(V) 0.0640 0.0654 :

‘/ FILTER INFO 5
Filter 1 0.066 Zero = true 0.04 [ ﬂ R 16.0
Filter 2 0.542 Zero = frue
Filter 3 1.413 Zero =true
0.02 : | 8.0
\/ CALIBRATION CHECK
Xq=0.1217 0.07% r/\ :
0.00 M ‘ o J 0.0

INSTALLATION PASSED Y T IS 30 25 30 35 40 45 50 55 60

Performed by - A= ﬁ»—# Date 06/05/20019
/ .
Reviewed by QJ’{f)ﬂq A Date 6 1?\1 O O\‘

DMT Serial Number #102806 Page 1 of 1 06/05/2009 14:51




CERTIFICATION REPORT

DataMaster DMT: 102806

Calibration Date:  06/05/2009
Certification Date: 06/05/2009

Certified by: STEVEN E HARNOIS

7 VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results ,

VERSIONS
DMT 1.00
PIC2.05 .
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube =46.57°C

SETTINGS

Lamp Voltage =199V
Cooler Voltage = 2.00 V
Bias Voltage =1206V
Chopper Freq =538.6 Hz

PUMP INFO
Flow Rate =4.127 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.0167 -0.0154
MIN(V) -0.0189 -0.0177

FILTER INFO

Filter 1 -0.018 Zero = true
Filter 2 0.464 Zero =true
Filter 3 1.361 Zero=true

CALIBRATION CHECK
Xq=0.1221 0.29%

DMT Serial Number #102806

Options

Printer: yes

Number of Copies: 3
Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes -
Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 06/05/2009 08:46



Linearity Check Results , DMT Linearity

True Value  Reported Average Std Dev 0.50
0.021 g/210L 0.020 g/210L 0.000
Lot # 09-34-020 0.40
0.080 g/210L - 0.079 g/210L 0.000 v /
Lot # 09-25-080 8530
0159 g/210L  0.161 g/210L 0.000 g
Lot # 09-38-160 . Eo_zo
0382 g/210L  0.395 g/210L 0.001 = /-/
Lot # 09-36-400 0.10
R2=0.9999 0.00
0.00 - 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 09-14-08A1
Interference Detepted 0.60 E - 40.0
: 0.55 Alcohol (g/210L) 36.7
Mouth Alcohol Test 0.50 || Flow Rate(L/M) 33.3
Mouth Alcohol Detected
0.45 30.0
0.40 ‘ 26.7
0.35 // 23.3
0.30 /'\\ 26.0
RF Interference Test 0.25 \ 16.1
RFT detected 0.20 13.3
0.15 10.0
0.10 \ 6.7
0.05 \— 3.3
0.00 ’ 0.0
0 5 10 15 20 - 25 30
0.10 e — 40.0
Sample Acceptance Test —— Alcohol (g/210L)
Passed Flow Rate(L/M)
0.08 32.0
0.06 24.0
(f
0.04 16.0
0.02 8.0
CERTIFICATION PASSED 0.00 \/\ 0.0
) 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by - Ay b Date 06/05/2009
. : Vil . / s 3
Reviewed by Cg/(,ﬁ ™ Date o l ) ’ 09
u \..»/ . v

DMT Serial Number #102806 Page2 of2 . 06/05/2009 08:46



CALIBRATION REPORT

DataMaster DMT: 102806

Calibration Date:  06/05/2009

Calibrated by: STEVEN E HARNOIS
Lot: 09-24-100

Ca = 0.100000

CAL = 0.997160 0.800 <= CAL <

bl = 0.000000 0.000 <= bl <

b2 = 0.003397 0.001 <= b2 <

b3 "= 0.000000 0.000 <= b3 <

Xq = 0.121835 0.050 <= Xg <

a2l = 1.168854 1.050 <= a2l <

a3l = 0.497581 0.300 <= a3l <

Performed by A= G

DMT Serial Number #102806

O OO O

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

© Pagelofl

06/05/2009

06/05/2009 07:45



INSTALLATION REPORT

DataMaster DMT: 102806
Location: FRANKLIN COUNTY SO
Calibration Date:  06/30/2008

Certification Date: 06/30/2008 ——

e wiama soove  DEPARTMENT OF HEALTH

Site meets specification in do¢c P-ALC-210

Diagnostic Results Accuracy and Precision Check

Concentration = (.103 g/210L
VERSIONS Lot# = (8-17-100
DMT 0.32A Average = 0.101 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.02
Questions 1.00
Reports 0.03 RFI Interference Test

RFI detected

TEMPERATURES
Sample Chamber = 48.86°C
Breath Tube =47.13°C Sample Acceptance Test
Digital Sim = 34.1°C Passed
SETTINGS

Lamp Voltage =196V
Cooler Voltage =1.97V
Bias Voltage =1206V
Chopper Freq =530.6 Hz

, 0.10 ' . - : 40.0
PUMP INFO
Flow Rate = 3.717 L/IM - ?igshgit(g/(i}ﬁ?)
0.08 TS 32.0
DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0057 0.0079 .
MIN(V) 0.0043 0.0059 L A YR 2.0
FILTER INFO s :
Filter 1 0.006 Zero = true 0.04 | | 16-0
Filter 2 0.488 Zero = true :
Filter 3 1.375 Zero =true
) 0,02 fro AL 5.0
INTERNAL STANDARD :
Xq=0.1207 0.58% m ,
INSTALLATION PASSED 0.00 b s 5 a0 45

5. 74”94!’\5 )b cahon@

Performed by  » —anih (h/mw,- Date 07/01/2008

Reviewed by W '\[’\L’} Iﬁ (/V\ ﬂﬁ L/——- Date i / ;E/ 6%

DMT Serial Number #102806 Page 1 of 1

07/01/2008 12:58



CALIBRATION REPORT

DataMaster DMT: 102806

Calibration Date:  06/30/2008

Calibrated by: STEVEN E HARNOIS
Ca = 0.100000

CAL = 0.965057 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.002989 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Xg = 0.121478 0.050 <= Xg <
a2l = 1.156765 1.050 <= a2l <
a3l = 0.474233 0.300 <= a3l <

Performed by .5 5 ’

DMT Serial Number #102806

OH O OOOr

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

06/30/2008

Page 1 of 1

06/30/2008 08:12



¥

CERTIFICATION REPORT

DataMaster DMT: 102806

Calibration Date:  06/30/2008
Certification Date: 06/30/2008

Certified by: STEVEN E HARNOIS

7~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube =48.11°C
Digital Sim =33.9°C

SETTINGS

Lamp Voltage =196V
Cooler Voltage =1.97V
Bias Voltage =1205V
Chopper Freq =536.2 Hz

PUMP INFO
Flow Rate = 3.764 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.0695 -0.0693
MIN(V) -0.0713 -0.0713

FILTER INFO

Filter 1 -0.071 Zero = true
Filter 2 0.415 Zero =true
Filter 3 1.356 Zero=true

INTERNAL STANDARD
Xq=0.1215 0.07%

DMT Serial Number #102806

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes

_Calibration Nominal: 0.100

Page 1 of 2 06/30/2008 11:22




Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 50
0.019 g/210L 0.019 g/210L 0.001
Lot # 08-18-020 40
0.079 g/210L 0.079 g/210L 0.000 ’ /
Lot # 08-21-080 .30

0.159 g/210L 0.154 g/210L 0.000
Lot # 08-22-160

.20
0.410 210L 0391 g/210L 0.001 /-/
Lot # 08-19-400 10

o

<

True Values
o o

o

R2=0.9999 0.00 _
0.00 0.10 0.20 0.30 0.40 0.50

Acetone Interference Test DMT Results
Lot # 08-20-08A

Interference Detected 0.20 5 £0.0

0.18 || === Alcohol (g/210L) 36.0

Mouth Alcohol Test . Flow Rate (L/M)

Mouth Alcohol Detected 0.16 32.0

0.14 / 28.0
0.12 /v 24.0
0.10 , 20.0

RF Interference Test 0.08 16.0
RFT detected 0.06 12.0
0.04 \\\», 8.0
0.02 6.0
0.00 0.0
~ 0 5 10 15 20 25 30
0.10 — 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M)
0.08 32.0
0.06 AV/\AA 24.0
0.04 f 16.0
0.02 8.0
CERTIFICATION PASSED 0.00 M P 6.0
) 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by = i - Date 06/30/2008
Reviewed by Date (}/ 30/0 v

DMT Serial Number #102806 Page 2 of 2 06/30/2008 11:22
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Check~In Confirmation Test

STATE OF VERMONT
DataMaster DMT: 102806

Certification Date: 06/30/2008
Installatiqn Date: 06/30/2008

Date: 06/30/2008
Time: 15:38:11

Subject Name: TEST TEST

Date of Birth: 06/30/8000 Age: -5992

Guardian Present: N
Gender: M
License #: VT

Test Operator Name: STEVEN E HARNOIS

Agency: VDH LAB

BLANK TEST - 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR - 0.104
BLANK TEST 0.000
SUBJECT SAMPLE (Vol=2.4L) 0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.100
0.095 - 0.105

Sim. Vapor Range
Simulator Temp 33.9°C

DMT Serial Number #102806

.10

.08

.06

.04

.02

.00

Page 1l of 1

Alcohol (g/210L)
Flow Rate (L/M)

40.0

32.0

24.0

16.0

15:41
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Check-In Confirmation Test

STATE OF VERMONT
DataMaster DMT: 102806

Certification Date: 06/30/2008
Installation Date: 06/30/2008
Date: 06/30/2008

Time: 15:45:25

Subject Name: SAMPLE ACCEPTANCE TEST
Date of Birth: 06/30/2008 BAge: 0
Guardian Present: N -

Gender: F

License #:

Test Operator Name: AMANDA BOLDUC
Agency: VDHL

BLANK TEST 0.000 15:46
INTERNAL STANDARD PASSED 15:46
SIMULATOR VAPOR 0.103 15:46
BLANK TEST 0.000 15:47
SUBJECT SAMPLE (Vol=l.6L) 0.000 15:48

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105
Simulator Temp 34.0°C

DMT Serial Number #102806

Page l of 1

40.0

——— Alcohol {(g/210L)
Flow Rate(L/M)

24.0

8.0

o

10 15

20

25 30

06/30/2008 15:48



o Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Franklin County SO - St. A_ DataMaster Serial #: 102806
Date: 8 /25 /2008 Requestor: J Sweeny
Instrument Supervisor: J Sweeney - Phone #: 524-2121

Taken By: Harnois

Problem: Solution Concentration Low.

Laboratory Response: Will respond this week

Work Performed: Upon arrival at FCSO — St. Albans, I explained to DataMaster
supervisor Jay Sweeny how to complete a Simulator Solution change protocol. After the 30
min wait period, this instrument displayed a “Pump Error” I looked at the instrument and
ran the pump to see if there was any detectable problem with the pump. There did not
 seem to be a problem with the pump. We restarted the Simulator Solution Change Protocol
and I completed 30 minutes later because Jay had an appointment off site. Instrument back
in service. '

OnSite [ ] In-house

Performed By: Steven Harnois Date: 8/25/08

ALC 626 Rev 1 06/07



A Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: FCSO St. Albans DataMaster Serial #: 102806

Date: 9/11 /08 Requestor: Jay Sweeny

Instrument Supervisor: Jay Sweeny Phone #:

Taken By: A. Bolduc

Problem: Pump error reported during DUT subject test

Laboratory Response: Talked DMT Supervisor through pump test and subject test, no

error reported, will check on unit 9/25 while in St. Albans, agency may continue using
instrument.

 Work Performed: On 9/25: Realigned position of one way valve on exhaust port. Found some of
the tubing connections were not properly seated. Tightened tubing connections and zip tied them
per NPAS recommendation. Checked pump performance and output, passed. Performed
diagnostic test, passed. Instrument in service.

Xl On Site [ ] In-hous

Performed By: ' anda Bolu Date: 09 /25/2008

ALC 626 Rev 1 06/07



DIAGNOSTIC RESULT

DataMaster DMT: 102806
Location; FRANKLIN COUNTY SO
Calibration Date:

Certification Date: 06/30/2008

TosiDate 0912572008 DEPARTMENT OF HEALTH

Time: 12:20

VERSIONS

DMT 0.32A

PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.45°C
Breath Tube = 48.04°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage =1.%96 V
Cooler Voltage = 1.97 V
Bias Voltage = 120.6 V
Chopper Freg = 525.2 Hz

PUMP INFO
Flow Rate = 4.120 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) ~0.0311 -0.0276
MIN(V) -0.,0335 ~0.0295

FILTER INFO

Filter 1 -0.031 Zero true
Filter 2 0.454 Zero true
Filter 3 1.335 Zero = true

i

INTERNAL STANDARD
Xq = 0.1220 0.51%

DMT Serial Number #102806 Page 1 of1

09/25/2008 12:25



DataMaster DMT: 102806

ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: FRANKLIN COUNTY SO
Calibration Date:  06/30/2008

Certification Date: 06/30/2008 R '

privi e DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results / RF Interference Test
RFI detected

VERSIONS

DMT 1.00 )

PIC 2.05 4~ Sample Acceptance Test
I/ Modem 1.04 Passed

Questions 1.00 '

Reports 1.00

TEMPERATURES

Sample Chamber = 49.38°C
,Breath Tube = 48.07°C
Digital Sim =33.9°C

SETTINGS

Lamp Voltage =1.96 V
ooler Voltage =1.97V

Bias Voltage =120.6V

Chopper Freq =532.9Hz

0.10 , : - : ; , 40.0
~~PUMP INFO e o
hd _ ) Alcohol (g/210L)
Flow Rate = 4.059 L/M Flow Rate (L/M)
0.08 : : I P S 32.0
DETECTOR INFO
PUMP ON  OFF : g
_AIAX(V) 0.1134 0.1154 S R R L
MIN(V) 0.1112 0.1134 0.06 4.0
Filter 1 0.114 Zero = true 0.04 ; e 16.0
~ Filter 2 0.585 Zero =true :
'/Filter3 1.457 Zero = true : :
_CALIBRATION CHECK : i ;
«” Xq=0.1220 0.44% m i ﬁ .
0.00 Lt 1\ - I I —_— 0.0
APM PASSED 0 5 10 15 20 25 30 35 40 45 50 55 60
Performed by I e G o Date 03/17/2009
. i | - G
Reviewed by &/\{(\\,\/‘ (/\,&/&L A Date :Z)) (¥ l Ol

!
DMT Serial Number #102806 ! Page 1 of 1 03/17/2009 13:38



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 102806
FRANKLIN COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/01/2008
Date: 03/17/2009

Time: 13:39:07

Subject Name: TEST TEST

Date of Birth: 03/17/2009 Age: 0
Guardian Present: N

Gender: M

License #:

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB

BLANK TEST 0.000 13:40
CALIBRATION CHECK PASSED 13:40
SIMULATOR VAPOR 0.095 13:40
BLANK TEST 0.000 13:41
SUBJECT SAMPLE (Vol=3.3L) 0.000 13:41

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104
Simulator Temp 34.0°C '

DMT Serial Number #102806

Page 1 of 1
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A Vermont Department of Health Laboratory
195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
“DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: FCSO — St. Albans_____ DataMaster Serial #: 102806
Date: 6__/4 /2009 Requestor: Drawbaugh
Instrument Supervisor: Sweeny ' ‘ Phone #:

Taken By: Harnois

Problem: Rapid depletion of simulator solution.

Laboratory Response: Going to St. Albans to Trouble Shoot instrument / Simulator.

Work Performed: Replaced Simulator, and solution DataMaster Supervisor started RPC,
Simulator Vapor Readings @ .096 on .100 solution, consulted with Bob Drawbaugh and
| Brought Instrument to VDH Lab for More Work.

At VDH Lab Adjusted Lamp and Cooler to bring in to spec for calibration. Inspect the resf of the instrument with no
probiems found.

Calibrated and certified the instrument, testing on the same solution before and after, with improved results after
calibration. :

Installed the instrument at FCSO.

[JOnSite [X In-house

Date: _6/5/2009

Performed By: Steven Harnois

" ALC 626 Rev 1 06/07



DataMaster DMT: 102806

ANNUAL PREVENTATIVE MAINTENANCE REPORT}
Location: FRANKLIN COUNTY SO
Calibration Date:  06/05/2009

Certification Date: 06/05/2009 —— _

AP Dass. 1171512009 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results _—RFE Interference Test
RFI detected

~VERSIONS

DMT 1.04

PIC 2.05 , /Samgle Acceptance Test

Modem 1.06 Passed

Questions 1.00

Reports 1.02
~TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube =48.05°C
Digital Sim = 34.1°C

-~ SETTINGS
Lamp Voltage =1.99V
Cooler Voltage =2.00 V
Bias Voltage =1206V
Chopper Freq =540.5Hz

~PUMP INFO : : - :
_ Alcchol (g/210L)
Flow Rate = 4.090 L/M Flow Rate (L/M)

~DETECTOR INFO
PUMP ON OFF.
MAX(V) 0.2937 0.2951
MIN(V) 0.2915 0.2921

_~FILTER INFO :
Filter 1 0.293 Zero = true 0.04 16.0
Filter 2 0.742 Zero = true h ﬂ

Filter 3 1.599 Zero = true

_ CALIBRATION CHECK -
Xq=0.1224 0.51% ﬂ

APM PASSED 000 5 15— %0 ST 3535 40 45

Performed by = 1/};,,_,5 Date . 11/19/2009

Reviewed by &VSW Date ”hﬁ\_OT

DMT Serial Number #102806 Page 1 of 1 11/19/2009 13:14




Check-In Confirmation Test

FRANKLIN COUNTY SO
Certification Date:

Date: 11/19/2009
Time: 13:15:57

Subject Name: TBST

Guardian Present: N
Gender: M
License #: NONE VT

Test Operator Name:
Agency: VDHL

BLANK TEST
CALIBRATION CHECK
SIMULATOR VAPOR
BLANK TEST

Sim. Vapor Range

Date of Birth: 11/19/2009

SUBJECT SAMPLE (Vol=

Simulator Temp 34.1°

STATE OF VERMONT

DataMaster DMT: 1028086

06/05/2009

Installation Date: 06/05/2008

TEST
Age: O

STEVEN E HARNOIS

0.000 13:16

PASSED 13:16

0.100 13:17

0.000 13:18

1.7L) 0.000 13:18

All alcohol values reported in g/210L
Sim. Vapor Concentration

0.100
0.095 - 0.105
C

DMT Serial Number #102806

0.10

0.08

0.02

Page 1 of 1
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SIMULATOR SOLUTION CHANGE REPORT

DEPARTMENT OF HEALTH

DataMaster DMT: 102806

Location: FRANKLIN COUNTY SO
Date: 11/19/2009

Performed by: STEVEN E HARNOIS

Accuracy and Precision Check

Concentration = (.100 g/210L

Lot# = 09-40-100

Range = 0.095-0.105

Average = 0.101 g/210L

Std Dev = 0.000

Simulator Temperature: 34.1°C ((/ o~ s

Performed by - L= /}ﬁ e Date 11/19/2009

DMT Serial Number #102806 Page 1 of 1 11/19/2009 13:09



1 DataMaster Serial Number: . .

102806 LoCatiOn:_i_Eégcj)ig‘V/;

Technician Name: Ste ven  [Joened Date: Lyl / (e /@67 Successful?
' YES | NO
1. Check Simulator Temperature K

. Perform Software Upgrade .

o

Power unit off/on to
commit upgrade :

wo

a) Reroute exhaust plumbing

. Interjor Inspection/Upgrade

b) Check 5-way valve R &

| ¢) Tie wrap BNC cable

d) Tie wrap 1-way valve

“e) Check all wire/tubing connections -

N~

. Simulator Test

| a) Replace O-ring

b) Perform pressure check

. Communication Test

wn

a) Ensure phone lines are connected appropriately TR

¥
X

b) Call Darcy to initiate contact '
¢) If contact successful, Darcy will download data -

. Perform APM Protocol

@)

7. Document work in Logbooks

K
»5.<
X
a
K

Yoo Unabl o @hblisn Condaef el




Grand Isle County Sheriffs Office (103406)

€

Instrument Calibrated & Certified 06/30/2008 —

Cal Std Target (g/210L)

Calibration Factor

0.1000

1.002971

Linearity Check Results —

True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.019 10.019 100.00 % 0.000
0.079 0.081 102.53 % 0.001
0.159 0.159 100.00 % 0.001
0.410 0.405 98.78 % 0.001
Correlation Coefficient (R*) = 0.9999
Instrument instalied 07/03/2008 —
Concentration (g/210L) | Average (g/210L) Std Dev
0.103 0.105 0.000
RPC Initiated 10/30/2008 -
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.100 0.000

TS| Initiated 11/11/2008 — Instrument reading Low Sim Concentration, at 0.096; RPC

solution is 0.100; Ticket stating 0.103.
Issue resolved on-site — Requested DataMaster Supervisor to perform RPC with

the correct simulator solution information. (See notes)

RPC Initiated 02/09/2009 -

Concentration (g/210L)

Average (g/210L)

Std Dev

0.099

0.096

0.001

Page 1 0of 3




Grand Isle County Sheriffs Office (103406)

TSI Initiated 02/12/2009 — Simulator Solution Concentration Low.

Issue resolved on-site — found and repaired several leaks on the simulator.

Allowed to stabilize and tested to verify repair.

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.099 0.097 0.094 - 0.104
0.099 0.098 0.094 - 0.104
0.099 - 0.095 0.094 -0.104

APM on 03/25/2009 -

Concentration (g/210L)

Test Result (g/210L)

Acceptance Range

0.099 0.097 0.094 - 0.104
RPC Initiated 06/30/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.101 0.001
RPC Initiated 10/29/2009 — _
Concentration (g/210L) Average (g/210L) Std Dev
0.099 0.101 0.000

APM on 11/17/2009 —

Concentration (g/210L)

Test Result (g/210L)

Acceptance Range

0.099 0.099 0.094 —-0.104
RPC Initiated 02/22/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.000

Notes:
1. TSI Initiated on 11/11/2008 does not appear to have any supporting documentation

demonstrating DataMaster issues have been resolved.

Page 20f 3




Grand Isle County Sheriffs Office (103406)

a. Accuracy & Precision Check (RPC) requested — not in file.

Documentation may be part of on-site DataMaster supervisor’s file.

Page 3 of 3




02/22/2818 16:46 8823725771 GRAND ISLE SHERIFF PAGE 02

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103406 h "H;

Location: GRAND ISLE COUNTY SO l\*\ VEI““MONT
Calibration Date:  06/30/2008 oy !

Certification Date: 06/30/2008 -
Installation Date: 7/03/ ‘ ! .

RPCDate . Garars0r DEPARTMENT DF HEALTH

Supervisor Name: RAY C ALLEN

Diagnostic Results Accuracy and Precision Checli—"
e Coneentration = 0,101 g/2101.
VERSIONS . Lot# = 10-18-100
DMT 1.04 Average = 0.101 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1,06
Quastions 1.00 P
Reports 1.02 RFI Interference Test ;.
. RFI detcoted

TEMPERATURES L~
Sample Chambet = 48.80°C ‘
Breath Tube = 47.17°C Sample Acceptance Test |
Digital Sim = 34.1°C Passcd
SETTINGS v~
Lamp Voltage =166V
Cooler Voltage =1.64 V
Bias Voltage =1204 V
Chopper Freq = 539.7 Hz

L L~ 0.10 . S — i,
PUMPINFO U7 : ; . ;
Flow e =423 LM =y |
DETECTOR INFO v~ 908 . : ’ e
PUMP ON  OFF
MAX(V) 0.2362 0.2378
MIN(V) 0.2321 0,2352 0.05 S
FILTER INFO " : : , |
Filter 1 0.237 Zero = true 0.04 ‘ : ' oo

Filter 2 0.731 Zero =true : . |
Filter 3 1.728 Zero = true : ‘ 5 , ]

CALIBRATION CHECK v ' i - : : : -
Xg=0,1405 0.32% Mﬂﬂ : : : {
0.00 ﬂ - : [ o
5 10 15 ? R

Routine Performance Check Passed

of—

Performed by __17\42_ M’ LA ‘Date ___ 02/22/2010
Reviewed by _,/f/zf /el ,Q F20.5 Date ,[ 7 ﬁ,/'/ )

DMT Serial Number #103406 Page 1 of 1 02/22/2010 15:28



092/22/2818 16:46 8823725771 GRAND ISLE SHERIFF PAGE 83

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103406 ' N,
Location: GRAND ISLE COUNTY SO M \/vEI’"I
Calibration Date:  06/30/2008 l

Certification Date: 06/30/2008
Iahi ; / ‘ ' i
RPCDater " Oafoarsone - DEPARTMENT DF HEALTH

Supervisor Name: RAY C ALLEN

Diagnostic Results Accuracy and Precision Checl

Concentration. = 0.10] g/210L
VERSIONS : Lot# = 10-18-100
DMT 1.04 Average = 0.101 g/210L
PIC 2.05 : Std Dev =000 .
Modem 1.06 T “‘“““—-—«
Questiotis 1.00 .
Reports 1,02 RET Interference Test Wil mE bq ACca dett
TEMPERATURES ot detected ook Radis Fest

Sample Chamber = 49,03°C QC7
Breath Tube - = 47.66°C

Digital Sim = 34.1°C

Sample Acceptance Test

SETTINGS

Lamp Voltage =166V
Cooler Voltage = 1.64 V
Bias Voltage =120.4V
Chopper Freq = 540.3 Hx

PUMP INFO
FlowRate = 4.372 1./M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2315 0.2329
MIN(V) 0.2291 0.2305

FILTER INIFO

Filter 1 0.230 Zero = e
Filter 2 0,726 Zeto = tne
Rilter 3 1,722 Zeto = true

CALIBRATION CHECK. /"r f*
Xgq=0.1407 0.45% ( /
. / J
Routine Performance Check Failed / 7 % i e
e /Z '
Performed by . Thy 2 Date  02/22/2010
Reviewed by ) Dale

DMT Scrial Number fA1. 03406 Page 1 of 1 02/22/2010 15:15



18/29/2888 15:17 8023725771

GRAND ISLE SHERIFF PAGE 82

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103406

Location: GRAND ISLE COUNTY 8§
Calibration Date;  06/30/2008

Certification Date: 06/30/2008

Installation Date:  07/03/2008

RPC Date: 10/29/2009

Supervisor Name: RAY C ALLEN

Diagnostic Resuls -~

VERSIONS
DMT 1.00
PIC2.05
Modem 1,04
Questions 1.00

Reports 1.00

TEMPERATURES 7
Sample Chamber = 48.74°C
Breath Tube = 45.51°C
Digital Sim = 34.1°C

SETTINGS ~~

Lamp Voltage =1.66V
Cooler Voltage = 1.64 V
Bias Voltage = 1204V
Chopper Freq = 539.9 Hz

- 0.10
PUMP INFO =~
Flow Ratc = 4.388 LIM
DETECTOR INFO =~ o
PUMP ON  OFF
MAX(V) 0.2055 0.2071 .

MIN(V) 0.2028 0.2043

FILTER INFO ~~

Filter 1 0.205 Zero = true 6.04
Filter 2 0.706 Zero = true

Filter3 1.700 Zero =true

CALIBRATION CHECK
Xq=0.1399 0.06%

Routine Performance Check Passed

”~~ VERMONT

DEPARTMENT OF HEALTH

Accuragey and Precision Checil: ~

Concentration = (1.099 g/210L
Lot # = (09.19-100
Average = 0.101 g/210L
Std Dev = (1,000

RFI Interference Test —
RET detected

Sample Acceptance Test =~

Passed

qrn

= A)cohol (q/210L)
— Tlow Rato(L/M)

Performed by .__~

o, K -
Reviewedby_g;&(/en /L/arfmzﬁzg

DMT Serial Number #103406

Date 10(29/2009 o
Date / 0/ 70_/ g ?

Page 1 of 1 10/29/2009 14:59




B6/30/2009 15:37 8023725771 GRAND ISLE SHERIFF PAGE @1

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103406 - |“1

Location: GRAND ISLE COUNTY S0 /’\*\ \

Calibration Date;  06/30/2008 h

Certification Date: 06/30/2008

e Du s DEPARTMENT OF HEALTH

Supervisor Name: RAY C ALLEN °

Diagnostic Results ~~ : Accuracy and Precision Checli —
~ Copcentration = 0.100 g/210L

VERSIONS < Lot # = (9-40-100

DPMT 1.00 » Average = 0.101 g/210L.

PIC 2.05 Std Dev = 0.00]

Modem 1.04

Questions 1.00

Reports 1.00 . RFI Interference Test -

P : RFI detected .

TEMPERATURES |

Sample Charmber = 48.68°C p

Breath Tube = 48.08°C Sample Acceptance Test

Digifal Sim =34.1°C Pagsed

SETINGS
Lamp Voltage =166V
Cooler Voltage = 1.64 V
Bias Voltage =1204V
Chopper Freq = 5396 Hz

0.10 - - - {0, (

PUMPINFO :
Flow Rate = 4.283 L/M e :

-~ 0.08 | ™ : . i : Ll
DETECTOR INFO : : :
PUMP ON  OFF
MAX(V) 0.1801 0.1813 _ 3
MINGV) 0.1776 0.1778 0.08 | - o ,' N

FILTER INFO  ~ _ :
Filter 1 0.178 Zero = true 0.04 + - : : . e
Filter 2 0.685 Zero = true ; : :

Filter 3 1.697 Zeto = true

e 0.02 : : e ™~ : ' e
CALIBRATION CHECK - ‘ | ,
Xq=0.1399 0.06% ; | ‘

0o /»\[:}

Routine Performance Check Passed ©  **%° 3

10 15 20 25 30

Performed by ... fb_m Date 06/30/2009

Reviewed by g\//‘;‘/"" a %‘ e Date ’7// /0 1

DMT Serial Nurnber #103406 Page 1 of | 06/30/2009 15:21




ROUTINE PERFORMANCE CHECK REPORT

{ECES

FEB 1B 2008

Vermoni De
DataMaster DMT: 103406 o Hamy )17
Location: GRAND ISLE COUNTY SO VERM
Calibration Date:  06/30/2008 LA N _ )
Certification Date: 06/30/2008
Installation Date:  07/03/2008 P A . . ¥ ; P | -
RPC Date: 02/09/2009 DEPARTMENT OF HEALTH
Supervisor Name: RAY C ALLEN _
i -~
Diagnostic Results <~ Accuracy and Precision Check
Concentration = 0.099 g/210L
VERSIONS Lot# = (09-18-100
DMT 1.00 Average = (.096 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.04
Questions 1.00
Reports 1.00 RFI Interference Test
- RFI detected
TEMPERATURES ~
Sample Chamber = 48.86°C )
Breath Tube = 46.71°C Sample Acceptance Test -~
Digital Sim = 34.0°C Passed
SETTINGS -~

Lamp Voltage =166V
Cooler Voltage =1.63 V
Bias Voltage =1204V
Chopper Freq =538.7Hz

0.10
PUMP INFO -~
Flow Rate =4.479 L/IM
‘ i 0.08
DETECTOR INFO /
PUMP ON OFF

MAX(V) 0.0750 0.0762
MIN(V) 0.0728 0.0736

FILTER INFO

Filter 1 0.073 Zero = true 0.04
Filter 2 0.584 Zero = true

Filter 3 1.617 Zero = true

CALIBRATION CHECK -
Xq=0.1400 0.00%

Alcohol (g/210L)
Flow Rate (L/M)

6.0

Routine Performance Check Passed - °-%° T
Performed by . P 7% Date 02/09/2009
P - -
Reviewed by <77<f Ve Hoviog Date 2//8//0 [
DMT Serial Number #103406 Page 1 of 1 02/09/2009 19:18



18/36/2888 15:49 8023725771 GRAND ISLE SHERIFF : PAGE 01

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103406
Location: GRAND ISLE COUNTY SO |
Iy

Calibration Date:  06/30/2008
Certification Date: 06/30/2008

o e Yorsoa00s DEPARTM ENT OF HEALTH

Supervisor Name: RAY C ALLEN

Diagnostic Resulis /kﬁxugxmw_djrggﬁmﬁb.@g
' Concentration = 0.100 g/210L
' Lot # = 08-16-100
RSIONS
’/xgo?zrzx Average = 0,100 g/210L
PIC 2.05 $td Dev = 0.000
Modetn 1,02
Questions 1.00
Reports 0.03 : }I'merfm& Test
RF1 detected
EMPRRATURNS
Saruple Chamber = 48,74°C
Rranth Tlﬂ'\ﬂ = 44 R7°C. \M A conﬁlﬂwicn Tvo}
Digitel Sim =33.9°C _ Passed

I/SETI'INGS
Lamp Voltage =1.65V

Cooler Voltage = 1.63 V
Bias Voltage =1204V
Chopper Freq = 537.6 Hz

A - . T . : -—_ |
" Piow Rate 4549 LM | Ao |
0.08 l T T o4 : i
ZTECTOR. INFO I :
PUMP ON  OFF I
MAX(VY 0.0441 0.0447 . b
MINCVY 00415 0.0423 .06 et
| :
TER INFO Lo
Filter 1 0.042 Zero =tnic n.o4 ¢ '
Filter 2 0.558 Zero= frue I :
Filter 3 1.591 Zero = truse o
n.no | . .
SRNAL $TANDARD I
Xa=0.1399 0.06% | n
i . . ) o oan ; i ; ; ; H
Routine Performance Check Passed B ¥ T R T [ R TR THE T

e Date_ 10/30/2008

Reviewed by Daie \\ {/l ’ 0 Q(

DMT Berial Number ff‘lO'MOG Page 1 ol | 10/30/2008 15:36

Performed by -




INSTALLATION REPORT

DataMaster DMT: 103406 X

Location: GRAND ISLE COUNTY SO l\@\ VERMOI\I |
Calibration Date:  06/30/2008 o ¥ L
Certification Date: 06/30/2008

et ncnmsosox DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check

) Concentration = 0.103 g/210L
VERSIONS Lot # = (8-17-100
DMT 0.32A Average = 0.105 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.02
Questions 1.00
Reports 0.03 RFI Interference Test

- RFI detected

TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube =43.63°C Sample Accgptancg Test
Digital Sim = 33.9°C Passed
SETTINGS

Lamp Voltage =166V
Cooler Voltage =1.64 V
Bias Voltage =1204V
Chopper Freq =533.5Hz

0.10 7 : : 7 s 40.0
PUMP INFO
Flow Rate = 4.124 L/M _ ?ig\ih;;‘ég/(i}ﬁ];)

0.08 . 32.0
DETECTOR INFO ‘
PUMP ON  OFF [
MAX(V) 0.0061 0.0075 i
MIN(V) 0.0039 0.0057 0.06 \ 24.0
FILTER INFO : . i V\
Filter 1 0.006 Zero = true 0.04 16.0
Filter 2 0.530 Zero =true
Filter 3 1.554 Zero =true

0.02 8.0
INTERNAL STANDARD
Xq=0.1393 0.51% | r\ ﬂ \ l
INSTALLATION PASSED 0.00 e 5553035 40 15 50 55 60 0-¢

Performed by Vo W\/ Date 07/03/2008

Reviewed by M‘/ / O/{/\ Date k—lif 3 ! O?(

1
A van k
DMT Serial Number #103406 Page 1 of 1

07/03/2008 12:27



CERTIFICATION REPORT

DataMaster DMT: 103406

Calibration Date:  06/30/2008
Certification Date: 06/30/2008

Certified by: STEVEN E HARNOIS

7”7~ _VERMONT

DEPARTMENT OF HEALTH

. Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube =48.02°C
Digital Sim =34.0°C

SETTINGS
Lamp Voltage =1.66V
" Cooler Voltage =1.63 V
Bias Voltage =1204V
Chopper Freq =538.8 Hz

PUMP INFO
Flow Rate = 4.264 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0201 0.0205
MIN(V) 0.0183 0.0185

FILTER INFO

Filter 1 0.019 Zero =true
Filter 2 0.540 Zero =true
Filter 3 1.595 Zero ={rue

INTERNAL STANDARD
Xq=0.1408 0.51%

DMT Serial Number #103406

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 06/30/2008 11:56



Linearity Check Results

True Value  Reported Average
0019g210L  0.019g/210L

Lot # 08-18-020

0079 g/210L  0.081 g/210L

Lot # 08-21-080

0.159 g/210L 0.159 g/210L

Lot # 08-22-160

0.410g/210L  0.405 g/210L

Lot # 08-19-400

R2=0.9999

Acetone Interference Test
Lot # 08-20-08A
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFI detected

Sample Acceptance Test
Passed

CERTIFICATION PASSED

Std Dev
0.000

0.000
0.000

0.001

0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02
0.00

Performed by = /4’5’@4"@

DMT Linearity
0.50
0.40
£0.30
G
"
£o.20 /./
0.10
.00
0.00 0.10 0.20 0.30 0.40 0.50
DMT Results
T H 40.0
Alcohol (g/210L) 36.0
Flow Rate (L/M)
32.0
28.0
/v 24.0
v\ 20.0
16.0
\\\\ i2.0
- 8.0
4.0
. 0.0
0 5 10 15 20 25 30
H 1 H H 40.0
Alcohol (g/210L)
Flow Rate (L/M)
32.0
ﬂ fJT 24.0
16.0
8.0
M’\ 0.0
0 5 10 15 20 25 30 35 40 45 50 55 60
Date 06/30/2008

Reviewed by ML/

DMT Serial Number #103406

ous_ 30|08

Page 2 of 2

06/30/2008 11:56



CALIBRATION REPORT

DataMaster DMT: 103406

Calibration Date; 06/30/2008

Calibrated by: STEVEN E HARNOIS
ca = 0.100000

CAL = 1.002971 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.003669 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Xg = 0.140084 0.050 <= Xq <
a2l = 1.209956 1.050 <= a2l <
a3l = 0.382671 0.300 <= a3l <

Performed by - ﬂ@wv—vs

DMT Serial Number #103406

O OO OO

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

06/30/2008

06/30/2008 08:54




ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT: 103406 % A
Location: GRAND ISLE COUNTY SO . VE ,
Calibration Date:  06/30/2008 e ] ) } »

Certification Date: 06/30/2008

AP Dare: 11172005 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS
Site meets specification in doc P-ALC-210

Diagnostic Results +— RF Interference Test
RFI detected

.~ VERSIONS
DMT 1.04
PIC 2.05 /Sample Acceptance Test
Modem 1.06 Passed
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube =44.67°C
Digital Sim =34.1°C

.~ SETTINGS

Lamp Voltage =1.66 V
Cooler Voltage =1.64 V
Bias Voltage =1204V
Chopper Freq =539.6 Hz

~~~ PUMP INFO __._: | ) ‘ :
1 210L
Flow Rate =4.384 L/M JR— ?igﬁhgat(g/(L/M) ) I

.~ DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2020 0.2041
MIN(V) 0.2004 0.2018

.~ FILTER INFO : m :
Filter 1 0.203 Zero =true 0.04 / ........ 16.0
Filter 2 0.703 Zero =true :

Filter 3 1.693 Zero =true

L CALIBRATION CHECK :
Xq=0.1404 0.26% , rw

0.00 L ] 5 L
APM PASSED T T0 15 30 25 30 35 40 45 50 55 60

Performed by - v ﬁﬁ Date 11/17/2009

Reviewed byw ﬁﬂj/l/ Date ((‘I 26|

DMT Serial Number #103406 Page 1 of 1 11/17/2009 14:28




Check~-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103406

GRAND ISLE COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/03/2008

Date: 11/17/2009
Time: 14:29:5%
Subject Name: ST TEST
Date of Birth: 11/17/2009 Age: 0
Guardian Present: N

Gender: F
License #: NONE VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 14:30
CALIBRATION CHECK PASSED 14:30
SIMULATOR VAPOR 0.088 14:31
BLANK TEST 0.000 14:31
SUBJECT SAMPLE (Vol=2.0L) 0.000 14:32

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104
Simulator Temp 34.2°C

DMT Serial Number #103406

Page 1 of 1

40.

Alcohol (g/210L)
——— Flow Rate (L/M)

20

25 30

11/17/2009 14:33

.0

6.0

.0



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 103406
Location: GRAND ISLE COUNTY SO
Date: 11/17/2009

Performed by: STEVEN E HARNOIS

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = (0.099 g/210L )
Lot # = 09-19-100 L
Range = 0.094 -0.104 25
Average = 0.099 g/210L \ P
Std Dev = 0.001 PR
R
Simulator Temperature: 34.2°C ~ J
cd \_)0 ’/O”
At ( Cc( v \ O C\
A\ 4o 1
( \ :

Performed by -« ,‘Jg— ﬂ—A Date 11/17/2009

DMT Serial Number #103406 Page 1 of 1 11/17/2009 14:22



DataMaster Serial Number: [er3 (7% Location: {‘T(§{}

Technician Name: Spe ven  [aesed Date: i / F,";",/‘IG"?? Successful?
YES | NO
1. Check Simulator Temperature A7

Power unit off/on to

2. Perform Software Upgrade commit upgrade

3. Interior Inspection/Upgrade a) Reroute exhaust plumbing

b) Check 5-way valve

¢) Tie wrap BNC cable

d) Tie wrap 1-way valve

e) Check all wire/tubing connections

4, Simulator Test a) Replace O-ring

b) Perform pressure check

5. Communication Test a) Ensure phone lines are connected appropriately

b) Call Darcy to initiate contact .

¢) If contact successful, Darcy will download data

6. Perform APM Protocol

7. Document work in Logbooks

w AR N AN el N E N E N B N e

Notes: mﬁ 7 2 | 3,4} {




ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT: 103406

Location: GRAND ISLE COUNTY SO

Calibration Date:  06/30/2008
Certification Date: 06/30/2008
Installation Date:  07/03/2008
APM Date: 03/25/2009

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results

VVERSIONS
DMT 1.00
PIC 2.05
Modem 1.04 -
Questions 1.00
Reports 1.00

.~ TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube =43.73°C
Digital Sim =234.2°C

_SETTINGS

Lamp Voltage =1.65V
Cooler Voltage =1.64 V
Bias Voltage =1204V
Chopper Freq =531.9 Hz

UMP INFO
Flow Rate = 4.321 L/M

~DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0711 0.0728
MIN(V) 0.0691 0.0711

FILTER INFO

Filter 1 0.070 Zero = true
Filter 2 0.583 Zero =true
Filter 3 1.598 Zero = true

CALIBRATION CHECK
Xq=0.1399 0.06%

APM PASSED

Performed by - Aﬁ-%@

Reviewed by ‘/&é/ﬁ g/

n.10

.00

DEPARTMENT OF HEALTH

RF Interference Test
RFI detected

Sample Acceptance Test
Passed

40.0

DMT Serial Number #103406

( Alcohol (g/210L) ;
t Flow Rate(L/M)
YR S — 16.0
i ; i : ; : 0.0
0 5 30 35 40 45 50 55 60
Date 03/25/2009
Date 3 \ ’5(5\ 06)
1 }
Page 1 of 1 03/25/2009 15:10



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103406

GRAND ISLE COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/03/2008
Date: 03/25/2009

Time: 15:12:21

Subject Name: TEST TEST

Date of Birth: 03/25/2009 Age: 0
Guardian Present: N

Gender: M

License #:

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB

BLANK TEST 0.000 15:13
CALIBRATION CHECK PASSED 15:13
SIMULATOR VAPOR 0.097 15:13
BLANK TEST 0.000 15:14
SUBJECT SAMPLE (Vol=1.7L) 0.000 15:14
All alcohol values reported in g/210L

sim. Vapor Concentration 0.099

Sim. Vapor Range ' 0.094 ~ 0.104

Simulator Temp 34.2°C

DMT Serial Number #103406

Pagelof 1

40.

e B\] cohO1 (g/210L)

Flow Rate (L/M)

a

15

20

25 30

03/25/2009 15:15

.0

0.0




; O Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Grand Isle PD DataMaster Serial #: 103406
Date: 2/12 /2009 Requestor: Ray Allen
Instrument Supervisor: Ray Allen Phone #: 372 4482

Taken By: Steven Harnois

Problem: Simulator Solution Concentration Low.

Laboratory Response: Will be at location to investigate.

Work Performed: Found several leaks on the simulator, repaired leaks on the simulator and
verified its temperature. Allowed simulator vapor to stabilize and ran tests to verify repair.

X} On Site  [_] In-house

V
P Date: , 2/13

~ Performed By: Steven Harnois

ALC 626 Rev 1 06/07



DIAGNOSTIC RESULT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
Test Date:

Time:

VERSIONS

DMT 1.00

PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES
Sample Chamber
Breath Tube
Digital Sim

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Voltage
Chopper Freq

PUMP INFO
Flow Rate = 4.4

DETECTOR INFO
PUMP ON

MAX (V) 0.0705
MIN (V) 0.0683

FILTER INFO
Filter 1 0.070

Filter 2 0.582

Filter 3 1.609

103406

GRAND ISLE COUNTY SO

06/30/2008
06/30/2008
07/03/2008
02/13/2009
12:13

48.57°C
45,25°C
33.8°C

Ll

1.66 V
1.64 V
120.4 V
539.0 Hz

|

50 L/M

OFF
0.0726
0.0697

zero

CALIBRATION CHECK

Xgq = 0.1400 O.

00%

DMT Serial Number #103406

Zero = true
= true
Zero = true

DEPARTMENT OF HEALTH

Page 1 of 1

02/13/2009 12:14



0.10 v - ' 40.0
Alcohol (g/210L) |,
—— Flow Rate (L/M) :
0.08 3z.0
Check-In Confirmation Test
STATE OF VERMONT 0,04 bon b i b 16.0
DataMaster DMT: 103406 ‘
GRAND ISLE COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/03/2008
Date: 02/13/2009 a
Time: 12:15:31 0.02 3.0
Subject Name: TEST TEST
Date of Birth: 02/13/2009 Age: 0 : & i : : :
Guardian Present: N . : ; ; ; ; ;
Gender: M ; : ; : i ;j
License #: 0.00 0.0

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB

BLANK TEST 0.000 12:16
CALIBRATION CHECK PASSED 12:16
SIMULATOR VAPOR 0.095 12:16
BLANK TEST 0.000 12:17
SUBJECT SAMPLE (Vol=3.7L) 0.000 12:18
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104

Simulator Temp 33.7°C

DMT Serial Number #103406 Page 1 of 1 02/13/2009 12:18



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 103406

GRAND ISLE COUNTY SO
Certification Date: 06/30/2008
Installation Date: 07/03/2008

Date: 02/13/2009
Time: 12:25:28

Subject Name: TEST TEST

Date of Birth: 02/13/2009 Age:
Guardian Present: N

Gender: M

License #:

Case #: 0000

Time of Operation: 12:25
Location of Incident: GISO
Town: NORTH HERO

County: GRANDISLE

RAgency: VDH LAB

Sim. Vapor Range
Simulator Temp 34.1°C

0

Test Operator Name: STEVEN E HARNOIS

Obs. Period Start: 12
BLANK TEST 0.000 12:
CALIBRATION CHECK PASSED 12:
SIMULATOR VAPOR 0.097 12:
BLANK TEST . 0.000 12:
SUBJECT SAMPLE (Vol=1.7L) 0.000 12:
BLANK TEST 0.000 12:
CALIBRATION CHECK PASSED 12:
SIMULATOR VAPOR 0.098 12:
BLANK TEST 0.000 12:
SUBJECT SAMPLE (Vol=1.9L} 0.000 12:

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099
0.094 - 0.104

DMT Serial Number #103406

0.00

Page 1 of 1

——— Alcohol (g/210L)

w—— Flow Rate (L/M)

0
e A1 cohol (g/210L)
Flow Rate (L/M)
) 5 10 15 20 25 30

40.

24.

"~
a

16.

0.

0

0

02/13/2009 12:30



A Vermont Department of Health Laboratory
195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Grand Isle S. O. DataMaster Serial #: 103406
Date: 11_/11 /2008 Requestor: Ray Allen
Instrument Supervisor: Ray Allen Phone #: 372-4482

Taken By: Steven Harnois

Problem: Instrument reading Low Sim Concentration, at 0.096, RPC solution is .100 Ticket stating .103

Laboratory Response: Will Respond by 11/13/08

Work Performed: Requested that Sgt. Allen run an accuracy and Precision Check with the
correct simulator solution information.

X On Site ‘ [ ] In-house

Date: 11/12/08

Performed By: Steven Harnois

ALC 626 Rev 1 06/07



St. Albans Police Dept. (103206

Instrument Calibrated & Certified 06/30/2008 —

eL

Cal Std Target (g/210L)

Calibration Factor

0.1000

0.971187

Linearity Check Results —

True Value (g/210L) | Average (g/210L) | PercentRecovery Std Dev
0.019 0.019 100.00 % 0.000
0.079 0.080 101.27 % 0.000
0.159 0.156 98.11 % 0.000
0.410 0.397 96.83 % - 0.000
Correlation Coefficient (R%) = 0.9999
Instrument installed 07/01/2008 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.105 0.000
RPC Initiated 10/02/2008 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.000

0.105

TSI Initiated 12/17/2008 — Processing room renovations & need to move DataMaster

Issue resolved on-site — Instrument moved as needed & RPC testing to ensure

proper functioning.

RPC Initiated 12/18/2008 —

Concentration (g/210L)

Average (g/210L)

Std Dev

0.103

- 0.098

0.000

(depletion likely)

Test repeated with same results. Analyst noted lower average results on TSI

Page 10of 3




St. Albans Police Dept. (103206)

RPC Initiated 02/06/2009 —

Concentration (g/210L)

Average (g/210L)

Std Dev

0.099

0.096

0.001

Increasing detector voltage noted and monitored.

APM on 03/17/2009 —

Concentration (g/210L)

Test Result (g/210L)

Acceptance Range

0.099

0.095

0.094 - 0.104

TSI Initiated 03/30/2009 — Detector Voltage rising
Issue resolved in-house — IR Source tightened & reoptimized detector voltage;

DataMaster calibrated & certified.

Instrument Calibrated & Certified 04/01/2009 —

Cal Std Target (g/210L)

Calibration Factor

0.1000 0.1005846
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev

0.021 0.019 90.48 % 0.000
0.079 0.078 98.73 % 0.001
0.162 — 0.160 98.77 % 0.001
0.397 0.398 100.25 % 0.001

Correlation Coefficient (R?) = 1.0000

Instrument installed 04/02/2009 —
Concentration (g/210L) | Average (g/210L) Std Dev
0.099 0.101 0.001

Page 2 of 3




st. Albans Police Dept. (103206)

RPC Initiated 06/26/2009 —

Concentration (g/210L) . Average (g/210L) Std Dev

0.100 0.103 ~0.000

RPC Initiated 10/30/2009 -

Concentration (g/210L) Average (g/210L) Std Dev

0.099 0.101 0.001

APM on 11/19/2009 —

Concentration (g/210L) Test Result (g/210L) Acceptance Range

0.099 - 0.101 0.094 - 0.104

RPC Initiated 03/01/2010 -

Concentration (g/210L) | Average (g/210L) Std Dev

0.100 0.103 0.000

RPC Initiated 06/09/2010 —

Concentration (g/210L) Average (g/210L) - Std Dev

0.101 0.104 0.000

Page3dof 3



RECEIVED

ROUTINE PERFORMANCE CHECK REPORT JUN 112010

Vermont Department of

DataMaster DMT: 103206 - WOONT
Location: ST. ALBANS PD ' VE

Calibration Date:  04/01/2009 o K et B ¥ ) .
Certification Date: 04/01/2009
Installati : 102/ o g NPT : & u
moeDate T 060912010 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results Accuracy and Precision Check —
Concentration = 0.101 g/210L
VERSIONS — Lot # = 10-18-100
DMT 1.04 Average = 0.104 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 . RFI Interference Test -~
RFI detected
TEMPERATURES
Sample Chamber = 49.09°C _
Breath Tube =48.11°C Sample Acceptance Test
Digital Sim = 33.9°C Passed

SETTINGS
Lamp Voltage =175V
Cooler Voltage=1.78 V
Bias Voltage =120.5V
Chopper Freq =554.8Hz

— : ; :
PUMP INFO
— Alcohol (g/210L)
Flow Rate = 4.870 L/M [  Flow Rate (L/M)

DETECTOR INFO ~—
PUMP ON  OFF
MAX(V) 0.3945 0.3547

MIN(V) 0.3923 0.3933 0.06 w0
FILTER NFO ~ ~

Filter 1 0.393 Zero = true 0.04 | w160
Filter 2 0.715 Zero = true ' f

Filter 3 1.496 Zero = true [ ,: !

v 0,02 b -
CALIBRATION CHECK | f
Xq=0.1457 0.87% | h |
Routine Performance Check Passed -~ °-°° lo A =550 49|0 0.0

- Sonrletar Sulusin Céﬁyg@f +£ (0- 18100

Performed by - -gghomeee— Date 06/09/2010
Reviewed by 9?6,-,,,,,\ /i/q"”\a"f Date é// 7//0

DMT Serial Number #103206 Page 1 of 1 06/09/2010 07:59




RECEIVED

MAR 05 2018
ROUTINE PERFORMANCE CHECK REPORT /¢ Depariment of
. - Lepan of
Healih Laboratory
DataMaster DMT: 103206
Location: ST. ALBANS PD

Calibration Date:  04/01/2009
Certification Date: 04/01/2009

e > S DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results - Accuracy and Precision Check _—
Concentration = (.100 g/210L
VERSIONS Lot# = (09-40-100
DMT 1.04 Average = 0.103 g/210L
PIC 2.05 ‘ : Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test
RFI detected

TEMPERATURES ~
Sample Chamber = 48.74°C

o
-

Breath Tube = 46.69°C Sample Acceptance Test -
Digital Sim =33.9°C Passed ‘
SETTINGS *

Lamp Voltage =175V
Cooler Voltage =1.78 V
Bias Voltage =120.6V
Chopper Freq =553.0 Hz

0.10 : , 5 : 40.0
PUMP INFO - ' ' ’
_ : Alcohol (g/210L)
Flow Rate = 4.831 L/M . Flow Rate (L/M) : :
. /’,,«eﬂ“‘ . 0.08 H ............. 32.0
DETECTOR INFO f g
PUMP ON OFF
MAX(V) 0.3057 0.3065 4.0
MIN(V) 0.3030 0.3043 0.06 -
FILTER INFO A
Filter 1 0.305 Zero =true 0.04 : E 1 16-0
Filter 2 0.628 Zero =true 3 : 5 ;
Filter 3 1.439 Zero =true ! ! i ; :
0.02 ; 8.0
CALIBRATION CHECK ‘
Xq=0.1459 0.99% u M,’mm
Routine Performance Check E%Sffi“ 0-99 5 15 S0 3040 520 % 70 80 90 0
Performed by A Date 03/01/2010
) o .;'ff 7“’1 -/
Reviewed by “tr ¢rep $iciv acy Date JiEi o
O raN =

DMT Serial Number 4;103206 Page 1 of 1 03/01/2010 03:39



RELEY =~
AR 05 200
ROUTINE PERFORMANCE CHECK REPORT o rront DepeTTE

L apot ALY

Health
DataMaster DMT: 103206
Location: ST. ALBANS PD
Calibration Date:  04/01/2009

~< VERMONT
Certification Date: 04/01/2009 o et vt Thtm 1w -

e b 0301/2010 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results Accuracy and Precision Check

Concentration = 0.100 g/210L
VERSIONS Lot # = (09-40-100
DMT 1.04 Average = 0.103 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.06 :
Questions 1.00
Reports 1.02 . RFI Interference Test

RFI detected
TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube = 46.69°C Sample Acceptance Test
Digital Sim = 33.9°C Failed
FAILED INTERMITTENT BREAT

SETTINGS

Lamp Voltage =175V
Cooler Voltage=1.78 V
Bias Voltage =1206V
Chopper Freq =554.1 Hz

PUMP INFO
Flow Rate = 4.848 L/M

—— Alcohol (g/210L)
Flow Rate(L/M)

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.3043 0.3051
MIN(V) 0.3010 0.3026

FILTER INFO

Filter 1 0.303 Zero = true
Filter 2 0.625 Zero = true
Filter 3 1.435 Zero = true

CALIBRATION CHECK
Xq=0.1459 0.9%%

Routine Performance Check Failed

,/MV«Z) S;}? & et
Performed by - A@WW Date 03/01/2010
Reviewed by Date

DMT Serial Number #103206 Page 1 of 1 03/01/2010 02:44



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103206

Location: ST. ALBANS PD
Calibration Date:  04/01/2009
Certification Date: 04/01/2009
Installation Date:  04/02/2009

RPC Date: 10/30/2009
Supervisor Name: HOLLY B MOORE

Diagnostic Results ~

VERSIONS
DMT 1.00
PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES -~
Sample Chamber = 48.74°C

Breath Tube = 48.09°C
Digital Sim = 34.0°C
SETTINGS ¢~

Lamp Voltage =175V
Cooler Voltage =1.78 V
Bias Voltage =120.6V
Chopper Freq =556.2 Hz

: 0.10
PUMP INFO -
Filow Rate = 4.914 L/'M
0.08
DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2350 0.2366
MIN(V) 0.2327 0.2339 0.06
'FILTER INFO —
Filter 1 0.234 Zero = true 0.04
Filter 2 0.561 Zero = frue
Filter 3 1.384 Zero = true
— 0.02

CALIBRATION CHECK
Xq=0.1456 0.81%

Routine Performance Check Passed — °-

>

DEPARTMENT OF HEALTH

Accuracy and Precision Check 7
Concentration = 0.099 g/210L
Lot# = (9-18-100
Average = 0.101 g/210L
Std Dev = (.001
—
RFI Interference Test
RFI detected

Sample Acceptance Test *
Passed

‘ - 40.0
Alcohol (g/210L)
—— Flow Rate(L/M)
24.0
........ , e 16,0
.................. ﬂ e — e i | B0
h 1 : /\N\ : 1 ; : : 0.0

0 10 20 30 40 50 60 70 80 90

Performed by . fiWaw—

Reviewed byg'é L&A /fé e 3y

Date

DMT Serial Number #103206

. 10/30/2009
pate  i?/20/09
Page 1 of 1 11/19/2009 13:34



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103206

Location: ST. ALBANS PD
Calibration Date:  04/01/2009
Certification Date: 04/01/2009
Installation Date:  04/02/2009

RPC Date: 10/30/2009
Supervisor Name: HOLLY B MOORE

Diagnostic Results /

VERSIONS
DMT 1.00
PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES 7~
Sample Chamber = 49.20°C
Breath Tube = 48.05°C
Digital Sim = 34.0°C

SETTINGS /

Lamp Voltage =176 V
Cooler Voltage =1.78 V
Bias Voltage =1205V
Chopper Freq =556.0 Hz

PUMP INFO v
Flow Rate = 4.944 L/M

DETECTOR INFO /
PUMP ON  OFF
MAX(V) 0.2293 0.2315
MIN(V) 0.2268 0.2301

FILTER INFO / |

Filter 1 0.229 Zero = true
Filter 2 0.558 Zero = true
Filter 3 1.380 Zero = true

CALIBRATION CHECK. /

 Failed /0 Froe

Xq=0.1462 1.24%

Routine Performance Che

Accuracy and Precision Check/

Concentration = 0.099 g/210L
Lot # = (09-18-100
Average = (.101 g/210L
Std Dev = 0.001

RF]I Interference Test /
RFI detected

Sample Acceptance Test
Passed

/\"qucﬂuk @""'@ (r/
<+ ///ZO/CJC/’

DEPARTMENT OF HEALTH

Performed by .__~7BAvViavia-

Reviewed by

DMT Serial Number #103206

Date 10/30/2009

Date

Page 1 of 1

11/19/2009 13:34



RECEIVED

JUN 30 2008

Vermont Department of
Health Laboratory

DataMaster DMT: 103206 ' =

Location: ST. ALBANS PD : - \/—EMOI\I l

Calibration Date: = 04/01/2009 ; Ty J ) )

Certification Date: 04/01/2009 -
Installation Date:  04/02/200 e T o ul p

Roemar % 062612009 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

ROUTINE PERFORMANCE CHECK REPORT

Diagnostic Results Accuracy and Precision Check -~

. Concentration = 0.100 g/210L
VERSIONS ~ Lot# = 09-40-100
DMT 1.00 Average = (.103 g/210L
PIC 2.05 Std Dev = (0.000
Modem 1.04
Questions 1.00
Reports 1.00 RFI Interference Test

- RFI detected

TEMPERATURES
Sample Chamber = 49.20°C
Breath Tube = 48.07°C Sample Acceptance Test -
Digital Sim  =33.9°C Passed

SETTINGS -~
Lamp Voltage =175V
Cooler Voltage =1.78 V
Bias Voltage =120.6V
Chopper Freq =555.3 Hz

- 0.10 , . 40.¢
PUMP INFO
Flow Rate = 4.823 L/M : —_ ﬁgghgiég/(i}%)
0.08 T T 37.0

DETECTOR INFO — :
PUMP ON  OFF
MAX(V) 0.1498 0.1508
MIN(V) 0.1469 0.1486 0.06 24.0
FILTER INFO — T
Filter 1 0.149 Zero = true 0.04 » ERUO N I ; M 16.0
Filter 2 0.480 Zero = true :
Filter 3 1.322 Zero =true

- 0.02 .0
CALIBRATION CHECK -
Xq=0.1459 1.06% ﬁ
Routine Performance Check Passed © %% 535 550

5-»7)775‘,/;(,:%2;% -S}/r/zr/?% 6/44394@

Performed by~ FVam— Date 06/26/2009

[4

Reviewed by %rem /4/a raae>e’S Date & / 5 / o]

~ DMT Serial Number #103206 Page 1 of 1 06/26/2009 03:35




DataMaster DMT: 103206

ROUTINE PERFORMANCE CHECK REPORT
Location: ST. ALBANS PD
Calibration Date:  06/30/2008

~~ VERMONT
Certification Date: 06/30/2008 : e A 8 :

RPCDaer - 021062009 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results _ /Accura and Precision Check
' Concentration = 0.099 g/210L
‘/’ﬁRSIONS " Lot# = 09-18-100
DMT 1.00 Average = 0.096 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.04
Questions 1.00
Reports 1.00 RFI Interference Test
RFI detected
MPERATURES
Sample Chamber = 49.09°C
Breath Tube = 46.39°C : /Sam le Acceptance Test
Digital Sm = 33.8°C . Passed
GS
Lamp Voltage =173V
- Cooler Voltage =1.74 V
Bias Voltage =120.5V
Chopper Freq =552.3 Hz
0.10 40.¢

V INFO ‘ : "
- Alcohol {(g/210L)
Flow Rate = 4.909 L/M Flow Rate (L/M)
0.08 ' 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.3413 0.3423 )
\  MIN(V) 0.3382 0.3400 0.06 4.0
FILTER INFO : : 3 :
Filter 1 0.340 Zero = true 0.04 : ; : 16.0
Filter 2 0.654 Zero = true :
Filter 3 1.452 Zero = true ; {V/\/\/}
0.02 | 8.0
_~CALIBRATION CHECK ~ ; .
Xq=0.1452 0.00% A ﬂ A
RO‘:lﬁne Performance CheCk Passed 0.00 0 10 20 30 40 50 50 750 8:O 90 0.0

Noeedne volleae agoears 4o be Clwbina  VDHL (s
. d A - J

ﬂ’\&\(\ih\fi\f\ﬁ 0 SoMS 2120\p4 ?‘j

Performed by .__A7aMemec— - Date - 02/06/2009

Reviewed by \44( l%{:Q’ﬁ(/L( ‘ Date LIZﬁ\ b O[

DMT Serial Number #103206 Page 1 of 1 02/06/2009 22:08




o Vermont Department of Health Laboratory o

et~ 1)
/\‘\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 054021 1%% % 5@5 ¥ E &

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632 FER 112
ED T £

L4
ce

T
gt

008
BAC DataMaster Routine Performance Check Worksheet . . .
AR S K ETWEN KN LJUEJS«'KA.[!K\.AEH’, T

Health Laboratory

St Mlgns. Coby Polics. et 1032006

Agency [Location) DataMaster Serial Number

d: 02/ ol | oy

For RPC Cycle (Please circle): (Feb Jun Oct Date Complete

Please Note: Section Numbers refer to those in the “nstructions for BAC DataMaster Routine Performance Check”(Alc 435)
in your DataMaster Supervisor Manual. .

If the DataMaster fails any check, please refer to the instructions jn vnrir Databdacine Qunnnsicar Monin !
DataMaster Simulator Solution
SECTION 1: Replace Simulator Solution Lot # 09-18-100 EtOH,, Cone: 0.099

Range at Installation: 0.094-0.104 .

i ; . Preparation Date: 12/9/08
Simulator solution replaced : _ 20 20 D /o109

Time

SECTION 2: Diagnostic Check
' Passed: [] Failed: L]

Notes:

SECTION 3: Accuracy and Precision Check

Standard deviation from ticket (S.D.) = 0. boo

If less than or equal to 0.002: ................ Passed N

If greater than 0.002: .......oovvriiirinnes Failed []
Average concentration from ticket (AVG) = ! 0. 040 ﬂ/ alol.

If within range on label above: wreviireennnnPassed m/

If outside range on label above: PTTTEURVE PSPPI Failed [
Notes:

SECTION 4: Sample Acceptance/Alcohol-Free/Radio Interference Tests

SRAINOW BIEATH . vveeie e eeee e e aee et Passed EZ’ Failed [ ]
Intermittent Breath............ooi Passed @ Failed D
SUCK BACK TESE «.vvveeeeeareneeeieeeiemamenss s Passed 2 Failed [ |
Sampie Acceptance................', ............................. Passed E}/ Failed D
ALCONOI I . ot Passed B/ Failed D
Radio Frequency Interference: ' If no console radio in building, check here: D

Console Radio .................. No interference (passed) D Interference (Failed)
Handheild Radié ............. Radio Interference (passed) B/ No Interference (Failed)D
Notes: |

ALC 627 rev 6 06/07 For use with “Instructions for BAC DataMaster Routine Performance Check” (Alc 435)
Pane 1 nf2



ROUTINE PERFORMANCE CHECK REPORT

103206

ST. ALBANS PD
06/30/2008
06/30/2008
07/01/2008
12/18/2008
HOLLY B MOORE

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Daie:
RPC Date:
Supervisor Name:

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube =48.10°C
Digital Sim = 33.7°C

SETTINGS

Lamp Voltage =173V
Cooler Voltage =1.74 V
Bias Voltage =1206V
Chopper Freq =552.1 Hz

PUMP INFO
Flow Rate = 4.867 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2898 0.2906
MIN(V) 0.2880 0.2886

FILTER INFO

Filter 1 0.290 Zero =true
Filter 2 0.610 Zero = true
Filter 3 1.429 Zero =true

INTERNAL STANDARD
Xq=0.1459 0.49%

Routine Performance Check Passed

0.

.10

.08

.06

.04

.02

00

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L
Lot# = (8-17-100
Average = 0.098 g/210L
Std Dev = 0.000
RFI Interference Test
RFI detected
Sample Acceptance Test
Passed

Alcohol (g/210L)
Flow Rate (L/M)

_____ ] 240

16.0

50 80 90

0 10 20 30 40 50 70

Steond. Instdlmesd  12-18-08

Performed by .z vy —

Reviewed by

Date 12/18/2008

Date

DMT Serial Number #103206

Page 1 of 1 12/18/2008 19:23



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103206

Location: ST. ALBANS PD
Calibration Date: 06/30/2008
Certification Date: 06/30/2008
Installation Date:  07/01/2008

RPC Date: 12/18/2008
Supervisor Name: HOLLY B MOORE

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 48.08°C
Digital Sim = 33.8°C

SETTINGS

Lamp Voltage =173V
Cooler Voltage =1.74 V
Bias Voltage =120.6V
Chopper Freq =552.0 Hz

PUMP INFO
Flow Rate = 4.777 LIM

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2900 0.2913
MIN(V) 0.2876 0.2894

FILTER INFO

Filter 1 0.289 Zero =1rue
Filter 2 0.612 Zero = true
Filter 3 1.426 Zero=true

INTERNAL STANDARD
Xq=0.1455 0.19%

Routine Performance Check Failed

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L
Lot # = 08-17-100
Average = (.098 g/210L
Std Dev = (.001

RFI Interference Test

KL IDICLI AL Wl e

Sample Acceptance Test

Performed by »__ 7@ Mmas——

Reviewed by
DMT Serial Number #103206

Page 1 of 1

Date 12/18/2008

Date

12/18/2008 18:38



DataMaster DMT: 103206

ROUTINE PERFORMANCE CHECK REPORT
Location: ST. ALBANS PD
Calibration Date:  06/30/2008

~% VERMONT
Certification Date: 06/30/2008 ' ' » '

RCDate 12172008 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results Accuracy and Precision Check

Concentration = 0.103 g/210L
VERSIONS Lot# = (8-17-100
DMT 0.32A Average = 0.098 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.02
Questions 1.00
Reports 0.03 RFI Interference Test

RFT detected

TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube = 47.86°C Sample Acceptance Test
Digital Sim = 33.8°C Passed
SETTINGS

Lamp Voltage =172V
Cooler Voltage=1.74 V
Bias Voliage =120.6V
Chopper Freq =553.0Hz

0.10 . , . - 40.0
PUMP INFO : ' ‘ ' '
Flow Rate = 4.792 LIM A eohol (g

0.08 : : 32.0
DETECTOR INFO
PUMP ON  OFF 5
MAX(V) 0.2862 0.2872 4.0
MIN(V) 0.2831 0.2850 0.06 = ; :
FILTER INFO A -
Filter 1 0.285 Zero = true 0.04 | Z= 16.0
Filter 2 0.606 Zero = true | !‘/
Filter 3 1.416 Zero = true | rl N 3

O . 02 |A i A I I | 8 . 0
INTERNAL STANDARD | : |
Xq=0.1455 0.19% | [\ﬂ . 1_
Routine Performance Check Passed 0-00 io 150 20 30 20 550 50 70 8é0 4910 0.0

st nstal(med  12~17-04 'ﬂ0'57" Qansuhms

Performed by »_ /Y rrae—— Date 12/17/2008

Reviewed by Date
DMT Serial Number #103206 Page 1 of 1 12/17/2008 21:32




DataMaster DMT: 103206

ROUTINE PERFORMANCE CHECK REPORT
Location: ST. ALBANS PD
Calibration Date:  06/30/2008

Certification Date: 06/30/2008 e E T o

ReC et 100212008 DEPARTMENT OF HEALTH

Supervisor Name: HOLLY B MOORE

Diagnostic Results 1/cfura and Precision Check
» Concentration = 0.103 g/210L
VERSIONS Lot# = 08-17-100
DMT 0.32A Average = (.105 g/210L
PIC 2.05. Std Dev = 0.000
Modem 1.02
Questions 1.00 :
Reports 0.03 - Interference Test
RFI detected

. /’PEﬁPERATURES

" Sample Chamber = 48.74°C i
Breath Tube = 44.86°C Sampt€ Acceptance Test
Digital Sim =33.9°C Passed

. TINGS

Lamp Voltage =173V
Cooler Voltage =1.74 V
Bias Voltage =120.5V
Chopper Freq =552.4Hz

; ——— Alcohol (g/210L) |
Flow Rate = 4.759 L/M Flgvov Eaéiﬁmm )

0.08 : : — 32.0
}EfCTOR INFO
PUMP ON  OFF ‘

MAX(V) 0.2337 0.2358
MIN(V) 0.2313 0.2337

f ~FETERINFO ‘ L
Filter 1 0.234 Zero = true 0.04 |- e 16.0

Filter 2 0.560 Zero = true { \/./VV\/

Filter 3 1.374 Zero = true
0.02 - 8.0
RNAL STANDARD : :
Xq=0.1454 0.12% [\ !\
Routine Performance Check Passed 0.00 b A 57080 %0 00
Performed by 77 8 ™M mv~ - Date 10/02/2008

A

Reviewed by‘/?<f/f/\@ //L/ Date | 0)—) \ O{(

DMT Serial Number #103206 Page 1 of 1 : 10/02/2008 07:56



INSTALLATION REPORT

DataMaster DMT: 103206

Location: ST. ALBANS PD
Calibration Date:  04/01/2009
Certification Date: 04/01/2009

eany - stevenemarnos  DEPARTMENT OF

Site meets specification in doc P-ALC-210

{EALTH

Diagnostic Results Accuracy and Precision Check

Concentration = 0.099 g/210L
VERSIONS Lot# = (9-18-100
DMT 1.00 Average = (.101 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.04
Questions 1.00
Reports 1.00 RFI Interference Test

RF1 detected

TEMPERATURES
Sample Chamber = 48.91°C )
Breath Tube =46.75°C Sample Acceptance Test
Digital Sim =34.1°C Passed
SETTINGS

Lamp Voltage =175V
Cooler Voltage=1.78 V
Bias Voltage =1205V
Chopper Freq = 547.1 Hz

PUMP INFO : T o
Alcohol 210
Flow Rate = 4.832 L/M o gat(z/(wmm

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.0951 -0.0931
MIN(V)-0.0982 -0.0951

FILTER INFO
Filter 1 -0.094 Zero = true B B S S i i
Filter 2 0.254 Zero = true’ ﬂ

Filter 3 1.122 Zero =true

CALIBRATION CHECK

Xq=0.1434 0.68% m I
0.00 S R

INSTALLATION PASSED 55 1015 5T 351 55 &0

Performed by (S Date 04/02/2009

Reviewed by c% Date Y Iz { 0 0?

DMT Serial Number #103206 L Page 1 of 1 04/02/2009 13:16




CERTIFICATION REPORT

DataMaster DMT: 103206
Calibration Date:  04/01/2009
Certification Date: 04/01/2009

Certified by: STEVEN E HARNOIS

Diagnostic Results

VERSIONS
DMT 1.00
PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES
Sample Chamber = 48.86°C
Breath Tube =45.81°C

SETTINGS

Lamp Voltage =1.75V
Cooler Voltage =1.78 V
Bias Voltage =120.6 V
Chopper Freq =550.3 Hz

PUMP INFO
Flow Rate = 4.892 L/'M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0465 0.0486
MIN(V) 0.0449 0.0459

FILTER INFO

Filter 1 0.047 Zero=true
Filter 2 0.384 Zero = true
Filter 3 1.236 Zero=true

CALIBRATION CHECK
Xq=0.1449 0.31%

DMT Serial Number #103206

27~ VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 04/02/2009 07:47



Linearity Check Results
True Value

0021 g/210L  0.019 g/210L
Lot # 09-15-020
0079 g/210L  0.078 g/210L
Lot # 09-14-080
0.162g210L  0.160 g/210L
Lot # 09-03-160
0397 g/210L 0398 g/210L

Lot # 09-12-400
R?=1.0000
Acetone Interference Test

Lot # 099-14-08A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFI detected

Sample Acceptance Test

Passed %a' ‘L C)v Pm. >
| e
N M*& L

w*@

CERTIFICATION PASSED

0.000

0.000

0.000 -

0.001

{‘1\3

Performed by x_Jé/}*#" M

OOOOOOOOOOOOO

Reviewed by _Q%Z/A

Reported Average Std Dev

.60
.55
.50
.45
.40
.35
.30
.25
.20
.15
.10

.05
.00

.10

.08

.06

.04

.02

.00

10

20

25

30

DMT Linearity
0.50
0.40
3
£0.30
3
£0.20
" /./
0.10
0.00
0.00 0.10 0.20 0.30 0.40 0.50
DMT Results
0.0
. I 4
Alcohol (g/210L) 36.7
Flow Rate(L/M) 33.3
30.0
: 26.7
/Imﬂ-\1 23.3
/ \ 20.0
f: \ 16.7
: \ 13.3
\ \ 10.0
1 6.7
, rg 3.3
\ Tl 0.0
1

Alcohol (g/210L)
Flow Rate (L/M)

40.0

32.0

24.0

16.0

I

DMT Serial Number #103206

5

10

15

20 25 30

Date 04/01/2009

Date L[\7/| 09

Page 2 of 2

35

40

45

50

55 60

04/02/2009 07:47



0.10 T H T T T T H 441 40.0
Alcohol (g/210L)
Flow Rate(L/M)
0.08 32.0
0.06 24.0
DUI Subject Test
N
STATE OF VERMONT 0.04 16.0
DataMaster DMT: 103206
Certification Date: 04/01/2009
Installation Date: 04/01/2009
Date: 04/02/2009 0. 02 | 8.0
Time: 08:05:31 v ’
Subject Name: TEST CERT
Test Operator Name: STEVEN E HARNOIS
Comment: SAMPLE EXCEPTANCE TEST
"""""""""""""""""""""""""""" 0.00 : 0.0
BLANK TEST 0.000 08:06 0 5 10 15 20 25 30 35 40 45 50 55 60
CALIBRATION CHECK PASSED 08:06
¥q = 0.1453 (0.628%) 0.10 : i . . 40.0

SUBJECT SAMPLE (Vol=2.5L) 0.000 08:07
X[1} = 0.0000 (-0.0014) (-0.0002)

Alcohol (g/210L)

BLANK TEST 0.000 08:08 Flow Rate (L/M)

USER ABORT
0.08 32.0
0.06 24.0
0.04 16.0
0.02 8.0
0.00 _ : 0.0

0 5 10 15 20 25 30

DMT Serial Number #103206 Page 1 of 1 04/02/2009 08:11



CALIBRATION REPORT

DataMaster DMT: 103206

Calibration Date:  04/01/2009

Calibrated by: STEVEN E HARNOIS
Lot: - 09-24-100

Ca = 0.100000

CAL = 1.005846 0.800 <= CAL <

bl = 0.000000 0.000 <= bl <

b2 = 0.003135 0.001 <= b2 <

b3 = 0.000000 0.000 <= b3 <

Xq = 0.144472 0.050 <= Xgq <

a2l = 1.166634 1.050 <= a2l <

a3l = 0.462458 0.300 <= a3l <

Performed by == 7‘2””’)

DMT Serial Number #103206

O OO OO

3 VERMONT

DEPARTMENT OF HEALTH

.200
. 004
.012
.004
.200
.300
.800

Date

Page 1 of 1

04/01/2009

04/02/2009 07:47



INSTALLATION REPORT

DataMaster DMT: 103206

Location: ST. ALBANS PD
Calibration Date:  06/30/2008
Certification Date: 06/30/2008
Installation Date:  07/01/2008

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube =48.07°C
Digital Sim =34.1°C

SETTINGS

Lamp Voltage =173V
Cooler Voltage =1.74 V
Bias Voltage =1205V
Chopper Freq =544.4Hz

PUMP INFO
Flow Rate = 4.769 LM

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0077 0.0073
MIN(V) 0.0012 0.0047

FILTER INFO

Filter 1 0.005 Zero =true 0.04
Filter 2 0.347 Zero = true

Filter 3 1.199 Zero = true

INTERNAL STANDARD
Xq=0.1433 1.29%

INSTALLATION PASSED 0.00

Performed by . _/Awumte #

_VERMONT

DEPARTMENT OF

{EALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L
Lot # = (08-17-100
Average = (0.105 g/210L
Std Dev = 0.000
RFI Interference Test

RFI detected

Sample Acceptance Test
Passed

40.¢C

Alcohol (g/210L)
Flow Rate (L/M)

B.O

Nt

DMT Serial Number #103206

Reviewed by \3 lg\} Q@i (?, f(/—\ [WL/

Page 1 of 1

20

Date 07/01/2008

Date 7/ a’k/ of

07/01/2008 14:26



CALIBRATION REPORT

DataMaster DMT: 103206
Calibration Date:  06/30/2008

Calibrated by: STEVEN E HARNOIS
ca = 0.100000

CAL = 0.971187 0.800 <= CAL <
bl = 0.000094 0.000 <= bl <
b2 = 0.002968 0.001 <= b2 <
B3 = 0.000491 0.000 <= b3 <
Xq = 0.145278 0.050 <= Xg <
a2l = 1.138594 1.050 <= a2l <
a3l = 0.447149 0.300 <= a3l <

Performed by - ,Jh:bﬁ——é

DMT Serial Number #103206

O OO0 O

7~ VERMONT

" DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

06/30/2008

06/30/2008 08:26



CERTIFICATION REPORT

DataMaster DMT: 103206

Calibration Date:  06/30/2008
Certification Date: 06/30/2008

Certified by: STEVEN E HARNOIS

»~~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube =48.09°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =1.73V
Cooler Voltage =1.74 V
Bias Voltage =1206V
Chopper Freq =551.8 Hz

PUMP INFO
Flow Rate = 4.744 L/M

DETECTOR INFO
PUMP ON OFF
MAX(V)-0.0002 0.0006
MIN(V) -0.0030 -0.0022

FILTER INFO

Filter 1 -0.001 Zero =true
Filter 2 0.341 Zero =true
Filter 3 1.217 Zero =true

INTERNAL STANDARD
Xq=0.1446 0.43%

DMT Serial Number #103206

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 06/30/2008 11:30



Linearity Check Results

True Value  Reported Average Std Dev
0.019 g/210L 0.019 g/210L 0.000
Lot # 08-18-020

0.079 g/210L  0.080 g/210L 0.000
Lot # 08-21-080

0.159 g/210L 0.156 g/210L 0.000
Lot # 08-22-160

0410 g/210L  0.397 g/210L 0.000

Lot # 08-19-400
R2=0.9999
Acetone Interference Test

Lot # 08-20-08A
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFI detected

Sample Acceptance Test
Passed

CERTIFICATION PASSED

WM

Performed by =»

~

h

.10

.08

.06

.04

.02

.00

.10

.08

0.06

.04

.02

.00

) DMT Linearity
0.50
0.40
8
%\0.30 - /
>
(2]
EO.ZO . /
0.10
0.00
0.00 0.10 0.20 0.30 0.40 0.50
DMT Resuits
T : 40.0
Alcohol (g/210L)
————— Flow Rate(L/M)
32.90
24.0
16.0
A\ 8.0
, T~—
0.0
5 10 15 20 25 30
T : : T 4.0
Alcohol {(g/210L)
Flow Rate(L/M)
32.0
24.0
A
16.0
! 8.0
| 0.0
5 10 15 20 25 30 35 40 45 50 55 60

Date 06/30/2008

Reviewed by &)GM@%} JZ(/({E@L/M/L’/ Date (’,»,./ SO/@Y

DMT Serial Number #103206

Page 2 of 2

06/30/2008 11:30



DataMaster DMT: 103206

'~ ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: ST. ALBANS PD
Calibration Date:  04/01/2009

~~_VERMONT
Certification Date: 04/01/2009 ' ’. v V

AovDaie, 111912009 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results RF Interference Test
RFI detected
VERSIONS
DMT 1.04
PIC 2.05 Sample Acceptance Test
Modem 1.06 Passed
Questions 1.00
Reports 1.02
TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube = 48.09°C
Digital Sim =33.9°C

SETTINGS

Lamp Voltage =175V
Cooler Voltage =1.78 V

Bias Voltage =120.6 V

Chopper Freq =554.5Hz

0.10 : , 40. 6

PUMP INFO
— Alcohol (g/210L)
Flow Rate = 4.903 L/M —  Tlow Rate (L/M)
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.2417 0.2441 -
MIN(V) 0.2398 0.2425 L e 4.0
FILTER INFO
Fllfﬂr 1 0.243 Zero — true O . 04 e b ) e - 16. 0 )
Filter 2 0.570 Zero = true : f (
Filter 3 1.391 Zero =true : i ; :
0.02 ; 8.0

CALIBRATION CHECK
Xg=10.145% 0.99% _ i : :
APM PASSED 0.00 % 5 T30 25 30 35 40 45 0-0
Performed by - Jﬁb %Vu—a Date 11/19/2009

Reviewed by MO[Z’ Zj/bﬁ_ Date “'\Zo tO q,

DMT Serial Number #103206 Page 1 of 1 11/19/2009 14:37




Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103206

ST. ALBANS PD

Certification Date: 04/01/2008
Installation Date: 04/02/2009

Date: 11/19/2009

Time: 14:38:41 ,\@

Subject Name:-FEST T TEST

Date of Birth: 11/18/2009 Age: 0
Guardian Present: N

Gender: M

License #: NONE VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL .

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR . 0.101
BLANK TEST ’ 0.000

SUBJECT SAMPLE (Vol=1.9L) 0.000

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.099
Sim. Vapor Range 0.094 -
Simulator Temp 33.9°C

14:39
14:39
14:40
14:40
14:41

0.104

DMT Serial Number #103206

0.10

0.08

0,06

Page 1 of 1

40.

25

30

35

——— Alcohol (g/210L) :
Flow Rate (L/M) i
32
24
. 3
: 0.
5 10 15 20

40 45

11/19/2009 14:42
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SIMULATOR SOLUTION CHANGE REPORT

DEPARTMENT OF HEALTH

DataMaster DMT: 103206

Location: ST. ALBANS PD
Date: 11/19/2009

Performed by: STEVEN E HARNOIS

Accuracy and Precision Check

Concentration = 0.099 g/210L

Lot # = (9-18-100

Range = 0.094-0.104

Average © = 0.100 g/210L

Std Dev = 0.000

Simulator Temperature: 33.8°C M (
0

Performed by - ﬁ ﬂ"-—‘ Date 11/19/2009

DMT Serial Number #103206 Page 1 of 1 11/19/2009 14:32



DataMaster Serial Number: - | /63206 Location: ' ?r/ﬁ el

— i Ve
Technician Name: , Steven  |aened Date: M / [ / & | Successful?
o 1 YES | NO

1. Check Simulator Temperature

Power unit off/on to

2 : :
2. Perform Software Upgrade commit upgrade

3. Interior Inspection/Upgrade a) Reroute exhaust plumbing

| b) Check 5-way valve

¢) Tie wrap BNC cable

d) Tie wrap 1-way valve

e) Check all wire/tubing connections

AR xR RS P

4. Simulator Test - {a)Replace O-ring
' b) Perform pressure check
5. Communication Test -a) Ensure phone lines are connected appropriately X
b) Call Darcy to initiate contact ‘ - 194
¢) If contact successful, Darcy will download data K

6. Perform APM Protocol

7. Document work in Logbooks

er

Notes:




A O Vermont Department of Health Laboratory
/\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: St. Albans PD DataMaster Serial #: 103206
Date:3__ /30 /2009 Requestor: Drawbaugh
Instrument Supervisor: Holly Moore Phone #: 5242166

Taken By: Hamois

Problem: Detector Voltage rising over time.

Laboratory Response: Remove Instrument to VDH lab for investigation.

Work Performed: 3/31/09, removed instrument to the Lab from St.Albans, found that the
detector voltage at the lab was about the same as it had been in St. Albans PD. 4/1/09
troubleshoot instrument, found no obvious components contributing to detector voltage
drift, did find the ir source a bit loose, tightened the source and re optimized the detector

voltage. Performed a calibration and certification.

[JonSite [X] In-house

Performed By: Steven Harnoi i Date: 4/1
N~

ALC 626 Rev 1 06/07



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

103206 - . .
e - VERM
06/30/2008 . . ¥ AN 1

06/30/2008

0311772009 DEPARTMENT OF HEALTH

STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.00
/PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

TEMPERATURES

.~ RF Interference Test
RFI detected

//Sample Acceptance Test
Passed

Sample Chamber = 49.15°C
" Breath Tube = 46.99°C

Digital Sim  =33.9°C

SETTINGS

Lamp Voltage =172V
Looler Voltage =1.74 V
Bias Voltage =1205V

Chopper Freq =549.4Hz

>UMP INFO
Flow Rate = 4.891 L/M

DETECTOR INFO
UMP ON  OFF

o . T
MAX(V) 0.3648 03663 | 4007 525 |1 T o

FILTER INFO

Filter 1 0.365 Zero = true 0.04
t_~Filter 2 0.679 Zero = true ; .
Filter 3 1.467 Zero = true o ﬂ

CALIBRATION CHECK

+"Xq=0.1459 0:43%
APM PASSED

Alcohol (g/210L)
Flow Rate (L/M)

<
(o]

.06 |-

0 5 10 15 20 25 30 35 40 45 50 55 60

Performed by xs_k'- ﬂ——f—-"‘ Date 03/17/2009

Reviewed by A

JQ/VW/M }/(:/@//%/\ Date 3[ & /07

A\
N3]

DMT Serial Number #103206 Page 1 of 1 03/17/2009 11:12



Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 103206

ST. ALBANS PD

Certification Date: 06/30/2008
Installation Date: 07/01/2008
Date: 03/17/2009

Time: 11:14:27

Subject Name: TEST TEST

Date of Birth: 03/17/2009 Age: 0
Guardian Present: N

Gender: M

‘License #:

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB

BLANK TEST 0.000 11:15
CALIBRATION CHECK PASSED 11:15
SIMULATOR VAPOR 0.095 11:15
BLANK TEST 0.000 11:16
SUBJECT SAMPLE (Vol=1l.6L) 0.000 11:17
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104

Simulator Temp 33.9°C

DMT Serial Number #103206

Page 1 of 1

40.0

Alcohol (g/210L)
Flow Rate(L/M)
e 2.0
4.0
16,0
8.0
: 0.0
5 10 25 30

03/17/2009 11:17



/Q\ Vermont Degartmenf of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: St. Albans City | DataMaster Serial #: 103206
Date: 12_/17 /2008 | Requestor: Moore
Instrument Supervisor: Moore Phone #: 524-2166

Taken By: A. Bolduc

Problem: Processing room renovations, need to move DMT,

Laboratory Response:

Work Performed: St. Albans City PD moved instrument 12/17/08, tested to ensure unit functioning by performing
an RPC, passed. Moved instrument again 12/18/08, retested by performing another RPC, first attempt failed, second
attempt passed. During all RPC tests, simulator solution was not replaced therefore accuracy and precision check
does not reflect fresh solution, depletion likely. :

On Site [ ] In-house / ) :
Performed By: Amanda Bolduc %1 Date: 12/22/08
-

ALC 626 Rev 1 06/07



St. Albans VT State Police (102906)

Instrument Calibrated & Certified 06/30/2008 —

Cal Std Target (g/210L)

Calibration Factor

0.1000

0.973828

Linearity Check Results —

vTrue Value (g/210L) | Average (g/210L) Percent Recovery Std Dev

0.019 0.019 100.00 % 0.000
0.079 0.079 100.00 % 0.001
0.159 0.155 - 97.48 % 0.000
0.410 : 0.395 96.34 % 0.001

Correlation Coefficient (R%) = 1.0000

Instrument installed 07/01/2008 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.105 0.000

TSI Initiated 07/01/2008 - DétaMaster failed first suck-back test during installation

Issue resolved on-site — new breath tube installed and sample acceptance tests

. passed. : : A
Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.103 0.106 0.098 —0.108
RPC Initiated 09/25/2008 —
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.106 0.000 J
RPC Initiated 02/10/2008 -
Concentration (g/210L) Average (g/210L) Std Dev
0.099 0.098 0.000

Pageiof2




St. Albans VT State Police (102906)

APM on 03/17/2009 -

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.099 0.097 0.094 - 0.104
RPC Initiated 06/18/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.000

0.100

RPC Initiated 10/19/2009 — Incorrect lot number enter for RPC; simulator solution

change (SSC) protocol initiated to correct lot number (see below).

Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.099 0.001
SSC Initiated 10/26/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.100 1 0.099 0.000
APM on 11/19/2009 —
Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.100 0.097 0.095-0.105
RPC Initiated 02/04/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.103 0.101 0.000
RPC Initiated 06/14/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.100 0.001

Notes (10/19 -10/26/2009): Is there a required turn-around time for review of RPCs? .

This may be dependent on time to receive RPCs from site.

Page 2 of 2




Jun 14 2010 13:37

" 'ROUTINE PERFORMANCE CHECK REPORT

‘DataMaster DMT: 102906

P. 01

. ‘Location: ST. ALBANS VSP A VERMO l\ I l
. Calibration Date:  06/30/2008

| Certification Date: 06/30/2008

" Installation Date:  07/01/2008

RPCDge: 0671412010 DEPARTM ENT DF HEALTH

Supervisor Name: PATTY A BOUDREAU

a

. DMT Smnmumber #102906

- ‘Diagnostic Results Ag P -
L . Concentration = 0.101 g/210L
' 'VERSIONS - - Lot # = 10-18-100
. iDMI 1.04 Average = 0.100 g/210C
IPIC 2,05 Std Dev = 0.001
‘Modem 1.06 ‘
Questions 1.00 - ‘ -
Reports 1/02 RF] Interference Test
: RFI detected
“TRMPERATURES
Sample Chamber = 48,74°C .
- Breath Tube  =48.10°C Sample Acceptance Test
;lmgmlSm =340°C ‘ " Passed A o
SETTINGS
‘Lamp Voltage =176V
- Cooler Voltage = 1.64 V
'Bias Voltage =817V
.Chopper}?req =548 4 Hz
— . .10 E ! ! t | [ S 40.0 .
PUMPMO ” : ' ' |
Alcohol (g/210L}
. I Flow Rate = 4,892 L/M ? Flow Rate (L/M)
o - 0.08 32.0
. | BETECTOR INFO \
P HUMP ; OFF - :
. |MAX(V)| 0.0998 0.1018 006 ¥ 5
M]N(V) P0963 0.0996 - : 2.
f_'-v'-“ﬁIL']ZERINFO -~ ,L "1
i+t Eilter 1 .099 Zero = true 0.04 { 160
- Fﬁm2 A720 Zero = true
: ~e}?11ter3 ?567 Zero=true o . ;
- 0.02 | : ' A 8.0
| CALIBRATION CHECK | : W"M
' :x@—omoz 0.27% B | h mn [ : ; r
' ' f ‘ ; 0.0
‘Routing Performance Check Passed % 15— 20 30 a0 S0 €0 70 80 . 50
: iPerformedby L ﬁ‘wmm Date 06/14/2010
;Revlev\(edby q;f(/@m %/ v Date /// ( {/(7 -
Page 1 of 1 - 06/14/2010 1334




" Calibration Date:

- RPC Date;

DETECTORINFO *

. = 7
Reviowed by STl e

DMT Serial Number #102906 <7 (- & A IJQ;;q(’leagelofl

Feb 4 2010 12:40 P. 01

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT:
Location-

102906

ST. ALBANS VSP
06/30/2008

06/30/2008

07/01/2008

02/04/2010

PATTY A BOUDREAU

Certification Date:
Installation Date:

Supervisor Name:

-

Disgnostie Resuls -

VERSIONS
DMT 1.04
PRC2.05
Modem 1.06

- Questions 1.00

Reports 1.02
TEMPERATURES ©

~ Sample Chamber = 48.63°C

Breath Tube = 47,57°C
Digital Sim = 34.0°C

-

SETTINGS ~

- Lamp Voltage =176 V

Cooler Voltage = 1.64 V
Bias Voltage =81.6V
Chopper Freq = 546.6 Hz

PUMP INFO 7~
Flow Rate = 4.879 L/M

PUMP ON  OFF
MAX(V) 0.0746 0.0764
MIN(V) 0.0705 0.0736

FILTERINFO

Filter 1 0.073 Zero~true 0.04
Filter 2 0.391 Zero=1me

Filter 3 1.539 Zero=tme

CALIBRATION CHECK.
Lq=0.1292 0.55%

Routine Performance Check Passed 0.00

2

DEPARTMENT OF HEALTH

and Precisi ] -

Concentration. = 0,103 g/210L
Lot# ='10-17-100"
Average = 0.101 g/210L
Std Dev =0000
RFI Interference Test -
RFI detected . -
Passed. .
H f i H H 40.0
Blcohal (9/210L)
——— Flow Rate (L/M) ;
' 32.0
i
i
i
. 1 24.0
!
\ —r 8.0
: ] ‘
sl )
- 0.0

10 20 30 40 50 .60 70 80 90

Performed by »femy Bor ana ane

02/04/2010

2/»///@

Date

Date

02/04/2010 12:02



Oct 19 2009 14:489 . P07

ROUTINE PERFORMANCE CHECK REPORT

‘DataMaster DMT: 102906 . o R
Location: ST. ALBANS VSP ’\*\\ VERMO
Calibration Date: ~ 06/30/2008 " v ¥ Al I J I

‘ Certification Date: 06/30/2008

e sy DEPARTMENT OF HEALTH

: Supervisor Name: PATTY BOUDREAU

- Diagnostic Results . M@M , s
' Concentration = 0.100 g210L \6’\— .
.~ VERSIONS | A Lot # = 04-40-100 & W‘m{\s
. DMT 1.00 Avetsge = 0.099 g/210L
. PIC 2.05 ' Std Dev = 0.001
*Modem 1.04 v ,
- Questions 1.00 : /
Reparts 1.00 RFI Interference Test
: " RF1 detected
TURES
Semple Chamber = 49.03°C . :
Breath Tube = 48.01°C Am le / ce T
Digital Sim  =34.0°C Passed
.~ SEITINGS

Lamp Voltage =1.76V
Cooler Voltage=1.64V

. Bias Voltage =817V
Chopper Freq =345.4Hz

0.10 ~ , : E 1 40.9
INFO . :
Flow Rate = 4878 LIM T e _ |
, . . 0.08 ’ : [ 32.0
_~DETECTOR INFO . | ’
PUMP ON OFF : A
0.1183 0.1197 o o5 , v
MIN(V) 0.1163 01161 : : .
i
" FILTER INFO: . . i -
. Filter 1 0.116 Zewo=true 0.04 : 16.0
. Filter2 0.433 Zczo=true , . |
Filter 3 1.371 Zexo=true \ m A
: ‘ 0.02 f- ; 8.0
— CALIBRATION CHECK . dl
¥q=0.1298 0.07% M \m.‘ rwf“' o
0.00 . : 0.0

" Routine Performance Check Passed 10 20 30 ‘;o %6 60 10 80 90

- Called IO[DWOT Ooaoading  inesoreot |6t 2 Noold have (ad
0A- 40 -100. 7B will/de 4 Sim Slshos charge b el et

Performed by »{tsen ¢ Rrnsgase Date 107192009 1o (~lo.
© Reviewed by MQAAM. Date /OlfMelﬂfi .
meum#mzsos Page 1 of 1 3 | 10/19/2009 14:53



Jun 18 2009 10:26

ROUTINE PERFORMANCE CHECK. REPORT

DataMaster DMT: 102906
- Location; ST. ALBANS VSP
Calibration Date: ~ 06/30/2008

-

P. 01

$b3-1632

. VERMONT

- Certifjcation Date: 06/30/2008

I U DEPARTMENT OF HEALTH

* Supervisor Name: PATTY A BOUDREA

Diagnostic Resul - A d Precision Check

Comcentration = 0.100 gf210L ~

VERSIONS - Lot# "= 0940-100.|
DMT 1.00 - , : Average . =000 g210L
FIC2.03 . 8td Dev = 0.000 ;
Modem 1.04
Questions 1.00 :
Reports 1.00 ‘ A RF! Interferenice Tost

N R¥Tdetected —

TEMPERATURES s ,_
Sample Chamber = 48 80°C

Breath Tube = 48.08°C Sample Acceptance Test

Digitsl Sim  =34.0°C - Passed -~

SETINGS

Lamp Voltage =176V
Cooler Voltage = 1,64 V
Bias Voltage =817V
Chopper Freq =546.1 Hz -

» o 0.10 T ‘ 40.0
'PUMP INFO ——— RAlcohol (g/210L) i

Flow Rate = 4.772 L/M : Plow Rate (L/M) :

'DETECTOR INFO = 0-08 = i 32:0
PUMP ON  OFF '

'MAX(V)|0.0829 0.0856

'MIN(V) H.0807 0,0837 0.06 24.0
FILTERINFO —

Pilter 1 0l084 Zero = true 0.04 16.0
Filter2 0/404 Zero = true :

Filter 3 1,555 Zero=1tme ,/Y‘

i 0.02 n "/ B.0

CALIBRATION CHECK. ' L I
© Kq=01291 0.62% N‘h | [

Rouﬁnef?erformance Check Passed - °-%0 G—g—flln—0 50 §0 70 B 5 Too 116 130 |
Pexformef:dby A B gmnseon, - Date 06/18/2009

Reviewe;ibyqel'/el'\ ./4/@”“"'7 Date é/’ff /O(f '

DM Serial Nusber #102006 Page 1of 1

- 06/18/2609 10:29



Feb 10 2008 11:41 P. 01

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102906 ' . - " ] r. ' 'v

2 e~ VERMONT

Calibration Date:  06/30/2008 ' s s ‘ ;

allanon Da: . 03/a3/2008 ’ — ,
on :

RPC Date:. 02/10/200% BEPAHTMENT uF HEALTH

Supervisor Name: PATTY A BOUDREAU

Diagnostic Resulis ~ d Precision Check

- . Concentration = 0,099 g/210L
VERSIONS Lot# = 09-18:100
DMT 1.00 o Average = 0098 g/210L -
PIC 2,05 ‘ Std Dev = 0.000 |
Modem 1.04 - ‘
Questions 1.00 : : o
Reparts 1.00 : RF1 Interference Test |

- . RFI detected :

TEMPERATURES
Sample Chamber = 49.03°C ‘ ‘
Breath Tube =4807°C Sample Acceptance Test '~
Digital Stm = 34.1°C : Passed N

SETTINGS

Lamp Voltage =176V
Cooler Voltage =164V
Bias Voltage =817V ~

Chopper Freq =545.1 Hz -
' 0.10 T i i - T £0.0

PUMPINFO .
Rate = LM Alcohel {g/210L)
HW &= 4.886 | | —— Flow Rate (L/M)

0.08 ~ : 32.0

DRTECTOR INFO <~
PUMP ON  OFF

MAX(V) 0.0230 0.0238
CMINGV) 0.0205 0.0215

FILTER INFO -~ . ‘
Filter 1 0.021 Zero =true 0.04 : - 16.0
Filter 2 0339 Zero =true - : A
Filter 3 1.506 Zero = true A :; i

' 8.0

' - 0.02 i .
CALIBRATION CHECE. ~ -
Xq=0.1298 0.07% m [: ij o
00 ‘ 0.0

Routine Performance Check Passed 0 0 10, 20 30 20 50 60 T0 50 30

performed by .Levwms Are prnsn  Date_ 021072009

Reviewed by %&%u&m ﬁ/d’x f"mo_‘:? Date ?/ A / OC?

DMT Serial Number #102906 . Pagelofl

02/10/2009 10:59



Sep 25 2008 11:13 P. 01

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 102906
Location: ST. ALBANS VSP
Calibration Date:  06/30/2008

Certification Date: 06/30/2008 : .

pessixbes ot~ EPARTMENT OF HEALTH

Supervisor Name: PATTY A BOUDREAU

O

iasnostic Results and ision Check

' ' : Concentration - = 0.103 g/210L} o
VERSIONS " Lot# = 08-17-100 O
DMT 0.32A Average = 0.106 g/210L; ¢
PIC 2.05 Std Dev = 0.000 "
Modem 1.02 . ,
Reports 0.03 . RFI Interference Tg];
: RFI detected |
TEMPERATURES / ;

Sample Chamber = 48.97°C :
Breath Tabe = 48.10°C Sample Acceptince Test |
Digital Sitm =34.0°C,/ Passed =

SETTINGS /
Lamp Voltage =176 V

Cooler Voltage = 1.64 V /
Bias Voltage =817V
Chopper Preq =5452 Hz

0.10 i 5 a : 40.0

P’UMP)NFO

wmmem Bl cohrol (g/ 210L)

Flow Rete = 5.043 LM T Fiow Rate (L)
: 0.98 { 32.0

DEIECTPR INFO

PUMP {ON OFF

MAX(V): 0.0368 00376 0 240

MINCV) 00343 0.0352 08

FILTER INFO

‘Filter. 1 0.034 Zero = true 0.04 16.0

Filter 2 0.355 Zero = true .

Filter 3 1.521 Zero =true

, 0.02 — 8.0

INIERNAL STANDARD/ |/

Xq=0. 1298 0.07% [V

'Routiné Performance Check Passed 0.00 L 0 80 90 0.0

T

Performed by - 09[25/2008

. . |

Reviewed by, W/‘m 197 /

\.J-,

DMT Smal Numuber #102906 Page 1of1 09/25/200% 11:56



INSTALLATION REPORT

DataMaster DMT: 102906

Location: ST. ALBANS VSP
Calibration Date:  06/30/2008
Certification Date: 06/30/2008
Installation Date:  07/01/2008
AMANDA BOLDUC

Installed By:

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.91°C
Breath Tube = 48.08°C
Digital Sim =34.1°C

SETTINGS

Lamp Voltage =176V
Cooler Voltage =1.64 V
Bias Voltage =81.7V
Chopper Freq =539.2 Hz

PUMP INFO
Flow Rate =4.677 L/IM

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0913 0.0925
MIN(V) 0.0894 0.0900

FILTER INFO

Filter 1 0.091 Zero = true
Filter 2 0.406 Zero = true
Filter 3 1.561 Zero = true

INTERNAL STANDARD
Xq=0.1296 0.21%

INSTALLATION PASSED

Performed by < —/Gwami AN

.10

.06 |-

.02

.00

Reviewed by m& \UM/ WA/\

~. VERMONT

Accuracy and Precision Check

Concentration = 0.103 g/210L
Lot # = (8-17-100
Average = 0.105 g/210L
Std Dev = 0.000
RFI Interference Test

RFI detected

Sample Acceptance Test

Passed

DEPARTMENT OF HEALTH

40.90

—— 11 cohol (g/210L)

—— Flow Rate(L/M) |

DMT Serial Number #102906

Date 07/01/2008

Date ’7/ ;Lf@%’

Page 1 of 1

20

07/01/2008 10:43



CERTIFICATION REPORT

DataMaster DMT: 102906

Calibration Date:  06/30/2008
Certification Date: 06/30/2008

Certified by: STEVEN E HARNOIS

7~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.97°C
Breath Tube =48.12°C
Digital Sim = 33.9°C

SETTINGS .

Lamp Voltage =176 V
Cooler Voltage =1.64 V
Bias Voltage =817V
Chopper Freq =543.1 Hz

. PUMP INFO
Flow Rate = 4.856 L'M

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0492 0.0510
MIN(V) 0.0476 0.0488

FILTER INFO

Filter 1 0.049 Zero = true
Filter 2 0.366 Zero =true
Filter 3 1.542 Zero =true

INTERNAL STANDARD
Xq=0.1297 0.14%

DMT Serial Number #102906

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simuiator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 . 06/30/2008 11:25



Linearity Check Resuits

True Value  Reported Average

0019 g/210L  0.019 g/210L
Lot # 08-18-020
0.079g210L  0.079 g/210L
Lot # 08-21-080
0.159g/210L  0.155 g/210L
Lot # 08-22-160
0.410 g/210L  0.395 g/210L
Lot # 08-19-400

R2=1.0000
Acetone Interference Test

Lot # 08-20-08A
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFI detected

Sample Acceptance Test
Passed

CERTIFICATION PASSED

Std Dev
0.000

0.001
0.000

0.001

0.18
0.16
0.14
0.12
0.10
0.08
0.06
0.04

0.02

10.00

Performed by = = ,}‘L"‘j

Reviewed by _ gl’/fﬂ) ﬁ d/i{’\—-f
PPV g

DMT Linearity

True Values

/

.10 0.20 0.30

DMT Resuits

0.40 0.50

40.0

Alcohol (g/210L)
—— Flow Rate(

36.0

L/M)

32.0

Vel

[

28.0

24.0

16.0

12.0

\

25

40.0

Alcohol (g/210L)
Flow Rate(L/M)

32.0

16.0

DMT Serial Number #102906

Date 06/30/2008

Date (0!5((\ 0 K

Page 2 of 2

50

55 60

06/30/2008 11:25



CALIBRATION REPORT

DataMaster DMT: 102906 3 ,
Calibration Date:  06/30/2008 /\’\\ VERMOI\ l I
Calibrated by: STEVEN E HARNOIS ' - '

DEPARTMENT OF HEALTH

Ca = 0.100000

CAL = 0.973828 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.004704 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xqg = 0.129916 0.050 <= Xg < 0.200

a2l = 1.203640 1.050 <= a2l < 1.300

a3l = 0.413864 0.300 <= a3l < 0.800

——
Performed by . sC&> g = Date 06/30/2008

DMT Serial Number #102906 Page 1 of 1 06/30/2008 08:18



DataMaster DMT: 102906

ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: ST. ALBANS VSP
Calibration Date:  06/30/2008

< VERMONT
Certification Date;: 06/30/2008 _ » ‘

APM Date 111972009 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results .~ REF Interference Test
RFI detected

.~ VERSIONS
DMT 1.04 _
PIC 2.05 . Sample Acceptance Test
Modem 1.06 Passed
Questions 1.00
Reports 1.02

: /‘I’EIVIPERATURES

Sample Chamber = 49.03°C
Breath Tube = 46.32°C
Digital Sim =34.0°C

.~” SETTINGS
Lamp Voltage =176V
Cooler Voltage =1.64 V
Bias Voltage =816V
Chopper Freq =545.1Hz

v” PUMP INFO
Flow Rate = 5.065 LM

Alcohol (g/210L)
Flow Rate (L/M)

- 0.08 |- T e e 32.0
'DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0754 0.0764 : : : ; ;
O . 06 “ A . e e 24 . [')

MIN(V) 0.0730 0.0750

FILTER INFO

v Filter 1 0.074 Zero = true 0.04
Filter 2 0.394 Zero = true
Filter 3 1.536 Zero = true

1 16.0

CALIBRATION CHECK
Xq=0.1289 0.75%

APM PASSED 0.00 L

30 35 40 45

Performed by . b= f—" Date 11/19/2009
Reviewed by [M e — Date ( lh,o' 67

DMT Serial Number #102906 Page 1 of 1 11/19/2009 09:54




Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 102906

ST. ALBANS VSP

Certification Date: 06/30/2008
Installation Date: 07/01/2008

Date: 11/19/2009
Time: 09:55:41
Jﬁp\’m@
Subject Name: ST TEST
Date of Birth: 11/19/2009 Age: 0O
Guardian Present: N

Gender: M
License #: NONE VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 09:56
CALIBRATION CHECK PASSED 09:56
SIMULATOR VAPOR 0.097 09:57
BLANK TEST 0.000 09:57

SUBJECT SAMPLE (Vol=3.5L) 0.000 09:58

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.100

Sim. Vapor Range 0.095 - 0.105
Simulator Temp 34.0°C

DMT Serial Number #102906

0.10

0.02

Page 1 of 1

Alcohol (g/210L)

—— Flow Rate(L/M)

15

20

25 30

40.¢

24,

16.

>

0

Nt

11/19/2009 09:39



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

102906 -
ST. ALBANS VSP
06/30/2008
06/30/2008
07/01/2008
11/19/2009

STEVEN E HARNOIS

VERMONT

DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube =46.83°C
Digital Sim =34.1°C

SETTINGS

Lamp Voltage =176V
Cooler Voltage =1.64 V
Bias Voltage =816V
Chopper Freq =545.1Hz

PUMP INFO
Flow Rate = 5.042 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0730 0.0748
MIN(V) 0.0709 0.0728

FILTER INFO

Filter 1 0.072 Zero = true
Filter 2 0.392 Zero = true
Filter 3 1.533 Zero =true

CALIBRATION CHECK
Xq=0.1297 0.14%

APM FAILED

Performed by Mh"*

Reviewed by

.10

.06

.04

.02

.00

RF Interference Test
RFI detected

Sample Acceptance Test
Failed
ALCOHOL

DMT Serial Number #102906

. : 5 : 40.0
Alcohol (g/210L) :
Flow Rate(L/M) : :
..................... ; [/\Aﬂ 24.0
A : | 16.0
) : . H : m? H 0.0
0 5 10 15 20 25 30 40 45

2 et
1/ [F

Date 11/19/2009

Date
Page 1 of 1

11/19/2009 09:50



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT:
Location:
Calibration Date:
Certification Date:
Installation Date:
APM Date:
Performed by:

102906

ST. ALBANS VSP
06/30/2008
06/30/2008
07/01/2008
11/19/2009

STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.03
Breath Tube =47.19°C
Digital Sim = 34.0°C

SETTINGS
Lamp Voltage =1.76 V
Cooler Voltage = 1.64 hY
Bias Voltage =81.6V

Chopper Freq

PUMP INFO
Flow Rate = 5.059 L/'M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0726 0.0748

MIN(V) 0.0709 0.0728

FILTER INFO

=5443 Hz

°C

-

_VERMONT

DEPARTMENT OF HEALTH

RF Interference Test
RFI detected

Sample Acceptance Test
Failed

Filter 1 0.072 Zero = true
Filter 2 0.392 Zero = true
Filter 3 1.532 Zero = true

CALIBRATION CHECK
Xq=0.1299 0.00%

APM FAILED

Performed by . M’J

Reviewed by

fo o
O a
flot Qz M
”4
[\
Date 11/19/2009
Date

DMT Serial Number #102906

Page 1 of 1

11/19/2009 09:44



SIMULATOR SOLUTION CHANGE REPORT

DEPARTMENT OF HEALTH

DataMaster DMT: 102906

Location: ST. ALBANS VSP
Date: 11/19/2009

Performed by: STEVEN E HARNOIS

Accuracy and Precision Check

Concentration = 0.100 g/210L
Lot # = 09-40-100
Range = 0.095-0.105
Average = 0.097 g/210L
Std Dev = 0.000

Simulator Temperature: 34.1°C /\/ @ 7

Performed by - A ﬁ"'—° Date 11/19/2009

DMT Serial Number #102906 Page 1 of 1 11/19/2009 09:40



DataMaster Serial Number:

I P56, Location: ] f} # L SP

‘Technician Name: Sre ven  (owemed Dater T/_///"f / o9 | Successful?
‘ : YES | NO
1. Check Simulator Temperature ¥
2. Perform Software Upgrade Zggfiﬁgg{;ign o X
3. Interior Inspection/Upgrade a) Reroute exhaust plumbing K
o | b) Check 5-way valve g
bc) Tie wrap BNC cable b
d) Tie wrap 1-way valve K
e) Check all wire/tubing connections va
4. Simulator Test | a) Replace O-ring K
_ b) Perform pressure check ¢
5. Communication Test &) Ensure phone lines are connected appropriately | o/
b) Call Darcy to initiate contact ' K.J
¢) If contact successful, Darcy will download data N
6. Perform APM Protocol K‘*
7. Document work in Logbooks b

Notes:




SIMULATOR SOLUTION CHANGE REPORT

Ve N VEWONT

DataMaster DMT: 102906

Oct 26 2009 14:58

P.02

DEPARTMENT OF HEALTH

Location: ST. ALBANS VSP

Prate: 160/26/2009

Performed br PATTY A BOUDREAU

: e
Acguracy and Precision Check

Concenttration = (0,100 g/210L on

Lot # = 03-40-100 2ol &
Range = 0.095-0.105 4)” :% 5(«;
Average = 0.099 g/210L

StiDev = 0,000 (,a 7

Simulator Temperatare:

Performed by - Mi ﬁmm A

: DMT Serial Number #102906

Page 1 of 1

He-e

Date

el S

_/

.,_]/C,ﬁ

10/26/2009

=4

10/26/2009 1525



ANNUAL PREVENTATIVE MAINTENANCE REPORT

DataMaster DMT: 102906

Location: ST. ALBANS VSP
Calibration Date:  06/30/2008
Certification Date: 06/30/2008
Installation Date: 07/01/2008

APM Date: 03/17/2009

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

DEPARTMENT OF HEALTH

Diagnostic Results i_~RF Interference Test
RFI detected
VERSIONS
DMT 1.00 ‘ ,
PIC 2.05 (/Sample Acceptance Test
* Modem 1.04 Passed
Questions 1.00
Reports 1.00
TEMPERATURES
_Sample Chamber = 48.74°C
* Breath Tube = 47.43°C

Digital Sim =34.1°C

SETTINGS
Lamp Voltage =176V
/ Cooler Voltage=1.64V
V' Bias Voltage =817V
Chopper Freq =538.2Hz

0.10
-PUMP INFO
s = Alcohol (g/210L)
v’ FlowRate=4965L™M | Flow Rate (L/M)
0.08
DETECTOR INFO .
\/PUMP ON  OFF
MAX(V) 0.0350 0.0386
MIN(V) 0.0329 0.0370 0.06
FILTER INFO
Filter 1 0.036 Zero = true 0.04
/" Filter 2 0.355 Zero =true
Filter 3 1.505 Zero = true
0.02
V/ CALIBRATION CHECK
Xq=0.1290 0.68% _ S
0.00 i
APM PASSED 0 5 10 15

720 25 30 35 40 45 50 55 60

Performed by - o= - , Date 03/17/2009
\ £t ﬂ L p .
H AANTARY 4 H ! //\.. -y i
Reviewed by r\\k‘)ﬁ& \'OH \lx{ﬁ/ﬂ'ﬂ/ Date 5 ) 1D / O c{
DMT Serial Number #102906 (1 Page 1 of 1 ' 03/17/2009 09:46

/
V)



0.10
Alcohol (g/210L)
--—— Flow Rate (L/M)
0.08
0.06
Check-In Confirmation Test .
STATE OF VERMONT 0.04
DataMaster DMT: 102906
ST. ALBANS VSP
Certification Date: 06/30/2008
Installation Date: 07/01/2008
Date: 03/17/2009 0.02
Time: 09:47:11 :
Subject Name: TEST TEST
Date of Birth: 03/17/2009 Age: O
Guardian Present: N
Gender: M )
License #: 0000 VT 0.00

Test Operator Name: STEVEN E HARNOIS
Agency: VDH LAB '

BLANK TEST 0.000 09:48
CALIBRATION CHECK PASSED 09:48
SIMULATCOR VAPOR 0.097 09:48
BLANK TEST 0.000 09:49
SUBJECT SAMPLE (Vol=1.7L) 0.000 09:49
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104

Simulator Temp 34.1°C

DMT Serial Number #102906 Page 1 of 1 : 03/17/2009 09:50



o Vermont Department of Health Laboratory
/\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: St. Albans VSP DataMaster Serial #: 102906

Date: __ 07 /01 /[ 08 Requestor: A. Bolduc

Instrument Supervisor: ___Boudreau Phone #:

Taken By: ___S. Harnois

Problem: During installation, first attempt failed due to suck back error. Retried installation, suck back test
passed. All checks OK.

Laboratory Response: Called Steve to have him install new breath tube with functioning
one way valve.

Work Performed: S. Harnois installed new breath tube. Ran sample acceptance test, all
checks ok. One way valve in breath tube functioning properly.

o
< [X] On Site )W@%ﬂ Y
Performed By: S Hamm@ Date: 07/01 /08

ALC 626 Rev 1 06/07



DUI Subject Test

STATE OF VERMONT

DataMaster DMT: 102906

ST. ALBANS VSP

Certification Date: 06/30/2008
Installation Date: 07/01/2008

Date: 07/01/2008
Time: 14:34:39

Subject Name: TEST BREATH TUBE
Date of Birth: 07/01/2008 Age: 0
Guardian Present: N

Gender: M

License #: 0 VT

Case #: 0000

Time of Operation: 14:31

Location of Incident: ST ALBANS VSP
Town: ST. ALBANS(TOWN)

County: FRANKLIN

Test Operator Name: STEVEN E HARNOIS
Agency: VDHLAB

Obs. Period Start:

BLANK TEST 0.000
INTERNAL STANDARD PASSED
SIMULATOR VAPOR 0.106
BLANK TEST . 0.000
SUBJECT SAMPLE (Vol=2.4L) 0.000

2nd TEST NOT REQUESTED

All alcohol values reported in g/210L
Sim. Vapor Concentration 0.103
Sim. Vapor Range 0.098 -
Simulator Temp 34.0°C

14:34

14:35
14:35
14:36
14:37
14:37

0.108

DMT Serial Number #102906

Page 1 of 1

40.

Alcohol {g/210L)
—— Flow Rate(L/M)
g 32
1 »
16,
3
7.

o

10

15

20

25 30

35

40 45

07/01/2008 14:38

0

L0

.0



INSTALLATION REPORT

DataMaster DMT: 102906

Location: ST. ALBANS VSP
Calibration Date:  06/30/2008
Certification Date: 06/30/2008
Installation Date:  07/01/2008

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results -

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 49.09°C
Breath Tube = 48.08°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =176V
Cooler Voltage=1.64 V
Bias Voltage =816V
Chopper Freq =536.2Hz

PUMP INFO
Flow Rate = 4.792 L/M

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0799 0.0819
MIN(V) 0.0778 0.0803

FILTER INFO

Filter 1 0.080 Zero = true 0.
Filter 2 0.395 Zero =true

Filter 3 1.536 Zero =true

INTERNAL STANDARD
Xq=0.1299 0.00%

INSTALLATION FAILED 0

o A

Performed by -

Reviewed by y\\w‘\Wii A (L{M;W/Zﬁ / L

.10

.08

.06 |-

04

.02

00

VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = (.103 g/210L
Lot# = 08-17-100
Average = (.105 g/210L
Std Dev = (.000
RFI Interference Test

RFI detected

Sample Acceptance Test _ v
- jé—l gl . Suek ek ena-

=L

DMT Serial Number #102906

: ‘ 40.0
—— Alcohol (g/210L) |
———— Flow Rate(L/M)
..... . 32.0
A N 24.0
- 16.0
e 8.0
0 5 10 15 20 25 30
Date 07/01/2008
Date ”7/ 3‘/ 6F
Page 1 of 1 07/01/2008 10:02



Swanton Village Police Dept (103006)
Instrument Calibrated & Certified 06/29/2008 —

Cal Std Target (g/210L) Calibration Factor
0.1000 0.996615
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.019 0.019 100.00 % 0.000
0.079 0.080 101.27 % 0.000
0.159 0.158 99.37 % 0.000
0.410 0.401 97.80 % 0.001

Correlation Coefficient (R*) = 0.9999

Instrument installed 07/01/2008 —

Concentration (g/210L) Average (g/210L) Std Dev

0.101 0.104 0.001

RPC Initiated 10/06/2008 —

Concentration (g/210L) Average (g/210L) Std Dev

0.101 0.104 0.000

RPC Initiated 02/05/2009 —

Concentration (g/210L) Average (g/210L) Std Dev

0.099 0.098 0.001

APM on 03/25/2009 —

Concentration (g/210L) Test Result (g/210L) Acceptance Range

0.099 0.097 , 0.094 - 0.104

RPC Initiated 06/10/2009 —

Concentration (g/210L) Average (g/210L) Std Dev

-0.099 0.099 0.000

Page 1 of 2



Swanton Village Police Dept (103006)

RPC Initiated 10/08/2009 —

Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.100 0.000
APM on 11/17/2009 -
~ Concentration (g/210L) Test Result (9/210L) Acceptance Range
0.099 0.098 0.094 - 0.104
RPC Initiated 02/02/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.100 0.000

TSI Initiated 02/02/2010 — Pump error during RPC
Issue resolved on-site — Flow voltage found to be low. Air flow sensor replaced &

instrument tested satisfactory.

A & P Initiated 02/03/2010 -

Concentration (g/210L)

Average (g/210L)

Std Dev

0.100

0.100

0.0003

Page 2 of 2




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006 %
Location: SWANTON PD
Calibration Date:  06/29/2008

Certification Date: 06/29/2008 et e T T :

o Dt e DEPARTMENT OF HEALTH

Supervisor Name: ALEXIS R DUBOIS I

Diagnostic Results Accuracy and Precision Check —
Concentration = 0.100 g/210L
VERSIONS \/ Lot# = (9-40-100
DMT 1.04 Average = (.100 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.06
Questions 1.00 )
Reports 1.02 - RFI Interference Test
\/ ' RFI detected
TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube = 46.58°C Sample Acceptance Test -~
Digital Sim = 34.0°C Passed
SETTINGS v
Lamp Voltage =200V
Cooler Voltage =1.87 V
Bias Voltage =80.1V
Chopper Freq =550.0 Hz
0.10 40.0

PUMP INFO ‘/ 1 Alcohol (g/210L)

FlowRate =4.792L/M - U Flow Rate (L/M) ‘ . _
(/ 0.08 |- : ' b ned 32,0
DETECTOR INFO :
PUMP ON  OFF
MAX(V) 0.3571 0.3587
\'J 06 .................................... P4 O

MIN(V) 0.3545 0.3549

FILTER INFO -~

Filter I 0.356 Zero = true 0.04
Filter 2 0.831 Zero = true

Filter 3 1.633 Zero =true

PO
<

CALIBRATION CHECK
Xq=0.1391 0.58%

Routine Performance Check Passed

40 50 60 70 80 90

Performed by ._ Ay A S A Date 02/03/2010

7 . .
Reviewed by %‘”W yﬁf Cnols Date 2»»/ 4 / (O

DMT Serial Number #103006 Page 1 of 1 02/03/2010 19:50




Feb 02 10 08:09p Swanton Police Department ~ 8028687947 p.3

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006 . -
Location: SWANTON PD j M\ VERMOI \ I l
Calibration Date:  06/29/2008 ; '

Certification Date: 06/29/2008

RPCDae . 02/02/2010 DEPARTMENT OF HEALTH

Supervisor Name: ALEXIS R DUBOIS II

Driagnostic Results Accuracy and Precision Check
Concentration = 0.100 g/210L

VERSIONS Lot # = 09-40-100
DMT 1.04 Average =
PIC 2.05 Std Dev =
Modem 1.06
Questions 1.00
Reports 1.02 o - RFI Interference Test
TEMPERATURES

: — [+}
Sample Chamber = 49.03°C Sample Acceptance Test

Breath Tube =46.12°C
Digital Sim = 34.1°C

SETTINGS

Lamp Voltage =199V
Cooler Voltage=1.87 V
Bias Voltage =80.1V
Chopper Freq = 5498 Hz

PUMP INFO
Flow Rate =3.318 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.3419 0.3427
MIN(V) 0.3400 0.3406

FILTER INFO

Filter 1 0.341 Zero=true
Filter 2 0.817 Zero = true
Filter 3 1.624 Zero =true

CALIBRATION CHECK
Xq=0.1391 0.51%

Routine Performance Check Failed

Perfermed by M A&, &y%z: Date ) -DZ~20,0
Reviewed by Date

DMT Serial Number #103006 : - Page 1 of 1 02/02/2010 19:50



ROUTINE PERFORMANCE CHECK REPORT

DEPARTMENT OF HEALTH

DataMaster DMT: 103006

Location: SWANTON PD
Calibration Date:  06/29/2008
Certification Date: 06/29/2008
Installation Date: 07/01/2008

RPC Date: 10/08/2009

Supervisor Name: ALEXIS R DUBOIS II

Qocoived
| o1l 01

2

Diagnostic Results

.~ VERSIONS
DMT 1.00
PIC 2.05
Modem 1.04
Questions 1.00
Reports 1.00

v TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube = 47.00°C
Digital Sim = 34.0°C

Lamp Voltage =2.00V
Cooler Voltage = 1.87 V
Bias Voltage =80.1V
Chopper Freq =549.9 Hz

UMP INFO
Flow Rate = 4.992 /M

.~ DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.2439 0.2445
MIN(V) 0.2423 0.2429

FILTER INFO

v Filter 1 0.244 Zero =triie
Filter 2 0.727 Zero =true
Filter 3 1.568 Zero =true

_CALIBRATION CHECK
Xq=0.1395 0.26%

Routine Performance Check Passed

.10

.08

.06

.04

.00

ccuracy and Precision Check

Concentration = 0.100 g/210L
Lot# = 09-40-100
Average = 0.100 g/210L
Std Dev = 0.000

/ RFI Interference Test

RFI detected

/Sample Acceptance Test

Passed

40.0

Alcohol (g/210L)
Flow Rate(L/M)

32.0

24.0

1' "

16.0

10 20 40 50

70

80 90

Performed by -_aam, A JA™T

Reviewed by

N
\Y 4

DMT Serial Number #103006

Al L S

Date

10/08/2009

pate_10\21, {09

Page 1 of 1

10/08/2009 21:28



Jun 11 09 10:41p

Swanton Police Department

8028687947

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103006

Location: SWANTON PD
Calibration Date:  06/29/2008
Certification Date: 06/29/2008
Installation Date:  07/01/2008

RPC Date: 06/10/2009

Supervisor Name: ALEXIS R DUBOIS I

' Diagnostic Results

VERSIONS «
PMT 1.00

PIC 2.05

Modem 1.04

Questions 1.00
Reports 1.00

TEMPERATURES .~
Sample Chamber = 48.97°C

Breath Tube = 48.04°C
Digital 8im = 34.0°C
SETTINGS 7

Lamp Voltage =2.00V
Cooler Voltage=1.87V
Bias Voitage =802V
Chopper Freq =549.7THz

PUMPINFO —
Flow Rate = 4.981 L/M
DETECTOR INFO *
PUMP ON OFF
MAX(V) 0.1805 0.1807
MINCVY 0.1780 0,178

FILTER INFO =

Filter 1 0.179 Zero = true
Filter 2 0.668 Zero = true
Filter 3 1.529 Zero = true

CALIBRATION CHECK -~
Xa=01396 0.19%

KOumne perfonance UNeck rassed

<y

pel:]

.C4q

[aked

fa¥al

7~ VERMONT

p.2

and Precision Check

Accura
Concentration ~ =.0.09% g/210L
Lot# = (9.]18-100
Average = 0.099 g/210L
Std Dev = 0.000
RFI Interference Test
RFI detected Ve

Sample Acceptance Tes:
Passed
—

Aicohol (g/210L)
Fiow Rate (L/M)

10 an

24,

DEPARTMENT OF HEALTH

.
(=)

Performed by - Abh. A FAT

- - - -
P e Y

(‘h&u Ty M’u vame S

DMT Qerval Mumhber £1D300A

. Date 06/10/2009
. G159
Pape 1-af 1

- DRGNS 1R-1K



£ G é{ - S ¢
LG s ol G 8] B

ROUTINE PERFORMANCE CHECK REPORT

£
1

Yermont Depariment of
cioms

DataMaster DMT: 103006 ~ e S
Location: SWANTON PD \/ERM
Calibration Date:  06/29/2008 s

Certification Date: 06/29/2008

RPCDater - 02/05/2009 DEPARTMENT OF HEALTH

Supervisor Name: ALEXIS R DUBOIS II

Diagnostic Results - Accuracy and Precision Check -
Concentration = 0.099 g/210L

VERSIONS Lot# = 09-18-100

DMT 1.00 Average = (0.098 g/210L

PIC 2.05 Std Dev = 0.001

Modem 1.04

Questions 1.00 )

Reports 1.00 RFI Interference Test -~

- R¥1 detected

TEMPERATURES
Sample Chamber = 48.68°C

Breath Tube = 45.94°C Sample Acceptance Test .
Digital Sim = 34.0°C v Passed
SETTINGS -

Lamp Voltage =199V
Cooler Voltage =187V
Bias Voltage =80.1V
Chopper Freq =547.7 Hz

0.10 - - - 1 40,0
PUMP INFO ;" I '
¥ ! L
Flow Rate = 5.073 L/M ] Arconol (/220w
H e
0.08 |- T T I s 3000
DETECTOR INFO + l _i :
PUMP ON OFF |
MAX(V) 0.0352 0.0362 X ' ; s o
FILTER INFO *~ | : § !
Filter 1 0.035 Zero = true 0.04 |- e 1180
Filter 2 0.525 Zero = true ' f ' !
Filter 3 1.422 Zero=true l : |
CALIBRATION CHECK | : : l
Xq=0.1389 0.70% | m M ‘z (\ |
| ¥ . . P
Routine Performance Check Passed ~~ °-%0 H———= 0 T 50 90 "
Performed by ~_Ar. & 247 Date 02/05/2009
Reviewed by ‘;"“':_;; 7 1o ST R NS 3 Date e ! ( 2' 5 C Q

DMT Serial Number #103006 Page 1 of 1 02/05/2009 20:07



RECEIVED

CT -
ROUTINE PERFORMANCE CHECK REPORT 0 7 2008

Vermont Department of
DataMaster DMT: 103006
Location: SWANTON PD
Calibration Date:  06/29/2008

Certification Date: 06/29/2008 R

RPCDater 1010612005 DEPARTMENT OF HEALTH

Supervisor Name: ALEXIS R DUBOIS I

Diagnostic Results ' AcCuracy and Precision Check
) Concentration = 0.101 g/210L

VERSIONS Lot# = 08-11-100
DMT 0.32A : . Average = 0.104 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.02

Questions 1.00

Reports 0.03 RFt Interference Test
- RFI detected

_TEMPERATURES

Sample Chamber = 49.03°C
Breath Tube = 47.49°C ' \/Sam/ ple Acceptance Test
Digital Sim = 34.1°C Passed

\/smﬁms
Lamp Voltage =2.00V

Cooler Voltage =1.87V
Bias Voltage =802V
Chopper Freq =548.1 Hz

_POMPINFO
Flow Rate = 5.056 L/M

-BETECTOR INFO

PUMP ON  OFF
MAX(V)-0.0283 -0.0268
MIN(V)-0.0301 -0.0289

U Alcohol (g/210L)

|

LT Flow Rate (L/M) :

<

(o]

(=31
o=

~FILTER INFO -
Filter 1 -0.028 Zero = true 0,04 |
Filter 2 0.461 Zero =true
Filter 3 1.395 Zero =true

.0

AL STANDARD
Xq=0.1390 0.64%

5 10 15 20 25 30

35 40

|
|
[
[
[
2,02 {
!
i

Routine Performance Check Passed U5

Performed by . 2w . £tn™ Date 10/06/2008

Reviewed by QW%— — Date | () \j \ C&/

o E ¥

S
DMT Serial Number #103006 Page 1 of 1 10/06/2008 09:46




INSTALLATION REPORT

DataMaster DMT: 103006
Location: SWANTON PD
Calibration Date: 06/29/2008

Certification Date: 06/29/2008 . .

maneaty. . stevinemanos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check

Concentration = (0.101 g/210L
VERSIONS Lot# = 08-11-100
DMT 0.32A Average = 0.104 g/210L
PIC 2.05 ) ) Std Dev = 0.001
Modem 1.02
Questions 1.00 _ ‘
Reports 0.03 RFI1 Interference Test

RFI detected

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube = 48.06°C . Sample Acceptance Test
Digital Sim = 34.0°C Passed
SETTINGS

Lamp Voltage =2.00V
Cooler Voltage=1.87V
Bias Voltage =80.1V

Chopper Freq =540.0 Hz
.0

PUMP INFO V é : ’ '
Alcohol 210L
Flow Rate = 4.933 L/M — Flgg gaéz/(L/M) ! :

32.0

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0837 0.0848
MIN(V) 0.0813 0.0833

FILTER INFO
Filter 1 0.084 Zero =true 0.04
Filter 2 0.561 Zero =true '
Filter 3 1.469 Zero = true

{1 16.0

INTERNAL STANDARD
Xq=0.1405 0.45%

INSTALLATION PASSED A

30 35 40 45 50 55 60

10

Performed by .__sdb=— ﬁ—vf , Date 07/01/2008
Reviewed by &;\J{\J Adt 4 /( ([’J/{Zﬁ/{//\/ Date 7/ éi/ 0%

DMT Serial Number #103006 Page 1 of 1

- . 07/01/2008 13:45



CERTIFICATION REPORT

DataMaster DMT: 103006

Calibration Date:  06/29/2008
Certification Date: 06/29/2008

Certified by: STEVEN E HARNOIS

7~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 0.32A
PIC 2.05
Modem 1.02
Questions 1.00
Reports 0.03

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube =48.10°C
Digital Sim =34.0°C

SETTINGS

Lamp Voltage =1.99V
Cooler Voltage =1.87 V
Bias Voltage =80.2V
Chopper Freq = 544.6 Hz

PUMP INFO
Flow Rate = 5.066 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 0.0213 0.0226
MIN(V) 0.0199 0.0207

FILTER INFO

Filter 1 0.022 Zero =true
Filter 2 0.506 Zero =true
Filter 3 1.436 Zero=true
INTERNAL STANDARD
Xq=0.1400 0.13%

DMT Serial Number #103006

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.100
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: mo

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes
Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 06/29/2008 10:33



Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 0.50
0019 g210L  0.019 g/210L 0.000
Lot # 08-18-020 0.40
0079 g/210L  0.080 g/210L 0.000 /
Lot # 08-21-080 80,30
0.159 g/210L 0.158 g/210L 0.000 S
Lot # 08-22-160 20.20
0.410 g210L  0.401 g/210L 0.001 = /-/
Lot # 08-19-400 0.10
R2=0.9999 0.00
0.00 0.10 0.20 0.30 . 0.40 0.50
Acetone Interference Test ‘ DMT Results
Lot # 08-20-08A
Interference Detected 0.20 : : 40.0
0.18 Alcohol (g/leL) 36.0
Mouth Alcohol Test Flow Rate (L/M)
Mouth Aleohol Detected 0.16 (J S 32.0
0.14 28.0
0.12 24.0
0.10 20.0
RF Interference Test 0.08 16.0
RFI detected 0.06 \ 12.0
0.04 : NG 8.0
0.02 4.0
0.00 : 0.0
0 5 10 15 20 25 30
0.10 : : 5 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M)
0.08 r/ 32.0
0.06 24.0
0.04 16.0
0.02 8.0
CERTIFICATION PASSED o o0 0.0

Performed by = Ve Date 06/29/2008
) _
Reviewed by g‘{//géz/@t«v Date 4 { 56 / O (:K’

DMT Serial Number #103006 Page 2 of 2 06/29/2008 10:33




CALIBRATION REPORT

DataMaster DMT: 103006

Calibration Date: 06/29/2008

Calibrated by: STEVEN E HARNOIS
Ca = 0.100000 '

CAL = 0.996615 0.800 <= CAL <
bl = 0.000000 0.000 <= Dbl <
b2 = 0.002435 0.001 <= b2 <
b3 = 0.000000 0.000 <= D3 <
Xg = 0.139908 0.050 <= Xqg <
a2l = 1.146705 1.050 <= a2l <
a3l = 0.452681 0.300 <= a3l <
Performed by - %P ?d",:

OO0 OO K

DMT Serial Number #103006

7”7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

06/29/2008

06/29/2008 08:43



Q Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT_ 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Swanton PD DataMaster Serial #: 103006

Date: 2__ /2 /2010 | Requestor: Alexis R. Dubois Il
Instrument Supervisor: Alexis R. Dubois Il Phone #: (802) 868-7940

Taken By: Harnois

Problem: Pump Error during Accuracy and Precision part of RPC protocol.

Laboratory Response: Called the instrument to investigate problem, Flow Voltage is Low, going
to Swanton to trouble shoot / repair if possible. : :

Work Performed: Replaced the air flow sensor because there was an intermittent open for the

voltage, tested with no problems.

| DJ OnSite [ ] In-house

. Performed By: Steven Harnois Date: - ' 2/ 2/2010

ALC 626 Rev 1 06/07



Feb 02 10 08:08p Swanton Police Department 8028687947 p.2

DIAGNOSTIC RESULT

DataMaster DMT: 103006 : , o :

Location: SWANTON PD il

Calibration Date:  06/29/2008 f\*\ VERMONT
Certification Date: 06/29/2008 '
Installation Date: 7/01/ ' ' 4
TenDam T aaloaron DEPARTMENT OF HEALTH

Time: 19:57

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 49.09°C
Breath Tube = 45.63°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage
Cooler Voltage
Bias Vcltage
Chopper Freqg

(LI [ |
N

T oo
=S
< a<

PUMP INFO
Flow Rate = 2.219%9 L/M

DETECTOR INFO

PUMP ON QFF
MAX (V) {.3443 0.3457
MIN(V) (0.34295 0.3435

FILTER INFO

Filter 1 0.344 Zero = true
Filter 2 0.819 Zero = true
Filter 3 1.625 JZero = true

CALIBRATION CHECK
Xg = 0.1385 0.26%

DMT Serial Number #103006 Page 1of 1 02/02/2010 19:58



Feb 02 10 08:08p Swanton Police Department 8028687947 p.1

120 First Street
" Swanton, Vermont 05488
Phone {802) 868-4100

Leonard J. Stell-.
CHIEF OF POLICE

Shelly Wright

SECRETARY

SWANTON VILLAGE, VERMONT
Police Department

FAX COVER SHEET

PLEASE DELIVER THE FOLLOWING PAGES TO:

TO: VT Dept. Hea 14y

Steye Ravnois

DEPT: | D(;") . Beald\

FROM: Smﬂv&u?x \\(cht ‘PB

DATE D_él“OQ\ 2010

TOTAL NUMBER OF PAGES ( INCLUDING COVER PAGE):
| AT 802-868-7940

[F YOU DO NOT RECEIVE ALL PAGES, CALL

ADDITIONAL MESSAGE:
Afacih 2.8 RQC_ Qf{)(\(“\‘ / DfaQﬂOS+\C£QSv

his message is intended only for the use of the individual or entity to which it is addressed and may contain information that

i privileged, confidential and exempt form disclosure under applicable law. Ifthe reader of this message is not the intended
scipient, you are-here by notified that any dissemination, distribution, or copying of this communication is strictly prohibited
‘you have received this communication in error, please nutxfy us immediately by telephone, and return the ariginal message to

; at the address, via the United States Postzl Serv:ce



DIAGNOSTIC RESULT

DataMaster DMT: 103006
Location: SWANTON PD
Calibration Date:  06/29/2008
Certification Date: 06/29/2008
Installation Date:  07/01/2008
Test Date: 02/03/2010
Time: 10:30
VERSIONS

DMT 1.04

PIC 2.05

Modem 1.06

Questions 1.00

Reports 1.02

TEMPERATURES

Sample Chamber = 49.20°C
Breath Tube = 45.62°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.99 V
Cooler Voltage = 1.87 V
Bias Voltage = 80.0 V
Chopper Freq = 533.0 Hz

PUMP INFO

Flow Rate = 4.885 L/M

DETECTOR INFO

PUMP ON OFF

MAX (V) 0.3297 0.3333

MIN(V) 0.3270 0.3303

FILTER INFO

Filter 1 0.331 Zero = true

Filter 2 0.806 Zero = true
3

Filter 1.595 Zero = true

CALIBRATION CHECK
Xq = 0.1388 0.77%

DMT Serial Number #103006

DEPARTMENT OF HEALTH

Page 1 of 1

02/03/2010 10:31
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35
10:35
10:35

10:36
39

10:40

10:37
10:38

10:
10:42

10

10:41
10:43
10:44
10:45

0.000
PASSED
.100
0.100
0.100
0.100
0.100
0.100
0.101
0.000

0.100
0.100
0.100

0

)
)
)

C
C
C
C)
C)

°
DC)
)

1
1

34.1
1

34.0

SIMULATOR VAPOR (34.1°C)

34.1

34.
SIMULATOR VAPOR (34.0°C

103006
09-40-100
(

(

(34

(

(

STATE OF VERMONT

100
0.0003

02/03/2010

10:34

ACCURACY AND PRECISION TEST

07
SUPERVISOR NAME: STEVEN E HARNOIS
SOLUTION CONCENTRATION: 0.100

SIMULATOR VAPOR (34.0°C)
0.

SIMULATOR VAPOR (34.1°C)
BLANK TEST

SIMULATOR VAPOR (34.

SIMULATOR VAPOR
- SIMULATOR VAPOR

DataMaster DMT:
SOLUTION LOT #:
CALIBRATION CHECK
SIMULATOR VAPOR
SIMULATOR VAPOR
SIMULATOR VAPOR

Time:
BLANK TEST

Date:
Average

Std Dev

DMT Serial Number #103006

i
!
)
{

i
H
!
{
§
i
;
i
i

3

.02/03/2010 10:4

Page 1 of 1




DataMaster DMT: 103006

ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: SWANTON PD
Calibration Date:  06/29/2008

~ VERMONT
Certification Date: 06/29/2008 _ ” v

APM Date 1111712009 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results /KF Interference Test
"RFI detected
_—~ VERSIONS
DMT 1.04
PIC 2.05 ‘/S/ampl'e Acceptance Test
Modem 1.06 Passed
Questions 1.00
Reports 1.02

,— TEMPERATURES

Sample Chamber = 48.74°C
Breath Tube =45.88°C
Digital Sim = 34.0°C

— SETTINGS

Lamp Voltage =2.00V
Cooler Voltage=1.87 V
Bias Voltage =80.1V
Chopper Freq =546.6 Hz

—PUMP INFO : ’ :
_ Alcohol (g/210L)
Flow Rate = 4.493 LIM e Rate i/

w
™
<

_~ DETECTOR INFO
PUMP. ON  OFF
MAX(V) 0.2620 0.2628 - ; : : -/
MIN(V) 0.2600 0.2614 0.06 | o /} I

Filter 1 0.262 Zero = true 0.04 i : g
Filter 2 0.745 Zero =true
Filter 3 1.567 Zero = true

1 16.0

_~CALIBRATION CHECK

Xq=0.1394 0.32% /’/\ N
0.00 ; i : "' 5 i 0.0

APM PASSED U ® 510 15 20 25 30 35 40 45

Performed by . AfE= W > Date 11/17/2009

Reviewed by c,&é\/ﬂ p(,b(/ Date (! \wl 01

DMT Serial Number #103006 Page 1 of 1 . 11/17/2009 11:25




0.10 , 40.0
—— Alcohol (g/210L)
——— Flow Rate (L/M)
0.08 32.0
0.06 24.0
g
Check-In Confirmation Test
STATE OF VERMONT 0.04 16.0
DataMaster DMT: 103006
SWANTON PD
Certification Date: 06/29/2008
Installation bate: 07/01/2008
Date: 11/17/2009 0.02 5 8.0
Time: 11:27:41 P&uv\ i i ;
Subject Name: TEST
Date of Birth: 11/17/2009 Age: 0
Guardian Present: N
Gender: M : { :
License #: NONE VT 0.00 : : : : 0.0
0 5 10 15 20 25 30

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 11:28
CALIBRATION CHECK PASSED 11:28
SIMULATOR VAPOR 0.098 11:29
BLANK TEST 0.000 11:29
SUBJECT SAMPLE (Vol=1l.8L) 0.000 11:30
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 ~ 0.104

Simulator Temp 34.1°C

DMT Serial Number #103006 Page 1 of 1 11/17/2009 11:31




- SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 103006 -
Location: SWANTON PD l\ VERM I\I I
Date: 11/17/2009 ’ s L{J ! 1 |

e DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration ~ = 0.099 g/210L , - (‘\‘L)‘ A
Lot # = 09-18-100 A\ \
Range = 0.094 - 0.104 N \ N
Average = 0.096 g/210L N\ \ ;
Std Dev = 0.001 \\)‘ o v

. // (
Simulator Temperature: 34.1°C é) ﬁ . 196 J

v A Vit

Performed by - L ‘)‘0—-—/‘*: Date 11/17/2009

DMT Serial Number #103006 Page 1 of 1 11/17/2009 11:14



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 103006 S »
Location: SWANTON PD ’\.\ VERM NT
Date: 11/17/2009 T, FOAL ‘

" DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration
Lot#

Range
Average

Std Dev

|1 L (A

Simulator Temperature: °C

Performed by Date

DMT Serial Number #103006 Page 1 of 1 11/17/2009 10:59



DataMaster Serial Number: 1200 & Location: | S, cga Fo 9

Technician Name: e o e Date: // / 17 / oY Successful?

YES | NO

1. Check Simulator Temperature

Power unit off/on to

‘2. Perform Software Upgrade commit upgrade

3. Interior Inspection/Upgrade a) Reroute exhaust plumbing

b) Check 5-way valve

¢) Tie wrap BNC cable

d) Tie wrap 1-way valve

e) Check all wire/tubing connections

4, Simulator Test a) Replace O-ring

R [ o< o [ R > | X

b) Perform pressure check

5. Communication Test a) Ensure phone lines are connected appropriately

b) Call Darcy to initiate contact

c) If contact successful, Darcy will download data

6. Perform APM Protocol

7. Document work in Logbooks

RX

Notes: i?ég 757’5/7 7]‘%’21




DataMaster DMT: 103006 %

ANNUAL PREVENTATIVE MAINTENANCE REPORT
Location: SWANTON PD
Calibration Date:  06/29/2008

Certification Date: 06/29/2008 R v

ialaion D 07012008 DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results AF Interference Test
) RFI detected
L~ VERSIONS
DMT 1.00
PIC 2.05 _~Sample Acceptance Test
Modem 1.04 Passed
Questions 1.00
Reports 1.00
MPERATURES

Sample Chamber = 48.68°C
Breath Tube =45.77°C
Digital Sim = 34.0°C

TTINGS _
Lamp Voltage =199V
Cooler Voltage =1.87V
Bias Voltage =80.1V
Chopper Freq =544.6 Hz

H

" PUMP INFO E]
Alcohol (g/210L)
Flow Rate = 5.047 L/M 'l Flow Rrate (L/M)
L , -

0.10 — —— L 40,

.~ TETECTOR INFO T A
PUMP ON  OFF A S
MAX(V) 0.0778 0.0797 : L A //J1
MIN(V) 0.0762 0.0778

TER INFO
Filter 1 0.079 Zero =true 0.04
Filter 2 0.569 Zero =true
Filter 3 1.441 Zero=true

CALIBRATION CHECK
Xq=0.1391 0.58%

0.00 i i : ; 5 ; :
APM PASSED o5 10 15 20 25 30 35 40 45 50 55

Performed by - ) — Date 03/25/2009

Reviewed by‘/%ﬂ ﬂ(/‘-/ Date SI 56\ 00[

. ¥ '
DMT Serial Number #103006 Page 1 of 1 03/25/2009 09:46




Zheck—-In Confirmation Test

i

|
i
1
|

STATE OF VERMONT
sutalMacter DMT: 103006
SWANTON PD
LErTirication Date: ube/ 29/ 2008
Installation Date: 07/01/2008

Date: 03/25/2009
Time: 1N:04:00

Subject Name: TEST TEST

sETe o mirthr ©3/25/2008 Age: O
Guardian Present: N

Gender: M

License #: 0000 VT

Test Operator Name: STEVEN E HARNCIS
Agency: VDH LAB

BLANK TEST 0.000 10:04
CALIBRATION CHECK 'PASSED  10:05
SIMULATOR VAPOR 0.097  10:05
BLANK TEST 0.000 10:06
SUBJECT SAMPLE (Vol=4.8L) ~ 0.000  10:06

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.099

Sim. Vapor Range 0.094 - 0.104
SZimulator Temp 34.0°C

DMT Serial Number #103006

i, 06

Page 1 of 1

Alcohol (g/210L)

——— Flow Rate(L/M)

45.0

I
2%

-l 240G

20
-y

15

20

25 30

03/25/2009 10:07



/ Barre Police Departmeht (103909)

Instrument Calibrated & Certified 12/15/2009 —

Cal Std Target (g/210L) Calibration Factor
0.0990 0.970417
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.018 90.00 % 0.000
0.081 0.077 95.06 % - 0.001
0.159 0.156 98.11 % 0.001
0.382 0.395 10340 % 0:001

Correlation Coefficient (R) = 0.9996

Instrument installed 12/18/2009 -
Concentration (g/210L) Average (g/210L) Std Dev
0.098 » 0.096 0.000

TSI Initiated 01/21/2010 — Simulator Vapor Low
Issue resolved on-site — Simulator pressure good, but temperature was found to

be 0.3 °C low. Adjusted the Simulator temperature to 34 + 0.1 °C. Performed

the Simulator Solution Change Protocol successfully.

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.098 | 0.093 0.093 -0.103

Concentration (g/210L) Average (g/210L) Std Dev
0.0908 0.097 0.001

TSI Initiated 02/17/2010 — Touch-screen will not activate or respond to touch
Issue resolved on-site — Found screen to be shifted to one side in DataMaster.

Re-centered the touch-screen in case and tightened screen to case. Instrument

is now functioning correctly.

Page 1 of 2




Barre Police Department (103909)

RPC Initiated 02/1 9/2010 -

Concentration (g/210L)

Average (g/210L)

Std Dev

0.100

0.099

0.001

Page 2 of 2




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 103909

Location: BARRE CITY PD
Calibration Date:  12/15/2009

Certification Date: 12/15/2009

Installation Date: 12/18/2009

RPC Date: 02/19/2010

Supervisor Name: ANDREW W MARCEAU

Diagnostic Results

RECEIVED
MAR 0 3 2010

Vermont Department of
Q r .

DEPARTMENT OF HEALTH

Accuracy and Precision Check =

_ Concentration = 0.100 g/210L
VERSIONS Lot# = (9-40-100
DMT 1.04 Average = 0.099 g/210L
PIC 2.06 Std Dev = 0.001
Modem 1.06
Questions 1.00 —
Reports 1.02 RFI Interference Test
RFI detected
TEMPERATURES
Sample Chamber = 48.91°C /
Breath Tube = 47.97°C Sample Acceptance Test
Digital Sim =33.9°C Passed
SETTINGS -~
Lamp Voltage =1.72V
Cooler Voltage=1.71V
Bias Voltage =806V
Chopper Freq =539.0 Hz
: 0.10 : : : ; 40.0
PUMP INFO / ‘ l Alcc;hol(g/ZIOL)
Flow Rate = 4.659 L/M Flow Rate (L/M)
: 0.08 32.0
DETECTORINFO <
PUMP ON OFF
MAX(V) 0.0398 0.0413
MIN(V) 0.0378 0.0396 0.06 24.0
FILTER INFO A\
Filter 1 0.040 Zero = true 0.04 \.' 16.0
Filter 2 0.321 Zero = true '
Filter 3 -0.202 Zero = true i
’ ) 0.02 8.0
CALIBRATION CHECK <~
Xq=0.0791 1.62% nn A [
Routine Performance ChBCk Passed 0.00 10 ) 30 10 50 60 70 80 90 0.0
P
Performed by ._ R Wiorren Date 02/19/2010
Reviewed by §€Ve'n /"/QV”‘C'”S‘ Date S /? //O
DMT Serial Number #103909 Page 1 of 1 02/19/2010 11:48




INSTALLATION REPORT

DataMaster DMT: 103909 3 -
Calibration Date: 12/15/2009 ' ", v LY ' v

-Certification Date: 12/15/2009
Installati : / -
meueapy . sevenerarvos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check
Concentration = 0.098 g/210L o

VERSIONS ) Lot# = 10-15-100

DMT 1.04 i _ Average = (.096 g/210L

PIC 2.06 o v Std Dev = 0.000

Modem 1.06

Questions 1.00

Reports 1.02 ’ RFI Interference Test

RFI detected el

TEMPERATURES

Sample Chamber = 48.63°C /" ‘

Breath Tube = 46.23°C Sample Acceptance Test

Digital Sim = 33.8°C Passed

SETTINGS

Lamp Voltage =172V
Cooler Voltage =171V "
Bias Voltage =80.7V

Chopper Freq =529.4Hz

PUMP INFO : : ’ :
_ Alcohol (g/210L)
Flow Rate = 4.585 L/M Flow Rate (L/M)

DETECTOR INFO

PUMP ON OFF -
MAX(V) 0.1856 0.1880 o
MIN(V) 0.1839 0.1862

FILTER INFO | ™
Filter 1 0.187 Zero =true / ‘ 0.04 16.
Filter 2 0.455 Zero = true
Filter 3 -0.071 Zero = true

Xq =0.0806 0.32%

INSTALLATION PASSED o000 55035 3035 10 1550 55 60

CALIBRATION CHECK - [_,.\

Performed by .n %%C&/’T’g Date 12/18/2009

Reviewed by ‘@(Wﬁ/ /{M%V 3 Date /,;2/ g//(ﬁ

DMT Serial Number #103909 Page 1 of 1 12/18/2009 11:05




CERTIFICATION REPORT

DataMaster DMT: 103909 o ' .
Calibration Date:  12/15/2009 ’\’\ VERM I\I I
Certification Date: 12/15/2009 ' ur LWL Y. '

Certified by: STEVEN E HARNOIS
EPARTMENT OF HEALTH
Diagnostic Results - Options
VERSIONS Printer: yes
DMT 1.04 Number of Copies: 3
PIC 2.06 \/’/ Number of Supervisor Tests: 10
Modem 1.06 Tolerance Check: yes
Questions 1.00 Data Collection: yes
Reports 1.02 Units: g/210L
-Simulator Check: yes
TEMPERATURES . Uses Wet Bath Simulator: yes
Sample Chamber = 48.74°C " Simulator Nominal; 0.099
Breath Tube =48.09°C : Digital Simulator: none s
Simulator Before: yes v
SETTINGS Simulator Between: yes
Lamp Voltage =172V » Simulator After; no
Cooler Voltage =1.71V l// Number of Subject Tests: 2
Bias Voltage =806V ' AskQuestions: yes
Chopper Freq =534.6Hz Query Refusal: yes
Alcohol Display: yes
PUMP INFO / Show Two Digits: no

Volume Display: yes
Number of Calibration Tests: 1

Flow Rate = 4.571 LIM

DETECTOR INFO Calibrate with Wet Bath: yes
PUMP ON  OFF Calibration Nominal; 0.100
MAX(V) 0.0014 0.0020 v

MIN(V) -0.0008 0.0006

FILTER INFO

Filter 1 0.001 Zero =true

Filter 2 0.282 Zero =true /
Filter 3 -0.237 Zero = true

CALIBRATION CHECK /
Xq=0.0799 0.54%

DMT Serial Number #103909 Page 1 of 2 12/15/2009 08:43



Linearity Check Results

True Value  Reported Average

0.020 g/210L  0.018 g/210L
Lot # 10-13-020
0.081 g/210L  0.077 g/210L
Lot # 10-19-080
0.159 g/210L  0.156 g/210L
Lot # 10-20-160
0.382g/210L  0.395 g/210L
Lot # 09-36-400

R2=0.9996
Acetone Interference Test |
Lot # 10-05-080A1 ‘f-"’r
Interference Detected A%
Mouth Alcohol Test
Mouth Alcohol Detected -

RF Interference Test //"‘
RFI detected A

Sample Acceptance Test g

Passed

CERTIFICATION PASSED

Std Dev

0.000
10,001

0.001

0.001

Performed by - 7%? m

,40
.35
.30}
.25
.20
.15
.10

.05

.00

.10

.08

.06

.04

.02

.00

DMT Linearity

S 0.50

0.40

0.30

0.20

True Values

/

0.10 /
0.00

Reviewed by \&\\V\ //7 ,fv/l/,ﬁ/

PV VJ {‘/

DMT Serial Number #103909

Date 12/15/2009

Date ji7/09

Page 2 of 2

0.00 0.10 0.20 0.30 0.40 0.50
DMT Results
: H 40.0
- Alcohol (g/210L)
i ——— Flow Rate (L/M) 35.0
30.0
25.0
/\J 20.0
KV s 15.0
\ 10.0
\\ 5.0
0.0
5 10 15 20 25 30
H H 40.0
Alcohol (g/210L)
Flow Rate (L/M)
32.0
24.0
f 16.0
8.0
\/\ 0.0
5 10 15 20 25 30 35 40 45

12/15/2009 08:43



CALIBRATION REPORT

DataMaster DMT: 103909

Calibration Date:  12/15/2009
Calibrated by: STEVEN E HARNOIS
Lot: 10-12-100

Ca = 0.099000

CAL = . 0.970417 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.005814 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Xg = 0.080415 0.050 <= Xqg <
a2l = 1.223882 1.050 <= a2l <
a3l = 0.493324" 0.300 <= a3l <

Performed by - P m

DMT Serial Number #103909

OH OOOOLK

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

12/15/2009

12/15/2009 07:26



o__ Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Barre DataMaster Serial #: 103909
Date: 2/17 /2010 Requestor: Andrew Marceau
Instrument Supervisof: Andrew Marceau Phone #:

Taken By: Harnois

Problem: Touch Screen will not activate or resond to touch,

Laboratory Response: Asked D/C Marceau to turn instrument on and off and retry, this did not

help. Will be in Barre to address issue

Work Performed:

Arrived in Barre PD to find DataMaster DMT Touch Screen not responding to tQuch. I found throught
troubleshooting that the screen had been shifted to one side. Re-centered the touch screen in the case, tightened the
screen to the case. Instrument running correctly now.

X] On Site D In-house P

Performed By: Steven E Harnois ~ ' Date: 2/ 17/2010

ALC 626 Rev 1 06/07



DIAGNOSTIC RESULT

DataMaster DMT: 103909 - | ’
Calibration Date;:  12/15/2009 : e i

Certification Date: 12/15/2009

TosDater 0000 DEPARTMENT OF HEALTH

Time: 14:03

VERSIONS

DMT 1.04

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.86°C
Breath Tube = 47.77°C
Digital Sim = 33.9°C
SETTINGS

Lamp Voltage =1.72 Vv
Cooler Voltage = 1.71 V
Bias Voltage = 80.6 V
Chopper Freq = 538.5 Hz

PUMP INFO
Flow Rate = 4.604 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) 0.3522 0.3532
MIN(V) 0.3506 0.3512

FILTER INFO

Filter 1 0.352 Zero = true
Filter 2 0.615 Zero = true
Filter 3 0.110 Zero = true

CALIBRATION CHECK
Xqg = 0.0801 0.32%

DMT Serial Number #103909 Page 1 of 1

02/17/2010 14:04




o O Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Barre PD DataMaster Serial #: 1039509
Date: 1/21/2010 - Requestor: Andrew Marceau
Instrument Supervisor: Andrew Marceau - Phone #: 476 6613

Taken By: Harnois

Problem: Simulator Vapor Low

Laboratory Response: Will be there on Friday

Work Performed: Checked the simulator pressure, found to be good. , Checked the simulator
temperature found to be 0.3 degrees low, adjusted the simulator temp to 34 +/- 0.1, changed the
solution and ran a simulator solution change protocol, this passed, instrument returned to service.

X OnSite [ ] In-house

7l
Performed By: Steven E Harnois <7 ﬁ/ Date:  01/22/2010

"ALC 626 Rev 1 06/07



Alcohol (g/210L)
——— Flow Rate(L/M)

gatvoaze <
-;ma-,,‘““ ,:“*al?r - 0.06 ; 24.0

Check-In Confirmation Test

STATE OF VERMONT 0.04 : 16.0

DataMaster DMT: 103909

BARRE CITY PD

Certification Date: 12/15/2009
Installation Date: 12/18/2009

Time: 10:04:20

Subject Name: TEST T TEST

Date of Birth: 01/22/2010 Age: 0
Guardian Present: N

Gender: M

License #: 0 VT 0.00

0 10 20 30 40 50 60 70 80 90 100110120
Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 10:08
CALIBRATION CHECK PASSED 10:056
SIMULATOR VAPOR 0.093 10:05
BLANK TEST 0.000 10:06

SUBJECT SAMPLE (Vol=1.7L) 0.000 10:08

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.098

Sim. Vapor Range 0.093 - 0.103
Simulator Temp 34.0°C

DMT Serial Number #103909 Pagelof1 01/22/2010 10:09



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 103909 R ,
Location: BARRE CITY PD i\’_\ VERM
Date: 01/22/2010 ' “nus - ’

- DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = (.098 g/210L

Lot# = 10-15-100

Range = 0.093-0.103

Average = 0.097 g/210L

Std Dev = (.001

Simulator Temperature: 34.1°C

Performed by .= %’“—’S Date 01/22/2010

DMT Serial Number #103909 Page 1 of 1 01/22/2010 10:51



Berlin Police Department (104609)

@

Instrument Calibrated & Certified 12/14/2009 —

Cal Std Target (g/210L) Calibration Factor
0.0990 | 0.996227
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.018 90.00 % 0.001
0.081 0.078 96.30 % 0.001
0.159 0.157 98.74 % 0.001
0.382 0.400 104.71 % 0.0Q1

-Correlation Coefficient (R) = 0.9995

Instrument Recalibrated & Recertified because Detector Voltage delta from 0.000 was

too large

Instrument Calibrated & Certified 12/15/2009 —

Cal Std Target (g/210L) , Calibration Factor
0.0990 ’ 0.988268
Linearity Check Results —
True Value (g/210L) Avérage (9/210L) | Percent Recovery Std Dev
0.020 0.018 90.00 % 0.001
0.081 0.078 96.30 % 0.001
0.159 0.156 98.11 % 0.001
0.382 0.393 102.88 % 0.000

Correlation Coefficient (R%) = 0.9997

Instrument installed 12/18/2009 —

Concentration (g/210L) Average (g/210L) Std Dev

0.098 0.095 | 0.000

Page 1 of 2



Berlin Police Department (104609)

TSI Initiated 12/19/2009 - Large change in Simulator Vapor reading

Issue resolved on-site — Simulator was inspected; no leaks found and

temperature was in range. Performed the Simulator Solution Change Protocol

successfully.

Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.094 0.0007
0.100 0.098 0.001
RPC Initiated 02/11/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.098 - 0.097 0.000

TSI Initiated 04/19/2010 — Simulator going out of range rapidly; appears to be leaking

Issue resolved on-site — Checked Simulator; holding pressure and temperature is

34 °C. Simulator Vapor is 0.001 below the certified and installation values.

DataMaster remains in service.

Concentration (g/210L)

Test Result (g/210L)

Acceptance Range

0.101

0.100

0.096 -0.106

Page 2 of 2




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104609
Location: BERLIN PD
Calibration Date:  12/15/2009
Certification Date: 12/15/2009
Installation Date;:  12/18/2009
RPC Date: 02/11/2010

Supervisor Name: BRET § MEYER

Diagnostic Results _ "

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES e
Semple Chamber = 49 03°C
Breath Tube =4803°C
Digital Sim = 34.1°C

SETIINGS

Lamp Voltage =172V
Cooler Voltage = 1.77V
Bias Voltage =804V
Chopper Freq = 545.5Hz

PUMP INFO I/

Flow Rate = 5.730 L/M

DETECTOR INFO L/
PUMP ON  OFF
MAX(V)-0.0797 -0.0760
MIN(V) -0.0815 -0.0780

" FILTER INFO l/
Filter 1 -0.078 Zero = true
Filter 2 0.234 Zero =
Filter 3 -0.094 Zeto = true

CALIBRATION CHECK v
Xq=0.0767 0.34%

Routine Performance Check Passed

.10

.08

-04

.02

.00

7~~~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precigion Check /
Concentration = 0,098 g/210L,
. Lot# = 10-15-100
Average = 0.097 g/210L
Std Dev = 0.000

o

RFI Interference Test

RFI detected

Passed .

—— Flow Rata(L/M)

{\_—% Alcohol (g/210LY

0

10 20 30 40 7680 90

Performed by . &7 A Mup

| Reviewed by“j/‘f‘;?g/t‘.‘v\ //a ool Y

DMT Beria) Number #10460%

Date 02/11/2010
Date 7/ / (6 / (&

Pags ] of 1 02/11/2010 09:34




INSTALLATION REPORT

DataMaster DMT: 104609 >

o e e, VERMONT
Calibration Date:  12/15/2009 ) T ) ,

Certification Date: 12/15/2009

mtedby.  stevenenamos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check

Concentration = 0.098 g/210L -
VERSIONS Lot # = 10-15-100 l/
DMT 1.04 ] Average = (0.095 g/210L
PIC 2.05 Std Dev = 0.000
vodem 106 &
Questions 1.00
Reports 1.02 RFI Interference Test | -

RFI detected

TEMPERATURES
Sample Chamber = 48.80°C -
Breath Tube =48.11°C  “~ Sample Acceptance Test __—
Digital Sim =33.8°C Passed
SETTINGS
Lamp Voltage =1.72V L

Cooler Voltage =1.77 V w
Bias Voltage =804V
Chopper Freq = 536.1 Hz

0.10 e 40.0
PUMP INFO -
FlowRate=5771LIM  *~ o Rate iy

0.08 32.0
DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0018 0.0047 o
MIN(V) 0.0002 0.0026 0.06 24.0
FILTER INFO
Filter 1 0.002 Zero = true e 0.04 16.0
Filter 2 0.311 Zero=true ‘
Filter 3 -0.022 Zero =true

. 0.02 8.0
CALIBRATION CHECK b/\/\
Xq=0.0759 1.35% [
INSTALLATION PASSED 0.00 e e TS T 0
e

Performed by At ﬂgw»@ Date 12/18/2009

L

A 4 ~
Reviewed by \| \C]({ﬁé 7 a// JN— Date / }/ R//Oﬁ
DMT Serial Number #10%609 / Page 1 of 1 12/18/2009 13:00




CERTIFICATION REPORT

DataMaster DMT: 104609

Calibration Date: 12/15/2009
Certification Date: 12/15/2009

Certified by: STEVEN E HARNOIS

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.74°C
Breath Tube =48.10°C

SETTINGS

Lamp Voltage =1.72V
Cooler Voltage=1.77V
Bias Voltage =805V
Chopper Freq =542.4 Hz

PUMP INFO
Flow Rate = 5.937 L/M

DETECTOR INFO
PUMP ON OFF
MAX(V) 0.0091 0.0096
MIN(V) 0.0067 0.0075

FILTER INFO

Filter 1 0.008 Zero = true
Filter 2 0.315 Zero =true
Filter 3 0.012 Zero = true

CALIBRATION CHECK
Xq=0.0765 0.56%

DMT Serial Number #104609

Options -

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no »
Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 ) 12/15/2009 12:14



Linearity Check Results DMT Linearity

True Value  Reported Average Std Dev 0.50

0.020 g/210L  0.018 g/210L 0.001

Lot # 10-13-020 0.40

0.081 g/210L  0.078 g/210L 0.001 /
Lot # 10-19-080 0.130

0.159g/210L  0.156 g/210L 0.001 g

Lot # 10-20-160 ‘ £0.20

0.382g/210L  0.393 g/210L 0.000 = /I/

Lot # 09-36-400 0.10

R? = 0.9997 0.00 /

0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-080A1 '
Interference Detected 0.20 ; E i é é 40.0
0.18 |-)==— Alcohol (g/210L) ‘ 36.0
Mouth Alcohol Test —— Flow Rate(L/M) :
Mouth Alcohol Detected 0.16 /J\ 32.0
0.14 : A 28.0
0.12 24.0
0.10 . 20.0
RF Interference Test 0.08 16.0
R¥1 detected 0.06 : 1.0
0.04 4 \ 8.0
0.02 \‘ : 4.0
0.00 L 0.0

0 5 10 15 20 25 30 35 40 45 50 55 60

0.10 : : 7 7 40.0

Sample Acceptance Test Alcohol (g/210L)

Passed Flow Rate (L/M)

0.08 32.0
0.06 \1 24.0
0.04 16.0
0.02 7 8.0

CERTIFICATION PASSED 0. 00 [ 0.0
) 0 510 15 20 25 30 35 40 45

; /
Performed by Lt /4"”"'\9 Date 12/15/2009

Reviewed by MAA" Date | ‘ 11 ‘ ()ﬁ

DMT Serial Number #104609 Page 2 of 2 12/15/2009 12:14



CALIBRATION REPORT

DataMaster DMT:
Calibration Date:
Calibrated by:

Lot:

Ca = 0.099000
CAL = 0.988268
bl = 0.000000
b2 = 0.003878
b3 = 0.000000
Xq = 0.077029
a2l = 1.197855
a3l = 0.429991

104609

12/15/2009

STEVEN E HARNOIS

10-12-100
0.800 <= CAL < 1
0.000 <= bl < 0
0.001 <= b2 < 0
0.000 <= b3 < 0
0.050 <= Xq < 0
1.050 <= a2l < 1
0.300 <= a31 < 0

Performed by %ﬂmﬁ

DMT Serial Number #104609

7~~~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

12/15/2009

12/15/2009 09:56



CERTIFICATION REPORT

. DataMaster DMT: 104609

Calibration Date:  12/14/2009
Certification Date: 12/14/2009

Certified by: STEVEN E HARNOIS

»~~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.74°C
Breath Tube =48.10°C

SETTINGS

Lamp Voltage =1.72V
Cooler Voltage=172 V
Bias Voltage =804V
Chopper Freq = 540.0 Hz

PUMP INFO
Flow Rate = 6.027 L/M

DETECTOR INFO

PUMP ON  OFF

MAX(V) 0.1337 0.1354

MIN(V) 0.1313 0.13 T

FILTER INFO

Filter 1 0.134 Zero = true
Filter 2 0.431 Zero =true
Filter 3 0.129 Zero = true

CALIBRATION CHECK
Xq=0.0767 0.56%

DMT Serial Number #104609

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

- Alcohol Display: yes

Show Two Digits: no

‘Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/14/2009 11:13



Linearity Check Results _ DMT Linearity
True Value  Reported Average Std Dev
0.020 g/210L 0.018 g/210L 0.001

Lot # 10-13-020 .
0.081 g210L  0.078 g/210L 0.001 : /
Lot # 10-19-080 |

0.159g/210L  0.157 g210L 0.001
Lot # 10-20-160

0.382g/210L  0.400 g/210L 0.001 ' /l/
Lot # 05-36-400 : ‘ 0.10 :
R?=0.9995 0.00 /

[
o
(=)

(=)
.
<

(=)
w
o

True Values
o
N
[ae]

0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-080A )
Interference Detected 0.30 , A 40.0
o Al cohol {g/210L) /./’\
Mouth Alcohol Test 0.25 || Flow Rate(L/M) ™ 33.3
Mouth Alcohol Detected /\
' ‘ 0.20 - : 26.7
0.15 20.0

RF Interference Test

RFI detected 0.10 ' - 13.3
' \/ v ,\

0.05 " 6.7
0.00 : 0.0
0 5 10 15 20 25 30

0.10 e 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed —— Flow Rate (L/M)

0.08 32.0

0.06 24.0

ﬂ 7]

0.04 16.0

0.02 8.0

CERTIFICATION PASSED 0.00 [- T\ 0.0

Performed by - /‘é"' %"""& Date 12/14/2009

Reviewed by Date

DMT Serial Number #104609 Page 2 of 2 12/14/2009 11:13



CALIBRATION REPORT

DataMaster DMT: 104609

Calibration Date:  12/14/2009
Calibrated by: STEVEN E HARNOIS
Lot: 10-12-100

Ca = 0.099000

CAL = 0.996227 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.003428 0.001 <= b2 <
b3 = 0.000000 0.000 <= b3 <
Xq = 0.077202 0.050 <= Xq <
a2l = 1.198750 1.050 <= a2l <
a3l = 0.423798 0.300 <= a3l <

OHOOOOK

Performed by . séf;_’}d,,}

DMT Serial Number #104609

7~ VERMONT

DEPARTMENT OF HEALTH

.200
.004
.012:
.004
.200
.300
.800

Date

© Pagelofl

;e
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12/14/2009

12/14/2009 09:19



/Q\ Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Berlin PD DataMaster Serial #: 104609
Date: 4/19/2010 Requestor: Chad Bean
Instrument Supervisor: Chad Bean Phone #:

Taken By: A. Bolduc

Problem: Simulator going out of range rapidly, appears to be leaking

Laboratory Response: ___Had supervisor check simulator for leaks, seems to be not holding
pressure well. Will respond with a new simulator

Work Performed:

Checked simulator, Simulator is holding pressure and has no leaks temp is 34 deg C, Instrument Simulator Vapor is
0.001 below certified and installed value. Instrument fo remain in service,

X OnSite [ ] In-house

Performed By: Steven Harnois Date:  4/22/2010

ALC 626 Rev 1 06/07



DIAGNOSTIC RESULT

DataMaster DMT: 104609 > | j ‘
oo e VERMONT
Calibration Date: 12/15/2009 s . , -
Certification Date: 12/15/2009
Installation Date: /18/2009 , . ' ‘
TostDater 0422000 DEPARTMENT OF HEALTH

Time: 12:44

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube = 48.11°C
Digital Sim = 34.,0°C
SETTINGS

Lamp Voltage =1.72 Vv
Cooler Voltage = 1.77 V
Bias Voltage = 80.5V
Chopper Freq = 546.5 Hz

PUMP INFO
Flow Rate = 5.701 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0370 -0.0348
MIN(V) -0.03%0 -=0.0372

FILTER INFO

Filter 1 -0.037 Zero = true
Filter 2 0.278 Zero true
Filter 3 -0.044 Zero true

CALIBRATION CHECK
Xg = 0.0762 1.01%

DMT Serial Number #104609 Page 1 of 1 04/22/2010 12:45



Check-In Confirmatiqn Test

STATE OF VERMONT

DataMaster DMT: 104609

BERLIN PD

Certification Date: 12/15/2009
Installation Date: 12/18/2009

Date: 04/22/2010
Time: 12:40:02

Subject Name: TEST T TEST

Date of Birth: 04/22/2010 Age: 0
Guardian Present: N

Gender: M

License #: 0 VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 12:40
CALIBRATION CHECK PASSED 12:41
SIMULATOR VAPOR 0.100 12:41
BLANK TEST 0.000 12:42
SUBJECT SAMPLE (Vol=1.7L) 0.000 12:42
All alcohol values reported in g/210L

Sim. Vapor Concentration 0.101

Sim. Vapor Range 0.096 -~ 0.106

Simulator Temp 34.0°C

DMT Serial Number #104609

0.06

Page 1 of 1

40.0

Alcohol (g/210L)
—— Flow Rate (L/M)
32.
24.
16.
8.
0.

20

25 30

04/22/2010 12:43



o Vermont Department of Health Laboratory
/\ + 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Berlin PD DataMaster Serial #: 104609
Date: 12/19 /2009 Requestor: Bolduc
Instrument Supervisor: Phone #:

Taken By: Harnois

Problem: Large Change in Simulator Vapor Reading

Laboratory Response: Simulator inspection, Simulator solution Change

Work Performed: Inspected simulator, Found No leaks, Thermometer indicated
Temperature was 34.0deg c. Replaced simulator solution as directed and performed
simulator solution change protocol. Protocol was run successfully

DA On Site [ ] In-house

Date: 12/24 /2009

Performed By: Steven Harnois

ALC 626 Rev 1 06/07



SIMULATOR SOLUTION CHANGE REPORT

7”7~ VERMONT

DEPARTMENT OF HEALTH

DataMasier DMT: 104609
Location: BERLIN PD
Date: 12/24/2009

Performed by: STEVEN E HARNOIS

Accuracy and Precision Check

Concentration = (.100 g/210L

Lot # = (09-40-100

Range = 0.095-0.105
Average = 0.098 g/210L

Std Dev = 0.001

Simulator Temperature: 34.0°C

Performed by - )#5 %’ﬁj’

DMT Serial Number #104609

Date

Page 1 of 1

12/24/2009

12/24/2009 14:19



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104609

Date: 12/24/2009
Time: 13:11:57

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 10-15-100
SOLUTION CONCENTRATION: 0.0098

BLANK TEST 0.000 13:12
CALIBRATION CHECK PASSED 13:12
SIMULATOR VAPOR (34.1°C) 0.095 13:13
SIMULATOR VAPOR (34.0°C) 0.094 13:14
SIMULATOR VAPOR (34.1°C) 0.094 13:15
SIMULATOR VAPOR (34.1°C) 0.095 13:16
SIMULATOR VAPOR (34.0°C) 0.095 13:17
SIMULATOR VAPOR (34.0°C) 0.094 13:18
SIMULATOR VAPOR (34.1°C) 0.096 13:19
SIMULATOR VAPOR (34.1°C) 0.085 13:20
SIMULATOR VAPOR (34.0°C) 0.095 13:21
SIMULATOR VAPOR (34.0°C) 0.096 13:22
BLANK TEST 0.000 13:22
Average = 0.094

Std Dev = 0.0007

DMT Serial Number #104609
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Montpelier Police Department (104809)

lnétrument Calibrated & Certified 12/15/2009 —

Cal Std Target (g/210L)

Calibration Factor

0.0990

70.992614

Linearity Check Results —

True Value (g/210L) | Average (g/210L) | PercentRecovery Std Dev
0.020 0.019 95.00 % 0.000
0.081 0.078 96.30 % 0.000
0.159 0.155 97.48 % 0.000
0.382 0.390 102.09 % 0.001
Correlation Coefficient (R%) = 0.9996
Instrument installed 12/18/2009 — »
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.094 0.000

TSI Initiated 12/28/2009 — Simulator out of range
Issue resolved on-site — Simulator temperature @ 34.0 °C and simulator

pressure within specified range. RPC performed and concentration reading low.

Followed Solution Change Protocol and DataMaster failed first test. While

working on instrumentation, analyst noted that a HVAC vent was blowing on the

back of their neck (air flow appeared to be blowing directly on the simulator jar).

HVAC vent was closed and the DataMaster passed second test for solution

change protocol after ten minutes of equilibration. RPC successfully repeated

and instrument was placed back in service.

Concentration (g/210L) Average (g/21 OL) Std Dev
0.098 0.093 0.0004
0.103 0.098 0.001
0.103 0.099 0.000
0.103 0.099 0.0005

Page 1 of 3




Montpelier Police Department (104809)

TSI Initiated 01/06/2010 — Simulator Vapor Low
Issue resolved on-site — checked all aspects of Simulator and found no
deviancies. Applied Simulator Jar Protector, foam packing material was used to

shield simulator jar from room air flow. Allowed to equilibrate for 15 - 20 minutes

and simulator vapor was improved, but at low end of range. Performed simulator

solution change protocol — the percent recovery of the simulator solution was

improved compared to the percent recovery at installation. Analyst concluded air

draft from HVAC may be cooling the simulator jar.

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.103 0.098 | 0.098 - 0.108
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.100 0.000
RPC Initiated 02/25/2010 — .
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.000

03/08/2010 - Per the request of the Program chief, the technician contacted the
Mdntpelier Police Department and asked that the simulator jar insulation be

removed fro‘m instrument.

RPC Initiated 06/01/2010 (including Simulator Solution Change) -

Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.001
RPC Initiated 02/25/2010 —
Concentration (g/210L) -Average (g/210L) Std Dev
0.101 0.101 0.000

Page 2 of 3




Montpelier Police Department (104809)

Notes:

1. Analyst was asked to remove shielding from the simulator jar — 03/08/2010
- (documentation confirmed in technician’s notebook) |

2. No documentation of reported conversations with Toxicology Program Chief
concerning placement of shielding on Simulator Jar.

Page 30of 3



RECEIVED

JUN 092010
ROUTINE PERFORMANCE CHECK REPORT Vermont Department of

Health Laboratory

DataMaster DMT: 104809 o »
Location: MONTPELIER PD f\‘\ VERM
Calibration Date:  12/15/2009 ' T . . h

Certification Date: 12/15/2009

RPCDuter 06012010 DEPARTMENT OF HEALTH

Supervisor Name: CHAD BEAN

Diagnostic Results ~ Accuracy and Precision Check

Concentration = 0.101 g/210L
VERSIONS - Lot# = 10-18-100
DMT 1.04 Average = (.101 g/210L
PIC 2.05 ) Std Dev = (.001
Modem 1.06
Questions 1.00
Reports 1.02 RFI Interference Test .~

' , i RFI detected

TEMPERATURES -
Sample Chamber = 49.03°C
Breath Tube = 48.08°C Sample Acceptance Test
Digital Sim = 34.1°C Passed

SETTINGS

Lamp Voltage =168V
Cooler Voltage =171V
Bias Voltage =805V
Chopper Freq =546.8 Hz

PUMPINFO =~

Flow Rate = 5.639 L/M Alconol [g/270L)

Flow Rate (L/M)

g 0.08
DETECTOR INFO ./~
PUMP ON OFF ,

MAX(V)-0.0984 -0.0967
MIN(V)-0.1014 -0.0986

32.0

FILTER INFO
Filter 1 -0.098 Zero =true 0.04 : 16.0
Filter 2 0.547 Zero=true
Filter 3 0.380 Zero = true

- |
Routine Performance ChCCk Passed 0.00 0 10 20 30 40 50 50 70 80 90

CALIBRATION CHECK
Xq=0.0764 0.45% n n f

Performed by K}» Date 06/02/2010
Reviewed by ﬁ’bt/ G A;Zamzxoff‘ , Date é / [C / 47

DMT Serial Number #104809 Page 1 of 1 06/02/2010 00:05




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104809

Location: , MONTPELIER PD
Calibration Date:  12/15/2009
Certification Date: 12/15/2009
Installation Date:  12/18/2009

RPC Date: 02/25/2010
Supervisor Name: CHAD L BEAN

Diagnostic Results

VERSIONS 7
DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

H,/
TEMPERATURES
Sample Chamber = 48.97°C
Breath Tube =47.10°C

Digital Sim =34.1°C

SETTINGS ~

Lamp Voltage =1.68V
Cooler Voltage =171 V
Bias Voltage =80.4V
Chopper Freq = 546.1 Hz

PUMP INFO -~
Flow Rate =5.576 LM

DETECTOR INFO—
PUMP ON  OFF.
MAX(V) -0.0852 -0.0827
MIN(V) -0.0880 -0.0846

FILTER INFO =~

Filter 1 -0.083 Zero = true 0.

Filter 2 0.554 Zero =true
Filter 3 0.380 Zero = true

CALIBRATION CHECK. ~
Xq =0.0757 0.46%

Routine Performance Check Passed

.10

.08

.06

04

.02

.00

RECEIVED
AR 0§ 200

ot ﬂe‘uqﬁ'meﬂi Of

7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

. Concentration = 0.101 g/210L
Lot # = 10-18-100
Average = 0.101 g/210L
Std Dev = 0.000

RFI Interference Test _ -~
RFI detected

Sample Acceptance Test v
Passed

—— 40.0
Alcohol (g/210L)
Flow Rate (L/M)
4 32.0
.,.4 24.0

I

10 15 20 25 30 35 40 45 50 55 60

Performed by x/""?”ng

Reviewed by

=
77’6\/&:/1 /‘*{‘Ot-o’m.r)éﬁ

DMT Serial Number #104809

Page 1 of 1

02/25/2010

3/?/10

Date

Date

02/25/2010 17:55



INSTALLATION REPORT

DataMaster DMT: 104809

Location: MONTPELIER PD
Calibration Date: 12/15/2009
Certification Date: 12/15/2009
Installation Date:  12/18/2009

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS

‘DMT 1.04 -
PIC 2.05 /
Modem 1.06

Questions 1.00

Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C /
Breath Tube =43.59°C

——
SETTINGS
Lamp Voltage =1.67V
Cooler Voltage=1.71 V
Bias Voltage =803V
Chopper Freq =532.4 Hz

. / 0.

-

PUMP INFO
Flow Rate = 5.344 LM

DETECTOR INFO 0
PUMP ON OFF ,
MAX(V)-0.1293 -0.1232 «

MIN(V)-0.1313 -0.1250

FILTER INFO

Filter 1--0.124 Zero = true
Filter 2 0.516 Zero =true
Filter 3 0.291 Zero = true

CALIBRATION CHECK 0.
Xq=0.0750 1.37%

INSTALLATION PASSED 0.

g ds /‘Scﬂm-

Performed by

10

.08

.06

.04

02

00

7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot # = 10-15-100
Average = 0.094 g/210L
Std Dev = 0.000

- RFI Interference Test -
RFI detected

Sample Acceptance Test —

Passed

7 40.0
e A1 cohol {g/210L)
——— Flow Rate (L/M)
32.0
24.0

Reviewed by \’ } \ \ﬂlﬂ ﬂ Al M

DMT Serial Number #104809

5 10 P 15 20 25 30
[
Date 12/18/2009
Date / ,l/ a//o‘)

Page 1 of 1

12/18/2009 09:48



DIAGNOSTIC RESULT

DataMaster DMT: 104809 = - T
Location: MONTPELIER PD ’\Q\ l
Calibration Date:  12/15/2009 ' e ] _

Certification Date;: 12/15/2009

TesDater 1211812009 DEPARTMENT OF HEALTH

Time: 10:57

VERSIONS

DMT 1.04

PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube = 42.89°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage = 1.68 V
Cooler Voltage = 1.71 V
Bias Voltage = 80.4 V
Chopper Freg = 535.7 Hz

PUMP INFO
Flow Rate = 5.514 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.0967 ~-0.0917
MIN(V) -0.0992 -0.0833

FILTER INFO

Filter 1 -0.093 Zero true
Filter 2 0.541 Zero true
Filter 3 0.342 Zero = true

it

CALIBRATION CHECK
Xg = 0.0754 0.80%

DMT Serial Number #104809 Page 1 of 1

12/18/2009 10:59




CERTIFICATION REPORT

DataMaster DMT: 104809
Calibration Date:  12/15/2009
Certification Date: 12/15/2009

Certified by: STEVEN E HARNOIS

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube = 48.08°C

SETTINGS

Lamp Voltage =1.68V
Cooler Voltage =1.71 V
Bias Voltage =80.4V
Chopper Freq =541.0 Hz

PUMP INFO
Flow Rate = 5.692 L/M

DETECTOR INFO

PUMP ON  OFF
MAX(V) -0.0028 -0.0008
MIN(V)-0.0053 -0.0028

FILTER INFO

Filter 1 -0.002 Zero = true
Filter 2 0.623 Zero = true
Filter 3 0.457 Zero = true

CALIBRATION CHECK
Xq=0.0763 0.34%

DMT Serial Number #104809

VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/15/2009 08:47




Linearity Check Results
True Value

0.020g210L  0.019 g/210L
Lot # 10-13-020
0.081 g210L  0.078 g/210L
Lot # 10-19=080
0.159g210L  0.155 g210L
Lot # 10-20-160
0.382g210L ~ 0.390 g/210L

Lot # 09-36-400
R?2=0.9996
Acetone Interference Test

Lot # 10-05-080A1
Interference Detected

Mouth Alcohol Test
Mouth Alcohol Detected

RF Interference Test
RFI detected

Sample Acceptance Test
Passed

CERTIFICATION PASSED

Reported Average Std Dev

0.000

0.000

0.000

0.001

Performed by =~ )‘4?(’—:> %””E;)

Reviewed byv% W{’

DMT Serial Number #104809

DMT Linearity
0.50
0.40 /////;;ir
% O - 30 /
>
£0.20
" /
0.10
.00
0.00 0.10 0.20 0.30 0.40 0.50
DMT Results
: : 40.0
Alcohol (g/210L)
Flow Rate (L/M) 33 %
- . 26.7
. * 20.0
g 13.3
P 6.7
i : ; f 0.0
5 10 15 20 25 30 35 40 15
: , : : 40.0
Alcohol {(g/210L)
—— Flow Rate (L/M)
: 2.0
| f 16.0
S— 8.0
E ﬂé 0.0
5 10 15 20 25 30

Date 12/15/2009

35

40 45 50 55 60

pate (2171 09

Page 2 of 2

12/15/2009 08:48



CALIBRATION REPORT

DataMaster DMT: 104809
Calibration Date;: 12/15/2009
Calibrated by: STEVEN E HARNOIS

Lot: 10-12-100

Ca = 0.099000

CAL = 0.992614 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.006893 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xq = 0.076077 0.050 <= Xq < 0.200

a2l = 1.224887 1.050 <= a2l < 1.300

a3l = 0.472122 0.300 <= a3l < 0.800

Performed by /&T-’%M Date 12/15/2009

DMT Serial Number #104809 Page 1 of 1 12/15/2009 07:18



RECEIVED

SIMULATOR SOLUTION CHANGE REPORT JUN 09 2010

Vermont Department of
DataMaster DMT: 104809 = Wr
Location: MONTPELIER PD ’\*\ VE ONT
Date: 06/01/2010 > 4 S A L
Performed by: ~ CHAD BEAN _
DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.101 g210L

Lot# = 10-18-100

Range = 0.096 - 0.106

Average = (.101 g/210L

Std Dev = (0.000

Simulator Temperature: 34.1°C

Performed by b Y Date 06/01/2010

DMT Serial Number #104809 Page 1 of 1 06/01/2010 23:11



o Vermont Department of Health Laboratory
/\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Montpelier PD DataMaster Serial #: 104809
Date: 1/ 6/2010 Requestdr: Bean / Nolan
Instrument Supervisor: , : Phone #:

Taken By: Harnois

Problem: Simulator Vapor Low

Laboratory Response: Asked supervisors to try a couple of shielding from Air Flow in the room
to no avail.

Work Performed: Got Montpelier PD found that the sim vapor was low, checked all
aspects of simulator again, with no deviancies found. Applied the Simulator Jar Protector,
Waited 15 — 20 minutes, ran a check to find out what the sim vapor was, it was better, on
the low end of the range. Changed the Simulator solution, Ran the protocol for simulator
solution change, Recovery of vapor delta from value measured was much less then
installation or last time the sim solution was changed. Conclusion, there is a draft of air
cooling the simulator in the room, Simulator Jar Protector is shilding the Simulator Jar
from the invisible air currents in the room. ‘

Xl OnSite  [] In-house

. ,”}qf
Performed By:Steven Harnois 4.2 Date: 1/7 /2010

ALC 626 Rev 1 06/07



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104809 v T 1T
Location: MONTPELIER PD ’\ VE h l
Date: : 01/07/2010 ' T s i .

o DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.101 g/210L

Lot# = 10-18-100

Range = 0.096-0.106

Average = (.100 g/210L

Std Dev = 0.000

Simulator Temperature: 34.2°C

Performed by . sét= 7@»@ Date 01/07/2010

DMT Serial Number #104809 Page 1 of 1 A 01/07/2010 14:43



. Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 104809
MONTPELIER PD

Certification Date: 12/15/2009
Installation Date: 12/18/2009
Date: 01/07/2010
Time: 13:31:04

Subject Name: TEST TEST

Date of Birth: 01/07/2010 Age: 0
Guardian Present: N

Gender: M

License #: NONE VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 13:32
CALIBRATION CHECK PASSED 13:32
SIMULATOR VAPOR 0.098 13:32
BLANK TEST 0.000 - 13:33

SUBJECT SAMPLE (Vol=2.0L) 0.000 13:33
All alcohol values reported in g/210L

3im. Vapor Concentration 0.103

Sim. Vapor Range 0.098 - 0.108
Simulator Temp 34.0°C

DMT Serial Number #104809

Page 1 of 1

40.0

Alcohol (g/210L)
Flow Rate (L/M)
32.0
/\/, 24.0
16.0
8.0
0.0
5 10 15 20 25 30

01/07/2010 13:34



o Vermont Department of Health Laboratory
/\\ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125

DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Montpelier DataMaster Serial #: 104809
Date: 12/28 /2009 Requestor: Chad Bean
Instrument Supervisor: Phone #: 2233445

Taken By: Harnois

Problem: Simulator out of range

Laboratory Response: Will be down to look at.

Work Performed: Checked simulator temperature, at 34.0 deg C. Checked Simulator Pressure,
held pressure within specification. Ran accuracy and precision test, solution reading low.
Changed the solution and proceeded thought the solution change protocol, Failed on first
attempt. While examining the instrument I noticed on the back of my head a strong air flow from
the HVAC system, when I was not standing in the way it was blowing directly on the instrument,
including the simulator. Closed the HVAC vent, allowed the instrument to stabilize for about 10
minutes and reran the solution change protocol again with the instrument passing. Ran an
accuracy and precision test with the results passing again. Instrument placed back in service.

On Site  [] Tn-house

7
Performed By: Steven Harnois @ Date: 12/30 /2009
P

ALC 626 Rev 1 06/07
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104808

Date: 12/30/2009
Time: 11:26:32

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 10-17-100
SOLUTION CONCENTRATION: 0.103

BLANK TEST 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR (34.1°C) 0.099
SIMULATOR VAPOR (34.1°C) 0.100
SIMULATOR VAPOR (34.3°C) 0.100
SIMULATOR VAPOR (34.2°C) 0.100
SIMULATOR VAPOR (34.1°C) 0.101
SIMULATOR VAPOR (34.2°C) 0.099
SIMULATOR VAPOR (34.2°C) 0.100
SIMULATOR VAPOR (34.2°C) 0.100
SIMULATOR VAPOR (34.2°C) 0.100
SIMULATOR VAPOR (34.1°C) 0.100
BLANK TEST 0.000
Average 099

= 0.
Std Dev = 0.0005

DMT Serial Number #104809
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SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104809 o
Location: MONTPELIER PD ’\ VERM .
Date: 12/30/2009 ' T hed '

o DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L

Lot # = 10-17-100

Range = 0.098 - 0.108

Average = 0.099 g/210L

Std Dev = 0.000

Simulator Temperature: 34.2°C

Performed by »__sdb=- A = Date 12/30/2009

DMT Serial Number #104809 Page 1 of 1 12/30/2009 11:24



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104809 : o
Location: MONTPELIER PD i\*\ VERM
Date: 12/30/2009 ' T 1 ] . -

Performed by: STEVEN E HARNOIS

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L

Lot # = 10-17-100

Range = 0.098-0.108
Average = 0.098 g/210L

Std Dev = 0.001

Simulator Temperature: 34.1°C

Performed by Mi\/‘; Date

DMT Serial Number #104809 Page 1 of 1

12/30/2009

12/30/2009 11:05



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104808

SIMULATOR

SIMULATOR

Average =
Std Dev =

e 1
Roet”

Date: 12/30/2009
Time: 09:38:19

SUPERVISOR NAME :

SIMULATOR VAPOR (34.
SIMULATOR VAPOR (34.
SIMULATOR VAPOR (34.
SIMULATOR VAPOR (34.

SIMULATOR VAPOR (34.
SIMULATOR VAPOR (34.
SIMULATOR VAPCR (33.
SIMULATOR VAPCR (34.
BLANK TEST

SOLUTION LOT #: 10-15-100
SOLUTION CONCENTRATION: 0.098

CALIBRATION CHECK

VAPOR (34.

2
1
1
0
0
VAPOR (34.1°
1
2
9
2

0.093
0.0004 4
rOT g
P .
¢ 44

A

STEVEN E HARNOIS

0.093 09:40
0.093 09:41
0.094 09:42
0.094 09:43
0.094 09:44
0.094 09:45
0.094 09:46
0.094 09:47
0.094 09:48
0.000 09:49

o~ N

Go M A\

DMT Serial Number #104809
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Montpelier Police Department (104809

Instrument Calibrated & Certified 12/15/2009 —
Cal Std Target (g/210L)

Calibration Factor

0.0990 - 0.992614
Linearity Check Results —

True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.019 95.00 % 0.000
0.081 0.078 96.30 % 0.000
0.159 ',.,-10.1"55 97.48 % 0.000
0.382 0.390 102.09 % 0.001

Correlation Coefficient (R%) = 0.9996
Instrument installed 12/18/2009 -
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.094 0.000

TSI Initiated 12/28/2009 — Simulator out of range
Issue resolved on-site — Simulator temperature @ 34. 0 °C and simulator

pressure within specified range. RPC performed and concentration reading low.
Followed Solution Change Protocol and DataMaster failed first test. While

working on instrumentation, analyst noted that a HVAC vent was blowing on the

back of their neck (air flow appeared to be blowing directly on the simutator jar).

HVAC vent was closed and the DataMaster passed second test for solution

change protocot after ten minutes of equilibration. RPC successfully repeated

and instrument was placed back in service.

Cohcentration (g/210L) Average (g/210L) Std Dev
0.098 0.093 0.0004
0.103 0.098 0.001
0.103 0.099 0.000
0.103 0.099 0.0005

Page1of 3




Montpelier Police Department (104809)

TSI Initiated 01/06/2010 - Simulator Vapor Low
Issue resolved on-site — checked all aspects of Simulator and found no

deviancies. Applied Simulator Jar Protector, foam packing material was used to

shield simulator jar from room air flow. Aliowed to equilibrate for 15 — 20 minutes

and simulator vapor was improved, but at low end of range. Performed simulator

solution change protocol — the percent recovery of the simulator solution was

improved compared to the percent recovery at installation. Analyst conciuded air

draft from HVAC may be cooling the simulator jar.

Concentration (g/210L) Test Result (g/210L) Acceptance Range
0.103 0.098 0.098 - 0.108
Concentration (g/210L) Average (9/210L) Std Dev
0.101 0.100 0.000
RPC Initiated 02/25/2010 — .
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.000

03/08/2010 — Per the request of the Program chief, the technician contabted the
Mdntpelier Police Department and asked that the simulator jar insulation be

removed from instrument.

RPC Initiated 06/01/2010 (including Simulator Solution Change) -

Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.001
RPC Initiated 02/25/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.101 0.000

Page 20f 3




Montpelier Police Department (1 04809)

Notes:

1. Analyst was asked to remove shielding from the simulator jar — 03/08/2010
- (documentation confirmed in technician’s notebook)

2. No documentation of reported conversations with Toxicology Program Chief
concerning placement of shielding on Simulator Jar.

Page 3 of 3




RECEIVED

JUN 09 2010

ROUTINE PERFORMANCE CHECK REPORT Vermont Department of
' Health Laboratory

DataMaster DMT: 104809 X ‘
Location: MONTPELIER PD /\\ VERM
Calibration Date:  12/15/2009 ' M i ) , i

Certification Date: 12/15/2009

el in  DEPARTMENT OF HEALTH

Supervisor Name: CHAD BEAN

Diagnostic Results - Accuracy and Precision Check -
Concentration = (.101 g/210L

VERSIONS - Lot# = 10-18-100

DMT 1.04 Average = (.101 g/210L

PIC 2.05 Std Dev = (0.001

Modem 1.06

Questions 1.00

Reports 1.02 RFI Interference Test .~

‘ ‘ . RFI detected

TEMPERATURES -~

Sample Chamber = 49.03°C /

Breath Tube = 48.08°C Sample Acceptance Test

Digital Sim  =34.1°C Passed

SETTINGS =

Lamp Voltage =1.68V
Cooler Voltage =171V
Bias Voltage =80.5V
Chopper Freq =546.8 Hz

/‘ H H H H
PUMP INFP Alcohol (g/210L)
Flow Rate = 5.639 L/M e Flow Rate (L/M)

DETECTOR INFO .~
PUMP ON OFF , |
MAX(V) -0.0984 -0.0967

MIN(V)-0.1014 -0.0986

FILTER INFO  «~
Filter 1 -0.098 Zero = true 0.04 16.
Filter 2 0.547 Zero = true A

Filter 3 0.380 Zero=true

e
: ~ 0.00 i
Routine Performance Check Passed TTTIo 50 30 40 50 60 70 80 90

CALIBRATION CHECK
Xq=0.0764 0.45% : ﬂ ﬂ ﬁ

—..
—
o

D

Performed by & P Date 06/02/2010
Reviewed by %-V‘ém Ilﬁzmﬂmff‘ A Date 6 / /& / (2

DMT Serial Number #104809 Page 1 of 1 06/02/2010 00:05




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104809

Location: MONTPELIER PD
Calibration Date:  12/15/2009
Certification Date: 12/15/2009
Installation Date:  12/18/2009

RPC Date: 02/25/2010
Supervisor Name: CHAD L BEAN

Diagnostic Results

VERSIONS 7
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

Ve
TEMPERATURES ~
Sample Chamber = 48.97°C
Breath Tube =47.10°C
Digital Sim =34.1°C
SETTINGS -
Lamp Voltage =1.68V
Cooler Voltage =171V
Bias Voltage =80.4V
Chopper Freq =546.1 Hz

0.10
PUMP INFO =~
Flow Rate = 5.576 L/M
0.08
DETECTOR INFO —
PUMP ON  OFF
MAX(V) -0.0852 -0.0827 o o6

MIN(V) -0.0880 -0.0846

FILTER INFO

Filter 1 -0.083 Zero = true ~ 0.04
Filter 2 0.554 Zero = true

Filter 3 0.380 Zero = true

CALIBRATION CHECK ~
Xq=0.0757 0.46%

Routine Performance Check Passed

RE@EW%B
MAR g 1200

ema!ftmeni of

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.101g210L =
Lot # = 10-18-100
Average = 0.101 g/210L
Std Dev = 0.000

RF] Interference Test _~
RFI detected

-

Sample Acceptance Test o
Passed

— 40.0

e Alcohol (g/210L)
Flow Rate (L/M)

32.0

e 24.0

45 50 55 60

Performed by ﬂ”grw»

P ,
Reviewed by ohev e /Lq(aw nely

DMT Serial Number #104809

Date 02/25/2010

Date 3 [?/!0

Page 1 of 1

02/25/2010 17:55



INSTALLATION REPORT

DataMaster DMT: 104809

Location: MONTPELIER PD
Calibration Date:  12/15/2009
Certification Date: 12/15/2009
Installation Date:  12/18/2009

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
"DMT 1.04
PIC 2.05 /
Modem 1.06

Questions 1.00
Reports 1.02

TEMPERATURES g
Sample Chamber = 48.68°C / ﬂ‘r/
Breath Tube =43.59°C ard

N A Ts. NS

§ e 00

SETTINGS ey
Lamp Voltage =1.67V
Cooler Voltage =1.71 V
Bias Voltage =803V vd

Chopper Freq =532.4Hz

PUMP INFO 0.
Flow Rate = 5.344 L/M -

DETECTOR INFO o
PUMP ON  OFF )
MAX(V)-0.1293 -0.1232 «~
MIN(V)-0.1313 -0.1250

FILTER INFO

Filter 1 0.124 Zero=true |

Filter 2 0.516 Zero=true 0.
Filter 3 0.291 Zero =true

CALIBRATION CHECK 0.
Xq=0.0750 1.37%

INSTALLATION PASSED 0.

Performed by x,&wull %nﬁiﬁ,}y—

Reviewed by {)r\\ "\(A\’ ) ﬂ ,’(ﬂ M

10-

.08

.06

04

02

00

7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot# = 10-15-100
Average = 0.094 g/210L
Std Dev = 0.000

. RFI Interference Test -

RFI detected

Sample Acceptance Test —

Passed

7 H 40.0
Alcohol (g/210L)
——— Flow Rate (L/M)
32.0
24.0

A4 LI

T
DMT Serial Number #104809

5 10 15 20 25 30
o
Date 12/18/2009
Date 2l /O‘)
Page 1 of 1 12/18/2009 09:48



DIAGNOSTIC RESULT

DataMaster DMT: 104809

Location: MONTPELIER PD
Calibration Date: 12/15/2009
Certification Date: 12/15/2009
Installation Date:  12/18/2009

Test Date: 12/18/2009
Time: 10:57
VERSIONS

DMT 1.04

PIC 2.05

Modem 1.06

Questions 1.00

Reports 1.02

TEMPERATURES

Sample Chamber = 48.68°C
Breath Tube = 42.89°C
Digital Sim = 34.1°C
SETTINGS

Lamp Voltage =1.68 V
Cooler Voltage = 1.71 V
Bias Voltage = 80.4 V
Chopper Freg = 535.7 Hz

PUMP INFO
Flow Rate = 5.514 L/M

DETECTOR INFO

PUMP ON OFEF
MAX (V) -0.0967 -0.0917
MIN(V) -0.0982 -0.0833

FILTER INFO

Filter 1 -0.083 Zero = true
Filter 2 0.541 Zero = true
Filter 3 0.342 Zero = true

CALIBRATION CHECK
Xg = 0.0754 0.80%

DMT Serial Number #104809

7~ VERMONT

'DEPARTMENT OF HEALTH

Page 1 of 1 12/18/2009 10:59



CERTIFICATION REPORT

DataMaster DMT: 104809

Calibration Date:  12/15/2009
Certification Date: 12/15/2009

Certified by: STEVEN E HARNOIS

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube = 48.08°C

SETTINGS

Lamp Voltage =1.68V
Cooler Voltage =171 V
Bias Voltage =804V
Chopper Freq =541.0 Hz

PUMP INFO
Flow Rate = 5.692 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) -0.0028 -0.0008
MIN(V)-0.0053 -0.0028

FILTER INFO

Filter 1 -0.002 Zero =true
Filter 2 0.623 Zero = true
Filter 3 0.457 Zero = true

CALIBRATION CHECK
Xq=0.0763 0.34%

DMT Serial Number #104809

e~ VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes
Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/15/2009 08:47



Linearity Check Results DMT Linearity
True Value  Reported Average Std Dev 0.50
0.020 g/210L 0.019 g/210L 0.000
Lot # 10-13-020 0.40
0.081 g/210L 0.078 g/210L 0.000 /
Lot # 10-19=080 20.30
0.159g/210L  0.155 g/210L 0.000 5
Lot # 10-20-160 20.20
0382g210L  0.390 g/210L 0.001 a /
Lot # 09-36-400 0.10
R? =0.9996 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-080A1
Interference Detected 0.30 : : : : 3, 40.0
Alcohol (g/210L)
Mouth Alcohol Test 0.25 || FrowRate@/M) | it 3303
Mouth Alcohol Detected ' é : : i i 1 i
0.20 - 26.7
0.15 20.0
RF Interference Test 4 ; : ; 2 :
0.05 6.7
0.00 : 0.0
0 5 10 15 20 25 30 35 40 45
0.10 —— 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed ——— Flow Rate (L/M)
0.08 |-= T T 32.0
0.06 i [\T ...... 24.0
[T T s e SRt It i R Sl I ] 16.0
0 02 ........................ } B 0
CERTIFICATION PASSED 0,00 ﬂ | o

Performed by > )44?‘5;\”%@ Date 12/15/2009

Reviewed byv%m Date (o) ‘ \/ﬂ 09,}

DMT Serial Number #104809 Page 2 of 2 12/15/2009 08:48




CALIBRATION REPORT

DataMaster DMT: 104809

Calibration Date:  12/15/2009

Performed by . /é&—%wﬁ

Calibrated by: STEVEN E HARNOIS
Lot: 10-12-100

Ca = 0.099000

CAL = 0.992614 0.800 <= CAL <
bl = 0.000000 0.000 <= bl <
b2 = 0.006893 0.001 <= D2 <
b3 = 0.000000 0.000 <= b3 <
Xq = 0.076077 0.050 <= Xq <
a2l = 1.224887 1.050 <= a2l <
a3l = 0.472122 0.300 <= a3l <

DMT Serial Number #104809

OHOOO O

DEPARTMENT OF HEALTH

.200
.004
.012
.004
.200
.300
.800

Date

Page 1 of 1

12/15/2009

12/15/2009 07:18



RECEIVED

SIMULATOR SOLUTION CHANGE REPORT JUN 0 9 2010

, Vermont Department of
DataMaster DMT: 104809 - VALl aber
Location: MONTPELIER PD ’\’\ VE
Date: 06/01/2010 | “. ¥ JaANLY AN/
Performed by: CHAD BEAN ‘ -
DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.101 g/210L

Lot# = 10-18-100

Range = 0.096 - 0.106

Average = (.101 g/210L

Std Dev = 0.000

Simulator Temperature: 34.1°C

Performed by - b Y Date 06/01/2010

DMT Serial Number #104809 Page 1 of 1 '06/01/2010 23:11



/\O\ Vermont Department of Health Laboratory
195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Montpelier PD DataMaster Serial #: 104809
Date: 1/ 6/2010 Requestor: Bean / Nolan
Instrument Supervisor: : Phone #:

Taken By: Harnois

Problem: Simulator Vapor Low.

Laboratory Response: Asked supervisors to try a couple of shielding from Air Flow in the room
to no avail.

Work Performed: Got Montpelier PD found that the sim vapor was low, checked all
aspects of simulator again, with no deviancies found. Applied the Simulator Jar Protector,
Waited 15 — 20 minutes, ran a check to find out what the sim vapor was, it was better, on
the low end of the range. Changed the Simulator solution, Ran the protocol for simulator
solution change, Recovery of vapor delta from value measured was much less then
installation or last time the sim solution was changed. Conclusion, there is a draft of air
cooling the simulator in the room, Simulator Jar Protector is shilding the Simulator Jar
from the invisible air currents in the room. ‘

X On Site [ ] In-house

. AT
Performed By:Steven Harnois L7 JJK Date: 1/7 /2010

ALC 626 Rev 1 06/07



SIMULATOR SOLUTION CHANGE REPORT
DataMaster DMT: 104809 | aw S _
Location: MONTPELIER PD ’\‘.\ V—ERMOI\I I

© 01/07/2010 ~. ¥ 1AALY]

DEPARTMENT OF HEALTH

Performed by: STEVEN E HARNOIS

Accuracy and Precision Check

Concentration = (),101 g/210L

Lot# = 10-18-100

Range = 0.096 - 0.106

Average = (.100 g/210L

Std Dev = 0.000

Simulator Temperature: 34.2°C

Performed by - st 71,,} Date 01/07/2010

DMT Serial Number #104809 Page 1 of 1 01/07/2010 14:43
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WL LU T
qu;&’“ A OBTH

. Check-In Confirmation Test

STATE OF VERMONT

DataMaster DMT: 104809
MONTPELIER PD

Certification Date: 12/15/2009
Installation Date: 12/18/2009
Date: 01/07/2010

Time: 13:31:04

Subject Name: TEST TEST

Date of Birth: 01/07/2010 Age: 0
Guardian Present: N

Gender: M

License #: NONE VT

Test Operator Name: STEVEN E HARNOIS
Agency: VDHL

BLANK TEST 0.000 13:32
CALIBRATION CHECK PASSED 13:32
SIMULATOR VAPOR 0.098 13:32
BLANK TEST 0.000 13:33
SUBJECT SAMPLE (Vol=2.0L) 0.000 13:33

All alcohol values reported in g/210L

Sim. Vapor Concentration 0.103

Sim. Vapor Range 0.098 - 0.108
Simulator Temp 34.0°C

DMT Serial Number #104809

40.0

Page 1 of 1

Alcohol (g/210L)
———— Flow Rate(L/M)

32.0
/\/,. 24.0
16.0
8.0
0.0

5 10 15 20 25 30

01/07/2010 13:34



/Q\ Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INOQUIRY

Agency/Site: Montpelier DataMaster Serial #: 104809
Date: 12/28 /2009 Requestor: Chad Bean
Instrument Supervisor: __ Phone #: 2233445

Taken By: Harnois

Problem: Simulator out of range

Laboratory Response: Will be down to look at.

Work Performed: Checked simulator temperature, at 34.0 deg C. Checked Simulator Pressure,
held pressure within specification. Ran accuracy and precision test, solution reading low.
Changed the solution and proceeded thought the solution change protocol, Failed on first
attempt. While examining the instrument I noticed on the back of my head a strong air flow from
the HVAC system, when I was not standing in the way it was blowing directly on the instrument,
including the simulator. Closed the HVAC vent, allowed the instrument to stabilize for about 10
minutes and reran the solution change protocol again with the instrument passing. Ran an
accuracy and precision test with the results passing again. Instrument placed back in service.

[X] On Site [ ] In-house

74
Performed By: Steven Harnois @ Date: 12/30 /2009
g

ALC 626 Rev 1 06/07



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104809

Date: 12/30/2009
Time: 11:26:32

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 10-17-100
SOLUTION CONCENTRATION: 0.103

BLANK TEST 0.000 11:27
CALIBRATION CHECK PASSED 11:27
SIMULATOR VAPOR (34.1°C) 0.099 11:27
SIMULATOR VAPOR (34.1°C) 0.100 11:28
SIMULATOR VAPOR (34.3°C) 0.100 11:29
SIMULATOR VAPOR (34.2°C) 0.100 11:30
SIMULATOR VAPOR (34.1°C) 0.101 11:31
SIMULATOR VAPOR (34.2°C) 0.088 11:32
SIMULATOR VAPOR (34.2°C) 0.100 11:33
SIMULATOR VAPOR (34.2°C) 0.100 11:34
SIMULATOR VAPOR (34.2°C) 0.100 11:35
SIMULATOR VAPOR (34.1°C) 0.100 11:36
BLANK TEST 0.000 131:37

Average 0.099
Std Dev = 0.0005

DMT Serial Number #104809
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SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104809 O . ' Bl
Location: MONTPELIER PD ,\.‘\ VE I\ 1
Date: . 12/30/2009 T L sl ] -

R DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = (0.103 g/210L

Lot # = 10-17-100

Range = 0.098-0.108

Average = 0.099 g/210L

Std Dev = (0.000

Simulator Temperature: 34.2¢°C

Performed by - = 7—0@—“——’3 | Date 12/30/2009

DMT Serial Number #104809 Page 1 of 1 12/30/2009 11:24



SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104809 =
Location: MONTPELIER PD A VERM
Date: 12/30/2009 -' . ¥ J LW

Performed by: STEVEN E HARNOIS

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.103 g/210L

Lot # = 10-17-100

Range = 0.098 -0.108
Average = (.098 g/210L

Std Dev = 0.001 '
Simulator Temperature: 34.1°C

Performed by - Wuﬂ; Date

DMT Serial Number #104809 Page 1 of 1

12/30/2009

12/30/2009 11:05
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ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104809

Date: 12/30/2009
Time: 09:38:19

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 10-15-100
SOLUTION CONCENTRATION: 0.0098

BLANK TEST 0.000 09:39
CALIBRATION CHECK PASSED 09:39
SIMULATOR VAPOR (34.2°C) 0.093 09:39
SIMULATOR VAPOR (34.1°C) 0.093 09:40
SIMULATOR VAPOR (34.1°C) 0.093 09:41
SIMULATOR VAPOR (34.0°C) 0.094 09:42
SIMULATOR VAPOR (34.0°C) 0.094 09:43
SIMULATOR VAPOR (34.1°C) 0.094 09:44
SIMULATOR VAPOR (34.1°C) 0.094 09:45
SIMULATOR VAPOR (34.2°C) 0.094 09:46
SIMULATOR VAPOR (33.9°C) 0.094 09:47
SIMULATOR VAPOR (34.2°C) 0.094 09:48
BLANK TEST 0.000 09:49
Average = 0.093 _{iﬁﬁ A
Std Dev =

0.00(?4 o . Q(’){W o
\/@v/ Qw‘jdéé‘/\l \'1\0\00\
W e g b

o |

DMT Serial Number #104809
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Middlesex VT State Police (104409)

Instrument Calibrated & Certified 12/14/2009 —
Cal Std Target (g/210L)

Calibration Factor

0.0990 0.983853
Linearity Check Results —
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev

0.020 0.018 90.00 % 0.000
0.081 0.078 96.30 % 0.001
0.159 0.156 98.11 % 0.001
0.382 0.397 103.93 % 0.001

Correlation Coefficient (R%) = 0.9995

Instrument installed 12/18/2009 ~
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.097 0.000

TSI Initiated 12/29/2009 — Simulator Vapor out of range; vapor concentration low on

second fest

Issue resolved on-site — Checked Simulator pressure and found within
specifications; Checked temperature of Simulator and was 34.0 °C. Performed A

& P test and average concentration was within acceptable range for solution.

instrument performing as expected; returned to service.

Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.094 0.0005
RPC Initiated 02/02/2010 -
Concentration (g/210L) Average (g/210L) Std Dev
0.100 0.098 0.000

Page 1of 2




Middlesex VT State Police (104409)

RPC Initiated 06/03/2010 -

Concentration (g/210L)

Average (g/210L)

Std Dev

0.098

0.096

0.000

Page 2 of 2




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104409 o ,

Location: MIDDLESEX VSP /\’\ \]ERMOI\' I
Calibration Date:  12/14/2009 : " . 4
Certification Date: 12/14/2009

zi‘lf‘él}fi‘éf‘:a‘e:_ %ﬁ%ﬁ?ﬁwm DEPARTMENT OF HEALTH
RECEIVED

Diagnostic Results Accuracy and Precision Check <~ JUN §7 2010
e Concentration = 0.098 g/210L
VERSIONS =" Lot # = 10-15-100 Vermont Department of
DMT 1.04 Average = 0.096 g/210L Health Laboratory
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00
Reports 1.02 RF] Interference Test

. ,.w’/ RFI detected
TEMPERATURES
Sample Chamber = 48.86°C e
Breath Tube =48.10°C , Sample Acceptance Test -~
Digital Sim =34.1°C Passed

SETTINGS 7
Lamp Voltage =175V
Cooler Voltage = 1.69V
Bias Voltage =805V
Chopper Freq =546.7 Hz

e 0.10 : ; ; : 40.0
PUMP INFO ! ' )
_ Alcohol (g/210L)
Flow Rate = 5.927 L/M Flow Rate (L/M)
. 0.08 32.0
DETECTOR INFO —~
PUMP ON OFF
MAX(V)-0.1045 -0.1018
MIN(V) -0.1067 -0.1030 0.06 24.0
FILTER INFO -~
Filter 1 -0.103 Zero = true 0.04 f’\\ 16.0
Filter 2 0.136 Zero = true
Filter 3 0.346 Zero =true ‘ M »\
e 0.02 : ' 8.0
CALIBRATION CHECK
Xq=0.0793 0.11% X M [ C
/ i
Rouﬁne Performance CheCk PaSSCd 0.00 0 1'0 20 30 70 50 50 70 80 90 0.0
Performed by »__ 4Pm. Btee~ Date 06/03/2010

Reviewed by %7éw5n /( avae S Date é/ 7/ /0

DMT Serial Number #104409 Page 1 of 1 06/03/2010 20:01




ROUTINE PERFORMANCE CHECK REPORT

RECEIVED
FEB 05 2010

Vermont Deparfment o

-DataMaster DMT: 104409 - 2 L \
Location: MIDDLESEX VSP ’\.’\ VERM
Calibration Date:  12/14/2009 ' s )
Certification Date: 12/14/2009

allati : /2009 — - :
Rbebae % G000 DEPARTMENT OF HEALTH

Supervisor Name: RYAN J GREEN

Diagnostic Results ./

Accuracy and Precision Check <

Concentration = 0.100 g/210L
VERSIONS Lot# = 09-40-100
DMT 1.04 Average = 0.098 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00
RFI Interference Test =~

Reports 1.02

TEMPERATURES +/ 4
Sample Chamber = 48.86°C
Breath Tube =47.52°C
Digital Sim = 33.9°C

v -
SETTINGS v/

Lamp Voltage =175V
Cooler Voltage =1.69 V
Bias Voltage =805V
Chopper Freq =542.4 Hz
PUMP INFO ~~

Flow Rate = 6.084 L/M

DETECTOR INFO e
PUMP ON  OFF

MAX(V) -0.0736 -0.0711
MIN(V) -0.0752 -0.0728

FILTER INFO -

Filter 1 -0.072 Zero =true
Filter 2 0.156 Zero =true
Filter 3 0.375 Zero = true

CALIBRATION CHECK ~
Xq=0.0793 0.11%

Routine Performance Check Passed

RFI detected

Sample Acceptance Test

Passed

.10 — 40.0
Alcohol (g/210L)
w—— Flow Rate (L/M)
.08 32.0
.06 24.0
.04 J\ 16.0
.02 1 8.0
w UL kA
5 10 15 20 25 30 35 40 45 50 55 60

Performed by - “ﬁ?ﬁu

Reviewed by— J=z v/ &4

DMT Serial Number #104409

Date 02/02/2010

Date Q\// 7; / greJie;

Page 1 of 1

02/02/2010 11:03



TNIQTATT ATION REPNHR'T

DataMaster DMT: 104409 o
Location: MIDDLESEX VSP A VERM | l\ | I
Calibration Date:  12/14/2009 ' T . -

Certification Date: 12/14/2009
allati 12/ : ;
meted e manoa sorove DEPARTMENT OF HEALTH

Qite meete enecification in dac P-AT.C-210

Diagnostic Results Accuracy and Precision Check
' Concentration = 0.098 g/210L 7

P oTARTo Tt d = 1015100 bt
DMT 1.04 / ' Average = (.097 g/210L
PIC 2.05 Std Dev = 0.000
N A menn ¥ NL \’/
Questions 1.00
Reports 1.02 RFI Interference Test Vd

: RFI detected

TTYA AT ATTTHTO

Sample Chamber = 49.03°C " .
Breath Tube = 48.08°C Sample Acceptance Test .~

Thotal Qam = 34 1°C ' Treiand
SETTINGS

Lamp Voltage =1.75V -

Coaalar Valtage = 1 ROV ‘\//

Bias Voltage =80.5V
Chopper Freq =530.1 Hz

0.10 , , 40.0
PUMP INFO ' ‘
FlowRate=5.877LM | syt fy v

0.08 32.0

DETECTOR INFO
PUMP ON  OFF e
MAX(V) -0.1858 -0.1805 -
MIN(V)-0.1878 -0.1823 0.06 240
FILTER INFO [\ (\,\
Filter 1 -0.180 Zero = true 0.04 2 16.0
Filter 2 0.057 Zero=true
Filter 3 0.206 Zero =true

1 0.02 8.0
CALIBRATION CHECK P :
Xq =0.0788 0.76% f V\
INSTATT.ATION PARREN ~7 0.00 L L L it — - - 0.0

: z R = = z:

Date 12/18/2009

Date /';l‘/,;l/ éq
7
Paoca 1 F1 1 emnna 1197




CERTIFICATION REPORT

DataMaster DMT: 104409

Calibration Date: 12/14/2009
Certification Date: 12/14/2009

Certified by: STEVEN E HARNOIS

7~ VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.03°C
Breath Tube =48.11°C

SETTINGS

Lamp Voltage =175V
Cooler Voltage =1.69V
Bias Voltage =80.5V
Chopper Freq =536.6 Hz

PUMP INFO
Flow Rate = 6.142 L/M

DETECTOR INFO
PUMP ON OFF

MAX(V) 0.0402 0.0415
MIN(V) 0.0382 0.0398

FILTER INFO

Filter 1 0.041 Zero =true
Filter 2 0.269 Zero =true
Filter 3 0.479 Zero = true

CALIBRATION CHECK
Xq=0.0796 0.22%

DMT Serial Number #104409

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L-

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no

Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/14/2009 14:55



Linearity Check Results DMT Linearity

True Value  Reported Average Std Dev 0. 50

/

e

0.020 g210L 0018 g/210L 0.000
Lot # 10-13-020 ' 0.40

0.081 g210L  0.078 g/210L 0.001

Lot # 10-19-080 § 0.30

0.159g/210L  0.156 g/210L 0.001 3 /
Lot # 10-20-160 % :

.20
0.382 g/210L 0.397 g/210L 0.001 /I/
Lot # 09-36-400 0.10 -

R2=0.9995 0.00 i
0.00 0.10 0.20

0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-08A1
Interference Detected 0.20 . . . 40.0
0.18 |- Alcohol {(g/210L) 36.0
Mouth Alcohol Test —— Flow Rate (L/M)
Mouth Alcohol Detected 0.16 32.0
0.14 28.0
0.12 ,\/\ 24.0
0.10 ‘.\ /\/ - \ 20.0
RF Interference Test 0.08 \ 16.0
RF1 detected 0.06 12.0
0.04 8,0
N
0.02 S 4.0
0.00 0.0
g 510 15 20 25 30 35 40 45
0.10 : : : 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed - Flow Rate (L/M)
0.08 32.0
0.06 ~ e 24.0
{ ANV
0.04 16.0
0.02 8.0
CERTIFICATION PASSED 0.00 ﬂ 0.0
) 0 5 10 15 20 25 30 35 40 45
Performed by - =g =~ Date 12/14/2009
Reviewed by pate 1Q\\1\ 0
MR ! )

DMT Serial Number #104409 Page 2 of 2

12/14/2009 14:53



CALIBRATION REPORT

. DataMaster DMT; 104409 - '
Calibration Date:  12/14/2009 i\’\\ VERM Il “I
Calibrated by: STEVEN E GHARNOIS ' T L. : » .

Lot: 10-12-100

Ca = 0.099%000

CAL = 0.983853 0.800 <= CAL < 1.200

bl = 0.000000 0.000 <= bl < 0.004

b2 = 0.00591% 0.001 <= b2 < 0.012

b3 = 0.000000 0.000 <= b3 < 0.004

Xq = 0.079459  0.050 <= Xq < 0.200

a2l = 1.219007 1.050 <= a2l < 1.300

a3l = 0.433370 0.300 <= a3l < 0.800

Performed by - %ﬂ{*—} Date 12/14/2009

DMT Serial Number #104409 Page 1 of 1 12/14/2009 12:10



A Vermont Department of Health Laboratory

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Middlesex VSP DataMaster Serial #: 104409
Date: 12_/29 /2009 Requestor: Paul White
Instrument Supervisor: _ Phone #:

Taken By: Darcy Richardson

Problem: Simulator out of range Vopwr cmp, low o 2% +ect o 2r31]09

Laboratory Response: Will be down to look at instrument.

Work Performed: Checked pressure of simulator, within specification. Checked temperature of
simulator, at 34.0 deg C. Ran accuracy and precision, average was within range of solution.
Instrument is running as it should, returned to service.

IX] On Site [ In-house

Performed By: Steven Harnois K@L Date: 12/30 /2009

ALC 626 Rev 1 06/07



ACCURACY AND PRECISION TEST

STATE OF VERMONT

DataMaster DMT: 104409

Date: 12/30/2009
Time: 14:16:41

SUPERVISOR NAME: STEVEN E HARNOIS

SOLUTION LOT #: 10-15-100
SOLUTION CONCENTRATION: 0.098

BLANK TEST : 0.000
CALIBRATION CHECK PASSED
SIMULATOR VAPOR (34.0°C) 0.094
SIMULATOR VAPOR (34.0°C) 0.094
SIMULATOR VAPOR (34.0°C) 0.095
SIMULATOR VAPOR (34.1°C) 0.095
SIMULATOR VAPOR (34.0°C) 0.095
SIMULATOR VAPOR (34.0°C) 0.095
SIMULATOR VAPOR (34.0°C) 0.095
SIMULATOR VAPOR (34.1°C) 0.095
SIMULATOR VAPOR (34.0°C) 0.096
SIMULATOR VAPOR (34.0°C) 0.095
BLANK TEST 0.000

Average = 0.094
Std Dev = 0.0005

DMT Serial Number #104409
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Northfield Police Department (104009)

instrument Calibrated & Certified 12/15/2009 —

(&)

Cal Std Target (g/210L)

Calibration Factor

0.0990 0.997988
Linearity Check Results -
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev

0.020 0.018 90.00 % 0.000
0.081 0.077 95.06 % 0.000
0.159 0.157 98.74 % 0.001
0.382 0.396 103.66 % 0.001

Correlation Coefficient (R?) = 0.9997

Instrument installed 12/18/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.097 0.000

TSI Initiated 12/21/2009 — During review of installation documentation it was noticed

that the temperature monitoring was not turned on
Issue resolved on-site — Turned on temperature monitoring and ran a diagnostic

test to show that the temperature was reading.

RPC Initiated 02/09/2010 -

Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.100 0.000
RPC Initiated 06/26/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.098 0.000

Page 1 of 1




'DaiaMaster DMT: 1.94009

‘ : ~
Agpdardey: gmé P‘re 451011 (‘heck

TQ‘ ouu:n tration =

e IR

/"

Routine Performance Check Passed

Performed by Date ___ 06/26/2010

Ré ‘.:8W'€(Ifﬂbj‘éf' 7’40 /' i /Z7/a oS Date é / 27//(7

fal Mintber ;;tmmag Pagetofl VORE2OL0. 29501




ROUTINE PERFORMANCE CHECK REPORT

DataMaster BMT: 104009

Locaiion: NORTHFIELD BD
Cahibration Date:  12/15/2009
Certification Date;  12/15/2009
Installation Date; 1271872009 m Yo o, S e oo B BeS |
RPC Date: a2/09:2010 EE?’&%’T&%E@? 32 i

Sypervisor Name: CHRISTOPHER M QUESNEL

Diapnostic Results / Accurscv and Precision Check ~

Coneensralio = {101 g/210L

WERKIONS Lot # = L8100
DA 1.04 Avenape 0100 2308
PIC 2.06 std Dy 0.0U0

Maoders 1.06

itou

Cuesons |00 —
Reports 1.02 RFL Interference Test

e . R¥1 detected

TEMPERATURES —
fanple Chamber = 48.979C
Breath Tube = 45.77°C Sample Acceptance Test -~
Thgial 8im = 34.0°C Pussed

SETTINGS

Lamyp Volege =167V

Cooler Voltage= 1. 70V
gy Voliage =305V

Chopper Frag =514 §=

PUMF MFO — a !
Bl Rote = 3.226 LAM
- DI
DETHCTOR INFG ~
PUMP ON  QFF
REAX(VY 411285 1,123
L.0% 2t

AINGY) -0 13085 01268
FILTER INFO -~
Fitter § 00127 Jero = true G.elow ‘ L S e R Polah
Filter 3 0453 Fero = gie : :

Fitter X 0252 Yere = lrue : . Cop Nighaa V'
o . : . : 1y !

0,02 BN S e 5 R SRR § . o
CALTBRATION CHECK. — L J‘ tnlin ,
Nq =082 0.21% - ' ) m l.r’.“’“"’ \ﬂ‘ ,l[’ I'lﬂ : :
- 3 ’ {5, an ot : el AR E I
Routine Performance Check Passed AR L e l”F ‘H T l T s

AN ‘ r";;“' : :
Performed by - Le"'—i‘_““‘ [ttt S Dale  02/09/2010

ey
Reviewed by gT@\/ N %é oG Date 2 / (6 / (0

DAY Serisl Numbor $104000 Page L af' ] DBER20T0 1830



INSTALLATION REPORT

DataMaster DMT: 104009

Location: NORTHFIELD PD
Calibration Date:  12/15/2009
Certification Date: 12/15/2009
Installation Date: 12/18/2009

Installed By: STEVEN E HARNOIS

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS

DMT 1.04

PIC 2.06 P
Modem 1.06 -
Questions 1.00

Reports 1.02

TEMPERATURES e
Sample Chamber = 48.80°C "

Breath Tube = 44.59° "
N
SETTINGS A 0° i‘r; fo
Lamp Voltage =1.67V ]\T{'J"O; { o _
Cooler Voltage=1.70 V ,Mr/vw e
Bias Voltage =808V
Chopper Freq =530.0 Hz

[

PUMP INFO 0.
Flow Rate = 4.794 L/M

DETECTOR INFO 0
PUMP ON  OFF
MAX(V)-0.2230 -0.2177 _"

MIN(V)-0.2244 0.2195
FILTER INFO

Filter 1 -0.219 Zero =true .
Filter 2 0.379 Zero=true _~~ 0.
Filter 3 0.122 Zero =true

CALIBRATION CHBECK 0.
Xq=0.0820 0.32% '

INSTALLATION PASSED 0.
Sivv\ -\C/pr ’fu/Mﬂé N

Performed by /dﬁ‘ %‘*’Q
Reviewed by WW

10

.08

.06

04

02

00

7~ VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot# = 10-15-100
Average = 0.097 g/210L
Std Dev = 0.000
RFI Interference Test

RFI detected

Sample Acceptance Test
Passed

40.0

Alcohol (g/210L)
——— Flow Rate(L/M)

32.0

24.0

16.0

0 5 10 15 20 25 30 35--40 45 50 55 60

,,,,,,,,,

2fetol See TSI SO

Date 12/18/2009

pae Q12309

DMT Serial Number #104009

Page 1 of 1 12/18/2009 14:49



INSTALLATION REPORT

DataMaster DMT: 104009 . ' . m
Location: NORTHFIELD PD /\ V—ERMOR 1
Calibration Date:  12/15/2009 ‘ L QY SR B W R R '

Certification Date: 12/15/2009 .
Installation Date: / : YT - ; .
ey srevenenarvos  DEPARTMENT OF HEALTH

Site meets specification in doc P-ALC-210

Diagnostic Results Accuracy and Precision Check
Concentration = 0.098 g/210L
VERSIONS Lot# ="10-15-100 :_ ,
DMT 1.04 B Average = 0.097 g/210L
PIC 2.06 Std Dev = 0.000
Modem 1.06 =
Questions 1.00
Reports 1.02 RF] Interference Test
RFI detected
TEMPERATURES
Sample Chamber = 48.80°C _
Breath Tube =449 e o™y Sample Acceptance Test
. _w__,w___ﬁ,_.__m'.__.———’) RN L Passed
SETTINGS yvﬂoj g o e
Lamp Voltage =1.67V e o
Cooler Voltage =1.70 V %\),'/vw N

Bias Voltage =80.8V
Chopper Freq =530.0Hz

PUMP INFO - 0.10 3 — 40.0
Flow Rate = 4.794 L/M P Alcohol (g/210L)
Flow Rate(L/M)

DETECTOR INFO 0.08 32.0
PUMP ON  OFF
MAX(V) -0.2230 -0.2177 e
MIN(V) -0.2244 -0.2195

0.06 24.0
FILTER INFO ﬂ 4
Filter 1 -0.219 Zero=true . '
Filter 2 0.379 Zero=true .~ 0.04 16.0
Filter 3 0.122 Zero = true
CALIBRATION CHECK " 0.02 b 8.0
Xq=0.0820 0.32% \/\

0.00 0.0
INSTALLATION PASSED 05 10 15 20 25 30 35 40 45 80 55 60

(/ ““““ o

S mp %»W\J o 12[’&1[0‘1 S TSI S

Performed by . A= ﬂfwo Date 12/18/2009
Reviewed by WW , Date o \ 3 ) Oﬁ

DMT Serial Number #104009 Page 1 of 1 12/18/2009 14:49




CALIBRATION REPORT

DataMaster DMT: 104009 ' - r
Calibration Date:  12/15/2009 i\*\ VERM
Calibrated by: STEVEN E HARNOIS " S L s '

Lot: 10-12-100
DEPARTMENT OF HEALTH
V'/-

Ca = 0.089%9000

CAL = 0.997988 0.800 <= CAL < 1.200
bl = 0.000000 0.000 <= Dbl < 0.004
b2 = 0.005196 0.001 <= b2 < 0.012
b3 = 0.000000 0.000 <= b3 < 0.004
Xq = 0.082326  0.050 <= Xgq < 0.200
a2l = 1.241674 1.050 <= a21 < 1.300
a3l = 0.438520 0.300 <= a3l < 0.800

Performed by - =i = Date 12/15/2009

DMT Serial Number #104009 Page 1 of 1 12/15/2009 07:20



CERTIFICATION REPORT

DataMaster DMT: 104009
Calibration Date:  12/15/2009
Certification Date: 12/15/2009

Certified by: STEVEN E HARNOIS

Diagnostic Results

VERSIONS
DMT 1.04 4/
PIC 2.06

Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 49.09°C .~
Breath Tube = 48.08°C

SETTINGS

Lamp Voltage =1.67V /
Cooler Voltage =1.69V

Bias Voltage =809V

Chopper Freq =541.6 Hz

PUMP INFO ya
Flow Rate = 5.254 L/M
DETECTOR INFO

PUMP ON  OFF /"

MAX(V) 0.0106 0.0118
MIN(V) 0.0079 0.0096

FILTER INFO .
Filter 1 0.010 Zero = true /
Filter 2 0.574 Zero = true

Filter 3 0.392 Zero = true

CALIBRATION CHECK
' Xq=00833 127%

DMT Serial Number #104009 -

7~ VERMONT

DEPARTMENT OF HEALTH

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L
Simulator Check: yes /

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simmulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/15/2009 08:45



Linearity Check Results DMT Linearity
True Value Reported Average Std Dev 0.50 -
0.020g/210L  0.018 g/210L 0.000 /
Lot # 10-13-020 : | 0.40
0.081g/210L  0.077 g/210L 0000 /
Lot # 10-19-080 £0.30
0.159g/210L.  0.157 g/210L 0.001 g
Lot # 10-20-160 20.20
0382g210L 0396 g/210L 0.001 a /-/
Lot # 09-36-400 ' 0.10
R2=0.9997 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-080A1 S
Interference Detected 0.40 : : : : 40.0
) Alcohol (g/210L)
Mouth Alcohol Test / 0.35 "|—— Flow Rate(L/M) 390
Mouth Alcohol Detected v ’
0.30 30.0
0.25 onf 25.0
0.20 \ 20.0
RF Interference Test v 0.15 15.0
RFI detected \
0.10 \ 10.0
0.05 \ 5.0
0.00 ] 0.0
0 5 10 15 20 25 30 35 40 45
\/ 0.10 7 ; 7 T 40 .0
Sample Acceptance Test Alcohol (g/210L)
Passed Flow Rate (L/M)
0.08 32.0
A\
0.06 NV 24.0
0.04 16.0
0.02 8.0
CERTIFICATION PASSED 0.00 (J\ 0.0
05 10 15 20 25 30 35 40 45 50 55 60

Performed by 2= o Date 12/15/2009

| //\/ Date !l\t"i\m

Reviewed by Q(\\Q% ka@

DMT Serial Number #104009 Page 2 of 2

12/15/2009 08:45



/\O\ Vermont Department of Health Laboratory
‘ 195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
DataMaster Technical Services (ph) 802-863-7641; (fax) 802-863-7632

DATAMASTER TECHNICAL SUPPORT INQUIRY

Agency/Site: Northfield PD DataMaster Serial #: 104009

Date: 12/21 /2009 - Requestor: Drawbaugh

Instrument Supervisor: __ | . Phone #: 485 9181

Taken By: Harnois

Problem: During review of install paperwork it was noticed that the temperature monitor was not turned on.

Laboratory Response:_

Work Performed: Turned on Temperature monitor ran a diagnostic to show temperature was
reading. :

X On Site [ ] In-house

A
Performed By: Steven Harnois 4@/‘/ Date:  12/20/2009

ALC 626 Rev 1 06/07



DIAGNOSTIC RESULT

DataMaster DMT: 104009

Location: NORTHFIELD PD
Calibration Date: 12/15/2009
Certification Date: 12/15/2009
Installation Date;:  12/18/2009

Test Date: 12/21/2009

Time: 11:30

VERSIONS

DMT 1.04

PIC 2.06
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber
Breath Tube
Digital Sim

48.80°C

o

SETTINGS

Lamp Voltage = 1.67 V
Cooler Voltage = 1.70 V
Bias Voltage = 80.8 V
Chopper Freq = 538.9 Hz

PUMP INFO
Flow Rate = 5.058 L/M

DETECTOR INFO

PUMP ON OFF
MAX (V) -0.1134 -0.1108
MIN (V) -0.1159 -0.1126

FILTER INFO }

Filter 1 -0.112 Zero = true
Filter 2 0.464 Zero = true
Filter 3 0.258 Zero true

CALIBRATION CHECK
Xg = 0.0819 0.42%

DMT Serial Number #104009

45.18°C/
34.0°C

7~ VERMONT

DEPARTMENT OF HEALTH

Page 1 of 1 12/21/2009 11:31



Washington County Sheriffs Office (104909)

Instrument Calibrated & Certified 12/14/2009 -

(&

Cal Std Target (g/210L)

Calibration Factor

0.0990 1.005428
Linearity Check Results — ,
True Value (g/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.018 90.00 % 0.000
0.081 0.078 96.30 % 0.001
0.159 0.156 98.11 % 0.001
0.382 0.398 10419 % | 0.000
Correlation Coefficient (R?) = 0.9995
Instrument installed 12/18/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.096 0.000
Simulator Solution Changed 02/05/2010 — Failed
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.094 0.001
RPC Initiated 02/05/2010 — Failed .
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.095 0.001
RPC Initiated 02/08/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.101 ~0.099 0.001
RPC Initiated 06/16/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.102 0.100 0.001

Page 1 of 2




Washington County Sheriffs Office (104909)

Instrument Calibrated & Certified 12/14/2009 -

(&

Cal Std Target (g/210L)

Calibration Factor

1.005428
Linearity Check Results — ;
True Value (9/210L) | Average (g/210L) | Percent Recovery Std Dev
0.020 0.018 90.00 % 0.000
0.081 0.078 96.30 % 0.001
0.159 0.156 98.11 % 0.001
0.382 0.398 104.19 % 0.000
Correlation Coefficient (R%) = 0.9995
Instrument installed 12/18/2009 —
Concentration (g/210L) Average (g/210L) Std Dev
0.098 0.096 0.000
Simulator Solution Changed 02/05/2010 - Failed
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.094 0.001
RPC Initiated 02/05/2010 — Failed _
Concentration (g/210L) Average (g/210L) Std Dev
0.101 0.085 0.001
RPC Initiated 02/08/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.101 ~ 0.099 0.001
RPC Initiated 06/16/2010 —
Concentration (g/210L) Average (g/210L) Std Dev
0.102 0.100 0.001

Page 1 of 2




Washington County Sheriffs Office (104909)

Page 2 pf 2



ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104909 o) .
Location: WASHINGTON COUNTY sy\*\ VERM
Calibration Date:  12/14/2009 s ,

Certification Date: 12/14/2009

Gober™ L% DEPARTMENT OF HEALTH

‘Supervisor Name: BRUCE A MCCLURE

Diagnostic Results /“/ Accuracy and Precision Check -
Concentration = 0.102 g/210L
VERSIONS Lot# = 10-27-100
DMT 1.04 Average = 0.100 g/210L
PIC 2.05 Std Dev = 0.001
Modem 1.06
Questions 1.00 s
Reports 1.02 _ ~ RFI Interference Test
" RFI detected
TEMPERATURES
Sample Chamber = 48.97°C ,
Breath Tube  =47.42°C Sample Acceptance Test -
Digital Sim = 34.0°C Passed _,
SETTINGS /
Lamp Voltage =1.76 V
Cooler Voltage =1.77V
Bias Voltage =81.5V
Chopper Freq =546.5 Hz
— 0.10 s ; 40.0
PUMP INFO
Flow Rate = 5.768 L/M T hconol gz,
32.0
DETECTOR INFO 0-08
PUMP ON OFF
MAX(V) 0.0433 0.0445
MIN(V) 0.0402 0.0427 0.06 24.0
FILTERINFO <
Filter 1 0.044 Zero = true 0.04 16.0
Filter 2 0.725 Zero = true ,\f/‘"""A
Filter 3 0.384 Zero =true . l I I/\
- 0.02 ] l 8.0
CALIBRATION CHECK -
Xq=0.0828 0.94%
Rouﬁne Perfomlance CheCk Passed 0.00 0 10 20 30 10 50 60 70 80 a0 0.0

Performed by @&Q&Q«g Date 06/16/2010

Reviewed by é;fﬁ(/ €N /;,LJ/*VU g Date A / (g / 2010

DMT Serial Number #104909 Page 1 of 1

06/16/2010 11:56



02/68/2818 15:19 8828823611 ' WC PAGE 81

ROUTINE PERFORMANCE CHECK REPORT

DataMasier DMT: 104909 ' - |
~ Location: WASHINGTON COUNTY SV\*\ VERMOI\' I
Calibration Date;  12/14/2009 ] i

Certification Date: 12/14/2009

wonse - ooso  DEPARTMENT OF HEALTH

Supervisor Name: MARC P POULIN

Diagnostic Results Accuracy and Precision Check -
- : Concentration = 0.101 g/210L

VERSIONS -~ Lot# = 10-18-100
DMT 1.04 ‘ Average = 0,099 /2101
PIC 2.05 ’ Std Dev = 0.001
Modem 1.06 .
Questions 1.00 :
Reports 1.02 RFL Inferference Test - |

| / RFI detected '
TEMPERATURES :
Sample Chamber = 48,97°C » /
Breath Tube = 46,76°C Sample Acceptance Test
Digital 8im. = 34,1°C Pagsed ‘
SETIINGS

Lamp Voltage =1.76 V
Cooler Voltage =177V
Bias Voltage =814V
Chopper Freq =542.0Hz
- 0.10 e TS, 40,0
PUMP INFO .
Flow Rie 599 L — Reva

DETECTOR INFO —
PUMP ON OFF
MAX(V) -0.1648 -0.1614

MIN(V)-0.1671 -0.1634 0.06 24.0
FILTER INFO _~" 7 . '
Filter 1 -0.162 Zero = true 9.04 [ 16.0
Filter 2 0.541 Zero = true : (
Filter 3 0.177 Zero = true

. 0.02 | 8.0
CALIBRATION CHECK. .~ - '
Xq=0.0825 1.25% . I\’ e ] |
Routine Performance Check Passed 00—l T ae s 555 a0
Performed by ,oretmswr L Date 02/08/2010
Reviewed by o jtein F/a“”@‘ 5 Date Z/ lO/ 2010

DMT Becrial Number #104908% Page 1of 1 02/08/2010 15:10



B2/68/2818 15:19 8028023611 | WC PAGE 82

w

ROUTINE PERFORMANCE CHECK. REPORT

DataMaster DMT: 104909 . o |
Location: WASHINGTON COUNTY sy\*\ VERMOI\ l |
Calibration Date:  12/14/2009 ' e

Certification Date: 12/14/2009

RECDua - 02082000 DEPARTMENT OF HEALTH

Supervisor Name: MARC P POULIN

Diagnostic Results Accur, ision Check

Concentration = 0.101 p/210L
VERSIONS Lot # = 10-18-100
DMT 1.04 Average = 0.09% g/210L
FIC 2.05 Std Dev = (.000
Modern 1.06
Questions 1.00 .
Reports 1.02 RFI Interference Test

RFI not detected

TEMPERATURES

Sample Chamber == 49,15°C
Breath Tube =46,79°C

" Digi le Acc
Digital Sizn. = 34.2°C 1pIE ALAA

SETTINGS

Lamp Voltage =176V
Cooler Voltage = 1.77 V
Biag Voltage =814V
Chopper Freq = 540.6 Hz

PUMF INFO
Flow Rate = 5.784 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V)-0.1754 -0.1726
MINCV) -0.1780 -0.1754

FILTER INFO

Filter 1 -0.174 Zero = frue
Filter 2 0.532 Zero = true
Filter 3 0.160 Zero = true

CALIBRATION CHECK
Xq=0.0831 0.52%

- Routine Performance Check Failed

Performed by . o2 £ Date 02/08/2010

Reviewed by Date
DMT Sorial Number #104909 Pagc 1 of 1 02/08/2010 14:57




B82/88/2818 15:19 8028823611 WC PAGE 83

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104909 = T '
Location: WASHINGTON COUNTY sy\\ VERM I\ | I
Calibration Dater  12/14/2009 w A

Certification Date: 12/14/2009

ReCDater - 020812000 DEPARTMENT OF HEALTH

Supervisor Name: MARC P POULIN

Diagnostic Results Accuracy and Precision Check

Concentration = 0,101 g/210L
VERSIONS Lot# = 10-18-100
DMT 1.04 Aversge = 0.099 g/210L
PIC 2.05 Std Dev = 0.000
Modem 1.06
Questions 1.00 ‘
Reports 1.02 1 est

RFY detected

TEMPERATURES
Sample Chamber = 48.68°C
Breath Tube =47,98°C Sample Acceptance Test
Digital Sim =34.1°C TFailed
SETTINGS

Lamp Voltage =1,76 V
Cooler Voltage = 1,77 V
Bias Voltage =814V
Chopper Freq =537.7Hz

PUMP INFO
Flow Rate = 5,777 L/IM

DETECTOR INFO
PUMP ON  OFF
MAX(Y)~0.1823 -0.1793
MIN(V) -0.1841 -0.1809

FILTER INFO

Filter 1 -0.181 Zero = true
Filter 2 0,526 Zero = true
Filter 3 0.151 Zero = ttue

CALIBRATION CHECK
Xq=0.0823 1.56%

Routine Performance Check Failed

. Performed by ,-———— 2. Date . 02/08/2010

Reviewed by Date
DMT Serial Number #104909 Page 1 of 1 : 02/08/2010 14:47




B2/08/2818 15:19 8028623611 WC PAGE B4

~

ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104509 “ v

Location: WASHINGTON COUNTY sy*\,..\ VERMONT
Calibration Date:  12/14/2009 s L. ;
Ceitaiuﬁcgﬁoxb Dat‘e: li/lggggg » |
g;c 33‘2“ e (1)25355/2010 DEPA RTMENT OFH EA LTH

Supervisor Name: BRUCE A MCCLURE

Diagnostic Results d Precisi heck
Concentration = 0.101 g/210L

VERSIONS Lot # = 10-18-100

DMT 1.04 Average = 0.095 g/210L

PIC 2.05 std Dev = 0,001

Modem 1.06

Questions 1.00

Reports 1,02 RFI Interference Test

TEMPERATURES

Samiple Chatmber = 49.26°C ce e Test

Breath Tube =47.87°C
Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =176V
Coolet Voltage =1.77 V
Biag Voltage =814V
Chopper Freq = 542.9Hz

PUMP INFO
Flow Rate = 5.852 LM

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.1565 0.1543
MIN(V) -0.1585 -0.1561

FILTER INFO

Filter 1 -0.156 Zero = true
Filter 2 0.546 Zero = frue
Filter 3 0.188 Zero = true

CALIBRATION CHECK
Xq=0.0831 0.62%

Routine Performance Check Failed

Performed by ;.ﬁﬁw__QAﬁ_a_sz Date 02/05/2010

Reviewed by Date
DMT Berial Number #104909 Page 1 of 1 02/05/2010 15:02




ROUTINE PERFORMANCE CHECK REPORT

DataMaster DMT: 104909 -
Location: WASHINGTON COUNTY SW'\ VE |
Calibration Date:  12/14/2009 ‘ as ]

Certification Date: 12/14/2009

RPC Dater - 02/05/2010 DEPARTMENT OF HEALTH

Supervisor Name: BRUCE A MCCLURE

Diagnostic Results Accuracy and Precision Check
Concentration = 0.101 g/210L

VERSIONS ) Lot# = 10-18-100

DMT 1.04 Average = 0.095 g/210L

PIC 2.05 Std Dev = (.001

Modem 1.06 ’

Questions 1.00

Reports 1.02 RFI Interference Test

TEMPERATURES

Sample Chamber = 49.26°C

Breath Tube =47 87°C Sample Acceptance Test

Digital Sim = 34.0°C

SETTINGS

Lamp Voltage =1.76 V
Cooler Voltage =1.77 V
Bias Voltage =814V
Chopper Freq =542.9 Hz

PUMP INFO
Flow Rate = 5.852 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V)-0.1565 -0.1543
MIN(V) -0.1585 -0.1561

FILTER INFO

Filter 1 -0.156 Zero = true
Filter 2 0.546 Zero = true
Filter 3 0.188 Zero = true

CALIBRATION CHECK
Xq=0.0831 0.62%

Routine Performance Check Failed

Performed by L otuee O Mo Cune Date 02/05/2010

Reviewed by Date
DMT Serial Number #104909 Page 1 of 1 02/05/2010 15:02




INSTALLATION REPORT

DataMaster DMT: 104909

Location: WASHINGTON COUNTY
Calibration Date: 12/14/2009

Certification Date: 12/14/2009

Installation Date:  12/18/2009

Installed By: AMANDA BOLDUC

Site meets specification in doc P-ALC-210

Diagnostic Results

VERSIONS
DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

v

TEMPERATURES

Sample Chamber = 49.09°C L//
Breath Tube =46.01°C

Digital Sim = 34.1°C

SETTINGS

Lamp Voltage =1.75V
Cooler Voltage=1.77V
Bias Voltage =814V
Chopper Freq =530.3 Hz

PUMP INFO :
Flow Rate = 5.524 L/M <

DETECTOR INFO
PUMP ON  OFF

MAX(V)-0.1669 -0.1614
MIN(V) -0.1687 -0.1632

-

FILTER INFO

Filter 1 -0.162 Zero = true
Filter 2 0.548 Zero =true
Filter 3 0.137 Zero =true

L// 0.

CALIBRATION CHECK .~
Xq=0.0823 1.56%

INSTALLATION PASSED 0-

Performed by ,g»é]'w\w-ﬂ{! Edfu"v\

!
i

.10

.08

.06

04

.02

00

9 VERMONT

DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concentration = 0.098 g/210L
Lot# = 10-15-100
Average = 0.096 g/210L
Std Dev = 0.000

RFI Interference Test

Reviewed by \U{\\l\(\,\? [“ﬁh}\/

DMT Serial Number #104909

RFI detected v
Sample Acceptance Test _ -~
Passed
; ; 40.0
Alcohol (g/210L)
— Flow Rate (L/M)
32.0
24.0
\ 16.0
8.0
NA 0.0
5 10" 15 20 25 30
Date 12/18/2009
Date g%\i\\b‘?
Page 1 of 1 12/18/2009 11:34



CERTIFICATION REPORT

. DataMaster DMT: 104909

Calibration Date:  12/14/2009
Certification Date: 12/14/2009

Certified by: STEVEN E HARNOIS

- 7 VERMONT

DEPARTMENT OF HEALTH

Diagnostic Results

VERSIONS

* DMT 1.04
PIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48.80°C
Breath Tube = 48.09°C

SETTINGS

Lamp Voltage =176 V
Cooler Voltage=1.77V
Bias Voltage =814V
Chopper Freq =536.2Hz

PUMP INFO
Flow Rate = 5.815 L/M

DETECTOR INFO
PUMP ON  OFF

MAX(V) 0.0211 0.0217
MIN(V) 0.0183 0.0201

FILTER INFO

Filter 1 0.021 Zero =true
Filter 2 0.699 Zero = true
Filter 3 0.363 Zero = true

CALIBRATION CHECK
Xq=0.0827 1.04%

DMT Serial Number #104909

Options

Printer: yes

Number of Copies: 3

Number of Supervisor Tests: 10
Tolerance Check: yes

Data Collection: yes

Units: g/210L

Simulator Check: yes

Uses Wet Bath Simulator: yes
Simulator Nominal: 0.099
Digital Simulator: none
Simulator Before: yes
Simulator Between: yes
Simulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcohol Display: yes

Show Two Digits: no
Volume Display: yes

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominal: 0.100

Page 1 of 2 12/14/2009 15:04



Linearity Check Results DMT Linearity

True Value  Reported Average Std Dev 0.50
0.020 g/210L 0.018 g/210L 0.000
Lot # 10-13-020 0.40
0.081 g210L  0.078 g/210L 0.001 /
Lot # 10-19-080 1 80.30
- 0.159g/210L  0.156 g/210L 0.001 3
Lot # 10-20-160 80.20
0.382g/210L  0.398 g/210L 0.000 = /
Lot # 09-36-400 0.10
R2?=0.9995 0.00
0.00 0.10 0.20 0.30 0.40 0.50
Acetone Interference Test DMT Results
Lot # 10-05-080A1
Interference Detected 0.20 : : 10.0
0.18 |- Alcohol (g/2101L) - 36.0
Mouth Alcohol Test —— Flow Rate (L/M)
Mouth Alcohol Detected 0.16 32.0
0.14 | 28.0
0.12 ,l 24.0
0.10 |- \ ----- 20.0
./—J/\ 0
RF Interference Test 0.08 \ 16.
RFI detected 0.06 |- 12.0
N
0.04 \\ 8.0
0.02 |- i 4.0
0.00 0.0
0 5 10 15 20 25 30
0.10 : : —— 40.0
Sample Acceptance Test Alcohol (g/210L)
Passed
0.08 32.0
0.06 ! 24.0
0.04 [ 16.0
0.02 8.0
CERTIFICATION PASSED 0.00 M /\/\ A 0.0
’ 0 5 10 15 20 25 30 35 40 45
Performed by Date 12/14/2009

Reviewed by ,Qé&/fé/ﬂﬁ/i/ Date | \2\\'\,\(\6‘1

DMT Serial Number #104909 Page 2 of 2 12/14/2009 15:05




. Bl/B8/2010 18:34 8828823611

CERTIFICATION REPORT

DataMaster DMT: 104909

Calibration Date:  12/14/2009
Certification Date: 12/14/2009

Certified by: STEVEN E HARNOIS

osti ul

VERSIONS
DMT 1.04
FIC 2.05
Modem 1.06
Questions 1.00
Reports 1.02

TEMPERATURES
Sample Chamber = 48 80%C
Breath Tube = 48.09°C

SETTINGS

Latp Voltage =1.76 V
Cooler Voltage = 1,77V
Bias Voltage =814V
Chopper Freq = 536.2 Hz

PUMP INFO
Flow Rate = 5,815 L/M

DETECTOR INFO
PUMP ON  OFF
MAX(V) 00211 0.0217
MIN(V) 0.0183 0.0201

FILTER INFO

Filter 1. 0.021 Zero = ttue
Filter 2 0.699 Zero =true
Filter 3 0.363 Zero = true

CALIBRATION CHECK
Xq=0.0827 1.04%

DMT Serial Number #104509

WC PAGE 81

7~ VERMONT

DEPARTMENT OF HEALTH

Printer; yes

Number ¢f Copies: 3

Number of Supervisor Tests; 10
Tolerance Check: ves

Data Collection: yes

Units; g/210L

Simulator Check: yes

Uses Wet, Bath Simulator; yes
Siutato| Nominal: 0.095
Digital Simulator; none
Simulator Before: yes
Simqulator Between: yes
Stmulator After: no

Number of Subject Tests: 2
AskQuestions: yes

Query Refusal: yes

Alcchol Display: ves

Show Two Digits: no
Volume Digplay: ves

Number of Calibration Tests: 1
Calibrate with Wet Bath: yes
Calibration Nominsl: 0.100

Page ] of 2 12/14/2609 15:05



PAGE 82

01/88/2010 18:34 8828823611 WC
inearity Ch 5 [_‘ ineari
DMT Linearit
True Value  Reported Average  Std Dev 0.50 i
0.020 g/210L 0018 g/210L 0.000 /
Lot # 10-13-020 0.40
0.081 g/210L  0.078 g/210L, 0.001 - /
1/0‘6#10-19-080 50-30' -
0159 g210L  0.156 g/210L 0.001 3 /
Lot # 10-20-160 80.20
0.382g/210L  0.398 g/210L 0.000 & / -
Lot # 09-36-400 - 0.10
R? = 0.9995 0.00 /
0.00 0.10 .20 0.30 0.40 0.50
Aggigne !I_lIQmerenCQ ! gst ’ T)MT Resulta
Lot # 10-05-080A1
Interference Detected 0.20 40.0
0.18 |- == Alcohol (g/210L) 36.0
Mouth Alcohol Detected 0.16 32.0
' 0.14 ' 28.0
0.12 24.0
0.10 20.0
RF Interference Test 0.08 |- et 16.0
RFI detected - 0.06 \ 12.0
. \ *
0 04  |owm \\~ 8.0
0.02  lome . i 4.0
0.00 0.0
0 5 10 15 20 25 30
0.1.0 ; .[ ; . 40.0
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CALIBRATION REPORT

DataMaster DMT: 104909

Calibration Date: 12/14/2009
Calibrated by: . = STEVEN E HARNOIS
Lot: 10-12-100

Ca = 0.099000

CAL =. 1.005428 0.800 <= CAL <
bl = -0.000000 0.000 <= bl <
b2 = 0.004056 0.001 <= D2 <
b3 = 0.000000 0.000 <= b3 <
Xg = 0.083631 0.050 <= Xg <
a2l = 1.208288 1.050 <= a2l <
a3l = 0.485488 0.300 <= a3l <

Performed by - = ’lﬁ*”
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01/88/2018 10:34 8028823611
CALIBRATION REPORT
DataMaster DMT: 104909
Calibration Date:  12/14/2009 .
Calibrated by: STEVEN E HARNOIS
Lot: 10-12-100
Ca = 0.093000
CAL = 1.005428  0.800 <= CAL <
bl = 0.000000  0.000 <= bl <
b2 = 0.004056  0.001 <= b2 <
b3 = 0.000000 0,000 <= b3 <
Xg = 0.083631  0.050 <= Xxq <
azl = 1.208288  1.050 <= a2i <
a3l = 0,485489 0.300 <= a31 <

Performed by . stz 7L-:'
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RECEIVED
FEB 1 2010

Jermont Department of
Health Laboratory

DataMaster DMT: 104909
Location: WASHINGTON COUNTY sy\*\ VERMOI\I I
Date: 02/05/2010
Performed by: ~ BRUCE A MCCLURE
EPARTMENT OF HEALTH

SIMULATOR SOLUTION CHANGE REPORT

Accuracy and Precision Check

Concentration = 0.101 g/210L

Lot # = 10-18-100

Range = 0.096 - 0.106

Average = 0.094 g/210L

Std Dev = 0.001

Simulator Temperature: 34.0°C

Performed by &wa & M Croec- Date 02/05/2010
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B2/88/2018 15:18 8028623611 WC PAGE 85

SIMULATOR SOLUTION CHANGE REPORT

DataMaster DMT: 104909 o
Location: WASHINGTON COUNTY SW VERMO l\ | l
Date: 02/05/2010 L F) o
Performed by: BRUCE A MCCLURE
DEPARTMENT OF HEALTH

Accuracy and Precision Check

Concenfration = (0,101 g/210L

Lot # = 10-18-100 -

Range = 0.096-0.106

Average = 0.094 g/210L

Std. Dev = 0.001

Simulator Temperature: 34.0°C

Performed by . ﬁs@u & M. Choner Date 02/05/2010
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