
 

Calibration Protocol for DataMaster DMT 
           
This protocol will be available as an option under the DataMaster Technician level password. 
 
DataMaster Technician will select the option for Calibration.  

 
1) Enter Technician Name:  __First_(15) ____   MI      Last_(20)___ 
 
2)  Enter New Simulator Solution Information:  0.XXXg/210L  Lot: XX-XX-XXX 

 
3) “Connect Water Simulator”  “Press Enter”  

a. <Sample is analyzed> 
 

4) “Disconnect Water Simulator”  “Press Enter” 
a. <Purge> 
 

5) “Connect ~0.1g/210L EtOH Simulator”  “Press Enter” 
a. <Sample is analyzed> 

 
6) “Disconnect ~0.1g/210L EtOH Simulator”  “Press Enter” 

a. <Purge> 
 

7) “Save Calibration?”  “Y”  “N” 
a. If “Y” print calibration factors 
b. If “N”  “Recalibrate?”  “Y”  “N” 

i. If “Y” start again from step 3 
ii. If “N” abort 


