0.16% EtOH 20L
Lot # 07-0%-160
Prepared 03/05/07

Mean
Std Dev

0.1611
0.1624
0.1625
0.1636
0.1617
0.1598
0.1628

0.1620
0.0012

Expires 03/05/08
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Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT 936

Today's Date = 3/7/2007

Bound File Name = alc030707.0009.RAW
Sample Name = CCS

Date Taken = 3/7/2007 11:20:40 AM
Method file = BloodAlcohold.met
Calibration file = BloodAlcohol4.cal

Today's Time = 11:20:41 AM

VDH Headspace Alcohol

Calibration Version = 936

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.89 Ethanol 366062 0.0792
2 2.67 t-Butanol 1406517 0.9967
3 3.23 n-Propanol 1814202 1.0000
Printed on 3/7/2007 11:20:42 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT 936

Today's Date = 3/7/2007

Bound File Name = alc030707.0010.RAW
Sample Name = CCS

Date Taken = 3/7/2007 11:35:42 AM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

Today's Time = 11:35:46 AM

VDH Headspace Alcohol

Calibration Version = 936

5.0

Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.89 Ethanol 365631 0.0809
2 2.67 t-Butanol 1375040 0.9972
3 3.23 n-Propanol 1772818 1.0000
Printed on 3/7/2007 11:35:46 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 3/7/2007 Today's Time = 11:50:49 AM
Bound File Name = alc030707.0011. RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 11:50:43 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.89 Ethanol 873312 0.1974 0.1611

2 2.67 t-Butanol 1371886 1.0159 0.8292

3 3.23 n-Propanol 1736113 1.0000 0.8162

Printed on 3/7/2007 11:50:49 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 3/7/2007 Today's Time = 12:05:48 PM
Bound File Name = alc030707.0012.RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 12:05:45 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL.  Conversion
1 1.89 Ethanol 865373 0.1990 0.1624

2 2.67 t-Butanol 1348263 1.0158 0.8291

3 3.23 n-Propanol 1706377 1.0000 0.8162

Printed on 3/7/2007 12:05:48 PM Page 10f 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 3/7/2007 Today's Time = 12:20:55 PM
Bound File Name = alc030707.0013.RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 12:20:48 PM VDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.89 Ethanol 855339 0.1991 0.1625

2 2.67 t-Butanol 1334342 1.0177 0.8307

3 3.23 n-Propanol 1685570 1.0000 0.8162

Printed on 3/7/2007 12:20:55 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 3/7/2007 Today's Time = 12:35:56 PM

Bound File Name = alc030707.0014.RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 12:35:50 PM VVDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.49 32075 <0.005 0.0000
2 1.89 Ethanol 901184 0.2004 0.1636
3 2.67 t-Butanol 1400549 1.0205 0.8329

4

3.23 n-Propanol 1764450 1.0000 0.8162

Printed on 3/7/2007 12:35:56 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 3/7/2007 Today's Time = 12:50:59 PM
Bound File Name = alc030707.0015.RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 12:50:51 PM VVDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.89 Ethanol 887701 0.1981 0.1617

2 2.67 t-Butanol 1397616 1.0218 0.8340

3 3.23 n-Propanol 1758496 1.0000 0.8162

Printed on 3/7/2007 12:50:59 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Today's Date = 3/7/2007 Today's Time = 1:05:57 PM
Bound File Name = alc030707.0016.RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 1:05:53 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAicohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.89 Ethanol 861308 0.1957 0.1598

2 2.67 t-Butanol 1365395 1.0165 - 0.8297

3 3.23 n-Propanol 1726827 1.0000 0.8162

Printed on 3/7/2007 1:05:58 PM ‘ Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 3/7/2007 Today's Time = 1:21.00 PM
Bound File Name = alc030707.0017. RAW

Sample Name = 0.16 SIM

Date Taken = 3/7/2007 1:20:54 PM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.89 Ethanol 866408 0.1994 0.1628

2 2.67 t-Butanol 1347357 1.0160 0.8293

3 3.23 n-Propanol 1704889 1.0000 0.8162

Printed on 3/7/2007 1:21:00 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT 936

Today's Date = 3/7/2007 Today's Time = 1:35:57 PM
Bound File Name = alc030707.0018.RAW
Sample Name = CCS

Date Taken = 3/7/2007 1:35:54 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 936
Peak Ret Time Peak Area Amount
Number (min) Name ( % WT/VOL
1 1.89 Ethanol 356677 0.0806
2 2.67 t-Butanol 1349125 0.9983
3 3.23 n-Propanol 1737386 1.0000

Printed on 3/7/2007 1:35:57 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT 936

Today's Date = 3/7/2007

Bound File Name = alc030707.0019.RAW
Sample Name = CCS

Date Taken = 3/7/2007 1:51:02 PM
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal

Today's Time = 1:51:04 PM

VDH Headspace Alcohol

Calibration Version = 936

5.0

Peak Ret Time Peak Area Amount
Number (min) Name % WT/NVOL
1 1.89 Ethanol 345444 0.0793
2 2.66 t-Butanol 1319953 0.9928
3 3.23 n-Propanol 1709268 1.0000
Printed on 3/7/2007 1:51:04 PM Page 1 of 1




