0.08% EtOH 20L
Lot # 07-09-080
Prepared 03/08/07

Mean
Std Dev

0.0825
0.0816
0.0820
0.0826
0.0823
0.0818

0.082

0.0821
0.0004

Expires 03/08/08
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Format File Name = simsoln-JFH.met. FMT

Taday's Date = 3/9/2007 Today's Time = 10:19:05 AM
Bound File Name = alc030707.0025.RAW ,

Sample Name = 0.08 Sim

Date Taken = 3/9/2007 10:19:00 AM . VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.90 Ethanol 423040 0.1010 0.0825

3 2.68 t-Butanol 1303587 1.0201 0.8326

4 3.24 n-Propanol 1642968 1.0000 0.8162

Printed on 3/9/2007 10:19:05 AM Page 1 of 1
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Today's Date = 3/9/2007 Today's Time = 10:34:16 AM
Bound File Name = alc030707.0026.RAW

Sample Name = 0.08 Sim

Date Taken = 3/9/2007 10:34:14 AM VDH Headspace Alcohol
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.90 Ethanol 449527 0.0999 0.0816

3 2.68 t-Butanol 1401510 1.0207 0.8331

4 3.24 n-Propanol 1765210 1.0000 0.8162

Printed on 3/9/2007 10:34:16 AM Page 1 of 1
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Today's Date = 3/9/2007 Today's Time = 10:49:18 AM
Bound File Name = alc030707.0027.RAW

Sample Name = 0.08 Sim

Date Taken = 3/9/2007 10:49:15 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.90 Ethanol 445157 0.1005 0.0820

3 2.67 t-Butanol 1376425 - 1.0181 0.8309

4 3.24 n-Propanol 1738192 1.0000 0.8162

Printed on 3/9/2007 10:49:19 AM Page 1 of 1
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Today's Date = 3/9/2007 Today's Time = 11:04:07 AM
Bound File Name = alc030707.0028. RAW

Sample Name = 0.08 Sim

Date Taken = 3/9/2007 11:04:04 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name . % WT/NOL Conversion
2 1.90 Ethanol 441022 0.1012 0.0826

3 2.67 t-Butanol 1356690 1.0199 0.8325

4 3.24 n-Propanol 1710130 1.0000 0.8162

Printed on 3/9/2007 11:04:08 AM Page 1 of 1
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Today's Date = 3/2/2007 Today's Time = 11:19:08 AM
Bound File Name = alc030707.0029.RAW

Sample Name = 0,08 Sim .

Date Taken = 3/9/2007 11:19:06 AM VDH Headspace Alcohol
Method file = simsoln.met :

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.90 Ethanol 439976 0.1008 0.0823
3 2.67 t-Butanol 1355579 1.0179 0.8308
4 3.24 n-Propanol 1712066 1.0000 0.8162

Printed on 3/9/2007 11:19:08 AM Page 1 of 1
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Today's Date = 3/9/2007 Today's Time = 11:34:11 AM
Bound File Name = alc030707.0030.RAW

Sample Name = 0.08 Sim

Date Taken = 3/9/2007 11:34:07 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.90 Ethanol 435530 0.1002 0.0818

3 2.67 t-Butanol 1347262 1.0154 0.8288

4 3.24 n-Propanol 1705780 1.0000 0.8162

Printed on 3/9/2007 11:34:11 AM . Page 1 of 1
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Today's Date = 3/9/2007 Today's Time = 11:49:12 AM
Bound File Name = alc030707.0031.RAW

Sample Name = 0.08 Sim

Date Taken = 3/8/2007 11:49:08 AM VDH Headspace Alcohol
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.90 Ethanol 421634 0.1005 0.0820

3 2.68 t-Butanol 1309095 1.0221 0.8342

4 3.24 n-Propanol 1646614 1.0000 0.8162
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