
0.02% EtOH 2L 
Lot# 08-02-020 
Prepared 07/31/2007 Expires 07/31/2008 

0.0271 
0.0226 
0.0211 
0.0203 
0.0203 
0.0198 
0.0197 

Mean 0.0216 
Std Dev 0.0026 



Chrom Perfect Chromatogram Report 

1200 

1000 

800 H 

600 

400 

200 

-I
N

T
+

 
-S

B
N

 

-1
.3

2
 

c 
c 
p 

I 8 

I , { 

3 
M 

1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/6/2007 
Bound File Name = Alc080107.0029.RAW 
Sample Name = CCS 
Date Taken = 8/2/2007 4:54:30 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Time = 8:02:05 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.32 Acetaldehyde 08502 
2 1.87 Ethanol 922423 
3 2.63 t-Butanol 1372133 
4 3.20 n-Propanol 1692184 

<0.005 
0.2156 
0.9766 
1.0000 

0.0007 
0.1760 
0.7971 
0.8162 

rVo-
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 
Bound File Name = Alc080107.0030.RAW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 5:09:19 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

Peak Ret Time Peak 
Number (min) Name 

Today's Time = 5:09:24 PM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Area Amount 
% WTA/OL 

Headspace 
Conversion 

1 1.32 Acetaldehyde 05523 
2 1.87 Ethanol 147203 
3 2.63 t-Butanol 1425629 
4 3.20 n-Propanol 1752508 

O.005 
0.0332 
0.9797 
1.0000 

0.0005 
0.0271 
0.7997 
0.8162 
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Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 3.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 
Bound File Name = Alc080107.0031 .RAW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 5:24:21 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name 

3.5 4.0 4.5 5.0 

Tpday's Time = 5:24:27 PM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 1.87 Ethanoi 121394 
3 2.63 t-Butanol 1410029 
4 3.20 n-Propanol 1733267 

0.0277 
0.9798 
1.0000 

0.0226 
0.7997 
0.8162 
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Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 
Bound File Name = Alc080107.0032.RAW 
Sample Name = 0.02% 
Date Taken * 8/2/2007 5:39:23 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak Area 
Number (min) Name 

3.5 4.0 4.5 5.0 

Today's Time = 5:39:28 PM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

1.87 Ethanol 121246 
2.63 t-Butanol 1523658 
3.20 n-Propanol 1858620 

0.0258 
0.9873 
1.0000 

0.0211 
0.8059 
0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 
Bound File Name = Alc080107.0033.RAW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 5:54:24 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohol4.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 5:54:27 PM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

2 1.87 Ethanol 116666 
3 2.64 t-Butanol 1515733 
4 3.20 n-Propanol 1857403 

0.0248 0.0203 
0.9828 0.8022 
1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 
Bound File Name = Alc080107.0034.RAW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 6:09:27 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Nslme 

2 
3 
4 

1.87 
2.64 
3.20 

Ethanol 
t-Butanol 
n-Propanol 

Area 

Today's Time - 6:09:36 PM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Amount Headspace 
% WTA/OL Conversion 

117256 
1519116 
1860661 

0.0249 
0.9833 
1.0000 

0.0203 
0.8026 
0.8162 
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Format File Name = simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date - 8/2/2007 Today's Time = 6:24:35 PM 
Bound File Name = Alc080107.0035.F?AW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 6:24:28 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 1071 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 187 Ethanol 111518 0.0243 0.0198 
3 2.64 t-Butanol 1472616 0.9778 0.7981 
4 3.20 n-Propanol 1813911 1.0000 0.8162 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 8/2/2007 Today's Time = 6:39:30 PM 
Bound File Name = Alc080107.0036.RAW 
Sample Name = 0.02% 
Date Taken = 8/2/2007 6:39:28 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 1071 

Peak Ret Time Peak Area Amount Headspace 
Number (min) Name % WTA/OL Conversion 

2 1.87 Ethanol 111972 0.0242 0.0197 
3 2.64 t-Butanol 1491984 0.9815 0.8011 
4 3.20 n-Propanol 1830856 1.0000 0.8162 
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Today's Date = 8/6/2007 
Bound File Name = Alc080107.0037.RAW 
Sample Name = CCS 
Date Taken = 8/3/2007 8:14:09 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Today's Time = 8:03:58 AM 

VDH Headspace Alcohol 

Calibration Version = 1071 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area Amount Headspace 
% WTA/OL Conversion 

2 
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4 

1.87 
2.64 
3.21 
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t-Butanol 
n-Propanol 

968679 
1422719 
1696990 

0.2258 
1.0097 
1.0000 

0.1843 
0.8241 
0.8162 
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Chrom Perfect Calibration File 

File Name: 
Version: 

C:Methods\BloodAlcohol4.cal 
1071 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

0.00 0.10 0.20 0.30 0.40 

Amount Ratio 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

Y = 2.528328 X + 0 

Linear fit with equal weighting, forced to origin 

1.889 minutes 
0.2 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

r Coefficient of determination: 
0.50Average error: 

Average CF: 
RSD: 

0.9996157 
1.491% 
1.99229 
55.939% 

Level 
1 
2 
3 
4 
5 

Amount 
0 

0.0318 
0.0912 
0.2254 
0.4654 

Response 

(0) 
127807.3 
372233.8 
986771.4 
1961114 

Cal Factor Error, % Amount Ratio Response Ratio Source 
- 0.000 0 0 Manual 

4019097 -3.149 0.0318 7.786874E-02 o:\AlcoholData\Alc080107\Alc080107.0003.BND 
4081511 -0.662 0.0912 0.2290561 o:\AlcoholData\Alc080107\AlcO80107.0004.BND 
4377868 -2.920 0.2254 0.5532461 o:\AlcoholData\Alc080107\Alc080107.0005.BND 
4213825 0.725 0.4654 1.185215 C:\AlcoholData\Alc080107\Alc080107.0009.BND 

Date and time 
4/11/2005 10:03:40 AM 
8/1/2007 2:26:09 PM 
8/1/2007 2:41:16 PM 
8/1/2007 2:49:05 PM 
8/2/2007 7:38:39 AM 
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