Lot # 08-09-100

Prepared by DMR
Prepared on 11/16/08

Analyzed on 11/29/08 and 1/2/08
analyzed by DMR and ALB

0.1008 0.0916
0.0986 0.0946
0.1008 0.1004
0.1094 0.1104
0.1028 0.1012
0.1027 0.1017
0.0993 0.1003
0.0979 0.0992
0.1014 0.0993
0.1031 0.0997
0.1031. 0.0994
0.1031 0.1000
0.1032 0.0985
0.0997 0.0988
0.1019 0.0997
0.00284 0.004076

Target

0.100




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 11/29/2007 Today's Time = 5:08:29 PM
Bound File Name = Sim112907.0001.RAW
Sample Name = CCS

Date Taken = 11/29/2007 5:08:22 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NVOL
1 1.38 Acetaldehyde 09218 <0.005
2 1.96 Ethanol 364562 0.0906
3 2.76 t-Butanol 1244149 1.0040
4 3.32 n-Propanol 1509417 1.0000

Printed on 11/29/2007 5:08:31 PM Page 1 of

1
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Format File Name = Alcohol4-JFH.met.FMT
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Today's Date = 11/29/2007 Today's Time = 5:22:54 PM
Bound File Name = Sim112907(1).0001.RAW
Sample Name = CCS

Date Taken = 11/29/2007 5:22:48 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.36 Acetaldehyde 05332 <0.005
2 1.94 Ethanol 388016 0.0914
3 273 t-Butanol 1325282 1.0134
4 3.30 n-Propanol 1592917 1.0000

Printed on 11/29/2007 5:22:54 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 11/29/2007

Bound File Name = Sim112907(2).0001.RAW
Sampie Name = 0.10Cal-ALB

Date Taken = 11/29/2007 5:37:49 PM

Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

3.0

35 40 45 50
Today's Time = 5:37:56 PM

VVDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
3 1.94 Ethanol 516970 0.1236 0.1008
4 2.73 t-Butanol 1284817 0.9970 0.8137
5 3.30 n-Propanol 1569692 1.0000 0.8162
Printed on 11/29/2007 5:37:56 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met. FMT
Today's Date = 11/29/2007 Today's Time = 5:53:04 PM
Bound File Name = Sim112907(3).0001.RAW
Sample Name = 0.10Cal-ALB
Date Taken = 11/29/2007 5:52:57 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 511187 0.1208 0.0986
3 2.73 t-Butanol 1296555 0.9944 0.8116
4 3.29 n-Propanol 1588200 1.0000 0.8162
Printed on 11/29/2007 5:53:04 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 11/29/2007

Bound File Name = Sim112907(4).0001.RAW
Sample Name = 0.10Cal-ALB

Date Taken = 11/29/2007 6:07:53 PM

Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 6:07:57 PM

VDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 545336 0.1235 0.1008

3 2.73 t-Butanol 1360849 1.0008 0.8168

4 3.30 n-Propanol 1656274 1.0000 0.8162

Printed on 11/29/2007 6:07:57 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/29/2007 Today's Time = 6:23:02 PM
Bound File Name = Sim112907(5).0001.RAW
Sample Name = 0.10Cal-ALB

Date Taken = 11/29/2007 6:22:59 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 547316 0.1340 0.1094
3 2.73 t-Butanol 1248781 0.9927 0.8102
4 3.29 n-Propanol 1532269 1.0000 0.8162

Printed on 11/29/2007 6:23:02 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/29/2007

Bound File Name = Sim112907(6).0001. RAW
Sample Name = 0.10Cal-ALB

Date Taken = 11/29/2007 6:38:06 PM

Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Today's Time = 6:38:12 PM

VVDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 519371 0.1260 0.1028
3 2.73 t-Butanol 1258199 0.9907 0.8086
4 3.29 n-Propanol 1546933 1.0000 0.8162
Printed on 11/29/2007 6:38:12 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 6:53:13 PM
Bound File Name = Sim112907(7).0001.RAW
Sample Name = 0.10Cal-ALB
Date Taken = 11/29/2007 6:53:07 PM \VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 516751 0.1258 0.1027
3 2.73 t-Butanol 1239345 0.9799 0.7998
4 3.29 n-Propanol 1540562 1.0000 0.8162

Printed on 11/29/2007 6:53:13 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

1000

800 +

-3.29

600+

-2.73

400

200 jk
] 1 1 L

T T T T T T T i T i T i T T T
1.0 15 2.0 25 3.0 35 4.0 45 5.0

Format File Name = simsoln-JFH.met.FMT
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Today's Date = 11/29/2007 Today's Time = 7:08:05 PM
Bound File Name = Sim112907(8).0001. RAW
Sample Name = 0.10Cal-ALB

Date Taken = 11/29/2007 7:08:03 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 525475 0.1216 0.0993
3 2.73 t-Butanol 1332412 1.0012 0.8172
4 3.29 n-Propanol 1620945 1.0000 0.8162

Printed on 11/29/2007 7:08:05 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 7:23:10 PM
Bound File Name = Sim112907(9).0001.RAW
Sample Name = 0.10Cal-DMR
Date Taken = 11/29/2007 7:23:04 PM VVDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.94 Ethanol 515382 0.1199 0.0979
3 2.73 t-Butanol 1307999 0.9882 0.8065
4 3.29 n-Propanol 1612289 1.0000 0.8162

Printed on 11/29/2007 7:23:10 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/29/2007

Bound File Name = Sim112907(10).0001.RAW

Sample Name = 0.10Cal-DMR

Date Taken = 11/29/2007 7:38:05 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 7:38:06 PM

VVDH Headspace Alcohol

Calibration Version = 1181

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 498752 0.1242 0.1014

3 2.73 t-Butanol 1216073 0.9835 0.8027

4 3.29 n-Propanol 1506167 1.0000 0.8162

Printed on 11/29/2007 7:38:06 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 11/29/2007

Bound File Name = Sim112907(11).0001.RAW

Sample Name = 0.10Cal-DMR

Date Taken = 11/29/2007 7:53:06 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 7:53:09 PM

VVDH Headspace Alcohol

Calibration Version = 1181

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.94 Ethanol 529338 0.1263 0.1031
3 2.73 t-Butanol 1280574 0.9917 0.8095
4 3.29 n-Propanol 1572789 1.0000 0.8162
Printed on 11/29/2007 7:53:09 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 8:08:13 PM
Bound File Name = Sim112907(12).0001.RAW
Sample Name = 0.10Cal-DMR
Date Taken = 11/29/2007 8:08:09 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.94 Ethanol 526483 0.1263 0.1031
3 2.73 t-Butanol 1269767 0.9887 0.8070
4 3.29 n-Propanol 1564326 1.0000 0.8162
Printed on 11/29/2007 8:08:13 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 8:23:12 PM
Bound File Name = Sim1129807(13).0001.RAW
Sample Name = 0.10Cal-DMR
Date Taken = 11/29/2007 8:23:10 PM \VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.94 Ethanol 514929 0.1264 0.1031
3 2.73 t-Butanol 1246228 0.9929 0.8104
4 3.29 n-Propanol 1528840 1.0000 0.8162
Printed on 11/29/2007 8:23:12 PM Page 1 of 1




Chrom Perfect Chromatogram Report

1000
800 —
600

400 —

<
] 3
200 jk

INT+
SBN

T T

T T T " T
1.0 15 2.0

Format File Name = simsoin-JFH.met.FMT

Today's Date = 11/29/2007

Bound File Name = 8im112907(14).0001.RAW

Sample Name = 0.10Cal-DMR

Date Taken = 11/29/2007 8:38:11 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

1 % -3.29
- r
-INT-

Today's Time = 8:38:14 PM

VVDH Headspace Alcohol

Calibration Version = 1181

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL  Conversion
2 1.94 Ethanol 515557 0.1265 0.1082

3 2.73 t-Butanol 1250979 0.9965 0.8133

4 3.29 n-Propanol 1529105 1.0000 0.8162

Printed on 11/29/2007 8:38:14 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 8:53:15 PM
Bound File Name = Sim112907(15).0001 . RAW
Sample Name = 0.10Cal-DMR
Date Taken = 11/29/2007 8:53:12 PM VDH Headspace Alcohol
Method file = simsoln.met
- Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
3 1.94 Ethanol 507742 0.1221 0.0997
4 2.73 t-Butanol 1272258 0.9935 0.8109
5 3.30 n-Propanol 1559889 1.0000 0.8162

Printed on 11/29/2007 8:53:15 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 11/29/2007 Today's Time = 9:08:17 PM
Bound File Name = Sim112907(16).0001.RAW
Sample Name = CCS
Date Taken = 11/29/2007 9:08:15 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.94 Ethanol 390755 0.0919
3 2.73 t-Butanol 1308853 0.9996
4 3.30 n-Propanol 1594834 1.0000

Printed on 11/29/2007 9:08:18 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 11/29/2007 Today's Time = 9:23:20 PM
Bound File Name = Sim112907(17).0001.RAW
Sample Name = CCS
Date Taken = 11/28/2007 9:23:15 PM \VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1181
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.94 Ethanol 361872 0.0853
3 2.73 t-Butanol 1290100 0.9875
4 3.30 n-Propanol 1591271 1.0000
Printed on 11/29/2007 9:23:20 PM Page 1 of 1




Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 1204

Creator:

Description:

Reason for change:

Internal standard calibration
No injection volume correction
No sample weight correction

Area reject threshold: 5000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 FEthanol

1.848 minutes

_ Expected retention time:

1.1 ‘ / Search window: 0.2 minutes

1.0 Internal standard component: 7 (n-Propanol)

09- No retention time reference component

R Group number: 0

0.8
% 0.7 High alarm 1.1m'1t: 0
X 06 Low alarm limit: 0
3 . Component constant: 0
2 05+

0.4 Single peak quantification by area

0.3

] Y =2725271 X+0

0.2+

0.1+ Linear fit with equal weighting, forced to origin

0.0 11T T T T Cocfficient of determination: 0.9993389

0.00 0.05 0.10 0.15 0.20 0.25 0.30 0.35 0.40 Average eryor: 2.413%
Amount Ratio Average CF: 2.160474
RSD: 56.046%
Level Amount Response Cal Factor Error,% AmountRatio Response Ratio Source Date and time

1 0 © - 0.000 0 0 Manual 4/11/2005 10:03:40 2

2 00293 1288887 4398932 3.260 00293  $245362E-02 C:\Alcohol Data\Simi23107:Sim123107(2).0001. BND  1/2/2008 10:58:03 A}

3 00889 3743583 4211005 -4,800 0.0889 02306481 C:\Alcohol Data\Sim1231078im123107(3).0001.BND  1/2/2008 11:13:01 A

4 01928 8175209 4240254 3.045 0.1928 0.5094331 C:\Alcohol Data\Sim123107\Sim123107(4).0001.BND  1/2/2008 11:28:04 Al

5 03926 1730530 4407894 0.962 0.3926 1.080237 C:\Alcohol Date\Sim1231078im123107(5).000L. BND  1/2/2008 11:43:07 At

Printed on 1/3/2008 8:49:21 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 10:28:21 AM
Bound File Name = Sim123107.0001. RAW
Sample Name = Blank
Date Taken = 1/2/2008 10:28:11 AM VVDH Headspace Alcohol
Method file = BloodAlcohold.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1199
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
1 1.30 Acetaldehyde 05945 <0.005
2 2.62 t-Butanol 1333575 1.0084
3 3.19 n-Propanol 1623881 1.0000
Printed on 1/2/2008 10:28:23 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format Fite Name = Alcohol4-JFH.met.FMT

Today's Date = 1/2/2008

Bound File Name = Sim123107(1).0001.RAW

Sample Name = TMX

Date Taken = 1/2/2008 10:42:54 AM
Method file = BloodAlcohol4.met
Calibration file = BioodAlcohol4.cal

Today's Time = 10:43:00 AM

VDH Headspace Alcohol

Calibration Version = 1199

Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL

2 1.30 Acetaldehyde 859101 0.1011

3 1.38 Methanol 441931 0.2021

4 1.92 Ethanol 06362 <0.005

5 213 Acetone 1469083 0.0836

6 2.27 Isopropanol 1216086 0.0748

7 2.62 t-Butanol 1315834 1.0141

8 3.19 n-Propanol 1593249 1.0000

Printed on 1/2/2008 10:43:00 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 10:58:03 AM
Bound File Name = Sim123107(2).0001. RAW
Sample Name = Std A
Date Taken = 1/2/2008 10:57:55 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1200
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.30 Acetaldehyde 19366 <0.005
2 1.85 Ethanol 128889 0.0303
3 2.13 Acetone 07563 <0.005
5 2.62 t-Butanol 1278618 1.0030
6 3.19 n-Propanol 1563166 1.0000

Printed on 1/2/2008 10:58:03 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 11:13:01 AM
Bound File Name = Sim123107(3).0001.RAW
Sample Name = Std B
Date Taken = 1/2/2008 11:12:56 AM \VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1201
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
1 1.30 Acetaldehyde 09807 <0.005
2 1.85 Ethanol 374358 0.0847
3 213 Acetone 06300 <0.005
5 2.62 t-Butanol 1296838 0.9782
6 3.19 n-Propanol 1623071 1.0000

Printed on 1/2/2008 11:13:01 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 1/2/2008 Today's Time = 11:28:04 AM
Bound File Name = Sim123107(4).0001.RAW
Sampie Name = Std C
Date Taken = 1/2/2008 11:27:58 AM \VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1202
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
1 1.31 Acetaldehyde 06343 <0.005
2 1.85 Ethanol 817521 0.1873
3 2.62 t-Butanol 1304868 0.9997
4 3.19 n-Propanol 1604766 1.0000

Printed on 1/2/2008 11:28:04 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 1/2/2008 Today's Time = 11:43:06 AM
Bound File Name = Sim123107(5).0001.RAW
Sample Name = Std D
Date Taken = 1/2/2008 11:42:58 AM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1203
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.85 Ethanol 1730539 0.3973
3 2.62 t-Butanol 1319480 1.0129
4 3.19 n-Propanol 1601999 1.0000
Printed on 1/2/2008 11:43:07 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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