Q Vermont Department of Health Laboratory
A Toxicology Program

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125
(ph) 802-863-7336; (fax) 802-863-7632

Certificate of Analysis of DataMaster Interference Solution

On 5/8/2008, an ethanol solution was prepared by Hillary Boucher for use as a
DataMaster Interference Check solution. The solution was prepared per standard
laboratory practice and assigned the lot number 08-20-08A and an expiration date of
5/6/2009. '

On 5/19/2008 and 5/21/2008, the solution was analyzed by Darcy Richardson and

Marie Sawyer. Analysis of the solution was performed using headspace gas
chromatography. The instrument was calibrated on the day analyses were begun. It was
found to have met required quality assurance performance specifications and was operating
properly. Quality checks throughout the analytical process demonstrated that the instrument
continued to operate properly.

This solution is certified as presenting 0.01% Acetone in 0.078 g/210L simulated breath
ethanol concentration and approved for use as a DataMaster Interference Check solution.

Dated at Burlington, Vermont on Wednesday, May 28, 2008.
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Prepared by HXB
Prepared on 05/08/08

Analyzed on 5/19/08 and 5/21/08
analyzed by DMR and MCS
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Chrom Perfect Calibration File

File Name: C:\Methods\BloodAlcohol4.cal
Version: 28

Creator:;

Description:

Reason for change:

Internal standard calibration
No injection volume correction
No sample weight correction

Area reject threshold: 5000
Reference peak area reject threshold: 0
Amount units:

No default component

Method of calculating data point averages: Equal weight for all updates
No calibration update report

All levels are normal data points.

3 Ethanol
2] Expected retention time: 1.863 minutes
27 Search window: 0.2 minutes

1.1 Internal standard component: 7 (n-Propanol)
1.0+ No retention time reference component
0.0 Group number: 0
0.8+ . ..

8 07.] ' High alarm limat: 0

e Ml Low alarm limit: 0

g 067 Component constant: 0

< 0.5+
0.4 : Single peak quantification by area
0.3+

. Y =2726548 X +0
0.2+
0.1 ' Linear fit with equal weighting, forced to origin
0.0 — 11— Coeflicient of determination: 0.9997522
0.00 0.10 0.20 0.30 0.40 Average error: 1.750%
Amount Ratio Average CF: - 2.20653
RSD: 55.971%
Level Amount Response Cal Factor  Error,% AmountRatio Response Ratio Source Date and time

1 0 © - 0.000 0 0 Manual 4/11/2005 10:03:40 AM
2 0025 1172326 4689304 2471 0.025 0069848 C:AAlcohol Data\ALc051608\A1c051608a.0003 BND  5/16/2008 4:07:09 PM
3 0081 403450 4980864 3.906 0.081 02294777 C:\Alcohol Data\AlcOS1608\AIc0516082.0004.BND  5/16/2008 4:22:12 PM
4 0200 9320079 4637303 -2.056 0.201 0.5367675  C:\Alcohol Data\Alc051608\A1c0516082.0005 BND  5/16/2008 4:37:09 PM
5 042 1964198 4676662 0317 0.42 1148779 CAAlcohol Data\Alc051608\Alc0516084.0006.BND  5/16/2008 4:52:14 PM

Printed on 5/19/2008 10:04:10 AM
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Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/1 9/2008 Today's Time = 10:47:17 AM

Bound File Name = Alc051608a.0001.RAW
Sample Name = Blank

Date Taken = 5/16/2008 3:37:12 PM VDH Headspace Alcohol
Method file = BloodAlcohoi4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
3 2.64 t-Butanol 1346984 1.0062
4 3.20 n-Propanol 1689948 1.0000

Printed on 5/19/2008 10:47:19 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT

Today's Date = 5/19/2008 Today's Time = 10:47:22 AM
Bound File Name = Alc051608a.0002.RAW
Sample Name = TMX

Date Taken = 5/16/2008 3:52:02 PM VDH Headspace Alcohol
Method file = BioodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak Area Amount
Number (min) ‘ Name . % WT/NOL
1 1.31 . Acetaldehyde 894579 0.0980
2 1.39 Methanol 398585 0.1654
3 1.94 Ethanol 05044 <0.005
4 2.14 Acetone 1545241 0.0826
5 2.28 Isopropanol ' 1306400 0.0742
6 2.63 t-Butanol 1349802 1.0221
7 3.20 n-Propanol 1667112 1.0000

Printed on 5/19/2008 10:47:22 AM Page 1 of 1




Chrom Petfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/19/2008 Today's Time = 10:47:25 AM
Bound File Name = Alc051608a.0003.RAW
Sample Name = Std A
Date Taken = 5/16/2008 4:07:03 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak . Area Amount
Number (min) Name % WT/VOL
1 1.32 Acetaldehyde 12767 <0.005
2 1.86 Ethanol 117233 0.0256
5 2.64 t-Butanol 1321832 0.9942
6 3.20 n-Propanol 1678396 1.0000
Printed on 5/19/2008 10:47:25 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 5/19/2008 Today's Time = 10:47:27 AM
Bound File Name = Alc051608a.0004.RAW
- Sample Name = Std B
Date Taken = 5/16/2008 4:22:04 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.32 Acetaldehyde 06146 <0.005
2 1.86 Ethanol 403450 0.0842
4 2.64 t-Butanol 1387065 0.9960
5 3.20 n-Propanol 1758123 1.0000

Printed on 5/19/2008 10:47:27 AM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 10:47:30 AM
Bound File Name = Alc051608a.0005.RAW
Sample Name = Std C
Date Taken = 5/16/2008 4:37:06 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 932098 0.1969
3 2.63 t-Butanol 1362452 0.9905
4 3.20 n-Propanol 1736502 1.0000
Printed on 5/19/2008 10:47:30 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
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Today's Date = 5/19/2008 Today's Time = 10:47:32 AM
Bound File Name = Alc051608a.0006.RAW
Sample Name = Std D

Date Taken = 5/16/2008 4:52:06 PM VDH Headspace Alcohol
Method file = BloodAlcohoi4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
2 1.86 Ethanol 1964198 0.4213
3 2.64 t-Butanol 1350504 0.9971
4 3.20 n-Propanol 1709814 1.0000

Printed on £/19/2008 10:47:33 AM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/16/2008 Today's Time = 5:07:26 PM
Bound File Name = Alc051608a.0007. RAW
Sample Name = Whole Blood Control
Date Taken = 5/16/2008 5:07:19 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 28
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 816319 0.1744
3 2.15 Acetone 07030 <0.005
4 2.64 t-Butanol 1332689 0.9803
5 3.20 n-Propanol 1716294 1.0000

Printed on 5/16/2008 5:07:26 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

1200

1000

-3.19

800

600 —

& :
1 o~
400 —
g
] o]
200 -
t L k 1 I 1
¥ T R T

INT+
SBN
-INT-

T

T T T T T T T i T T T T T " T T
1.0 1.5 2.0 2.5 3.0 35 4.0 45 5.0

Format File Name = Alcohoi4-JFH.met. FMT

Today's Date = 5/19/2008 Today's Time = 6:46:07 PM
Bound File Name = Alc051908.0017.RAW
Sample Name = CCS

Date Taken = 5/19/2008 6:46:01 PM \VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.84 Ethanol 372332 0.0782
3 2.61 ‘t-Butanol 1453295 1.0500
4 3.19 n-Propanol 1747288 1.0000

Printed on 5/19/2008 6:46:08 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 7:01:00 PM
Bound File Name = Alc051908.0018.RAW
Sample Name = CCS
Date Taken = 5/19/2008.7:00:59 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcchol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 366231 0.0773
3 2.63 t-Butanol 1449022 1.0522
4 3.20 n-Propanol 1738590 1.0000
Printed on 5/19/2008 7:01:01 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 7:16:13 PM
Bound File Name = Alc051908.0019.RAW
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 7:16:07 PM \VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 - 1.86 Ethanol 444141 0.0951 0.0776
3 2.63 t-Butanol 1419029 1.0454 0.8532
4 3.20 n-Propanol 1713658 1.0000 0.8162

Printed on 5/19/2008 7:16:14 PM ’ Page 10of 1.




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 7:31:14 PM
Bound File Name = Alc051908.0020.RAW
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 7:31:09 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.86 Ethanol 435177 0.0936 0.0764
3 2.63 t-Butanol 1418992 1.0500 0.8570

4 3.20 n-Propanol 1706085 1.0000 0.8162

Printed on 5/19/2008 7:31:15 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 7:46:01 PM
Bound File Name = Alc051908.0021.RAW
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 7:45:57 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.86 Ethanol 456881 0.0955 0.0779
3 2.63 t-Butanol 1451591 1.0442 0.8523
4 3.20 n-Propanol 1754923 1.0000 0.8162
Printed on 5/19/2008 7:46:01 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 8:01:06 PM
Bound File Name = Alc051908.0022.RAW
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 8:00:59 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 439738 0.0948 0.0774
3 2.63 . t-Butanol 1409404 1.0461 0.8538
4 3.20 n-Propanol - 1700874 1.0000 0.8162

Printed on 5/19/2008 8:01:06 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 5/1 9/2008 | Today's Time = 8:16:03 PM
Bound File Name = Alc051908.0023.RAW .
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 8:16:01 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 446543 0.0937 0.0765
3 2.63 t-Butanol 1446066 1.0441 0.8522
4 3.20 n-Propanol 1748372 1.0000 0.8162
Printed on 5/19/2008 8:16:03 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/19/2008

Bound File Name = Alc051908.0024. RAW
Sample Name = 0.08 A DMR

Date Taken = 5/19/2008 8:31:02 PM
Method file = simsoin.met

Calibration file = BloodAlcohol4.cal

Today's Time = 8:31:03 PM

VDH Headspace Alcohol

Calibration Version = 1

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 439962 0.0936 0.0764

3 2.63 t-Butanol 1427414 1.0455 0.8533

4 3.20 n-Propanol 1723580 1.0000 0.8162

Printed on 5/19/2008 8:31:04 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 5/19/2008 Today's Time = 8:46:06 PM
Bound File Name = Alc051908.0025.RAW
Sample Name = 0.08 A DMR
Date Taken = 5/19/2008 8:46:05 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
- 2 1.86 Ethanol 438419 0.0948 0.0773
3 2.63 t-Butanol 1402783 1.0437 0.8518
4 3.20 n-Propanol 1696822 1.0000 0.8162
Printed on 5/19/2008 8:46:07 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoIn-JFH.met.FMT

Today's Date = 5/19/2008 Today's Time = 9:01:09 PM
Bound File Name = Alc051908.0026.RAW
Sample Name = 0.08 A MCS

Date Taken = 5/19/2008 9:01:06 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 434054 0.0937 0.0765
3 2.63 t-Butanol 1425971 1.0594 0.8647
4 3.20 n-Propanol 1699254 1.0000 0.8162

Printed on 5/19/2008 9:01:10 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 9:16:12 PM
Bound File Name = Alc051908.0027. RAW
Sample Name = 0.08 A MCS
Date Taken = 5/19/2008 9:16:08 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.86 Ethanol 448263 0.0941 0.0768
3 2.63 t-Butanol 1463671 1.0574 0.8630
4 3.20 n-Propanol 1747502 1.0000 0.8162

Printed on 5/19/2008 9:16:12 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

1000 —

800

-3.20

600

-2.63

400 —

R SO N | Y |

T T 7 T T

-1.86

INT+
SBN
-INT-

T T T T T T T " T T T T T T T ”
1.0 15 2.0 25 3.0 35 4.0 45 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/19/2008 Today's Time = 9:31:13 PM
Bound File Name = Alc051908.0028.RAW
Sample Name = 0.08 A MCS

Date Taken = 5/19/2008 9:31:09 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.86 Ethanol 442479 0.0937 0.0765
3 2.63 t-Butanol 1447555 1.0550 0.8611
4 3.20 n-Propanol 1732142 1.0000 - 0.8162

Printed on 5/19/2008 9:31:13 PM Page 1 of 1
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Chrom Perfect Chromatogram Report

1000

800 —

600 —

-3.20

g
400 -|
]
200 |
0_ T L T L T L T 'I L
1 !0 ‘ 1 15 I 2t0 2{5 3.'0 ‘ 3f5 I 450 ' 415 5.0
Format File Name = simsoin-JFH.met.FMT '
Today's Date = 5/19/2008 Today's Time = 9:46:16 PM
Bound File Name = Alc051908.0029.RAW '
Sample Name = 0.08 A MCS
Date Taken = 5/19/2008 9:46:11 PM VVDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 469951 0.0970 0.0792
3 2.63 t-Butanol 1480236 1.0519 0.8586
4 3.20 n-Propanol 1776480 1.0000 0.8162

Printed on 5/19/2008 9:46:16 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT

Today's Date = 5/19/2008

Bound File Name = Alc051908.0030.RAW
Sample Name = 0.08 A MCS

Date Taken = 5/19/2008 10:01:10 PM
Method file = simsoln.met

Calibration file = BloodAlcohol4.cal

Today's Time = 10:01:13 PM

VVDH Headspace Alcohol

Calibration Version = 1

5.0

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 440893 0.0946 0.0772

3 2.63 t-Butanol 1432390 1.0574 0.8630

4 3.20 n-Propanol 1710156 1.0000 0.8162

Printed on 5/19/2008 10:01:13 PM

Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 5/19/2008 Today's Time = 10:16:30 PM
Bound File Name = Alc051908.0031.RAW
~ Sample Name = 0.08 AMCS
Date Taken = 5/19/2008 10:16:23 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.86 Ethanol 452994 0.0940 0.0767
2 2.63 t-Butanol 1461629 1.0440 0.8521
3 3.20 n-Propanol 1767405 1.0000 0.8162

Printed on 5/19/2008 10:16:30 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

1000 -

-3.20

800

600

-2863

400

200

F- 1.86
-INT-

-INT+
-8BN

L

T i T T T i T T T T
10 15 2.0 25 30 35 40 45 50
Format File Name = simsoln-JFH.met.FMT

Today's Date = 5/19/2008 Today's Time = 10:31:32 PM
Bound File Name = Alc051908.0032.RAW
Sample Name = 0.08 AMCS

Date Taken = 5/19/2008 10:31:24 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 473431 0.0968 0.0790
3 2.63 t-Butanol 1475860 1.0388 0.8478
4 3.20 n-Propanol 1793651 1.0000 0.8162

Printed on 5/19/2008 10:31:33 PM Page 1 of 1




Chrom Perfect Chromatogram Report
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 5/18/2008 Today's Time = 10:46:26 PM
Bound File Name = Alc051908.0033.RAW
Sample Name = CCS
Date Taken = 5/19/2008 10:46:20 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 377620 0.0768
3 2.63 t-Butanol 1494902 1.0464
4 3.20 n-Propanol 1803529 1.0000
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Method file = BloodAlcohol4.met
Calibration file = BloodAicohol4.cal Calibration Version = 1
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
2 1.86 Ethanol 367794 0.0769
3 2.63 t-Butanol 1453908 1.0459
4 3.20 n-Propanol 1754866 1.0000
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Method file = BloodAlcohol4.met
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Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 2.63 t-Butanol 1451108 1.0535
3 3.20 n-Propanol 1738885 1.0000
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Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
1 1.31 Acetaldehyde 900757 0.0945
2 1.39 Methanol 405973 0.1613
4 2.14 Acetone 1559263 0.0798
5 2.28 Isopropanol 1323520 0.0720
6 2.63 t-Butanol 1471986 1.0673
7 3.20 n-Propanol 1741050 1.0000
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Peak Ret Time Peak Area Amount
Number (min) Name % WT/NOL
1 1.31 Acetaldehyde 12334 <0.005
2 1.86 Ethanol 114388 0.0240
4 2.63 t-Butanol 1462182 1.0447
5 3.20 n-Propanol 1751119 1.0000
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Peak RetTime Peak Area Amount
Number (min) Name % WT/NOL
1 1.31 Acetaldehyde 06943 <0.005
2 1.86 Ethanol 385041 0.0810
4 2.63 t-Butanol 1441477 1.0220
5 3.20 n-Propanol 1743941 1.0000
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Number (min) Name % WT/NOL
2 1.86 Ethanol 022342 0.1936
3 2.63 t-Butanol 1458452 1.0213
4 3.20 n-Propanol 1749481 1.0000
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Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 1998663 0.4187
3 2.63 t-Butanol 1444141 0.9941
4 3.20 n-Propanol 1758597 1.0000
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Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.86 Ethanol 391308 0.0806
4 2.63 t-Butanol 1439625 0.9592
5 3.20 n-Propanol 1803139 1.0000
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Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
2 1.86 Ethanol 371590 0.0777
4 2.63 t-Butanol 1434145 0.9696
5 3.20 n-Propanol 1776981 1.0000
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Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 457515 0.0967 0.0790
3 2.63 t-Butanol 1440380 0.9848 0.8038
4 3.20 n-Propanol 1757129 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.86 Ethanol 446164 0.0960 0.0783
3 2.63 t-Butanol 1417427 0.9857 0.8045
4 3.20 n-Propanol 1727600 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 446766 0.0960 0.0783
3 2.63 t-Butanol 1432551 0.9950 0.8121
4 3.20 n-Propanol 1729670 1.0000 0.8162
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Sample Name = 0.08A MCS

Date Taken = 5/21/2008 3:57:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 443239 0.0964 0.0787
3 2,63 t-Butanol 1407878 0.9902 0.8082
4 3.20 n-Propanol 1708072 1.0000 0.8162
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Date Taken = 5/21/2008 4:12:12 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 465215 0.0972 0.0793
4 2.63 t-Butanol 1464447 0.9894 0.8075
5 3.20 n-Propanol 1778289 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 444208 0.0954 0.0779
3 2.63 t-Butanol 1428006 0.99218 0.8095
4 3.20 n-Propanol 1729716 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
2 1.86 Ethanol 471 203 0.0984 0.0803
4 2.63 t-Butanol 1434090 0.9686 0.7906
5 3.20 n-Propanol 1778680 1.0000 0.8162
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Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 436017 0.0973 0.0794
4 2.63 t-Butanol 1362015 0.9829 0.8023
5 3.20 n-Propanol 1664713 1.0000 0.8162
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Date Taken = 5/21/2008 5:12:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
2 1.86 Ethanol 470928 0.1010 0.0824
4 2.63 t-Butanol 1410141 0.9779 0.7981
5 3.20 n-Propanol 1732474 1.0000 0.8162
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Date Taken = 5/21/2008 5:27:13 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.86 Ethanol 444285 0.0965 0.0787
3 2.63 t-Butanol 1399656 0.9827 0.8021
4 3.20 n-Propanol 1711179 1.0000 0.8162
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Sample Name = 0.08A DMR

Date Taken = 5/21/2008 5:42:10 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 454935 0.0975 0.0796
3 2.63 t-Butanol 1424440 0.9868 0.8054

4 3.20 n-Propanol 1734204 1.0000 0.8162
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Date Taken = 5/21/2008 5:57:18 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min)- Name % WT/VOL Conversion
2 1.86 Ethanol 444559 0.0986 0.0805
4 2.63 t-Butanol 1362268 0.9770 - 0.7974
5 3.20 n-Propanol 1675222 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VVOL Conversion
2 1.86 Ethanol 454452 0.0978 0.0798
3 2.63 t-Butanol 1410191 0.9810 0.8007
4 3.20 n-Propanol 1726940 1.0000 0.8162
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Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.86 Ethanol 460422 0.0992 0.0810
4 263 tButanol 1396972 0.9734 0.7945
5 3.20 n-Propanol 1724097 1.0000 0.8162
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Method file = BloodAlcohold . met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak Ret Time Peak Area Amount
Number (min) Name % WT/NVOL
2 1.86 Ethanol 369468 0.0774
3 2.63 t-Butanol 1422857 0.9642
4 3.20 n-Propanol 1772838 1.0000
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Peak RetTime Peak Area Amount
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2 1.86 Ethanol 392175 0.0809
4 2.63 t-Butanol 1464147 0.9766
5 3.20 n-Propanol 1801186 1.0000
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