Lot # 09-14-080

Prepared by DMR
Prepared on 10/14/08

Analyzed on 10/16/08 & 10/21/08
analyzed by DMR and ALB
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Format File Name = Alcohol4-JFH.met.FMT
‘ Today's Date = 10/16/2008 _ Today's Time = 7:20:30 PM
Bound File Name = Alc101508a.0017 . RAW
Sample Name = CCS
Date Taken = 10/16/2008 7:20:27 PM VDH Headspace Alcohol
Method filte = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak Ret Time Peak ' Area Amount
Number (min) Name % WT/NOL
1 1.81 Ethanol 456895 0.0901
2 2.57 t-Butanol 1423218 0.9876

3 3.15 n-Propanol 1774399 1.0000

Printed on 10/16/2008 7;20:30 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 10/16/2008 Today's Time = 7:34:59 PM
Bound File Name = Alc101508a.0018.RAW
- Sample Name = CCS
Date Taken = 10/16/2008 7:34:52 PM VDH Headspace Alcohol
Method file = BloodAlcohold.met . '
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak Ret Time Peak Area Amount
Number (min) Name % WT/VOL
1 1.81 - Ethanol 437233 0.0914
2 2.57 t-Butanol 1294321 0.9522
3 3.15 n-Propanol 1673650 1.0000

Printed on 10/16/2008 7:34:59 PM

Page 1 of 1




Chrom Perfect Chromatogram Report

1000

800

-3.15

600

-257

400

-
«
-

B /\\
] \y
! ! 1 1

INT+
~-SBN
-INT-

T T T T T T T T T T T T T " T T
1.0 15 2.0 25 3.0 35 4.0 45 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/16/2008 Today's Time = 7:49:26 PM
Bound File Name = Alc101508a.0019.RAW
Sample Name = 0.08ALB

Date Taken = 10/16/2008 7:49:18 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 463258 0.0950 0.0775
2 2.57 t-Butanol 1390681 1.0034 0.8189
3 3.15 n-Propanol ~ 1706651 1.0000 0.8162

Printed on 10/16/2008 7:49:26 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/16/2008 Today's Time = 8:03:51 PM
Bound File Name = Alc101508a.0020.RAW
Sample Name = 0.08ALB

Date Taken = 10/16/2008 8:03:44 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.81 Ethanol 471841 0.0971 0.0792
2 2.57 t-Butanol 1392593 1.0079 0.8226
3 3.15 n-Propanol 1701317 1.0000 0.8162

Printed on 10/16/2008 8:03:51 PM Page 1 of 1




.....

Chrom Perfect Chromatogram Report

1000 -|
800 L\f_)
600
400 N
] b
200 -| |
] =5 .
0 — T . T Loy }—1 !
w0 15 20 25 30 a5 40 45 50
Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 8:18:17 PM
Bound File Name = Alc101508a.0021.RAW
Sample Name = 0.08ALB
Date Taken = 10/16/2008 8:18:10 PM - VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 461067 0.0948 0.0774
2 2.57 t-Butanol 1389427 1.0049 0.8202
3 3.15 n-Propanol 1702562 1.0000 0.8162

Printed on 10/16/2008 8:18:17 PM

Page 1 of 1




oo

Chrom Perfect Chromatogram Report

1000 -

800 ~

600 -

400 +

200

INT+
-SBN

-3.15

-2.58

>—>

T T T
1.0 1.5

20 25 3.0 3.5 4.0 4.5 5.0

Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/16/2008

Today's Time = 8:32:42 PM

Bound File Name = Alc101508a.0022.RAW

Sample Name = 0.08ALB

Date Taken = 10/16/2008 8:32:36 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NOL Conversion
1 1.81 Ethanol 461828 0.0936 0.0764
2 2.58 t-Butanol 1407286 1.0034 0.8189
3 3.15 n-Propanol 1727026 1.0000 0.8162
Printed on 10/16/2008 8:32:42 PM Page 1 of 1
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Today's Date = 10/16/2008 Today's Time = 8:47:09 PM
Bound File Name = Alc101508a.0023.RAW
Sample Name = 0.08ALB

Date Taken = 10/16/2008 8:47:02 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 481874 0.0981 0.0801
2 2.57 t-Butanol 1400669 1.0037 0.8192
3 3.15 n-Propanol 1718336 1.0000 0.8162

Printed on 10/16/2008 8:47:09 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/16/2008 Today's Time = 9:01:34 PM
Bound File Name = Alc101508a.0024 RAW
Sample Name = 0.08ALB

Date Taken = 10/16/2008 9:01:29 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 463459 0.0940 0.0768
2 2.57 t-Butanol 1387904 0.9909 0.8088
3 3.15 n-Propanol 1724569 1.0000 0.8162

Printed on 10/16/2008 9:01:34 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT
Today's Date = 10/16/2008 Today's Time = 9:15:59 PM
Bound File Name = Alc101508a.0025.RAW
Sample Name = 0.08ALB
Date Taken = 10/16/2008 9:15:55 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVVOL Conversion
2 1.81 Ethanol 470101 ‘ 0.0952 0.0777
3 2.58 t-Butanol 1403378 1.0000 0.8162
4 3.15 n-Propanol 1727945 1.0000 0.8162

Printed on 10/16/2008 9;15:59 PM Page 1 of 1
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Format File Name = simsoln-JFH.met. FMT

Today's Date = 10/16/2008
‘Bound File Name = Alc101508a.0026. RAW

Today's Time = 9:30:24 PM

5.0

Date Taken = 10/16/2008 9:30:21 PM VDH Headspace Alcohol
.. Method file = simsoin.met
.. Calibration file = BloodAlcohol4.cal Calibration Version = 1

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion

1 1.81 Ethanol 468075 0.0959 0.0783

2 2.58 t-Butanol 1385841 0.9995 0.8158

3 3.15 n-Propanol 1707350 1.0000 0.8162

Printed on 10/16/2008 9:30:24 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/16/2008 ' Today's Time = 9:44:48 PM
Bound File Name = Alc101508a.0027. RAW
Sample Name = 0.08 DMR

Date Taken = 10/16/2008 9:44:47 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name - % WT/VOL Conversion
1 1.81 Ethanol 461491 0.0954 0.0778
2 2.58 t-Butanol 1378216 1.0021 0.8180
3 3.15 n-Propanol 1693385 1.0000 0.8162

Printed on 10/16/2008 9:44:48 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 9:59:19 PM
Bound File Name = Alc101508a.0028.RAW
Sample Name = 0.08 DMR
Date Taken = 10/16/2008 9:59:13 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 442861 0.0935 0.0763
2 2.58 t-Butanol 1345918 0.9997 0.8159
3 3.15 n-Propanol 1657815 1.0000 0.8162

Printed on 10/16/2008 9:59:19 PM

Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 10:13:44 PM
Bound File Name = Alc101508a.0029.RAW
Sample Name = 0.08 DMR
Date Taken = 10/16/2008 10:13:39 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 448444 0.0928 0.0758
2 2.58 t-Butanol 1381357 1.0060 0.8211
3 3.15 n-Propanol 1690719 1.0000 0.8162
Printed on 10/16/2008 10:13:44 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/16/2008 " Today's Time = 10:28:09 PM

Bound File Name = Alc101508a.0030.RAW
Sample Name = 0.08 DMR

Date Taken = 10/16/2008 10:28:05 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 458294 0.0936 0.0764
2 2.58 t-Butanol 1400154 1.0058 0.8210
3 3.15 n-Propanol 1714046 1.0000 0.8162

Printed on 10/16/2008 10:28:09 PM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 10:42:36 PM
Bound File Name = Alc101508a.0031.RAW
Sample Name = 0.08 DMR
Date Taken = 10/16/2008 10:42:31 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VVOL Conversion
1 1.81 Ethanol 455390 0.0942 0.0769
2 2.58 t-Butanol 1374823 1.0003 0.8165
3 3.15 n-Propanol 1692321 1.0000 0.8162
Printed on 10/16/2008 10:42:36 PM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 10:57:00 PM
Bound File Name = Alc101508a.0032.RAW
Sample Name = 0.08 DMR
Date Taken = 10/16/2008 10:56:57 PM VDH Headspace Alcohol
Method file = simsoln.met :
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 464653 0.0959 0.0783
2 2.58 t-Butanol 1388563 1.0084 0.8230
3 3.15 n-Propanol 1695552 1.0000 0.8162
Printed on 10/16/2008 10:57:00 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 11:11:29 PM
Bound File Name = Alc101508a.0033.RAW
Sample Name = CCS
Date Taken = 10/16/2008 11:11:23 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 - 1.81 Ethanol 332775 0.0967
3 2.31 Isopropanol 08503 <0.005
4 2.58 t-Butanol 723359 0.7393
5 3.15 n-Propanol 1204751 1.0000

Printed on 10/16/2008 11:11:29 PM

Page 1 of 1
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Format File Name = Alcohol4-JFH.met.FMT
Today's Date = 10/16/2008 Today's Time = 11:25:52 PM
Bound File Name = Alc101508a.0034 RAW
Sample Name = CCS
Date Taken = 10/16/2008 11:25:49 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 1
Peak RetTime Peak Area Amount
Number (min) Name % WT/VOL
2 1.82 Ethanol 405941 0.0906
3 2.58 t-Butanol 1152394 0.9049
4 3.15 n-Propanol 1568048 1.0000
Printed on 10/16/2008 11:25:52 PM Page 1 of 1
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Format File Name = Alcohol4-JFH.met. FMT
Today's Date = 10/22/2008 Today's Time = 9:49:01 AM
Bound File Name = Sim102008.0022.RAW
Sample Name = CCS
Date Taken = 10/21/2008 12:31:48 PM VDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4 cal Calibration Version = 14
Peak RetTime -Peak Area Amount
Number (min) Name % WT/NVOL
1 1.82 Ethanol 240240 0.0904
2 2.59 t-Butanol 781527 0.9846
3 3.16 n-Propanol 963574 1.0000

Printed on 10/22/2008 9:49:01 AM
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Format File Name = Alcohol4-JFH.met FMT
Today's Date = 10/22/2008 Today's Time = 9:49:03 AM
Bound File Name = Sim102008.0023. RAW
Sample Name = CCS
Date Taken = 10/21/2008 12:58:42 PM VVDH Headspace Alcohol
Method file = BloodAlcohol4.met
Calibration file = BloodAlcohol4.cal Calibration Version = 14
Peak RetTime Peak Area Amount
Number (min) Name : % WT/NOL
2 1.80 Ethanol 402350 0.0905
3 2.55 t-Butanol 1299371 0.9785
4 3.13 n-Propanol 1611891 1.0000
Printed on 10/22/2008 9:49:04 AM Page 1 of 1
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Format File Name = simsoin-JFH.met.FMT ‘
Today's Date = 10/22/2008 Today's Time = 9:49:06 AM

Bound File Name = 8im102008.0024 RAW
Sample Name = 0.08 DMR

Date Taken = 10/21/2008 1:16:03 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 14
Peak RetTime Peak - Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.80 Ethanol 440721 0.0995 0.0812
3 2.56 t-Butanol 1315738 0.9942 0.8114
4 3.13 n-Propanol 1606534 1.0000 0.8162

Printed on 10/22/2008 9:49:06 AM Page 1 of 1
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Format File Name = simsoln-JFH.met FMT

Today‘s Date = 10/22/2008 Today's Time = 9:49:08 AM
Bound File Name = Sim102008.0025.RAW
Sample Name = 0.08 DMR

Date Taken = 10/21/2008 1:42:51 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 14
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
2 1.80 Ethanol 440672 0.0975 0.0796
3 2.56 t-Butanol 1341207 0.9936 0.8110
4 3.13 n-Propanol 1638594 1.0000 0.8162

Printed on 10/22/2008 9:49:09 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/22/2008 Today's Time = 9:49:11 AM
Bound File Name = Sim102008.0026.RAW
Sample Name = 0.08 DMR
Date Taken = 10/21/2008 1:57:17 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 14
Peak RetTime Peak Area - Amount Headspace
Number (min) Name ' % WT/VOL Conversion
2 1.80 Ethanol 469189 0.0997 0.0814
3 2.55 t-Butanol 1391623 0.9904 0.8084
4 3.13 n-Propanol 1705654 1.0000 0.8162
Printed on 10/22/2008 9:49:11 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/22/2008 Today's Time = 9:49:14 AM
Bound File Name = Sim102008.0027.RAW
Sample Name = 0.08 DMR
Date Taken = 10/21/2008 2:11:43 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 16
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/N/OL Conversion
2 1.80 Ethanol 458018 0.0997 0.0813
3 2.56 t-Butanol 1357355 0.9886 0.8069
4 3.13 n-Propanol 1666653 1.0000 0.8162

Printed on 10/22/2008 9:49;14 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/22/2008

Today's Time = 9:49:16 AM

Bound File Name = Sim102008.0028. RAW
Sample Name = 0.08 DMR

Date Taken = 10/21/2008 2:26:09 PM

VVDH Headspace Alcohol

Method file = simsolnh.met

5.0

Calibration file = BloodAlcohol4.cal Calibration Version = 16
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.80 Ethanol 464745 0.0996 0.0813
2 2.56 t-Butanol 1378403 0.9885 0.8068
3 3.13 n-Propanol 1692775 1.0000 0.8162
Printed on 10/22/2008 9:49:16 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/22/2008 Today's Time = 9:49:18 AM
Bound File Name = Sim102008.0029.RAW
Sample Name = 0.08 DMR
Date Taken = 10/21/2008 2:40:35 PM VDH Headspace Alcohol
Method file = simsoin.met
Calibration file = BloodAlcohol4.cal Calibration Version = 16
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.80 Ethanol 455146 0.0976 0.0797
2 2.56 t-Butanol 1376080 0.9878 0.8063
3 3.13 n-Propanol 1690963 1.0000 0.8162

Printed on 10/22/2008 9:49:19 AM
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Format File Name = simsoln-JFH.met.FMT
Today's Date = 10/22/2008 Today's Time = 9:49:21 AM
Bound File Name = Sim102008.0030.RAW
Sample Name = 0.08 DMR
Date Taken = 10/21/2008 2:55:29 PM VVDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 16
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.80 Ethanol 450575 0.0967 0.0789
2 2.56 t-Butanol 1391477 0.9997 0.8159
3 3.13 n-Propanol 1689651 1.0000 0.8162
Printed on 10/22/2008 9:49:21 AM Page 1 of 1
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Format File Name = simsoln-JFH.met.FMT

Today's Date = 10/22/2008 Today's Time = 9:49:23 AM
Bound File Name = Sim102008.0031.RAW
Sample Name = 0.08 ALB
Date Taken = 10/21/2008 3:09:55 PM VDH Headspace Alcohol
Method file = simsoln.met
Calibration file = BloodAlcohol4.cal Calibration Version = 16
Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/NVOL Conversion
1 1.80 Ethanol 483483 0.1013 0.0827
2 2.56 t-Butanol 1400072 0.9822 0.8016
3 3.13 n-Propanol 1730413 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.80 Ethanol 454630 0.0986 0.0805
2 2.56 t-Butanol 1361921 0.9891 0.8073
3 3.14 n-Propanol 1671501 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name : % WT/VOL Conversion
1 1.80 Ethanol 441613 0.0964 0.0787
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3 3.13 n-Propanol 1660919 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
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1 1.80 Ethanol 468826 , 0.1005 0.0820
2 2.56 t-Butanol 1382657 0.9918 0.8095
3 3.14 n-Propanol 1692285 1.0000 0.8162
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Calibration Version = 16

Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.88 Ethanol 82047 0.0881 0.0719

2 2.63 t-Butapol 206722 0.7432 0.6066

3 3.18 337645 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 420291 0.0982 0.0801
2 2.57 t-Butanol 1238281 0.9685 0.7905
3 3.14 n-Propanol 1552007 1.0000 0.8162
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Peak RetTime Peak Area Amount Headspace
Number (min) Name % WT/VOL Conversion
1 1.81 Ethanol 449478 0.0992 0.0809
2 2.58 t-Butanol 1336368 0.9869 0.8055
3 3.15 n-Propanol 1643677 1.0000 0.8162
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Peak RetTime Peak Area Amount
Number (min) Name % WT/NVOL
1 1.81 Ethanol 418831 0.0931
2 2.57 t-Butanol 1329234 0.9890
3 3.14 n-Propanol 1631424 1.0000
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Peak RetTime . Peak Area Amount
Number (min) Name % WT/NVOL
1 1.81 Ethanol 432686 0.0944
2 2.57 t-Butanol 1368079 0.9987
3 3.14 n-Propanol 1662894 1.0000
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